
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4411/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:21

HIALEAH GARDENS PD

LORENZO,FRANCISCO

04/05/2022

05620080A1

HIALEAH GARDENS PD

ALDANA,ERICK,

VILLANUEVA

10/30/2021

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1Subject Sample 01:55 Subject Test Refused

0.000Breath Volume 01:55

0.000Air Blank 01:55

0.081Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/30/2021 21:27

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:1611/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:09

HIALEAH GARDENS PD

REYES,ISRAEL

04/05/2022

05620080A1

HIALEAH GARDENS PD

ALDANA,ERICK,

HERNANDEZ

10/30/2021

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.079Control Test 20:13

0.000Air Blank 20:13

# 1Subject Sample 20:13 Subject Test Refused

0.000Breath Volume 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 11/30/2021 21:27

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:4711/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:12

HIALEAH GARDENS PD

LORENZO,FRANCISCO

04/05/2022

05620080A1

HIALEAH GARDENS PD

ALDANA,ERICK,

VALDES

10/30/2021

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.081Control Test 21:02

0.000Air Blank 21:03

# 1Subject Sample 21:03 Subject Test Refused

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.081Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 11/30/2021 21:27

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:3511/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:37

HIALEAH GARDENS PD

LORENZO,FRANCISCO

04/05/2022

05620080A1

HIALEAH GARDENS PD

HUERTA,EDWIN,

RODRIGUEZ PUPO

10/30/2021

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:23

# 1 0.110Subject Sample 04:27 Volume Not Met

0.675Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.121Subject Sample 04:29

1.546Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 3 0.121Subject Sample 04:32

1.593Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 11/30/2021 21:27

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:22:2711/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:56

08:13

MIAMI-DADE PD

WINLAND,J

04/05/2022

05620080A1

MIAMI-DADE PD

WINLAND,J,D

HERNANDEZ RODRIGUEZ

10/14/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:16

0.080Control Test 10:17

0.000Air Blank 10:17

# 1 0.000Subject Sample 10:18

4.421Breath Volume 10:18

0.000Air Blank 10:18

0.000Air Blank 10:20

# 2 0.000Subject Sample 10:21

3.976Breath Volume 10:21

0.000Air Blank 10:21

0.079Control Test 10:21

0.000Air Blank 10:22

OKDiagnostics Check 10:22

Data Download Date/Time: 11/11/2021 12:19

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2811/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:58

MIAMI-DADE PD

LOPEZ,CELINA

04/05/2022

05620080A1

MIAMI-DADE PD

LOPEZ,CELINA,L

DUBOIS ALVARDO

10/14/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.081Control Test 03:45

0.000Air Blank 03:45

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/11/2021 12:19

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4311/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:47

FHP TROOP E

ALBO,JOSHUA

04/05/2022

05620080A1

FHP TROOP E

FALCON,IVAN,

LOPEZ LOZADA

10/14/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

# 1 0.164Subject Sample 02:47 Volume Not Met

0.222Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:49

# 2 0.138Subject Sample 02:52 Volume Not Met

0.851Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 11/11/2021 12:19

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:11:4911/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:38

07:04

MIAMI-DADE PD

RAMIREZ,DANIL

04/05/2022

05620080A1

MIAMI-DADE PD

RAMIREZ,DANIL,

GALLO

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:02

0.000Air Blank 08:03

0.081Control Test 08:03

0.000Air Blank 08:04

# 1Subject Sample 08:07 No Sample Provided

0.000Breath Volume 08:07

0.000Air Blank 08:07

0.000Air Blank 08:09

# 2Subject Sample 08:10 Subject Test Refused

0.000Breath Volume 08:10

0.000Air Blank 08:10

0.081Control Test 08:11

0.000Air Blank 08:11

OKDiagnostics Check 08:11

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1211/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:15

OTHER LOCAL

RIVERO,NATALIE

04/05/2022

05620080A1

OTHER LOCAL

RIVERO,NATALIE,

VILLACIS

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1 0.241Subject Sample 01:04

1.324Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.264Subject Sample 01:08

1.734Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 3 0.265Subject Sample 01:11

2.882Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0511/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:53

FHP TROOP E

DOMINGUEZ,JOSE

04/05/2022

05620080A1

FHP TROOP E

DOMINGUEZ,JOSE,F

CEBALLOS

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:44

# 1 0.156Subject Sample 01:45

1.222Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:47

# 2 0.152Subject Sample 01:48

1.230Breath Volume 01:48

0.000Air Blank 01:49

0.077Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5511/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:32

SWEETWATER PD

ENCARNACION,H

04/05/2022

05620080A1

SWEETWATER PD

ENCARNACION,H,

VALLE

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.081Control Test 00:37

0.000Air Blank 00:38

# 1Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.081Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1911/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:24

OTHER LOCAL

RIVERO,NATALIE

04/05/2022

05620080A1

OTHER LOCAL

RIVERO,NATALIE,

GAUGHRAN

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.180Subject Sample 01:18

3.937Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.175Subject Sample 01:21

3.140Breath Volume 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:4711/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:05

05:15

MIAMI-DADE PD

QUINTANA,JORGE

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,JORGE,F

GONZALEZ SALIDO

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:29

0.000Air Blank 06:30

0.079Control Test 06:30

0.000Air Blank 06:31

# 1 0.153Subject Sample 06:32

2.343Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.141Subject Sample 06:36

1.691Breath Volume 06:36

0.000Air Blank 06:36

0.078Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:0311/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:05

MIAMI-DADE PD

MUNOZ,RUBEN

04/05/2022

05620080A1

MIAMI-DADE PD

MUNOZ,RUBEN,

HERNANDEZ ALBIZA

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:44

# 1 0.191Subject Sample 21:45

2.214Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.186Subject Sample 21:49

1.902Breath Volume 21:49

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:51

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4411/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:23

MIAMI-DADE PD

CASTILLO,CHRISTIAN

04/05/2022

05620080A1

MIAMI-DADE PD

CASTILLO,CHRISTIAN,A

CUNNINGHAM

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:13

# 1 0.108Subject Sample 01:15

1.386Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.103Subject Sample 01:19

1.527Breath Volume 01:19

0.000Air Blank 01:19

0.080Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0711/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

12:48

MIAMI-DADE PD

BOOTHE,LATOYA

04/05/2022

05620080A1

MIAMI-DADE PD

BOOTHE,LATOYA,T

SILVA

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

# 1 0.148Subject Sample 01:59

1.765Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:01

# 2 0.147Subject Sample 02:02

2.957Breath Volume 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:2911/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:20

MIAMI-DADE PD

PACHECO,GEORGE

04/05/2022

05620080A1

MIAMI-DADE PD

PACHECO,GEORGE,

MATA-JARAMILLO

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

# 1 0.103Subject Sample 03:34

1.308Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.109Subject Sample 03:37

1.582Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:11:3211/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:41

10:01

MIAMI-DADE PD

SMITH,D

04/05/2022

05620080A1

NORTH MIAMI PD

WINLAND,J,D

LOPEZ JR.

11/11/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:08

0.000Air Blank 11:09

0.080Control Test 11:09

0.000Air Blank 11:09

# 1Subject Sample 11:10 Subject Test Refused

0.000Breath Volume 11:10

0.000Air Blank 11:10

0.080Control Test 11:10

0.000Air Blank 11:11

OKDiagnostics Check 11:11

Data Download Date/Time: 12/09/2021 03:57

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:4311/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

18:45

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

DE RONDE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.081Control Test 20:49

0.000Air Blank 20:50

# 1 0.258Subject Sample 20:51

2.980Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.248Subject Sample 20:54

3.683Breath Volume 20:54

0.000Air Blank 20:54

0.080Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 11/03/2021 11:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:0711/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

01:56

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

SUTTON,B,

JOHNSON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 11/03/2021 11:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4411/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

23:30

Jacksonville SO

WHIPP,J

10/05/2022

22620080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

SING

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:12

0.000Air Blank 03:12

# 1 0.161Subject Sample 03:13

2.562Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.162Subject Sample 03:16

1.800Breath Volume 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 11/03/2021 11:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3911/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:06

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

HOYT

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.082Control Test 00:02

0.000Air Blank 00:03

# 1Subject Sample 00:03 Subject Test Refused

0.000Breath Volume 00:03

0.000Air Blank 00:03

0.081Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 11/23/2021 10:51

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:47:3811/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

10:19

Jacksonville SO

SPENCER,K

10/05/2022

22620080A2

Jacksonville SO

COTHRAN,D,A

ST JEAN

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:40

0.000Air Blank 12:40

0.080Control Test 12:41

0.000Air Blank 12:41

# 1 0.179Subject Sample 12:42

2.488Breath Volume 12:42

0.000Air Blank 12:43

0.000Air Blank 12:45

# 2 0.161Subject Sample 12:46

1.144Breath Volume 12:46

0.000Air Blank 12:46

0.080Control Test 12:47

0.000Air Blank 12:47

OKDiagnostics Check 12:47

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4211/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

21:08

Jacksonville SO

HAWKINS,A

10/05/2022

22620080A2

Jacksonville Beach

PURVIS,M,C

CURRY

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:25

# 1 0.051Subject Sample 23:26

1.519Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.053Subject Sample 23:29

1.281Breath Volume 23:29

0.000Air Blank 23:29

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4411/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:26

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

MATTHEWS

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

# 1 0.088Subject Sample 04:13

2.558Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.086Subject Sample 04:16

2.183Breath Volume 04:16

0.000Air Blank 04:16

0.081Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2011/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

21:53

Jacksonville SO

HAWKINS,A

10/05/2022

22620080A2

Jacksonville Beach

PURVIS,M,C

MCALISTER

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.082Control Test 00:55

0.000Air Blank 00:55

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2411/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:15

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

HAMILTON

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.082Control Test 01:57

0.000Air Blank 01:58

# 1 0.113Subject Sample 01:58

2.246Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.116Subject Sample 02:01

2.343Breath Volume 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:3511/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

01:50

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

VELAZQUEZ MAZARIEGOS

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.081Control Test 04:06

0.000Air Blank 04:06

# 1 0.202Subject Sample 04:09

1.957Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.191Subject Sample 04:13

1.347Breath Volume 04:13

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:2011/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

02:00

Jacksonville SO

MCCLAIN,T

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

HARRIS

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:05

0.000Air Blank 07:05

0.081Control Test 07:06

0.000Air Blank 07:06

# 1 0.110Subject Sample 07:07

1.144Breath Volume 07:07

0.000Air Blank 07:07

0.000Air Blank 07:09

# 2 0.108Subject Sample 07:10

1.960Breath Volume 07:10

0.000Air Blank 07:11

0.082Control Test 07:11

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:4911/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:17

Jacksonville SO

DESOUZA,A

10/05/2022

22620080A2

Jacksonville SO

MEURER,D,E

FORD

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.081Control Test 06:06

0.000Air Blank 06:06

# 1 0.067Subject Sample 06:07

1.933Breath Volume 06:07

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2 0.068Subject Sample 06:11

2.035Breath Volume 06:11

0.000Air Blank 06:11

0.081Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:3411/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:45

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

PRINCE

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

# 1 0.102Subject Sample 02:26

1.832Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.103Subject Sample 02:30

1.980Breath Volume 02:30

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:0911/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

03:39

Jacksonville SO

DESOUZA,A

10/05/2022

22620080A2

Jacksonville SO

POWELL,EDWARD,A

DAVIS

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.081Control Test 05:43

0.000Air Blank 05:43

# 1Subject Sample 05:43 Subject Test Refused

0.000Breath Volume 05:43

0.000Air Blank 05:44

0.081Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 11/23/2021 10:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:0811/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

20:10

Jacksonville SO

LOKMIC,S

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

DE GEUS

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.080Control Test 22:23

0.000Air Blank 22:23

# 1 0.274Subject Sample 22:24

2.472Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.261Subject Sample 22:27

2.023Breath Volume 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2711/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

23:50

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

BAUMGARDNER

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

# 1 0.243Subject Sample 01:16

1.554Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.237Subject Sample 01:19

1.417Breath Volume 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5011/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

01:05

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

STORY

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1 0.105Subject Sample 03:21

1.769Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.110Subject Sample 03:25

1.324Breath Volume 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2911/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

21:00

Jacksonville SO

LOKMIC,S

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

ACUNA ZALPA

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.081Control Test 23:02

0.000Air Blank 23:02

# 1Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:4311/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

02:32

Jacksonville SO

CLARK,J

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

RACKLEY

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.081Control Test 05:07

0.000Air Blank 05:08

# 1Subject Sample 05:08 Subject Test Refused

0.000Breath Volume 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:1911/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

19:02

Jacksonville SO

CLARK,J

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

FUSCO

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:20

# 1 0.234Subject Sample 21:20

2.082Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.227Subject Sample 21:23

1.574Breath Volume 21:23

0.000Air Blank 21:24

0.081Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2411/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

23:19

Jacksonville SO

CLARK,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

BENTON

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

# 1 0.200Subject Sample 01:26

1.957Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.206Subject Sample 01:29

1.945Breath Volume 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5211/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:01

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

JONES

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

# 1 0.299Subject Sample 02:48

3.074Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.301Subject Sample 02:51

2.585Breath Volume 02:51

0.000Air Blank 02:51

0.080Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:5011/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

03:50

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

MITCHELL

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.081Control Test 05:32

0.000Air Blank 05:32

# 1 0.165Subject Sample 05:33

1.925Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.165Subject Sample 05:36

1.523Breath Volume 05:36

0.000Air Blank 05:36

0.082Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:1711/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

17:00

Jacksonville SO

ROBINSON,T

10/05/2022

22620080A2

Jacksonville SO

MOSES,L,M

CHURCH

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.081Control Test 18:57

0.000Air Blank 18:58

# 1 0.168Subject Sample 18:58

1.894Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.141Subject Sample 19:01

1.765Breath Volume 19:01

0.000Air Blank 19:02

0.000Air Blank 19:04

# 3 0.154Subject Sample 19:04

4.062Breath Volume 19:04

0.000Air Blank 19:05

0.082Control Test 19:05

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0511/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

20:00

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

GARCIA

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.082Control Test 22:02

0.000Air Blank 22:02

# 1Subject Sample 22:02 Subject Test Refused

0.000Breath Volume 22:02

0.000Air Blank 22:03

0.082Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:2011/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

22:38

Jacksonville SO

LOKMIC,S

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

ROLLE

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.081Control Test 00:38

0.000Air Blank 00:38

# 1Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:39

0.082Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1811/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

01:05

Jacksonville SO

HIXSON,C

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

GONZALEZ MARTINEZ

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:30

0.082Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:0611/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

02:30

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

GOODRIDGE

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:39

# 1 0.108Subject Sample 04:40

1.253Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 2 0.112Subject Sample 04:43

1.492Breath Volume 04:43

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:1611/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

20:10

Jacksonville SO

VO,S

10/05/2022

22620080A2

FHP Troop G

PURVIS,M,C

WILEY

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.082Control Test 23:14

0.000Air Blank 23:15

# 1 0.088Subject Sample 23:18 Volume Not Met

0.125Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.088Subject Sample 23:23 Volume Not Met

0.062Breath Volume 23:23

0.000Air Blank 23:24

0.082Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1811/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

23:35

Jacksonville SO

HARRELL,R

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

WATSON

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:33

0.000Air Blank 01:33

# 1Subject Sample 01:33 Subject Test Refused

0.000Breath Volume 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 11/23/2021 10:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:5411/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:30

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

WILLIAMS

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:30 No Sample Provided

0.000Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2Subject Sample 04:33 Subject Test Refused

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.081Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:3111/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:02

Jacksonville SO

STANLEY,T

10/05/2022

22620080A2

Jacksonville SO

POWELL,EDWARD,A

RICE

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.080Control Test 22:47

0.000Air Blank 22:47

# 1 0.000Subject Sample 22:48

2.488Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.000Subject Sample 22:51

2.546Breath Volume 22:51

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:4311/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

00:44

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

POWELL,EDWARD,A

HUTCHINGSON

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.082Control Test 03:09

0.000Air Blank 03:09

# 1 0.150Subject Sample 03:10

2.214Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.162Subject Sample 03:13

2.359Breath Volume 03:13

0.000Air Blank 03:13

0.081Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4811/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

21:03

Jacksonville Beach

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

TROTIER,PAUL,F

MCLAUGHLIN

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.081Control Test 23:14

0.000Air Blank 23:15

# 1Subject Sample 23:15 Subject Test Refused

0.000Breath Volume 23:15

0.000Air Blank 23:15

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:1111/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:00

Jacksonville SO

HIXSON,C

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

DRAGO

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:5111/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

01:36

FHP Troop G

CUARTERO,L

10/05/2022

22620080A2

FHP Troop G

TROTIER,PAUL,F

BURNHAM

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:58

# 1 0.214Subject Sample 03:59

2.085Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.212Subject Sample 04:02

1.714Breath Volume 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:1711/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

18:36

FHP Troop K

THOMAS,J

10/05/2022

22620080A2

FHP Troop K

TROTIER,PAUL,F

BARGER

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:59

# 1Subject Sample 20:59 Subject Test Refused

0.000Breath Volume 20:59

0.000Air Blank 21:00

0.081Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:3511/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

20:45

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

REYES

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:37

# 1 0.189Subject Sample 22:38

3.019Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.176Subject Sample 22:42

3.484Breath Volume 22:42

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2911/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

22:40

Jacksonville SO

VALERIO,E

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

DEMONT

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.165Subject Sample 00:23

2.003Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.165Subject Sample 00:26

1.917Breath Volume 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1511/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

00:20

Jacksonville Beach

LYON,L

10/05/2022

22620080A2

Jacksonville Beach

TROTIER,PAUL,F

DELAROSA

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.143Subject Sample 03:10

1.687Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.124Subject Sample 03:13

2.476Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:4311/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:14

17:45

Jacksonville SO

BYRNES,D

10/05/2022

22620080A2

Jacksonville SO

BORCHARDT,J,P

AGUIAR

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.081Control Test 19:35

0.000Air Blank 19:35

# 1 0.210Subject Sample 19:36

2.296Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.212Subject Sample 19:40

3.847Breath Volume 19:40

0.000Air Blank 19:40

0.081Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4211/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

22:10

Jacksonville SO

HIXON,C

10/05/2022

22620080A2

Jacksonville SO

TROTIER,PAUL,F

ST JOHN

11/03/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:03

0.081Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 11/23/2021 10:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:2611/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

23:15

Nassau County SO

FITZPATRICK,B

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

DUNHAM BROWN

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.078Control Test 02:47

0.000Air Blank 02:47

# 1 0.000Subject Sample 02:48

2.816Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.000Subject Sample 02:51

2.027Breath Volume 02:51

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/30/2021 14:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:4011/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:28

Nassau County SO

EDWARDS,I

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

EPPERLY

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.078Control Test 19:24

0.000Air Blank 19:25

# 1Subject Sample 19:25 Subject Test Refused

0.000Breath Volume 19:25

0.000Air Blank 19:25

0.079Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 11/30/2021 14:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4511/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:21

Nassau County SO

VAZQUEZ,M

07/05/2022

14020080A1

Nassau County SO

BLOUNT,JUSTIN,M

JACKSON

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.078Control Test 00:17

0.000Air Blank 00:18

# 1Subject Sample 00:18 Subject Test Refused

0.000Breath Volume 00:18

0.000Air Blank 00:18

0.079Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 11/30/2021 14:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1811/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:11

Nassau County SO

TOWNSEND,J

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

LOPEZ

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

# 1 0.000Subject Sample 03:23 Volume Not Met

0.089Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2Subject Sample 03:28 No Sample Provided

0.000Breath Volume 03:28

0.000Air Blank 03:29

0.078Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 11/30/2021 14:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:5011/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:40

Nassau County SO

JACKSON,R

07/05/2022

14020080A1

Nassau County SO

HINSON,J,M

DERILUS

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.078Control Test 05:49

0.000Air Blank 05:49

# 1 0.000Subject Sample 05:50

2.734Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.000Subject Sample 05:53

2.246Breath Volume 05:53

0.000Air Blank 05:53

0.079Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 11/30/2021 14:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2111/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:43

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

PULASKI

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 11/30/2021 14:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3111/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:13

Nassau County SO

TOWNSEND,J

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

WILLIAMS

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:53

# 1Subject Sample 22:54 Subject Test Refused

0.000Breath Volume 22:54

0.000Air Blank 22:54

0.078Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 12/01/2021 12:47

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3411/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

12:57

Nassau County SO

CUARTERO,L

07/05/2022

14020080A1

FHP Troop G

HINSON,J,M

WICERSHAM

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.076Control Test 02:22

0.000Air Blank 02:23

# 1 0.143Subject Sample 02:26 Volume Not Met

0.414Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.139Subject Sample 02:31

2.679Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 3 0.133Subject Sample 02:33

2.847Breath Volume 02:33

0.000Air Blank 02:34

0.074Control Test 02:34 Control Outside Tolerance

0.000Air Blank 02:35

Data Download Date/Time: 12/01/2021 12:47

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1611/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:00

Nassau County SO

BURSED,G

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

REYES

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.078Control Test 22:18

0.000Air Blank 22:19

# 1 0.098Subject Sample 22:21

1.847Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:23

# 2 0.094Subject Sample 22:24

1.234Breath Volume 22:24

0.000Air Blank 22:25

0.075Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 12/01/2021 12:47

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:5211/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:35

Nassau County SO

ANSLEY,A

07/05/2022

14020080A1

FHP Troop G

TIPPINS,C,L

LEE

10/27/2021

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.078Control Test 04:19

0.000Air Blank 04:19

# 1 0.114Subject Sample 04:20

2.257Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:22

# 2 0.121Subject Sample 04:23

2.535Breath Volume 04:23

0.000Air Blank 04:23

0.078Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 12/01/2021 12:47

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:2911/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

21:34

FHP Troop B

GANUS,GLEN

10/31/2022

1224982

FHP Troop B

GANUS,GLEN,A

GIRALDO

11/02/2021

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 12/29/2021 09:51

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1911/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:02

FHP Troop G

SMITH,JEFFREY

03/09/2023

AG106803

Starke PD

NAEYAERT,JEFF,H

HULSEY

10/08/2021

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.078Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.076Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 12/13/2021 11:46

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2211/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:37

Bradford County SO

SMITH,JEFFERY

03/09/2023

AG106803

Starke PD

WHITEHEAD,BRANDON,A

SMALL

10/08/2021

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:14

# 1 0.080Subject Sample 02:17

1.812Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.075Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/13/2021 11:46

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4111/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:37

Bradford County SO

SMITH,JEFFREY

03/09/2023

AG106803

Starke PD

WHITEHEAD,BRANDON,A

SMALL

10/08/2021

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.078Control Test 02:41

0.000Air Blank 02:41

# 1 0.076Subject Sample 02:42

1.632Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.076Subject Sample 02:45

1.324Breath Volume 02:45

0.000Air Blank 02:45

0.078Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 12/13/2021 11:46

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:44:3711/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:05

08:44

Levy County SO

POPPELL,M

03/09/2023

AG106803

Chiefland PD

SMITH,DEVIN,A

MCQUISTON

11/01/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:37

0.000Air Blank 10:38

0.079Control Test 10:38

0.000Air Blank 10:38

# 1 0.000Subject Sample 10:40

1.480Breath Volume 10:40

0.000Air Blank 10:40

0.000Air Blank 10:42

# 2 0.000Subject Sample 10:43

2.339Breath Volume 10:43

0.000Air Blank 10:43

0.079Control Test 10:44

0.000Air Blank 10:44

OKDiagnostics Check 10:44

Data Download Date/Time: 01/03/2022 09:18

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:2911/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:50

FHP Troop B

DUNCAN,NICHOLAS

03/09/2023

AG106803

Williston PD

GANUS,GLEN,A

PEREZ HARRIS

11/01/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.078Control Test 23:33

0.000Air Blank 23:34

# 1 0.256Subject Sample 23:37 Volume Not Met

0.605Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:39

# 2 0.282Subject Sample 23:40

1.105Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 3 0.285Subject Sample 23:43

1.332Breath Volume 23:43

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 01/03/2022 09:18

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3911/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:34

Levy County SO

KILIAN,S

03/09/2023

AG106803

Levy County SO

JERNIGAN,DARREL,W

DOUGE

11/01/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:25

# 1 0.216Subject Sample 23:27

2.324Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.213Subject Sample 23:30

2.246Breath Volume 23:30

0.000Air Blank 23:30

0.078Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/03/2022 09:18

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:0611/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

18:42

Levy County SO

MACINTYRE,D

03/09/2023

AG106803

Levy County SO

JERNIGAN,DARREL,W

BROWN

11/01/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.077Control Test 19:55

0.000Air Blank 19:55

# 1Subject Sample 19:55 Subject Test Refused

0.000Breath Volume 19:55

0.000Air Blank 19:56

0.079Control Test 19:56

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 01/03/2022 09:18

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:0711/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:07

06:58

Santa Rosa County SO

TIEDEMANN,NICHOLAS

04/21/2024

1482048

Santa Rosa County SO

DALGLEISH,KEVIN,E

NORDSTROM

10/29/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:34

0.080Control Test 07:34

0.000Air Blank 07:34

# 1 0.093Subject Sample 07:35

3.257Breath Volume 07:35

0.000Air Blank 07:36

0.000Air Blank 07:37

# 2 0.093Subject Sample 07:38

3.359Breath Volume 07:38

0.000Air Blank 07:39

0.081Control Test 07:39

0.000Air Blank 07:40

OKDiagnostics Check 07:40

Data Download Date/Time: 11/30/2021 21:15

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5911/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:36

Bay County SO

YOUNG,ALEX

04/01/2023

1305520

Bay County SO

YOUNG,ALEX,R

HENDERSON

10/13/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

# 1Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 11/17/2021 13:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:05:4911/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:37

11:47

Bay County SO

CONLEY,A

04/01/2023

1305520

Lynn Haven PD

BROSIUS,STANLEY,W

GRANRUD

10/13/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:58

0.000Air Blank 12:58

0.081Control Test 12:59

0.000Air Blank 12:59

# 1 0.213Subject Sample 13:00

1.894Breath Volume 13:00

0.000Air Blank 13:00

0.000Air Blank 13:02

# 2 0.200Subject Sample 13:04

2.097Breath Volume 13:04

0.000Air Blank 13:04

0.081Control Test 13:05

0.000Air Blank 13:05

OKDiagnostics Check 13:05

Data Download Date/Time: 11/17/2021 13:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:3111/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

22:48

Bay County SO

YOUNG,ALEX

04/01/2023

1305520

Bay County SO

YOUNG,ALEX,R

HINSON

10/13/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.082Control Test 00:16

0.000Air Blank 00:16

# 1Subject Sample 00:17 Slope Not Met

0.773Breath Volume 00:17

0.000Air Blank 00:17

0.082Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 11/17/2021 13:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2111/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:48

Bay County SO

YOUNG,ALEX

04/01/2023

1305520

Bay County SO

YOUNG,ALEX,R

HINSON

10/13/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.082Control Test 00:21

0.000Air Blank 00:22

# 1 0.292Subject Sample 00:22

1.230Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.293Subject Sample 00:26

1.312Breath Volume 00:26

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 11/17/2021 13:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:4111/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

20:50

19:00

Bay County SO

TEST,TEST

04/01/2023

1305520

Bay County SO

TEST,TEST,T

TEST

10/13/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

Air Blank 21:12 RFI Detect

0.000Air Blank 21:12

Data Download Date/Time: 11/17/2021 13:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3911/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

20:50

19:00

Bay County SO

TEST,TEST

04/01/2023

1305520

Bay County SO

TEST,TEST,T

TEST

10/13/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.082Control Test 21:15

0.000Air Blank 21:15

# 1 0.000Subject Sample 21:16

1.898Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:19

# 2 0.000Subject Sample 21:19

2.054Breath Volume 21:19

0.000Air Blank 21:19

0.082Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 11/17/2021 13:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:4611/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

19:55

Panama City Beach PD

TURNER,WILLIAM

04/01/2023

1305520

Panama City Beach PD

TURNER,WILLIAM,B

SCRIBNER

11/17/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.082Control Test 21:08

0.000Air Blank 21:08

# 1 0.267Subject Sample 21:09

3.230Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:11

# 2 0.239Subject Sample 21:12

1.351Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 3 0.245Subject Sample 21:16

2.605Breath Volume 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 12/21/2021 12:13

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:4011/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

03:39

Bay County SO

SMITH,AUSTIN

04/01/2023

1305520

Bay County SO

YOUNG,ALEX,R

JIMENEZ-PEREZ

11/17/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:01

0.081Control Test 06:01

0.000Air Blank 06:02

# 1 0.151Subject Sample 06:04

1.496Breath Volume 06:04

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.162Subject Sample 06:07

2.289Breath Volume 06:07

0.000Air Blank 06:07

0.080Control Test 06:08

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 12/21/2021 12:13

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2411/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:13

Bay County SO

STOCKS,MADISON

04/01/2023

1305520

Bay County SO

WITHROW,TRACY,L

BELL

11/17/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

# 1 0.184Subject Sample 00:44

2.402Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 2 0.173Subject Sample 00:47

1.621Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 12/21/2021 12:13

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:4411/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:27

Bay County SO

PRICE,CARLON

04/01/2023

1305520

Bay County SO

PRICE,CARLON,E

MOSLEY

11/17/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.082Control Test 20:48

0.000Air Blank 20:49

# 1 0.243Subject Sample 20:52 Volume Not Met

0.019Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2Subject Sample 20:56 Subject Test Refused

0.054Breath Volume 20:56

0.000Air Blank 20:56

0.080Control Test 20:57

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 12/21/2021 12:13

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:5211/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:42

Bay County SO

SHIPES,RYAN

04/01/2023

1305520

Lynn Haven PD

FOSTER,JOHN,A

TEBAULT

11/17/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:46

# 1Subject Sample 21:48 Subject Test Refused

0.000Breath Volume 21:48

0.000Air Blank 21:48

0.081Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 12/21/2021 12:13

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1211/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:36

Niceville PD

MOORE,CHADLEY

02/25/2023

1283438

Niceville PD

MOORE,CHADLEY,D

SMITH

11/04/2021

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.044Subject Sample 03:31

2.207Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.046Subject Sample 03:34

2.683Breath Volume 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 12/10/2021 11:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:4811/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:59

Walton County SO

SIRIPHOKA,HATSADY

11/19/2023

1408275

Walton County SO

COKONOUGHER,ROBERT,F

DAGLEY

10/26/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.081Control Test 22:43

0.000Air Blank 22:44

# 1 0.190Subject Sample 22:44

1.144Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.174Subject Sample 22:48

1.859Breath Volume 22:48

0.000Air Blank 22:48

0.081Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 11/22/2021 14:29

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:4911/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:15

FHP Troop A

PALMATEER,TRACY

11/19/2023

1408275

FHP Troop A

PALMATEER,TRACY,D

FLEMING

11/22/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:38

0.000Air Blank 15:39

0.079Control Test 15:39

0.000Air Blank 15:40

# 1 0.215Subject Sample 15:40

2.949Breath Volume 15:40

0.000Air Blank 15:41

0.000Air Blank 15:42

# 2 0.209Subject Sample 15:43

2.398Breath Volume 15:43

0.000Air Blank 15:43

0.079Control Test 15:44

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 12/20/2021 15:19

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:3211/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:05

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

COOPER

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.283Subject Sample 02:47

4.160Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.269Subject Sample 02:50

3.582Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:0811/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:39

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

BETTERLEY

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.081Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0611/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:58

Okeechobee County SO

MURTAGH,ROBERT

04/12/2024

1474747

Okeechobee County SO

MURTAGH,ROBERT,J

GARCIA

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:2111/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

23:11

Okeechobee County SO

VARNADORE,RICHARD

04/12/2024

1474747

Okeechobee County SO

MURTAGH,ROBERT,J

WILSON

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:03

# 1 0.000Subject Sample 00:06

2.277Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.000Subject Sample 00:09

3.433Breath Volume 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3511/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:37

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

SEIB

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

# 1 0.000Subject Sample 03:27

2.824Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.000Subject Sample 03:30

2.449Breath Volume 03:30

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:1111/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

03:26

Okeechobee County SO

MURTAGH,ROBERT

04/12/2024

1474747

Okeechobee County SO

MURTAGH,ROBERT,J

ABERNATHY

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:18 Subject Test Refused

0.000Breath Volume 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:5411/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:29

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

CARREON

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.080Control Test 21:07

0.000Air Blank 21:08

# 1 0.000Subject Sample 21:08

1.585Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.000Subject Sample 21:11

2.570Breath Volume 21:11

0.000Air Blank 21:11

0.080Control Test 21:12

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2411/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:36

Okeechobee County SO

RHODES,BRADY

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

RINGER

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:33

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:1311/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:46

Okeechobee County SO

CASIAN,SKYLER

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

KING

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:30

0.000Air Blank 16:30

0.080Control Test 16:31

0.000Air Blank 16:31

# 1Subject Sample 16:31 Subject Test Refused

0.000Breath Volume 16:31

0.000Air Blank 16:32

0.079Control Test 16:32

0.000Air Blank 16:33

OKDiagnostics Check 16:33

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:5811/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:37

Okeechobee County SO

ABDELQUADER,DYLAN

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

SMITH

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

# 1 0.018Subject Sample 20:29

1.675Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:31

# 2 0.018Subject Sample 20:32

2.023Breath Volume 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:1111/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:54

Okeechobee County SO

MURTAGH,ROBERT

04/12/2024

1474747

Okeechobee County SO

MURTAGH,ROBERT,J

REED

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:44

0.000Air Blank 01:44

# 1 0.170Subject Sample 01:45

3.070Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:47

# 2 0.173Subject Sample 01:48

1.695Breath Volume 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3611/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:21

Okeechobee County SO

BUNTING,J

04/12/2024

1474747

Okeechobee County SO

WRIGHT,MARK,A

COOPER

10/28/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 11/09/2021 11:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2211/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:50

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

NUZUM

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:45

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 12/07/2021 10:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:1911/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:53

Okeechobee County SO

BUNTING,JESSICA

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

WATSON

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.081Control Test 21:34

0.000Air Blank 21:34

# 1Subject Sample 21:34 Subject Test Refused

0.000Breath Volume 21:34

0.000Air Blank 21:35

0.080Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1911/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:36

Okeechobee County SO

MURTAGH,ROBERT

04/12/2024

1474747

Okeechobee County SO

MURTAGH,ROBERT,J

RIDGEWAY

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.081Control Test 00:25

0.000Air Blank 00:25

# 1 0.112Subject Sample 00:26

2.160Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.108Subject Sample 00:29

2.164Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:0211/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:19

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

HAIR

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.168Subject Sample 01:10

2.226Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.169Subject Sample 01:13

2.000Breath Volume 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:15

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1911/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:16

Okeechobee County SO

BUNTING,JESSICA

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

GARCIA

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

# 1 0.000Subject Sample 02:57

1.890Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.000Subject Sample 03:00

2.578Breath Volume 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:2511/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:03

Okeechobee County SO

POLLOCK,STEVEN

04/12/2024

1474747

Okeechobee County SO

POLLOCK,STEVEN,D

PEACOCK

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.081Control Test 23:02

0.000Air Blank 23:03

# 1Subject Sample 23:04 Subject Test Refused

0.000Breath Volume 23:04

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4011/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:05

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

VIALBA PINEDA

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.081Control Test 01:49

0.000Air Blank 01:49

# 1 0.167Subject Sample 01:50

2.820Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.170Subject Sample 01:53

2.734Breath Volume 01:53

0.000Air Blank 01:53

0.081Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1711/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:59

Okeechobee County SO

ESQUIVEL,MISEI

04/12/2024

1474747

Okeechobee County SO

ESQUIVEL,MISEI,

TALE REYNOSO

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.081Control Test 22:50

0.000Air Blank 22:51

# 1 0.158Subject Sample 22:54 Volume Not Met

0.328Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 2 0.211Subject Sample 22:57

1.171Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 3 0.201Subject Sample 23:02

2.476Breath Volume 23:02

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:4711/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:27

Okeechobee County SO

DOVAL,RAMIRO

04/12/2024

1474747

Okeechobee County SO

POLLOCK,STEVEN,D

BROWN BAILEY

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.081Control Test 22:18

0.000Air Blank 22:18

# 1 0.182Subject Sample 22:20

1.609Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2Subject Sample 22:24 RFI Detect

0.515Breath Volume 22:24

0.000Air Blank 22:24

0.079Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1111/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:27

Okeechobee County SO

DOVAL,RAMIRO

04/12/2024

1474747

Okeechobee County SO

POLLOCK,STEVEN,D

BROWN BAILEY

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.188Subject Sample 22:30

1.582Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.174Subject Sample 22:33

1.222Breath Volume 22:33

0.000Air Blank 22:34

0.082Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:20:3811/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:42

Okeechobee County SO

POLLOCK,STEVEN

04/12/2024

1474747

Okeechobee County SO

POLLOCK,STEVEN,D

BROWN

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:14

0.000Air Blank 17:14

0.081Control Test 17:15

0.000Air Blank 17:15

# 1 0.242Subject Sample 17:16

1.527Breath Volume 17:16

0.000Air Blank 17:16

0.000Air Blank 17:18

# 2 0.252Subject Sample 17:19

2.011Breath Volume 17:19

0.000Air Blank 17:19

0.080Control Test 17:20

0.000Air Blank 17:20

OKDiagnostics Check 17:20

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:5711/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:50

Okeechobee County SO

POLLOCK,STEVEN

04/12/2024

1474747

Okeechobee County SO

POLLOCK,STEVEN,D

CARVER

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.081Control Test 23:33

0.000Air Blank 23:33

# 1 0.304Subject Sample 23:34

3.960Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.295Subject Sample 23:37

4.363Breath Volume 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3111/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:23

Okeechobee County SO

POLLOCK,S

04/12/2024

1474747

Okeechobee County SO

CALCAGNO,MERCEDES,T

DAILEY

11/09/2021

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.095Subject Sample 03:12

2.500Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.090Subject Sample 03:15

1.757Breath Volume 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 12/07/2021 10:35

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5811/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:00

Port St. Lucie PD

VALENTIN,CARLOS

11/05/2022

24620080A3

Port St. Lucie PD

IANNONE,JOSEPH,V

CAROGLANIAN

10/20/2021

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:37

# 1 0.177Subject Sample 03:38

2.578Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:40

# 2 0.169Subject Sample 03:41

2.085Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 11/30/2021 19:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1811/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:42

Port St. Lucie PD

IANNONE,J

11/05/2022

24620080A3

Port St. Lucie PD

IANNONE,J,

DESROSIERS

10/20/2021

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

# 1 0.000Subject Sample 03:12

1.773Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.000Subject Sample 03:15

1.796Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 11/30/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:5211/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

16:59

Indian River Co SO

FLOYD,A

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

MILLER

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

# 1 0.284Subject Sample 19:37

1.777Breath Volume 19:37

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.268Subject Sample 19:40

1.539Breath Volume 19:40

0.000Air Blank 19:40

0.078Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 11/26/2021 13:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0811/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:37

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

HEGWOOD

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

# 1 0.199Subject Sample 03:53

1.195Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:55

# 2 0.184Subject Sample 03:58 Slope Not Level

1.203Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 3 0.186Subject Sample 04:04

1.406Breath Volume 04:04

0.000Air Blank 04:05

0.077Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/26/2021 13:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4311/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:49

Indian River Co SO

RUIZ,CPL.

04/12/2024

1474747

Indian River Co SO

WILLIAMS,DEPUTY,.

SCHMIDT

11/26/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:47

0.079Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 12/22/2021 10:07

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:20:4811/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:28

Indian River Co SO

JAWORSKI,KEVIN

04/12/2024

1474747

Indian River Co SO

KANE,JAMES,G

FEDERICO

11/26/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:14

0.000Air Blank 16:15

0.080Control Test 16:15

0.000Air Blank 16:15

# 1 0.000Subject Sample 16:16

3.226Breath Volume 16:16

0.000Air Blank 16:16

0.000Air Blank 16:18

# 2 0.000Subject Sample 16:19

2.953Breath Volume 16:19

0.000Air Blank 16:19

0.079Control Test 16:20

0.000Air Blank 16:20

OKDiagnostics Check 16:20

Data Download Date/Time: 12/22/2021 10:07

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:4111/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:43

Indian River Co SO

BELL,OFFICER

04/12/2024

1474747

Indian River Shores

WILLIAMS,DEPUTY,.

STONE

11/26/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.079Control Test 23:44

0.000Air Blank 23:44

# 1Subject Sample 23:44 Subject Test Refused

0.000Breath Volume 23:44

Air Blank 23:45 RFI Detect

0.000Air Blank 23:45

Data Download Date/Time: 12/22/2021 10:07

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:0911/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:06

Indian River Co SO

YORK,DEPUTY

04/12/2024

1474747

Indian River Co SO

WILLIAMS,DEPUTY,.

JENKINS

11/26/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 12/22/2021 10:07

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:4611/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:19

Indian River Co SO

SZOTT,DEPUTY

04/12/2024

1474747

Indian River Co SO

WILLIAMS,DEPUTY,.

OLWAGEN

11/26/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

# 1 0.136Subject Sample 02:00

2.671Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.121Subject Sample 02:03

1.410Breath Volume 02:03

0.000Air Blank 02:03

0.079Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 12/22/2021 10:07

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3611/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:29

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

THOMAS

11/26/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1Subject Sample 03:38 Subject Test Refused

0.000Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 12/22/2021 10:07

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:1511/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:26

06:33

Indian River Co SO

BRADY,A

04/12/2024

1474747

Indian River Co SO

CINTRON,J,

PARKER

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:50

0.000Air Blank 07:51

0.081Control Test 07:51

0.000Air Blank 07:52

# 1 0.000Subject Sample 07:53

2.773Breath Volume 07:53

0.000Air Blank 07:53

0.000Air Blank 07:55

# 2 0.000Subject Sample 07:56

2.230Breath Volume 07:56

0.000Air Blank 07:57

0.081Control Test 07:57

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:4811/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

18:31

Vero Beach PD

LUNA,ARTURO

04/12/2024

1474747

Vero Beach PD

GREEN,BRIAN,P

WICKRE

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.081Control Test 20:13

0.000Air Blank 20:14

# 1Subject Sample 20:14 Subject Test Refused

0.000Breath Volume 20:14

0.000Air Blank 20:14

0.081Control Test 20:15

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:2511/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

19:40

Indian River Co SO

RUIZ,M

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

RIVERA TORRES

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.082Control Test 21:43

0.000Air Blank 21:43

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.081Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3211/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:15

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

WHILE,C,

DAVIS

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1 0.170Subject Sample 03:09

1.199Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.173Subject Sample 03:13

1.773Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:1811/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:04

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

WHILE,C,J

MCINTIRE

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.081Control Test 21:34

0.000Air Blank 21:34

# 1 0.171Subject Sample 21:35

3.035Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.171Subject Sample 21:38

2.125Breath Volume 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:4711/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:29

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

AUSBY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:16

# 1 0.141Subject Sample 00:18

1.472Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:20

# 2 0.136Subject Sample 00:24

1.292Breath Volume 00:24

0.000Air Blank 00:24

0.080Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:4411/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:22

Indian River Co SO

PENN,A

04/12/2024

1474747

Sebastian PD

GRANDY,KEVIN,

BOWMAN

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.081Control Test 19:09

0.000Air Blank 19:09

# 1 0.168Subject Sample 19:12 Volume Not Met

1.058Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.188Subject Sample 19:15

1.718Breath Volume 19:15

0.000Air Blank 19:16

0.000Air Blank 19:18

# 3 0.193Subject Sample 19:19

2.316Breath Volume 19:19

0.000Air Blank 19:19

0.079Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5411/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:02

Indian River Co SO

YORK,JIM

04/12/2024

1474747

Indian River Co SO

RAINES,DUANE,G

RAINES

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

# 1 0.231Subject Sample 23:14

2.781Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.223Subject Sample 23:17

2.093Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3911/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:01

Indian River Co SO

QUINTERO,DEPUTY

04/12/2024

1474747

Indian River Co SO

WILLIAMS,DEPUTY,.

RIDGE

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1Subject Sample 00:59 Subject Test Refused

0.000Breath Volume 00:59

0.000Air Blank 00:59

0.081Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0411/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:21

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

HENSLEY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:03

# 1 0.059Subject Sample 00:04

2.679Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:06

# 2 0.060Subject Sample 00:07

3.281Breath Volume 00:07

0.000Air Blank 00:08

0.081Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:09

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:2811/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

23:53

Indian River Co SO

IRWIN,A

04/12/2024

1474747

Sebastian PD

KEARSE,A,

JETT

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.083Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.082Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/05/2022 09:30

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:3111/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:44

Indian River Co SO

SZOTT,M

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

HARRIS

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.081Control Test 19:52

0.000Air Blank 19:52

# 1 0.290Subject Sample 19:55

1.421Breath Volume 19:55

Air Blank 19:55 RFI Detect

0.000Air Blank 19:56

0.079Control Test 19:56

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:0311/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:44

Indian River Co SO

SZOTT,M

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

HARRIS

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.080Control Test 20:00

0.000Air Blank 20:00

# 1 0.279Subject Sample 20:01

1.140Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.286Subject Sample 20:05

1.363Breath Volume 20:05

0.000Air Blank 20:06

0.080Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:07

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:3811/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:46

Indian River Co SO

RUIZ,CPL.

04/12/2024

1474747

Indian River Co SO

WILLIAMS,DEPUTY,.

MURPHY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.083Control Test 18:52

0.000Air Blank 18:53

# 1 0.052Subject Sample 18:56 Volume Not Met

0.339Breath Volume 18:56

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.073Subject Sample 18:59

2.652Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 3 0.071Subject Sample 19:04

1.542Breath Volume 19:04

0.000Air Blank 19:04

0.083Control Test 19:05

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:4811/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:06

Indian River Co SO

THOMAS,A

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

ASLAM

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.081Control Test 21:07

0.000Air Blank 21:07

# 1 0.217Subject Sample 21:08

1.472Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:10

# 2 0.205Subject Sample 21:12

1.210Breath Volume 21:12

0.000Air Blank 21:12

0.084Control Test 21:13 Interferent Detect

0.000Air Blank 21:13

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:4811/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:16

Indian River Co SO

GRUBER,ERIC

04/12/2024

1474747

Indian River Co SO

KANE,JAMES,G

OLIVO

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:19

0.000Air Blank 16:20

0.081Control Test 16:20

0.000Air Blank 16:20

# 1Subject Sample 16:22 Subject Test Refused

0.773Breath Volume 16:22

0.000Air Blank 16:23

0.082Control Test 16:24

0.000Air Blank 16:24

OKDiagnostics Check 16:24

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3811/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:41

Indian River Co SO

BORJAS,N

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

EGAN

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.084Control Test 02:41 Interferent Detect

0.000Air Blank 02:41

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2511/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:41

Indian River Co SO

BORJAS,N

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

EGAN

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.084Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.084Control Test 02:45 Interferent Detect

0.000Air Blank 02:46

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:3111/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:08

Indian River Co SO

HOILETT,D

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

FRANKEL

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.077Control Test 23:05 Interferent Detect

0.000Air Blank 23:05

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:1711/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:08

Indian River Co SO

HOILETT,D

04/12/2024

1474747

Indian River Co SO

KEARSE,A,

FRANKEL

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.081Control Test 23:08

0.000Air Blank 23:08

# 1 0.273Subject Sample 23:10

1.621Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:12

# 2 0.277Subject Sample 23:14

1.828Breath Volume 23:14

Air Blank 23:14 Purge Fail

0.000Air Blank 23:15

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3111/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:43

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,

MORALES

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.081Control Test 01:47

Air Blank 01:48 RFI Detect

0.000Air Blank 01:48

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1611/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:04

Indian River Co SO

MOORE,D

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,

BENNEFIELD

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

Air Blank 22:05 Ambient Fail

0.000Air Blank 22:06

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5411/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:04

Indian River Co SO

MOORE,D

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

BENNEFIELD

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.081Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:10 Subject Test Refused

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

FailDiagnostics Check 22:11 Analytical Stability Test

0.000Air Blank 22:11

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1711/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:04

Indian River Co SO

MOORE,D

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

BENNEFIELD

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.083Control Test 22:16

0.000Air Blank 22:16

# 1Subject Sample 22:16 Subject Test Refused

0.000Breath Volume 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

Air Blank 22:17 RFI Detect

0.000Air Blank 22:18

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1811/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:04

Indian River Co SO

MOORE,D

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

BENNEFIELD

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.081Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:21 Subject Test Refused

0.000Breath Volume 22:21

0.000Air Blank 22:22

0.083Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2011/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:23

Indian River Co SO

AGUILAR,R

04/12/2024

1474747

Vero Beach PD

GRANDY,KEVIN,

RODRIGUEZ RICARDO

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

Air Blank 22:43 RFI Detect

0.000Air Blank 22:44

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:3911/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:23

Indian River Co SO

AGUILAR,R

04/12/2024

1474747

Vero Beach PD

GRANDY,KEVIN,

RODRIGUEZ

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.082Control Test 22:46

0.000Air Blank 22:47

# 1 0.096Subject Sample 22:48

1.160Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.098Subject Sample 22:51

1.105Breath Volume 22:51

0.000Air Blank 22:51

0.082Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2711/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:52

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DAUGHERTY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.088Control Test 02:02 Interferent Detect

Air Blank 02:03 Ambient Fail

Data Download Date/Time: 01/05/2022 09:31

15 February 2022

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4211/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:52

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DAUGHTERY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

Air Blank 02:07 Ambient Fail

0.000Air Blank 02:07

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1011/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:52

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DAUGHERTY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.086Control Test 02:11 Interferent Detect

0.000Air Blank 02:12

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:2911/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:52

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DAUGHERTY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

Air Blank 02:30 Ambient Fail

Air Blank 02:30 Ambient Fail

Data Download Date/Time: 01/05/2022 09:31

15 February 2022

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:2511/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:36

Indian River Co SO

MCKENZIE,BRANDON

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

BARTLEY

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

# 1Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3611/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:57

Indian River Co SO

POLLACEK,JASON

04/12/2024

1474747

Indian River Co SO

GRANDY,KEVIN,

RUSNAK

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.083Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.083Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0911/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:17

Indian River Co SO

YORK,DEPUTY

04/12/2024

1474747

Indian River Co SO

WILLIAMS,DEPUTY,.

WHITEFORD

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.082Control Test 19:07

0.000Air Blank 19:08

# 1 0.163Subject Sample 19:08

1.957Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.171Subject Sample 19:12

1.816Breath Volume 19:12

0.000Air Blank 19:13

0.083Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:3611/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:02

Indian River Co SO

MCKENZIE,B

04/12/2024

1474747

Indian River Co SO

WHILE,C,

SULLIVAN

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.082Control Test 20:11

0.000Air Blank 20:11

# 1 0.090Subject Sample 20:12

2.093Breath Volume 20:12

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.084Subject Sample 20:15

1.351Breath Volume 20:15

0.000Air Blank 20:15

0.083Control Test 20:15

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:3111/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:42

Indian River Co SO

WARD,B

04/12/2024

1474747

Indian River Co SO

WHILE,C,

KLUCINEC

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 22:44 DSP Test

0.000Air Blank 22:44

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2411/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:42

Indian River Co SO

WARD,B

04/12/2024

1474747

Indian River Co SO

WHILE,C,

KLUCINEC

10/28/2021

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 22:46 DSP Test

0.000Air Blank 22:47

Data Download Date/Time: 01/05/2022 09:31

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4411/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:12

DESOTO COUNTY SO

TRUJILLO,EDUARDO

09/05/2023

19021080A2

DESOTO COUNTY SO

DITTMAN,LAVERNE,T

MIERSCH

10/27/2021

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.078Control Test 23:54

0.000Air Blank 23:55

# 3 0.138Subject Sample 23:58 Volume Not Met

0.488Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.148Subject Sample 00:01

1.285Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:03

# 2 0.152Subject Sample 00:04

1.343Breath Volume 00:04

0.000Air Blank 00:04

0.077Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 11/22/2021 15:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3311/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:06

DESOTO COUNTY SO

WASHINGTON,ANTONIO

09/05/2023

19021080A2

DESOTO COUNTY SO

DITTMAN,LAVERNE,T

HAYMANS

10/27/2021

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:54

# 3 0.140Subject Sample 01:55

1.750Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 1 0.117Subject Sample 01:00

1.425Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.126Subject Sample 01:03

1.914Breath Volume 01:03

0.000Air Blank 01:03

0.076Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 11/22/2021 15:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:2111/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:36

DESOTO COUNTY SO

WORKMAN,LARRY

09/05/2023

19021080A2

ARCADIA PD

BARTLETT,AMANDA,M

VILLAFUERTE

10/27/2021

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:26

0.000Air Blank 06:26

0.078Control Test 06:27

0.000Air Blank 06:27

# 1Subject Sample 06:28 Subject Test Refused

0.000Breath Volume 06:28

0.000Air Blank 06:28

0.078Control Test 06:28

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 11/22/2021 15:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:3511/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:48

DESOTO COUNTY SO

NUNEZ,NIURVIS

09/05/2023

19021080A2

DESOTO COUNTY SO

ORTIZ,ROBERTO,R

KOPPEL

10/27/2021

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.078Control Test 21:19

0.000Air Blank 21:20

# 1 0.198Subject Sample 21:20

2.707Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.194Subject Sample 21:24

1.496Breath Volume 21:24

0.000Air Blank 21:24

0.076Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 11/22/2021 15:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1211/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:28

DESOTO COUNTY SO

RIOS,DANIELLE

09/05/2023

19021080A2

ARCADIA PD

ORTIZ,ROBERTO,R

ETCHECHURY

10/27/2021

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.078Control Test 00:19

0.000Air Blank 00:19

# 1 0.165Subject Sample 00:22 Volume Not Met

0.320Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.188Subject Sample 00:26

1.507Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 3 0.175Subject Sample 00:29

1.613Breath Volume 00:29

0.000Air Blank 00:30

0.074Control Test 00:30 Control Outside Tolerance

0.000Air Blank 00:31

Data Download Date/Time: 11/22/2021 15:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:22:1211/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

14:15

DESOTO COUNTY SO

BAKER,DUSTIN

09/05/2023

19021080A2

DESOTO COUNTY SO

BARTLETT,AMANDA,M

GARBRANDT

10/27/2021

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:09

0.000Air Blank 15:10

0.078Control Test 15:10

0.000Air Blank 15:11

# 1 0.173Subject Sample 15:14 Volume Not Met

0.222Breath Volume 15:14

0.000Air Blank 15:14

0.000Air Blank 15:16

# 2 0.177Subject Sample 15:17

1.894Breath Volume 15:17

0.000Air Blank 15:18

0.000Air Blank 15:20

# 3 0.183Subject Sample 15:20

1.554Breath Volume 15:20

0.000Air Blank 15:21

0.077Control Test 15:21

0.000Air Blank 15:22

OKDiagnostics Check 15:22

Data Download Date/Time: 11/22/2021 15:34

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5611/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:53

Eustis PD

BURTZLAFF,SYDNEE

10/12/2021

1031121

Eustis PD

PEREZ,DAVID,A

BISCHOFF

10/11/2021

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.081Control Test 03:33

0.000Air Blank 03:33

# 1 0.135Subject Sample 03:34

1.433Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.136Subject Sample 03:37

1.144Breath Volume 03:37

0.000Air Blank 03:38

0.082Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 12/01/2021 12:44

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1611/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:58

Eustis PD

FREITAS,MARCIA

10/12/2021

1031121

Eustis PD

STROUP,STEVE,A

RHOADES

10/11/2021

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/01/2021 12:44

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:4111/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:46

Eustis PD

FREITAS,MARCIA

10/12/2021

1031121

Eustis PD

STROUP,STEVE,A

MARSHALL

10/11/2021

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

# 1 0.198Subject Sample 02:46

1.988Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.183Subject Sample 02:49

1.464Breath Volume 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/01/2021 12:44

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1211/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:38

Eustis PD

BURTZLAFF,SYDNEE

10/12/2021

1031121

Eustis PD

PEREZ,DAVID,A

BENAVIDES

10/11/2021

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:21

0.000Air Blank 01:21

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:22

0.082Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 12/01/2021 12:44

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4311/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:38

Eustis PD

FREITAS,MARCIA

10/12/2021

1031121

Eustis PD

PEREZ,DAVID,A

GAY

10/11/2021

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

# 1Subject Sample 00:35 Subject Test Refused

0.000Breath Volume 00:35

0.000Air Blank 00:35

0.081Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 12/01/2021 12:45

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:5911/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:42

15:09

Eustis PD

COE,BARRY

07/05/2023

211143

Eustis PD

WADE,CODY,L

GODINSKY

11/30/2021

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:10

0.080Control Test 16:10

0.000Air Blank 16:11

# 1Subject Sample 16:11 Subject Test Refused

0.000Breath Volume 16:11

0.000Air Blank 16:12

0.080Control Test 16:12

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 12/01/2021 12:45

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:1211/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:03

Sarasota County SO

SANDERS,DEPUTY

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

SIEGEL

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.079Control Test 21:54

0.000Air Blank 21:55

# 1 0.243Subject Sample 21:55

2.503Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.223Subject Sample 21:58

2.148Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:5811/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:27

Sarasota County SO

BARR,J

07/05/2022

14020080A1

Sarasota County SO

BARR,J,

MONAHAN

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.079Control Test 20:12

0.000Air Blank 20:13

# 1 0.000Subject Sample 20:13

2.316Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.000Subject Sample 20:16

2.671Breath Volume 20:16

0.000Air Blank 20:17

0.079Control Test 20:17

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3911/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:49

Sarasota County SO

BARR,J

07/05/2022

14020080A1

Sarasota County SO

BARR,J,

REUL

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:35

# 1 0.254Subject Sample 00:37

1.824Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.258Subject Sample 00:40

2.230Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:33:0111/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:15

Sarasota County SO

MAJKA,DEP

07/05/2022

14020080A1

Sarasota County SO

FEDOREK,JEFFREY,M

PETERSON

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:26

0.000Air Blank 06:27

0.079Control Test 06:27

0.000Air Blank 06:28

# 1 0.173Subject Sample 06:28

3.011Breath Volume 06:28

0.000Air Blank 06:29

0.000Air Blank 06:31

# 2 0.181Subject Sample 06:31

2.675Breath Volume 06:31

0.000Air Blank 06:32

0.079Control Test 06:32

0.000Air Blank 06:32

OKDiagnostics Check 06:33

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:47:1411/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:41

Sarasota County SO

LUCE,DEP

07/05/2022

14020080A1

Sarasota County SO

FEDOREK,JEFFREY,M

FOX

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:41

0.000Air Blank 08:41

0.079Control Test 08:42

0.000Air Blank 08:42

# 1 0.000Subject Sample 08:43

1.523Breath Volume 08:43

0.000Air Blank 08:43

0.000Air Blank 08:45

# 2 0.000Subject Sample 08:45

1.375Breath Volume 08:45

0.000Air Blank 08:46

0.079Control Test 08:46

0.000Air Blank 08:47

OKDiagnostics Check 08:47

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:5811/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:38

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

PRESLEY

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.079Control Test 20:26

0.000Air Blank 20:26

# 1 0.123Subject Sample 20:27

1.640Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:29

# 2 0.120Subject Sample 20:30

1.171Breath Volume 20:30

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:5711/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:48

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

ANTONETZ

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:49

# 1 0.160Subject Sample 23:50

1.332Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:52

# 2 0.164Subject Sample 23:53

2.875Breath Volume 23:53

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0211/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:15

Sarasota County SO

PIERSON,CORY

07/05/2022

14020080A1

Sarasota County SO

PIERSON,CORY,M

FREDERICKS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

# 1 0.203Subject Sample 00:31

2.468Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.193Subject Sample 00:34

2.414Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:36

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:34:2111/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

07:29

Sarasota PD

LANSING,REAGAN

07/05/2022

14020080A1

Sarasota PD

MIKLUSCAK,ZACHARY,J

SNYDER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:26

0.000Air Blank 08:26

0.080Control Test 08:27

0.000Air Blank 08:27

# 1 0.111Subject Sample 08:29

2.992Breath Volume 08:29

0.000Air Blank 08:29

0.000Air Blank 08:31

# 2 0.123Subject Sample 08:32

1.136Breath Volume 08:32

0.000Air Blank 08:33

0.078Control Test 08:33

0.000Air Blank 08:34

OKDiagnostics Check 08:34

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3911/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:35

Sarasota County SO

SANDERS,DEPUTY J.

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

CRUZ-FUENTES

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:41

# 1Subject Sample 02:45 No Sample Provided

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.188Subject Sample 02:49

3.214Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 3 0.185Subject Sample 02:52

3.093Breath Volume 02:52

0.000Air Blank 02:52

0.078Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:3711/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:34

Sarasota County SO

MORRIS,L

07/05/2022

14020080A1

Sarasota County SO

MITCHELL,NICKKI,N

FEVRIER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.079Control Test 20:48

0.000Air Blank 20:49

# 1Subject Sample 20:50 Subject Test Refused

0.000Breath Volume 20:50

0.000Air Blank 20:50

0.080Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:3311/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

13:13

North Port PD

KERR,CALEB

07/05/2022

14020080A1

North Port PD

KERR,CALEB,W

YOUNG

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:26

0.000Air Blank 16:27

0.080Control Test 16:27

0.000Air Blank 16:28

# 1 0.000Subject Sample 16:29

1.320Breath Volume 16:29

0.000Air Blank 16:29

0.000Air Blank 16:31

# 2 0.000Subject Sample 16:32

1.285Breath Volume 16:32

0.000Air Blank 16:32

0.079Control Test 16:32

0.000Air Blank 16:33

OKDiagnostics Check 16:33

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:12:1311/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

16:17

Sarasota County SO

PIETRON,M

07/05/2022

14020080A1

Sarasota PD

SURRAN,DEPUTY,C

LAROCHE

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:05

0.000Air Blank 17:06

0.080Control Test 17:06

0.000Air Blank 17:07

# 1 0.214Subject Sample 17:07

1.378Breath Volume 17:07

0.000Air Blank 17:08

0.000Air Blank 17:10

# 2 0.217Subject Sample 17:10

1.269Breath Volume 17:10

0.000Air Blank 17:11

0.080Control Test 17:11

0.000Air Blank 17:12

OKDiagnostics Check 17:12

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2411/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:42

Sarasota County SO

PIERSON,CORY

07/05/2022

14020080A1

Sarasota County SO

PIERSON,CORY,M

RAMOS RAMOS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

# 1 0.202Subject Sample 01:35

1.816Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.202Subject Sample 01:38

1.597Breath Volume 01:38

0.000Air Blank 01:39

0.078Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:1611/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:17

Sarasota County SO

SANDERS,DEPUTY

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

MCLAUGHLIN

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

# 1Subject Sample 20:09 Subject Test Refused

0.000Breath Volume 20:09

0.000Air Blank 20:10

0.080Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0111/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:38

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

ANNIS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

# 1 0.000Subject Sample 22:01

3.140Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.000Subject Sample 22:04

3.113Breath Volume 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:06

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:1111/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:37

FHP Troop F

TINFINA,LOGAN

07/05/2022

14020080A1

FHP Troop F

WHITEAKER,ALLAN-MICHEAL,W

WHITEAKER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

Air Blank 00:31 RFI Detect

0.000Air Blank 00:32

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1311/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:37

FHP Troop F

TINFINA,LOGAN

07/05/2022

14020080A1

FHP Troop F

TINFINA,LOGAN,M

WHITEAKER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:38

# 1 0.196Subject Sample 00:38

1.480Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.191Subject Sample 00:41

1.152Breath Volume 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5011/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:34

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

MULLIKIN

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1 0.236Subject Sample 00:53

1.984Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.233Subject Sample 00:56

2.191Breath Volume 00:56

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:4411/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:11

Sarasota County SO

NELSON,OFC

07/05/2022

14020080A1

Venice PD

BRENCKLE,DEP,T

MAYS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:40

# 1 0.249Subject Sample 01:41

1.527Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.242Subject Sample 01:44

1.578Breath Volume 01:44

0.000Air Blank 01:44

0.080Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3611/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:14

Sarasota County SO

BELL,D

07/05/2022

14020080A1

Sarasota County SO

BELL,D,

JONES

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.182Subject Sample 22:13

1.261Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.172Subject Sample 22:16

2.023Breath Volume 22:16

0.000Air Blank 22:16

0.077Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:4811/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:12

Sarasota County SO

NELSON,OFC

07/05/2022

14020080A1

Venice PD

BRENCKLE,DEP,T

UNDERWOOD

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

# 1 0.110Subject Sample 00:14

3.281Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:16

# 2 0.109Subject Sample 00:17

3.882Breath Volume 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:3511/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:20

Sarasota County SO

BERNIER,N

07/05/2022

14020080A1

Sarasota PD

BURLEY,SHAUN,M

BROWN

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

# 1Subject Sample 04:59 No Sample Provided

0.000Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2Subject Sample 05:05 No Sample Provided

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.080Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5211/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:57

Sarasota County SO

NELSON,ANDREW

07/05/2022

14020080A1

Venice PD

MITCHELL,N,N

HARRIS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:09

0.000Air Blank 23:09

# 1 0.000Subject Sample 23:10

1.597Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.000Subject Sample 23:13

1.609Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2411/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:57

Sarasota County SO

MILLER,DEP R

07/05/2022

14020080A1

Sarasota County SO

MILLER,DEP,R

SANCHEZ CASTRO

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.186Subject Sample 03:32

1.832Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.173Subject Sample 03:34

1.328Breath Volume 03:34

0.000Air Blank 03:35

0.076Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:1911/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:31

Sarasota County SO

REESE,C

07/05/2022

14020080A1

Sarasota County SO

BARR,J,

BARIL

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

# 1 0.220Subject Sample 00:17

1.738Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.226Subject Sample 00:20

1.957Breath Volume 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:4111/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:23

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

DANIELS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.145Subject Sample 00:36 Volume Not Met

1.054Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.143Subject Sample 00:41

2.199Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:43

# 3 0.146Subject Sample 00:45

1.304Breath Volume 00:45

0.000Air Blank 00:45

0.078Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:4611/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:14

14:50

Sarasota County SO

VALENTE,OFFICER

07/05/2022

14020080A1

North Port PD

ROSS,MICHAEL,K

ELLIOTT

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:44

0.080Control Test 16:44

0.000Air Blank 16:45

# 1Subject Sample 16:45 Subject Test Refused

0.000Breath Volume 16:45

0.000Air Blank 16:45

0.079Control Test 16:46

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:4511/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:42

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

SANZARI

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1Subject Sample 23:36 No Sample Provided

0.000Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5111/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:30

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

PATEL

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.134Subject Sample 00:24

1.558Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:26

# 2 0.136Subject Sample 00:27

1.117Breath Volume 00:27

0.000Air Blank 00:27

0.079Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:3011/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:43

Sarasota County SO

PIERSON,CORY

07/05/2022

14020080A1

Sarasota County SO

PIERSON,CORY,M

RAPER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

# 2 0.106Subject Sample 23:57

2.093Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.110Subject Sample 00:00

1.851Breath Volume 00:00

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:4811/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:45

Sarasota County SO

BARR,J

07/05/2022

14020080A1

Sarasota County SO

BARR,J,

ROSADO

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

# 1 0.174Subject Sample 21:54

2.648Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.173Subject Sample 21:57

2.562Breath Volume 21:57

0.000Air Blank 21:57

0.079Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:4911/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:01

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

HAMANN

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 05:00

0.000Air Blank 05:00

# 1 0.136Subject Sample 05:01

1.250Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.137Subject Sample 05:04

1.242Breath Volume 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5611/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:14

Sarasota County SO

PIERSON,CORY

07/05/2022

14020080A1

Sarasota County SO

PIERSON,CORY,M

TASKER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:11

# 1 0.222Subject Sample 21:11

2.246Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.220Subject Sample 21:14

2.105Breath Volume 21:14

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:3211/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:10

Sarasota County SO

NORTON,G

07/05/2022

14020080A1

Sarasota County SO

BURLEY,SHAUN,M

ONTIVEROS

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

# 1 0.143Subject Sample 01:15

1.507Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.139Subject Sample 01:19

1.335Breath Volume 01:19

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1511/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

00:44

Sarasota County SO

DAVENPORT,DANIEL

07/05/2022

14020080A1

Sarasota County SO

DAVENPORT,DANIEL,J

COOPER

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

# 1 0.000Subject Sample 02:52

3.992Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.000Subject Sample 02:55

4.296Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/30/2021 18:55

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:3511/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:55

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

RIEGEL

10/23/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:17

0.000Air Blank 17:17

0.080Control Test 17:18

0.000Air Blank 17:18

# 1 0.000Subject Sample 17:19

2.980Breath Volume 17:19

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.000Subject Sample 17:22

2.550Breath Volume 17:22

0.000Air Blank 17:22

0.080Control Test 17:23

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 11/30/2021 18:56

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:1311/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:49

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

SHANNON

11/30/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.080Control Test 20:53

0.000Air Blank 20:54

# 1 0.108Subject Sample 20:54

1.296Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.108Subject Sample 20:57

1.886Breath Volume 20:57

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 12/09/2021 15:18

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:2111/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:50

12:23

Gainesville PD

GUYTON,JOHN

02/05/2023

34520080A1

Gainesville PD

GUYTON,JOHN,A

WILLIAMS

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:17

0.000Air Blank 13:18

0.078Control Test 13:18

0.000Air Blank 13:19

# 1Subject Sample 13:22 No Sample Provided

0.000Breath Volume 13:22

0.000Air Blank 13:22

0.000Air Blank 13:24

# 2Subject Sample 13:24 Subject Test Refused

0.000Breath Volume 13:24

0.000Air Blank 13:25

0.077Control Test 13:25

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 11/29/2021 09:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4511/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:50

Gainesville PD

FIGUEREDO,AMANDA

02/05/2023

34520080A1

Gainesville PD

SHUTTERLY,BROOKE,L

CHAVEZ

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

# 1Subject Sample 04:35 Subject Test Refused

0.000Breath Volume 04:35

0.000Air Blank 04:35

0.080Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 11/29/2021 09:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0511/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:35

U of Fl PD

COLLINS,LACEY

02/05/2023

34520080A1

U of Fl PD

PAGE,ANASTASYA,S

BENNETT

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

Air Blank 03:20 RFI Detect

0.000Air Blank 03:21

Data Download Date/Time: 11/29/2021 09:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3411/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:35

U of Fl PD

COLLINS,LACEY

02/05/2023

34520080A1

U of Fl PD

PAGE,ANASTASIYA,S

BENNETT

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

Air Blank 03:24 Ambient Fail

0.000Air Blank 03:24

Data Download Date/Time: 11/29/2021 09:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4011/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:35

U of Fl PD

COLLINS,LACEY

02/05/2023

34520080A1

U of Fl PD

PAGE,ANASTASIYA,S

BENNETT

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

Air Blank 03:28 Ambient Fail

0.000Air Blank 03:28

Data Download Date/Time: 11/29/2021 09:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:1411/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:35

U of Fl PD

COLLINS,LACEY

02/05/2023

34520080A1

U of Fl PD

PAGE,ANASTASIYA,S

BENNETT

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.207Subject Sample 03:37 Volume Not Met

0.035Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2Subject Sample 03:41 Sequence Aborted

0.000Breath Volume 03:41

0.000Air Blank 03:42

Data Download Date/Time: 11/29/2021 09:11

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1311/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:28

Gainesville PD

FLAHERTY,ZACHARY

02/05/2023

34520080A1

Alachua PD

SHUTTERLY,BROOKE,L

WELLS

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:10 RFI Detect

0.000Air Blank 03:11

Data Download Date/Time: 11/29/2021 09:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1911/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:28

Gainesville PD

FLAHERTY,ZACHARY

02/05/2023

34520080A1

Alachua PD

SHUTTERLY,BROOKE,L

WELLS

10/29/2021

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.078Control Test 03:14

0.000Air Blank 03:14

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 11/29/2021 09:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:4111/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:45

04:45

Levy County SO

POLK,AUSTIN

03/09/2023

AG106803

Levy County SO

POLK,AUSTIN,B

SANDERS

10/08/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.080Control Test 05:08

0.000Air Blank 05:08

# 1 0.044Subject Sample 05:09

2.355Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.040Subject Sample 05:12

2.164Breath Volume 05:12

0.000Air Blank 05:12

0.079Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 11/29/2021 14:45

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2911/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:00

Levy County SO

GAFFEY,T

03/09/2023

AG106803

Levy County SO

JERNIGAN,D,W

MCCAIN

10/08/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.079Control Test 05:20

0.000Air Blank 05:20

# 1Subject Sample 05:21 Subject Test Refused

0.000Breath Volume 05:21

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 11/29/2021 14:45

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1311/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:06

FHP Troop B

GANUS,GLEN

03/09/2023

AG106803

FHP Troop B

GANUS,GLEN,A

TORRES MENDOZA

10/08/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.081Control Test 23:26

0.000Air Blank 23:26

# 1 0.188Subject Sample 23:28

2.398Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.190Subject Sample 23:31

1.125Breath Volume 23:31

0.000Air Blank 23:32

0.077Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 11/29/2021 14:45

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2511/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:17

FHP Troop B

GANUS,GLEN

03/09/2023

AG106803

FHP Troop B

GANUS,GLEN,A

HERRERA MIRANDA

10/08/2021

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.079Control Test 22:42

0.000Air Blank 22:42

# 1 0.206Subject Sample 22:42

1.335Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.209Subject Sample 22:46

2.804Breath Volume 22:46

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 11/29/2021 14:45

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0811/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:38

Pinellas County SO

ZSIDO,DANIELLE

08/03/2022

AG021605

Pinellas County SO

ZSIDO,DANIELLE,M

SCHUHMACHER

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 11/26/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5111/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

01:20

Pinellas County SO

TEMPLE,ELIZABETH

08/03/2022

AG021605

Pinellas County SO

TEMPLE,ELIZABETH,R

DAVIES

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:27

0.000Air Blank 01:27

# 1 0.119Subject Sample 01:29

1.398Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.141Subject Sample 01:32

1.902Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 3 0.143Subject Sample 01:37

2.242Breath Volume 01:37

0.000Air Blank 01:37

0.078Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 11/26/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:2711/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

00:22

Pinellas County SO

LANEY,DAMON

08/03/2022

AG021605

Pinellas County SO

LANEY,DAMON,A

CASINELLI

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:29

# 1 0.000Subject Sample 00:30

3.484Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.000Subject Sample 00:33

3.207Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 11/26/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3411/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:06

Pinellas County SO

HIRSHMAN,BRIAN

08/03/2022

AG021605

Pinellas County SO

HIRSHMAN,BRIAN,J

MCGUINNESS

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

# 1 0.218Subject Sample 01:06

1.296Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.219Subject Sample 01:09

1.363Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 11/26/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:5511/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:27

FHP Troop C

SINGSON,ROLAND

08/03/2022

AG021605

FHP Troop C

SINGSON,ROLAND,A

VANJELGERHUIS

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.079Control Test 21:22

0.000Air Blank 21:22

# 1 0.215Subject Sample 21:23

2.628Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:25

# 2 0.212Subject Sample 21:26

2.113Breath Volume 21:26

0.000Air Blank 21:26

0.078Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/26/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0911/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:44

FHP Troop C

SINGSON,ROLAND

08/03/2022

AG021605

FHP Troop C

SINGSON,ROLAND,A

ZAVALETA ROMAN

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

# 1Subject Sample 22:55 Subject Test Refused

0.000Breath Volume 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 11/26/2021 19:21

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:5111/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:11

Orange County SO

MARC,VUKANSON

05/05/2022

07220080A2

Winter Park PD

WILKINS,CONNOR,R

ACOMB

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.081Control Test 02:13

0.000Air Blank 02:13

# 1 0.335Subject Sample 02:16 Volume Not Met

0.273Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.295Subject Sample 02:19

1.312Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 3 0.301Subject Sample 02:23

1.511Breath Volume 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 12/07/2021 10:38

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0411/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:18

Orange County SO

SHEIMAN,RICHARD

05/05/2022

07220080A2

Orange County SO

WILKINS,CONNOR,R

CAUSEY

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:11

# 1Subject Sample 03:15 No Sample Provided

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2Subject Sample 03:20 No Sample Provided

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:22

Data Download Date/Time: 12/07/2021 10:38

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:3611/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:26

Orange County SO

MISIR,KUMAR

05/05/2022

07220080A2

Maitland PD

SKOWRONSKI,JEFFREY,J

HOWARD

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.081Control Test 20:28

0.000Air Blank 20:28

# 1 0.174Subject Sample 20:29

2.437Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.169Subject Sample 20:32

2.105Breath Volume 20:32

0.000Air Blank 20:32

0.081Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1811/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:41

Orange County SO

JACKSON,MELISSA

05/05/2022

07220080A2

Winter Garden PD

WILKINS,CONNOR,R

THOMER

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1 0.177Subject Sample 01:48

1.808Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.178Subject Sample 01:51

2.457Breath Volume 01:51

0.000Air Blank 01:52

0.081Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5311/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:48

Orange County SO

JOHNSON,JAMES

05/05/2022

07220080A2

FHP Troop D

KOSH,TOBI,J

CINTO MENDEZ

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.081Control Test 21:09

0.000Air Blank 21:10

# 1 0.186Subject Sample 21:11

2.003Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:13

# 2 0.187Subject Sample 21:14

1.824Breath Volume 21:14

0.000Air Blank 21:14

0.079Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0411/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:30

Orange County SO

HOPKINS,JEFFREY

05/05/2022

07220080A2

Central FL Univ PD

NERVAIS,TABITHA,J

MOORE

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.081Control Test 02:31

0.000Air Blank 02:31

# 1 0.137Subject Sample 02:32

1.703Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.140Subject Sample 02:35

1.925Breath Volume 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:37

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0511/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:26

Orange County SO

WILKES,DAVID

05/05/2022

07220080A2

Orlando PD

NERVAIS,TABITHA,J

RIVERA

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.218Subject Sample 04:17

4.078Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 2 0.214Subject Sample 04:20

1.195Breath Volume 04:20

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:4011/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

02:58

Orange County SO

KHAN,WAKEEL

05/05/2022

07220080A2

FHP Troop K

NERVAIS,TABITHA,J

SCHNEIDER

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.081Control Test 05:02

0.000Air Blank 05:02

# 1 0.094Subject Sample 05:03

1.785Breath Volume 05:03

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.091Subject Sample 05:06

3.667Breath Volume 05:06

0.000Air Blank 05:06

0.081Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:09:0411/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

06:51

Orange County SO

HERRADA,JORGE

05/05/2022

07220080A2

OTHER Local

RODRIGUEZ,MICHAEL,J

CIRELLI

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:02

0.000Air Blank 08:02

0.081Control Test 08:02

0.000Air Blank 08:03

# 1 0.178Subject Sample 08:04

2.515Breath Volume 08:04

0.000Air Blank 08:05

0.000Air Blank 08:06

# 2 0.192Subject Sample 08:07

2.816Breath Volume 08:07

0.000Air Blank 08:08

0.081Control Test 08:08

0.000Air Blank 08:08

OKDiagnostics Check 08:09

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:2111/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:53

17:13

Orange County SO

FLORES,DIEGO

05/05/2022

07220080A2

FHP Troop D

DENSON,TRAVIS,W

CARRASCO

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:24

0.000Air Blank 18:25

0.081Control Test 18:25

0.000Air Blank 18:25

# 1Subject Sample 18:25 Subject Test Refused

0.000Breath Volume 18:25

0.000Air Blank 18:26

0.081Control Test 18:26

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5811/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:50

Orange County SO

KILLON,JONATHAN

05/05/2022

07220080A2

Maitland PD

NERVAIS,TABITHA,J

CARTER

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:50

# 1 0.159Subject Sample 03:51

1.835Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.165Subject Sample 03:54

1.769Breath Volume 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:01:4111/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:10

06:04

Orange County SO

MARRERO,EDWIN

05/05/2022

07220080A2

Orlando PD

RODRIGUEZ,MICHAEL,J

JOHNSON

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:44

0.000Air Blank 11:44

0.082Control Test 11:45

0.000Air Blank 11:45

# 1 0.154Subject Sample 11:48 Volume Not Met

0.121Breath Volume 11:48

0.000Air Blank 11:49

0.000Air Blank 11:51

# 2 0.167Subject Sample 11:54

1.382Breath Volume 11:54

0.000Air Blank 11:55

0.000Air Blank 11:56

# 3 0.149Subject Sample 12:00 Volume Not Met

0.289Breath Volume 12:00

0.000Air Blank 12:00

0.080Control Test 12:01

0.000Air Blank 12:01

OKDiagnostics Check 12:01

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:4111/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:40

Orange County SO

PACE,AUSTIN

05/05/2022

07220080A2

Winter Park PD

NERVAIS,TABITHA,J

BOWERS

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:56

# 1 0.167Subject Sample 22:58

2.066Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.169Subject Sample 23:02

2.351Breath Volume 23:02

0.000Air Blank 23:02

0.080Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3511/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:22

Orange County SO

JEAN BAPTISTE,ALBENS

05/05/2022

07220080A2

FHP Troop D

NERVAIS,TABITHA,J

MORAN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

# 1 0.104Subject Sample 01:19 Volume Not Met

0.574Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:21

# 2 0.112Subject Sample 01:25 Volume Not Met

0.257Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2811/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:22

Orange County SO

JEAN BAPTISTE,ALBENS

05/05/2022

07220080A2

FHP Troop D

NERVAIS,TABITHA,J

MORAN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:30

# 1 0.109Subject Sample 01:33 Volume Not Met

0.000Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.123Subject Sample 01:37

1.609Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 3 0.122Subject Sample 01:39

1.125Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0511/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:57

Orange County SO

VINER,DENNIS

05/05/2022

07220080A2

Orange County SO

WILKINS,CONN0R,R

KENNEDY

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.082Control Test 00:52

0.000Air Blank 00:52

# 1Subject Sample 00:56 No Sample Provided

0.000Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:02

0.082Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:03

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0211/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

20:54

Orange County SO

DUFFUS,DAVID

05/05/2022

07220080A2

Orlando PD

SKOWRONSKI,JEFFREY,J

WEBB

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:24

0.082Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:25

Data Download Date/Time: 12/07/2021 10:39

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3611/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

20:54

Orange County SO

DUFFUS,DAVID

05/05/2022

07220080A2

Orlando PD

SKOWRONSKI,JEFFREY,J

WEBB

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.081Control Test 02:28

0.000Air Blank 02:28

# 1 0.284Subject Sample 02:29

1.570Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.282Subject Sample 02:32

1.359Breath Volume 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 12/07/2021 10:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3011/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

03:11

Orange County SO

MARTINEZ,GIOVANI

05/05/2022

07220080A2

Orange County SO

WILKINS,CONNOR,R

SPENCER

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.082Control Test 04:07

0.000Air Blank 04:08

# 1 0.111Subject Sample 04:08

1.597Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.109Subject Sample 04:12

2.046Breath Volume 04:12

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/07/2021 10:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:0511/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:52

Orange County SO

EDWARDS,JOHN

05/05/2022

07220080A2

Orange County SO

WILKINS,CONNOR,R

RUBIO

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.081Control Test 03:39

0.000Air Blank 03:39

# 1 0.187Subject Sample 03:40

1.191Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.193Subject Sample 03:43

2.460Breath Volume 03:43

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 12/07/2021 10:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2811/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:02

Orange County SO

CASTELLANOSPADRON,BRYA
N

05/05/2022

07220080A2

FHP Troop D

SKOWRONSKI,JEFFREY,J

TRUONG

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

# 1 0.181Subject Sample 01:00 Volume Not Met

0.777Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.160Subject Sample 01:05 Volume Not Met

0.261Breath Volume 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 12/07/2021 10:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:3911/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:51

Orange County SO

HALLOCK,STEPHEN

05/05/2022

07220080A2

Orange County SO

KOSH,TOBI,J

RUIZ HERRERA

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:11

# 1 0.188Subject Sample 04:12

1.769Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.193Subject Sample 04:15

2.609Breath Volume 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:5811/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:17

Orange County SO

WATKINS,ROMAN

05/05/2022

07220080A2

OTHER Local

DENSON,TRAVIS,W

MOJICA-CRUZ

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.082Control Test 05:00

0.000Air Blank 05:01

# 1 0.038Subject Sample 05:01

3.816Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.037Subject Sample 05:04

3.546Breath Volume 05:04

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:5311/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

18:06

Orange County SO

DIAZ,JASON

05/05/2022

07220080A2

Orlando PD

WILKINS,CONNOR,R

MACON

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:44

0.082Control Test 18:44

0.000Air Blank 18:45

# 1 0.000Subject Sample 18:45

1.777Breath Volume 18:45

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.000Subject Sample 18:48

1.128Breath Volume 18:48

0.000Air Blank 18:48

0.082Control Test 18:49

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:2011/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:06

Orange County SO

RIDEAUX,ADAM

05/05/2022

07220080A2

Orlando PD

SKOWRONSKI,JEFFREY,J

ZUNUN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.080Control Test 21:58

0.000Air Blank 21:58

# 1 0.281Subject Sample 21:59

2.515Breath Volume 21:59

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.271Subject Sample 22:01

1.968Breath Volume 22:01

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2111/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:55

Orange County SO

CASTELLANOSPADRON,BRYA
N

05/05/2022

07220080A2

FHP Troop D

SKOWRONSKI,JEFFREY,J

TORRES

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:48

0.000Air Blank 01:48

# 1 0.157Subject Sample 01:49

1.472Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.148Subject Sample 01:51

1.113Breath Volume 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:0311/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:35

Orange County SO

ROSS,DAVID

05/05/2022

07220080A2

Maitland PD

KOSH,TOBI,J

ARMSTRONG

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

# 1 0.157Subject Sample 03:42

2.417Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.154Subject Sample 03:45

1.261Breath Volume 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:47

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:08:1911/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:36

14:50

Orange County SO

LITTLE,ELAINA

05/05/2022

07220080A2

Winter Garden PD

CANER,OSVALDO,

SHARPE

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:02

0.000Air Blank 16:02

0.081Control Test 16:02

0.000Air Blank 16:03

# 1 0.182Subject Sample 16:03

1.210Breath Volume 16:03

0.000Air Blank 16:04

0.000Air Blank 16:06

# 2 0.187Subject Sample 16:06

1.691Breath Volume 16:06

0.000Air Blank 16:07

0.080Control Test 16:07

0.000Air Blank 16:08

OKDiagnostics Check 16:08

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:0211/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:34

Orange County SO

APGAR,JACK

05/05/2022

07220080A2

Orlando PD

WILKINS,CONNOR,R

MACDONALD

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.081Control Test 17:32

0.000Air Blank 17:32

# 1 0.235Subject Sample 17:33

1.679Breath Volume 17:33

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.241Subject Sample 17:36

1.394Breath Volume 17:36

0.000Air Blank 17:37

0.080Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:38

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:2911/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:36

Orange County SO

WATKINS,ANTHONY

05/05/2022

07220080A2

Orange County SO

KOSH,TOBI,J

JOHN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:14

# 1 0.161Subject Sample 00:14

2.871Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.164Subject Sample 00:17

3.238Breath Volume 00:17

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 12/07/2021 10:41

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0411/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:27

Orange County SO

BANOS,FRANK

05/05/2022

07220080A2

Maitland PD

KOSH,TOBI,J

PUSZTAI

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

# 1 0.138Subject Sample 03:27

1.238Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.142Subject Sample 03:32

1.910Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:34

Data Download Date/Time: 12/07/2021 10:42

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4311/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:51

Orange County SO

FACENDA,ORLANDO

05/05/2022

07220080A2

Orlando PD

SKOWRONSKI,JEFFREY,J

MIRANDA JUARBE

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1 0.119Subject Sample 03:54 Volume Not Met

0.902Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.114Subject Sample 04:00 Volume Not Met

0.714Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 12/07/2021 10:42

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1811/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

22:45

Orange County SO

SOSA,EMMANUEL

05/05/2022

07220080A2

Apopka PD

SKOWRONSKI,JEFFREY,J

JUAREZ VAZQUEZ

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:13

# 1 0.173Subject Sample 00:13

2.097Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.168Subject Sample 00:16

1.707Breath Volume 00:16

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 12/07/2021 10:42

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4611/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

01:55

Orange County SO

TORRES,JOSUE

05/05/2022

07220080A2

Orlando PD

KOSH,TOBI,J

MARTIN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1 0.236Subject Sample 03:04

1.410Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.226Subject Sample 03:07

1.214Breath Volume 03:07

0.000Air Blank 03:07

0.080Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 12/07/2021 10:42

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:3311/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

04:31

Orange County SO

RESTREPO,AURA

05/05/2022

07220080A2

FHP Troop D

KOSH,TOBI,J

KELEHAR

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:38

0.081Control Test 06:38

0.000Air Blank 06:39

# 1 0.134Subject Sample 06:39

3.878Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.130Subject Sample 06:43

4.011Breath Volume 06:43

0.000Air Blank 06:43

0.081Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 12/07/2021 10:42

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:5511/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:47

Orange County SO

HARRIS,CHRISTOPHER

05/05/2022

07220080A2

Orange County SO

DENSON,TRAVIS,W

RYLES JR

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.081Control Test 04:54

0.000Air Blank 04:54

# 1 0.186Subject Sample 04:55

1.390Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.180Subject Sample 04:58

1.644Breath Volume 04:58

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/07/2021 10:42

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3011/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:24

Orange County SO

TORRES,JOSUE

05/05/2022

07220080A2

Orlando PD

DENSON,TRAVIS,W

PLEMMONS

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

# 1 0.131Subject Sample 22:27 Volume Not Met

0.632Breath Volume 22:27

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.120Subject Sample 22:32 Volume Not Met

0.519Breath Volume 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:2011/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:43

Orange County SO

CARSTENSEN,TYLER

05/05/2022

07220080A2

FHP Troop D

SKOWRONSKI,JEFFREY,J

BUESO CALDERON

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.081Control Test 21:08

0.000Air Blank 21:09

# 1 0.107Subject Sample 21:12 Volume Not Met

0.207Breath Volume 21:12

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.117Subject Sample 21:17 Volume Not Met

0.171Breath Volume 21:17

0.000Air Blank 21:18

0.080Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1011/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:05

Orange County SO

RAMIREZ,MATTHEW

05/05/2022

07220080A2

Ocoee PD

KOSH,TOBI,J

LOPEZ LOPEZ

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:14 No Sample Provided

0.000Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2Subject Sample 01:19 No Sample Provided

0.000Breath Volume 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2111/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:55

Orange County SO

CAMPBELL,ROBERT

05/05/2022

07220080A2

Apopka PD

SKOWRONSKI,JEFFREY,J

SAUNDERS

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

Air Blank 03:20 RFI Detect

0.000Air Blank 03:21

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4411/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:55

Orange County SO

CAMPBELL,ROBERT

05/05/2022

07220080A2

Apopka PD

SKOWRONSKI,JEFFREY,J

SAUNDERS

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.077Subject Sample 03:24

3.238Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:26

# 2 0.076Subject Sample 03:27

3.246Breath Volume 03:27

0.000Air Blank 03:27

0.082Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:2311/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

20:58

Orange County SO

CRUZ GARCIA,CHARLES

05/05/2022

07220080A2

Orange County SO

SKOWRONSKI,JEFFREY,J

KELLAM

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

# 1 0.000Subject Sample 22:48

1.535Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.000Subject Sample 22:52

1.531Breath Volume 22:52

0.000Air Blank 22:52

0.082Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2411/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:41

Orange County SO

ABSHIRE,AUSTIN

05/05/2022

07220080A2

Orlando PD

SKOWRONSKI,JEFFREY,J

CARSON

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.229Subject Sample 01:39

1.226Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.234Subject Sample 01:41

1.117Breath Volume 01:41

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4811/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:10

Orange County SO

CERVELLERA,MATTHEW

05/05/2022

07220080A2

FHP Troop D

KOSH,TOBI,J

VALENCIANO CARMONA

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:55

0.000Air Blank 04:55

# 1 0.317Subject Sample 04:56

2.914Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.315Subject Sample 04:59

3.007Breath Volume 04:59

0.000Air Blank 04:59

0.080Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2811/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:14

Orange County SO

JEAN BAPTISTE,ALBENS

05/05/2022

07220080A2

FHP Troop D

KOSH,TOBI,J

ROLDAN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.081Control Test 04:58

0.000Air Blank 04:58

# 1 0.192Subject Sample 04:59

1.265Breath Volume 04:59

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.188Subject Sample 05:01

2.273Breath Volume 05:01

0.000Air Blank 05:02

0.081Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3111/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:48

Orange County SO

MCLEAN,NICHOLAS

05/05/2022

07220080A2

Orange County SO

SKOWRONSKI,JEFFREY,J

FIGUEROA VALENTIN

11/03/2021

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.081Control Test 01:08

0.000Air Blank 01:08

# 1 0.044Subject Sample 01:09

1.503Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.041Subject Sample 01:13

1.371Breath Volume 01:13

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 12/07/2021 11:12

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:5811/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:01

19:23

Martin County SO

WILKES,JOHN

10/05/2022

22620080A3

Martin County SO

WILKES,JOHN,D

MENDEZ TOMAS

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.078Control Test 19:32

0.000Air Blank 19:32

# 1 0.181Subject Sample 19:33

1.648Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 2 0.176Subject Sample 19:36

2.386Breath Volume 19:36

0.000Air Blank 19:37

0.078Control Test 19:37

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 12/17/2021 10:08

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4511/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

02:00

Martin County SO

WILKES,JOHN

10/05/2022

22620080A3

Martin County SO

WILKES,JOHN,D

RODRIGUEZ

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:10

# 1 0.219Subject Sample 02:11

2.238Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.216Subject Sample 02:15

2.164Breath Volume 02:15

0.000Air Blank 02:15

0.077Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 12/17/2021 10:08

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:1811/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:30

Martin County SO

WILKES,JOHN

10/05/2022

22620080A3

Martin County SO

WILKES,JOHN,D

DIAZ VELASQUEZ

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.078Control Test 23:42

0.000Air Blank 23:43

# 1 0.284Subject Sample 23:44

1.218Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:46

# 2 0.282Subject Sample 23:47

1.722Breath Volume 23:47

0.000Air Blank 23:48

0.078Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 12/17/2021 10:08

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:0011/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:46

Putnam County SO

PLIEMAN,E

12/05/2021

30219080A2

Palatka PD

BRYANT,BRANDEN,J

ROBBINS

11/03/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.076Control Test 04:28

0.000Air Blank 04:28

# 1 0.147Subject Sample 04:29

2.000Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.145Subject Sample 04:32

2.761Breath Volume 04:32

0.000Air Blank 04:33

0.076Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:34

Data Download Date/Time: 11/09/2021 15:05

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0511/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:57

FHP Troop G

LEROUX,MARC

12/05/2021

30219080A2

FHP Troop G

LEROUX,MARC,

MELLY

11/03/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.077Control Test 01:43

Air Blank 01:43 RFI Detect

Air Blank 01:44 RFI Detect

Data Download Date/Time: 12/13/2021 13:40

15 February 2022

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2711/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:57

FHP Troop G

LEROUX,MARC

12/05/2021

30219080A2

FHP Troop G

LEROUX,MARC,

MELLY

11/03/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.076Control Test 01:47

0.000Air Blank 01:48

# 1 0.082Subject Sample 01:48

1.421Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:50

# 2 0.082Subject Sample 01:51

1.875Breath Volume 01:51

0.000Air Blank 01:52

0.075Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 12/13/2021 13:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:3611/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:56

FHP Troop G

LIMA,MICHAEL

12/05/2021

29017080A3

FHP Troop G

LIMA,MICHAEL,A

NEARING

11/03/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.076Control Test 02:19

0.000Air Blank 02:19

# 1 0.118Subject Sample 02:20

1.312Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.117Subject Sample 02:23

1.128Breath Volume 02:23

0.000Air Blank 02:23

0.076Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 12/13/2021 13:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2611/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:56

Putnam County SO

PLIEMAN,ERIC

12/05/2021

30219080A2

Palatka PD

JONES,LAURA,L

MORALES

11/03/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.076Control Test 03:31

0.000Air Blank 03:31

# 1 0.203Subject Sample 03:32

1.898Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.197Subject Sample 03:35

2.144Breath Volume 03:35

0.000Air Blank 03:36

0.075Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 12/13/2021 13:40

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:0211/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

St. Augustine PD

RODECK,HEATHER

12/11/2021

1060911

St. Augustine PD

CORDLE,ABIGAIL,L

SULLIVAN

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.081Control Test 00:18

0.000Air Blank 00:18

# 1Subject Sample 00:18 Subject Test Refused

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:20

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3811/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:06

St. John's County SO

FARRELL,BRIAN

12/11/2021

1060911

St. John's County SO

SIMS,WALKER,L

RAINER

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

# 1 0.203Subject Sample 00:59

2.148Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.204Subject Sample 01:02

2.644Breath Volume 01:02

0.000Air Blank 01:02

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1111/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:02

St. John's County SO

HOWARD,J

12/11/2021

1060911

St. John's County SO

HOWARD,J,G

HARIRAS

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

# 1 0.166Subject Sample 21:02

3.128Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.176Subject Sample 21:05

2.648Breath Volume 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3211/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:18

St. John's County SO

HOWARD',J

12/11/2021

1060911

St. John's County SO

HOWARD,J,G

VALCOURT

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.265Subject Sample 02:13

1.609Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.256Subject Sample 02:16

1.746Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:19:2311/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:52

08:07

St. John's County SO

CAMDEN,DENNIS

12/11/2021

1060911

St. John's County SO

CAMDEN,DENNIS,J

MIHNOVICH

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:12

0.000Air Blank 09:13

0.081Control Test 09:13

0.000Air Blank 09:13

# 1 0.000Subject Sample 09:14

1.265Breath Volume 09:14

0.000Air Blank 09:14

0.000Air Blank 09:16

# 2 0.000Subject Sample 09:18

2.132Breath Volume 09:18

0.000Air Blank 09:18

0.081Control Test 09:18

0.000Air Blank 09:19

OKDiagnostics Check 09:19

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:1811/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

18:25

St. Augustine PD

HOUSER,AARON

12/11/2021

1060911

St. Augustine PD

YARBOROUGH,ERIC,L

TALBERT

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:27

# 1 0.216Subject Sample 20:30

2.515Breath Volume 20:30

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.192Subject Sample 20:32

2.652Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 3 0.196Subject Sample 20:35

2.824Breath Volume 20:35

0.000Air Blank 20:36

0.080Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2211/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:43

St. John's County SO

BROWN,JASON

12/11/2021

1060911

St. John's County SO

BROWN,JASON,G

DENISON

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

Air Blank 21:24 RFI Detect

0.000Air Blank 21:25

Data Download Date/Time: 12/02/2021 20:52

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:5711/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:43

St. John's County SO

BROWN,JASON

12/11/2021

1060911

St. John's County SO

BROWN,JASON,G

DENISON

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.079Control Test 21:28

0.000Air Blank 21:28

# 1 0.129Subject Sample 21:31 Volume Not Met

0.371Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.130Subject Sample 21:37 Volume Not Met

0.273Breath Volume 21:37

0.000Air Blank 21:38

0.079Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:1411/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:43

St. John's County SO

BROWN,JASON

12/11/2021

1060911

St. John's County SO

BROWN,JASON,G

DENISON

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

# 1 0.153Subject Sample 21:44

1.511Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.152Subject Sample 21:48

1.156Breath Volume 21:48

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:4611/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:53

St. John's County SO

HOWARD,J

12/11/2021

1060911

St. John's County SO

HOWARD,J,G

RICH

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.000Subject Sample 23:27

3.398Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:30

2.347Breath Volume 23:30

0.000Air Blank 23:30

0.078Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:0011/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:31

St. John's County SO

FARRELL,BRIAN

12/11/2021

1060911

St. John's County SO

ADAMS,SEAN,C

TIEMANN

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.082Control Test 22:38

0.000Air Blank 22:39

# 1 0.158Subject Sample 22:39

3.343Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.157Subject Sample 22:42

3.332Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:44

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:2211/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:45

St. Augustine PD

CORREA,JONATHAN

12/11/2021

1060911

St. Augustine PD

CORREA,JONATHAN,E

FOX

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:16

# 1 0.089Subject Sample 01:17

1.152Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.087Subject Sample 01:21

2.207Breath Volume 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4711/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:48

St. John's County SO

GAGLIARDO,LOUIS

12/11/2021

1060911

St. John's County SO

ADAMS,SEAN,C

BOYLE

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.151Subject Sample 03:42

1.761Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.153Subject Sample 03:46

2.171Breath Volume 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:5911/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:29

St. John's County SO

BICKHART,THOMAS

12/11/2021

1060911

St. John's County SO

ADAMS,SEAN,C

ALFRED

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:30

# 1 0.362Subject Sample 20:31

4.378Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2 0.373Subject Sample 20:34

3.742Breath Volume 20:34

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:3211/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:33

St. John's County SO

LEOTIOTA,JIMMY

12/11/2021

1060911

St. John's County SO

ADAMS,SEAN,C

NAPIER

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.079Control Test 21:05

0.000Air Blank 21:06

# 1 0.275Subject Sample 21:06

3.601Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.280Subject Sample 21:10

3.351Breath Volume 21:10

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:4111/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:43

St. Augustine PD

STUART,S

12/11/2021

1060911

St. John's County SO

AYERS,SPENCER,O

LAWRENCE

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

# 1 0.130Subject Sample 00:26

2.308Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.133Subject Sample 00:29

2.480Breath Volume 00:29

0.000Air Blank 00:29

0.080Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:12:3511/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:33

11:17

St. John's County SO

ZUREK,ANNA

03/05/2023

02021080A1

St. John's County SO

PARKER,DARBY,J

DELIMA

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:06

0.000Air Blank 12:06

0.082Control Test 12:07

0.000Air Blank 12:07

# 1 0.104Subject Sample 12:08

2.531Breath Volume 12:08

0.000Air Blank 12:08

0.000Air Blank 12:10

# 2 0.101Subject Sample 12:11

1.820Breath Volume 12:11

0.000Air Blank 12:11

0.079Control Test 12:12

0.000Air Blank 12:12

OKDiagnostics Check 12:12

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:33:0811/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:00

08:23

St. John's County SO

HAYWARD,KYLE

12/11/2021

1060911

St. John's County SO

HAYWARD,KYLE,M

WIEGMAN

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:27

0.000Air Blank 09:27

0.080Control Test 09:27

0.000Air Blank 09:28

# 1 0.113Subject Sample 09:28

3.792Breath Volume 09:28

0.000Air Blank 09:29

0.000Air Blank 09:31

# 2 0.118Subject Sample 09:31

3.222Breath Volume 09:31

0.000Air Blank 09:32

0.080Control Test 09:32

0.000Air Blank 09:33

OKDiagnostics Check 09:33

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:3811/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:22

10:03

St. John's County SO

CAMDEN,DENNIS

12/11/2021

1060911

St. John's County SO

CAMDEN,DENNIS,J

PATCHKE

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:43

0.000Air Blank 10:43

0.081Control Test 10:44

0.000Air Blank 10:44

# 1 0.000Subject Sample 10:45

1.210Breath Volume 10:45

0.000Air Blank 10:45

0.000Air Blank 10:47

# 2 0.000Subject Sample 10:48

1.167Breath Volume 10:48

0.000Air Blank 10:48

0.081Control Test 10:49

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:0911/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

15:32

St. John's County SO

MANGOLD,KENNETH

12/11/2021

1060911

St. John's County SO

TRUSCIO,JESSE,J

COTTRELL

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:44

0.000Air Blank 16:44

0.081Control Test 16:44

0.000Air Blank 16:45

# 1 0.247Subject Sample 16:46

2.542Breath Volume 16:46

0.000Air Blank 16:47

0.000Air Blank 16:48

# 2 0.242Subject Sample 16:49

2.613Breath Volume 16:49

0.000Air Blank 16:50

0.081Control Test 16:50

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:5911/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:08

St. John's County SO

PANILAG,SAM

12/11/2021

1060911

St. Augustine PD

ADAMS,SEAN,C

SALA

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:53

0.000Air Blank 03:53

# 1 0.246Subject Sample 03:54

2.773Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.242Subject Sample 03:57

2.433Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 12/02/2021 20:53

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:0111/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:47

15:18

St. John's County SO

HOWARD,J

12/11/2021

1060911

St. John's County SO

HOWARD,J,G

SWILLEY

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:07

0.082Control Test 16:08

0.000Air Blank 16:08

# 1 0.202Subject Sample 16:09

1.445Breath Volume 16:09

0.000Air Blank 16:10

0.000Air Blank 16:11

# 2 0.196Subject Sample 16:12

1.144Breath Volume 16:12

0.000Air Blank 16:13

0.079Control Test 16:13

0.000Air Blank 16:13

OKDiagnostics Check 16:14

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:5611/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:41

18:08

St. John's County SO

HOWARD,J

12/11/2021

1060911

St. John's County SO

HOWARD,J,G

BEGGELMAN

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:01

0.000Air Blank 19:02

0.081Control Test 19:02

0.000Air Blank 19:03

# 1 0.186Subject Sample 19:03

1.164Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:06

# 2 0.185Subject Sample 19:06

1.425Breath Volume 19:06

0.000Air Blank 19:07

0.079Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:3811/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:25

St. John's County SO

ABEL,PAUL

12/11/2021

1060911

St. Augustine Beach

HEYMANS,MORNE,

SOROKA

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:18

0.000Air Blank 04:18

# 1 0.172Subject Sample 04:19

4.441Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.156Subject Sample 04:22

2.699Breath Volume 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:03:0511/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:35

15:01

St. John's County SO

WILSON,MARK

12/11/2021

1060911

St. John's County SO

JAROUSSE,DANIELLE,

P636064928020

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:56

0.000Air Blank 15:57

0.080Control Test 15:57

0.000Air Blank 15:57

# 1 0.000Subject Sample 15:58

3.160Breath Volume 15:58

0.000Air Blank 15:58

0.000Air Blank 16:00

# 2 0.000Subject Sample 16:01

2.773Breath Volume 16:01

0.000Air Blank 16:02

0.081Control Test 16:02

0.000Air Blank 16:03

OKDiagnostics Check 16:03

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5811/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:31

St. Augustine PD

CANNING,SEAN

12/11/2021

1060911

St. Augustine PD

CANNING,SEAN,D

ESPINOSA

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1 0.296Subject Sample 00:58

1.832Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.280Subject Sample 01:02

3.066Breath Volume 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1511/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:29

St. Augustine PD

HAND,BRANDON

12/11/2021

1060911

St. Augustine Beach

CANNING,SEAN,D

RACETTE

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

# 1 0.100Subject Sample 02:20

3.066Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.097Subject Sample 02:23

3.960Breath Volume 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:30:1611/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:57

08:34

St. John's County SO

CAMDEN,DENNIS

12/11/2021

1060911

St. John's County SO

CAMDEN,DENNIS,J

VIANA

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:23

0.000Air Blank 09:24

0.081Control Test 09:24

0.000Air Blank 09:25

# 1 0.111Subject Sample 09:25

3.761Breath Volume 09:25

0.000Air Blank 09:26

0.000Air Blank 09:28

# 2 0.102Subject Sample 09:28

2.917Breath Volume 09:28

0.000Air Blank 09:29

0.081Control Test 09:29

0.000Air Blank 09:30

OKDiagnostics Check 09:30

Data Download Date/Time: 12/02/2021 20:54

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:3111/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:14

St. John's County SO

BROWN,JASON

12/11/2021

1060911

St. John's County SO

BROWN,JASON,G

NELSON

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.082Control Test 22:16

0.000Air Blank 22:16

# 1 0.008Subject Sample 22:17

1.976Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.007Subject Sample 22:20

2.312Breath Volume 22:20

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 12/02/2021 20:59

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2011/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:35

St. John's County SO

QUINTIERI,ZACHARY

12/11/2021

1060911

St. John's County SO

ADAMS,SEAN,C

MARONE

10/28/2021

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:38

# 1 0.162Subject Sample 01:39

3.082Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.147Subject Sample 01:42

1.593Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 12/02/2021 20:59

15 February 2022Printed:

COBRA ©1997-2014 CMI, Inc.


