
80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:4302/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:52

Seminole County SO

MCCLELLAND,KIMBERLY

03/07/2021

915310

Seminole County SO

MCCLELLAND,KIMBERLY,N

LAPENSKI

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1 0.248Subject Sample 20:02

2.851Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:04

# 2 0.253Subject Sample 20:05

2.628Breath Volume 20:05

0.000Air Blank 20:05

0.081Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:11

Seminole County SO

BANOS,FRANK

03/07/2021

915310

Maitland PD

BETHAM,KEITH,D

SIVASLIGIL

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.080Control Test 04:13

0.000Air Blank 04:13

# 1 0.196Subject Sample 04:14

3.085Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.193Subject Sample 04:17

1.914Breath Volume 04:17

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:2802/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:40

Seminole County SO

BELT,WILLIAM

03/07/2021

915310

Altamonte Springs PD

MCCLELLAND,KIMBERLY,N

SLATTERY

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.081Control Test 19:52

0.000Air Blank 19:52

# 1 0.000Subject Sample 19:53

2.421Breath Volume 19:53

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.000Subject Sample 19:56

2.625Breath Volume 19:56

0.000Air Blank 19:56

0.079Control Test 19:56

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:2602/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:40

Seminole County SO

WOODARD,DALLESSANDRO

03/07/2021

915310

Winter Springs PD

KINKOPF,TIM,E

ROUDE

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:47

# 1 0.151Subject Sample 21:50

2.773Breath Volume 21:50

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.155Subject Sample 21:53

2.105Breath Volume 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:0002/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:37

Seminole County SO

MARTINEZ VAZQUEZ,ALEXIS

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

BAKER

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

# 1 0.120Subject Sample 04:04

2.382Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.117Subject Sample 04:07

1.742Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:09

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:47

Seminole County SO

PFANNERSTILL,JACOB

03/07/2021

915310

Altamonte Springs PD

BETHAM,KEITH,D

SAETEURN

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.078Control Test 02:31

0.000Air Blank 02:31

# 1 0.211Subject Sample 02:32

1.492Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.226Subject Sample 02:35

1.871Breath Volume 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:37

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:0602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:05

Seminole County SO

CUSIMANO,GERALD

03/07/2021

915310

Sanford PD

KOUROUMOUSIS,GEORGE,T

WRIGHT

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.080Control Test 20:10

0.000Air Blank 20:11

# 1 0.018Subject Sample 20:12

2.273Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.016Subject Sample 20:15

2.183Breath Volume 20:15

0.000Air Blank 20:16

0.078Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2702/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:39

Seminole County SO

OWENS,JOSHUA

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

PRETELL

01/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

# 1 0.262Subject Sample 03:41

1.843Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.292Subject Sample 03:44

2.964Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 3 0.288Subject Sample 03:47

2.878Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3702/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:08

Seminole County SO

KOUROUMOUSIS,GEORGE

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

MENDOZA

02/26/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.081Control Test 02:34

0.000Air Blank 02:34

# 1 0.205Subject Sample 02:35

1.914Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.163Subject Sample 02:41 Volume Not Met

0.070Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 3 0.155Subject Sample 02:47 Volume Not Met

0.121Breath Volume 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

01:19

Seminole County SO

IRIZARRY,CHRIS

03/07/2021

915310

Sanford PD

BETHAM,KEITH,D

LUCERO III

02/26/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.082Control Test 04:12

0.000Air Blank 04:12

# 1 0.137Subject Sample 04:13

3.113Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.139Subject Sample 04:16

2.667Breath Volume 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:4902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:25

Seminole County SO

GUSTAFSON,ZACHARY

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

RIVAS

02/26/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1 0.232Subject Sample 04:43

2.937Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.233Subject Sample 04:47

3.617Breath Volume 04:47

0.000Air Blank 04:47

0.081Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:28

Seminole County SO

UCELO,BRYAN

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

MORALES ACOSTA

02/26/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:12

# 1 0.137Subject Sample 05:13

2.320Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.137Subject Sample 05:17

1.570Breath Volume 05:17

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 03/02/2021 21:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:5502/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:48

Satellite Beach PD

WRIGHT,TIMOTHY

05/14/2023

1327124

Satellite Beach PD

ANDERSON,ERIC,G

BRUMMETT

01/16/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

# 1 0.186Subject Sample 03:39

2.445Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.173Subject Sample 03:43

2.160Breath Volume 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 02/12/2021 20:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:2802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:22

Satellite Beach PD

KINSEY,RONALD

05/14/2023

1327124

Satellite Beach PD

ANDERSON,ERIC,G

WARD

01/16/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:50

0.079Control Test 18:51

0.000Air Blank 18:51

# 1 0.000Subject Sample 18:52

2.277Breath Volume 18:52

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2 0.000Subject Sample 18:55

1.558Breath Volume 18:55

0.000Air Blank 18:55

0.078Control Test 18:55

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 02/12/2021 20:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:5002/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

18:49

Satellite Beach PD

IRIZARRY,HEIDEN

05/14/2023

1327124

Brevard County SO

ANDERSON,ERIC,G

DUPUIS

01/16/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.078Control Test 19:21

0.000Air Blank 19:21

# 1 0.231Subject Sample 19:22

1.382Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:24

# 2 0.227Subject Sample 19:25

1.128Breath Volume 19:25

0.000Air Blank 19:25

0.078Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 02/12/2021 20:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:1802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

18:28

Satellite Beach PD

MARTINEZ,PHILIP

05/14/2023

1327124

Satellite Beach PD

ANDERSON,ERIC,G

ADDAMS

02/13/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:59

0.000Air Blank 19:00

0.079Control Test 19:00

0.000Air Blank 19:00

# 1 0.137Subject Sample 19:01

1.519Breath Volume 19:01

0.000Air Blank 19:02

0.000Air Blank 19:03

# 2 0.134Subject Sample 19:04

1.277Breath Volume 19:04

0.000Air Blank 19:05

0.080Control Test 19:05

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 03/19/2021 19:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2702/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:58

Satellite Beach PD

MCCRANN,SEAN

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

OETKEN

02/13/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.079Control Test 23:49

0.000Air Blank 23:49

# 1 0.188Subject Sample 23:50

3.753Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.189Subject Sample 23:53

3.371Breath Volume 23:53

0.000Air Blank 23:54

0.078Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 03/19/2021 19:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:26

Satellite Beach PD

WRIGHT,TIMOTHY

05/14/2023

1327124

Satellite Beach PD

ANDERSON,ERIC,G

AMPARADO

02/13/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:17

# 1 0.151Subject Sample 02:19

1.921Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.157Subject Sample 02:22

2.015Breath Volume 02:22

0.000Air Blank 02:23

0.077Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 03/19/2021 19:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:3802/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:34

15:48

Hardee County SO

DEDOMINICIS,DEAN

01/15/2022

1076482

Hardee County SO

CARTWRIGHT JR,GARY,W

GAONA

01/30/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:54

0.000Air Blank 16:54

0.079Control Test 16:55

0.000Air Blank 16:55

# 1 0.210Subject Sample 16:56

2.343Breath Volume 16:56

0.000Air Blank 16:56

0.000Air Blank 16:58

# 2 0.218Subject Sample 16:59

1.941Breath Volume 16:59

0.000Air Blank 16:59

0.078Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 03/01/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:13

Hardee County SO

GILLIARD,TYLER

01/15/2022

1076482

Hardee County SO

MMONEY,MARY,L

DELOERA

01/30/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 03/01/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:31

Pinellas County SO

REIDY,TYLER

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

ESSI

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:10

# 1 0.189Subject Sample 01:11

6.453Breath Volume 01:11

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.224Subject Sample 01:14

3.574Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 3 0.226Subject Sample 01:17

3.781Breath Volume 01:17

0.000Air Blank 01:18

0.077Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:25

Pinellas County SO

MULLINS,JOHN

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

SAFFO

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:55

# 1 0.150Subject Sample 01:55

1.425Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.148Subject Sample 01:58

1.613Breath Volume 01:58

0.000Air Blank 01:59

0.077Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:11

Pinellas County SO

TEMPLE,ELIZABETH

04/20/2022

AG011102

Pinellas County SO

TEMPLE,ELIZABETH,R

OCONNOR

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:3202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:39

Pinellas County SO

LANEY,DAMON

04/20/2022

AG011102

Pinellas County SO

LANEY,DAMON,A

FLACK

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:57

# 1Subject Sample 22:58 Subject Test Refused

0.000Breath Volume 22:58

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2702/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:25

Pinellas County SO

BLAKE,LEVI

04/20/2022

AG011102

Pinellas County SO

BLAKE,LEVI,S

ROBINSON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

# 1 0.075Subject Sample 01:40

3.445Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.074Subject Sample 01:43

3.847Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5102/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:39

Pinellas County SO

KASELAK,STEPHEN

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHENH,G

TORANO

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.078Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.078Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3202/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

02:00

Pinellas County SO

LANEY,DAMON

04/20/2022

AG011102

Pinellas County SO

LANEY,DAMON,A

CONNINGTON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

# 1Subject Sample 02:35 Subject Test Refused

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2202/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

23:14

Pinellas County SO

BLAKE,LEVI

04/20/2022

AG011102

Pinellas County SO

BLAKE,LEVI,S

KETTLE

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.078Control Test 23:33

0.000Air Blank 23:33

# 1 0.181Subject Sample 23:33

3.019Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.166Subject Sample 23:36

2.921Breath Volume 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3602/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:49

Pinellas County SO

TEMPLE,ELIZABETH

04/20/2022

AG011102

Pinellas County SO

TEMPLE,ELIZABETH,R

MARTENSON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

# 1 0.184Subject Sample 01:01

1.960Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.192Subject Sample 01:04

1.921Breath Volume 01:04

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2802/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

23:17

Pinellas County SO

TEMPLE,ELIZABETH

04/20/2022

AG011102

Pinellas County SO

TEMPLE,ELIZABETH,R

VONBERNUTH

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:48

# 1Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:5602/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:22

Pinellas County SO

ZSIDO,DANIELLE

04/20/2022

AG011102

Pinellas County SO

ZSIDO,DANIELLE,M

WEATHERHOLT

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.078Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0602/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:22

Pinellas County SO

BLAKE,LEVI

04/20/2022

AG011102

Pinellas County SO

BLAKE,LEVI,S

NOLE

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.079Control Test 00:19

0.000Air Blank 00:19

# 1 0.209Subject Sample 00:20

2.476Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.194Subject Sample 00:23

3.250Breath Volume 00:23

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:57

Pinellas County SO

HIRSHMAN,BRIAN

04/20/2022

AG011102

Pinellas County SO

HIRSHMAN,BRIAN,J

MATOS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.078Control Test 01:09

0.000Air Blank 01:09

# 1Subject Sample 01:10 Subject Test Refused

0.000Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:12

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5202/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:48

Pinellas County SO

TEMPLE,ELIZABETH

04/20/2022

AG011102

Pinellas County SO

TEMPLE,ELIZABETH,R

KAUFMAN

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.078Control Test 02:07

0.000Air Blank 02:07

# 1 0.109Subject Sample 02:08

2.316Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.101Subject Sample 02:11

2.273Breath Volume 02:11

0.000Air Blank 02:11

0.078Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:4802/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:09

Pinellas County SO

SCHOMP,DALTON

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

RAMPERSAUD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.078Control Test 23:50

0.000Air Blank 23:50

# 1 0.177Subject Sample 23:51

2.000Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.166Subject Sample 23:54

1.242Breath Volume 23:54

0.000Air Blank 23:54

0.078Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3402/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:42

Pinellas County SO

ZSIDO,DANIELLE

04/20/2022

AG011102

Pinellas County SO

ZSIDO,DANIELLE,M

AUGUST

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

# 1 0.153Subject Sample 01:56

1.289Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:58

# 2 0.151Subject Sample 02:00

1.570Breath Volume 02:00

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:2002/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:30

Pinellas County SO

BYRD,WILL

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

BOROWSKI

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.078Control Test 02:15

0.000Air Blank 02:15

# 1 0.168Subject Sample 02:16

2.902Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.170Subject Sample 02:18

2.082Breath Volume 02:18

0.000Air Blank 02:19

0.078Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2802/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:15

Pinellas County SO

GREENE,CHRISTOPHER

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

PATROCINIO

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.181Subject Sample 03:38

1.800Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.201Subject Sample 03:41

2.902Breath Volume 03:41

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:38

Pinellas County SO

KASELAK,STEPHEN

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

SAWH

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.078Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 03/20/2021 02:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5002/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:01

Brevard County SO

RIVERA,JOUHAN

10/05/2021

22419080A2

Brevard County SO

VILLACRES,NICHOLAS,J

DIONISIO

01/21/2021

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

# 1 0.000Subject Sample 00:47

1.507Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.000Subject Sample 00:50

1.187Breath Volume 00:50

0.000Air Blank 00:50

0.079Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 02/24/2021 10:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5402/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

23:02

Brevard County SO

FARRAGHER,THOMAS

10/05/2021

22419080A2

Brevard County SO

MCLAUGHLIN,BRADLEY,

MORRIS

01/21/2021

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.078Control Test 00:34

0.000Air Blank 00:34

# 1 0.080Subject Sample 00:35

1.449Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.083Subject Sample 00:38

1.347Breath Volume 00:38

0.000Air Blank 00:39

0.078Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/24/2021 10:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:2302/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:45

Brevard County SO

LANG,MATTHEW

10/05/2021

22419080A2

Brevard County SO

LANG,MATTHEW,J

LAUNDRY

01/21/2021

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.079Control Test 20:46

0.000Air Blank 20:47

# 1 0.186Subject Sample 20:50 Volume Not Met

0.000Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.197Subject Sample 20:53

2.746Breath Volume 20:53

0.000Air Blank 20:53

0.000Air Blank 20:55

# 3 0.182Subject Sample 20:55

2.144Breath Volume 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 02/24/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:06

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

CLARK

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1 0.000Subject Sample 00:07

2.542Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.000Subject Sample 00:10

2.480Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 02/05/2021 19:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2502/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:05

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

MARTINEZ

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

# 1 0.124Subject Sample 03:47

3.300Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.129Subject Sample 03:50

3.445Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 02/05/2021 19:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3902/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:11

Pinellas County SO

GRAVER,R

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

BERTRAND

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

# 1 0.174Subject Sample 03:07

2.832Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.174Subject Sample 03:11

2.742Breath Volume 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:1602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:08

Pinellas County SO

CHRISS,W

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

WHEELER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:17

# 1 0.011Subject Sample 04:19

1.644Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.009Subject Sample 04:21

1.183Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:40

Pinellas County SO

NEWMAN,T

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

NEWMAN

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:31

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:15:4902/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:23

Pinellas County SO

STAFFORD,BRIAN

06/14/2021

AG916501

Pinellas County SO

STAFFORD,BRIAN,A

CHAPMAN

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:12

0.000Air Blank 18:13

0.075Control Test 18:13

0.000Air Blank 18:14

# 1Subject Sample 18:14 Subject Test Refused

0.000Breath Volume 18:14

0.000Air Blank 18:14

0.079Control Test 18:15

0.000Air Blank 18:15

OKDiagnostics Check 18:15

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2202/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:27

Pinellas County SO

ZAPATA-ROLON,F

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

ROWE

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5602/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:31

Pinellas County SO

ZSIDO,DANIELLE

06/14/2021

AG916501

Pinellas County SO

ZSIDO,DANIELLE,M

RENICK

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:00

Pinellas County SO

NEWTON,T

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

GENTRY

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1 0.190Subject Sample 02:07

3.039Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.187Subject Sample 02:10

2.664Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:2602/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:59

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

BAILEY

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2202/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:22

Pinellas County SO

MITCHELL,ALEXANDRA

06/14/2021

AG916501

Pinellas County SO

MITCHELL,ALEXANDRA,

MCGORRISK

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1 0.136Subject Sample 03:27

1.824Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.137Subject Sample 03:30

2.554Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 03/19/2021 20:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1002/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:19

Pinellas County SO

MULLINS,JOHN

06/14/2021

AG916501

Pinellas County SO

TEMPLE,ELIZABETH,R

SANTAVICCA

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

# 1Subject Sample 04:21 No Sample Provided

0.000Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2Subject Sample 04:23 Subject Test Refused

0.000Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:33

Pinellas County SO

BANSAVAGE,ZACHARY

06/14/2021

AG916501

Pinellas County SO

MORRIS,BRIDGETT,A

TRESEDDER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:45

# 1Subject Sample 22:49 No Sample Provided

0.000Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2Subject Sample 22:54 No Sample Provided

0.000Breath Volume 22:54

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4902/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:00

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

LUNDGREN

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5202/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:40

Pinellas County SO

HIRSHMAN,BRIAN

06/14/2021

AG916501

Pinellas County SO

HIRSHMAN,BRIAN,J

NEAL

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

# 1 0.054Subject Sample 04:31

2.738Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.056Subject Sample 04:34

2.792Breath Volume 04:34

0.000Air Blank 04:34

0.080Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:3602/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:18

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

ANGERMEIER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

# 1Subject Sample 19:56 Subject Test Refused

0.000Breath Volume 19:56

0.000Air Blank 19:56

0.080Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0902/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:27

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

PRATHER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:08

# 1 0.000Subject Sample 03:09

2.496Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.000Subject Sample 03:12

2.308Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:42:3902/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:06

Pinellas County SO

DONAHUE,TROPPER

06/14/2021

AG916501

FHP Troop C

SNAVELY,KENT,J

TORRES

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:31

0.000Air Blank 08:31

0.081Control Test 08:31

0.000Air Blank 08:32

# 1 0.059Subject Sample 08:35 Volume Not Met

0.019Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.050Subject Sample 08:41 Volume Not Met

0.113Breath Volume 08:41

0.000Air Blank 08:41

0.080Control Test 08:42

0.000Air Blank 08:42

OKDiagnostics Check 08:42

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:4602/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:53

18:01

Pinellas County SO

GUIRGUIS,JOSEPH

06/14/2021

AG916501

Pinellas County SO

TEMPLE,ELIZABETH,R

LEBEAU

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.079Control Test 19:18

0.000Air Blank 19:19

# 1Subject Sample 19:19 Subject Test Refused

0.000Breath Volume 19:19

0.000Air Blank 19:19

0.081Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:5102/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:23

Pinellas County SO

KEMPER,D

06/14/2021

AG916501

FHP Troop C

DEANE,M,

HAMMER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

# 1 0.000Subject Sample 20:30

3.292Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.000Subject Sample 20:33

2.738Breath Volume 20:33

0.000Air Blank 20:33

0.080Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:2502/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:48

Pinellas County SO

MULLINS,JOHN

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

WILSON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:31

# 1 0.054Subject Sample 04:32

1.687Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.056Subject Sample 04:35

1.722Breath Volume 04:35

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:4402/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

16:59

Pinellas County SO

DALTON,T

06/14/2021

AG916501

Pinellas County SO

LANEY,DAMON,A

FOWLER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.080Control Test 18:11

0.000Air Blank 18:11

# 1 0.266Subject Sample 18:12

1.636Breath Volume 18:12

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.273Subject Sample 18:15

1.246Breath Volume 18:15

0.000Air Blank 18:15

0.080Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:11

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

BOWER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1 0.219Subject Sample 03:49

1.421Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.206Subject Sample 03:52

2.753Breath Volume 03:52

0.000Air Blank 03:52

0.080Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:5902/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:00

Pinellas County SO

BALDETTI,A

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

LONABAUGH

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:58

1.355Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.000Subject Sample 23:02

1.476Breath Volume 23:02

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2702/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:00

Pinellas County SO

ZANANDRIE,K

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

LAYFIELD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1 0.142Subject Sample 04:13

1.585Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.130Subject Sample 04:15

1.992Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:3202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:34

Pinellas County SO

CONEBY,MEGAN

06/14/2021

AG916501

Pinellas County SO

MORRIS,BRIDGETT,A

SCHMIDGALL

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:31

# 1 0.116Subject Sample 21:32

1.367Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.111Subject Sample 21:35

1.714Breath Volume 21:35

0.000Air Blank 21:35

0.080Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:5902/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:12

Pinellas County SO

ZAPATA,FRANCISCO

06/14/2021

AG916501

Pinellas County SO

JACOBSEN,STEPHEN,M

RIDYARD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:2202/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:09

Pinellas County SO

DOUGHERTY,ROBERT

06/14/2021

AG916501

Pinellas County SO

JACOBSEN,STEPHEN,M

HEFFERNAN

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.079Control Test 21:05

0.000Air Blank 21:05

# 1 0.201Subject Sample 21:06

2.484Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.213Subject Sample 21:08

1.597Breath Volume 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0202/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:04

Pinellas County SO

HUGHES,CONNOR

06/14/2021

AG916501

Pinellas County SO

MITCHELL,ALEXANDRA,

ELZWEIG

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1 0.068Subject Sample 02:06

1.542Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.066Subject Sample 02:10

2.023Breath Volume 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:12

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0102/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:35

Pinellas County SO

NEWTON,THOMAS

06/14/2021

AG916501

Pinellas County SO

MITCHELL,ALEXANDRA,

STALLARD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.000Subject Sample 02:47

2.312Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.000Subject Sample 02:50

1.746Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:52

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:4202/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:34

Pinellas County SO

MITCHELL,ALEXANDRA

06/14/2021

AG916501

Pinellas County SO

MITCHELL,ALEXANDRA,

SAMEDI

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:27

# 1 0.000Subject Sample 05:30

3.093Breath Volume 05:30

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.000Subject Sample 05:33

2.460Breath Volume 05:33

0.000Air Blank 05:33

0.080Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:10

FHP Troop C

ALVAREZ G,YOEL-ALEXIZ

06/14/2021

AG916501

FHP Troop C

ALVAREZ G,YOEL-ALEXIZ,

DONOVAN

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1 0.306Subject Sample 21:43

3.050Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.311Subject Sample 21:46

2.414Breath Volume 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 03/19/2021 20:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:5502/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:10

Pinellas County SO

MASON,G

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

HORTON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.080Control Test 22:15

0.000Air Blank 22:15

# 1 0.146Subject Sample 22:17

1.500Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.144Subject Sample 22:20

1.378Breath Volume 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:1802/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:00

Pinellas County SO

CHURCHILL,C

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

PEREZ

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:09

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:3102/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:39

Pinellas County SO

GIBSON,S

06/14/2021

AG916501

Tarpon Springs PD

DEANE,M,

ANSLEY

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

# 1Subject Sample 04:43 No Sample Provided

0.000Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2Subject Sample 04:47 Subject Test Refused

0.000Breath Volume 04:47

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:3602/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:58

15:59

FHP Troop C

SMITH,WILLIAM

06/14/2021

AG916501

FHP Troop C

SMITH,WILLIAM,T

MEYERS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.081Control Test 17:21

0.000Air Blank 17:21

# 1 0.197Subject Sample 17:22

1.359Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.199Subject Sample 17:26

1.683Breath Volume 17:26

0.000Air Blank 17:26

0.081Control Test 17:27

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:4602/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:25

Pinellas County SO

ZSIDO,DANIELLE

06/14/2021

AG916501

Pinellas County SO

ZSIDO,DANIELLE,M

BECK

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

# 1 0.145Subject Sample 21:30

1.726Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.152Subject Sample 21:33

2.121Breath Volume 21:33

0.000Air Blank 21:33

0.081Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:1502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:07

Pinellas County SO

SKALKO,R

06/14/2021

AG916501

Pinellas County SO

ZSIDO,DANIELLE,M

THOMPSON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:31

# 1 0.000Subject Sample 23:32

1.781Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.000Subject Sample 23:35

1.101Breath Volume 23:35

0.000Air Blank 23:36

0.081Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:37

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

PASSARELLA

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1Subject Sample 03:35 No Sample Provided

0.000Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2Subject Sample 03:38 Subject Test Refused

0.000Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:5602/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:50

Pinellas County SO

WORTHINGTON,J

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

ARTEAGA

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:49

0.000Air Blank 04:49

# 1 0.150Subject Sample 04:50

1.734Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.145Subject Sample 04:54

1.433Breath Volume 04:54

0.000Air Blank 04:55

0.082Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:2602/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:01

Pinellas County SO

MILLER,ALICIA

06/14/2021

AG916501

Pinellas County SO

MITCHELL,ALEXANDRA,

SHEA

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.081Control Test 19:29

0.000Air Blank 19:30

# 1 0.304Subject Sample 19:30

4.335Breath Volume 19:30

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.296Subject Sample 19:33

4.222Breath Volume 19:33

0.000Air Blank 19:34

0.080Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:3502/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:35

Pinellas County SO

NEWTON,THOMAS

06/14/2021

AG916501

Pinellas County SO

JACOBSEN,STEPHEN,M

BOYD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.081Control Test 21:36

0.000Air Blank 21:36

# 1 0.203Subject Sample 21:38

1.628Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2Subject Sample 21:44 No Sample Provided

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 3Subject Sample 21:50 No Sample Provided

0.000Breath Volume 21:50

0.000Air Blank 21:50

0.080Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0602/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:35

Pinellas County SO

NEWTON,THOMAS

06/14/2021

AG916501

Pinellas County SO

JACOBSEN,STEPHEN,M

BOYD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.186Subject Sample 22:03

2.066Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:05

# 2 0.189Subject Sample 22:06

1.554Breath Volume 22:06

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1202/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:06

Pinellas County SO

GRAVER,RYAN

06/14/2021

AG916501

Pinellas County SO

JACOBSEN,STEPHEN,M

YOSEF

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.117Subject Sample 01:17

2.199Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.115Subject Sample 01:20

2.035Breath Volume 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:0502/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:50

Pinellas County SO

GRAVER,RYAN

06/14/2021

AG916501

Pinellas County SO

SUDBRINK,BRIAN,J

HEFFRON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.081Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:48

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3202/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:58

Pinellas County SO

MCKEE,KATHLEEN

06/14/2021

AG916501

Pinellas County SO

SUDBRINK,BRIAN,J

ALESSI

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.081Control Test 04:53

0.000Air Blank 04:54

# 1Subject Sample 04:54 Subject Test Refused

0.000Breath Volume 04:54

0.000Air Blank 04:54

0.081Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:5102/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:08

Pinellas County SO

LEWIS,CHRISTOPHER

06/14/2021

AG916501

Pinellas County SO

MORRIS,BRIDGETT,A

LOPEZGARCIA

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.081Control Test 02:07

0.000Air Blank 02:07

# 1 0.205Subject Sample 02:09

1.324Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.209Subject Sample 02:12

2.457Breath Volume 02:12

0.000Air Blank 02:12

0.081Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:5602/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

04:35

Pinellas County SO

AMIN,DEPUTY N.

06/14/2021

AG916501

Pinellas County SO

WILTSE,CORPORAL WILLIAM,

CANFIELD

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.081Control Test 05:44

0.000Air Blank 05:45

# 1Subject Sample 05:45 Subject Test Refused

0.000Breath Volume 05:45

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:1902/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:00

Pinellas County SO

GROFF,R

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

BARROWS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.081Control Test 22:14

0.000Air Blank 22:15

# 1 0.000Subject Sample 22:16

2.031Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.000Subject Sample 22:18

2.296Breath Volume 22:18

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2702/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:00

Pinellas County SO

HUDDLESTON,C

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

SNOOCKASS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

# 1 0.137Subject Sample 03:11

3.105Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.141Subject Sample 03:14

2.683Breath Volume 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:2202/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:30

Pinellas County SO

COLMAN,M

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

ANDERSON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.081Control Test 04:24

0.000Air Blank 04:24

# 1 0.064Subject Sample 04:25

1.644Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.065Subject Sample 04:28

1.148Breath Volume 04:28

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:5302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:14

18:42

Pinellas County SO

GRIFFIN,K

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

SLAUGHTER

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:36

0.000Air Blank 19:36

0.081Control Test 19:37

0.000Air Blank 19:37

# 1 0.317Subject Sample 19:38

2.921Breath Volume 19:38

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.322Subject Sample 19:41

2.058Breath Volume 19:41

0.000Air Blank 19:41

0.080Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 03/19/2021 20:20

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:0002/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:24

Pinellas County SO

VANGELI,J

06/14/2021

AG916501

Treasure Island PD

DEANE,M,

BECKWITH

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.081Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:23 Subject Test Refused

0.000Breath Volume 23:23

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:25

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:45

Pinellas County SO

BLAKE,LEVI

06/14/2021

AG916501

Pinellas County SO

BLAKE,LEVI,S

STEVENS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.144Subject Sample 03:26

1.617Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.137Subject Sample 03:30

1.730Breath Volume 03:30

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:33

Pinellas County SO

ZSIDO,DANIELLE

06/14/2021

AG916501

Pinellas County SO

ZSIDO,DANIELLE,M

BELLIS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

# 1 0.110Subject Sample 05:25

1.789Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:27

# 2 0.109Subject Sample 05:28

1.824Breath Volume 05:28

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2102/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:30

Pinellas County SO

JAGODA,J

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

CURL

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.211Subject Sample 03:25

3.285Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.204Subject Sample 03:28

1.773Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0302/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:00

Pinellas County SO

KELLMAN,S

06/14/2021

AG916501

Pinellas County SO

DEANE,M,

GUESS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1 0.112Subject Sample 04:48 Volume Not Met

0.121Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.108Subject Sample 04:52

1.109Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 3 0.111Subject Sample 04:55

1.324Breath Volume 04:55

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:57

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:4902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:46

04:49

Pinellas County SO

OSTROSKI,N

06/14/2021

AG916501

Treasure Island PD

CROSS,M,S

FRANZE

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:07

0.000Air Blank 06:07

0.080Control Test 06:07

0.000Air Blank 06:08

# 1Subject Sample 06:08 Subject Test Refused

0.000Breath Volume 06:08

0.000Air Blank 06:08

0.080Control Test 06:09

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:50:2402/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:25

12:47

FHP Troop C

MANGANARO,JESSICA

06/14/2021

AG916501

FHP Troop C

IFFT,GARRETT,T

TEMPLETON

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:47

0.000Air Blank 14:48

0.080Control Test 14:48

0.000Air Blank 14:48

# 1Subject Sample 14:49 Subject Test Refused

0.000Breath Volume 14:49

0.000Air Blank 14:49

0.080Control Test 14:49

0.000Air Blank 14:50

OKDiagnostics Check 14:50

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:2202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:01

Pinellas County SO

LUNDH,KAYLA

06/14/2021

AG916501

Pinellas County SO

DOBSON,JON,B

RICE

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:25

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:26

# 1Subject Sample 17:27 Subject Test Refused

0.000Breath Volume 17:27

0.000Air Blank 17:27

0.080Control Test 17:27

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0102/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:18

FHP Troop C

STONE,KENNETH

06/14/2021

AG916501

FHP Troop C

IFFT,GARRETT,T

PAPPAS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.167Subject Sample 21:24

1.808Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.166Subject Sample 21:27

2.265Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:29

Data Download Date/Time: 03/19/2021 20:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:35

West Melbourne PD

KAPLAN,MICHAEL

10/05/2022

22620080A2

West Melbourne PD

HICKS,WILLIAM,L

CULVER

02/26/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:09

# 1 0.220Subject Sample 03:10

1.738Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 2 0.224Subject Sample 03:13

2.199Breath Volume 03:13

0.000Air Blank 03:13

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 03/02/2021 05:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2102/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

02:50

Jacksonville SO

VALERIO,E

06/05/2022

09820080A2

Jacksonville SO

JAMES,ALFONSO,

HERNANDEZ

02/23/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:31

# 1 0.182Subject Sample 04:31

2.015Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.183Subject Sample 04:34

1.925Breath Volume 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 03/12/2021 10:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2602/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

00:33

Jacksonville SO

FILBERT,E

06/05/2022

09820080A2

Jacksonville Beach

MEURER,D,E

SWINDELLS

02/23/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.081Control Test 03:00

0.000Air Blank 03:00

# 1 0.122Subject Sample 03:01

2.894Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.114Subject Sample 03:04

1.496Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 03/12/2021 10:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

19:48

Jacksonville SO

YOUNG,S

06/05/2022

09820080A2

Jacksonville Beach

MEURER,D,E

HILL

02/23/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.080Control Test 22:26

0.000Air Blank 22:27

# 1 0.232Subject Sample 22:27

1.398Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.253Subject Sample 22:31

2.144Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:33

# 3 0.258Subject Sample 22:34

1.503Breath Volume 22:34

0.000Air Blank 22:35

0.078Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 03/12/2021 10:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:4202/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:27

Pinellas Park PD

DETRANO,JEFFREY

12/05/2021

28719080A1

Pinellas Park PD

DETRANO,JEFFREY,J

MCWHORTER

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.078Control Test 23:02

0.000Air Blank 23:03

# 1Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:03

0.078Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:5702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:00

Pinellas Park PD

HUFF,ZACHARY

12/05/2021

28719080A1

Pinellas Park PD

HUFF,ZACHARY,J

LUNDE-POE

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:21

# 1Subject Sample 21:21 Subject Test Refused

0.000Breath Volume 21:21

0.000Air Blank 21:22

0.078Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:5202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:40

Pinellas Park PD

ROLLESTON,JACOB

12/05/2021

28719080A1

Pinellas Park PD

ROLLESTON,JACOB,M

GUERRA

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:13

# 1Subject Sample 22:14 Subject Test Refused

0.000Breath Volume 22:14

0.000Air Blank 22:14

0.078Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:1402/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:45

Pinellas Park PD

DETRANO,JEFFREY

12/05/2021

28719080A1

Pinellas Park PD

DETRANO,JEFFREY,J

MERRIOTT

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.078Control Test 23:36

0.000Air Blank 23:36

# 1Subject Sample 23:36 Subject Test Refused

0.000Breath Volume 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:5202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:23

Pinellas Park PD

HUFF,ZACHARY

12/05/2021

28719080A1

Pinellas Park PD

HUFF,ZACHARY,J

BEDON NARANJO

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.078Control Test 23:51

0.000Air Blank 23:52

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.078Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:0302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:20

Pinellas Park PD

ROLLESTON,JACOB

12/05/2021

28719080A1

Pinellas Park PD

ROLLESTON,JACOB,M

TREHY

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.078Control Test 23:56

0.000Air Blank 23:57

# 2 0.161Subject Sample 23:57

1.613Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.166Subject Sample 00:00

1.558Breath Volume 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:02

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:3102/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:46

Pinellas Park PD

HUFF,ZACHARY

12/05/2021

28719080A1

Pinellas Park PD

HUFF,ZACHARY,J

BENTON

01/26/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.078Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 02/10/2021 11:57

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:1502/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

21:10

Pinellas Park PD

DETRANO,JEFFREY

12/05/2021

28719080A1

Pinellas Park PD

DETRANO,JEFFREY,J

ROYAL

02/09/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.078Control Test 21:43

0.000Air Blank 21:44

# 1 0.000Subject Sample 21:45

1.652Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.000Subject Sample 21:47

1.378Breath Volume 21:47

0.000Air Blank 21:48

0.078Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 03/22/2021 12:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:01

Pinellas Park PD

DETRANO,JEFFREY

12/05/2021

28719080A1

Pinellas Park PD

DETRANO,JEFFREY,J

GLAUDE

02/09/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.077Control Test 00:42

0.000Air Blank 00:42

# 1 0.150Subject Sample 00:42

2.339Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.146Subject Sample 00:45

1.796Breath Volume 00:45

0.000Air Blank 00:46

0.077Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 03/22/2021 12:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0702/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:57

Pinellas Park PD

SCORDINO,DOUGLAS

12/05/2021

28719080A1

Pinellas Park PD

SCORDINO,DOUGLAS,J

TOMLIN

02/09/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.078Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.077Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/22/2021 12:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:12

Highlands County SO

SMITH,B

08/05/2021

14219080A2

Highlands County SO

FAY,JOEL,D

SMITH

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.154Subject Sample 01:02

1.968Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.152Subject Sample 01:05

3.109Breath Volume 01:05

0.000Air Blank 01:05

0.079Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:3702/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:20

15:20

Highlands County SO

HARRISON,DUSTIN

08/05/2021

14215080A2

Highlands County SO

HARRISON,DUSTIN,J

MANN

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:45

0.000Air Blank 15:45

0.079Control Test 15:46

0.000Air Blank 15:46

# 1 0.000Subject Sample 15:47

2.679Breath Volume 15:47

0.000Air Blank 15:47

0.000Air Blank 15:49

# 2 0.000Subject Sample 15:50

2.707Breath Volume 15:50

0.000Air Blank 15:50

0.080Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:3002/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:35

11:35

Highlands County SO

SMITH,SUSAN

08/05/2021

14215080A2

Highlands County SO

SMITH,SUSAN,

WILSON

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:57

0.000Air Blank 11:58

0.079Control Test 11:58

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:59

1.933Breath Volume 11:59

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:02

2.238Breath Volume 12:02

0.000Air Blank 12:02

0.079Control Test 12:02

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:5202/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:23

Highlands County SO

GODINEZ,J

08/05/2021

14215080A2

Highlands County SO

PECK,JOHN,R

AUMAN

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

# 1Subject Sample 20:57 Subject Test Refused

0.000Breath Volume 20:57

0.000Air Blank 20:57

0.079Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:1402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:21

Highlands County SO

JONES,W

08/05/2021

14215080A2

Highlands County SO

PECK,JOHN,R

SIMS

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:52

0.079Control Test 19:53

0.000Air Blank 19:53

# 1 0.064Subject Sample 19:56

1.183Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.075Subject Sample 20:00

1.800Breath Volume 20:00

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:00:1102/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:25

12:20

Highlands County SO

VAUGHN,DALE

08/05/2021

14215080A2

Highlands County SO

VAUGHN,DALE,E

WILSON

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:53

0.000Air Blank 12:54

0.079Control Test 12:54

0.000Air Blank 12:55

# 1 0.000Subject Sample 12:55

2.320Breath Volume 12:55

0.000Air Blank 12:56

0.000Air Blank 12:58

# 2 0.000Subject Sample 12:58

2.449Breath Volume 12:58

0.000Air Blank 12:59

0.079Control Test 12:59

0.000Air Blank 13:00

OKDiagnostics Check 13:00

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:5502/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:55

Highlands County SO

BURNSEAD,GLENN

08/05/2021

14215080A2

Highlands County SO

GLASCO,GREGORY,S

ABBOTT

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:32 Subject Test Refused

0.000Breath Volume 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:55

Highlands County SO

HESS,MOLLY

08/05/2021

14215080A2

FHP Troop F

HINISH,BARRY,A

MITCHELL

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.078Control Test 00:42

0.000Air Blank 00:42

# 1 0.108Subject Sample 00:43

2.023Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.107Subject Sample 00:46

3.105Breath Volume 00:46

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 02/22/2021 06:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4602/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:20

Highlands County SO

CARRANZA,RUEBEN

08/05/2021

14215080A2

Highlands County SO

HINISH,BARRY,A

VAZQUEZ PEREZ

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.063Subject Sample 03:08

2.515Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.060Subject Sample 03:11

2.839Breath Volume 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 02/22/2021 06:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:21

Highlands County SO

WINGATE,C

08/05/2021

14215080A2

Sebring PD

KEEFE,JAYME,W

KALLISTER

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.079Control Test 04:11

0.000Air Blank 04:11

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 02/22/2021 06:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:4202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

19:18

Highlands County SO

CARRANZA,RUEBEN

08/05/2021

14215080A2

Highlands County SO

HINISH,BARRY,A

ELIAS-AGUILLON

01/23/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

# 1 0.160Subject Sample 21:19

2.257Breath Volume 21:19

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.162Subject Sample 21:22

2.621Breath Volume 21:22

0.000Air Blank 21:22

0.079Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 02/22/2021 06:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4902/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:58

Lake Placid PD

COOPER,G

08/05/2021

14215080A2

Lake Placid PD

GLASCO,GREGORY,S

MCDERMOTT

02/22/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.198Subject Sample 00:22

2.144Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.187Subject Sample 00:25

1.703Breath Volume 00:25

0.000Air Blank 00:25

0.079Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 03/25/2021 23:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2002/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:54

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

CARSON

01/27/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.142Subject Sample 01:42

1.398Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.142Subject Sample 01:44

1.265Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 02/24/2021 14:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3102/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:53

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

ESCOBAR

01/27/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

# 1 0.049Subject Sample 00:46

1.343Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.053Subject Sample 00:49

1.402Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 02/24/2021 14:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2002/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:19

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

RANKIN

01/27/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

# 1Subject Sample 23:14 Subject Test Refused

0.000Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 02/24/2021 14:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:3102/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:04

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

WRIGHT

01/27/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:52

# 1 0.085Subject Sample 23:53

1.753Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.083Subject Sample 23:57

1.667Breath Volume 23:57

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 02/24/2021 14:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:2902/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:45

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

BRAND

01/27/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.079Control Test 20:32

0.000Air Blank 20:33

# 1 0.133Subject Sample 20:33

1.523Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.141Subject Sample 20:38

1.230Breath Volume 20:38

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 02/24/2021 14:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3802/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

01:28

Jacksonville SO

PETERSON,J

03/05/2021

00919080A3

Jacksonville SO

TUCKER,R,M

LEWIS

02/23/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.141Subject Sample 03:20

1.875Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.141Subject Sample 03:23

1.625Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/12/2021 09:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:31:4102/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:04

10:42

Coral Springs PD

HATFIELD,RUSSELL

12/05/2021

28719080A1

Coral Springs PD

WHISNANT,JASON,C

BUYNAK

01/27/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:25

0.000Air Blank 11:25

0.079Control Test 11:26

0.000Air Blank 11:26

# 1 0.381Subject Sample 11:27

2.902Breath Volume 11:27

0.000Air Blank 11:27

0.000Air Blank 11:29

# 2 0.375Subject Sample 11:30

2.304Breath Volume 11:30

0.000Air Blank 11:30

0.079Control Test 11:31

0.000Air Blank 11:31

OKDiagnostics Check 11:31

Data Download Date/Time: 03/16/2021 16:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:2002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:52

Coral Springs PD

WETHERINGTON,STEPHEN

12/05/2021

28719080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

LUGER

01/27/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

Air Blank 20:43 RFI Detect

0.000Air Blank 20:44

Data Download Date/Time: 03/16/2021 16:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:2702/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:52

Coral Springs PD

WETHERINGTON,STEPHEN

12/05/2021

28719080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

LUGER

01/27/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:48

# 1 0.172Subject Sample 20:49

1.937Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.183Subject Sample 20:52

1.851Breath Volume 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 03/16/2021 16:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:50

Coral Springs PD

DUSAULT,DAKOTA

12/05/2021

28719080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

GALVEZ RAMIREZ

01/27/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:17

# 1 0.282Subject Sample 03:19

3.195Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.276Subject Sample 03:22

3.410Breath Volume 03:22

0.000Air Blank 03:22

0.079Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 03/16/2021 16:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:20

Coral Springs PD

CLARKE,STEPHAN

12/05/2021

28719080A1

Coral Springs PD

WAYE,MAKINA,A

MCBRIDE

02/25/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 03/16/2021 16:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0102/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:51

Nassau County SO

HUFFMAN,J

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

POTTS

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.080Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:20

Data Download Date/Time: 03/01/2021 15:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1602/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:01

Nassau County SO

BALLARD,J

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

WILLIAMS

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:23

# 1 0.069Subject Sample 03:24

1.792Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.064Subject Sample 03:27

1.460Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 03/01/2021 15:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:28:5902/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:51

12:04

Nassau County SO

TERRY,W

07/05/2022

14020080A1

Nassau County SO

SMITH,E,E

HERRIN

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:25

0.000Air Blank 13:26

0.079Control Test 13:26

0.000Air Blank 13:27

# 1Subject Sample 13:27 Subject Test Refused

0.000Breath Volume 13:27

0.000Air Blank 13:28

0.078Control Test 13:28

0.000Air Blank 13:28

OKDiagnostics Check 13:28

Data Download Date/Time: 03/01/2021 15:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:3502/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:57

Nassau County SO

DELACRUZ,M

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

HAMPTON

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:59

1.750Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:02

1.390Breath Volume 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 03/01/2021 15:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0402/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:36

Nassau County SO

WEIGLE,R

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

PARRIS JR

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:29

Nassau County SO

KNIGHT,G

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

HORNE

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0002/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:27

Nassau County SO

YOUMANS,J

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

KELLY

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

# 1Subject Sample 23:36 Subject Test Refused

0.000Breath Volume 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:34

Nassau County SO

DELACRUZ,M

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

THOMAS JR

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:3402/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:19

Nassau County SO

HUFFMON,J

07/05/2022

14020080A1

Nassau County SO

HODGES,K,M

TORRES

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

# 1Subject Sample 22:17 Subject Test Refused

0.000Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5002/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:14

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

HODGES,K,M

MCNEILL

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.162Subject Sample 03:52

2.148Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:54

# 2 0.165Subject Sample 03:55

2.175Breath Volume 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:4202/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:23

Nassau County SO

STEVENSON,A

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

TEMPLET

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.076Control Test 21:46

0.000Air Blank 21:47

# 1Subject Sample 21:47 Subject Test Refused

0.000Breath Volume 21:47

0.000Air Blank 21:47

0.078Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:30

Nassau County SO

BALLARD,J

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

WILLIAMS

01/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 03/01/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4802/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:43

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

CRUZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

# 1 0.179Subject Sample 22:11

1.632Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.188Subject Sample 22:15

2.496Breath Volume 22:15

0.000Air Blank 22:15

0.081Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:0702/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:40

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

POWELL

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.081Control Test 20:12

0.000Air Blank 20:13

# 1 0.000Subject Sample 20:13

3.359Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.000Subject Sample 20:16

3.277Breath Volume 20:16

0.000Air Blank 20:17

0.083Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

00:18

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

COLLINS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.082Control Test 00:22

0.000Air Blank 00:23

# 1Subject Sample 00:26 No Sample Provided

0.000Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2Subject Sample 00:31 No Sample Provided

0.000Breath Volume 00:31

0.000Air Blank 00:32

0.082Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:56

Polk County SO

WILLIAMS,ALBERT

12/05/2021

28719080A1

Polk County SO

WILLIAMS,ALBERT,J

SWEET

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.082Control Test 23:00

0.000Air Blank 23:00

# 1Subject Sample 23:03 No Sample Provided

0.000Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2Subject Sample 23:09 No Sample Provided

0.000Breath Volume 23:09

0.000Air Blank 23:09

0.082Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:29

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

MACEDO

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.081Control Test 23:55

0.000Air Blank 23:55

# 1 0.263Subject Sample 23:56

2.550Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.271Subject Sample 23:59

2.070Breath Volume 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1902/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

01:07

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

TALBOT

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:32 No Sample Provided

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2Subject Sample 01:37 No Sample Provided

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.083Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:0602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:32

Polk County SO

WILLIAMS,ALBERT

12/05/2021

28719080A1

Polk County SO

WILLIAMS,ALBERT,J

BOUTWELL

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

# 1 0.049Subject Sample 04:08

1.792Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.049Subject Sample 04:11

1.804Breath Volume 04:11

0.000Air Blank 04:12

0.082Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:4602/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:15

Polk County SO

WILLIAMS,ALBERT

12/05/2021

28719080A1

Polk County SO

WILLIAMS,ALBERT,J

VASQUEZ ARIAS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.082Control Test 23:45

0.000Air Blank 23:46

# 1 0.168Subject Sample 23:47

2.003Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.173Subject Sample 23:51

2.863Breath Volume 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 02/23/2021 11:16

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:1802/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:18

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

HALL

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.081Control Test 20:42

0.000Air Blank 20:43

# 1 0.188Subject Sample 20:44

1.625Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:46

# 2 0.187Subject Sample 20:47

1.785Breath Volume 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 02/23/2021 11:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4002/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:33

Polk County SO

WILLIAMS,ALBERT

12/05/2021

28719080A1

Polk County SO

WILLIAMS,ALBERT,J

TOMAS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

# 1 0.186Subject Sample 02:58

2.171Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 2 0.185Subject Sample 03:02

1.511Breath Volume 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/23/2021 11:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3302/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:06

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

HIGHSMITH

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.082Control Test 04:44

0.000Air Blank 04:44

# 1 0.178Subject Sample 04:45

2.003Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.182Subject Sample 04:49

2.496Breath Volume 04:49

0.000Air Blank 04:49

0.082Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 02/23/2021 11:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2702/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:44

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

JARVIS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:12 No Sample Provided

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2Subject Sample 02:18 No Sample Provided

0.000Breath Volume 02:18

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 02/23/2021 11:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:2702/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

20:23

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

CHAVEZ-CAMPOS

02/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.082Control Test 20:49

0.000Air Blank 20:49

# 1 0.168Subject Sample 20:51

1.210Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:53

# 2 0.163Subject Sample 20:56

1.386Breath Volume 20:56

0.000Air Blank 20:57

0.082Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 03/25/2021 10:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0602/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:43

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

FLORES

02/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1Subject Sample 01:31 No Sample Provided

0.000Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2Subject Sample 01:36 No Sample Provided

0.000Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 03/25/2021 10:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:3302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:38

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

BECKER

02/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

# 1 0.000Subject Sample 02:47

2.210Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.000Subject Sample 02:51

1.414Breath Volume 02:51

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 03/25/2021 10:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:48

Davie PD

CAVALIE,YANNIS

09/27/2020

AG827002

Davie PD

CORREA,MATTHEW,C

NUNEZ

01/28/2021

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

# 1 0.212Subject Sample 03:36

2.539Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.214Subject Sample 03:39

1.437Breath Volume 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 02/23/2021 14:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1702/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:31

Fernandina Beach PD

PAETSCH,JOSH

11/05/2022

24620080A3

Fernandina Beach PD

PAETSCH,JOSH,E

STEVENS

01/11/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/15/2021 15:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4002/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:24

Fernandina Beach PD

PAETSCH,JOSH

11/05/2022

24620080A3

Fernandina Beach PD

PAETSCH,JOSH,E

WADDELL

02/15/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.172Subject Sample 03:13

1.503Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.181Subject Sample 03:16

1.359Breath Volume 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 03/15/2021 16:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:3502/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:34

Fernandina Beach PD

GOTHARD,RONALD

11/05/2022

24620080A3

Fernandina Beach PD

GOTHARD,RONALD,S

PEEPLES

02/15/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

# 1 0.155Subject Sample 02:27

2.796Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:29

# 2 0.149Subject Sample 02:32

3.171Breath Volume 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 03/15/2021 16:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:3902/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:35

Fernandina Beach PD

PAETSCH,JOSH

11/05/2022

24620080A3

Fernandina Beach PD

PAETSCH,JOSH,E

BULLARD

02/15/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1 0.127Subject Sample 03:30

1.113Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:32

# 2 0.137Subject Sample 03:35

1.488Breath Volume 03:35

0.000Air Blank 03:35

0.081Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 03/15/2021 16:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1502/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:09

Fernandina Beach PD

PAETSCH,JOSH

11/05/2022

24620080A3

Fernandina Beach PD

PAETSCH,JOSH,E

SEAGRAVES

02/15/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1 0.000Subject Sample 03:13

2.800Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.000Subject Sample 03:16

1.964Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 03/15/2021 16:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:2002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:21

Fernandina Beach PD

DECKER,BRITTANY

11/05/2022

24620080A3

Fernandina Beach PD

HERNANDEZ,JORGE,L

PRESTON

02/15/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.080Control Test 18:20

0.000Air Blank 18:21

# 1Subject Sample 18:21 Subject Test Refused

0.000Breath Volume 18:21

0.000Air Blank 18:22

0.079Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 03/15/2021 16:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:2702/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:25

Tarpon Springs PD

MELTON,JOHN

02/05/2023

00521080A2

Tarpon Springs PD

MELTON,JOHN,P

MADARAS

01/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.079Control Test 06:06

0.000Air Blank 06:06

# 1 0.000Subject Sample 06:07

1.414Breath Volume 06:07

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.000Subject Sample 06:10

1.789Breath Volume 06:10

0.000Air Blank 06:10

0.081Control Test 06:10

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 03/04/2021 12:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:5202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:13

Tarpon Springs PD

FAUGNO,SCOTT

02/05/2023

00521080A2

Tarpon Springs PD

GIBSON,JOHN,

MURGUEYTIO MOSTACERO

01/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.080Control Test 06:00

0.000Air Blank 06:01

# 1Subject Sample 06:01 Subject Test Refused

0.000Breath Volume 06:01

0.000Air Blank 06:01

0.080Control Test 06:02

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 03/04/2021 12:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:5802/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:28

Tarpon Springs PD

TRINIDAD,MICHAEL

02/05/2023

00521080A2

Tarpon Springs PD

TRINIDAD,MICHAEL,E

MERLO

01/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:19

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 03/04/2021 12:22

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:0002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:11

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

MASON-DAVIS

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.081Control Test 22:40

0.000Air Blank 22:41

# 1 0.250Subject Sample 22:41

1.464Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.253Subject Sample 22:44

1.628Breath Volume 22:44

0.000Air Blank 22:45

0.081Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:46

Data Download Date/Time: 03/20/2021 02:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:1802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:59

Pinellas County SO

HIRSHMAN,BRIAN

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

BRUCE

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.081Control Test 00:09

0.000Air Blank 00:09

# 1Subject Sample 00:09 Subject Test Refused

0.000Breath Volume 00:09

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 03/20/2021 02:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5502/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:40

Pinellas County SO

LANEY,DAMON

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

MITROVIC

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:46

# 1 0.013Subject Sample 01:47

1.574Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.011Subject Sample 01:50

1.125Breath Volume 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 03/20/2021 02:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:48

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

MEO

02/04/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.082Control Test 03:10

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:12

Data Download Date/Time: 03/20/2021 02:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0702/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:42

Clearwater PD

BRUNEAU,OFFICER

04/05/2021

03519080A4

Clearwater PD

BRUNEAU,OFFICER,

RIPOLL

01/27/2021

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.215Subject Sample 01:23

2.144Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.201Subject Sample 01:27

1.703Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 03/01/2021 00:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4202/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:45

Clearwater PD

YEATES,SCOTT

04/05/2021

03519080A4

Clearwater PD

NEGERSMITH,DANIEL,M

RIVERA-LOCKETT

01/27/2021

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.079Control Test 23:07

0.000Air Blank 23:07

# 1Subject Sample 23:10 No Sample Provided

0.000Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2Subject Sample 23:16 No Sample Provided

0.000Breath Volume 23:16

0.000Air Blank 23:16

0.080Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 03/01/2021 00:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:2602/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:14

Clearwater PD

BRUNEAU,DAVID

04/05/2021

03519080A4

Clearwater PD

NEGERSMITH,DANIEL,M

BONANNO

01/27/2021

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.149Subject Sample 02:37

2.246Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.147Subject Sample 02:40

2.562Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 03/01/2021 00:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:28

Clearwater PD

VENEZIA,STEVEN

04/05/2021

03519080A4

Clearwater PD

VENEZIA,STEVEN,L

ALLEN

01/27/2021

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

# 1 0.157Subject Sample 03:50

2.449Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.150Subject Sample 03:53

2.320Breath Volume 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 03/01/2021 00:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:3102/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:10

Clearwater PD

BRUNEAU,DAVID

04/05/2021

03519080A4

Clearwater PD

NEGERSMITH,DANIEL,M

JEAMYNA

01/27/2021

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

# 1 0.000Subject Sample 22:35

2.625Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.000Subject Sample 22:39

2.164Breath Volume 22:39

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 03/01/2021 00:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:5002/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:20

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

PARKER

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.081Control Test 00:41

0.000Air Blank 00:41

# 1 0.143Subject Sample 00:42

2.453Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:44

# 2 0.136Subject Sample 00:45

2.527Breath Volume 00:45

0.000Air Blank 00:45

0.081Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4202/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

23:21

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

HUNT JR

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:12

# 1 0.000Subject Sample 01:13

3.996Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.000Subject Sample 01:16

3.117Breath Volume 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4102/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:30

Jacksonville SO

WHITE,J

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

CAYETANO AGUILAR

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.082Control Test 03:46

0.000Air Blank 03:46

# 1 0.273Subject Sample 03:47

4.796Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.279Subject Sample 03:51

4.539Breath Volume 03:51

0.000Air Blank 03:51

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:0602/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:30

Jacksonville SO

MOELLER,R

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

CORBETT

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.084Control Test 00:42

0.000Air Blank 00:42

# 1 0.008Subject Sample 00:43

3.386Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.007Subject Sample 00:45

2.320Breath Volume 00:45

0.000Air Blank 00:46

0.083Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0402/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

22:00

Jacksonville SO

RICH,H

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

WALLACE

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.084Control Test 01:13

0.000Air Blank 01:13

# 1 0.237Subject Sample 01:14

2.156Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.246Subject Sample 01:17

3.492Breath Volume 01:17

0.000Air Blank 01:18

0.083Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:2402/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

01:07

Jacksonville SO

JOHNSON,G

08/05/2021

17919080A1

FHP Troop G

SUTTON,BRADEN,J

PRITCHARD

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.084Control Test 03:21

0.000Air Blank 03:22

# 1 0.123Subject Sample 03:22

3.949Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.121Subject Sample 03:25

3.347Breath Volume 03:25

0.000Air Blank 03:26

0.084Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:3402/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

02:15

Jacksonville SO

KELLY,G

08/05/2021

17919080A1

Atlantic Beach PD

SUTTON,BRADEN,J

FOSTER

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.085Control Test 05:27

0.000Air Blank 05:28

# 1 0.183Subject Sample 05:28

2.613Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.178Subject Sample 05:31

2.898Breath Volume 05:31

0.000Air Blank 05:32

0.084Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5902/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:22

Jacksonville SO

DURHAM,C

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

BROWN

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.084Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:47 Subject Test Refused

0.000Breath Volume 00:47

0.000Air Blank 00:48

0.084Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 02/24/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:5202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:25

Jacksonville SO

SIMMONS,M

08/05/2021

17919080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

GONZALES-MUGABURU

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.083Control Test 23:44

0.000Air Blank 23:44

# 1 0.115Subject Sample 23:45

3.628Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.114Subject Sample 23:48

3.273Breath Volume 23:48

0.000Air Blank 23:48

0.081Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:4002/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

01:15

Jacksonville SO

HIXSON,C

08/05/2021

17919080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

GREEN

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.083Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:5702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

03:51

Jacksonville SO

NELSON,K

08/05/2021

17919080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

CRAWFORD

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.083Control Test 05:28

0.000Air Blank 05:28

# 1 0.147Subject Sample 05:29

3.554Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:31

# 2 0.143Subject Sample 05:33

2.277Breath Volume 05:33

0.000Air Blank 05:34

0.082Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

00:49

Jacksonville SO

KEEN,C

08/05/2021

17919080A1

Jacksonville Beach

LIGHTSEY,ROBERT,D

KAWCZAK

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1 0.159Subject Sample 02:36

3.425Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.156Subject Sample 02:39

3.292Breath Volume 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

22:15

Jacksonville SO

HARRELL,R

08/05/2021

17919080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

RUTLEDGE

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.083Control Test 00:35

0.000Air Blank 00:35

# 1 0.233Subject Sample 00:36

1.425Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.206Subject Sample 00:40

2.140Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 3 0.213Subject Sample 00:43

1.535Breath Volume 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

00:12

Jacksonville SO

FILBERT,E

08/05/2021

17919080A1

Jacksonville Beach

LIGHTSEY,ROBERT,D

MENTZ

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.083Control Test 02:36

0.000Air Blank 02:36

# 1 0.138Subject Sample 02:37

2.257Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.136Subject Sample 02:40

2.261Breath Volume 02:40

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:3002/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

03:00

Jacksonville SO

CAPPS,C

08/05/2021

17919080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

REESE

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:06

0.083Control Test 05:07

0.000Air Blank 05:07

# 1 0.166Subject Sample 05:08

1.250Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.169Subject Sample 05:12

2.160Breath Volume 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0502/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:35

Jacksonville SO

WHITE,J

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

BUMGARNER

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.082Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:2202/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:06

Jacksonville SO

DESOUZA,A

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

SMITH

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.082Control Test 04:33

0.000Air Blank 04:33

# 1Subject Sample 04:34 Subject Test Refused

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.082Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 02/24/2021 14:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0602/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:15

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

HOWLETT

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.082Control Test 23:11

0.000Air Blank 23:11

# 1 0.108Subject Sample 23:12

2.050Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.105Subject Sample 23:15

2.191Breath Volume 23:15

0.000Air Blank 23:16

0.083Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2502/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

00:54

Jacksonville SO

HAWKINS,A

08/05/2021

17919080A1

Jacksonville Beach

SUTTON,BRADEN,J

PANNELL

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.083Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:5302/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

21:07

Jacksonville SO

HAWKINS,A

08/05/2021

17919080A1

Jacksonville Beach

SUTTON,BRADEN,J

HARRELL

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.082Control Test 23:27

0.000Air Blank 23:28

# 1Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:28

0.082Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2602/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:48

Jacksonville SO

STANLEY,T

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

PETERSON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.082Control Test 02:25

0.000Air Blank 02:26

# 1 0.123Subject Sample 02:26

2.332Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.116Subject Sample 02:29

1.855Breath Volume 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:1602/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

03:00

Jacksonville SO

PAUL,S

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

BARBER

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:33

0.000Air Blank 06:34

0.081Control Test 06:34

0.000Air Blank 06:34

# 1 0.075Subject Sample 06:35

1.585Breath Volume 06:35

0.000Air Blank 06:36

0.000Air Blank 06:38

# 2 0.077Subject Sample 06:38

2.132Breath Volume 06:38

0.000Air Blank 06:39

0.081Control Test 06:39

0.000Air Blank 06:40

OKDiagnostics Check 06:40

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:2702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

23:55

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

BRADDY

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.082Control Test 01:43

0.000Air Blank 01:43

# 1 0.000Subject Sample 01:44

3.757Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.000Subject Sample 01:47

3.847Breath Volume 01:47

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1002/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

01:30

Jacksonville SO

SIMMONS,M

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

BROWN

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.081Control Test 03:14

0.000Air Blank 03:14

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4102/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

01:30

Jacksonville SO

WHITE,J

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

ARMSTRONG

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.082Control Test 03:44

0.000Air Blank 03:45

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:45

0.082Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 02/24/2021 14:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:1102/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

04:26

Jacksonville SO

SPENCER,K

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

SALMERON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:10

0.000Air Blank 06:10

0.082Control Test 06:11

0.000Air Blank 06:11

# 1 0.178Subject Sample 06:12

2.171Breath Volume 06:12

0.000Air Blank 06:13

0.000Air Blank 06:14

# 2 0.170Subject Sample 06:15

1.199Breath Volume 06:15

0.000Air Blank 06:16

0.081Control Test 06:16

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:2402/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:00

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

JONES

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.083Control Test 21:35

0.000Air Blank 21:35

# 1 0.000Subject Sample 21:35

2.757Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.000Subject Sample 21:39

2.761Breath Volume 21:39

0.000Air Blank 21:39

0.081Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0702/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:45

Jacksonville SO

LAWSON,N

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

LEREBOURS

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.082Control Test 00:37

0.000Air Blank 00:38

# 1 0.000Subject Sample 00:38

3.308Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.000Subject Sample 00:41

3.621Breath Volume 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:3902/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:40

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

WOOD

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1 0.263Subject Sample 03:43

1.355Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.245Subject Sample 03:48

1.257Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:2102/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

18:00

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

BLOUIN

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.082Control Test 19:55

0.000Air Blank 19:55

# 1 0.000Subject Sample 19:56

3.417Breath Volume 19:56

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.000Subject Sample 19:58

3.718Breath Volume 19:58

0.000Air Blank 19:59

0.081Control Test 19:59

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:5802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

17:55

Jacksonville SO

STANLEY,T

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

JOHNSON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.083Control Test 19:46

0.000Air Blank 19:47

# 1 0.238Subject Sample 19:48

1.609Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:50

# 2 0.232Subject Sample 19:51

1.378Breath Volume 19:51

0.000Air Blank 19:52

0.081Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:1402/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:35

Jacksonville SO

DOUGHFMAN,D

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

FOSTON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.082Control Test 21:56

0.000Air Blank 21:57

# 1 0.184Subject Sample 21:57

1.746Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 21:59

# 2 0.186Subject Sample 22:00

1.445Breath Volume 22:00

0.000Air Blank 22:01

0.082Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:50

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

BRYANT

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:47

# 1 0.035Subject Sample 00:47

1.566Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.036Subject Sample 00:50

1.707Breath Volume 00:50

0.000Air Blank 00:51

0.084Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 02/24/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:30

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

DENISTON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.083Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.084Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:19

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

MINTON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.084Control Test 04:51

0.000Air Blank 04:52

# 1 0.041Subject Sample 04:53

1.410Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.041Subject Sample 04:56

1.441Breath Volume 04:56

0.000Air Blank 04:56

0.083Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:4402/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:36

Jacksonville SO

STANLEY,T

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

JOHNSON JR

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.082Control Test 00:55

0.000Air Blank 00:55

# 1 0.174Subject Sample 00:56

1.800Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.171Subject Sample 01:00

1.875Breath Volume 01:00

0.000Air Blank 01:01

0.082Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3002/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

23:53

Jacksonville SO

HARPER,T

10/05/2022

22620080A2

Jacksonville Beach

SUTTON,BRADEN,J

LAND

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.082Control Test 03:17

0.000Air Blank 03:18

# 1 0.192Subject Sample 03:18

2.382Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.196Subject Sample 03:21

2.226Breath Volume 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:2602/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:23

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

RICHARDSON

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.082Control Test 00:00

0.000Air Blank 00:01

# 1 0.044Subject Sample 00:01

2.871Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.041Subject Sample 00:04

2.097Breath Volume 00:04

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5502/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:00

Jacksonville SO

DOUGHFMAN,D

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

BATHURST

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

# 1 0.107Subject Sample 02:12 Volume Not Met

1.027Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.113Subject Sample 02:17

2.371Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 3 0.109Subject Sample 02:20

2.937Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3002/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

00:15

Jacksonville SO

HIXSON,C

10/05/2022

22620080A2

Jacksonville SO

LIGHTSEY,ROBERT,D

LEWIS

01/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.082Control Test 02:29

0.000Air Blank 02:29

# 1 0.108Subject Sample 02:30

3.125Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.109Subject Sample 02:33

2.179Breath Volume 02:33

0.000Air Blank 02:34

0.082Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 02/24/2021 14:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3102/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:20

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

LIGHTSEY,ROBERT,D

STETTNER

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.083Control Test 02:58

0.000Air Blank 02:58

# 1 0.120Subject Sample 02:59

2.292Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.116Subject Sample 03:02

2.082Breath Volume 03:02

0.000Air Blank 03:03

0.083Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 03/10/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:2102/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

21:52

Jacksonville SO

JOHNS,B

10/05/2022

22620080A2

Jacksonville SO

LIGHTSEY,ROBERT,D

MOORE

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.081Control Test 23:55

0.000Air Blank 23:55

# 1Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:56

0.082Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 03/10/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:0402/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

06:14

Jacksonville SO

JOHNSON,B

10/05/2022

22620080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

PADILLA

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:05

0.000Air Blank 08:06

0.082Control Test 08:06

0.000Air Blank 08:06

# 1 0.184Subject Sample 08:07

1.769Breath Volume 08:07

0.000Air Blank 08:08

0.000Air Blank 08:09

# 2 0.177Subject Sample 08:10

1.296Breath Volume 08:10

0.000Air Blank 08:11

0.081Control Test 08:11

0.000Air Blank 08:11

OKDiagnostics Check 08:12

Data Download Date/Time: 03/10/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:4202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

19:06

Jacksonville SO

HAWKINS,A

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

NAGY

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.082Control Test 21:00

0.000Air Blank 21:00

# 1Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:01

0.081Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 03/10/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:0802/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

00:40

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

ROMAN RODRIGUEZ

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.082Control Test 02:23

0.000Air Blank 02:23

# 1 0.154Subject Sample 02:26 Volume Not Met

0.734Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.148Subject Sample 02:30

1.378Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:32

# 3 0.153Subject Sample 02:33

1.496Breath Volume 02:33

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 03/10/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0102/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:35

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

FORTES

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.082Control Test 04:59

0.000Air Blank 04:59

# 1 0.077Subject Sample 05:02

1.445Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.077Subject Sample 05:06

1.488Breath Volume 05:06

0.000Air Blank 05:07

0.079Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:08

Data Download Date/Time: 03/10/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:0502/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

20:15

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

CUADRA-FIALLOS

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.081Control Test 22:13

0.000Air Blank 22:13

# 1Subject Sample 22:13 Subject Test Refused

0.000Breath Volume 22:13

0.000Air Blank 22:14

0.081Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:15

Data Download Date/Time: 03/12/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:4702/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:15

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

SUTTON,BRADEN,J

CANAN

02/24/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:43

# 1Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.081Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 03/12/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:4402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:23

Pasco County SO

WATSON,W

11/05/2021

24119080A1

Dade City PD

MCCARTHY,KEITH,

LEBOEUF

01/19/2021

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

# 1 0.193Subject Sample 02:21

1.312Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.189Subject Sample 02:24

1.953Breath Volume 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 02/24/2021 17:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:14

Pasco County SO

WATSON,WILLIAM

11/05/2021

24119080A1

Dade City PD

OCASIO,DEBBIE,L

HODGENS

01/19/2021

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

# 1 0.184Subject Sample 03:13

1.515Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.169Subject Sample 03:16

1.503Breath Volume 03:16

0.000Air Blank 03:17

0.078Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 02/24/2021 17:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:5302/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:40

Pasco County SO

DENBO,ANDREW

11/05/2021

24119080A1

Pasco County SO

DENBO,ANDREW,R

G536281652410

01/19/2021

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:40

0.078Control Test 06:41

0.000Air Blank 06:41

# 1 0.187Subject Sample 06:42

2.718Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:44

# 2 0.189Subject Sample 06:45

2.734Breath Volume 06:45

0.000Air Blank 06:45

0.078Control Test 06:46

0.000Air Blank 06:46

OKDiagnostics Check 06:46

Data Download Date/Time: 02/24/2021 17:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:02

FHP Troop C

WATSON,WILLIAM

11/05/2021

24119080A1

Dade City PD

ROBERTS,JORDAN,L

HICKS

01/19/2021

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:50

0.000Air Blank 03:50

# 1 0.036Subject Sample 03:51

1.148Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 2 0.043Subject Sample 03:54

2.953Breath Volume 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 02/24/2021 17:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:1502/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:28

Pasco County SO

COMSTOCK,MICHAEL

10/05/2022

14020080A1

Pasco County SO

COMSTOCK,MICHAEL,E

DAVIS

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.081Control Test 20:07

0.000Air Blank 20:07

# 1 0.216Subject Sample 20:08

2.253Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.212Subject Sample 20:11

1.855Breath Volume 20:11

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 02/25/2021 11:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:34:4902/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:07

14:22

Pasco County SO

CHANDLER,BREANNA

10/05/2022

14020080A1

Pasco County SO

FERRO,TYLER,J

PEREZ

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:28

0.000Air Blank 15:28

0.081Control Test 15:29

0.000Air Blank 15:29

# 1 0.327Subject Sample 15:30

2.562Breath Volume 15:30

0.000Air Blank 15:31

0.000Air Blank 15:32

# 2 0.326Subject Sample 15:33

2.144Breath Volume 15:33

0.000Air Blank 15:33

0.080Control Test 15:34

0.000Air Blank 15:34

OKDiagnostics Check 15:34

Data Download Date/Time: 02/25/2021 11:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:5702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

05:13

Hardee County SO

HART,LYLE

01/15/2022

1076482

Hardee County SO

CARTWRIGHT JR,GARY,W

TAYLOR

01/30/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

# 1 0.142Subject Sample 05:49

1.417Breath Volume 05:49

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.142Subject Sample 05:52

2.964Breath Volume 05:52

0.000Air Blank 05:53

0.078Control Test 05:53

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 03/01/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3702/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:04

Wauchula PD

RAGLIN,JEREMMY

01/15/2022

1076482

Wauchula PD

MONEY,MARY,L

RIVERA

01/30/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.078Control Test 00:43

0.000Air Blank 00:44

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 03/01/2021 14:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:2402/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:03

St. Petersburg PD

KLINE,COLE

12/05/2021

30219080A2

St. Petersburg PD

SISTI,JORDAN,A

PLATO

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

# 1 0.214Subject Sample 04:51

3.738Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.214Subject Sample 04:54

3.496Breath Volume 04:54

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:5202/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:58

St. Petersburg PD

LAMOUR,ZACHARY

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

GELIA

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.082Control Test 01:30

0.000Air Blank 01:30

# 1Subject Sample 01:33 No Sample Provided

0.000Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2Subject Sample 01:39 No Sample Provided

0.000Breath Volume 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:17:1802/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:50

12:40

St. Petersburg PD

ZOLLOTA,VLAD

12/05/2021

30219080A2

St. Petersburg PD

JOCKERS,MICHAEL,F

LEE

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:10

0.000Air Blank 13:11

0.081Control Test 13:11

0.000Air Blank 13:12

# 1 0.135Subject Sample 13:12

2.726Breath Volume 13:12

0.000Air Blank 13:13

0.000Air Blank 13:15

# 2 0.137Subject Sample 13:15

2.933Breath Volume 13:15

0.000Air Blank 13:16

0.081Control Test 13:16

0.000Air Blank 13:17

OKDiagnostics Check 13:17

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:5402/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

19:00

St. Petersburg PD

LENAHAN,RYAN

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

CANNING

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.082Control Test 19:34

0.000Air Blank 19:35

# 1 0.333Subject Sample 19:36

2.312Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:38

# 2 0.341Subject Sample 19:39

1.953Breath Volume 19:39

0.000Air Blank 19:39

0.079Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:3702/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:16

St. Petersburg PD

LENAHAN,RYAN

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

HARTRICH

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.103Subject Sample 22:53 Volume Not Met

0.019Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 2Subject Sample 22:56 RFI Detect

0.000Breath Volume 22:56

0.000Air Blank 22:56

0.080Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:0302/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:16

St. Petersburg PD

LENAHAN,RYAN

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

HARTRICH

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1 0.110Subject Sample 23:04 Volume Not Met

0.300Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.112Subject Sample 23:07

1.675Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 3 0.112Subject Sample 23:10

2.691Breath Volume 23:10

0.000Air Blank 23:11

0.078Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:12

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:4002/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:46

St. Petersburg PD

CLARK,TYRONE

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

OLIVER JR.

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.082Control Test 20:57

0.000Air Blank 20:57

# 1 0.000Subject Sample 20:58

2.691Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.000Subject Sample 21:01

2.289Breath Volume 21:01

0.000Air Blank 21:01

0.081Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2802/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:16

St. Petersburg PD

LAMOUR,ZACHARY

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

DAVIS

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

# 1Subject Sample 02:01 No Sample Provided

0.000Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:2202/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:27

16:48

St. Petersburg PD

HOBART,CLAYTON

12/05/2021

30219080A2

St. Petersburg PD

ALLI,ANTHONY,

PLOWMAN

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:48

0.080Control Test 17:49

0.000Air Blank 17:49

# 1 0.000Subject Sample 17:50

3.464Breath Volume 17:50

0.000Air Blank 17:50

0.000Air Blank 17:52

# 2 0.000Subject Sample 17:53

3.812Breath Volume 17:53

0.000Air Blank 17:53

0.081Control Test 17:53

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 02/16/2021 15:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:17

St. Petersburg PD

PEREZ,S.

12/05/2021

30219080A2

St. Petersburg PD

HAUSAM,MATTHEW,

SCHILLING

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:56

# 1 0.209Subject Sample 04:57

1.882Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.217Subject Sample 05:00

1.417Breath Volume 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:02

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:25

St. Petersburg PD

HINES,P

12/05/2021

30219080A2

St. Petersburg PD

ROBISON,C,M

KERR

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:02

# 1Subject Sample 00:05 No Sample Provided

0.000Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2Subject Sample 00:10 No Sample Provided

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

04:04

St. Petersburg PD

MCCULLOUGH,SEAN

12/05/2021

30219080A2

St. Petersburg PD

PEREZ,S,E

SANCHEZ

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.081Control Test 04:13

0.000Air Blank 04:13

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:5202/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

04:04

St. Petersburg PD

MCCULLOUGH,SEAN

12/05/2021

30219080A2

St. Petersburg PD

PEREZ,S,E

SANCHEZ

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:18

0.000Air Blank 04:18

# 1 0.000Subject Sample 04:19

2.175Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.000Subject Sample 04:22

2.457Breath Volume 04:22

0.000Air Blank 04:22

0.080Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:5502/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:27

St. Petersburg PD

HOBART,CLAYTON

12/05/2021

30219080A2

St. Petersburg PD

HINES,PAUL,M

BRANDON

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.081Control Test 19:59

0.000Air Blank 19:59

# 1 0.149Subject Sample 20:00

1.847Breath Volume 20:00

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.169Subject Sample 20:03

2.667Breath Volume 20:03

0.000Air Blank 20:04

0.080Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:43

St. Petersburg PD

MCCULLOUGH,SEAN

12/05/2021

30219080A2

St. Petersburg PD

HINES,PAUL,M

STILES

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:12

# 1 0.204Subject Sample 04:13

2.152Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2 0.203Subject Sample 04:16

2.058Breath Volume 04:16

0.000Air Blank 04:16

0.081Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2602/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:43

St. Petersburg PD

SAIA,MICHAEL

12/05/2021

30219080A2

St. Petersburg PD

KLINE,NICOLE,S

DIXON

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:44

0.000Air Blank 01:44

# 1 0.000Subject Sample 01:45

3.183Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.000Subject Sample 01:48

3.042Breath Volume 01:48

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5802/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:22

St. Petersburg PD

BUNICH,BRIAN

12/05/2021

30219080A2

St. Petersburg PD

KLINE,NICOLE,S

OLSON

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:55

# 1 0.198Subject Sample 02:56

4.640Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:58

# 2 0.198Subject Sample 02:59

5.039Breath Volume 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:21:4302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:55

15:19

St. Petersburg PD

MCCLURE,ROBERT

12/05/2021

30219080A2

St. Petersburg PD

ALLI,ANTHONY,N

BORSICK

01/13/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:15

0.000Air Blank 16:15

0.081Control Test 16:16

0.000Air Blank 16:16

# 1 0.256Subject Sample 16:17

1.664Breath Volume 16:17

0.000Air Blank 16:17

0.000Air Blank 16:19

# 2 0.268Subject Sample 16:20

2.070Breath Volume 16:20

0.000Air Blank 16:20

0.081Control Test 16:21

0.000Air Blank 16:21

OKDiagnostics Check 16:21

Data Download Date/Time: 02/16/2021 15:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:3602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:52

St. Petersburg PD

CLARK,BRENT

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

MELVILLE

02/16/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:35 No Sample Provided

0.000Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.080Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 03/11/2021 15:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:0202/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:28

St. Petersburg PD

HINES,PAUL

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

SHERRILL

02/16/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:05

# 1 0.208Subject Sample 21:05

4.292Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.203Subject Sample 21:08

4.617Breath Volume 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:10

Data Download Date/Time: 03/11/2021 15:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:3902/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:17

St. Petersburg PD

CLARK,B

12/05/2021

30219080A2

St. Petersburg PD

ROBISON,CASEY,M

GEISLER

02/16/2021

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:48

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:49

2.882Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.000Subject Sample 01:52

3.140Breath Volume 01:52

0.000Air Blank 01:52

0.080Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 03/11/2021 15:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:4102/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:51

Largo PD

GOSIER,MATTHEW

10/05/2021

22419080A3

Largo PD

GOSIER,MATTHEW,D

MILLER

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1 0.162Subject Sample 04:28

1.429Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.160Subject Sample 04:32

1.589Breath Volume 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2002/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:14

Largo PD

QUICK,SHANE

10/05/2021

22419080A3

Largo PD

QUICK,SHANE,C

BOONE

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:2902/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:02

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

FERNANDES

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:48

# 1Subject Sample 20:49 Subject Test Refused

0.000Breath Volume 20:49

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:03

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

PANICE

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.081Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:3002/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:46

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

DEWSNAP

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1Subject Sample 23:25 No Sample Provided

0.000Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3602/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:37

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

FARR

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

# 1 0.091Subject Sample 03:14

3.074Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.087Subject Sample 03:17

1.828Breath Volume 03:17

0.000Air Blank 03:17

0.080Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5802/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

22:01

Largo PD

QUICK,SHANE

10/05/2021

22419080A3

Largo PD

QUICK,SHANE,C

CHAMBLISS

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:33

# 1Subject Sample 22:36 No Sample Provided

0.000Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2Subject Sample 22:41 Subject Test Refused

0.000Breath Volume 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:14

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

SIMPERS

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

# 1 0.156Subject Sample 02:48

3.027Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.147Subject Sample 02:51

2.472Breath Volume 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:4402/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:29

18:12

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

LUSCO

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:51

0.080Control Test 18:51

0.000Air Blank 18:51

# 1 0.204Subject Sample 18:53

2.953Breath Volume 18:53

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.209Subject Sample 18:56

2.679Breath Volume 18:56

0.000Air Blank 18:56

0.081Control Test 18:57

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:27

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

BRYANT

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1 0.156Subject Sample 00:17

1.132Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.136Subject Sample 00:23 Volume Not Met

0.914Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 3 0.142Subject Sample 00:28 Volume Not Met

0.761Breath Volume 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 02/18/2021 10:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:5102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:27

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

BRYANT

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1 0.149Subject Sample 00:35

1.402Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.145Subject Sample 00:39

1.394Breath Volume 00:39

0.000Air Blank 00:39

0.079Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 02/18/2021 10:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:1402/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:37

Largo PD

UPCHURCH,JERRY

10/05/2021

22419080A3

Largo PD

GOSIER,MATTHEW,D

KNOPF

01/05/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.082Control Test 06:21

0.000Air Blank 06:22

# 1 0.096Subject Sample 06:22

1.824Breath Volume 06:22

0.000Air Blank 06:23

0.000Air Blank 06:25

# 2 0.095Subject Sample 06:25

1.750Breath Volume 06:25

0.000Air Blank 06:26

0.080Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 02/18/2021 10:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:26

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

WILBUR

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:10

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:11

0.082Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:51

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

RHODES

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:39

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:4302/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:13

Largo PD

QUICK,SHANE

10/05/2021

22419080A3

Largo PD

QUICK,SHANE,C

COSTELLO

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

# 1Subject Sample 21:46 No Sample Provided

0.000Breath Volume 21:46

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.060Subject Sample 21:50

1.750Breath Volume 21:50

0.000Air Blank 21:50

0.000Air Blank 21:52

# 3 0.067Subject Sample 21:53

2.355Breath Volume 21:53

0.000Air Blank 21:53

0.081Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:1102/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:05

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ROSIER

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.082Control Test 23:41

0.000Air Blank 23:42

# 1Subject Sample 23:45 No Sample Provided

0.000Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:5102/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:05

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ROSIER

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.080Control Test 23:54

0.000Air Blank 23:54

# 2 0.204Subject Sample 23:57

1.218Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.204Subject Sample 00:02

1.480Breath Volume 00:02

0.000Air Blank 00:02

0.079Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3302/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:44

Largo PD

UPCHURCH,JERRY

10/05/2021

22419080A3

Largo PD

GOSIER,MATTHEW,D

JEZEWAK

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:0602/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:22

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

SUTHERLIN

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.081Control Test 22:02

0.000Air Blank 22:03

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:06

0.081Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:16

Largo PD

QUICK,SHANE

10/05/2021

22419080A3

Largo PD

QUICK,SHANE,C

HOLMES

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:0902/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:13

Largo PD

SILVERSTEIN,CHRISTINA

10/05/2021

22419080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ZIMMERMAN

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:53

0.081Control Test 21:53

0.000Air Blank 21:54

# 1 0.224Subject Sample 21:54

2.550Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.217Subject Sample 21:57

1.683Breath Volume 21:57

0.000Air Blank 21:58

0.081Control Test 21:58

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4202/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:21

Largo PD

QUICK,SHANE

10/05/2021

22419080A3

Largo PD

QUICK,SHANE,C

LEY

02/18/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:53

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.081Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 03/22/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:4202/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

21:10

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

BURNS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:33

0.078Control Test 21:33

0.000Air Blank 21:34

# 1Subject Sample 21:34 Subject Test Refused

0.000Breath Volume 21:34

0.000Air Blank 21:34

0.079Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 02/23/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2602/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:09

Polk County SO

GRANAS,MATTHEW

12/05/2021

28719080A1

Lakeland PD

HUGAN,LAKEBRA,S

SMITH

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

# 1 0.159Subject Sample 05:14

1.925Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.159Subject Sample 05:17

2.285Breath Volume 05:17

0.000Air Blank 05:18

0.078Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 02/23/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:3002/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:34

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

SYKES,STEVEN,

KIRTON

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.078Control Test 22:20

0.000Air Blank 22:20

# 1 0.184Subject Sample 22:21

1.742Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:23

# 2 0.174Subject Sample 22:24

1.558Breath Volume 22:24

0.000Air Blank 22:25

0.078Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 02/23/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5702/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:07

FHP Troop C

WILSON,RANDY

12/05/2021

28719080A1

FHP Troop C

WILSON,RANDY,O

MENDOZA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:52

Air Blank 03:52 RFI Detect

Air Blank 03:52 RFI Detect

Data Download Date/Time: 02/23/2021 11:29

19 May 2021

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5002/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:07

FHP Troop C

WILSON,RANDY

12/05/2021

28719080A1

FHP Troop C

WILSON,RANDY,O

MENDOZA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.077Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:59 RFI Detect

0.000Breath Volume 03:59

0.000Air Blank 03:59

0.075Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 02/23/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:4802/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:41

Polk County SO

SYKES,STEVEN

12/05/2021

28719080A1

Polk County SO

SYKES,STEVEN,

HALL SR

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.078Control Test 20:27

0.000Air Blank 20:27

# 1Subject Sample 20:30 No Sample Provided

0.000Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2Subject Sample 20:36 No Sample Provided

0.000Breath Volume 20:36

0.000Air Blank 20:36

0.077Control Test 20:37

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 02/23/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:32:0402/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:55

13:20

Polk County SO

OGG,DAVID

12/05/2021

28719080A1

Polk County SO

OGG,DAVID,

CASE

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:20

0.000Air Blank 14:21

0.079Control Test 14:21

0.000Air Blank 14:21

# 1Subject Sample 14:25 No Sample Provided

0.000Breath Volume 14:25

0.000Air Blank 14:25

0.000Air Blank 14:27

# 2Subject Sample 14:30 No Sample Provided

0.000Breath Volume 14:30

0.000Air Blank 14:31

0.080Control Test 14:31

0.000Air Blank 14:31

OKDiagnostics Check 14:32

Data Download Date/Time: 02/23/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

19:59

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

FLETCHER,MELISSA,A

LYNN

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.078Control Test 21:43

0.000Air Blank 21:43

# 1 0.206Subject Sample 21:44

2.472Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:46

# 2 0.200Subject Sample 21:47

2.199Breath Volume 21:47

0.000Air Blank 21:47

0.064Control Test 21:48 Control Outside Tolerance

0.000Air Blank 21:48

Data Download Date/Time: 02/23/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0002/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

04:02

Polk County SO

SILLS,MARK

12/05/2021

28719080A1

Bartow PD

HUGAN,LAKEBRA,S

WASHINGTON

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

# 1 0.192Subject Sample 04:34

1.296Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.144Subject Sample 04:40 Volume Not Met

0.308Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 3 0.176Subject Sample 04:45

1.378Breath Volume 04:45

0.000Air Blank 04:46

0.077Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:47

Data Download Date/Time: 02/23/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:4302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:03

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

MICHAEL

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.079Control Test 23:27

0.000Air Blank 23:27

# 1Subject Sample 23:30 No Sample Provided

0.000Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2Subject Sample 23:36 No Sample Provided

0.000Breath Volume 23:36

0.000Air Blank 23:36

0.080Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 02/23/2021 11:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0602/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:34

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

MCFADDEN

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:05 No Sample Provided

0.000Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2Subject Sample 02:10 No Sample Provided

0.000Breath Volume 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 02/23/2021 11:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

20:42

Haines City PD

BRUNER,SEAN

12/05/2021

28719080A1

Haines City PD

BRUNER,SEAN,R

NICKERSON

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.078Control Test 02:33

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 02/23/2021 11:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:1202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:25

Polk County SO

GRANAS,MATTHEW

12/05/2021

28719080A1

Lakeland PD

FLETCHER,MELISSA,A

SERRANO

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

Air Blank 04:36 Purge Fail

0.000Air Blank 04:37

Data Download Date/Time: 02/23/2021 11:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:0802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:26

Polk County SO

PEFFER,JOSHUA

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

OXFORD

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.080Control Test 05:54

0.000Air Blank 05:54

# 1 0.146Subject Sample 05:55

3.535Breath Volume 05:55

0.000Air Blank 05:56

0.000Air Blank 05:58

# 2 0.148Subject Sample 05:58

3.417Breath Volume 05:58

0.000Air Blank 05:59

0.079Control Test 05:59

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 02/23/2021 11:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:5802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

19:03

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

MCDANIELS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.078Control Test 19:58

0.000Air Blank 19:58

# 1 0.162Subject Sample 19:59

1.675Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:01

# 2 0.161Subject Sample 20:02

1.597Breath Volume 20:02

0.000Air Blank 20:03

0.079Control Test 20:03

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 02/23/2021 11:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:51

FHP Troop C

SOTO,MAVERICK

12/05/2021

28719080A1

FHP Troop C

SOTO,MAVERICK,

BOWERS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

# 1Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:44

0.078Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 02/23/2021 11:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:57

FHP Troop C

SOTO,MAVERICK

12/05/2021

28719080A1

FHP Troop C

SOTO,MAVERICK,

FRENCH

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:19

# 1 0.125Subject Sample 03:22 Volume Not Met

0.273Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.145Subject Sample 03:25

1.988Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 3 0.118Subject Sample 03:28

1.484Breath Volume 03:28

0.000Air Blank 03:29

0.073Control Test 03:29 Control Outside Tolerance

0.000Air Blank 03:30

Data Download Date/Time: 02/23/2021 11:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:0502/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

01:56

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

TAYLOR

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.077Control Test 03:45

Air Blank 03:45 RFI Detect

0.000Air Blank 03:46

Data Download Date/Time: 02/23/2021 11:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5202/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

01:56

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHISTOPHER,T

TAYLOR

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.078Control Test 03:50

0.000Air Blank 03:50

# 1 0.162Subject Sample 03:51

2.414Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.171Subject Sample 03:54

2.164Breath Volume 03:54

0.000Air Blank 03:54

0.077Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/23/2021 11:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:15:0102/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

12:39

Polk County SO

LUCAS,NATHANIEL

12/05/2021

28719080A1

Polk County SO

LUCAS,NATHANIEL,

LEBRON

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:08

0.000Air Blank 14:09

0.077Control Test 14:09

0.000Air Blank 14:09

# 1 0.142Subject Sample 14:10

2.312Breath Volume 14:10

0.000Air Blank 14:11

0.000Air Blank 14:12

# 2 0.136Subject Sample 14:13

1.593Breath Volume 14:13

0.000Air Blank 14:14

0.078Control Test 14:14

0.000Air Blank 14:14

OKDiagnostics Check 14:15

Data Download Date/Time: 02/23/2021 11:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5202/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:38

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

JEUDY,RINALDO,

RUOPOLI-LEMAY

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.077Control Test 22:28

0.000Air Blank 22:28

# 1 0.189Subject Sample 22:29

1.597Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.191Subject Sample 22:32

1.601Breath Volume 22:32

0.000Air Blank 22:32

0.076Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 02/23/2021 11:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4002/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:08

Polk County SO

SYKES,STEVEN

12/05/2021

28719080A1

Polk County SO

SYKES,STEVEN,

WILLIAMS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.077Control Test 04:04

0.000Air Blank 04:04

# 1Subject Sample 04:07 No Sample Provided

0.000Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2Subject Sample 04:13 No Sample Provided

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 02/23/2021 11:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:0802/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:08

Polk County SO

FLETCHER,BRIANNA

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

CLARY

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.079Control Test 18:59

0.000Air Blank 18:59

# 1 0.235Subject Sample 19:01

1.476Breath Volume 19:01

0.000Air Blank 19:02

Air Blank 19:03 RFI Detect

0.000Air Blank 19:04

0.079Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 02/23/2021 11:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:0302/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:08

Polk County SO

FLETCHER,BRIANNA

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

CLARY

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:08

0.000Air Blank 19:09

0.078Control Test 19:09

0.000Air Blank 19:10

# 1 0.215Subject Sample 19:13 Volume Not Met

0.363Breath Volume 19:13

0.000Air Blank 19:14

0.000Air Blank 19:15

# 2 0.221Subject Sample 19:16

1.957Breath Volume 19:16

0.000Air Blank 19:16

0.000Air Blank 19:18

# 3 0.217Subject Sample 19:20

1.562Breath Volume 19:20

0.000Air Blank 19:21

0.077Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:22

Data Download Date/Time: 02/23/2021 11:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2402/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:32

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

SYKES,STEVEN,

OTTE

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.078Control Test 02:00

0.000Air Blank 02:00

# 1 0.100Subject Sample 02:01

1.519Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:03

# 2 0.098Subject Sample 02:04

1.507Breath Volume 02:04

0.000Air Blank 02:05

0.077Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 02/23/2021 12:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0302/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:02

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,

HURD

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.079Control Test 03:59

0.000Air Blank 03:59

# 1Subject Sample 04:02 No Sample Provided

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2Subject Sample 04:08 No Sample Provided

0.000Breath Volume 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 02/23/2021 12:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:3302/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:14

Haines City PD

EVANS,STEVEN

12/05/2021

28719080A1

Haines City PD

EVANS,STEVEN,J

EDOM

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:24

0.078Control Test 06:24

0.000Air Blank 06:25

# 1 0.074Subject Sample 06:26

1.562Breath Volume 06:26

0.000Air Blank 06:26

0.000Air Blank 06:28

# 2 0.075Subject Sample 06:28

2.062Breath Volume 06:28

0.000Air Blank 06:29

0.076Control Test 06:29

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 02/23/2021 12:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:2302/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:14

Haines City PD

EVANS,STEVEN

12/05/2021

28719080A1

Haines City PD

EVANS,STEVEN,J

EDOM

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:34

0.000Air Blank 06:34

0.077Control Test 06:35

0.000Air Blank 06:35

# 1 0.072Subject Sample 06:36

2.062Breath Volume 06:36

0.000Air Blank 06:36

0.000Air Blank 06:38

# 2 0.073Subject Sample 06:39

2.246Breath Volume 06:39

0.000Air Blank 06:39

06:39 RFI Detect

0.000Air Blank 06:40

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:0602/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:57

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

MONDRAGON

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

# 1 0.102Subject Sample 01:40

1.843Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.101Subject Sample 01:43

2.234Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:53:4002/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

11:13

Polk County SO

DAVIS,MICHAEL

12/05/2021

28719080A1

FHP Troop C

PHILLIPS,JORDAN,W

BANU

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:46

0.000Air Blank 12:47

0.078Control Test 12:47

0.000Air Blank 12:48

# 1 0.319Subject Sample 12:49

3.019Breath Volume 12:49

0.000Air Blank 12:49

0.000Air Blank 12:51

# 2 0.320Subject Sample 12:52

3.050Breath Volume 12:52

0.000Air Blank 12:52

0.078Control Test 12:53

0.000Air Blank 12:53

OKDiagnostics Check 12:53

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:1702/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

18:58

Polk County SO

WILLIAMS,ALBERT

12/05/2021

28719080A1

Polk County SO

WILLIAMS,ALBERT,J

LEWIS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:02

0.000Air Blank 20:03

0.079Control Test 20:03

0.000Air Blank 20:04

# 1Subject Sample 20:07 No Sample Provided

0.000Breath Volume 20:07

0.000Air Blank 20:07

0.000Air Blank 20:09

# 2Subject Sample 20:12 No Sample Provided

0.000Breath Volume 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:4002/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:26

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

MARTINEZ,SHERLY,A

LOZA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.079Control Test 00:24

0.000Air Blank 00:24

# 1 0.153Subject Sample 00:27

1.570Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.149Subject Sample 00:30

1.300Breath Volume 00:30

0.000Air Blank 00:30

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2202/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:54

Haines City PD

EVANS,STEVEN

12/05/2021

28719080A1

Haines City PD

EVANS,STEVEN,J

TIRADO AVILA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

# 1 0.219Subject Sample 00:43

1.765Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.213Subject Sample 00:46

1.503Breath Volume 00:46

0.000Air Blank 00:47

0.000Control Test 00:47 RFI Detect

0.000Air Blank 00:48

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:4902/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:10

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

ALVERADO

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

# 1 0.142Subject Sample 02:54

1.539Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.139Subject Sample 02:57

1.304Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:1802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:21

07:50

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

SILVA VELEZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:49

0.000Air Blank 08:50

0.078Control Test 08:50

0.000Air Blank 08:51

# 1 0.207Subject Sample 08:51

3.000Breath Volume 08:51

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.196Subject Sample 08:54

2.320Breath Volume 08:54

0.000Air Blank 08:55

0.078Control Test 08:55

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:48:2702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:31

15:31

FHP Troop C

BINET,RICKY

12/05/2021

28719080A1

FHP Troop C

BINET,RICKY,H

AVILA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:41

0.000Air Blank 16:41

0.078Control Test 16:42

0.000Air Blank 16:42

# 1 0.212Subject Sample 16:43

1.492Breath Volume 16:43

0.000Air Blank 16:44

0.000Air Blank 16:46

# 2 0.212Subject Sample 16:46

3.093Breath Volume 16:46

0.000Air Blank 16:47

0.077Control Test 16:47

0.000Air Blank 16:48

OKDiagnostics Check 16:48

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:59:4502/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

15:15

FHP Troop C

SOTO,MAVERICK

12/05/2021

28719080A1

FHP Troop C

SOTO,MAVERICK,

GARCIA SANTIAGO

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:53

0.000Air Blank 16:53

0.077Control Test 16:54

0.000Air Blank 16:54

# 1 0.324Subject Sample 16:55

3.023Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:57

# 2 0.306Subject Sample 16:58

2.332Breath Volume 16:58

0.000Air Blank 16:58

0.076Control Test 16:59

0.000Air Blank 16:59

OKDiagnostics Check 16:59

Data Download Date/Time: 02/23/2021 12:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:1302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:15

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

MARTINEZ,SHERLY,A

REYNOLDS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.079Control Test 22:04

0.000Air Blank 22:04

# 1 0.000Subject Sample 22:07 Volume Not Met

0.085Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.180Subject Sample 22:13 Volume Not Met

0.792Breath Volume 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:48

Polk County SO

SYKES,STEVEN

12/05/2021

28719080A1

Polk County SO

SYKES,STEVEN,

CRUM

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.078Control Test 22:39

0.000Air Blank 22:39

# 1Subject Sample 22:42 No Sample Provided

0.000Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2Subject Sample 22:48 No Sample Provided

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.079Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:0102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:41

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

MARTINEZ,SHERLY,A

DIAZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.000Subject Sample 00:29

3.117Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:32

2.636Breath Volume 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:34

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:40

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

FRALEY

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.078Control Test 02:53

0.000Air Blank 02:53

# 1 0.198Subject Sample 02:54

2.144Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.198Subject Sample 02:57

2.343Breath Volume 02:57

0.000Air Blank 02:57

0.079Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:5902/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:27

Polk County SO

SYKES,STEVEN

12/05/2021

28719080A1

Polk County SO

SYKES,STEVEN,

SANCHEZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:15

# 1 0.192Subject Sample 03:16

3.109Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.213Subject Sample 03:19

2.250Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 3 0.212Subject Sample 03:23

3.023Breath Volume 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:01

Haines City PD

EVANS,STEVEN

12/05/2021

28719080A1

Haines City PD

EVANS,STEVEN,J

MULLIS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.078Control Test 03:34

0.000Air Blank 03:34

# 1 0.196Subject Sample 03:35

1.703Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.188Subject Sample 03:37

2.250Breath Volume 03:37

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:01

Haines City PD

EVANS,STEVEN

12/05/2021

28719080A1

Haines City PD

EVANS,STEVEN,J

MULLIS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

# 1 0.204Subject Sample 03:44

2.234Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.184Subject Sample 03:47

2.910Breath Volume 03:47

0.000Air Blank 03:48

0.077Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:0602/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:41

Polk County SO

CHURCH,JOHN

12/05/2021

28719080A1

Polk County SO

CHURCH,JOHN,M

PRUITT

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

# 1 0.106Subject Sample 04:46

2.207Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.104Subject Sample 04:49

2.539Breath Volume 04:49

0.000Air Blank 04:50

0.078Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:1702/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:44

Polk County SO

FLETCHER,BRIANA

12/05/2021

28719080A1

Polk County SO

MARTINEZ,SHERLY,A

LOPEZ-MARTINEZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

# 1Subject Sample 23:35 No Sample Provided

0.000Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2Subject Sample 23:37 Subject Test Refused

0.000Breath Volume 23:37

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4702/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:50

FHP Troop C

MONCION,CHRISTIAN

12/05/2021

28719080A1

FHP Troop C

MONCION,CHRISTIAN,L

HERNANDEZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

# 1 0.137Subject Sample 01:23

1.546Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.134Subject Sample 01:26

1.457Breath Volume 01:26

0.000Air Blank 01:26

0.076Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4102/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:37

Polk County SO

PROPST,JOHN

12/05/2021

28719080A1

Polk County SO

HUGAN,LAKEBRA,S

GASKINS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/23/2021 12:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:2602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

18:26

Haines City PD

JACKSON,CHRISTOPHER

12/05/2021

28719080A1

Haines City PD

JACKSON,CHRISTOPHER,M

VILLALPANDO AMADOR

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.078Control Test 19:32

0.000Air Blank 19:33

# 1 0.268Subject Sample 19:33

2.093Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.274Subject Sample 19:36

2.804Breath Volume 19:36

0.000Air Blank 19:37

0.077Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 02/23/2021 12:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:5402/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:30

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

NERIO

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.080Control Test 23:37

0.000Air Blank 23:37

# 1Subject Sample 23:40 No Sample Provided

0.000Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2Subject Sample 23:46 No Sample Provided

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 02/23/2021 12:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:5202/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

20:59

Polk County SO

JOHNSTON,CHRISTOPHER

12/05/2021

28719080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

PEREZ

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

# 1 0.161Subject Sample 22:20

1.636Breath Volume 22:20

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.175Subject Sample 22:23

1.648Breath Volume 22:23

0.000Air Blank 22:23

0.079Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 02/23/2021 12:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:3002/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

15:51

FHP Troop C

ADAIR,MARY

12/05/2021

28719080A1

FHP Troop C

ADAIR,MARY,K

MELECIO-ORTEGA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:45

0.078Control Test 18:45

0.000Air Blank 18:46

# 1 0.000Subject Sample 18:47

1.781Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.000Subject Sample 18:50

1.664Breath Volume 18:50

0.000Air Blank 18:50

0.078Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 02/23/2021 12:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3302/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:23

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

THOMAS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

# 1 0.113Subject Sample 01:59

2.078Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.109Subject Sample 02:03

1.605Breath Volume 02:03

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 02/23/2021 12:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:11

Haines City PD

BRUNER,SEAN

12/05/2021

28719080A1

Haines City PD

BRUNER,SEAN,R

MELENDEZ WILLIAMS

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

# 1 0.120Subject Sample 04:04

1.320Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.122Subject Sample 04:10

1.746Breath Volume 04:10

0.000Air Blank 04:10

0.079Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 02/23/2021 12:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:3102/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:06

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

BYRD

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:28

# 1 0.000Subject Sample 04:29

1.246Breath Volume 04:29

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.000Subject Sample 04:33

2.394Breath Volume 04:33

0.000Air Blank 04:33

0.078Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 02/23/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:5902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:34

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

CRUMLEY

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:52

# 1Subject Sample 04:56 No Sample Provided

0.000Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2Subject Sample 05:01 No Sample Provided

0.000Breath Volume 05:01

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 02/23/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:0302/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

03:55

Polk County SO

WILLIAMS,ALBERT

12/05/2021

28719080A1

Polk County SO

WILLIAMS,ALBERT,J

EICHAR

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.079Control Test 05:11

0.000Air Blank 05:11

# 1 0.196Subject Sample 05:12

3.289Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:14

# 2 0.184Subject Sample 05:15

2.640Breath Volume 05:15

0.000Air Blank 05:16

0.079Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:17

Data Download Date/Time: 02/23/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:18:3802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:43

11:48

Polk County SO

SALINAS,JOSE

12/05/2021

28719080A1

Winter Haven PD

PITTS,JAMES,J

ROMERO ABARCA

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:11

0.000Air Blank 13:11

0.080Control Test 13:12

0.000Air Blank 13:12

# 1 0.126Subject Sample 13:13

2.695Breath Volume 13:13

0.000Air Blank 13:14

0.000Air Blank 13:16

# 2 0.122Subject Sample 13:17

2.632Breath Volume 13:17

0.000Air Blank 13:17

0.078Control Test 13:18

0.000Air Blank 13:18

OKDiagnostics Check 13:18

Data Download Date/Time: 02/23/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:3402/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:55

Polk County SO

WALLACE,CHARLES

12/05/2021

28719080A1

Polk County SO

WALLACE,CHARLES,A

CLARKSON

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.000Subject Sample 01:18

1.222Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.000Subject Sample 01:21

2.085Breath Volume 01:21

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 02/23/2021 12:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:04:3502/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

12:53

Polk County SO

LUCAS,NATHANIEL

12/05/2021

28719080A1

Polk County SO

LUCAS,NATHANIEL,

ADCOCK

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:58

0.000Air Blank 13:58

0.079Control Test 13:58

0.000Air Blank 13:59

# 1 0.000Subject Sample 14:00

1.511Breath Volume 14:00

0.000Air Blank 14:00

0.000Air Blank 14:02

# 2 0.000Subject Sample 14:03

1.570Breath Volume 14:03

0.000Air Blank 14:03

0.079Control Test 14:03

0.000Air Blank 14:04

OKDiagnostics Check 14:04

Data Download Date/Time: 02/23/2021 12:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:4602/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:20

Haines City PD

EVANS,STEVEN

12/05/2021

28719080A1

Haines City PD

EVANS,STEVEN,J

ALLEN

01/22/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/23/2021 12:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:0102/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

23:45

Jacksonville SO

VALERIO,E

06/05/2022

09820080A2

Jacksonville SO

TUCKER,R,M

LEGGETT

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

# 1 0.000Subject Sample 02:05

2.015Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.000Subject Sample 02:08

1.859Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:10

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4402/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

00:38

Jacksonville SO

KEEN,C

06/05/2022

09820080A2

Jacksonville Beach

TUCKER,R,M

SUNDAR

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.137Subject Sample 02:47

1.468Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.136Subject Sample 02:50

1.765Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

00:36

Jacksonville SO

MORGAN,Z

06/05/2022

09820080A2

Jacksonville Beach

PRESCOTT,A,A

RIVAS

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:2302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

02:55

Jacksonville SO

HARRELL,R

06/05/2022

09820080A2

Jacksonville SO

TUCKER,R,M

HUTTON

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.081Control Test 04:59

0.000Air Blank 04:59

# 1Subject Sample 05:00 Subject Test Refused

0.000Breath Volume 05:00

0.000Air Blank 05:00

0.081Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:46:4702/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

08:30

Jacksonville SO

SANCHEZ,A

06/05/2022

09820080A2

Jacksonville SO

HOLIDAY,E,C

MILLER

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:40

0.000Air Blank 10:41

0.080Control Test 10:41

0.000Air Blank 10:41

# 1 0.000Subject Sample 10:42

1.328Breath Volume 10:42

0.000Air Blank 10:42

0.000Air Blank 10:44

# 2 0.000Subject Sample 10:45

3.449Breath Volume 10:45

0.000Air Blank 10:45

0.080Control Test 10:46

0.000Air Blank 10:46

OKDiagnostics Check 10:46

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:4402/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

21:05

Jacksonville SO

SCOPELLITI,F

06/05/2022

09820080A2

Jacksonville SO

DASHER,JOSHUA,L

ABRAM

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:50

# 1 0.134Subject Sample 23:51

3.507Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.136Subject Sample 23:54

3.402Breath Volume 23:54

0.000Air Blank 23:54

0.080Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:5202/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

22:05

Jacksonville SO

STEVENS,E

06/05/2022

09820080A2

Jacksonville SO

MEURER,D,E

FELIPE

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1 0.186Subject Sample 01:04

2.246Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.185Subject Sample 01:07

2.265Breath Volume 01:07

0.000Air Blank 01:07

0.080Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:44

Jacksonville SO

PETERSON,J

06/05/2022

09820080A2

Jacksonville SO

MEURER,D,E

RIVERA

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.132Subject Sample 02:27

2.699Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.128Subject Sample 02:30

2.875Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 02/24/2021 15:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:2302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

17:20

Jacksonville SO

HILLER,J

06/05/2022

09820080A2

Jacksonville SO

HOLDEN,E,T

GORDON

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.080Control Test 18:46

0.000Air Blank 18:47

# 1 0.125Subject Sample 18:47

1.250Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.139Subject Sample 18:50

1.847Breath Volume 18:50

0.000Air Blank 18:51

0.080Control Test 18:51

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1602/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

00:50

Jacksonville SO

PETERSON,J

06/05/2022

09820080A2

Jacksonville SO

TUCKER,R,M

QUARTERMAN

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1 0.147Subject Sample 02:20

1.652Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.154Subject Sample 02:23

1.460Breath Volume 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:2902/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

02:21

Jacksonville SO

KUUSELA,M

06/05/2022

09820080A2

Jacksonville Beach

CARMONA-SANCHEZ,R,J

HUA

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.081Control Test 05:14

0.000Air Blank 05:15

# 1 0.075Subject Sample 05:15

1.410Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.074Subject Sample 05:18

1.328Breath Volume 05:18

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1002/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

00:58

Jacksonville SO

O'CONNELL,S

06/05/2022

09820080A2

Jacksonville Beach

CROSBY,C,B

ALESCH

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1 0.137Subject Sample 03:29

1.234Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.129Subject Sample 03:33

1.105Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0802/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

00:48

Jacksonville SO

FILBERT,E

06/05/2022

09820080A2

Jacksonville Beach

TUCKER,R,M

HITZ

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.198Subject Sample 03:19

1.242Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.200Subject Sample 03:23

1.269Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1102/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:17

Jacksonville SO

RODRIGUEZ,M

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

TOMAINO

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:20

Jacksonville SO

RODRIGUEZ,M

06/05/2022

09820080A2

Jacksonville SO

STANFORD,B,R

WILLIAMS

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:54

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3702/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:06

Jacksonville SO

DESOUZA,A

06/05/2022

09820080A2

Jacksonville SO

STANFORD,B,R

ROCKHILL

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.081Control Test 05:33

0.000Air Blank 05:33

# 1 0.008Subject Sample 05:34

3.929Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.000Subject Sample 05:37

4.125Breath Volume 05:37

0.000Air Blank 05:37

0.081Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:3702/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

20:27

Jacksonville SO

DURHAM,C

06/05/2022

09820080A2

Jacksonville SO

MEURER,D,E

WALLS

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

# 1Subject Sample 22:27 Subject Test Refused

0.000Breath Volume 22:27

0.000Air Blank 22:27

0.080Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4602/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:45

Jacksonville SO

LAWSON,N

06/05/2022

09820080A2

Jacksonville SO

PURVIS,M,C

GETZEN

01/28/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 02/24/2021 15:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:4702/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:56

16:56

FHP Troop A

LEWIS,WILLIAM

01/15/2022

1076482

FHP Troop A

LEWIS,WILLIAM,J

ROUNDY

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:34

0.000Air Blank 17:35

0.081Control Test 17:35

0.000Air Blank 17:35

# 1 0.103Subject Sample 17:36

1.679Breath Volume 17:36

0.000Air Blank 17:36

0.000Air Blank 17:38

# 2 0.109Subject Sample 17:39

2.117Breath Volume 17:39

0.000Air Blank 17:39

0.081Control Test 17:40

0.000Air Blank 17:40

OKDiagnostics Check 17:40

Data Download Date/Time: 03/08/2021 15:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:0602/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:31

FHP Troop D

WHITFIELD,CIARA

09/20/2022

1206004

FHP Troop D

LOPEZ,HECTOR,

TROWBRIDGE

01/14/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:45

0.081Control Test 17:45

0.000Air Blank 17:46

# 1 0.180Subject Sample 17:46

1.718Breath Volume 17:46

0.000Air Blank 17:47

0.000Air Blank 17:48

# 2 0.186Subject Sample 17:49

1.667Breath Volume 17:49

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 03/08/2021 12:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5202/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:25

FHP Troop D

MACK,SHAWN

09/20/2022

1206004

FHP Troop D

MACK,SHAWN,A

HERNANDEZ DE JESUS

01/14/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.207Subject Sample 03:57

1.996Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.218Subject Sample 04:00

2.363Breath Volume 04:00

0.000Air Blank 04:00

0.082Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/08/2021 12:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:05:2302/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:39

14:20

FHP Troop D

BLAIR,TIMOTHY

09/20/2022

1206004

FHP Troop D

BLAIR,TIMOTHY,D

TALLY

01/14/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:59

0.000Air Blank 14:59

0.080Control Test 14:59

0.000Air Blank 15:00

# 1 0.000Subject Sample 15:01

1.875Breath Volume 15:01

0.000Air Blank 15:01

0.000Air Blank 15:03

# 2 0.000Subject Sample 15:04

1.585Breath Volume 15:04

0.000Air Blank 15:04

0.081Control Test 15:04

0.000Air Blank 15:05

OKDiagnostics Check 15:05

Data Download Date/Time: 03/08/2021 12:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3802/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:41

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

BARRETT

01/14/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:06

# 1 0.000Subject Sample 03:06

1.105Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.000Subject Sample 03:10

2.046Breath Volume 03:10

0.000Air Blank 03:10

0.081Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 03/08/2021 12:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1702/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:17

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

DRENNAN

01/14/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.067Subject Sample 03:22

2.656Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.067Subject Sample 03:24

3.117Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 03/08/2021 12:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:0902/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:27

FHP Troop C

TRINIDAD,RICKY

07/05/2022

14020080A1

FHP Troop C

TRINIDAD,RICKY,

DELUCA

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

# 1 0.163Subject Sample 02:36

2.320Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.162Subject Sample 02:39

2.550Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 02/25/2021 09:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:28

FHP Troop C

PETERS,JOHN

07/05/2022

14020080A1

FHP Troop C

PETERS,JOHN,B

DAWSON

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:26

# 1 0.221Subject Sample 03:27

1.523Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.248Subject Sample 03:30

1.398Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 3 0.244Subject Sample 03:33

2.867Breath Volume 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 02/25/2021 09:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:1202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:26

FHP Troop C

PETERS,JOHN

07/05/2022

14020080A1

FHP Troop C

PETERS,JOHN,B

MITCHELL

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

# 1 0.000Subject Sample 01:02

2.867Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.000Subject Sample 01:05

2.847Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 02/25/2021 09:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:44

FHP Troop C

ROBERTS,JORDAN

07/05/2022

14020080A1

FHP Troop C

ROBERTS,JORDAN,L

NITZ

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

# 1 0.171Subject Sample 02:51

2.046Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.190Subject Sample 02:54

2.687Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/25/2021 09:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:54

FHP Troop C

RUNNER,JOSEPH

07/05/2022

14020080A1

FHP Troop C

RUNNER,JOSEPH,A

JOHNSON

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.192Subject Sample 03:21

2.503Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.190Subject Sample 03:24

2.480Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 02/25/2021 09:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:3102/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

17:00

FHP Troop C

GRIFFIN,SUMMER

07/05/2022

14020080A1

FHP Troop C

GRIFFIN,SUMMER,N

RHEA

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:36

0.000Air Blank 17:36

0.079Control Test 17:37

0.000Air Blank 17:37

# 1 0.148Subject Sample 17:39

3.128Breath Volume 17:39

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.152Subject Sample 17:42

2.820Breath Volume 17:42

0.000Air Blank 17:42

0.079Control Test 17:42

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 02/25/2021 09:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:0402/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

19:02

FHP Troop C

ROBERTS,JORDAN

07/05/2022

14020080A1

FHP Troop C

ROBERTS,JORDAN,L

MITCHELL

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.078Control Test 20:36

0.000Air Blank 20:36

# 1 0.207Subject Sample 20:37

1.859Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:39

# 2 0.196Subject Sample 20:40

2.527Breath Volume 20:40

0.000Air Blank 20:41

0.078Control Test 20:41

0.000Air Blank 20:41

OKDiagnostics Check 20:42

Data Download Date/Time: 02/25/2021 09:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3402/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:00

FHP Troop C

GALLOWAY,GRANT

07/05/2022

14020080A1

FHP Troop C

GARTNER,ARTHUR,F

WELLS

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

# 1 0.103Subject Sample 02:47

1.246Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:49

# 2 0.100Subject Sample 02:51

1.257Breath Volume 02:51

0.000Air Blank 02:52

0.078Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 02/25/2021 09:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:4002/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:18

FHP Troop C

PETERS,JOHN

07/05/2022

14020080A1

FHP Troop C

PETERS,JOHN,B

TOLLESON

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:02

1.992Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.000Subject Sample 23:05

2.000Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 02/25/2021 09:39

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:4002/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:11

FHP Troop C

HANNON,MATTHEW

07/05/2022

14020080A1

FHP Troop C

HANNON,MATTHEW,F

BEAUPRE

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:57

# 1Subject Sample 03:00 No Sample Provided

0.000Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:03

0.080Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 02/25/2021 09:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:4302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:36

Pasco County SO

SMITH-LONG,JEFFERSON

07/05/2022

14020080A1

Pasco County SO

SMITH-LONG,JEFFERSON,D

LARSEN

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.187Subject Sample 03:33

1.238Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.180Subject Sample 03:36

2.109Breath Volume 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 02/25/2021 09:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:0202/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:18

FHP Troop C

TRINIDAD,RICKY

07/05/2022

14020080A1

FHP Troop C

TRINIDAD,RICKY,

BUGAISKI

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.000Subject Sample 03:52

1.414Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.000Subject Sample 03:55

1.652Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:57

Data Download Date/Time: 02/25/2021 09:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:07:2202/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

05:43

FHP Troop C

DION,KEVIN

07/05/2022

14020080A1

FHP Troop C

DION,KEVIN,J

WELLS

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:01

0.000Air Blank 07:01

0.080Control Test 07:01

0.000Air Blank 07:02

# 1 0.000Subject Sample 07:03

2.531Breath Volume 07:03

0.000Air Blank 07:03

0.000Air Blank 07:05

# 2 0.000Subject Sample 07:06

1.917Breath Volume 07:06

0.000Air Blank 07:06

0.078Control Test 07:06

0.000Air Blank 07:07

OKDiagnostics Check 07:07

Data Download Date/Time: 02/25/2021 09:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3202/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:30

FHP Troop C

ROBERTS,JORDAN

07/05/2022

14020080A1

FHP Troop C

ROBERTS,JORDAN,L

ARCHIBALD

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

# 1 0.245Subject Sample 23:49

3.664Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.251Subject Sample 23:53

2.355Breath Volume 23:53

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 02/25/2021 09:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3402/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:52

FHP Troop C

TRINIDAD,RICKY

07/05/2022

14020080A1

FHP Troop C

TRINIDAD,RICKY,

JONES

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

# 1 0.000Subject Sample 00:31

2.074Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.000Subject Sample 00:34

1.683Breath Volume 00:34

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 02/25/2021 09:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:37:5502/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:10

13:55

FHP Troop C

KELLY,WESLEY

07/05/2022

14020080A1

FHP Troop C

KELLY,WESLEY,R

SADOWSKI

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:30

0.000Air Blank 14:31

0.080Control Test 14:31

0.000Air Blank 14:32

# 1 0.157Subject Sample 14:32

1.933Breath Volume 14:32

0.000Air Blank 14:33

0.000Air Blank 14:35

# 2 0.159Subject Sample 14:36

4.578Breath Volume 14:36

0.000Air Blank 14:37

0.080Control Test 14:37

0.000Air Blank 14:37

OKDiagnostics Check 14:37

Data Download Date/Time: 02/25/2021 09:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:59

FHP Troop C

RUNNER,JOSEPH

07/05/2022

14020080A1

FHP Troop C

RUNNER,JOSEPH,A

CORBITT

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1 0.144Subject Sample 00:36

1.800Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.138Subject Sample 00:39

1.839Breath Volume 00:39

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 02/25/2021 09:42

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:1402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:47

FHP Troop C

SEQUEIRA,NATHAN

07/05/2022

14020080A1

FHP Troop C

SEQUEIRA,NATHAN,C

MCCORD

01/19/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.079Control Test 18:44

0.000Air Blank 18:44

# 1 0.184Subject Sample 18:47

1.300Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.177Subject Sample 18:50

1.195Breath Volume 18:50

0.000Air Blank 18:51

0.078Control Test 18:51

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 02/25/2021 09:42

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2902/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:02

Pasco County SO

DENBO,ANDREW

07/05/2022

14020080A1

Pasco County SO

DENBO,ANDRW,R

CARTRELL

02/23/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.080Control Test 03:45

0.000Air Blank 03:45

# 1 0.127Subject Sample 03:46

1.578Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.113Subject Sample 03:50

1.699Breath Volume 03:50

0.000Air Blank 03:51

0.077Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 02/25/2021 09:42

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

02:55

Pasco County SO

DIMARCO,AUSTIN

07/05/2022

14020080A1

Pasco County SO

DIMARCO,AUSTIN,E

VESCI

02/23/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

# 1 0.144Subject Sample 04:34

2.308Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.140Subject Sample 04:37

1.859Breath Volume 04:37

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 03/02/2021 12:42

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4102/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:09

FHP Troop C

NOTO,JOHN

07/05/2022

14020080A1

FHP Troop C

NOTO,JOHN,J

GRAF

02/23/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:42

# 1 0.000Subject Sample 20:43

1.945Breath Volume 20:43

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.000Subject Sample 20:46

1.253Breath Volume 20:46

0.000Air Blank 20:46

0.080Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 03/02/2021 12:42

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:1202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

19:35

FFWCC (Lakeland)

GALLOWAY,GRANT

07/05/2022

14020080A1

FHP Troop C

PULASKI,DAMON,J

HESS

02/23/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

# 1 0.098Subject Sample 21:30

2.683Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 2 0.099Subject Sample 21:33

1.402Breath Volume 21:33

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 03/02/2021 12:42

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4302/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

12:30

Putnam County SO

CARTER,JARRED

01/20/2014

3131108A1

Putnam County SO

COLEMAN,JERRY,C

COLEMAN

02/11/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.078Control Test 01:58

0.000Air Blank 01:58

# 1Subject Sample 02:01 No Sample Provided

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2Subject Sample 02:07 No Sample Provided

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 03/30/2021 16:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:5802/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:43

Volusia County SO

BAYNE,ANDREW

09/20/2022

1206004

Volusia County SO

BISSONNETTE,JACOB,D

COLAMARTINO

01/19/2021

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

# 1 0.000Subject Sample 19:22

1.437Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.000Subject Sample 19:25

1.957Breath Volume 19:25

0.000Air Blank 19:26

0.079Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26
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