
80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3506/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:19

Seminole County SO

HIDEROA,KEVIN

01/06/2024

1433248

Altamonte Springs PD

GARCIA,RAY,

VIALLANIEX

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.082Control Test 02:20

0.000Air Blank 02:20

# 1 0.000Subject Sample 02:21

2.207Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.000Subject Sample 02:24

3.929Breath Volume 02:24

0.000Air Blank 02:24

0.082Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0706/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:48

Seminole County SO

MACTYE,DOUGLAS

01/06/2024

1433248

Seminole County SO

KOUROUMOUSIS,GEORGE,T

SOUDERS

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.082Control Test 03:23

0.000Air Blank 03:24

# 1 0.262Subject Sample 03:25

1.722Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.260Subject Sample 03:28

1.589Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0606/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:36

Seminole County SO

DECASTRO,THOMAS

01/06/2024

1433248

Altamonte Springs PD

GARCIA,RAY,

HENRY

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

# 1 0.194Subject Sample 02:43

1.886Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.185Subject Sample 02:46

1.929Breath Volume 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:1906/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:47

Seminole County SO

KINKOPF,TIMOTHY

01/06/2024

1433248

Seminole County SO

BERRIOS,STEPHANIE,A

STEVENS

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

# 1 0.294Subject Sample 02:44

1.921Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.283Subject Sample 02:46

1.195Breath Volume 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1706/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

00:51

Seminole County SO

DIMELLA,PABLO

01/06/2024

1433248

Casselberry PD

BERRIOS,STEPHANIE,A

HERNANDEZ

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.207Subject Sample 03:02

5.429Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.206Subject Sample 03:05

6.027Breath Volume 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4206/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:03

Seminole County SO

TEEHAN,MATTHEW

01/06/2024

1433248

Altamonte Springs PD

BERRIOS,STEPHANIE,A

CABALLERO HIDALGO

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

# 1 0.171Subject Sample 03:24

3.148Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.171Subject Sample 03:27

2.117Breath Volume 03:27

0.000Air Blank 03:27

0.081Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:49:4706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

05:39

Altamonte Springs PD

CHAVEZ,CESAR

01/06/2024

1433248

Winter Springs PD

ROSS,JACOB,A

EICHER

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:43

0.081Control Test 08:44

0.000Air Blank 08:44

# 1 0.104Subject Sample 08:45

2.269Breath Volume 08:45

0.000Air Blank 08:45

0.000Air Blank 08:47

# 2 0.100Subject Sample 08:48

2.613Breath Volume 08:48

0.000Air Blank 08:48

0.081Control Test 08:49

0.000Air Blank 08:49

OKDiagnostics Check 08:49

Data Download Date/Time: 06/13/2021 22:37

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2906/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:30

Seminole County SO

HIDEROA,KEVIN

01/06/2024

1433248

Altamonte Springs PD

BERRIOS,STEPHANIE,A

HALEN

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

# 1 0.206Subject Sample 02:40

1.984Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 06/13/2021 22:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:4006/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:02

Seminole County SO

SHELDON,SPENCER

01/06/2024

1433248

Seminole County SO

GARCIA,RAY,

TAYLOR

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:01

# 1 0.218Subject Sample 23:03 No .020 agreement

1.531Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.155Subject Sample 23:08 Volume Not Met

0.281Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 3 0.190Subject Sample 23:14 No .020 agreement

1.757Breath Volume 23:14

0.000Air Blank 23:14

0.081Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 06/13/2021 22:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:4506/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:15

Seminole County SO

HERNANDEZ,CRISTINA

01/06/2024

1433248

Winter Springs PD

GARCIA,RAY,

ENDELICATO

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:20

# 1 0.173Subject Sample 21:21

2.386Breath Volume 21:21

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.173Subject Sample 21:24

2.148Breath Volume 21:24

0.000Air Blank 21:24

0.081Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 06/13/2021 22:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5606/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:19

Seminole County SO

CHAMBERS,AARON

01/06/2024

1433248

Seminole County SO

GARCIA,RAY,

OTERO

05/29/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:42

0.000Air Blank 03:42

# 1 0.082Subject Sample 03:43

2.460Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.077Subject Sample 03:46

1.855Breath Volume 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 06/13/2021 22:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:1906/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:13

Seminole County SO

DASQUE,DARREN

01/06/2024

1433248

Casselberry PD

MCCLELLAND,KIMBERLY,N

RUIZ MONSALVE

06/11/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:50

0.082Control Test 05:51

0.000Air Blank 05:51

# 1 0.136Subject Sample 05:51

1.476Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.128Subject Sample 05:55

2.753Breath Volume 05:55

0.000Air Blank 05:56

0.081Control Test 05:56

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 06/13/2021 22:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4406/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:14

Seminole County SO

UCELO,BRYAN

01/06/2024

1433248

Seminole County SO

MCCLELLAND,KIMBERLY,N

MEADOWS

06/11/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.082Control Test 23:47

0.000Air Blank 23:48

# 1 0.251Subject Sample 23:48

1.386Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.250Subject Sample 23:52

2.015Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 08/02/2021 21:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0306/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:11

Seminole County SO

JAMESON,DYLAN

01/06/2024

1433248

Winter Springs PD

MCCLELLAND,KIMBERLY,N

CHINNICI

06/11/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

# 1 0.267Subject Sample 00:44

1.824Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.258Subject Sample 00:47

1.816Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:49

Data Download Date/Time: 08/02/2021 21:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:1906/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

14:59

Altamonte Springs PD

DESMOND,ANDREW

01/06/2024

1433248

Altamonte Springs PD

ROSS,JACOB,A

MURPHY

06/11/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:08

0.081Control Test 16:08

0.000Air Blank 16:09

# 1 0.168Subject Sample 16:10

4.171Breath Volume 16:10

0.000Air Blank 16:11

0.000Air Blank 16:13

# 2 0.163Subject Sample 16:13

3.460Breath Volume 16:13

0.000Air Blank 16:14

0.079Control Test 16:14

0.000Air Blank 16:15

OKDiagnostics Check 16:15

Data Download Date/Time: 08/02/2021 21:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1906/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:25

Satellite Beach PD

MCCRANN,SEAN

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

RIVERA MARTINEZ

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

# 1 0.000Subject Sample 00:14

2.761Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.000Subject Sample 00:16

2.347Breath Volume 00:16

0.000Air Blank 00:17

0.078Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:5006/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:59

Satellite Beach PD

KINSEY,RONALD

05/14/2023

1327124

Satellite Beach PD

OWENS,STEVE,E

MARTIN

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.078Control Test 21:01

0.000Air Blank 21:01

# 1Subject Sample 21:04 No Sample Provided

0.000Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2Subject Sample 21:10 No Sample Provided

0.000Breath Volume 21:10

0.000Air Blank 21:10

0.078Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:5406/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:59

Satellite Beach PD

KINSEY,RONALD

05/14/2023

1327124

Satellite Beach PD

OWENS,STEVE,E

MARTIN

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.079Control Test 21:26

0.000Air Blank 21:26

# 1 0.136Subject Sample 21:27

1.453Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2Subject Sample 21:32 No Sample Provided

0.000Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 3Subject Sample 21:38 No Sample Provided

0.000Breath Volume 21:38

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0906/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:14

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

RYON

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:55 No Sample Provided

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2Subject Sample 03:00 No Sample Provided

0.000Breath Volume 03:00

0.000Air Blank 03:01

0.078Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:4706/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:06

Satellite Beach PD

MCCRANN,SEAN

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

BELLAMY

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.079Control Test 23:17

0.000Air Blank 23:17

# 1 0.146Subject Sample 23:19

1.382Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.140Subject Sample 23:22

1.480Breath Volume 23:22

0.000Air Blank 23:22

0.077Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0706/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:07

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

TRIEBELL,DON,R

GUERRA

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:28

# 1 0.099Subject Sample 03:29

1.546Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.098Subject Sample 03:32

2.730Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:2306/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:44

Satellite Beach PD

MCCRANN,SEAN

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

CHRISTIAN

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.078Control Test 04:00

0.000Air Blank 04:00

# 1 0.132Subject Sample 04:03

1.703Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.134Subject Sample 04:06

1.312Breath Volume 04:06

0.000Air Blank 04:07

0.076Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4606/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:48

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

LARKIN

05/21/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.078Control Test 00:31

0.000Air Blank 00:31

# 1 0.202Subject Sample 00:32

3.023Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.199Subject Sample 00:36

3.414Breath Volume 00:36

0.000Air Blank 00:36

0.077Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:3306/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

02:26

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

MCCLOSKEY-SHOCKLEY

06/15/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.079Control Test 05:40

0.000Air Blank 05:40

# 1 0.136Subject Sample 05:41

2.066Breath Volume 05:41

0.000Air Blank 05:42

0.000Air Blank 05:43

# 2 0.132Subject Sample 05:44

2.535Breath Volume 05:44

0.000Air Blank 05:45

0.078Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 06/22/2021 14:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1106/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:36

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

MCCRANN,SEAN,M

DIDOMENICIS

06/15/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:52

# 1 0.075Subject Sample 01:53

1.882Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.074Subject Sample 01:56

1.992Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 07/21/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5506/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:51

Melbourne Beach PD

SMITH,CHRISTOPHER

05/14/2023

1327124

Melbourne Beach PD

MARTIN,ZACHARY,C

HOAK

06/15/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.078Control Test 00:43

0.000Air Blank 00:43

# 1 0.095Subject Sample 00:44

1.429Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.089Subject Sample 00:47

1.292Breath Volume 00:47

0.000Air Blank 00:48

0.078Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 07/21/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:2906/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:37

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

TRIEBELL,DON,R

IKEDA

06/15/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.090Subject Sample 00:29

4.546Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.086Subject Sample 00:31

3.406Breath Volume 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 07/21/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:1706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:47

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

LARSEN

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 06/16/2021 22:30

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2706/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:52

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

SNIDER

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.078Control Test 22:59

0.000Air Blank 22:59

# 1 0.226Subject Sample 23:00

2.218Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.220Subject Sample 23:02

2.195Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 06/16/2021 22:30

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0506/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:14

Pinellas County SO

KASELAK,STEPHEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

DISHAROON

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

# 1 0.148Subject Sample 02:22

1.960Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.152Subject Sample 02:25

3.015Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:5906/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:52

Pinellas County SO

KASELAK,STEPHEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

HAMMER

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

# 1Subject Sample 00:04 Subject Test Refused

0.000Breath Volume 00:04

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:50

Pinellas County SO

ZSIDO,DANIELLE

05/04/2022

AG012501

Pinellas County SO

ZSIDO,DANIELLE,M

HANSON

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3106/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:53

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

PUCCIO

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

# 1 0.191Subject Sample 02:57

4.027Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.172Subject Sample 02:59

3.757Breath Volume 02:59

0.000Air Blank 03:00

0.078Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5406/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:59

Pinellas County SO

MULLINS,JOHN

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

JONES

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

Air Blank 03:38 RFI Detect

0.000Air Blank 03:38

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:2806/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:59

Pinellas County SO

MULLINS,JOHN

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

JONES

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1Subject Sample 03:52 Subject Test Refused

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4006/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:27

Pinellas County SO

KASELAK,STEPHEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

FARABEE

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.178Subject Sample 00:35

2.988Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.183Subject Sample 00:38

1.800Breath Volume 00:38

0.000Air Blank 00:38

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3306/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:00

Pinellas County SO

MCKEE,KATHLEEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

BENNETT

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.078Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:2106/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:15

Pinellas County SO

SKALKO,RYAN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

GRANT

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.078Control Test 02:32

0.000Air Blank 02:32

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0406/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:41

Pinellas County SO

LANEY,DAMON

05/04/2022

AG012501

Pinellas County SO

LANEY,DAMON,A

CAMPBELL

05/12/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:52 No Sample Provided

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:56

Data Download Date/Time: 06/16/2021 22:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:5906/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:13

Pinellas County SO

KASELAK,STEPHEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

MATTHEWS

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.078Control Test 01:16

0.000Air Blank 01:16

# 1 0.311Subject Sample 01:17

2.351Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.287Subject Sample 01:22

1.375Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 3Subject Sample 01:28 Subject Test Refused

0.199Breath Volume 01:28

0.000Air Blank 01:29

0.077Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 07/09/2021 04:03

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:2106/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

18:18

Pinellas County SO

KASELAK,STEPHEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

MCFADDEN

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:27

0.000Air Blank 18:27

0.079Control Test 18:27

0.000Air Blank 18:28

# 1 0.124Subject Sample 18:29

2.582Breath Volume 18:29

0.000Air Blank 18:30

0.000Air Blank 18:32

# 2 0.127Subject Sample 18:32

2.601Breath Volume 18:32

0.000Air Blank 18:33

0.078Control Test 18:33

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 07/09/2021 04:03

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:0206/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

18:17

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

MCFADDEN JR

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.078Control Test 18:42

0.000Air Blank 18:43

# 1Subject Sample 18:43 Subject Test Refused

0.000Breath Volume 18:43

0.000Air Blank 18:44

0.078Control Test 18:44

0.000Air Blank 18:44

OKDiagnostics Check 18:45

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:5806/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

00:11

Pinellas County SO

KASELAK,STEPHEN

05/04/2022

AG012501

Pinellas County SO

KASELAK,STEPHEN,G

MODESITT

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

# 1 0.163Subject Sample 00:16

1.410Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:18

# 2 0.176Subject Sample 00:19

1.929Breath Volume 00:19

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:5106/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

01:27

Pinellas County SO

ZSIDO,DANIELLE

05/04/2022

AG012501

Pinellas County SO

ZSIDO,DANIELLE,M

STEWART

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

# 1 0.100Subject Sample 01:37

2.019Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.095Subject Sample 01:40

1.718Breath Volume 01:40

0.000Air Blank 01:40

0.078Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2406/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:28

Pinellas County SO

HIRSHMAN,BRIAN

05/04/2022

AG012501

Pinellas County SO

HIRSHMAN,BRIAN,J

CANFIELD

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.078Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.078Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:5606/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:35

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

CLAY

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:42

# 1 0.167Subject Sample 02:43

2.003Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.157Subject Sample 02:46

4.347Breath Volume 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:0206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:56

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

GAUDET

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:01

# 1 0.130Subject Sample 01:02

5.343Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:04

# 2 0.130Subject Sample 01:05

4.875Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:07

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2906/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

03:29

Pinellas County SO

ZSIDO,DANIELLE

05/04/2022

AG012501

Pinellas County SO

ZSIDO,DANIELLE,M

THOMPSON

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

# 1 0.167Subject Sample 03:32

4.046Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2Subject Sample 03:35 Slope Not Met

1.585Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:0806/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

03:29

Pinellas County SO

ZSIDO,DANIELLE

05/04/2022

AG012501

Pinellas County SO

ZSIDO,DANIELLE,M

THOMPSON

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 07/09/2021 04:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:1906/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:12

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

EVANS

05/13/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:49 Subject Test Refused

0.000Breath Volume 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 06/16/2021 23:15

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3906/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:57

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

PATTON

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:04

# 1 0.000Subject Sample 02:05

1.398Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:08

1.738Breath Volume 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 07/09/2021 04:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2806/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:15

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

AXLEY

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.156Subject Sample 01:37

1.304Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.159Subject Sample 01:41

1.429Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 07/09/2021 04:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3306/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:43

Pinellas County SO

ZSIDO,DANIELLE

05/04/2022

AG012501

Pinellas County SO

ZSIDO,DANIELLE,M

PEDRAZA

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/09/2021 04:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2706/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:25

Pinellas County SO

LANEY,DAMON

05/04/2022

AG012501

Pinellas County SO

LANEY,DAMON,A

TURMAN

06/16/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.078Control Test 04:34

0.000Air Blank 04:35

# 1 0.228Subject Sample 04:35

2.609Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.225Subject Sample 04:38

2.292Breath Volume 04:38

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 07/09/2021 04:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:2806/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

17:16

Indialantic PD

DOVEL,RYAN

01/05/2022

30219080A4

Indialantic PD

DOVEL,RYAN,M

BEDDIA

05/14/2021

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:55

0.079Control Test 17:55

0.000Air Blank 17:56

# 1 0.235Subject Sample 17:56

2.441Breath Volume 17:56

0.000Air Blank 17:57

0.000Air Blank 17:59

# 2 0.226Subject Sample 17:59

4.039Breath Volume 17:59

0.000Air Blank 18:00

0.079Control Test 18:00

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 06/21/2021 16:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:5706/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:26

16:07

Polk County SO

BELCHER,ALEX

03/19/2022

1111579

Polk County SO

BELCHER,ALEX,B

MORALES

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:47

0.080Control Test 16:47

0.000Air Blank 16:48

# 1 0.222Subject Sample 16:49

1.269Breath Volume 16:49

0.000Air Blank 16:50

0.000Air Blank 16:51

# 2Subject Sample 16:55 No Sample Provided

0.000Breath Volume 16:55

0.000Air Blank 16:55

0.000Air Blank 16:57

# 3 0.231Subject Sample 16:59

1.511Breath Volume 16:59

0.000Air Blank 17:00

0.080Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:3306/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:56

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

CUMMINGS

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

# 1 0.069Subject Sample 04:35

2.253Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.065Subject Sample 04:38

2.082Breath Volume 04:38

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:0506/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:35

Haines City PD

EVANS,STEVEN

03/19/2022

1111579

Haines City PD

EVANS,STEVEN,J

ARITA ARITA

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:28

# 1 0.149Subject Sample 21:31

1.585Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.146Subject Sample 21:35

1.421Breath Volume 21:35

0.000Air Blank 21:35

0.076Control Test 21:36

Air Blank 21:36 Ambient Fail

0.000Air Blank 21:37

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:4206/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:35

Haines City PD

EVANS,STEVEN

03/19/2022

1111579

Haines City PD

EVANS,STEVEN,J

ARITA ARITA

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:40

# 1 0.150Subject Sample 21:40

1.640Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.138Subject Sample 21:43

1.472Breath Volume 21:43

0.000Air Blank 21:44

0.077Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2506/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:44

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

CESPEDES

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1 0.164Subject Sample 03:27

2.863Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.161Subject Sample 03:30

2.417Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:24:3206/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:58

14:58

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

RANKING

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:18

0.000Air Blank 15:19

0.081Control Test 15:19

0.000Air Blank 15:20

# 1 0.000Subject Sample 15:20

2.121Breath Volume 15:20

0.000Air Blank 15:20

0.000Air Blank 15:22

# 2 0.000Subject Sample 15:23

1.992Breath Volume 15:23

0.000Air Blank 15:23

0.080Control Test 15:23

0.000Air Blank 15:24

OKDiagnostics Check 15:24

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:1506/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:28

Haines City PD

EVANS,STEVEN

03/19/2022

1111579

Haines City PD

EVANS,STEVEN,J

RAMIREZ LOPEZ

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

# 1 0.128Subject Sample 03:19

2.781Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.124Subject Sample 03:22

2.515Breath Volume 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:2406/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:30

Haines City PD

EVANS,STEVEN

03/19/2022

1111579

Haines City PD

EVANS,STEVEN,J

GONZALEZ MORENO

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

# 1 0.196Subject Sample 23:35

2.777Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.191Subject Sample 23:38

3.828Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:40:0606/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:12

09:12

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

MANZARI

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:34

0.000Air Blank 09:34

0.080Control Test 09:35

0.000Air Blank 09:35

# 1 0.000Subject Sample 09:35

2.863Breath Volume 09:35

0.000Air Blank 09:36

0.000Air Blank 09:38

# 2 0.000Subject Sample 09:38

3.093Breath Volume 09:38

0.000Air Blank 09:39

0.080Control Test 09:39

0.000Air Blank 09:40

OKDiagnostics Check 09:40

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:11:2106/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:45

10:45

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

FUENTES

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:05

0.000Air Blank 11:05

0.080Control Test 11:06

0.000Air Blank 11:06

# 1 0.000Subject Sample 11:07

2.601Breath Volume 11:07

0.000Air Blank 11:07

0.000Air Blank 11:09

# 2 0.000Subject Sample 11:09

2.039Breath Volume 11:09

0.000Air Blank 11:10

0.081Control Test 11:10

0.000Air Blank 11:11

OKDiagnostics Check 11:11

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2306/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:15

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

TAUCAN

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:47

# 1 0.164Subject Sample 01:48

1.410Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.173Subject Sample 01:51

1.390Breath Volume 01:51

0.000Air Blank 01:52

0.082Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:2906/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:34

Haines City PD

EVANS,STEVEN

03/19/2022

1111579

Haines City PD

EVANS,STEVEN,J

DE PAZ LOPEZ

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:14

0.081Control Test 19:15

0.000Air Blank 19:15

# 1 0.032Subject Sample 19:16

3.320Breath Volume 19:16

0.000Air Blank 19:16

0.000Air Blank 19:18

# 2 0.030Subject Sample 19:18

3.656Breath Volume 19:18

0.000Air Blank 19:19

0.080Control Test 19:19

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3606/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:05

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

IBRAHIM

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.000Subject Sample 01:44

1.781Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.000Subject Sample 01:47

1.136Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 06/30/2021 19:56

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:09:5606/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:35

08:35

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

FUENTES

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:07

0.000Air Blank 09:07

0.080Control Test 09:07

0.000Air Blank 09:08

# 1Subject Sample 09:08 Subject Test Refused

0.000Breath Volume 09:08

0.000Air Blank 09:09

0.081Control Test 09:09

0.000Air Blank 09:09

OKDiagnostics Check 09:09

Data Download Date/Time: 06/30/2021 19:56

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:21:2406/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:35

08:35

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

FUENTES

05/21/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:15

0.000Air Blank 09:15

0.080Control Test 09:16

0.000Air Blank 09:16

# 1 0.000Subject Sample 09:17

2.292Breath Volume 09:17

0.000Air Blank 09:17

0.000Air Blank 09:19

# 2 0.000Subject Sample 09:20

2.050Breath Volume 09:20

0.000Air Blank 09:20

0.079Control Test 09:20

0.000Air Blank 09:21

OKDiagnostics Check 09:21

Data Download Date/Time: 06/30/2021 19:56

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4206/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:51

Melbourne PD

BLAZEWICZ,ALISON

10/05/2022

22620080A2

Melbourne PD

VAZQUEZ,ANDREW,

POTTER

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.082Control Test 04:30

0.000Air Blank 04:30

# 1 0.000Subject Sample 04:31

3.695Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.000Subject Sample 04:34

2.902Breath Volume 04:34

0.000Air Blank 04:34

0.080Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 07/02/2021 05:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:32:1806/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:45

10:28

West Melbourne PD

PROCISE,DENISE

10/05/2022

22620080A2

Melbourne PD

RAU,BRITTNEY,D

HUDACEK

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:26

0.000Air Blank 11:26

0.081Control Test 11:26

0.000Air Blank 11:27

# 1 0.187Subject Sample 11:27

1.175Breath Volume 11:27

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.181Subject Sample 11:30

1.609Breath Volume 11:30

0.000Air Blank 11:31

0.080Control Test 11:31

0.000Air Blank 11:32

OKDiagnostics Check 11:32

Data Download Date/Time: 07/02/2021 05:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3906/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:03

Brevard County SO

GRIFFIN,K

10/05/2022

22620080A2

Brevard County SO

HOWARD,WILLIAM,

LOPEZ

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:52

# 1 0.149Subject Sample 03:54

2.367Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.152Subject Sample 03:57

1.234Breath Volume 03:57

0.000Air Blank 03:57

0.082Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 07/02/2021 05:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5106/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:59

West Melbourne PD

KAPLAN,MICHAEL

10/05/2022

22620080A2

West Melbourne PD

KAPLAN,MICHAEL,J

NAVEDO

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

# 1 0.083Subject Sample 02:33 Volume Not Met

0.566Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.093Subject Sample 02:36

1.660Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 3 0.091Subject Sample 02:39

1.859Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 07/02/2021 05:44

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:4006/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:25

Brevard County SO

GRIFFIN,K

10/05/2022

22620080A2

Brevard County SO

HOWARD,WILLIAM,

FERNANDEZ

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.082Control Test 22:57

0.000Air Blank 22:58

# 1 0.287Subject Sample 23:01 Volume Not Met

0.460Breath Volume 23:01

Air Blank 23:02 Purge Fail

0.000Air Blank 23:02

Data Download Date/Time: 07/02/2021 05:44

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:2806/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:25

Brevard County SO

HOWARD,WILLIAM

10/05/2022

22620080A2

Brevard County SO

HOWARD,WILLIAM,

FERNANDEZ

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:05

# 1Subject Sample 23:07 Subject Test Refused

0.000Breath Volume 23:07

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 07/02/2021 05:44

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1006/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:02

West Melbourne PD

MOFFATT,DANIEL

10/05/2022

22620080A2

Melbourne PD

CASEY,COREY,M

ANDERSON

05/17/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.110Subject Sample 04:10

1.101Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.113Subject Sample 04:14

1.113Breath Volume 04:14

0.000Air Blank 04:15

0.082Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 07/02/2021 05:44

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:3106/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

23:50

Jacksonville SO

LUGO,R

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

GOTTSHALK

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.211Subject Sample 01:23

1.527Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.200Subject Sample 01:26

1.531Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 06/17/2021 12:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4606/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

21:40

Jacksonville SO

STANLEY,T

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

DEMPSEY

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

# 1 0.182Subject Sample 23:31

1.648Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.187Subject Sample 23:35

1.453Breath Volume 23:35

0.000Air Blank 23:35

0.080Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 06/17/2021 12:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2106/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:00

Jacksonville SO

DOUGHFMAN,D

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

MEDINA

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

# 1 0.153Subject Sample 02:43

2.144Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.156Subject Sample 02:46

1.597Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 06/17/2021 12:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4006/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:50

Jacksonville SO

WHITE,J

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

WRIGHT

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

# 1 0.087Subject Sample 04:22

1.765Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.084Subject Sample 04:24

1.984Breath Volume 04:24

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4206/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

01:30

Jacksonville SO

PETERSON,J

06/05/2022

09820080A2

Jacksonville SO

CROSBY,C,B

TILLMAN

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

# 1 0.096Subject Sample 03:04

2.160Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.093Subject Sample 03:07

1.406Breath Volume 03:07

0.000Air Blank 03:07

0.080Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:1906/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:17

Jacksonville SO

KRAMER,S

06/05/2022

09820080A2

Neptune Beach PD

JAMES,ALFONSO,

FLEISCHMANN

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

# 1 0.220Subject Sample 01:46

1.882Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.215Subject Sample 01:49

1.945Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2006/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

23:04

Jacksonville SO

HAWKINS,A

06/05/2022

09820080A2

Jacksonville Beach

POWELL,EDWARD,A

DOVER

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:2906/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:10

Jacksonville SO

SIMMONS,M

06/05/2022

09820080A2

Jacksonville SO

POWELL,EDWARD,A

MOORE

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

# 1 0.298Subject Sample 02:17

1.429Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.306Subject Sample 02:20

1.949Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:3806/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

03:40

Jacksonville SO

TYSON,A

06/05/2022

09820080A2

Jacksonville SO

POWELL,EDWARD,A

JONES

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:46

0.079Control Test 05:46

0.000Air Blank 05:47

# 1Subject Sample 05:47 Subject Test Refused

0.000Breath Volume 05:47

0.000Air Blank 05:47

0.080Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2206/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

23:49

Jacksonville SO

STANLEY,T

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

RASPA

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0906/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:50

Jacksonville SO

DOUGHFMAN,D

06/05/2022

09820080A2

Jacksonville SO

ROBERTS,CHUCK,E

SMITH

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

# 1 0.045Subject Sample 00:12

2.714Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:14

# 2 0.046Subject Sample 00:15

2.765Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4006/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

00:23

Jacksonville SO

KEEN,C

06/05/2022

09820080A2

Jacksonville Beach

LIGHTSEY,ROBERT,D

RAYNE

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/17/2021 12:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3306/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:21

Pinellas Park PD

HUFF,ZACHARY

12/05/2021

28719080A1

Pinellas Park PD

HUFF,ZACHARY,J

LEIKER

06/02/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.076Control Test 22:47

0.000Air Blank 22:48

# 1Subject Sample 22:48 Subject Test Refused

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.076Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 07/28/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:59

Pinellas Park PD

ROLLESTON,JACOB

12/05/2021

28719080A1

Pinellas Park PD

ROLLESTON,JACOB,M

MEZA-PEDROZA

06/02/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

# 1 0.000Subject Sample 01:14

2.128Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.000Subject Sample 01:18

2.687Breath Volume 01:18

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 07/28/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:2506/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:25

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDR,

MONTANEZ

05/06/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.078Control Test 23:15

0.000Air Blank 23:15

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:16

0.078Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 06/10/2021 13:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:5506/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:43

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

ADDERLEY

06/10/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.077Control Test 22:22

0.000Air Blank 22:23

# 1 0.080Subject Sample 22:24

1.179Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.079Subject Sample 22:27

1.117Breath Volume 22:27

0.000Air Blank 22:28

0.078Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 07/14/2021 15:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:3006/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:40

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

KLABUNDE

06/10/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.077Control Test 21:30

0.000Air Blank 21:30

# 1Subject Sample 21:31 Subject Test Refused

0.000Breath Volume 21:31

0.000Air Blank 21:31

0.077Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 07/14/2021 15:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:4606/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

11:47

Jacksonville SO

SCARBROUGH,A

10/05/2022

22620080A2

Jacksonville Beach

LEVERETT,I,

CARMICHAEL

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:30

0.000Air Blank 15:31

0.081Control Test 15:31

0.000Air Blank 15:32

# 1Subject Sample 15:32 Subject Test Refused

0.000Breath Volume 15:32

0.000Air Blank 15:32

0.080Control Test 15:33

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 06/16/2021 06:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:2706/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:20

Jacksonville SO

KRAMER,S

10/05/2022

22620080A2

Neptune Beach PD

DINKINS,CHRISTOPHER,D

WILLIAMS

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 00:59

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 06/16/2021 06:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:2906/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:08

16:44

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

WAY,L,

SINGLETARY

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.081Control Test 18:28

0.000Air Blank 18:29

# 1 0.110Subject Sample 18:30

2.699Breath Volume 18:30

0.000Air Blank 18:30

0.000Air Blank 18:32

# 2 0.108Subject Sample 18:32

3.117Breath Volume 18:32

0.000Air Blank 18:33

0.080Control Test 18:33

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 06/16/2021 06:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:3706/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

16:55

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

HART

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.082Control Test 18:41

0.000Air Blank 18:42

# 1Subject Sample 18:42 Subject Test Refused

0.000Breath Volume 18:42

0.000Air Blank 18:42

0.081Control Test 18:43

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 06/16/2021 06:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0806/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:45

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

COOK

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:42

# 1Subject Sample 23:46 No Sample Provided

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:5306/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:50

15:43

Clay County SO

HANEY,M

10/05/2022

22620080A2

FFWCC (Lake City)

RANDOLPH,KEVIN,J

CONKLE

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.080Control Test 17:16

0.000Air Blank 17:16

# 1 0.000Subject Sample 17:17

2.265Breath Volume 17:17

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.000Subject Sample 17:20

3.062Breath Volume 17:20

0.000Air Blank 17:20

0.079Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:2006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:50

Clay County SO

RILEY,R

10/05/2022

22620080A2

Clay County SO

RANDOLPH,KEVIN,J

WISEMAN

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:51

0.000Air Blank 17:51

0.079Control Test 17:52

0.000Air Blank 17:52

# 1Subject Sample 17:52 Subject Test Refused

0.000Breath Volume 17:52

0.000Air Blank 17:53

0.079Control Test 17:53

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:1606/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:10

Clay County SO

NATIVIDAD,D

10/05/2022

22620080A2

FHP Troop G

HOLBERT,J,T

DURFEE

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:13

0.000Air Blank 18:14

0.079Control Test 18:14

0.000Air Blank 18:14

# 1 0.136Subject Sample 18:15

1.527Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.136Subject Sample 18:18

1.894Breath Volume 18:18

0.000Air Blank 18:19

0.079Control Test 18:19

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2006/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:43

Clay County SO

RILEY,R

10/05/2022

22620080A2

Clay County SO

SIDDERS,R,M

WRIGHT

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.152Subject Sample 01:27

1.894Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.155Subject Sample 01:30

1.429Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5706/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:38

Clay County SO

RILEY,R

10/05/2022

22620080A2

Clay County SO

HOLBERT,J,T

RUSSELL

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1 0.159Subject Sample 04:28

1.703Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.163Subject Sample 04:32

1.167Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:4706/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:52

18:16

Clay County SO

NATIVIDAD,D

10/05/2022

22620080A2

FHP Troop G

HOLBERT,J,T

MCGOUGH

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.079Control Test 19:23

0.000Air Blank 19:23

# 1 0.172Subject Sample 19:24

2.957Breath Volume 19:24

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.172Subject Sample 19:27

3.054Breath Volume 19:27

0.000Air Blank 19:27

0.079Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4106/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:10

Clay County SO

WHITMAN,W

10/05/2022

22620080A2

Orange Park PD

HOLBERT,J,T

SULPIZI

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

# 1 0.000Subject Sample 23:20

2.554Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.000Subject Sample 23:23

2.117Breath Volume 23:23

0.000Air Blank 23:23

0.080Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2406/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:06

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

MCCLURE

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1 0.000Subject Sample 02:06

1.355Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:12 Volume Not Met

0.601Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 3 0.000Subject Sample 02:18 Volume Not Met

0.277Breath Volume 02:18

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5506/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:22

Clay County SO

RILEY,R

10/05/2022

22620080A2

Clay County SO

SIDDERS,R,M

LADYMAN

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.079Control Test 22:05

0.000Air Blank 22:05

# 1 0.207Subject Sample 22:07

2.753Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.218Subject Sample 22:10

1.699Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4106/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:58

Clay County SO

WHITMAN,W

10/05/2022

22620080A2

Orange Park PD

SIDDERS,R,M

RODRIGUEZ TORRES

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

# 1Subject Sample 00:16 No Sample Provided

0.000Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 06/30/2021 20:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:3206/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:36

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

DOTY,JOSHALYNN,C

FAGAN

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:24

# 1 0.233Subject Sample 20:26

2.234Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.209Subject Sample 20:31

1.527Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:34

# 3 0.218Subject Sample 20:35

1.468Breath Volume 20:35

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:22

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

MAERTZ,MARK,J

CANNON

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:45 No Sample Provided

0.000Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2Subject Sample 03:50 No Sample Provided

0.000Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:1106/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:38

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

DOTY,JOSHALYNN,C

NIEHAUS

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:28

0.080Control Test 18:28

0.000Air Blank 18:28

# 1 0.211Subject Sample 18:30

2.371Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:33

# 2 0.214Subject Sample 18:33

1.453Breath Volume 18:33

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:5506/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:36

Clay County SO

GUNSON,V

10/05/2022

22620080A2

Clay County SO

DOTY,JOSHALYNN,C

MCGOUGH

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

# 1 0.226Subject Sample 20:40

2.976Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.219Subject Sample 20:43

2.480Breath Volume 20:43

0.000Air Blank 20:44

0.079Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2006/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:57

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

DOTY,JOSHALYNN,C

NGUYEN

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:21 No Sample Provided

0.000Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2Subject Sample 01:23 Subject Test Refused

0.000Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:2406/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:40

Clay County SO

RILEY,R

10/05/2022

22620080A2

Clay County SO

HOLBERT,J,T

GODREAU

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:50

0.000Air Blank 19:50

0.080Control Test 19:51

0.000Air Blank 19:51

# 1 0.000Subject Sample 19:52

2.664Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.000Subject Sample 19:55

2.273Breath Volume 19:55

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3706/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:16

Clay County SO

RILEY,R

10/05/2022

22620080A2

Clay County SO

SIDDERS,R,M

CUMMINGS

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

# 1 0.129Subject Sample 00:15

2.230Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.130Subject Sample 00:19

1.875Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0606/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:13

Clay County SO

MURRAY,J

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

LARKIN

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1 0.217Subject Sample 01:06

2.421Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.222Subject Sample 01:09

2.742Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5106/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:36

Clay County SO

THOMAS,J

10/05/2022

22620080A2

FHP Troop K

HOLBERT,J,T

HELLER

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.153Subject Sample 04:31

3.074Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.148Subject Sample 04:34

2.816Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:12

Clay County SO

STERLING,A

10/05/2022

22620080A2

Clay County SO

CROSSMAN,R,K

THOMAS

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

# 1Subject Sample 02:08 No Sample Provided

0.000Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:0306/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:41

Clay County SO

BAUMGARTNER,N

10/05/2022

22620080A2

Clay County SO

DOTY,JOSHALYNN,C

SHEEHAN

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:23

# 1 0.000Subject Sample 21:27 Volume Not Met

0.421Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.000Subject Sample 21:30

1.519Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 3 0.000Subject Sample 21:34

1.476Breath Volume 21:34

0.000Air Blank 21:35

0.080Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:36

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3306/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:10

Clay County SO

GROSDIDIER,T

10/05/2022

22620080A2

Clay County SO

DOTY,JOSHALYNN,C

JONES

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

# 1Subject Sample 23:10 No Sample Provided

0.000Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2Subject Sample 23:13 Subject Test Refused

0.000Breath Volume 23:13

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3706/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:24

Clay County SO

BORCHARDT,J

10/05/2022

22620080A2

Clay County SO

SIDDERS,R,M

WHISENANT

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:19

# 1 0.138Subject Sample 04:20

1.800Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.134Subject Sample 04:24

1.730Breath Volume 04:24

0.000Air Blank 04:24

0.080Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3106/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:28

Clay County SO

STARLING,B

10/05/2022

22620080A2

FFWCC (Ocala)

MAERTZ,MARK,J

HENDRICKS

06/26/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:25

# 1 0.209Subject Sample 00:28

1.398Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.213Subject Sample 00:32

1.464Breath Volume 00:32

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5906/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:20

Clay County SO

CAMP,B

10/05/2022

22620080A2

Green Cove Springs

NEUBAUER,J,

PRIVETTE

06/26/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

# 1 0.140Subject Sample 01:58

1.160Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:00

# 2 0.134Subject Sample 02:01

1.925Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:05

Clay County SO

CRUZPENA,C

10/05/2022

22620080A2

Clay County SO

MAERTZ,MARK,J

FROWEIN

06/26/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:53

# 1 0.157Subject Sample 03:55

2.644Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.158Subject Sample 03:58

2.199Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:0306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:57

Clay County SO

CAMP,B

10/05/2022

22620080A2

Green Cove Springs

NEUBAUER,J,

TRAST

06/26/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:54 No Sample Provided

0.000Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:59

Data Download Date/Time: 06/30/2021 20:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:27

Coral Springs PD

WAYE,MAKINA

12/05/2021

28719080A1

Coral Springs PD

WAYE,MAKINA,A

WARE

05/19/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

Air Blank 02:09 RFI Detect

Air Blank 02:09 RFI Detect

Data Download Date/Time: 06/28/2021 15:09

22 September 2021

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0306/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:27

Coral Springs PD

WAYE,MAKINA

12/05/2021

28719080A1

Coral Springs PD

WAYE,MAKINA,A

WARE

05/19/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:12

# 1 0.231Subject Sample 02:13

2.992Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.223Subject Sample 02:16

1.828Breath Volume 02:16

0.000Air Blank 02:17

0.077Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:18

Data Download Date/Time: 06/28/2021 15:09

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:35:0206/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

11:42

Coral Springs PD

GREENE,KYLE

12/05/2021

28719080A1

Coral Springs PD

GREENE,KYLE,T

EVANS

05/19/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 12:27

0.000Air Blank 12:27

0.079Control Test 12:27

0.000Air Blank 12:28

# 1 0.260Subject Sample 12:29

2.187Breath Volume 12:29

0.000Air Blank 12:30

0.000Air Blank 12:32

# 2 0.257Subject Sample 12:33

1.464Breath Volume 12:33

0.000Air Blank 12:34

0.078Control Test 12:34

0.000Air Blank 12:34

OKDiagnostics Check 12:35

Data Download Date/Time: 06/28/2021 15:09

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:4006/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:33

Coral Springs PD

THOMAS,ALEXANDER

12/05/2021

28719080A1

Coral Springs PD

WAYE,MAKINA,A

MARAJ

06/28/2021

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

# 1Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:11

0.080Control Test 00:11

Air Blank 00:12 RFI Detect

0.000Air Blank 00:12

Data Download Date/Time: 08/02/2021 09:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:0306/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:12

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

DONALDSON

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.079Control Test 21:55

0.000Air Blank 21:55

# 1 0.292Subject Sample 21:58

1.875Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:00

# 2 0.304Subject Sample 22:04 Volume Not Met

0.289Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 3 0.310Subject Sample 22:08

1.410Breath Volume 22:08

0.000Air Blank 22:09

0.078Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:10

Data Download Date/Time: 06/30/2021 19:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:4606/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:41

12:58

Nassau County SO

CARTER,J

07/05/2022

14020080A1

Nassau County SO

JONES,J,R

BRANDT

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:07

0.000Air Blank 15:08

0.080Control Test 15:08

0.000Air Blank 15:08

# 1Subject Sample 15:10 Subject Test Refused

0.000Breath Volume 15:10

0.000Air Blank 15:10

0.080Control Test 15:11

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 06/30/2021 19:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:1706/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

14:18

Nassau County SO

CENSON,T

07/05/2022

14020080A1

FHP Troop G

JONES,J,R

MORGAN

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:52

0.000Air Blank 16:52

0.079Control Test 16:53

0.000Air Blank 16:53

# 1Subject Sample 16:53 Subject Test Refused

0.000Breath Volume 16:53

0.000Air Blank 16:54

0.079Control Test 16:54

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 06/30/2021 19:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:5006/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:30

FFWCC (Lake City)

CHESHIRE,N

07/05/2022

14020080A1

FFWCC (Lake City)

SMITH,E,E

LEMAY

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:31

0.000Air Blank 15:31

0.079Control Test 15:31

0.000Air Blank 15:32

# 1 0.336Subject Sample 15:32

1.925Breath Volume 15:32

0.000Air Blank 15:33

0.000Air Blank 15:35

# 2 0.316Subject Sample 15:36

2.308Breath Volume 15:36

0.000Air Blank 15:36

0.079Control Test 15:37

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2006/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

02:41

Fernandina Beach PD

PAETSCH,JOSH

07/05/2022

14020080A1

Fernandina Beach PD

PAETSCH,JOSH,E

TOSKEY

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.157Subject Sample 04:50

2.562Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.151Subject Sample 04:53

1.992Breath Volume 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5606/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:51

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

BLOUNT,J,M

COOKE

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.316Subject Sample 00:35

2.277Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.317Subject Sample 00:38

2.164Breath Volume 00:38

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1306/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:52

Nassau County SO

PAETSCH,J

07/05/2022

14020080A1

Fernandina Beach PD

HOLLEY,STEVEN,D

HOLLEY

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.078Control Test 03:06

0.000Air Blank 03:06

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3606/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:00

Nassau County SO

MILLAN,S

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

MILLER

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1Subject Sample 03:52 Subject Test Refused

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.080Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:5506/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:38

Nassau County SO

TOWNSEND,J

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

CRAWFORD

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.081Control Test 20:17

0.000Air Blank 20:18

# 1 0.000Subject Sample 20:18

1.472Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.000Subject Sample 20:22

1.351Breath Volume 20:22

0.000Air Blank 20:23

0.079Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1606/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:40

Fernandina Beach PD

PAETSCH,JOSH

07/05/2022

14020080A1

Fernandina Beach PD

PAETSCH,JOSH,E

BELL

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.214Subject Sample 03:36

2.285Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.210Subject Sample 03:39

2.273Breath Volume 03:39

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:4506/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:14

15:42

Nassau County SO

PADGETT,M

07/05/2022

14020080A1

Nassau County SO

DEAL,JACOB,N

HAINS

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:36

0.000Air Blank 16:36

0.078Control Test 16:36

0.000Air Blank 16:37

# 1 0.224Subject Sample 16:38

1.457Breath Volume 16:38

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.202Subject Sample 16:43

1.125Breath Volume 16:43

0.000Air Blank 16:44

0.000Air Blank 16:45

# 3 0.206Subject Sample 16:46

1.277Breath Volume 16:46

0.000Air Blank 16:46

0.077Control Test 16:47

0.000Air Blank 16:47

OKDiagnostics Check 16:47

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:1806/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:41

Nassau County SO

SEARS,C

07/05/2022

14020080A1

Fernandina Beach PD

KUTZ,T,E

MONTERDE-CAMACHO

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:4606/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:15

Fernandina Beach PD

PAETSCH,JOSH

07/05/2022

14020080A1

Fernandina Beach PD

PAETSCH,JOSH,E

KASPER

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:32

# 1 0.164Subject Sample 03:32

1.539Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.183Subject Sample 03:36

1.683Breath Volume 03:36

0.000Air Blank 03:36

0.078Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:1006/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:45

Fernandina Beach PD

PAETSCH,JOSH

07/05/2022

14020080A1

Fernandina Beach PD

PAETSCH,JOSH,E

WHITE

05/25/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:57

# 1 0.203Subject Sample 22:58

1.886Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.206Subject Sample 23:01

2.199Breath Volume 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:01:1006/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:23

06:25

Nassau County SO

BARNES,D

07/05/2022

14020080A1

Nassau County SO

DEAL,JACOB,N

HIGGINS

06/28/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:57

0.000Air Blank 07:58

0.079Control Test 07:58

0.000Air Blank 07:59

# 1Subject Sample 07:59 Subject Test Refused

0.000Breath Volume 07:59

0.000Air Blank 08:00

0.079Control Test 08:00

0.000Air Blank 08:01

OKDiagnostics Check 08:01

Data Download Date/Time: 06/30/2021 19:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1106/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:43

Highlands County SO

JONES,W

08/05/2021

17919080A1

Highlands County SO

PECK,JOHN,R

MELENDEZ

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.110Subject Sample 23:19

1.375Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.104Subject Sample 23:22

1.371Breath Volume 23:22

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:52:4806/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:15

11:05

Highlands County SO

VAUGHN,DALE

08/05/2021

17919080A1

Highlands County SO

VAUGHN,DALE,E

GREGIS

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:46

0.000Air Blank 11:47

0.080Control Test 11:47

0.000Air Blank 11:47

# 1 0.000Subject Sample 11:48

2.562Breath Volume 11:48

0.000Air Blank 11:48

0.000Air Blank 11:50

# 2 0.000Subject Sample 11:51

2.250Breath Volume 11:51

0.000Air Blank 11:51

0.079Control Test 11:52

0.000Air Blank 11:52

OKDiagnostics Check 11:52

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:43:1106/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

10:50

10:50

Highlands County SO

ROE,ROBERT

08/05/2021

17919080A1

Highlands County SO

ROE,ROBERT,D

REESE

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:36

0.000Air Blank 11:37

0.080Control Test 11:37

0.000Air Blank 11:38

# 1 0.178Subject Sample 11:38

1.859Breath Volume 11:38

0.000Air Blank 11:39

0.000Air Blank 11:41

# 2 0.188Subject Sample 11:41

2.714Breath Volume 11:41

0.000Air Blank 11:42

0.080Control Test 11:42

0.000Air Blank 11:43

OKDiagnostics Check 11:43

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:5006/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:23

Highlands County SO

JONES,W

08/05/2021

17919080A1

Highlands County SO

PECK,J,R

JONES

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:13

# 1 0.031Subject Sample 00:14

1.882Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.032Subject Sample 00:17

1.886Breath Volume 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4506/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:32

Highlands County SO

SMITH,BRYCE

08/05/2021

17919080A1

Highlands County SO

AYALA,JOSE,L

KNAPPMAN

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

# 1 0.283Subject Sample 02:30

1.472Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.286Subject Sample 02:33

2.277Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:3406/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:45

12:45

Highlands County SO

SMITH,SUSAN

08/05/2021

17919080A1

Highlands County SO

SMITH,SUSAN,L

WARD

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:20

0.000Air Blank 13:21

0.080Control Test 13:21

0.000Air Blank 13:21

# 1 0.000Subject Sample 13:22

1.882Breath Volume 13:22

0.000Air Blank 13:22

0.000Air Blank 13:24

# 2 0.000Subject Sample 13:25

1.558Breath Volume 13:25

0.000Air Blank 13:25

0.080Control Test 13:25

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:25:2306/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:45

10:45

Highlands County SO

ROE,ROBERT

08/05/2021

17919080A1

Highlands County SO

ROE,ROBERT,D

GREGIS

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:19

0.000Air Blank 11:19

0.079Control Test 11:20

0.000Air Blank 11:20

# 1 0.000Subject Sample 11:21

2.441Breath Volume 11:21

0.000Air Blank 11:21

0.000Air Blank 11:23

# 2 0.000Subject Sample 11:24

1.976Breath Volume 11:24

0.000Air Blank 11:24

0.079Control Test 11:24

0.000Air Blank 11:25

OKDiagnostics Check 11:25

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:2206/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

00:15

Highlands County SO

OLSON,A

08/05/2021

17919080A1

Highlands County SO

PECK,JOHN,R

FUTCH

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

# 1Subject Sample 00:31 Subject Test Refused

0.000Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4006/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:53

Highlands County SO

OLSON,A

08/05/2021

17919080A1

Highlands County SO

PECK,J,R

FUTCH

05/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.167Subject Sample 00:39

1.195Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.159Subject Sample 00:43

1.285Breath Volume 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/30/2021 11:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:3606/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

18:10

18:10

Highlands County SO

PECK,J

08/05/2021

17919080A1

Highlands County SO

PECK,JOHN,R

BRINLING

06/30/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:37

0.000Air Blank 18:37

0.079Control Test 18:38

0.000Air Blank 18:38

# 1 0.000Subject Sample 18:39

2.066Breath Volume 18:39

0.000Air Blank 18:39

0.000Air Blank 18:41

# 2 0.000Subject Sample 18:42

1.566Breath Volume 18:42

0.000Air Blank 18:42

0.080Control Test 18:43

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 08/05/2021 09:12

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:3306/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:46

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

NAUGHRIGHT

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:08

0.000Air Blank 19:09

0.080Control Test 19:09

0.000Air Blank 19:10

# 1 0.082Subject Sample 19:11

2.140Breath Volume 19:11

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.080Subject Sample 19:14

2.148Breath Volume 19:14

0.000Air Blank 19:14

0.080Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 07/02/2021 14:51

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:17:5406/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:46

06:20

Hollywood PD

SANTAMARIA,DOMINIQUE

10/12/2021

1031121

Hollywood PD

DERIET,RAFAEL,

JACOME CONTRERAS

06/02/2021

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:07

0.000Air Blank 07:07

0.075Control Test 07:07

0.000Air Blank 07:08

# 1 0.259Subject Sample 07:08

2.695Breath Volume 07:08

0.000Air Blank 07:09

0.000Air Blank 07:11

# 2 0.231Subject Sample 07:12

1.140Breath Volume 07:12

0.000Air Blank 07:13

0.000Air Blank 07:15

# 3 0.251Subject Sample 07:16

1.628Breath Volume 07:16

0.000Air Blank 07:17

0.075Control Test 07:17

0.000Air Blank 07:17

OKDiagnostics Check 07:17

Data Download Date/Time: 07/14/2021 10:30

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:55

Hollywood PD

TERAZON,JOSEPH

10/12/2021

1031121

Hollywood PD

DERIET,RAFAEL,

BURKE

06/02/2021

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.076Control Test 01:50

0.000Air Blank 01:50

# 1 0.155Subject Sample 01:52 No .020 agreement

1.101Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.181Subject Sample 01:58 Volume Not Met

0.019Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 3 0.177Subject Sample 02:01 No .020 agreement

1.281Breath Volume 02:01

0.000Air Blank 02:01

0.075Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 07/14/2021 10:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:2706/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

20:07

Port Richey PD

TOLDO,M

06/05/2022

09820080A3

New Port Richey PD

PEAL,DANIAL,J

PROCUNIER

06/03/2021

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:36

# 1 0.185Subject Sample 21:38

1.507Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 2 0.185Subject Sample 21:41

2.042Breath Volume 21:41

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 07/19/2021 13:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:1806/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:11

Tarpon Springs PD

HAZIME,SABRINA

02/05/2023

00521080A2

Tarpon Springs PD

SPATZ,JOHN,M

MEHRLE

05/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.079Control Test 04:52

0.000Air Blank 04:52

# 1Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 06/29/2021 09:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:2806/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:18

Tarpon Springs PD

SCHMIDT,D

02/05/2023

00521080A2

Tarpon Springs PD

RONDOS,ROBERT,E

DI GIANNI

05/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.080Control Test 20:09

0.000Air Blank 20:09

# 1 0.066Subject Sample 20:10

2.160Breath Volume 20:10

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.063Subject Sample 20:13

1.902Breath Volume 20:13

0.000Air Blank 20:13

0.078Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 06/29/2021 09:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:2006/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:08

Tarpon Springs PD

WOOD,NICHOLAS

02/05/2023

00521080A2

Tarpon Springs PD

WOOD,NICHOLAS,W

SMITH

05/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.204Subject Sample 21:01

2.078Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.210Subject Sample 21:04

2.039Breath Volume 21:04

0.000Air Blank 21:05

0.079Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 06/29/2021 09:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:4906/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:11

Tarpon Springs PD

SPARKS,JOSHUA

02/05/2023

00521080A2

Tarpon Springs PD

TRINIDAD,MICHAEL,E

RIOS

05/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.081Control Test 20:49

0.000Air Blank 20:50

# 1 0.159Subject Sample 20:51

2.375Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.154Subject Sample 20:55

2.113Breath Volume 20:55

0.000Air Blank 20:55

0.080Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 06/29/2021 09:51

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:1606/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:06

Tarpon Springs PD

HAZIME,SABRINA

02/05/2023

00521080A2

Tarpon Springs PD

WOOD,NICHOLAS,W

RUGGIERI

05/28/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.163Subject Sample 23:04 Volume Not Met

0.121Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.142Subject Sample 23:09 Volume Not Met

0.210Breath Volume 23:09

0.000Air Blank 23:10

0.077Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 06/29/2021 09:51

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5406/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

22:58

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

CROSBY,C,B

MCCLAIN

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.082Control Test 01:01

0.000Air Blank 01:01

# 1 0.142Subject Sample 01:02

2.042Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.147Subject Sample 01:05

1.601Breath Volume 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/17/2021 12:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:3306/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

00:00

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

CROSBY,C,B

WILLIAMS

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.082Control Test 02:39

0.000Air Blank 02:39

# 1 0.166Subject Sample 02:40

1.562Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.161Subject Sample 02:43

1.785Breath Volume 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 06/17/2021 12:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1706/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:50

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

KENNEDY

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:07

# 1 0.226Subject Sample 04:08

2.929Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.232Subject Sample 04:11

2.828Breath Volume 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 06/17/2021 12:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5806/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

23:24

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

JOSEPH

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.082Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 06/17/2021 12:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5606/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

01:45

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

BENNETT

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.082Control Test 03:27

0.000Air Blank 03:27

# 1 0.000Subject Sample 03:28

2.898Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.000Subject Sample 03:31

2.808Breath Volume 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/17/2021 12:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:1806/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:41

16:47

Jacksonville SO

JIMENEZ,M

10/05/2022

22620080A2

Jacksonville SO

ROBERTS,CHUCK,E

SALAS JIMENEZ

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:02

0.081Control Test 19:02

0.000Air Blank 19:03

# 1 0.225Subject Sample 19:03

1.683Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:06

# 2 0.224Subject Sample 19:06

2.664Breath Volume 19:06

0.000Air Blank 19:07

0.080Control Test 19:07

0.000Air Blank 19:08

OKDiagnostics Check 19:08

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1306/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:14

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

PABALATE

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.082Control Test 23:01

0.000Air Blank 23:01

# 1 0.110Subject Sample 23:02

1.769Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.106Subject Sample 23:05

1.691Breath Volume 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:1306/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

22:46

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

JONES

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.082Control Test 00:34

0.000Air Blank 00:35

# 1 0.000Subject Sample 00:35

2.648Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.000Subject Sample 00:38

2.710Breath Volume 00:38

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:5606/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

02:55

Jacksonville SO

MOODY,B

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

ANDERSON

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:24

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3906/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:15

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

POWELL,EDWARD,A

JOYNER

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.082Control Test 23:36

0.000Air Blank 23:36

# 1 0.230Subject Sample 23:38

1.687Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.238Subject Sample 23:41

2.425Breath Volume 23:41

0.000Air Blank 23:42

0.078Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:06

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

POWELL,EDWARD,A

VILLEGAS

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.081Control Test 00:47

0.000Air Blank 00:47

# 1 0.147Subject Sample 00:47

1.277Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.145Subject Sample 00:52

1.269Breath Volume 00:52

0.000Air Blank 00:53

0.082Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:05:2806/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

15:12

Jacksonville SO

DZAMKO,J

10/05/2022

22620080A2

Neptune Beach PD

MOSES,L,M

BAGLINO

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:02

0.000Air Blank 17:03

0.081Control Test 17:03

0.000Air Blank 17:03

# 1Subject Sample 17:04 Subject Test Refused

0.000Breath Volume 17:04

0.000Air Blank 17:04

0.081Control Test 17:04

0.000Air Blank 17:05

OKDiagnostics Check 17:05

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5706/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:30

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

EVERETT

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.081Control Test 00:53

0.000Air Blank 00:53

# 1 0.159Subject Sample 00:54

1.441Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.151Subject Sample 00:58

1.609Breath Volume 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:2606/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:06

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

TACLAN

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.081Control Test 02:01

0.000Air Blank 02:01

# 1 0.116Subject Sample 02:02

2.730Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.108Subject Sample 02:05

1.687Breath Volume 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1206/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

20:55

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

SANTIAGO AGUILAR

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.082Control Test 22:33

0.000Air Blank 22:33

# 1 0.223Subject Sample 22:34

1.546Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.213Subject Sample 22:37

1.328Breath Volume 22:37

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3906/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

23:47

Jacksonville SO

JOHNSON,G

10/05/2022

22620080A2

FHP Troop G

CARMONA-SANCHEZ,R,J

PONDER WILSON

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1 0.093Subject Sample 02:18

1.804Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.094Subject Sample 02:21

1.332Breath Volume 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:5506/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:35

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

MARTINEZ SALVADOR

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.082Control Test 04:03

0.000Air Blank 04:04

# 1 0.098Subject Sample 04:05

2.617Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.096Subject Sample 04:08

1.785Breath Volume 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:5106/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

19:41

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

TRETTER

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.082Control Test 21:22

0.000Air Blank 21:23

# 1 0.146Subject Sample 21:24

3.066Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.130Subject Sample 21:27

2.609Breath Volume 21:27

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4706/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:45

Jacksonville SO

HIXSON,C

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

WILSON

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.082Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:1906/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

03:45

Jacksonville SO

JOHNSON,G

10/05/2022

22620080A2

FHP Troop G

CARMONA-SANCHEZ,R,J

KRESKI

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.082Control Test 05:40

0.000Air Blank 05:40

# 1Subject Sample 05:40 Subject Test Refused

0.000Breath Volume 05:40

0.000Air Blank 05:41

0.082Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 06/17/2021 12:20

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5506/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

23:28

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

MATA

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:10

# 1 0.116Subject Sample 01:12

2.953Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.113Subject Sample 01:15

2.394Breath Volume 01:15

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3306/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:10

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

DUVAL

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:4906/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

20:55

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

BELLO ALVARADO

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.082Control Test 22:37

0.000Air Blank 22:37

# 1 0.078Subject Sample 22:39

1.878Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.077Subject Sample 22:42

1.261Breath Volume 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3006/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

00:45

Jacksonville SO

DESOUZA,A

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

MIRANDA

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

# 1 0.177Subject Sample 03:12

1.441Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.179Subject Sample 03:15

1.238Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:00:1406/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:19

06:20

Jacksonville SO

WILLIAMS,S

10/05/2022

22620080A2

Jacksonville SO

BOSTON,D,D

REED

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:57

0.000Air Blank 11:57

0.082Control Test 11:58

0.000Air Blank 11:58

# 1Subject Sample 11:58 Subject Test Refused

0.000Breath Volume 11:58

0.000Air Blank 11:59

0.081Control Test 11:59

0.000Air Blank 12:00

OKDiagnostics Check 12:00

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:5806/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:25

Jacksonville SO

DOUGHFMAN,D

10/05/2022

22620080A2

Jacksonville SO

POWELL,EDWARD,A

CUTLER

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.082Control Test 22:11

0.000Air Blank 22:12

# 1Subject Sample 22:12 Subject Test Refused

0.000Breath Volume 22:12

0.000Air Blank 22:13

0.082Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:2506/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

00:46

Jacksonville SO

HAWKINS,A

10/05/2022

22620080A2

Jacksonville Beach

POWELL,EDWARD,A

FOLEY

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.082Control Test 02:33

0.000Air Blank 02:33

# 1 0.070Subject Sample 02:33

2.449Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.069Subject Sample 02:36

2.445Breath Volume 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1806/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:19

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

POWELL,EDWARD,A

JOHNSTON

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.082Control Test 01:11

0.000Air Blank 01:12

# 1 0.174Subject Sample 01:12

3.328Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.179Subject Sample 01:15

2.972Breath Volume 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:0306/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

19:30

Jacksonville SO

HART,A

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

BULLARD

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.081Control Test 21:42

0.000Air Blank 21:42

# 1 0.188Subject Sample 21:43

3.437Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:45

# 2 0.184Subject Sample 21:46

2.839Breath Volume 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:48

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2806/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:45

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

PARKS

05/27/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.133Subject Sample 03:18

2.246Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.139Subject Sample 03:21

1.996Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 06/17/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:2106/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

20:35

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

JAMES,ALFONSO,

SMILEY

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.081Control Test 22:38

0.000Air Blank 22:38

# 1 0.133Subject Sample 22:38

1.257Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.132Subject Sample 22:41

2.019Breath Volume 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 07/01/2021 12:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2106/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

23:45

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

JAMES,ALFONSO,

PACHECO VILLALON

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.082Control Test 01:37

0.000Air Blank 01:38

# 1 0.000Subject Sample 01:38

1.656Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.000Subject Sample 01:41

1.113Breath Volume 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 07/01/2021 12:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0306/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:35

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

JAMES,ALFONSO,

REAVES

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:24

Data Download Date/Time: 07/01/2021 12:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0406/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

23:53

Jacksonville SO

KRAMER,S

10/05/2022

22620080A2

Neptune Beach PD

STANFORD,B,R

NYQUIST

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.083Control Test 02:42

0.000Air Blank 02:42

# 1 0.000Subject Sample 02:43

2.757Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.000Subject Sample 02:46

2.250Breath Volume 02:46

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:48

Data Download Date/Time: 07/01/2021 12:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:4406/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:10

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

ROBERTS,CHUCK,E

ROBERTS

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:58

# 1 0.016Subject Sample 22:59

2.332Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.016Subject Sample 23:02

2.281Breath Volume 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 07/01/2021 12:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3406/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

01:47

Jacksonville SO

DAUNHAUER,G

10/05/2022

22620080A2

FHP Troop G

ROBERTS,CHUCK,E

MORGAN

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.082Control Test 03:42

0.000Air Blank 03:42

# 1Subject Sample 03:43 Subject Test Refused

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 07/01/2021 12:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5506/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:20

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

WILLIAMS

06/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.082Control Test 23:41

0.000Air Blank 23:41

# 1 0.081Subject Sample 23:42

1.449Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.078Subject Sample 23:45

1.316Breath Volume 23:45

0.000Air Blank 23:46

0.082Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 07/01/2021 12:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2606/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:41

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

HOLBERT,J,T

MUSCO

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

# 1 0.000Subject Sample 01:23

2.015Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.000Subject Sample 01:27

1.179Breath Volume 01:27

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 06/27/2021 21:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1106/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:25

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

HOLBERT,J,T

SANFTNER

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:04

0.000Air Blank 23:04

# 1 0.204Subject Sample 23:07

1.242Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.215Subject Sample 23:10

1.480Breath Volume 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 06/27/2021 21:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:0106/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:10

Clay County SO

NATIVDAD,A

08/05/2020

17618080A1

FHP Troop G

HOLBERT,J,T

DURFEE

05/24/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.079Control Test 17:58

0.000Air Blank 17:59

# 1 0.135Subject Sample 18:00

2.015Breath Volume 18:00

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.135Subject Sample 18:03

1.476Breath Volume 18:03

0.000Air Blank 18:03

0.079Control Test 18:04

Air Blank 18:04 Ambient Fail

0.000Air Blank 18:05

Data Download Date/Time: 06/27/2021 21:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:0406/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:16

Dade City PD

EMERY,WILLIAM

11/05/2021

24119080A1

Dade City PD

AMATRUDA,CHRIS,G

TULL-RODRIGUEZ

06/25/2021

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1 0.102Subject Sample 21:53

1.828Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.101Subject Sample 21:57

1.484Breath Volume 21:57

0.000Air Blank 21:58

0.079Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:59

Data Download Date/Time: 07/22/2021 14:11

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:34:0006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:10

13:20

FHP Troop C

KIRK,TYLER

10/05/2022

14020080A1

FHP Troop C

KIRK,TYLER,J

PEREZ

05/05/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:31

0.000Air Blank 14:31

0.082Control Test 14:31

0.000Air Blank 14:32

# 1Subject Sample 14:32 Subject Test Refused

0.000Breath Volume 14:32

0.000Air Blank 14:33

0.082Control Test 14:33

0.000Air Blank 14:33

OKDiagnostics Check 14:34

Data Download Date/Time: 06/16/2021 10:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:2806/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

04:46

FHP Troop C

FIGUEROA,JESUS

10/05/2021

22419080A3

FHP Troop C

KIRK,TYLER,J

SHORT

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.081Control Test 05:50

0.000Air Blank 05:50

# 1 0.190Subject Sample 05:51

2.867Breath Volume 05:51

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.177Subject Sample 05:53

1.976Breath Volume 05:53

0.000Air Blank 05:54

0.081Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 06/16/2021 10:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:3406/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:13

FHP Troop C

RIZZO,HAYLEY

10/05/2021

22419080A3

FHP Troop C

KIRK,TYLER,J

JOHNSON

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.082Control Test 04:18

0.000Air Blank 04:18

# 1 0.126Subject Sample 04:19

2.492Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.111Subject Sample 04:23

1.773Breath Volume 04:23

0.000Air Blank 04:23

0.082Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5006/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:25

FHP Troop C

KIRK,TYLER

10/05/2021

22419080A3

FHP Troop C

KIRK,TYLER,J

ALLEN

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.082Control Test 04:11

0.000Air Blank 04:11

# 1 0.131Subject Sample 04:13

1.675Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.141Subject Sample 04:16

1.371Breath Volume 04:16

0.000Air Blank 04:16

0.081Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:1506/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

17:33

FHP Troop C

WIBERLY,RYAN

10/05/2021

22419080A3

FHP Troop C

GALLOWAY,GRANT,D

GOMEZ

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.082Control Test 19:21

0.000Air Blank 19:22

# 1 0.000Subject Sample 19:24

1.191Breath Volume 19:24

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.000Subject Sample 19:27

1.242Breath Volume 19:27

0.000Air Blank 19:28

0.082Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2106/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:51

FHP Troop C

RAMOS,DAVID

10/05/2021

22419080A3

FHP Troop C

KIRK,TYLER,J

SAAMS

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1 0.166Subject Sample 23:45

1.750Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.164Subject Sample 23:47

2.347Breath Volume 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2506/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

23:20

FHP Troop C

DION,KEVIN

10/05/2021

22419080A3

FHP Troop C

DION,KEVIN,J

THOMAS

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

# 1 0.068Subject Sample 01:35

2.667Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.067Subject Sample 01:38

3.218Breath Volume 01:38

0.000Air Blank 01:39

0.081Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:08

FHP Troop C

DION,KEVIN

10/05/2021

22419080A3

FHP Troop C

DION,KEVIN,J

VELASQUEZ

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.301Subject Sample 00:18

1.355Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:20

# 2 0.293Subject Sample 00:21

2.394Breath Volume 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:1206/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:00

FHP Troop C

DION,KEVIN

10/05/2021

22419080A3

FHP Troop C

DION,KEVIN,J

BOWMAN

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.081Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2706/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:29

FHP Troop C

DION,KEVIN

10/05/2021

22419080A3

FHP Troop C

DION,KEVIN,J

VIVENY

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.082Control Test 02:42

0.000Air Blank 02:43

# 1 0.080Subject Sample 02:43

3.437Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.075Subject Sample 02:46

3.171Breath Volume 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 07/16/2021 14:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:3006/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:31

Zephyrhills PD

WATSON,WILLIAM

02/05/2023

00521080A2

Dade City PD

RINALDO,JOSEPH,A

WARD

05/20/2021

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

# 1 0.000Subject Sample 01:11

3.566Breath Volume 01:11

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.000Subject Sample 01:14

3.375Breath Volume 01:14

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 07/02/2021 14:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:1806/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:51

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

FITZGERALD

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.081Control Test 21:37

0.000Air Blank 21:37

# 1Subject Sample 21:38 Subject Test Refused

0.000Breath Volume 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 06/24/2021 13:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:5706/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:41

Largo PD

MANNING,RYAN

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

HOPKINS

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

# 1 0.000Subject Sample 21:18

2.539Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.000Subject Sample 21:21

2.726Breath Volume 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 06/24/2021 13:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:0006/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:29

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

LABONTE

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

# 1 0.151Subject Sample 22:21

2.687Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.165Subject Sample 22:24

2.527Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:26

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:1306/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:49

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

TEARTT

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.134Subject Sample 02:36

2.035Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.130Subject Sample 02:39

2.000Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:1806/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:36

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

PACE

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.081Control Test 19:26

0.000Air Blank 19:26

# 1Subject Sample 19:29 No Sample Provided

0.000Breath Volume 19:29

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.154Subject Sample 19:33

1.769Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 3 0.160Subject Sample 19:35

1.875Breath Volume 19:35

0.000Air Blank 19:36

0.080Control Test 19:36

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:5906/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:07

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

BURGIN

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.080Control Test 04:47

0.000Air Blank 04:47

# 1 0.228Subject Sample 04:48

2.687Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.224Subject Sample 04:51

1.531Breath Volume 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4206/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:19

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

MUNDT

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:10 Subject Test Refused

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.079Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4206/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:13

Largo PD

MURRAY,BORTHLAND

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

BACHMAN

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1 0.204Subject Sample 23:52 Volume Not Met

0.242Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.217Subject Sample 23:58 Volume Not Met

0.152Breath Volume 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:2406/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:31

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

WISSINGER

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:25

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

BOOTH

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

# 1 0.214Subject Sample 02:09

2.902Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.202Subject Sample 02:13

1.496Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:5506/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:06

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

EDDY

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.081Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:34:2806/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:07

11:48

Largo PD

ROBERTS,DAVID

05/05/2022

07220080A2

Largo PD

KATZ,JUSTIN,T

KUNKLE

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:28

0.000Air Blank 12:28

0.081Control Test 12:28

0.000Air Blank 12:29

# 1 0.000Subject Sample 12:30

2.945Breath Volume 12:30

0.000Air Blank 12:30

0.000Air Blank 12:32

# 2 0.000Subject Sample 12:33

1.847Breath Volume 12:33

0.000Air Blank 12:33

0.081Control Test 12:33

0.000Air Blank 12:34

OKDiagnostics Check 12:34

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:2806/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:33

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

GRAHAM

05/13/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1 0.212Subject Sample 04:14 Volume Not Met

0.429Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.217Subject Sample 04:18

1.929Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 3 0.204Subject Sample 04:21

1.718Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:1106/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:25

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

WOLFE

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:13

# 1 0.165Subject Sample 01:14

3.480Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.156Subject Sample 01:17

2.597Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:4706/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:45

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

DJORDJIC

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.081Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:31 No Sample Provided

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.121Subject Sample 03:35

4.281Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 3 0.130Subject Sample 03:38

3.652Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0506/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:59

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

ROSENBERGER

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:48

# 1Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3606/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:37

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

MACLAREN

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.136Subject Sample 03:22

1.750Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.128Subject Sample 03:26

2.234Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:2506/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:21

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

LANDRAU

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

# 1Subject Sample 22:09 Subject Test Refused

0.000Breath Volume 22:09

0.000Air Blank 22:09

0.080Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 06/24/2021 13:14

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0606/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:50

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

ROBERTS

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1 0.101Subject Sample 03:32 Volume Not Met

0.105Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.096Subject Sample 03:36

1.710Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 3 0.100Subject Sample 03:39

1.656Breath Volume 03:39

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:3406/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:16

17:36

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

RAMIREZ

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:39

0.000Air Blank 17:39

0.079Control Test 17:40

0.000Air Blank 17:40

# 1Subject Sample 17:42 Subject Test Refused

0.000Breath Volume 17:42

0.000Air Blank 17:42

0.079Control Test 17:42

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:4206/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:18

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

CORONA

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

# 1Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.142Subject Sample 01:06

2.269Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 3 0.136Subject Sample 01:10

2.050Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4006/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:39

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

FULLMER

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:20 Subject Test Refused

0.000Breath Volume 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4106/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:32

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

RAMIREZ

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.081Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4606/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:20

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

BLACKSHEAR

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

# 1 0.187Subject Sample 04:18

1.402Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.188Subject Sample 04:21

1.582Breath Volume 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1006/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:18

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

ROCHE

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:0806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:31

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

LAMBERSON

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

# 1 0.148Subject Sample 05:10

2.863Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.146Subject Sample 05:13

1.761Breath Volume 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:4406/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:00

Largo PD

KENNEDY,RYAN

05/05/2022

07220080A2

Largo PD

RICE,JOHN,B

HEWITT

06/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

# 1Subject Sample 01:24 Subject Test Refused

0.000Breath Volume 01:24

0.000Air Blank 01:24

0.080Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 07/20/2021 10:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5706/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:36

Pasco County SO

RODRIGUES,MICHAEL

07/05/2022

14020080A1

Pasco County SO

DIMARCO,AUSTIN,E

DELANEY

05/05/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

# 1 0.143Subject Sample 03:34

2.914Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.143Subject Sample 03:37

2.906Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 06/16/2021 11:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3306/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:41

Pasco County SO

HAMMELMAN,TYLER

07/05/2022

14020080A1

Pasco County SO

SMITH-LONG,JEFFERSON,D

CARLISLE

05/05/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.081Control Test 21:53

0.000Air Blank 21:53

# 1 0.284Subject Sample 21:54

2.789Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.290Subject Sample 21:57

3.210Breath Volume 21:57

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 06/16/2021 11:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3506/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:34

Pasco County SO

BRINDLEY,DAVID

07/05/2022

14020080A1

Pasco County SO

JOHANSEN,LLOYD,D

FISHER

05/05/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

# 1 0.163Subject Sample 02:04

1.839Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:06

# 2 0.176Subject Sample 02:07

2.742Breath Volume 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 06/16/2021 11:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:4506/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:32

09:08

Pasco County SO

FERRO,TYLER

07/05/2022

14020080A1

Pasco County SO

FERRO,TYLER,J

BLACKMON

05/05/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 09:53

0.000Air Blank 09:54

0.080Control Test 09:54

0.000Air Blank 09:55

# 1 0.089Subject Sample 09:55

2.625Breath Volume 09:55

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.089Subject Sample 09:58

1.882Breath Volume 09:58

0.000Air Blank 09:58

0.080Control Test 09:59

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 06/16/2021 11:08

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:0006/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:36

FHP Troop C

TUTTLE,FRANK

07/05/2022

14020080A1

Pasco County SO

DION,KEVIN,J

HAUGLI

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.196Subject Sample 23:26

2.972Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:28

# 2 0.200Subject Sample 23:29

3.125Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:31

Data Download Date/Time: 07/16/2021 14:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:1606/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

16:08

Pasco County SO

FEARING,Y

07/05/2022

14020080A1

Pasco County SO

COMSTOCK,M,E

BELTHIUS

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:54

0.000Air Blank 18:54

0.080Control Test 18:55

0.000Air Blank 18:55

# 1 0.000Subject Sample 18:56

1.765Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.000Subject Sample 19:00

2.058Breath Volume 19:00

0.000Air Blank 19:01

0.081Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 07/16/2021 14:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:3206/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

04:30

Jacksonville SO

CROSS,W

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

FOSTER

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:32

0.000Air Blank 07:33

0.079Control Test 07:33

0.000Air Blank 07:34

# 1Subject Sample 07:34 Subject Test Refused

0.000Breath Volume 07:34

0.000Air Blank 07:34

0.079Control Test 07:34

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 07/01/2021 10:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:0906/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:15

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

CROSBY,C,B

MORALES-PEREZ

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:38

# 1 0.198Subject Sample 22:39

1.316Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.179Subject Sample 22:43

1.687Breath Volume 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 07/01/2021 10:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2006/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

00:25

Jacksonville SO

MOODY,B

10/05/2022

22620080A2

Jacksonville SO

CROSBY,C,B

DE GERONIMO

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 07/01/2021 10:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:0106/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:56

Jacksonville SO

MOODY,B

10/05/2022

22620080A2

Jacksonville SO

CROSBY,C,B

ALLEN

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

# 1Subject Sample 04:23 Subject Test Refused

0.000Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:25

Data Download Date/Time: 07/01/2021 10:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:49:2406/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

06:30

Jacksonville SO

DUBET,C

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

GLOVER

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:41

0.000Air Blank 08:41

0.079Control Test 08:41

0.000Air Blank 08:42

# 1 0.133Subject Sample 08:43

1.312Breath Volume 08:43

0.000Air Blank 08:44

0.000Air Blank 08:46

# 2 0.131Subject Sample 08:47

1.437Breath Volume 08:47

0.000Air Blank 08:48

0.078Control Test 08:48

0.000Air Blank 08:49

OKDiagnostics Check 08:49

Data Download Date/Time: 07/01/2021 10:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:54:2506/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

03:40

Jacksonville SO

KUUSELA,M

10/05/2022

22620080A2

Jacksonville Beach

COTHRAN,D,A

HUTCHINSON

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:45

0.000Air Blank 07:46

0.080Control Test 07:46

0.000Air Blank 07:47

# 1 0.157Subject Sample 07:49

2.171Breath Volume 07:49

0.000Air Blank 07:49

0.000Air Blank 07:51

# 2 0.161Subject Sample 07:52

2.496Breath Volume 07:52

0.000Air Blank 07:53

0.078Control Test 07:53

0.000Air Blank 07:54

OKDiagnostics Check 07:54

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3906/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

23:40

Jacksonville SO

JENSEN,D

10/05/2022

22620080A2

Neptune Beach PD

TUCKER,R,M

JONES

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.148Subject Sample 02:10

2.636Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.143Subject Sample 02:13

2.742Breath Volume 02:13

0.000Air Blank 02:13

0.079Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4406/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:30

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

',R,M

JONES

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1 0.000Subject Sample 03:04

2.609Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.000Subject Sample 03:07

2.324Breath Volume 03:07

0.000Air Blank 03:07

0.078Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0606/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

02:58

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

ROSEPILER,JONATHAN,M

BROWN

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

# 1 0.130Subject Sample 04:10

2.843Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.133Subject Sample 04:13

2.707Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:3006/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

17:40

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

NAIRN

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.079Control Test 19:08

0.000Air Blank 19:08

# 1 0.000Subject Sample 19:09

1.414Breath Volume 19:09

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.000Subject Sample 19:12

2.199Breath Volume 19:12

0.000Air Blank 19:12

0.080Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:1306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

17:15

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

FOX

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.080Control Test 19:18

0.000Air Blank 19:19

# 1 0.000Subject Sample 19:19

2.367Breath Volume 19:19

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.000Subject Sample 19:22

1.640Breath Volume 19:22

0.000Air Blank 19:23

0.079Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:5206/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

19:20

Jacksonville SO

VALERIO,E

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

HARPER

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

# 1 0.000Subject Sample 21:32

2.976Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:35

# 2 0.000Subject Sample 21:35

3.777Breath Volume 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:2806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

17:40

Jacksonville SO

RAGASA,R

10/05/2022

22620080A2

Jacksonville SO

CLARIDA,K,M

JONES

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.080Control Test 20:37

0.000Air Blank 20:37

# 1 0.000Subject Sample 20:38

2.453Breath Volume 20:38

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2 0.000Subject Sample 20:41

2.589Breath Volume 20:41

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5706/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

00:15

Jacksonville SO

HART,A

10/05/2022

22620080A2

Jacksonville SO

ROSEPILER,JONATHAN,M

HADJILOIZOU

06/16/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

# 1 0.000Subject Sample 03:14

2.988Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.000Subject Sample 03:17

3.894Breath Volume 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:2306/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

14:15

Jacksonville SO

JONES,M

10/05/2022

22620080A2

FHP Troop G

GRIFFIN,JOSEPH,D

BASSETT

06/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:53

0.000Air Blank 16:53

0.079Control Test 16:54

0.000Air Blank 16:54

# 1 0.364Subject Sample 16:55

3.500Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:57

# 2 0.359Subject Sample 16:58

3.175Breath Volume 16:58

0.000Air Blank 16:59

0.078Control Test 16:59

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 07/01/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:4006/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

17:30

FHP Troop A

LITTLE,NICHOLAS

04/21/2024

1482048

FHP Troop A

LITTLE,NICHOLAS,M

POSEY

06/14/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:37

0.000Air Blank 17:37

0.081Control Test 17:38

0.000Air Blank 17:38

# 1 0.202Subject Sample 17:39

1.480Breath Volume 17:39

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.215Subject Sample 17:42

2.800Breath Volume 17:42

0.000Air Blank 17:42

0.081Control Test 17:43

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 07/16/2021 12:51

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:0806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:07

FHP Troop D

NEILL,MICHAEL'

09/20/2022

1206004

Brevard County SO

HITCHCOCK,WILLIAM,D

DULONG

06/28/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

# 1 0.000Subject Sample 03:40

2.394Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.000Subject Sample 03:42

1.828Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 07/11/2021 15:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5006/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:56

Volusia County SO

MORGAN,MICHAEL

01/06/2024

1433248

Volusia County SO

MORGAN,MICHAEL,B

LUEBBERT

05/31/2021

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

# 1 0.203Subject Sample 03:01

1.742Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.184Subject Sample 03:05

1.687Breath Volume 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 07/04/2021 09:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:4106/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:16

Volusia County SO

MORGAN,MICHAEL

01/06/2024

1433248

Volusia County SO

MORGAN,MICHAEL,B

RIVERA SANTIAGO

05/31/2021

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

# 1 0.185Subject Sample 20:34

1.339Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.179Subject Sample 20:38

2.738Breath Volume 20:38

0.000Air Blank 20:38

0.080Control Test 20:39

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 07/04/2021 09:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2606/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:09

FHP Troop C

DION,KEVIN

07/05/2022

14020080A1

FHP Troop C

DION,KEVIN,J

WILLIAMS

06/15/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:21

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 07/16/2021 14:36

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1406/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:23

Polk County SO

FLETCHER,BRIANA

11/05/2022

24620080A2

Polk County SO

FLETCHER,BRIANA,D

NAUGLER

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.079Control Test 01:10

0.000Air Blank 01:10

# 1 0.199Subject Sample 01:13 Slope Not Level

1.214Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.207Subject Sample 01:17

1.378Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 3 0.206Subject Sample 01:22

1.417Breath Volume 01:22

0.000Air Blank 01:23

0.078Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3106/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:06

Polk County SO

COLON,JOLNETH

11/05/2022

24620080A2

Polk County SO

COLON,JOLNETH,B

CUTTS

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:14

# 1 0.151Subject Sample 03:15

2.214Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.157Subject Sample 03:18

2.199Breath Volume 03:18

Air Blank 03:18 Improper Sample

0.000Air Blank 03:19

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:5706/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:09

Polk County SO

FLETCHER,BRIANA

11/05/2022

24620080A2

Polk County SO

FLETCHER,BRIANA,D

WALLACE

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.079Control Test 21:05

0.000Air Blank 21:05

# 1 0.000Subject Sample 21:06

2.160Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.000Subject Sample 21:09

1.839Breath Volume 21:09

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:0406/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:17

Polk County SO

FLETCHER,BRIANA

11/05/2022

24620080A2

Polk County SO

FLETCHER,BRIANA,D

THOMPSON

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.172Subject Sample 03:53

2.195Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.170Subject Sample 03:56

1.910Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:58

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:0906/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:56

Polk County SO

COLLINS,JOSHUA

11/05/2022

24620080A2

Lakeland PD

JEUDY,RINALDO,

FETTERS

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.080Control Test 05:43

0.000Air Blank 05:44

# 1 0.113Subject Sample 05:44

1.812Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:47

# 2 0.106Subject Sample 05:48

1.382Breath Volume 05:48

0.000Air Blank 05:49

0.079Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:3906/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:10

Polk County SO

LEWLESS,ABIGAIL

11/05/2022

24620080A2

Polk County SO

LEWLESS,ABIGAIL,D

PUPO

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

# 1 0.000Subject Sample 23:35

2.363Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.000Subject Sample 23:38

2.699Breath Volume 23:38

0.000Air Blank 23:38

0.079Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:4206/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

21:43

Haines City PD

BRUNER,SEAN

11/05/2022

24620080A2

Haines City PD

BRUNER,SEAN,R

WILSON

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1Subject Sample 23:02 Subject Test Refused

0.000Breath Volume 23:02

0.000Air Blank 23:02

0.079Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1406/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:37

Haines City PD

HERNANDEZ,DAVID

11/05/2022

24620080A2

Lake Wales PD

BRUNER,SEAN,R

CLARK

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.078Control Test 00:44

0.000Air Blank 00:44

# 1 0.165Subject Sample 00:44

2.164Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.169Subject Sample 00:47

3.820Breath Volume 00:47

0.000Air Blank 00:48

0.078Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5106/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:55

Auburndale PD

SWAN,DANNY

11/05/2022

24620080A2

Auburndale PD

SWAN,DANNY,A

JOHNSON

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.080Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2606/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:07

Polk County SO

MEYERS,ROCKY

11/05/2022

24620080A2

Lake Wales PD

FLETCHER,MELISSA,A

GABRIEL-SALVADOR

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1Subject Sample 03:47 No Sample Provided

0.000Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2Subject Sample 03:53 No Sample Provided

0.000Breath Volume 03:53

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0106/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:35

Polk County SO

WILLIAMS,ALBERT

11/05/2022

24620080A2

Polk County SO

WILLIAMS,ALBERT,J

ROSALES

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:55

# 1 0.151Subject Sample 04:57

1.980Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.146Subject Sample 05:00

1.250Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:02

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:02:3206/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

09:25

05:06

Polk County SO

CARTER,JACOB

11/05/2022

24620080A2

FFWCC (Lakeland)

PHILLIPS,JORDAN,W

STOKES

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:56

0.000Air Blank 09:56

0.080Control Test 09:57

0.000Air Blank 09:57

# 1 0.026Subject Sample 09:58

1.683Breath Volume 09:58

0.000Air Blank 09:58

0.000Air Blank 10:00

# 2 0.027Subject Sample 10:01

1.101Breath Volume 10:01

0.000Air Blank 10:01

0.080Control Test 10:01

0.000Air Blank 10:02

OKDiagnostics Check 10:02

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5106/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:01

Polk County SO

WILLIAMS,ALBERT

11/05/2022

24620080A2

Polk County SO

WILLIAMS,ALBERT,J

KING

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.079Control Test 04:20

0.000Air Blank 04:20

# 1Subject Sample 04:23 No Sample Provided

0.000Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2Subject Sample 04:29 No Sample Provided

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:08:2806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:37

10:10

Polk County SO

MELTZER,CHRIS

11/05/2022

24620080A2

Polk County SO

MELTZER,CHRIS,J

ERIKSEN

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:01

0.000Air Blank 11:02

0.079Control Test 11:02

0.000Air Blank 11:03

# 1 0.355Subject Sample 11:03

2.367Breath Volume 11:03

0.000Air Blank 11:04

0.000Air Blank 11:06

# 2 0.345Subject Sample 11:06

1.789Breath Volume 11:06

0.000Air Blank 11:07

0.078Control Test 11:07

0.000Air Blank 11:08

OKDiagnostics Check 11:08

Data Download Date/Time: 07/23/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:5406/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

18:44

Polk County SO

SCHULZE,TERRY

11/05/2022

24620080A2

Lake Wales PD

MARTINEZ,SHERLY,A

COTTRELL

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:25

# 1 0.000Subject Sample 21:25

1.453Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.000Subject Sample 21:28

1.320Breath Volume 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 07/23/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:3806/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:54

Polk County SO

HODGES,MARCO

11/05/2022

24620080A2

Polk County SO

MARTINEZ,SHERLY,A

JEDZINIAK

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

# 1Subject Sample 23:14 No Sample Provided

0.000Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2Subject Sample 23:20 No Sample Provided

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 07/23/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:27:4106/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:52

12:16

Polk County SO

MELTZER,CHRIS

11/05/2022

24620080A2

Polk County SO

MELTZER,CHRIS,J

THOMASON

06/23/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:24

0.000Air Blank 13:25

0.079Control Test 13:25

0.000Air Blank 13:25

# 1Subject Sample 13:26 Subject Test Refused

0.000Breath Volume 13:26

0.000Air Blank 13:26

0.079Control Test 13:27

0.000Air Blank 13:27

OKDiagnostics Check 13:27

Data Download Date/Time: 07/23/2021 12:07

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0306/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:28

21:25

FFWCC (Ocala)

CHRISTMAS,FOLIN

12/05/2021

30219080A2

FFWCC (Ocala)

RAMSEY,DAVID,L

TIPTON

05/31/2021

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.076Control Test 22:50

0.000Air Blank 22:51

# 1 0.124Subject Sample 22:51

3.386Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.121Subject Sample 22:54

3.558Breath Volume 22:54

0.000Air Blank 22:55

0.076Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:56

Data Download Date/Time: 06/30/2021 13:55

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:4806/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:31

Volusia County SO

BROUGH,WES

11/15/2021

1048227

Volusia County SO

LICKISS,BRANT,C

NEAL

05/28/2021

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.346Subject Sample 01:58

2.328Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.332Subject Sample 02:01

2.070Breath Volume 02:01

0.000Air Blank 02:01

0.080Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 06/30/2021 11:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:0706/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:45

Volusia County SO

RILEY,BRANDON

11/15/2021

1048227

FHP Troop D

LICKISS,BRANT,C

MALINOWSKI

05/28/2021

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:36

# 1 0.135Subject Sample 04:40 Volume Not Met

0.949Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.164Subject Sample 04:43

1.425Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:45

# 3 0.159Subject Sample 04:46

4.261Breath Volume 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 06/30/2021 11:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.


