
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5201/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:13

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

RODRIGUEZ-QUEZADA

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.082Control Test 03:47

0.000Air Blank 03:48

# 1 0.224Subject Sample 03:49

1.738Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.236Subject Sample 03:52

1.972Breath Volume 03:52

0.000Air Blank 03:52

0.081Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 01/10/2022 09:49

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1901/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:28

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

LEE

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.082Control Test 03:05

0.000Air Blank 03:06

# 1 0.183Subject Sample 03:07

2.351Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.187Subject Sample 03:10

2.218Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 01/10/2022 09:49

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:4601/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:30

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

ZANDSTRA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.082Control Test 19:49

0.000Air Blank 19:50

# 1 0.130Subject Sample 19:50

1.156Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.132Subject Sample 19:54

1.625Breath Volume 19:54

0.000Air Blank 19:54

0.082Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2601/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:37

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

AZPEITIA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.083Control Test 02:17

0.000Air Blank 02:18

# 1 0.190Subject Sample 02:21 Volume Not Met

0.261Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.171Subject Sample 02:24 No .020 agreement

2.054Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 3 0.203Subject Sample 02:27 No .020 agreement

4.578Breath Volume 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1101/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:37

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

AZPEITIA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.082Control Test 02:43

0.000Air Blank 02:43

# 1 0.183Subject Sample 02:46 Volume Not Met

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.162Subject Sample 02:52 Volume Not Met

0.468Breath Volume 02:52

0.000Air Blank 02:53

0.073Control Test 02:53 Control Outside Tolerance

0.000Air Blank 02:54

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4301/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:37

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

AZPEITIA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.174Subject Sample 02:58

3.046Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.170Subject Sample 03:04 Volume Not Met

0.031Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 3 0.189Subject Sample 03:08

2.707Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:2701/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:56

Manatee County SO

NOVAK,CHRISTOPHER

03/19/2022

1111579

Manatee County SO

NOVAK,CHRISTOPHER,A

GOMEZ BORTOLON

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.082Control Test 00:39

0.000Air Blank 00:40

# 1 0.224Subject Sample 00:40

3.140Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.240Subject Sample 00:43

2.468Breath Volume 00:43

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:4501/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:56

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

RYAN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.082Control Test 22:30

0.000Air Blank 22:31

# 1 0.000Subject Sample 22:34 Volume Not Met

0.074Breath Volume 22:34

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.242Subject Sample 22:37

1.136Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 3Subject Sample 22:43 No Sample Provided

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.081Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3201/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:56

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

RYAN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:56

# 1Subject Sample 23:00 No Sample Provided

0.000Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3801/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:39

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

PENA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.082Control Test 01:18

0.000Air Blank 01:18

# 1 0.252Subject Sample 01:19

3.125Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.251Subject Sample 01:23

2.269Breath Volume 01:23

0.000Air Blank 01:23

0.081Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:3201/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:43

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

DEAN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.082Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:3001/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:51

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

CARRERA-CARILLO

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.083Control Test 03:25

0.000Air Blank 03:25

# 1 0.326Subject Sample 03:28 Volume Not Met

0.125Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.306Subject Sample 03:31 No .020 agreement

1.617Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 3 0.332Subject Sample 03:34 No .020 agreement

2.464Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1401/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:51

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

CARRERA-CARILLO

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

# 1 0.320Subject Sample 03:40

1.792Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.329Subject Sample 03:43

3.148Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:34:3701/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:48

Manatee County SO

SIMPSON,STEVEN

10/05/2024

211943

Manatee County SO

SIMPSON,STEVEN,M

PURDY

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:27

0.000Air Blank 09:27

0.083Control Test 09:27

0.000Air Blank 09:28

# 1 0.007Subject Sample 09:29

1.167Breath Volume 09:29

0.000Air Blank 09:30

0.000Air Blank 09:32

# 2 0.000Subject Sample 09:33

2.179Breath Volume 09:33

0.000Air Blank 09:33

0.083Control Test 09:34

0.000Air Blank 09:34

OKDiagnostics Check 09:34

Data Download Date/Time: 02/14/2022 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:28:5301/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

13:31

FHP Troop F

HAEUSSLER,BRETT

03/28/2023

1303107

FHP Troop F

HAEUSSLER,BRETT,W

MCKEAVER

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:22

0.000Air Blank 15:23

0.080Control Test 15:23

0.000Air Blank 15:24

# 1 0.000Subject Sample 15:24

3.898Breath Volume 15:24

0.000Air Blank 15:25

0.000Air Blank 15:27

# 2 0.000Subject Sample 15:27

4.019Breath Volume 15:27

0.000Air Blank 15:27

0.080Control Test 15:28

0.000Air Blank 15:28

OKDiagnostics Check 15:28

Data Download Date/Time: 02/14/2022 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1401/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:35

Palmetto PD

CAOUETTE,J

03/28/2023

1303107

Palmetto PD

SCHLABACH,B,R

GUYNN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.082Control Test 04:35

0.000Air Blank 04:36

# 1 0.241Subject Sample 04:37

1.679Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.220Subject Sample 04:41

1.734Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 3 0.226Subject Sample 04:44

1.437Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 02/14/2022 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:50:0001/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:15

08:54

FHP Troop F

LORD,JOSHUA

03/28/2023

1303107

FHP Troop F

LORD,JOSHUA,N

GONZALEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:43

0.000Air Blank 10:43

0.081Control Test 10:44

0.000Air Blank 10:44

# 1 0.247Subject Sample 10:45

4.921Breath Volume 10:45

0.000Air Blank 10:46

0.000Air Blank 10:47

# 2 0.252Subject Sample 10:48

4.406Breath Volume 10:48

0.000Air Blank 10:49

0.080Control Test 10:49

0.000Air Blank 10:49

OKDiagnostics Check 10:50

Data Download Date/Time: 02/14/2022 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0801/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:04

FHP Troop F

LEDFORD,TAYLOR

03/28/2023

1303107

FHP Troop F

LEDFORD,TAYLOR,M

GLOVER

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.121Subject Sample 01:17

2.761Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.118Subject Sample 01:21

2.324Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/14/2022 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:3001/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:13

FHP Troop F

LEDFORD,TAYLOR

03/28/2023

1303107

FHP Troop F

LEDFORD,TAYLOR,M

SANTANA-BERNA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:21

# 1 0.139Subject Sample 04:21

2.058Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.132Subject Sample 04:24

1.378Breath Volume 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 02/14/2022 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:3101/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

23:46

FHP Troop F

LEDFORD,TAYLOR

03/28/2023

1303107

FHP Troop F

LEDFORD,TAYLOR,M

CASTILLO-HERNANDEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

# 1 0.141Subject Sample 01:39

1.949Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.155Subject Sample 01:43

2.492Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 02/14/2022 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:3201/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:32

FHP Troop F

LEDFORD,TAYLOR

03/28/2023

1303107

FHP Troop F

LEDFORD,TAYLOR,M

CORTEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.082Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:12:5001/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

15:39

FHP Troop F

JIMENEZ,WILLIAM

03/28/2023

1303107

FHP Troop F

JIMENEZ,WILLIAM,

ERVIN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:06

0.000Air Blank 17:06

0.081Control Test 17:07

0.000Air Blank 17:07

# 1 0.186Subject Sample 17:08

2.496Breath Volume 17:08

0.000Air Blank 17:09

0.000Air Blank 17:10

# 2 0.173Subject Sample 17:11

1.386Breath Volume 17:11

0.000Air Blank 17:11

0.078Control Test 17:12

0.000Air Blank 17:12

OKDiagnostics Check 17:12

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3901/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:19

FHP Troop F

LEDFORD,TAYLOR

03/28/2023

1303107

FHP Troop F

LEDFORD,TAYLOR,M

FARR

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.162Subject Sample 02:33

2.949Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.171Subject Sample 02:37

2.718Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5401/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:14

FHP Troop F

LEDFORD,TAYLOR

03/28/2023

1303107

FHP Troop F

LEDFORD,TAYLOR,M

MORELAND

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.253Subject Sample 03:33

3.906Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.245Subject Sample 03:37

3.777Breath Volume 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5901/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:17

FHP Troop F

TINFINA,LOGAN

03/28/2023

1303107

FHP Troop F

TINFINA,LOGAN,M

PEREZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.081Control Test 22:39

0.000Air Blank 22:39

# 1 0.142Subject Sample 22:41

2.472Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:43

# 2 0.147Subject Sample 22:44

2.472Breath Volume 22:44

0.000Air Blank 22:45

0.077Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:53:4901/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

14:35

FHP Troop F

COVERSTONE,DEREK

03/28/2023

1303107

FHP Troop F

COVERSTONE,DEREK,I

MORENO

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:50

0.000Air Blank 15:51

0.081Control Test 15:51

0.000Air Blank 15:52

# 1 0.331Subject Sample 15:52

3.480Breath Volume 15:52

Air Blank 15:53 Purge Fail

0.000Air Blank 15:53

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4101/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:07

Bradenton PD

OSTERTAG,SHELBY

03/28/2023

1303107

Bradenton PD

OSTERTAG,SHELBY,R

DODSON

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.081Control Test 22:24

0.000Air Blank 22:24

# 1 0.130Subject Sample 22:25

2.925Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.122Subject Sample 22:29

2.753Breath Volume 22:29

0.000Air Blank 22:29

0.079Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:3601/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:02

FHP Troop F

GONZALEZ,JOEL

03/28/2023

1303107

FHP Troop F

GONZLEZ,JOEL,

KEELS

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.081Control Test 00:42

0.000Air Blank 00:42

# 1 0.159Subject Sample 00:45

1.449Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.156Subject Sample 00:47

1.519Breath Volume 00:47

0.000Air Blank 00:48

0.076Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 02/14/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:2301/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:13

Hillsborough Co SO

BADEN,T

08/05/2022

18220080A2

Tampa PD

BELL,TIMOTHY,R

GOLDSTONE

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

# 1 0.184Subject Sample 01:55

3.152Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.184Subject Sample 01:58

2.625Breath Volume 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 01/06/2022 12:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3101/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:06

Hillsborough Co SO

BURKE,B

08/05/2022

18220080A2

Hillsborough Co SO

DENDY,HALEY,M

CROWE

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

# 1 0.186Subject Sample 04:02

1.804Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.178Subject Sample 04:05

1.570Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 01/06/2022 12:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:3301/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

04:43

Hillsborough Co SO

ORTIZ,C

08/05/2022

18220080A2

Hillsborough Co SO

BELL,TIMOTHY,R

ROMEU PEREZ

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.081Control Test 05:38

0.000Air Blank 05:38

# 1 0.229Subject Sample 05:39

1.796Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.225Subject Sample 05:42

1.687Breath Volume 05:42

0.000Air Blank 05:43

0.080Control Test 05:43

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 01/06/2022 12:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:4001/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:11

Hillsborough Co SO

GRECO,D

08/05/2022

18220080A2

Hillsborough Co SO

KNOX,STEPHANIE,R

SLUSER

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.081Control Test 05:53

0.000Air Blank 05:53

# 1 0.148Subject Sample 05:54

1.406Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.148Subject Sample 05:58

2.242Breath Volume 05:58

0.000Air Blank 05:58

0.080Control Test 05:59

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 01/06/2022 12:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2401/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:54

Hillsborough Co SO

PORTER,S

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

WILLIAMS

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.128Subject Sample 00:52

2.234Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:54

# 2 0.133Subject Sample 00:55

1.359Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/06/2022 12:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:0801/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:16

Hillsborough Co SO

SNAGGS,S

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

FREDERE

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

# 1 0.208Subject Sample 03:55

2.542Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.195Subject Sample 03:58

1.699Breath Volume 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 01/06/2022 12:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2101/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:38

Hillsborough Co SO

BRABAND,M

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

HINDERS

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

# 1 0.128Subject Sample 02:27

1.648Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:29

# 2 0.135Subject Sample 02:31

2.492Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 01/06/2022 12:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:4101/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:57

Hillsborough Co SO

WILLIAMS,P

08/05/2022

18220080A2

Hillsborough Co SO

GREENLEE,NANCY,J

LI

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.081Control Test 21:53

0.000Air Blank 21:53

# 1 0.146Subject Sample 21:54

3.007Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.145Subject Sample 21:57

2.875Breath Volume 21:57

0.000Air Blank 21:57

0.081Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 01/06/2022 12:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:1801/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

18:02

Hillsborough Co SO

HALL,L

08/05/2022

18220080A2

Hillsborough Co SO

BELL,TIMOTHY,R

MCCORMICK

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 19:00

0.081Control Test 19:00

0.000Air Blank 19:01

# 1 0.139Subject Sample 19:01

2.910Breath Volume 19:01

0.000Air Blank 19:02

0.000Air Blank 19:04

# 2 0.139Subject Sample 19:04

1.484Breath Volume 19:04

0.000Air Blank 19:05

0.081Control Test 19:05

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 01/06/2022 12:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:4301/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:04

Hillsborough Co SO

BURKE,B

08/05/2022

18220080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

RAMDIAL

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.082Control Test 03:04

0.000Air Blank 03:05

# 1 0.156Subject Sample 03:05

1.179Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.162Subject Sample 03:09

1.582Breath Volume 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 01/06/2022 12:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1201/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:08

Hillsborough Co SO

LEISCH,B

08/05/2022

18220080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ROBLERO CRUZ

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.081Control Test 21:49

0.000Air Blank 21:50

# 1 0.106Subject Sample 21:52

1.906Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:54

# 2 0.107Subject Sample 21:55

1.503Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 01/06/2022 12:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5301/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:54

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

LONEY,ANIA,L

CHARANIA

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.082Control Test 03:48

0.000Air Blank 03:48

# 1 0.106Subject Sample 03:49

2.765Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.100Subject Sample 03:52

1.234Breath Volume 03:52

0.000Air Blank 03:52

0.081Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 01/06/2022 12:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0501/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

00:54

Hillsborough Co SO

HAIRSTON,B

08/05/2022

18220080A2

FHP Troop C

MASON,FRANCESCA,M

BAILEY

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:05

0.000Air Blank 02:06

# 1 0.166Subject Sample 02:07

1.347Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.166Subject Sample 02:12

1.308Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 02/03/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:2101/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:17

Hillsborough Co SO

WILSEN,N

08/05/2022

18220080A2

Tampa PD

MONTGOMERY,ALECIA,L

MCPEEK

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:06

# 1 0.049Subject Sample 04:07

1.214Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.050Subject Sample 04:10

2.707Breath Volume 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 02/03/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3801/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:07

Hillsborough Co SO

DURANCEAU,R

08/05/2022

18220080A2

Plant City PD

MONTGOMERY,ALECIA,L

BENITEZ

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1 0.157Subject Sample 03:05

2.035Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.160Subject Sample 03:09

2.324Breath Volume 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 02/03/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4301/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:45

Hillsborough Co SO

GARNER,W

08/05/2022

18220080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GRAY

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

# 1 0.140Subject Sample 01:34 Volume Not Met

0.742Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.156Subject Sample 01:38

1.320Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 3 0.157Subject Sample 01:41

1.339Breath Volume 01:41

0.000Air Blank 01:42

0.081Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 02/03/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0701/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:52

Hillsborough Co SO

BADEN,T

08/05/2022

18220080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

DOUSSAN

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.082Control Test 00:30

0.000Air Blank 00:30

# 1 0.184Subject Sample 00:31

2.558Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.181Subject Sample 00:34

2.910Breath Volume 00:34

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/03/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:3101/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:04

Flagler County SO

CHEWNING,AUSTIN

10/05/2022

22620080A2

Flagler County SO

CRAUN,ROBERT,A

SAPP

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.180Subject Sample 02:24

1.945Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.179Subject Sample 02:26

1.507Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:4601/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:08

Flagler County SO

STAMPS,BENJAMIN

10/05/2022

22620080A2

Flagler County SO

RAINEY,CRISTA,N

BUTEAU

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:09

0.000Air Blank 18:10

0.080Control Test 18:10

0.000Air Blank 18:10

# 1 0.105Subject Sample 18:11

1.753Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.114Subject Sample 18:15

2.976Breath Volume 18:15

0.000Air Blank 18:15

0.079Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:4901/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

20:48

Flagler County SO

HARTLEY,B

10/05/2022

22620080A2

Flagler County SO

JOHNSON,SHANICE,J

WRIGHT

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.081Control Test 22:45

0.000Air Blank 22:46

# 1 0.000Subject Sample 22:47

1.953Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.000Subject Sample 22:49

2.507Breath Volume 22:49

Air Blank 22:50 Sequence Aborted

0.000Air Blank 22:50

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:3401/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:56

Flagler County SO

SANDERS,J

10/05/2022

22620080A2

Bunnell PD

LONG,JOSHUA,A

PILEGGI

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1 0.214Subject Sample 20:04

1.562Breath Volume 20:04

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.209Subject Sample 20:06

1.316Breath Volume 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:4101/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:04

05:17

Flagler County SO

DORSEY,J

10/05/2022

22620080A2

Flagler County SO

LONG,JOSHUA,A

RADCLIFFE

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:26

0.000Air Blank 06:26

0.081Control Test 06:27

0.000Air Blank 06:27

# 1 0.196Subject Sample 06:28

1.273Breath Volume 06:28

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.187Subject Sample 06:31

1.457Breath Volume 06:31

0.000Air Blank 06:31

0.079Control Test 06:32

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2501/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:36

Flagler County SO

HARRISON,CHRISTIAN

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

FAULK

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:40

# 1Subject Sample 22:43 No Sample Provided

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.081Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:23:5001/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:50

12:50

Flagler County SO

LOGSDON,D

10/05/2022

22620080A2

Flagler County SO

ESTEP,J,D

BADAMSHIN

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:10

0.000Air Blank 14:11

0.080Control Test 14:11

0.000Air Blank 14:12

# 1 0.261Subject Sample 14:13

2.050Breath Volume 14:13

0.000Air Blank 14:14

0.000Air Blank 14:16

# 2 0.226Subject Sample 14:17

1.750Breath Volume 14:17

0.000Air Blank 14:18

0.000Air Blank 14:19

# 3 0.233Subject Sample 14:22

1.535Breath Volume 14:22

0.000Air Blank 14:22

0.076Control Test 14:23

0.000Air Blank 14:23

OKDiagnostics Check 14:23

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:0001/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:33

Flagler County SO

PIERRE,STEVE

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

JONES

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.136Subject Sample 21:40 Volume Not Met

0.105Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2Subject Sample 21:43 Subject Test Refused

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.078Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:45

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:2701/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

03:57

Flagler County SO

HARRISON,CHRISTIAN

10/05/2022

22620080A2

Flagler County SO

CRAUN,ROBERT,A

LITTLE

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:05

# 1 0.170Subject Sample 05:05

1.566Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.176Subject Sample 05:08

2.199Breath Volume 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3501/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:00

Flagler County SO

RAY,K

10/05/2022

22620080A2

Flagler County SO

JOHNSON,SHANICE,J

MYERS

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

# 1 0.145Subject Sample 04:03

1.773Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.137Subject Sample 04:06

1.601Breath Volume 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:4501/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:52

Flagler County SO

WICHMAN,MICHELLE

10/05/2022

22620080A2

Flagler County SO

CRAUN,ROBERT,A

HERNANDEZ

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:34

# 1 0.202Subject Sample 22:35

1.222Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.194Subject Sample 22:38

1.890Breath Volume 22:38

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:3401/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:19

Flagler County SO

SMITH,S

10/05/2022

22620080A2

Flagler County SO

JOHNSON,SHANICE,J

TROY

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:05

# 1 0.220Subject Sample 21:06

1.546Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:08

# 2 0.193Subject Sample 21:09

1.296Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:11

# 3 0.217Subject Sample 21:12

1.769Breath Volume 21:12

0.000Air Blank 21:13

0.079Control Test 21:13

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:46:3701/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:19

14:21

Flagler County SO

FOWLER,JAKE

10/05/2022

22620080A2

Flagler County SO

PARKER,CARL,L

ROBINSON

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:39

0.000Air Blank 15:39

0.081Control Test 15:40

0.000Air Blank 15:40

# 1 0.000Subject Sample 15:41

1.359Breath Volume 15:41

0.000Air Blank 15:41

0.000Air Blank 15:43

# 2 0.000Subject Sample 15:45

2.367Breath Volume 15:45

0.000Air Blank 15:45

0.081Control Test 15:45

0.000Air Blank 15:46

OKDiagnostics Check 15:46

Data Download Date/Time: 01/30/2022 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:0901/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:06

Flagler County SO

KOTOWSKI,PHILIP

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

ALTER

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.082Control Test 21:06

0.000Air Blank 21:07

# 1 0.270Subject Sample 21:07

1.250Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.268Subject Sample 21:10

1.425Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 01/30/2022 12:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:2001/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:35

Flagler County SO

KOTOWSKI,PHILIP

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

SEAVERNS

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:39

# 1 0.000Subject Sample 21:39

1.433Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.000Subject Sample 21:42

1.492Breath Volume 21:42

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 01/30/2022 12:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0601/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

12:28

Flagler County SO

GADDIE,KYLE

10/05/2022

22620080A2

Flagler County SO

CRAUN,ROBERT,A

POUNDS

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

# 1 0.115Subject Sample 01:30

1.312Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.113Subject Sample 01:34

2.492Breath Volume 01:34

0.000Air Blank 01:35

0.082Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/30/2022 12:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:5401/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:58

Flagler County SO

WALLIS,R

10/05/2022

22620080A2

Flagler County SO

MEYER,JEFFREY,D

PUCCIO

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:44

0.000Air Blank 17:44

0.082Control Test 17:45

0.000Air Blank 17:45

# 1Subject Sample 17:48 No Sample Provided

0.000Breath Volume 17:48

0.000Air Blank 17:49

0.000Air Blank 17:51

# 2Subject Sample 17:54 No Sample Provided

0.000Breath Volume 17:54

0.000Air Blank 17:54

0.082Control Test 17:55

0.000Air Blank 17:55

OKDiagnostics Check 17:55

Data Download Date/Time: 01/30/2022 12:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:2601/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:16

Flagler County SO

WEAVER,DANIEL

10/05/2022

22620080A2

Flagler County SO

PREVATT,JENNIFER,M

KES

12/15/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.082Control Test 01:07

0.000Air Blank 01:07

# 1Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.083Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 01/30/2022 12:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:4201/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:36

Flagler County SO

HARRISON,CHRISTIAN

10/05/2022

22620080A2

Flagler County SO

CRAUN,ROBERT,A

PETERS

01/30/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.082Control Test 23:42

0.000Air Blank 23:43

# 1Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:43

0.082Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 02/22/2022 12:02

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006621CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:4901/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

18:37

OTHER Fed

GOSS,AARON

09/05/2023

19021080A2

OTHER Fed

MILLER,FREDERICK,A

CICERO MENENDEZ

12/12/2021

8100.27

KENNEDY SPACE CENTER

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:33

0.081Control Test 19:34

0.000Air Blank 19:34

# 1Subject Sample 19:35 Subject Test Refused

0.000Breath Volume 19:35

0.000Air Blank 19:35

0.080Control Test 19:36

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 01/26/2022 15:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5101/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:43

Boca Raton PD

BUGALLO,GABRIEL

08/05/2023

15421080A1

Boca Raton PD

CASAS,JAVIER,

MAY

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3601/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:11

Boca Raton PD

WALTER,ERIC

08/05/2023

15421080A1

Boca Raton PD

CASAS,JAVIER,

GARGUM

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

# 1 0.131Subject Sample 02:48

1.679Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.145Subject Sample 02:51

2.652Breath Volume 02:51

0.000Air Blank 02:52

0.077Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:3001/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:21

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

DE LA RUA,BRYAN,A

BENJAMIN

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:0601/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:17

Boca Raton PD

VAN CAMP,JEFFREY

08/05/2023

15421080A1

Boca Raton PD

RAFALKO,TRAVIS,K

HERN

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:56

0.000Air Blank 14:56

0.079Control Test 14:56

0.000Air Blank 14:57

# 1 0.000Subject Sample 14:57

1.851Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 15:00

# 2 0.000Subject Sample 15:00

1.269Breath Volume 15:00

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:02

OKDiagnostics Check 15:02

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4801/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:17

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

RICCIARDI,AMANDA,L

BRISTOL

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:19

# 1 0.193Subject Sample 23:20

1.453Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:22

# 2 0.191Subject Sample 23:23

1.429Breath Volume 23:23

0.000Air Blank 23:23

0.075Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2301/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:01

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

RICCIARDI,AMANDA,L

NARDI

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3401/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:36

Boca Raton PD

HARRISON,DANIELLE

08/05/2023

15421080A1

Boca Raton PD

PRICE,DANIEL,X

CARDONA AYALA

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

# 1 0.197Subject Sample 02:40

1.542Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.160Subject Sample 02:45

2.230Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 3Subject Sample 02:48 Subject Test Refused

0.566Breath Volume 02:48

0.000Air Blank 02:49

0.074Control Test 02:49 Control Outside Tolerance

0.000Air Blank 02:50

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5601/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:14

Boca Raton PD

HARRISON,D

08/05/2023

15421080A1

Boca Raton PD

WALKER,KIANA,P

NAILE

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

# 1 0.227Subject Sample 03:06

1.738Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.213Subject Sample 03:09

1.531Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1801/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:36

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

TIMONEY,RYAN,P

HARRIGAN

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:32

0.000Air Blank 00:32

# 1Subject Sample 00:32 Subject Test Refused

0.000Breath Volume 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4301/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:48

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

HERNANDEZ

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.172Subject Sample 01:41 Volume Not Met

0.035Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.186Subject Sample 01:45

2.167Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 3 0.180Subject Sample 01:48

1.808Breath Volume 01:48

0.000Air Blank 01:49

0.075Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:2501/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:58

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

CORONADO

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.078Control Test 01:45

0.000Air Blank 01:45

# 1 0.214Subject Sample 01:47

1.839Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.239Subject Sample 01:51

3.460Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 3 0.228Subject Sample 01:54

3.488Breath Volume 01:54

0.000Air Blank 01:55

0.076Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3701/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:25

Boca Raton PD

HARRISON,D

08/05/2023

15421080A1

Boca Raton PD

WALKER,KIANA,P

VELASQUEZ

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1 0.159Subject Sample 03:23

1.265Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.160Subject Sample 03:25

2.062Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:5901/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:16

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

BOUCICAUT

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.077Control Test 00:59

0.000Air Blank 00:59

# 1 0.242Subject Sample 01:00

2.175Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.235Subject Sample 01:03

1.785Breath Volume 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3401/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:00

Boca Raton PD

WILLIAMS,DAVID

08/05/2023

15421080A1

Boca Raton PD

WALKER,K,P

POLIS

12/22/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/28/2022 10:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3701/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:37

Boca Raton PD

CASAS,JAVIER

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

EVANS

01/28/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.243Subject Sample 02:34

3.671Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.244Subject Sample 02:37

3.746Breath Volume 02:37

0.000Air Blank 02:38

0.082Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 02/25/2022 10:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:2401/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

04:57

FHP TROOP E

BODDEN,DANIEL

08/03/2023

1356262

FHP TROOP E

BODDEN,DANIEL,R

BRAVE

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.081Control Test 06:03

0.000Air Blank 06:03

# 1 0.000Subject Sample 06:04

1.546Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.000Subject Sample 06:09

1.941Breath Volume 06:09

0.000Air Blank 06:09

0.082Control Test 06:09

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0201/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:40

FHP TROOP E

MUNOZ,DANIELLE

03/27/2022

1114319

FHP TROOP E

MUNOZ,DANIELLE,P

CASUSO MUNOZ

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:21

# 1 0.128Subject Sample 03:23

1.167Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.118Subject Sample 03:28

2.058Breath Volume 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:3001/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:09

FHP TROOP E

ESTEVEZ,JOSE

08/03/2023

1356262

FHP TROOP E

SANCHEZ,JUSTIN,A

CASTRO

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.081Control Test 21:53

0.000Air Blank 21:53

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:54

0.081Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:5101/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:09

FHP TROOP E

ESTEVEZ,JOSE

08/03/2023

1356262

FHP TROOP E

CASTRO,JUSTIN,A

CASTRO

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:04

# 1 0.281Subject Sample 22:06

2.742Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:08

# 2 0.267Subject Sample 22:09

2.609Breath Volume 22:09

0.000Air Blank 22:09

0.077Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:3301/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

16:57

FHP TROOP E

RODRIGUEZ,JAMES

08/03/2023

1356262

FHP TROOP E

RODRIGUEZ,JAMES,C

CASTRO

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:57

0.000Air Blank 17:58

0.081Control Test 17:58

0.000Air Blank 17:58

# 1Subject Sample 17:59 Subject Test Refused

0.000Breath Volume 17:59

0.000Air Blank 17:59

0.080Control Test 17:59

0.000Air Blank 18:00

OKDiagnostics Check 18:00

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0401/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:24

FHP TROOP E

CRUZ,ISRAEL

08/03/2023

1356262

FHP TROOP E

CRUZ,ISRAEL,I

SUSSMAN

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1 0.049Subject Sample 00:07

3.105Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.050Subject Sample 00:10

2.867Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:12

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:4301/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:30

FHP TROOP E

FALCON,IVAN

08/03/2023

1356262

FHP TROOP E

FALCON,IVAN,

REYES-PEREZ

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:25

0.081Control Test 17:25

0.000Air Blank 17:26

# 1Subject Sample 17:27 Subject Test Refused

0.000Breath Volume 17:27

0.000Air Blank 17:27

0.081Control Test 17:28

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:38:3301/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:47

05:59

FHP TROOP E

ELLISON,D

08/03/2023

1356262

FHP TROOP E

BURGOS,JOSE,F

WORTHEN

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:30

0.000Air Blank 07:31

0.081Control Test 07:31

0.000Air Blank 07:32

# 1 0.000Subject Sample 07:33

2.632Breath Volume 07:33

0.000Air Blank 07:34

0.000Air Blank 07:36

# 2 0.000Subject Sample 07:37

2.660Breath Volume 07:37

0.000Air Blank 07:37

0.081Control Test 07:37

0.000Air Blank 07:38

OKDiagnostics Check 07:38

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:4901/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:36

FHP TROOP E

BARRUTIA,JESSENIA

03/27/2022

1114319

FHP TROOP E

BARRUTIA,JESSENIA,D

POLENGHI

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:17

# 1 0.000Subject Sample 05:19

1.488Breath Volume 05:19

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.000Subject Sample 05:22

2.507Breath Volume 05:22

0.000Air Blank 05:22

0.079Control Test 05:23

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 01/26/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4801/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:12

FHP TROOP E

VEGA,JAIME

08/03/2023

1356262

FHP TROOP E

VEGA,JAIME,J

SANCHEZ

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

# 1 0.017Subject Sample 02:04

4.031Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.015Subject Sample 02:07

4.132Breath Volume 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 01/26/2022 09:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:0101/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:57

FHP TROOP E

MUNOZ,DANIELLE

03/27/2022

1114319

FHP TROOP E

MUNOZ,DANIELLE,P

ORTEGA LUNA

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.081Control Test 05:26

0.000Air Blank 05:26

# 1 0.238Subject Sample 05:27

3.519Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.229Subject Sample 05:30

2.273Breath Volume 05:30

0.000Air Blank 05:31

0.078Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:32

Data Download Date/Time: 01/26/2022 09:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4301/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:56

FHP TROOP E

LORENZO,FRANCISCO

08/03/2023

1356262

HIALEAH GARDENS PD

BODDEN,DANIEL,R

BARROSO

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:24

# 1 0.185Subject Sample 04:25

1.230Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.191Subject Sample 04:29

1.640Breath Volume 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 01/26/2022 09:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:3001/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:21

FHP TROOP E

ARTHUR,MELVIN

08/03/2023

1356262

FHP TROOP E

ARTHUR,MELVIN,J

RODRIGUEZ

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.079Control Test 21:00

0.000Air Blank 21:00

# 1Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 01/26/2022 09:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1901/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:05

FHP TROOP E

MELENDEZ-BONILLA,RONALD

08/03/2023

1356262

FHP TROOP E

MELENDEZ-BONILLA,RONALD,

DIAZ

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1 0.148Subject Sample 01:49

2.261Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.147Subject Sample 01:52

2.378Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 01/26/2022 09:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:3201/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:17

FHP TROOP E

ARIAS,RICHARD

08/03/2023

1356262

FHP TROOP E

ARIAS,RICHARD,J

LOPEZ

12/30/2021

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.081Control Test 05:54

0.000Air Blank 05:55

# 1Subject Sample 05:58 Subject Test Refused

0.000Breath Volume 05:58

0.000Air Blank 05:58

0.081Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 01/26/2022 09:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:4701/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:58

FHP TROOP E

SANCHEZ,JUSTIN

08/03/2023

1356262

FHP TROOP E

SANCHEZ,JUSTIN,

SARAVIA BENAVIDES

01/26/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:44

# 1Subject Sample 19:44 Subject Test Refused

0.000Breath Volume 19:44

0.000Air Blank 19:44

0.080Control Test 19:45

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 02/25/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4701/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:04

FHP TROOP E

ARIAS,RICHARD

08/03/2023

1356262

FHP TROOP E

ARIAS,RICHARD,J

ARGAMASILLA

01/26/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.082Control Test 01:48

0.000Air Blank 01:49

# 1 0.169Subject Sample 01:50

2.859Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.170Subject Sample 01:53

3.042Breath Volume 01:53

0.000Air Blank 01:53

0.081Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/25/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5901/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:12

FHP Troop D

GARARD,WILLIAM

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

ZAMBRANO ROMERO

01/12/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.164Subject Sample 03:37

3.042Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.161Subject Sample 03:40

3.230Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 02/11/2022 00:44

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1501/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:19

Manatee County SO

MERRILL,JACOB

11/19/2023

1408275

Manatee County SO

MERRILL,JACOB,M

MORAES SILVA

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 02/14/2022 09:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2001/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:59

Manatee County SO

ROWE,BRANDON

11/19/2023

1408275

Manatee County SO

ROWE,BRANDON,D

CHELUCA CRISTOBAL

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:21

# 1 0.226Subject Sample 22:22

2.183Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.231Subject Sample 22:25

1.812Breath Volume 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 02/14/2022 09:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:2201/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

15:09

Manatee County SO

MERRILL,JACOB

11/19/2023

1408275

Manatee County SO

MERRILL,JACOB,M

MAGNAN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:56

Air Blank 15:56 RFI Detect

0.000Air Blank 15:57

Data Download Date/Time: 02/14/2022 09:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:2901/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

15:09

Manatee County SO

MERRILL,JACOB

11/19/2023

1408275

Manatee County SO

MERRILL,JACOB,M

MAGNAN

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:59

0.000Air Blank 16:00

0.078Control Test 16:00

0.000Air Blank 16:01

# 1 0.293Subject Sample 16:01

1.957Breath Volume 16:01

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2 0.303Subject Sample 16:04

2.929Breath Volume 16:04

0.000Air Blank 16:05

0.080Control Test 16:05

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 02/14/2022 09:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2101/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:24

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

ANDERSON

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

# 1 0.107Subject Sample 04:00

2.167Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 2 0.097Subject Sample 04:04

1.789Breath Volume 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5801/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:30

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

BENITEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

# 1 0.246Subject Sample 01:52

2.175Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.246Subject Sample 01:55

2.089Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:5501/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:25

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

SHANNON

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.081Control Test 21:35

0.000Air Blank 21:35

# 1 0.120Subject Sample 21:36

1.511Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.132Subject Sample 21:39

1.542Breath Volume 21:39

0.000Air Blank 21:39

0.081Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0001/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:41

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

MUNSON

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.081Control Test 19:08

0.000Air Blank 19:08

# 1 0.138Subject Sample 19:09

1.800Breath Volume 19:09

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.123Subject Sample 19:12

1.234Breath Volume 19:12

0.000Air Blank 19:13

0.079Control Test 19:13

0.000Air Blank 19:13

OKDiagnostics Check 19:14

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0001/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:37

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

HOSKER

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1 0.141Subject Sample 23:25

3.027Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.142Subject Sample 23:28

2.375Breath Volume 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2101/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:02

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

AMADOR GONZALEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.082Control Test 01:38

0.000Air Blank 01:38

# 1 0.010Subject Sample 01:39

3.519Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.010Subject Sample 01:41

3.734Breath Volume 01:41

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4301/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:15

Manatee County SO

SIMANDL,REAGHN

03/28/2023

1303107

Manatee County SO

SIMANDL,REAGHN,S

REYES-GOMEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:17

# 1 0.148Subject Sample 04:18

2.179Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.145Subject Sample 04:21

2.320Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:0801/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

19:22

Manatee County SO

BARRETT,CODY

03/28/2023

1303107

Manatee County SO

BARRETT,CODY,R

WILSON

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.081Control Test 20:50

0.000Air Blank 20:50

# 1 0.000Subject Sample 20:51

2.933Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.000Subject Sample 20:54

1.300Breath Volume 20:54

0.000Air Blank 20:55

0.080Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:2801/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:21

Manatee County SO

SPRAGUE,-

03/28/2023

1303107

Manatee County SO

KENYAN,M,A

TUCHOLSKI

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:49

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4101/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:30

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

KLINGENSMITH

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:21

# 1 0.162Subject Sample 23:22

2.089Breath Volume 23:22

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.155Subject Sample 23:26

2.058Breath Volume 23:26

0.000Air Blank 23:26

0.081Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:4301/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:21

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

ROSARIO MARTINEZ

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:04

0.000Air Blank 04:04

# 1 0.109Subject Sample 04:05

1.886Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.104Subject Sample 04:08

1.285Breath Volume 04:08

0.000Air Blank 04:08

0.080Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:09:4501/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

14:35

FHP Troop F

COVERSTONE,DEREK

03/28/2023

1303107

FHP Troop F

COVERSTONE,DEREK,I

MORENO

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:02

0.000Air Blank 16:03

0.082Control Test 16:03

0.000Air Blank 16:04

# 1 0.327Subject Sample 16:04

3.406Breath Volume 16:04

0.000Air Blank 16:05

0.000Air Blank 16:07

# 2 0.317Subject Sample 16:07

3.058Breath Volume 16:07

0.000Air Blank 16:08

0.076Control Test 16:09

0.000Air Blank 16:09

OKDiagnostics Check 16:09

Data Download Date/Time: 02/14/2022 15:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4801/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:57

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

GOULD

12/07/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.074Subject Sample 02:38

1.226Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.073Subject Sample 02:41

1.277Breath Volume 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 01/28/2022 21:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0101/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:23

FHP Troop D

JONES,DAKOTA

09/20/2022

1206004

Titusville PD

HITCHCOCK,WILLIAM,D

GRAHAM

12/07/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

# 1 0.029Subject Sample 04:15

1.429Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.028Subject Sample 04:18

1.234Breath Volume 04:18

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:20

Data Download Date/Time: 01/28/2022 21:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:4701/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:27

FHP Troop D

PEPPIATT,CAMERON

09/20/2022

1206004

Titusville PD

HITCHCOCK,WILLIAM,D

SOMERS

12/07/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.209Subject Sample 00:52

2.718Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:54

# 2 0.197Subject Sample 00:55

1.968Breath Volume 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 01/28/2022 21:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:2301/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:43

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

BURNFIN

12/07/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

# 1 0.239Subject Sample 03:15

1.300Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.229Subject Sample 03:18

2.082Breath Volume 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 01/28/2022 21:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:1801/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

00:01

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

HARRINGTOM

12/07/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1 0.246Subject Sample 00:36

2.722Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.247Subject Sample 00:39

3.023Breath Volume 00:39

0.000Air Blank 00:40

0.083Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 01/28/2022 21:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:4201/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:23

FHP Troop D

PHIPPS,RYAN

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

CERISIER

01/28/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:06

# 1 0.156Subject Sample 23:08

1.105Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.166Subject Sample 23:11

1.664Breath Volume 23:11

0.000Air Blank 23:11

0.081Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 03/01/2022 16:02

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:3901/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:25

FHP Troop C

GALLOWAY,GRANT

01/08/2024

1433249

FHP Troop C

GALLOWAY,GRANT,D

ROBINSON

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

# 1 0.086Subject Sample 01:49

2.128Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.083Subject Sample 01:51

2.933Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 01/26/2022 20:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4801/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:05

FHP Troop C

GALLOWAY,GRANT

01/08/2024

1433249

FHP Troop C

GALLOWAY,GRANT,D

HERRERA

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

# 1Subject Sample 04:43 Subject Test Refused

0.000Breath Volume 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 01/26/2022 20:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1601/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:52

FHP Troop C

GALLOWAY,GRANT

01/08/2024

1433249

FHP Troop C

GALLOWAY,GRANT,D

DANIELS

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:40 Subject Test Refused

0.035Breath Volume 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 01/26/2022 20:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5701/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:18

FHP Troop C

GALLOWAY,GRANT

01/08/2024

1433249

FHP Troop C

GALLOWAY,GRANT,D

DAMAS

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

# 1 0.185Subject Sample 02:49

3.605Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 2 0.178Subject Sample 02:52

3.472Breath Volume 02:52

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 01/26/2022 20:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:2501/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:18

FHP Troop C

GALLOWAY,GRANT

01/08/2024

1433249

FHP Troop C

GALLOWAY,GRANT,D

SANCHEZ

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.081Control Test 00:49

0.000Air Blank 00:49

# 1 0.171Subject Sample 00:50

2.218Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.180Subject Sample 00:54

2.585Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 01/26/2022 20:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1901/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:39

FHP Troop C

PAYNTER,HUNTER

01/08/2024

1433249

FHP Troop C

GALLOWAY,GRANT,D

CHERY

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.082Control Test 03:01

0.000Air Blank 03:02

# 1 0.138Subject Sample 03:02

2.402Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.132Subject Sample 03:05

1.640Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/26/2022 20:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006637CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:3101/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:14

FHP Troop C

DOBOSIEWICZ,ANTHONY

01/08/2024

1433249

FHP Troop C

DOBOSIEWICZ,ANTHONY,N

ABADIA LOPEZ

01/26/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.081Control Test 20:42

0.000Air Blank 20:43

# 1 0.169Subject Sample 20:43

2.281Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.164Subject Sample 20:46

2.273Breath Volume 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 02/16/2022 23:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:3001/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:52

FHP Troop C

WELLS,AUSTIN

03/02/2022

1101850

FHP Troop C

WELLS,AUSTIN,D

FORTINO

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

# 1 0.204Subject Sample 02:17

1.324Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.217Subject Sample 02:22

2.410Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/26/2022 21:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:2901/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:16

FHP Troop C

WELLS,AUSTIN

03/02/2022

1101850

FHP Troop C

WELLS,AUSTIN,D

MONTEJO

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.080Control Test 19:27

0.000Air Blank 19:27

# 1 0.231Subject Sample 19:28

1.554Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.239Subject Sample 19:31

1.230Breath Volume 19:31

0.000Air Blank 19:32

0.078Control Test 19:32

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 01/26/2022 21:10

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4801/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

03:02

FHP Troop C

WELLS,AUSTIN

03/02/2022

1101850

FHP Troop C

WELLS,AUSTIN,D

HERNANDEZ LARA

12/30/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.082Control Test 03:17

0.000Air Blank 03:17

# 1 0.227Subject Sample 03:20 Volume Not Met

0.152Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.237Subject Sample 03:24

1.261Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:26

# 3 0.227Subject Sample 03:30 Volume Not Met

0.324Breath Volume 03:30

0.000Air Blank 03:30

0.081Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 01/26/2022 21:10

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006692CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2101/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:50

Holmes Beach PD

VANHORN,MICHAEL

08/02/2022

1175970

Holmes Beach PD

VANHORN,MICHAEL,T

TOBY

12/20/2021

8100.27

HOLMES BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.077Control Test 00:41

0.000Air Blank 00:41

# 1 0.175Subject Sample 00:43

3.160Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:45

# 2 0.165Subject Sample 00:46

2.894Breath Volume 00:46

0.000Air Blank 00:47

0.077Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 01/26/2022 07:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006692CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3501/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:43

Holmes Beach PD

HURT,ALEXANDER

08/02/2022

1175970

Holmes Beach PD

HURT,ALEXANDER,C

ARCHIBALD

01/23/2022

8100.27

HOLMES BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.077Control Test 00:30

0.000Air Blank 00:31

# 1 0.182Subject Sample 00:32

1.953Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.176Subject Sample 00:34

1.636Breath Volume 00:34

0.000Air Blank 00:35

0.076Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/24/2022 08:35

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:5001/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:10

FHP Troop F

LOGAN,ZACHARY

10/05/2024

3024022365

FHP Troop F

LOGAN,ZACHARY,S

JACOBS

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

# 1Subject Sample 04:54 Subject Test Refused

0.000Breath Volume 04:54

0.000Air Blank 04:54

0.081Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 01/10/2022 13:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:3701/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:49

FHP Troop F

LEDFORD,TAYLOR

10/05/2024

3024022365

FHP Troop F

LEDFORD,TAYLOR,M

RAMOS ASIAN

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:08

# 1 0.152Subject Sample 04:09

3.109Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.147Subject Sample 04:13

2.191Breath Volume 04:13

0.000Air Blank 04:13

0.078Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/10/2022 13:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:5101/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:09

FHP Troop F

LEDFORD,TAYLOR

10/05/2024

3024022365

FHP Troop F

LEDFORD,TAYLOR,M

MOSES

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.112Subject Sample 20:44

1.183Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.109Subject Sample 20:49

1.167Breath Volume 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 01/10/2022 13:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:2801/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:14

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

WEBB

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1 0.158Subject Sample 01:28

2.214Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.159Subject Sample 01:31

1.898Breath Volume 01:31

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/10/2022 13:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1101/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:10

Manatee County SO

BARRETT,CODY

10/05/2024

3024022365

Manatee County SO

BARRETT,CODY,R

PRICE

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

# 1 0.000Subject Sample 22:06

1.726Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.000Subject Sample 22:09

1.753Breath Volume 22:09

0.000Air Blank 22:10

0.079Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 01/10/2022 13:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:3601/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:23

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

JOHNSON

12/13/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.363Subject Sample 22:29

2.210Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.344Subject Sample 22:31

2.355Breath Volume 22:31

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 01/10/2022 13:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:2301/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:04

Manatee County SO

SIMANDL,REAGHN

10/05/2024

3024022365

Manatee County SO

SIMANDL,REAGHN,S

DVORAK

01/10/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.081Control Test 22:02

0.000Air Blank 22:02

# 1 0.143Subject Sample 22:03

2.820Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.138Subject Sample 22:07

3.812Breath Volume 22:07

0.000Air Blank 22:08

0.079Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 02/14/2022 09:36

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5301/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:22

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENETH,R

CYPHER

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

# 1 0.060Subject Sample 02:34

2.890Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.060Subject Sample 02:37

2.636Breath Volume 02:37

0.000Air Blank 02:37

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/26/2022 16:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1001/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:52

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

YEARWOOD

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.079Control Test 01:23

0.000Air Blank 01:23

# 1 0.107Subject Sample 01:24

1.398Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.114Subject Sample 01:27

2.277Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 01/26/2022 16:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2801/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:50

FHP Troop G

CALLAWAY,DANIEL

02/25/2022

35019080A3

St. John's County SO

MONTGOMERY,KENNETH,R

COLASANTI

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:27

# 1 0.143Subject Sample 03:28

2.441Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.147Subject Sample 03:30

2.472Breath Volume 03:30

0.000Air Blank 03:31

0.077Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 01/26/2022 16:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5801/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:00

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

QUINN

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.077Control Test 01:26

0.000Air Blank 01:26

# 1 0.114Subject Sample 01:27

2.074Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.112Subject Sample 01:30

2.246Breath Volume 01:30

0.000Air Blank 01:31

0.077Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/26/2022 16:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2101/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:25

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

ASBURY

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

# 1 0.094Subject Sample 02:40

3.218Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.095Subject Sample 02:43

2.742Breath Volume 02:43

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 01/26/2022 16:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1701/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:26

St. John's County SO

HOWARD,J

02/25/2022

35019080A3

St. John's County SO

HOWARD,J,G

ROBERTSON

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:11

# 1 0.213Subject Sample 03:11

3.890Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.205Subject Sample 03:14

3.890Breath Volume 03:14

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 01/26/2022 16:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:4501/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:47

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

MOOSEKIAN

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

# 1 0.202Subject Sample 21:28

2.042Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.200Subject Sample 21:31

1.257Breath Volume 21:31

0.000Air Blank 21:31

0.078Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 01/26/2022 16:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:2401/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:45

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

FREEMAN

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.079Control Test 21:00

0.000Air Blank 21:00

# 1 0.105Subject Sample 21:02

1.234Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.096Subject Sample 21:05

1.453Breath Volume 21:05

0.000Air Blank 21:06

0.078Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 01/26/2022 16:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:0601/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:56

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

JOHNSTON

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

# 1Subject Sample 01:12 RFI Detect

0.582Breath Volume 01:12

0.000Air Blank 01:13

0.078Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/26/2022 16:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0701/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:56

FHP Troop G

MONGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

JOHNSTON

12/15/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.076Control Test 01:17

0.000Air Blank 01:17

# 1 0.240Subject Sample 01:18

2.500Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.256Subject Sample 01:21

2.230Breath Volume 01:21

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 01/26/2022 16:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:1001/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:45

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

PETERS

01/26/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.078Control Test 21:06

0.000Air Blank 21:06

# 1 0.000Subject Sample 21:09

1.343Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2Subject Sample 21:11 Subject Test Refused

0.000Breath Volume 21:11

0.000Air Blank 21:12

0.076Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 02/07/2022 15:16

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:1701/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:19

06:19

FHP Troop F

TERUZ,GABRIEL

03/19/2022

1111579

FHP Troop F

TERUZ,GABRIEL,S

ENGLISH

12/14/2021

8100.27

FHP TROOP F

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:41

0.000Air Blank 06:41

0.082Control Test 06:42

0.000Air Blank 06:42

# 1Subject Sample 06:42 RFI Detect

0.000Breath Volume 06:42

0.000Air Blank 06:43

0.081Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 01/10/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:53:0701/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:19

06:19

FHP Troop F

TERUZ,GABRIEL

03/19/2022

1111579

FHP Troop F

TERUZ,GABRIEL,S

ENGLISH

12/14/2021

8100.27

FHP TROOP F

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:46

0.000Air Blank 06:47

0.080Control Test 06:47

0.000Air Blank 06:47

# 1 0.105Subject Sample 06:48

1.457Breath Volume 06:48

0.000Air Blank 06:49

0.000Air Blank 06:51

# 2 0.101Subject Sample 06:51

1.617Breath Volume 06:51

0.000Air Blank 06:52

0.080Control Test 06:52

0.000Air Blank 06:53

OKDiagnostics Check 06:53

Data Download Date/Time: 01/10/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4101/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:07

FHP Troop F

TERUZ,GABRIEL

03/19/2022

1111579

FHP Troop F

TERUZ,GABRIEL,S

OBRIEN

01/10/2022

8100.27

FHP TROOP F

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.082Control Test 00:28

0.000Air Blank 00:29

# 1 0.156Subject Sample 00:30

2.589Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.146Subject Sample 00:34

1.730Breath Volume 00:34

0.000Air Blank 00:34

0.081Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 02/14/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5201/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

01:16

FHP Troop F

TERUZ,GABRIEL

03/19/2022

1111579

FHP Troop F

TERUZ,GABRIEL,S

RIVERA JR

01/10/2022

8100.27

FHP TROOP F

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

# 1 0.102Subject Sample 01:38

1.937Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.096Subject Sample 01:41

1.964Breath Volume 01:41

0.000Air Blank 01:41

0.081Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 02/14/2022 09:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:2101/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:09

MIAMI-DADE PD

CAPOTE,DUVAN

04/05/2022

05620080A1

MIAMI-DADE PD

CAPOTE,DUVAN,

CALVO

12/09/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.077Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.077Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 01/12/2022 06:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:5001/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:18

MIAMI-DADE PD

FERNANDEZ,D

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

CEAMANOS

12/09/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

# 1 0.172Subject Sample 04:49

1.562Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.185Subject Sample 04:53

1.804Breath Volume 04:53

0.000Air Blank 04:53

0.077Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 01/12/2022 06:43

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2101/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:45

MIAMI-DADE PD

DELGADO,M

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

MORALES LINARES

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:30 Slope Not Met

1.843Breath Volume 02:30

0.000Air Blank 02:31

0.082Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1901/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:30

MIAMI-DADE PD

DELGADO,M

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

MORALES LINARES

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.087Control Test 02:57 Control Outside Tolerance

Air Blank 02:58 Ambient Fail

Data Download Date/Time: 02/02/2022 03:30

15 March 2022

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:0001/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:24

MIAMI-DADE PD

JULES,J

04/05/2022

05620080A1

NORTH MIAMI PD

DELGADO,MIGUEL,R

COSME

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:25

0.000Air Blank 05:25

0.080Control Test 05:25

0.000Air Blank 05:26

# 1Subject Sample 05:26 Subject Test Refused

0.000Breath Volume 05:26

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:27

OKDiagnostics Check 05:28

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4001/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:29

MIAMI-DADE PD

QUINTANA,J

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,

MORALES

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.079Control Test 03:05

0.000Air Blank 03:05

# 1 0.189Subject Sample 03:06

1.816Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.197Subject Sample 03:10

2.324Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3301/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:40

MIAMI-DADE PD

KISNEY-SMITH,F

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

CABALLERO

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:41

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.077Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0401/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

01:00

MIAMI-DADE PD

KINSEY-SMITH,F

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

CABO HERNANDEZ

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

# 1 0.111Subject Sample 01:36

1.273Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:38

# 2 0.111Subject Sample 01:39

1.406Breath Volume 01:39

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:41

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:50:3101/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:17

07:11

MIAMI-DADE PD

BATTAGLIA,P

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

STCYR

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:41

0.000Air Blank 08:42

0.078Control Test 08:42

0.000Air Blank 08:42

# 1 0.119Subject Sample 08:44

1.437Breath Volume 08:44

0.000Air Blank 08:45

0.000Air Blank 08:47

# 2 0.122Subject Sample 08:48

2.097Breath Volume 08:48

0.000Air Blank 08:49

0.078Control Test 08:49

0.000Air Blank 08:50

OKDiagnostics Check 08:50

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3401/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:50

MIAMI-DADE PD

DELGADO,M

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

DIAZ

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:0201/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

04:58

MIAMI-DADE PD

PREDELUS,J

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

BORREGO MARTINEZ

01/12/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.079Control Test 05:56

0.000Air Blank 05:56

# 1 0.122Subject Sample 05:58

1.558Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.123Subject Sample 06:02

1.636Breath Volume 06:02

0.000Air Blank 06:03

0.077Control Test 06:03

0.000Air Blank 06:03

OKDiagnostics Check 06:04

Data Download Date/Time: 02/02/2022 03:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:4401/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:47

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

ANDRADE BARRIOS

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:38

0.000Air Blank 21:38

# 1 0.299Subject Sample 21:40

1.128Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:42

# 2 0.317Subject Sample 21:43

1.468Breath Volume 21:43

0.000Air Blank 21:43

0.078Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 01/05/2022 11:01

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:4401/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

21:51

20:47

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

ANDRADE BARRIOS

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

# 1 0.290Subject Sample 22:45

1.781Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:47

# 2 0.286Subject Sample 22:48

1.417Breath Volume 22:48

0.000Air Blank 22:48

0.079Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 01/05/2022 11:01

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:07:3001/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:39

07:15

Broward County SO

GIBSON,GERONIMO

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

COVINGTON

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:01

0.000Air Blank 09:01

0.083Control Test 09:02

0.000Air Blank 09:02

# 1 0.000Subject Sample 09:03

1.976Breath Volume 09:03

0.000Air Blank 09:03

0.000Air Blank 09:05

# 2 0.000Subject Sample 09:06

1.855Breath Volume 09:06

0.000Air Blank 09:06

0.080Control Test 09:06

0.000Air Blank 09:07

OKDiagnostics Check 09:07

Data Download Date/Time: 01/05/2022 11:01

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:3401/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:49

Broward County SO

MCVEY,KRISTINA

01/31/2023

1273831

Pembroke Pines PD

GRAY,SANDRA,

BASANTES VELASTEGUI

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.082Control Test 04:59

0.000Air Blank 04:59

# 1 0.204Subject Sample 05:01

1.199Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.201Subject Sample 05:05

1.398Breath Volume 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:0001/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:04

14:55

Broward County SO

BRAVO-BROWN,BETTINA

01/31/2023

1273831

Margate PD

FRAZIER,ANAYA,S

ARCHULETA

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:24

0.000Air Blank 16:24

0.079Control Test 16:25

0.000Air Blank 16:25

# 1 0.302Subject Sample 16:26

2.320Breath Volume 16:26

0.000Air Blank 16:27

0.000Air Blank 16:28

# 2 0.297Subject Sample 16:29

2.199Breath Volume 16:29

0.000Air Blank 16:30

0.079Control Test 16:30

0.000Air Blank 16:30

OKDiagnostics Check 16:31

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2801/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:04

Broward County SO

LIPTAK,LAUREN

01/31/2023

1273831

Margate PD

GRAY,SANDRA,

FULLER

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1 0.059Subject Sample 03:05

2.402Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.058Subject Sample 03:08

1.644Breath Volume 03:08

0.000Air Blank 03:09

0.078Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0601/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:36

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

GUZMAN,JOSE,M

ANTBEY

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

# 1 0.213Subject Sample 04:12

1.699Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.200Subject Sample 04:15

2.214Breath Volume 04:15

0.000Air Blank 04:16

0.078Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3901/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:05

Broward County SO

ARMSTRONG,BRITTNEY

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

STRIGGLES

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.248Subject Sample 02:44

2.406Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.250Subject Sample 02:47

2.652Breath Volume 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:2301/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:55

Broward County SO

O'DOR,ROBERT

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

ANTKIEWICZ

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.081Control Test 23:40

0.000Air Blank 23:40

# 1 0.000Subject Sample 23:41

1.972Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.000Subject Sample 23:45

2.214Breath Volume 23:45

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4401/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:04

Broward County SO

BOHM,JONATHAN

01/31/2023

1273831

Fort Lauderdale PD

GRAY,SANDRA,

KENDRICK

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.082Control Test 04:29

0.000Air Blank 04:30

# 1 0.168Subject Sample 04:31

2.316Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.170Subject Sample 04:34

2.335Breath Volume 04:34

0.000Air Blank 04:34

0.077Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2801/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:33

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

GUZMAN,JOSE,M

ANGELOS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

# 1 0.164Subject Sample 02:19

2.500Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.160Subject Sample 02:21

2.519Breath Volume 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2001/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:28

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

FLOWER

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.086Subject Sample 01:34

3.308Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.088Subject Sample 01:37

3.339Breath Volume 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 02/02/2022 10:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3501/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:12

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

PIERRE

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:54

# 1 0.185Subject Sample 02:55

2.210Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.182Subject Sample 02:59

1.277Breath Volume 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:0101/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:23

Broward County SO

GRESHEIMER,JOHN

01/31/2023

1273831

OTHER State

FRAZIER,ANAYA,S

GARCIA VIERA

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

# 1 0.000Subject Sample 04:49

2.082Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.000Subject Sample 04:52

2.636Breath Volume 04:52

0.000Air Blank 04:53

0.081Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:54

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3601/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

00:36

Broward County SO

SURPRIS,KERVENS

01/31/2023

1273831

Davie PD

GRAY,SANDRA,

EVANS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.082Control Test 02:58

0.000Air Blank 02:59

# 1 0.193Subject Sample 02:59

1.691Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.190Subject Sample 03:03

1.507Breath Volume 03:03

0.000Air Blank 03:03

0.081Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:3801/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:15

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

GALLO

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:58

# 1 0.213Subject Sample 05:01

1.820Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.204Subject Sample 05:04

1.726Breath Volume 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0101/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:11

Broward County SO

O'DOR,ROBERT

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

BIRDWELL

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

# 1 0.119Subject Sample 02:57

1.992Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 02:59

# 2 0.125Subject Sample 03:00

1.136Breath Volume 03:00

0.000Air Blank 03:01

0.077Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:02

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1301/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:00

Broward County SO

O'DOR,ROBERT

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

ATKINSON

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

# 1 0.150Subject Sample 03:45

1.613Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.143Subject Sample 03:48

1.222Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:1101/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:00

Broward County SO

GOLDBERG,J

01/31/2023

1273831

Miccosukee PD

FRAZIER,ANAYA,S

HOPKINS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.081Control Test 18:52

0.000Air Blank 18:53

# 1 0.125Subject Sample 18:53

3.046Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.124Subject Sample 18:56

2.707Breath Volume 18:56

0.000Air Blank 18:57

0.081Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2201/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

02:10

Broward County SO

ALONSO,BERNARDO

01/31/2023

1273831

OTHER State

GRAY,SANDRA,

PESTER

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.080Control Test 04:58

0.000Air Blank 04:59

# 1 0.186Subject Sample 05:00

1.593Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.195Subject Sample 05:03

2.023Breath Volume 05:03

0.000Air Blank 05:04

0.078Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:0201/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

17:24

Broward County SO

HUGGINS,WILLIAM

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

SANTISTEBAN

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:28

0.080Control Test 19:29

0.000Air Blank 19:29

# 1 0.316Subject Sample 19:30

2.527Breath Volume 19:30

0.000Air Blank 19:31

0.000Air Blank 19:32

# 2 0.293Subject Sample 19:33

2.390Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 3 0.275Subject Sample 19:36

1.535Breath Volume 19:36

0.000Air Blank 19:37

0.080Control Test 19:37

0.000Air Blank 19:37

OKDiagnostics Check 19:38

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:3201/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:49

Broward County SO

CARTER,JAMES

01/31/2023

1273831

Fort Lauderdale PD

TILLMAN,SHEILA,L

PARADISE

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:01

# 1 0.092Subject Sample 00:02

1.847Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.095Subject Sample 00:05

1.859Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:5701/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

05:14

Broward County SO

CARTER,JAMES

01/31/2023

1273831

Fort Lauderdale PD

TILLMAN,SHEILA,L

PHANG

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 05:59

0.081Control Test 05:59

0.000Air Blank 06:00

# 1Subject Sample 06:03 No Sample Provided

0.000Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.210Subject Sample 06:09 Volume Not Met

1.074Breath Volume 06:09

0.000Air Blank 06:10

0.080Control Test 06:10

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:0001/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

05:14

Broward County SO

CARTER,JAMES

01/31/2023

1273831

Fort Lauderdale PD

TILLMAN,SHEILA,L

TILLMAN

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.077Control Test 06:13

0.000Air Blank 06:14

# 1 0.228Subject Sample 06:14

1.578Breath Volume 06:14

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.226Subject Sample 06:19

1.562Breath Volume 06:19

0.000Air Blank 06:20

0.079Control Test 06:20

0.000Air Blank 06:20

OKDiagnostics Check 06:21

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:5901/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:36

05:15

Broward County SO

SELF,DAULTON

01/31/2023

1273831

Seminole Dept of LE

TILLMAN,SHEILA,L

FRANK

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:59

0.000Air Blank 06:59

0.079Control Test 07:00

0.000Air Blank 07:00

# 1 0.042Subject Sample 07:01

4.195Breath Volume 07:01

0.000Air Blank 07:02

0.000Air Blank 07:03

# 2 0.042Subject Sample 07:04

4.339Breath Volume 07:04

0.000Air Blank 07:05

0.081Control Test 07:05

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3201/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:11

Broward County SO

ALSHAIER,ELIAS

01/31/2023

1273831

Sunrise PD

GRAY,SANDRA,

FYNE

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

# 1 0.259Subject Sample 02:13

1.378Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.239Subject Sample 02:17

1.386Breath Volume 02:17

0.000Air Blank 02:18

0.083Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0501/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:26

Broward County SO

ALSHAIER,ELIAS

01/31/2023

1273831

Sunrise PD

GRAY,SANDRA,

SALGADO

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:26

# 1 0.076Subject Sample 01:27

2.386Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.074Subject Sample 01:30

2.343Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5501/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:29

Broward County SO

CUTLER,TAYLOR

01/31/2023

1273831

Miramar PD

TILLMAN,SHEILA,L

CEBALLOS II

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.101Subject Sample 03:39

2.921Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:41

# 2 0.100Subject Sample 03:42

2.855Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:1901/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:11

Broward County SO

ARMSTRONG,BRITTANY

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

ARNOLD

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.084Control Test 05:21

0.000Air Blank 05:21

# 1 0.151Subject Sample 05:23

2.062Breath Volume 05:23

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.157Subject Sample 05:26

2.257Breath Volume 05:26

0.000Air Blank 05:27

0.078Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 02/02/2022 10:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:2201/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:35

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

FLYNN

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.082Control Test 23:21

0.000Air Blank 23:22

# 1 0.082Subject Sample 23:22

3.488Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.083Subject Sample 23:25

3.742Breath Volume 23:25

0.000Air Blank 23:26

0.083Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 02/02/2022 10:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:3301/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:31

Broward County SO

HOLLOWAY,DEVARIOUS

01/31/2023

1273831

Miramar PD

FRAZIER,ANAYA,S

MIKLE

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.203Subject Sample 00:27

1.347Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.201Subject Sample 00:29

2.683Breath Volume 00:29

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 02/02/2022 10:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4401/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:52

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

PETRI

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.082Control Test 02:00

0.000Air Blank 02:00

# 1 0.000Subject Sample 02:01

3.390Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.000Subject Sample 02:04

3.054Breath Volume 02:04

0.000Air Blank 02:04

0.082Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 02/02/2022 10:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5901/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:59

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

CONLEY

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:48

# 1 0.228Subject Sample 02:49

2.750Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.205Subject Sample 02:52

2.792Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 3 0.205Subject Sample 02:55

3.460Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/02/2022 10:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:5301/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:33

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

PROTHERO

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:57

# 1 0.171Subject Sample 22:58

1.773Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.180Subject Sample 23:02

1.863Breath Volume 23:02

0.000Air Blank 23:02

0.077Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 01/26/2022 11:44

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5801/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:53

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

STONER,STONER,C

ALEMAN

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 01/26/2022 11:44

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:5001/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:08

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

CHATTERTON

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

# 1 0.202Subject Sample 04:34

2.003Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.203Subject Sample 04:37

2.671Breath Volume 04:37

0.000Air Blank 04:37

0.079Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 01/26/2022 11:44

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4101/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:56

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

ANDERSON

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1 0.132Subject Sample 03:20

1.367Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.141Subject Sample 03:24

2.011Breath Volume 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 01/26/2022 11:44

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0101/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:41

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

THITISUPUDOM

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

# 1Subject Sample 00:13 Subject Test Refused

0.140Breath Volume 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:15

Data Download Date/Time: 01/26/2022 11:44

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:0001/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:47

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

UNDERWOOD

01/25/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

# 1 0.177Subject Sample 21:29

1.906Breath Volume 21:29

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.186Subject Sample 21:32

2.476Breath Volume 21:32

0.000Air Blank 21:33

0.082Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:34

Data Download Date/Time: 02/24/2022 11:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1201/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:52

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

ROTHMAN

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:18

# 1 0.085Subject Sample 02:19

1.796Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.080Subject Sample 02:22

1.316Breath Volume 02:22

0.000Air Blank 02:23

0.082Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0601/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:37

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

LOWE

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.078Subject Sample 04:18

1.476Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.072Subject Sample 04:22

1.226Breath Volume 04:22

0.000Air Blank 04:23

0.082Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:5201/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:41

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

SOSA BATISTA

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:05

# 1 0.223Subject Sample 21:07

2.468Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.237Subject Sample 21:10

2.667Breath Volume 21:10

0.000Air Blank 21:10

0.081Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1601/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:55

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

DIAMOND

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.082Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:2701/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:38

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

BERRIAN

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.082Control Test 01:05

0.000Air Blank 01:05

# 1 0.060Subject Sample 01:06

1.671Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.058Subject Sample 01:09

1.500Breath Volume 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:3501/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:38

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

TIBBETTS

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:03

0.000Air Blank 19:03

0.082Control Test 19:04

0.000Air Blank 19:04

# 1 0.218Subject Sample 19:06

1.230Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.227Subject Sample 19:09

1.414Breath Volume 19:09

0.000Air Blank 19:10

0.082Control Test 19:10

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1901/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

00:05

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

ALVAREZ

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.083Control Test 00:32

0.000Air Blank 00:33

# 1 0.251Subject Sample 00:34

2.410Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.244Subject Sample 00:37

2.238Breath Volume 00:37

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5901/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:16

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

AUSTIN

12/01/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:41

# 1 0.114Subject Sample 01:42

3.464Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.113Subject Sample 01:45

2.718Breath Volume 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2401/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:25

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

CUNIN

01/25/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.082Control Test 01:59

0.000Air Blank 01:59

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:01

0.082Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/27/2022 19:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:3601/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:24

COLLIER COUNTY SO

JOHNSON,T

04/05/2023

06021080A2

COLLIER COUNTY SO

DUDASH,MATTHEW,B

ONEILL

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.077Control Test 02:13

0.000Air Blank 02:14

# 1 0.222Subject Sample 02:17 Volume Not Met

0.058Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.277Subject Sample 02:22 No .020 agreement

2.015Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 3 0.253Subject Sample 02:27 No .020 agreement

1.480Breath Volume 02:27

0.000Air Blank 02:28

0.075Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 02/02/2022 15:53

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:3201/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:58

COLLIER COUNTY SO

KENNEDY,DANIEL

04/05/2023

06021080A2

COLLIER COUNTY SO

KENNEDY,DANIEL,L

KUBICSEK

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.078Control Test 21:08

0.000Air Blank 21:09

# 1 0.112Subject Sample 21:10

1.589Breath Volume 21:10

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.119Subject Sample 21:12

1.515Breath Volume 21:12

0.000Air Blank 21:13

0.077Control Test 21:13

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 02/02/2022 15:53

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:1401/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:53

COLLIER COUNTY SO

PASZTOR,M

04/05/2023

06021080A2

COLLIER COUNTY SO

CARMONA,R,

RAMIREZ

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:56

# 1 0.181Subject Sample 21:56

3.015Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.177Subject Sample 21:59

2.843Breath Volume 21:59

0.000Air Blank 22:00

0.077Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:2401/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

17:15

COLLIER COUNTY SO

KENNEDY,DANIEL

04/05/2023

06021080A2

COLLIER COUNTY SO

KENNEDY,DANIEL,L

HENNESSEY

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.078Control Test 18:34

0.000Air Blank 18:35

# 1 0.301Subject Sample 18:37

2.593Breath Volume 18:37

0.000Air Blank 18:38

0.000Air Blank 18:39

# 2 0.277Subject Sample 18:40

1.523Breath Volume 18:40

0.000Air Blank 18:41

0.000Air Blank 18:43

# 3 0.284Subject Sample 18:43

1.796Breath Volume 18:43

0.000Air Blank 18:44

0.076Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:0501/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

19:08

COLLIER COUNTY SO

HARRINGTON,J

04/05/2023

06021080A2

NAPLES PD

HEBEL,B,

HANEY

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.077Control Test 20:09

0.000Air Blank 20:10

# 1 0.200Subject Sample 20:11

2.316Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.193Subject Sample 20:15

1.429Breath Volume 20:15

0.000Air Blank 20:16

0.075Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:17

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:1801/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:59

COLLIER COUNTY SO

GROSSKLAS,D

04/05/2023

06021080A2

COLLIER COUNTY SO

CHAVEZ CABRERA,A,

PEREZ FERNANDEZ

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.077Control Test 22:07

0.000Air Blank 22:07

# 1 0.225Subject Sample 22:10

1.132Breath Volume 22:10

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.213Subject Sample 22:13

1.179Breath Volume 22:13

0.000Air Blank 22:14

0.076Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:22:2201/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

12:36

COLLIER COUNTY SO

HOROWITZ,A

04/05/2023

06021080A2

COLLIER COUNTY SO

BERMUDEZ,JULIAN,A

KOTOWSKI

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:16

0.000Air Blank 16:16

0.078Control Test 16:16

0.000Air Blank 16:17

# 1 0.000Subject Sample 16:18

4.062Breath Volume 16:18

0.000Air Blank 16:18

0.000Air Blank 16:20

# 2 0.000Subject Sample 16:20

3.816Breath Volume 16:20

0.000Air Blank 16:21

0.078Control Test 16:21

0.000Air Blank 16:22

OKDiagnostics Check 16:22

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2901/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

00:46

COLLIER COUNTY SO

BRENNAN,A

04/05/2023

06021080A2

COLLIER COUNTY SO

NATSON,ANDRAE,M

ARBOGAST

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

# 1 0.198Subject Sample 02:12

1.417Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.190Subject Sample 02:15

1.148Breath Volume 02:15

0.000Air Blank 02:16

0.078Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4401/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

21:15

COLLIER COUNTY SO

FORLENZA,J

04/05/2023

06021080A2

NAPLES PD

GALLOPS,C,M

CHUMINATTO

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.078Control Test 02:00

0.000Air Blank 02:00

# 1 0.145Subject Sample 02:01

3.601Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.145Subject Sample 02:04

3.414Breath Volume 02:04

0.000Air Blank 02:04

0.077Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:2001/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:15

COLLIER COUNTY SO

LANTINI,N

04/05/2023

06021080A2

COLLIER COUNTY SO

ENRRIQUEZ,A,

AGUILARMARTINEZ

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.078Control Test 02:19

0.000Air Blank 02:19

# 1 0.189Subject Sample 02:20

2.238Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.181Subject Sample 02:23

2.781Breath Volume 02:23

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1901/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

00:53

COLLIER COUNTY SO

TORRES,J

04/05/2023

06021080A2

FHP TROOP F

TURNER,S,C

SO

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.078Control Test 02:34

0.000Air Blank 02:34

# 1 0.000Subject Sample 02:35

1.371Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.000Subject Sample 02:37

1.582Breath Volume 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:1401/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:56

COLLIER COUNTY SO

APONTE,C.

04/05/2023

06021080A2

COLLIER COUNTY SO

SUAREZ,J.,

LOPEZ HERNANDEZ

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.078Control Test 22:58

0.000Air Blank 22:59

# 1 0.195Subject Sample 23:00

1.957Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:02

# 2 0.180Subject Sample 23:03

2.359Breath Volume 23:03

0.000Air Blank 23:04

0.074Control Test 23:04 Control Outside Tolerance

0.000Air Blank 23:05

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:2001/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:56

COLLIER COUNTY SO

APONTE,C.

04/05/2023

06021080A2

COLLIER COUNTY SO

SUAREZ,J.,

LOPEZ HERNANDEZ

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.077Control Test 23:11

0.000Air Blank 23:12

# 1 0.202Subject Sample 23:12

2.542Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.190Subject Sample 23:15

3.546Breath Volume 23:15

0.000Air Blank 23:16

0.075Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 02/02/2022 15:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:4001/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:45

COLLIER COUNTY SO

CURRY,A

04/05/2023

06021080A2

COLLIER COUNTY SO

LUGO,JONATHAN,B

STOJANOVIK

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

# 1 0.217Subject Sample 02:46

1.332Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.203Subject Sample 02:50

1.632Breath Volume 02:50

0.000Air Blank 02:51

0.077Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:0001/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:35

COLLIER COUNTY SO

SILVA,L

04/05/2023

06021080A2

COLLIER COUNTY SO

ENRRIQUEZ,A,

PEREZMEDINA

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.077Control Test 04:44

0.000Air Blank 04:45

# 1 0.218Subject Sample 04:45

2.394Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.199Subject Sample 04:49

1.824Breath Volume 04:49

0.000Air Blank 04:50

0.078Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:51

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4001/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:23

COLLIER COUNTY SO

GROSSKLAS,D

04/05/2023

06021080A2

COLLIER COUNTY SO

MYERS,S,

EVANS

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.077Control Test 23:29

0.000Air Blank 23:30

# 1 0.208Subject Sample 23:31

2.101Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.205Subject Sample 23:34

2.113Breath Volume 23:34

0.000Air Blank 23:34

0.077Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:4701/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:42

COLLIER COUNTY SO

KENNEDY,DANIEL

04/05/2023

06021080A2

COLLIER COUNTY SO

KENNEDY,DANIEL,L

PATTERSON

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:40

# 1 0.000Subject Sample 20:41

3.753Breath Volume 20:41

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.000Subject Sample 20:44

3.347Breath Volume 20:44

0.000Air Blank 20:44

0.078Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4201/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:43

COLLIER COUNTY SO

COREY,G

04/05/2023

06021080A2

COLLIER COUNTY SO

VALDEZ,D,R

BODDY

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.135Subject Sample 00:52

1.796Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.137Subject Sample 00:56

2.437Breath Volume 00:56

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2001/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

19:34

COLLIER COUNTY SO

BUONAVOLONTA,J

04/05/2023

06021080A2

COLLIER COUNTY SO

CASTRO,D,

SEBASTIANANDRES

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:06

# 1 0.080Subject Sample 02:06

2.582Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.075Subject Sample 02:09

1.695Breath Volume 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1601/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:09

COLLIER COUNTY SO

HARRINGTON,J

04/05/2023

06021080A2

NAPLES PD

PECORELLA,R,K

ELLSWORTH

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.078Control Test 03:31

0.000Air Blank 03:31

# 1 0.175Subject Sample 03:32

1.781Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.180Subject Sample 03:36

1.652Breath Volume 03:36

0.000Air Blank 03:37

0.076Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:2201/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:08

COLLIER COUNTY SO

LYPAK,R

04/05/2023

06021080A2

COLLIER COUNTY SO

LASALA,J,D

LEE

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.078Control Test 04:17

0.000Air Blank 04:17

# 1 0.170Subject Sample 04:18

2.132Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.180Subject Sample 04:21

1.203Breath Volume 04:21

0.000Air Blank 04:22

0.078Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:2201/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:22

COLLIER COUNTY SO

KENNEDY,DANIEL

04/05/2023

06021080A2

COLLIER COUNTY SO

KENNEDY,DANIEL,L

GAY

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:28

0.000Air Blank 17:28

0.079Control Test 17:28

0.000Air Blank 17:29

# 1 0.050Subject Sample 17:30

1.386Breath Volume 17:30

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.055Subject Sample 17:33

2.671Breath Volume 17:33

0.000Air Blank 17:34

0.078Control Test 17:34

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3401/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:55

COLLIER COUNTY SO

BATSON 2865,CPL

04/05/2023

06021080A2

COLLIER COUNTY SO

ENRRIQUEZ,A,

VASQUEZ-FELIPE

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

# 1 0.196Subject Sample 03:30

3.117Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.186Subject Sample 03:32

2.617Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:1201/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:15

COLLIER COUNTY SO

BRENNAN,A

04/05/2023

06021080A2

COLLIER COUNTY SO

NOEL,YVES,

MONSON

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

# 1 0.191Subject Sample 22:38

1.980Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:40

# 2 0.180Subject Sample 22:42

2.289Breath Volume 22:42

0.000Air Blank 22:43

0.072Control Test 22:43 Control Outside Tolerance

0.000Air Blank 22:44

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1201/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:05

COLLIER COUNTY SO

COREY,G

04/05/2023

06021080A2

COLLIER COUNTY SO

DORIETY,G,

ROBERTS

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

# 1 0.159Subject Sample 02:13

4.328Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.154Subject Sample 02:16

4.824Breath Volume 02:16

0.000Air Blank 02:17

0.076Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:5101/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:42

COLLIER COUNTY SO

BAUERBAND,T

04/05/2023

06021080A2

NAPLES PD

DUDASH,MATTHEW,B

KOWALSKYNETO

01/05/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

# 1 0.044Subject Sample 21:50

2.496Breath Volume 21:50

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.044Subject Sample 21:53

2.363Breath Volume 21:53

0.000Air Blank 21:53

0.079Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 02/02/2022 15:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1101/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

02:30

02:30

Charlotte County SO

CRITES,CHRISTOPHER

11/05/2022

24620080A3

Charlotte County SO

CRITES,CHRISTOPHER,J

MARCHMAN

12/29/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.063Subject Sample 03:10

3.003Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.059Subject Sample 03:13

2.847Breath Volume 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 01/31/2022 08:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4901/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:58

Charlotte County SO

ANDERSON,J

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

COOLEY

12/29/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:39

# 1 0.174Subject Sample 00:40

2.804Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.177Subject Sample 00:43

2.585Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 01/31/2022 08:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:4501/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

17:00

Charlotte County SO

SARVER,CPL

11/05/2022

24620080A3

Charlotte County SO

MONN,CLARENCE,R

LARSON

12/29/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:07

0.000Air Blank 18:07

0.080Control Test 18:08

0.000Air Blank 18:08

# 1 0.194Subject Sample 18:10

1.562Breath Volume 18:10

0.000Air Blank 18:11

0.000Air Blank 18:12

# 2 0.193Subject Sample 18:13

1.269Breath Volume 18:13

0.000Air Blank 18:13

0.077Control Test 18:14

0.000Air Blank 18:14

OKDiagnostics Check 18:14

Data Download Date/Time: 01/31/2022 08:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2201/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:44

Charlotte County SO

DAVIDSON,MIKE

11/05/2022

24620080A3

Charlotte County SO

LITMAN,JACELYN,A

TAKASAWA

12/29/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.174Subject Sample 00:28

2.250Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:30

# 2 0.000Subject Sample 00:33 Volume Not Met

2.144Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 3 0.174Subject Sample 00:37

1.574Breath Volume 00:37

0.000Air Blank 00:38

0.075Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 01/31/2022 08:46

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:5601/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:35

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

POPICK,SCOTT,L

BURGESS

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:57

0.079Control Test 05:57

0.000Air Blank 05:57

# 1 0.190Subject Sample 05:58

1.437Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:00

# 2 0.184Subject Sample 06:02

1.445Breath Volume 06:02

0.000Air Blank 06:02

0.079Control Test 06:03

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 01/05/2022 13:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3301/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:36

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

POPICK,SCOTT,L

ALICEA RAMOS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 03:57 Internal Printer Test

0.000Air Blank 03:57

Data Download Date/Time: 02/02/2022 09:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0901/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:36

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

POPICK,SCOTT,L

ALICEA RAMOS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1 0.105Subject Sample 04:01

2.554Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.098Subject Sample 04:04

2.230Breath Volume 04:04

0.000Air Blank 04:04

0.079Control Test 04:05

0.000Air Blank 04:05

FailDiagnostics Check 04:05 Internal Printer Test

0.000Air Blank 04:06

Data Download Date/Time: 02/02/2022 09:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:3101/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:36

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

POPICK,SCOTT,L

ALICEA RAMOS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

# 1 0.101Subject Sample 04:10

2.640Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.100Subject Sample 04:12

1.492Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 02/02/2022 09:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:1301/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:20

Hardee County SO

ROSARIO,LUIS

09/20/2022

1206004

Hardee County SO

ALBRITTON,GARRETT,M

PITTMAN

12/22/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.079Control Test 21:11

0.000Air Blank 21:11

# 1Subject Sample 21:11 Subject Test Refused

0.000Breath Volume 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 01/30/2022 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007165CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3401/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:11

FFWCC (West Palm)

BRODBECK,JAMES

09/22/2023

1380119

FFWCC (West Palm)

BRODBECK,JAMES,J

PEREZ

12/29/2021

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.000Subject Sample 02:37

2.511Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.000Subject Sample 02:40

2.527Breath Volume 02:40

0.000Air Blank 02:40

0.076Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 02/03/2022 11:19

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3601/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:12

Key West PD

ADORNO,SAMUEL

01/08/2024

1433249

Key West PD

MALAK,TIMOTHY,J

BOSSICK

12/14/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 01/05/2022 13:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2201/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:56

Monroe County SO

GILROY,ZACHARY

01/08/2024

1433249

Monroe County SO

GILROY,ZACHARY,I

DESOUZA

12/14/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.094Subject Sample 03:25

2.671Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.099Subject Sample 03:28

3.152Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/05/2022 13:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:33:4701/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:32

Monroe County SO

LANE,JONATHAN

01/08/2024

1433249

Monroe County SO

LANE,JONATHAN,M

DESROSIERS

12/14/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:26

0.000Air Blank 09:27

0.080Control Test 09:27

0.000Air Blank 09:28

# 1 0.114Subject Sample 09:29

2.605Breath Volume 09:29

0.000Air Blank 09:29

0.000Air Blank 09:31

# 2 0.105Subject Sample 09:32

1.515Breath Volume 09:32

0.000Air Blank 09:32

0.080Control Test 09:33

0.000Air Blank 09:33

OKDiagnostics Check 09:33

Data Download Date/Time: 01/05/2022 13:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:2801/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

18:13

Monroe County SO

MULTY,TANISHA

01/08/2024

1433249

Monroe County SO

MARTIN-REYES,JUAN,C

NOA-BENTACOURT

12/14/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.081Control Test 19:50

0.000Air Blank 19:50

# 1 0.197Subject Sample 19:53

2.222Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.180Subject Sample 19:56

1.929Breath Volume 19:56

0.000Air Blank 19:57

0.078Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 01/05/2022 13:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:2701/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:53

Key West PD

LITTON,ANDREW

01/08/2024

1433249

Key West PD

LOPEZ,JORGE,L

KERSHAW II

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:52

# 1Subject Sample 20:53 Subject Test Refused

0.000Breath Volume 20:53

0.000Air Blank 20:53

0.080Control Test 20:53

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:1401/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:32

Monroe County SO

PIKE,TREVOR

01/08/2024

1433249

Monroe County SO

WHITE,BRANDON,A

PAULINO NOA

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.081Control Test 20:30

0.000Air Blank 20:30

# 1 0.082Subject Sample 20:31

1.578Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2 0.078Subject Sample 20:34

1.769Breath Volume 20:34

0.000Air Blank 20:35

0.081Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5701/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

Monroe County SO

7C06,WHITE

01/08/2024

1433249

Monroe County SO

WHITE,BRANDON,A

BAILEY

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 01:00

0.000Air Blank 01:00

# 1 0.061Subject Sample 01:02

2.000Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.061Subject Sample 01:05

1.300Breath Volume 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:2701/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:29

16:50

Monroe County SO

TORRES,TY

01/08/2024

1433249

Monroe County SO

TORRES,TY,D

WHYTE

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:50

0.080Control Test 18:50

0.000Air Blank 18:51

# 1Subject Sample 18:54 No Sample Provided

0.000Breath Volume 18:54

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2Subject Sample 18:57 Subject Test Refused

0.000Breath Volume 18:57

0.000Air Blank 18:57

0.081Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0701/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:26

Monroe County SO

CHLEBANOWSKI,RYAN

01/08/2024

1433249

Monroe County SO

CHLEBANOWSKI,RYAN,P

CAMPBELL

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:47

# 1 0.298Subject Sample 20:49

1.714Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:51

# 2 0.291Subject Sample 20:53

1.671Breath Volume 20:53

0.000Air Blank 20:54

0.078Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:2201/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

21:48

Monroe County SO

RODDY,AARON

01/08/2024

1433249

Monroe County SO

WHITE,BRANDON,A

CAMPBELL

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:56

# 1 0.166Subject Sample 22:57

3.296Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.168Subject Sample 23:00

4.480Breath Volume 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2101/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

03:39

Monroe County SO

MULTY,TANISHA

01/08/2024

1433249

Monroe County SO

CHLEBANOWSKI,RYAN,P

RUTHERFORD

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.079Control Test 05:17

0.000Air Blank 05:17

# 1Subject Sample 05:17 Subject Test Refused

0.000Breath Volume 05:17

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:2701/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:06

Monroe County SO

RODDY,AARON

01/08/2024

1433249

Monroe County SO

RODDY,AARON,A

CARTER

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0801/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:27

Monroe County SO

FIERRO,ALEXANDER

01/08/2024

1433249

Monroe County SO

FIERRO,ALEXANDER,D

DRIVER

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:39

# 1Subject Sample 22:39 Subject Test Refused

0.000Breath Volume 22:39

0.000Air Blank 22:40

0.081Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:2201/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:02

Monroe County SO

TORRES,EDWARD

01/08/2024

1433249

Monroe County SO

WHITE,BRANDON,A

KORVANEN

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:45

0.082Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:3601/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

18:04

Key West PD

HERNANDEZ,LEONARDO

01/08/2024

1433249

Key West PD

WAITE,KENNETH,J

NYBAKKEN

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.081Control Test 19:08

0.000Air Blank 19:09

# 1 0.348Subject Sample 19:09

3.917Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.342Subject Sample 19:12

3.796Breath Volume 19:12

0.000Air Blank 19:13

0.079Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:3901/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:27

12:24

Monroe County SO

TORRES,TY

01/08/2024

1433249

Monroe County SO

TORRES,TY,D

BAKER

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:01

0.000Air Blank 14:02

0.080Control Test 14:02

0.000Air Blank 14:03

# 1 0.267Subject Sample 14:04

1.546Breath Volume 14:04

0.000Air Blank 14:04

0.000Air Blank 14:06

# 2 0.263Subject Sample 14:06

2.078Breath Volume 14:06

0.000Air Blank 14:07

0.077Control Test 14:08

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:2201/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:09

Key West PD

SLAUNWHITE,DYLAN

01/08/2024

1433249

Key West PD

WAITE,KENNETH,J

COPPERT

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.081Control Test 20:59

0.000Air Blank 20:59

# 1 0.068Subject Sample 20:59

1.625Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.069Subject Sample 21:02

2.238Breath Volume 21:02

0.000Air Blank 21:03

0.081Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:4801/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:18

Monroe County SO

CHLEBANOWSKI,RYAN

01/08/2024

1433249

Monroe County SO

CHLEBANOWSKI,RYAN,P

KLEPASKIS

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:23

# 1Subject Sample 18:23 Subject Test Refused

0.000Breath Volume 18:23

0.000Air Blank 18:23

0.080Control Test 18:24

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:0001/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

20:08

Key West PD

LOPEZ,JORGE

01/08/2024

1433249

Key West PD

LOPEZ,JORGE,L

RODRIGUEZ

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

# 1 0.136Subject Sample 21:05

1.234Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.136Subject Sample 21:09

2.019Breath Volume 21:09

0.000Air Blank 21:10

0.078Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:11

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:37:4901/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

14:54

FFWCC (West Palm)

COBB,AUSTIN

01/08/2024

1433249

FFWCC (West Palm)

SAPP,BRIAN,L

PODPIRKA

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:28

0.000Air Blank 16:28

0.081Control Test 16:28

0.000Air Blank 16:29

# 1 0.252Subject Sample 16:31

1.480Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:34

# 2 0.236Subject Sample 16:35

1.742Breath Volume 16:35

0.000Air Blank 16:36

0.076Control Test 16:37

0.000Air Blank 16:37

OKDiagnostics Check 16:37

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:5801/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

18:47

Monroe County SO

WYSE,EVELYN

01/08/2024

1433249

FHP Troop E

LANE,JONATHAN,M

DISHMAN

01/05/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.082Control Test 20:04

0.000Air Blank 20:05

# 1Subject Sample 20:05 Subject Test Refused

0.000Breath Volume 20:05

0.000Air Blank 20:06

0.082Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 02/07/2022 13:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3901/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

00:00

Monroe County SO

MARINO,JUAN CARLOS

01/08/2024

1433249

Monroe County SO

MARINO,JUAN CARLOS,

SHORT

12/13/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

# 1Subject Sample 00:31 Subject Test Refused

0.000Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 01/06/2022 10:52

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4401/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:44

Monroe County SO

ELMORE,BENJAMIN

01/08/2024

1433249

Monroe County SO

ELMORE,BENJAMIN,R

LOVELL

01/06/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.081Control Test 23:12

0.000Air Blank 23:12

# 1 0.217Subject Sample 23:13

2.777Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 2 0.205Subject Sample 23:16

2.074Breath Volume 23:16

0.000Air Blank 23:16

0.079Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 02/08/2022 12:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4501/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:16

Monroe County SO

FOSTER,MEGHAN

01/08/2024

1433249

Monroe County SO

ELMORE,BENJAMIN,R

PALMIER

01/06/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.080Control Test 23:53

0.000Air Blank 23:53

# 1 0.137Subject Sample 23:54

1.871Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.141Subject Sample 23:58

1.527Breath Volume 23:58

0.000Air Blank 23:58

0.079Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 02/08/2022 12:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:5601/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:10

FHP Troop E

SLICK,LOREN

01/08/2024

1433249

FHP Troop E

SLICK,LOREN,D

MCCANCE

01/06/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:06

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 02/08/2022 12:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:0601/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:49

Monroe County SO

MARINO,JUAN CARLOS

01/08/2024

1433249

Monroe County SO

MARINO,JUAN CARLOS,

CANTERBURY

01/06/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

# 1 0.082Subject Sample 00:17

2.257Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:19

# 2 0.081Subject Sample 00:20

2.285Breath Volume 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/08/2022 12:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:57:4001/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:18

Monroe County SO

MARTIN-REYES,JUAN

01/08/2024

1433249

Monroe County SO

MARTIN-REYES,JUAN,C

BURDEN

01/06/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 14:50

0.000Air Blank 14:51

0.080Control Test 14:51

0.000Air Blank 14:52

# 1 0.139Subject Sample 14:52

1.816Breath Volume 14:52

0.000Air Blank 14:53

0.000Air Blank 14:55

# 2 0.138Subject Sample 14:56

1.605Breath Volume 14:56

0.000Air Blank 14:56

0.080Control Test 14:57

0.000Air Blank 14:57

OKDiagnostics Check 14:57

Data Download Date/Time: 02/08/2022 12:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:5501/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:34

Monroe County SO

GUERRA,WILLIAM

01/08/2024

1433249

Monroe County SO

MARINO,JUAN CARLOS,

VERAS MONTILLA

01/06/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:03

# 1 0.000Subject Sample 22:04

1.585Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.000Subject Sample 22:07

1.621Breath Volume 22:07

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 02/08/2022 12:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3801/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

11:45

FHP Troop B

WILDEMAN-STUART,JORDAN

02/08/2024

1448273

FHP Troop B

WILDEMAN-STUART,JORDAN,R

MARTINEZ LOPEZ

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:15

# 1 0.112Subject Sample 01:19 Volume Not Met

0.148Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.123Subject Sample 01:24 Volume Not Met

0.203Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:37:0901/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:03

08:05

FHP Troop B

LONEY,JUSTIN

02/08/2024

1448273

FHP Troop B

LONEY,JUSTIN,M

RUTH

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:28

0.000Air Blank 09:28

0.081Control Test 09:29

0.000Air Blank 09:29

# 1 0.166Subject Sample 09:31

1.632Breath Volume 09:31

0.000Air Blank 09:32

0.000Air Blank 09:34

# 2 0.178Subject Sample 09:35

2.375Breath Volume 09:35

0.000Air Blank 09:36

0.081Control Test 09:36

0.000Air Blank 09:37

OKDiagnostics Check 09:37

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:4201/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:12

Marion County SO

YOUNG,ROBERT

02/08/2024

1448273

Marion County SO

YOUNG,ROBERT,A

PELLOT

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.081Control Test 04:18

0.000Air Blank 04:18

# 1 0.097Subject Sample 04:19

1.816Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.093Subject Sample 04:22

1.851Breath Volume 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:0101/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

17:10

FHP Troop B

WILDEMAN-STUART,JORDAN

02/08/2024

1448273

FHP Troop B

WILDEMAN-STUART,JORDAN,R

NAVE

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:13

0.000Air Blank 18:13

0.081Control Test 18:13

0.000Air Blank 18:14

# 1Subject Sample 18:15 Subject Test Refused

0.000Breath Volume 18:15

0.000Air Blank 18:16

0.081Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:17

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2901/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:30

Marion County SO

WILSON,KEVIN

02/08/2024

1448273

Marion County SO

CHAVIRA,HALEY,A

MCCORMICK

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:32

# 1 0.146Subject Sample 01:33

2.406Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.143Subject Sample 01:36

3.039Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:3201/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:30

FHP Troop B

WILDEMAN-STUART,JORDAN

02/08/2024

1448273

FHP Troop B

WILDEMAN-STUART,JORDAN,R

GONZALEZ

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.081Control Test 18:22

0.000Air Blank 18:22

# 1 0.204Subject Sample 18:23

1.730Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.189Subject Sample 18:26

3.847Breath Volume 18:26

0.000Air Blank 18:27

0.078Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:53:5901/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:26

10:39

FHP Troop B

ORCHARD,DUSTIN

02/08/2024

1448273

FHP Troop B

LANZA,CHRISTIAN,E

LAMB

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:47

0.000Air Blank 11:47

0.081Control Test 11:47

0.000Air Blank 11:48

# 1 0.000Subject Sample 11:49

1.804Breath Volume 11:49

0.000Air Blank 11:49

0.000Air Blank 11:51

# 2 0.000Subject Sample 11:52

2.250Breath Volume 11:52

0.000Air Blank 11:53

0.081Control Test 11:53

0.000Air Blank 11:53

OKDiagnostics Check 11:53

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:3701/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:20

Marion County SO

ARIAS,W

02/08/2024

1448273

Marion County SO

ARIAS,W,A

YOUNG

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:20

# 1 0.220Subject Sample 23:21

2.253Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:23

# 2Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:24

0.079Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:4201/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:20

Marion County SO

ARIAS,W

02/08/2024

1448273

Marion County SO

ARIAS,W,

YOUNG

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.081Control Test 23:49

0.000Air Blank 23:50

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:51

0.081Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:4801/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:29

FHP Troop B

BROWN,DILLON

02/08/2024

1448273

FHP Troop B

BROWN,DILLON,J

RAINS

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

# 1 0.121Subject Sample 02:49

2.671Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.123Subject Sample 02:52

2.515Breath Volume 02:52

0.000Air Blank 02:52

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1401/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:43

Marion County SO

BOSNYAK,ROBERT

02/08/2024

1448273

Marion County SO

BOSNYAK,ROBERT,A

CALDERON-CAMACHO

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.080Control Test 03:55

0.000Air Blank 03:55

# 1 0.187Subject Sample 03:56

2.863Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:58

# 2 0.181Subject Sample 03:59

3.039Breath Volume 03:59

0.000Air Blank 04:00

0.078Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:4301/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:11

16:44

Ocala PD

COMPTON,HAROLD

02/08/2024

1448273

Ocala PD

WITT,ALYSSA,D

BARNES

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:35

0.000Air Blank 17:36

0.082Control Test 17:36

0.000Air Blank 17:37

# 1 0.147Subject Sample 17:40 Volume Not Met

0.273Breath Volume 17:40

0.000Air Blank 17:41

0.000Air Blank 17:42

# 2 0.144Subject Sample 17:45 Volume Not Met

0.078Breath Volume 17:45

0.000Air Blank 17:46

0.080Control Test 17:47

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:4301/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

09:05

FHP Troop B

WILDEMAN-STUART,JORDAN

02/08/2024

1448273

FHP Troop B

WILDEMAN-STUART,JORDAN,R

GIRALDO

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.081Control Test 22:39

0.000Air Blank 22:40

# 1 0.263Subject Sample 22:41

1.992Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.262Subject Sample 22:43

2.101Breath Volume 22:43

0.000Air Blank 22:44

0.079Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:14:1601/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:47

14:10

Marion County SO

RAFFERTY,CHRISTOPHER

02/08/2024

1448273

Marion County SO

RAFFERTY,CHRISTOPHER,J

SMITH

12/09/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:08

0.000Air Blank 15:08

0.082Control Test 15:08

0.000Air Blank 15:09

# 1 0.000Subject Sample 15:09

2.535Breath Volume 15:09

0.000Air Blank 15:10

0.000Air Blank 15:12

# 2 0.000Subject Sample 15:12

2.355Breath Volume 15:12

0.000Air Blank 15:13

0.082Control Test 15:13

0.000Air Blank 15:14

OKDiagnostics Check 15:14

Data Download Date/Time: 01/19/2022 16:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:1501/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:45

Marion County SO

MUNDORFF,TERRY

02/08/2024

1448273

Marion County SO

MUNDORFF,TERRY,D

MATHER

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:03

0.000Air Blank 22:03

# 1 0.184Subject Sample 22:04

2.472Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:06

# 2 0.180Subject Sample 22:07

1.582Breath Volume 22:07

0.000Air Blank 22:08

0.078Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 02/10/2022 15:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2101/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:29

Marion County SO

YOUNG,R

02/08/2024

1448273

Marion County SO

YOUNG,ROBERT,A

DARBY

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.081Control Test 03:27

0.000Air Blank 03:28

# 1 0.098Subject Sample 03:28

1.230Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.097Subject Sample 03:31

2.125Breath Volume 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 02/10/2022 15:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:5201/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:56

Marion County SO

KARR,LUCAS

02/08/2024

1448273

Marion County SO

KARR,LUCAS,B

HOWARD

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:40

0.000Air Blank 15:41

0.080Control Test 15:41

0.000Air Blank 15:42

# 1 0.130Subject Sample 15:44

1.601Breath Volume 15:44

0.000Air Blank 15:45

0.000Air Blank 15:47

# 2 0.122Subject Sample 15:49

1.183Breath Volume 15:49

0.000Air Blank 15:50

0.076Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 02/10/2022 15:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:0001/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

18:15

FHP Troop B

RODRIGUEZ,MARIO

02/08/2024

1448273

FHP Troop B

RODRIGUEZ,MARIO,

PARFITT

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:05

0.080Control Test 19:05

0.000Air Blank 19:06

# 1Subject Sample 19:06 Subject Test Refused

0.000Breath Volume 19:06

0.000Air Blank 19:07

0.080Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:08

Data Download Date/Time: 02/10/2022 15:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2701/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:32

Ocala PD

CHIN,NATAWI

02/08/2024

1448273

Ocala PD

CHIN,NATAWI,N

ALVAREZ

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

# 1 0.121Subject Sample 05:12 Volume Not Met

0.304Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.156Subject Sample 05:18

1.257Breath Volume 05:18

Air Blank 05:18 Purge Fail

0.000Air Blank 05:19

Data Download Date/Time: 02/10/2022 15:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:5001/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:26

Marion County SO

ZEZUSKI,JIMMY

02/08/2024

1448273

Marion County SO

ZEZUSKI,JIMMY],J

LAZZARINI

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:07

# 1 0.148Subject Sample 23:08

2.808Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:10

# 2 0.157Subject Sample 23:11

1.886Breath Volume 23:11

0.000Air Blank 23:11

0.080Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 02/10/2022 15:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0901/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

00:09

FHP Troop B

RODRIGUEZ,MARIO

02/08/2024

1448273

FHP Troop B

RODRIGUEZ,MARIO,

HERRERA VILLA

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.186Subject Sample 01:31

1.890Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.174Subject Sample 01:37

1.683Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 02/10/2022 15:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:1901/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

05:06

Ocala PD

BRAUN,DANIELLE

02/08/2024

\1448273

Ocala PD

RUSSO,CHRISTOPHER,J

LACIUGA

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.079Control Test 05:40

0.000Air Blank 05:41

# 1 0.292Subject Sample 05:41

1.957Breath Volume 05:41

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.282Subject Sample 05:44

1.507Breath Volume 05:44

0.000Air Blank 05:45

0.078Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 02/10/2022 15:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:4701/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

21:28

FHP Troop B

WILDEMAN-STUART,JORDAN

02/08/2024

1448273

FHP Troop B

WILDEMAN-STUART,JORDAN,R

CARNEY

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.082Control Test 05:34

0.000Air Blank 05:35

# 1 0.000Subject Sample 05:36

1.941Breath Volume 05:36

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2 0.000Subject Sample 05:39

1.988Breath Volume 05:39

0.000Air Blank 05:39

0.080Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 02/10/2022 15:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:16:5401/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

13:30

Marion County SO

DOODY,PATRICK

02/08/2024

1448273

Marion County SO

DOODY,PATRICK,J

JONES

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:14

0.000Air Blank 14:14

0.082Control Test 14:14

0.000Air Blank 14:15

# 1Subject Sample 14:15 Subject Test Refused

0.000Breath Volume 14:15

0.000Air Blank 14:15

0.082Control Test 14:16

0.000Air Blank 14:16

OKDiagnostics Check 14:16

Data Download Date/Time: 02/10/2022 15:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:2801/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:07

Belleview PD

HUNT,COY

02/08/2024

1448273

Belleview PD

HARRINGTON,ALEX,

FOREMAN

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.081Control Test 00:37

0.000Air Blank 00:38

# 1 0.135Subject Sample 00:38

3.210Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.134Subject Sample 00:41

2.972Breath Volume 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 02/10/2022 15:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:0901/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:18

FHP Troop B

BROWN,DILLON

02/08/2024

1448273

FHP Troop B

BROWN,DILLON,J

MARTINEZ

01/19/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.081Control Test 22:00

0.000Air Blank 22:01

# 1Subject Sample 22:04 No Sample Provided

0.000Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2Subject Sample 22:09 No Sample Provided

0.000Breath Volume 22:09

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 02/10/2022 15:30

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4101/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:48

St. John's County SO

MCCANDLESS,MATTHEW

07/05/2022

14020080A2

St. John's County SO

MCCANDLESS,MATTHEW,B

MCRAE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:30

# 1 0.150Subject Sample 03:31

2.621Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.146Subject Sample 03:34

3.058Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 02/02/2022 18:53

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:07:1901/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

08:03

St. John's County SO

GAGLIARDO,LOUIS

07/05/2022

14020080A2

St. John's County SO

HARRILL,JOSHUA,D

CLARK

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:00

0.000Air Blank 09:01

0.080Control Test 09:01

0.000Air Blank 09:01

# 1 0.103Subject Sample 09:02

2.734Breath Volume 09:02

0.000Air Blank 09:03

0.000Air Blank 09:04

# 2 0.100Subject Sample 09:05

2.960Breath Volume 09:05

0.000Air Blank 09:06

0.081Control Test 09:06

0.000Air Blank 09:07

OKDiagnostics Check 09:07

Data Download Date/Time: 02/02/2022 18:53

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:3001/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:16

St. John's County SO

MALONEY,ROBERT

07/05/2022

14020080A2

St. John's County SO

MILLER,SCOTT,B

REHRIG

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

# 1 0.217Subject Sample 04:11

2.246Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:13

# 2 0.195Subject Sample 04:14

1.574Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:16

# 3 0.193Subject Sample 04:17

1.414Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:41:2201/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:57

St. John's County SO

STUART,STEPHANIE

07/05/2022

14020080A2

St. John's County SO

HARRILL,JOSHUA,D

BARKWELL

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:35

0.000Air Blank 06:35

0.080Control Test 06:35

0.000Air Blank 06:36

# 1 0.000Subject Sample 06:37

1.121Breath Volume 06:37

0.000Air Blank 06:37

0.000Air Blank 06:39

# 2 0.000Subject Sample 06:40

2.753Breath Volume 06:40

0.000Air Blank 06:40

0.080Control Test 06:40

0.000Air Blank 06:41

OKDiagnostics Check 06:41

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2001/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:30

St. John's County SO

MCCANDLESS,MATTHEW

07/05/2022

14020080A2

St. John's County SO

MCCANDLESS,MATTHEW,B

PAWLOWSKI

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

# 1 0.185Subject Sample 02:16

2.496Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.183Subject Sample 02:19

3.699Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4001/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:45

St. John's County SO

TRUSCIO,JESSE

07/05/2022

14020080A2

St. John's County SO

TRUSCIO,JESSE,J

HRUZ

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:39 No Sample Provided

0.000Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.080Subject Sample 02:43

1.386Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 3 0.088Subject Sample 02:46

1.382Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:4101/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:22

St. John's County SO

TRUSCIO,JESSE

07/05/2022

14020080A2

St. John's County SO

TRUSCIO,JESSE,J

CRAWFORD

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.081Control Test 20:09

0.000Air Blank 20:09

# 1 0.097Subject Sample 20:12 Volume Not Met

0.019Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.119Subject Sample 20:16

1.179Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:18

# 3 0.129Subject Sample 20:20

1.167Breath Volume 20:20

0.000Air Blank 20:21

0.077Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4001/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:48

St. John's County SO

MANGOLD,KENNETH

07/05/2022

14020080A2

St. John's County SO

BURKE,LYLE,J

CRUM

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.081Control Test 04:34

0.000Air Blank 04:34

# 1 0.130Subject Sample 04:35

1.250Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.124Subject Sample 04:39

1.296Breath Volume 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3401/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:33

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

SILVERIO

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

# 1 0.133Subject Sample 01:21

1.406Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.136Subject Sample 01:25

1.742Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1001/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:03

St. John's County SO

MCCANDLESS,MATTHEW

07/05/2022

14020080A2

St. John's County SO

MCCANDLESS,MATTHEW,B

DURRANCE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.082Control Test 02:36

0.000Air Blank 02:36

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2201/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:02

St. John's County SO

TRUSCIO,JESSE

07/05/2022

14020080A2

St. John's County SO

TRUSCIO,JESSE,J

ROSS

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:48

# 1 0.100Subject Sample 00:49

1.480Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.094Subject Sample 00:53

1.156Breath Volume 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:2801/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

19:20

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

PFEIFFER

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.081Control Test 19:55

0.000Air Blank 19:56

# 1Subject Sample 19:57 Subject Test Refused

0.187Breath Volume 19:57

0.000Air Blank 19:58

0.082Control Test 19:58

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:2301/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:42

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

HAMILTON

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.080Control Test 22:24

0.000Air Blank 22:24

# 1 0.245Subject Sample 22:25

1.375Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.225Subject Sample 22:27

1.238Breath Volume 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0301/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:44

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

SILVA

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

# 1 0.125Subject Sample 03:21

1.582Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.130Subject Sample 03:24

1.167Breath Volume 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2601/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:44

St. John's County SO

TRUSCIO,JESSE

07/05/2022

14020080A2

St. John's County SO

TRUSCIO,JESSE,J

MARONE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.082Control Test 01:24

0.000Air Blank 01:24

# 1 0.184Subject Sample 01:26

1.386Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.177Subject Sample 01:29

1.703Breath Volume 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5501/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:35

St. Augustine PD

TAPAWAN,MICHAEL

07/05/2022

14020080A2

St. John's County SO

CANNING,SEAN,D

SOCORRO PIMENTEL

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.082Control Test 22:26

0.000Air Blank 22:27

# 1 0.313Subject Sample 22:28

2.828Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.293Subject Sample 22:32

3.066Breath Volume 22:32

0.000Air Blank 22:32

0.079Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4401/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:29

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

BENJAMIN

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.082Control Test 01:02

0.000Air Blank 01:03

# 1 0.000Subject Sample 01:03

1.156Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.000Subject Sample 01:06

1.164Breath Volume 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2401/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:26

St. John's County SO

HOWARD,J

07/05/2022

14020080A2

St. John's County SO

HOWARD,J,G

DEMBEK

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

# 1 0.189Subject Sample 00:37

3.273Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.200Subject Sample 00:40

3.976Breath Volume 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4801/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:09

St. Augustine PD

TOWNSEND,THOMAS

07/05/2022

14020080A2

St. Augustine Beach

CANNING,SEAN,D

TORRES

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.082Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:02

0.082Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 02/02/2022 18:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:4101/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:47

St. Augustine PD

KULICK,AMANDA

07/05/2022

14020080A2

St. Augustine PD

SHIRSHIKOVA,ALINA,A

ELLIS

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.082Control Test 19:40

0.000Air Blank 19:40

# 1Subject Sample 19:41 RFI Detect

0.000Breath Volume 19:41

Air Blank 19:41 RFI Detect

Air Blank 19:41 RFI Detect

Data Download Date/Time: 02/02/2022 18:59

15 March 2022

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:5601/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:47

St. Augustine PD

KULICK,AMANDA

07/05/2022

14020080A2

St. Augustine PD

SHIRSHIKOVA,ALINA,A

ELLIS

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:43

Air Blank 19:43 RFI Detect

Air Blank 19:43 RFI Detect

Data Download Date/Time: 02/02/2022 19:00

15 March 2022

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:0501/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:47

St. Augustine PD

KULICK,AMANDA

07/05/2022

14020080A2

St. Augustine PD

SHIRSHIKOVA,ALINA,A

ELLIS

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.082Control Test 19:48

0.000Air Blank 19:48

# 1 0.200Subject Sample 19:50

1.246Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.185Subject Sample 19:53

1.703Breath Volume 19:53

0.000Air Blank 19:54

0.077Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:1601/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:44

St. John's County SO

PARKER,DARBY

07/05/2022

14020080A2

St. John's County SO

PARKER,DARBY,J

TUITE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.081Control Test 22:51

Air Blank 22:51 RFI Detect

0.000Air Blank 22:52

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:4701/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:44

St. John's County SO

PARKER,DARBY

07/05/2022

14020080A2

St. John's County SO

PARKER,DARBY,J

TUITE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.082Control Test 22:57

0.000Air Blank 22:57

# 1 0.093Subject Sample 22:58

5.125Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.093Subject Sample 23:01

4.960Breath Volume 23:01

0.000Air Blank 23:01

0.079Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:3501/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

21:16

St. John's County SO

BRIGGS,JASON

07/05/2022

14020080A2

St. John's County SO

PARKER,DARBY,J

KATZ

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:19

# 1Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:4501/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:23

St. John's County SO

TRUSCIO,JESSE

07/05/2022

14020080A2

St. John's County SO

TRUSCIO,JESSE,J

MUELLER

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.082Control Test 05:06

0.000Air Blank 05:06

# 1 0.140Subject Sample 05:08

1.699Breath Volume 05:08

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.144Subject Sample 05:11

1.457Breath Volume 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:0001/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

18:37

St. John's County SO

HOWARD,J

07/05/2022

14020080A2

St. John's County SO

HOWARD,J,G

COOPERRIDER

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.082Control Test 20:21

0.000Air Blank 20:22

# 1 0.149Subject Sample 20:22

1.507Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.142Subject Sample 20:25

1.593Breath Volume 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:27

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3101/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:54

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

KUROSKO

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.081Control Test 23:33

0.000Air Blank 23:34

# 1 0.134Subject Sample 23:35

1.742Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.100Subject Sample 23:40 Volume Not Met

0.656Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 3 0.116Subject Sample 23:44

1.507Breath Volume 23:44

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4001/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:23

St. John's County SO

MCCANDLESS,MATTHEW

07/05/2022

14020080A2

St. John's County SO

MCCANDLESS,MATTHEW,B

LONG

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

# 1 0.195Subject Sample 02:03

2.878Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.184Subject Sample 02:05

1.808Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5301/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:47

St. Augustine PD

CORREA,JONATHAN

07/05/2022

14020080A2

St. Augustine PD

CORREA,JONATHAN,E

FRYE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

# 1 0.103Subject Sample 02:19

2.312Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.101Subject Sample 02:22

2.582Breath Volume 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:1301/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

17:06

St. John's County SO

HOWARD,J

07/05/2022

14020080A2

St. John's County SO

HOWARD,J,G

JALIL

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:59

0.000Air Blank 17:59

0.081Control Test 17:59

0.000Air Blank 18:00

# 1 0.172Subject Sample 18:00

2.753Breath Volume 18:00

0.000Air Blank 18:01

0.000Air Blank 18:03

# 2 0.171Subject Sample 18:03

2.972Breath Volume 18:03

0.000Air Blank 18:04

0.079Control Test 18:04

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:5301/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:10

St. John's County SO

TRUSCIO,JESSE

07/05/2022

14020080A2

St. John's County SO

TRUSCIO,JESSE,J

KERSKI

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.082Control Test 21:55

0.000Air Blank 21:55

# 1 0.153Subject Sample 21:57

1.433Breath Volume 21:57

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.133Subject Sample 22:01

1.425Breath Volume 22:01

0.000Air Blank 22:01

0.077Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:2101/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:10

St. John's County SO

HOWARD,J

03/05/2023

02021080A1

St. John's County SO

HOWARD,J,G

KUCZEWSKI

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.082Control Test 22:57

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:58

2.597Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.000Subject Sample 23:00

2.851Breath Volume 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:4901/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:26

16:15

St. John's County SO

JAROUSSE,DANIELLE

03/05/2023

02021080A1

St. John's County SO

JAROUSSE,DANIELLE,

JACKSON

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:50

0.000Air Blank 16:50

0.081Control Test 16:51

0.000Air Blank 16:51

# 1 0.000Subject Sample 16:52

3.042Breath Volume 16:52

0.000Air Blank 16:52

0.000Air Blank 16:54

# 2 0.000Subject Sample 16:55

3.531Breath Volume 16:55

0.000Air Blank 16:55

0.082Control Test 16:56

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5001/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:25

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

ROBERTS

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.139Subject Sample 00:58

1.609Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.135Subject Sample 01:01

1.195Breath Volume 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 02/02/2022 19:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:2001/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:22

St. Augustine PD

CORREA,JONATHAN

03/05/2023

02021080A1

St. Augustine PD

CORREA,JONATHAN,E

MCDANIEL

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.082Control Test 22:11

0.000Air Blank 22:12

# 1 0.175Subject Sample 22:12

2.257Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.162Subject Sample 22:15

1.675Breath Volume 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 02/02/2022 19:01

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3301/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:07

St. Augustine PD

CORREA,JONATHAN

03/05/2023

02021080A1

St. Augustine PD

CORREA,JONATHAN,E

BALTER

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.082Control Test 02:51

0.000Air Blank 02:51

# 1 0.108Subject Sample 02:53

2.179Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.103Subject Sample 02:56

1.914Breath Volume 02:56

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 02/02/2022 19:01

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3201/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:23

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

RENEGAR

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.083Control Test 03:06

0.000Air Blank 03:07

# 1 0.132Subject Sample 03:07

2.386Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.129Subject Sample 03:10

1.511Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 02/02/2022 19:01

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:0201/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:22

Walton County SO

VENTRY,WILLIS

07/08/2023

1346773

Walton County SO

VENTRY,WILLIS,E

WOODS

01/21/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.078Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:26 No Sample Provided

0.000Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.196Subject Sample 23:29

2.890Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 3 0.198Subject Sample 23:32

2.390Breath Volume 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:34

Data Download Date/Time: 02/16/2022 15:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4501/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:50

St. John's County SO

HAND,BRANDON

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

YARBROUGH

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:14

# 1 0.248Subject Sample 01:15

2.097Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.259Subject Sample 01:18

2.820Breath Volume 01:18

0.000Air Blank 01:18

0.076Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:4601/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:42

St. John's County SO

ELLIS,ALEX

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

RESENDIZ

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 00:48 Internal Printer Test

0.000Air Blank 00:48

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5201/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:42

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

RESENDIZ

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

# 1 0.135Subject Sample 00:54 Slope Not Level

1.136Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.152Subject Sample 00:57

1.613Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 3 0.137Subject Sample 01:01

1.273Breath Volume 01:01

0.000Air Blank 01:02

0.029Control Test 01:02 RFI Detect

0.000Air Blank 01:02

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:2401/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:58

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

PLOTT

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 00:59

# 1 0.155Subject Sample 01:00

3.285Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.147Subject Sample 01:03

3.558Breath Volume 01:03

0.000Air Blank 01:03

0.080Control Test 01:04

0.000Air Blank 01:04

FailDiagnostics Check 01:04 Internal Printer Test

0.000Air Blank 01:05

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1201/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:40

St. John's County SO

MANGOLD,KENNETH

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

VESTON

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

Air Blank 00:07 Ambient Fail

Air Blank 00:08 Purge Fail

Data Download Date/Time: 02/02/2022 19:05

15 March 2022

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:4201/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:40

St. John's County SO

MANGOLD,KENNETH

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

VESTON

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.086Control Test 00:10 Interferent Detect

Air Blank 00:11 Purge Fail

Data Download Date/Time: 02/02/2022 19:05

15 March 2022

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4601/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:32

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

THOGERSON

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

# 1 0.162Subject Sample 01:40

1.722Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.165Subject Sample 01:43

2.398Breath Volume 01:43

0.000Air Blank 01:43

0.081Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5301/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:15

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

JACKSON

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.000Subject Sample 02:42

2.281Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.000Subject Sample 02:45

1.625Breath Volume 02:45

0.000Air Blank 02:45

0.077Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:3301/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:44

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

BUI

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

# 1 0.037Subject Sample 00:49

3.066Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.035Subject Sample 00:52

2.773Breath Volume 00:52

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4601/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:20

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

VANCE

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.111Subject Sample 02:33

1.804Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.114Subject Sample 02:36

2.472Breath Volume 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

FailDiagnostics Check 02:38 Internal Printer Test

0.000Air Blank 02:38

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1401/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:47

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

PENA

12/01/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:48

# 1 0.144Subject Sample 02:51

1.574Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.145Subject Sample 02:55

1.535Breath Volume 02:55

0.000Air Blank 02:55

0.082Control Test 02:56

0.000Air Blank 02:56

FailDiagnostics Check 02:56 Internal Printer Test

0.000Air Blank 02:57

Data Download Date/Time: 02/02/2022 19:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:4401/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:47

16:37

Broward County SO

AUGUSTIN,WISLY

06/17/2022

1157961

Sunrise PD

FRAZIER,ANAYA,S

KORSHE

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:15

0.000Air Blank 18:15

0.082Control Test 18:15

0.000Air Blank 18:16

# 1 0.229Subject Sample 18:16

1.585Breath Volume 18:16

0.000Air Blank 18:17

0.000Air Blank 18:19

# 2 0.224Subject Sample 18:20

2.011Breath Volume 18:20

0.000Air Blank 18:20

0.081Control Test 18:21

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3601/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:55

Broward County SO

GREISHEIMER,J.V.

06/17/2022

11579161

OTHER State

FRAZIER,ANAYA,S

PEREZ

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.082Control Test 04:44

0.000Air Blank 04:45

# 1 0.177Subject Sample 04:45

2.636Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.179Subject Sample 04:48

2.742Breath Volume 04:48

0.000Air Blank 04:49

0.082Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5401/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:40

Broward County SO

FACCINI,DAVID

06/17/2022

11579161

Broward County SO

FRAZIER,ANAYA,S

DATIS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.082Control Test 23:32

0.000Air Blank 23:33

# 1 0.168Subject Sample 23:36 Volume Not Met

0.292Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.201Subject Sample 23:39

1.441Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:41

# 3 0.191Subject Sample 23:43

1.761Breath Volume 23:43

0.000Air Blank 23:43

0.079Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5401/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:18

Broward County SO

TINDALL,TKEYAH

06/17/2022

11579161

Margate PD

FRAZIER,ANAYA,S

POWELL

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.082Control Test 02:15

0.000Air Blank 02:15

# 1 0.161Subject Sample 02:16

2.128Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 2 0.145Subject Sample 02:19

1.156Breath Volume 02:19

0.000Air Blank 02:19

0.082Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:3501/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:13

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

TILLMAN,SHEILA,L

DUDLEY

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.082Control Test 04:56

0.000Air Blank 04:57

# 1 0.141Subject Sample 04:59

2.097Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.137Subject Sample 05:02

1.371Breath Volume 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0301/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:25

Broward County SO

ROJAS,RANDY

06/17/2022

1157961

OTHER State

FRAZIER,ANAYA,S

DUPREE

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:49

# 1 0.185Subject Sample 01:50

2.285Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 2 0.175Subject Sample 01:53

2.472Breath Volume 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:55

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:1001/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

21:38

Broward County SO

FACCINI,DAVID

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

SANCHEZ GOMEZ

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.082Control Test 22:57

0.000Air Blank 22:58

# 1 0.098Subject Sample 22:58

1.679Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.097Subject Sample 23:01

1.980Breath Volume 23:01

0.000Air Blank 23:02

0.082Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5101/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:05

Broward County SO

HOLLOWAY,DEVARIOUS

06/17/2022

1157961

Miramar PD

TILLMAN,SHEILA,L

BEDOLLA FLORES

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.083Control Test 03:54

0.000Air Blank 03:54

# 1 0.206Subject Sample 03:56

2.335Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.210Subject Sample 03:59

1.531Breath Volume 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4701/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:24

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

SMITH

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.083Control Test 02:06

0.000Air Blank 02:07

# 1 0.000Subject Sample 02:08

1.117Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.000Subject Sample 02:11

2.386Breath Volume 02:11

0.000Air Blank 02:11

0.083Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 02/02/2022 10:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5701/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:05

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

CLARK

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.082Control Test 02:51

0.000Air Blank 02:51

# 1 0.160Subject Sample 02:52

1.609Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.135Subject Sample 02:58 Volume Not Met

0.636Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 3 0.149Subject Sample 03:02

1.164Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/02/2022 10:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2401/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:47

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

ALVAREZ DEL REAL

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.083Control Test 03:30

0.000Air Blank 03:30

# 1 0.231Subject Sample 03:31

2.609Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.215Subject Sample 03:34

1.292Breath Volume 03:34

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 02/02/2022 10:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4901/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:08

Broward County SO

ARMSTRONG,BRITTANY

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

HAGGANS

01/05/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.083Control Test 04:35

0.000Air Blank 04:36

# 1 0.251Subject Sample 04:39 Volume Not Met

0.152Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.232Subject Sample 04:44

1.187Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 3 0.232Subject Sample 04:49

1.269Breath Volume 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 02/02/2022 10:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:0601/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:28

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

PEREZ,RAUL,

FONCESCA

12/30/2021

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.081Control Test 20:02

0.000Air Blank 20:02

# 1Subject Sample 20:06 No Sample Provided

0.000Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:09

0.080Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 01/28/2022 17:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:4101/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:02

Homestead PD

IRBY,D

11/21/2022

1237851

Homestead PD

GILPIN,SCHELISA,

REYNOSO PEREZ

12/30/2021

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1Subject Sample 21:57 Subject Test Refused

0.000Breath Volume 21:57

0.000Air Blank 21:57

0.080Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 01/28/2022 17:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:3301/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:42

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

PEREZ,RAUL,

SEGERRA

01/28/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:46

# 1Subject Sample 00:49 No Sample Provided

0.000Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 02/27/2022 01:27

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:1501/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:43

Broward County SO

ARMSTRONG,BRITTANY

01/31/2023

1273831

Broward County SO

ARMSTRONG,BRITTANY,

ROSALES

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:38

0.000Air Blank 06:39

0.081Control Test 06:39

0.000Air Blank 06:40

# 1 0.000Subject Sample 06:40

1.339Breath Volume 06:40

0.000Air Blank 06:41

0.000Air Blank 06:43

# 2 0.000Subject Sample 06:43

1.363Breath Volume 06:43

0.000Air Blank 06:44

0.081Control Test 06:44

0.000Air Blank 06:45

OKDiagnostics Check 06:45

Data Download Date/Time: 01/05/2022 11:18

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4401/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:46

Broward County SO

STERN,ADAM

01/31/2023

1273831

Plantation PD

FRAZIER,ANAYA,S

JOHNSON

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

# 1 0.166Subject Sample 22:38

1.355Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.164Subject Sample 22:41

1.277Breath Volume 22:41

0.000Air Blank 22:41

0.080Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 01/05/2022 11:18

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2901/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:57

Broward County SO

GUERRA,ALVARO

01/31/2023

1273831

Hallandale Beach PD

FRAZIER,ANAYA,S

NATROSHVILI

12/01/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:05

# 1 0.194Subject Sample 02:08

1.339Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.188Subject Sample 02:11

1.976Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 01/05/2022 11:18

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007440CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4701/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:54

FHP Troop C

GALLOWAY,GRANT

03/05/2023

03521080A3

FHP Troop C

GALLOWAY,GRANT,D

DUNN

01/26/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 00:26 Voltage/Current Test

0.000Air Blank 00:26

Data Download Date/Time: 02/16/2022 23:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007440CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:0401/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:54

FHP Troop C

GALLOWAY,GRANT

03/05/2023

035210803A

FHP Troop C

GALLOWAY,GRANT,D

DUNN

01/26/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

# 1 0.231Subject Sample 00:30

2.535Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:32

# 2 0.226Subject Sample 00:33

3.347Breath Volume 00:33

Air Blank 00:33 RFI Detect

0.000Air Blank 00:34

Data Download Date/Time: 02/16/2022 23:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007440CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:0001/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:54

FHP Troop C

GALLOWAY,GRANT

03/05/2023

03521080A3

FHP Troop C

GALLOWAY,GRANT,D

DUNN

01/26/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.234Subject Sample 00:37

2.613Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:39

# 2 0.229Subject Sample 00:40

2.183Breath Volume 00:40

0.000Air Blank 00:41

0.077Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:42

Data Download Date/Time: 02/16/2022 23:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007441CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:0701/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

20:00

FHP Troop A

MARCUM,JOSEPH

03/05/2023

202303

FHP Troop A

MARCUM,JOSEPH,K

EBERSOLD

12/07/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.081Control Test 20:25

0.000Air Blank 20:25

# 1 0.191Subject Sample 20:26

2.593Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:28

# 2 0.203Subject Sample 20:29

4.117Breath Volume 20:29

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 01/27/2022 13:19

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5201/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:34

FHP Troop C

COLLINS,JAMES

03/05/2023

03521080A3

Pasco County SO

SMITH,WILLIAM,T

DEPAULA

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.083Control Test 00:59

0.000Air Blank 01:00

# 1 0.116Subject Sample 01:02

2.648Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.116Subject Sample 01:05

2.078Breath Volume 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5901/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:25

FHP Troop C

SAPP,JORDAN

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

GOSS

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:14 No Sample Provided

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.209Subject Sample 04:17

1.941Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 3 0.202Subject Sample 04:20

1.656Breath Volume 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:0301/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:45

FHP Troop C

DONOHUE,LAWRENCE

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

ESTRADA RAMIREZ

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

# 1 0.161Subject Sample 04:30

1.675Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:32

# 2 0.156Subject Sample 04:33

1.605Breath Volume 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:35

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1901/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:34

FHP Troop C

SMITH,WILLIAM

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

DOUGLAS

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:57

# 1 0.107Subject Sample 01:57

1.312Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.123Subject Sample 02:00

1.390Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01 RFI Detect

0.000Air Blank 02:02

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5501/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:34

FHP Troop C

SMITH,WILLIAM

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

DOUGLAS

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1 0.106Subject Sample 02:08

1.390Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.114Subject Sample 02:11

1.605Breath Volume 02:11

0.000Air Blank 02:11

0.082Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2701/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:16

FHP Troop C

SMITH,WILLIAM

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

KEENEY

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.081Control Test 01:39

0.000Air Blank 01:40

# 1Subject Sample 01:43 No Sample Provided

0.000Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5201/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:01

FHP Troop C

SMITH,WILLIAM

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

GATON

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1 0.054Subject Sample 04:45

2.023Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.052Subject Sample 04:48

2.238Breath Volume 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:4701/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

21:05

FHP Troop C

SMITH,WILLIAM

03/05/2023

03521080A3

FHP Troop C

SMITH,WILLIAM,T

KOUTSONIKAS

12/30/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.081Control Test 21:27

0.000Air Blank 21:27

# 1 0.000Subject Sample 21:28

2.730Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.000Subject Sample 21:32

2.609Breath Volume 21:32

0.000Air Blank 21:32

0.081Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/26/2022 20:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:2701/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:25

FHP Troop G

MATTIACE,ROBERT

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

MARCONI

12/15/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 19:06 Internal Printer Test

0.000Air Blank 19:07

Data Download Date/Time: 01/27/2022 22:31

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:2101/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:25

FHP Troop G

MATTIACE,ROBERT

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

MARCONI

12/15/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 19:08 Internal Printer Test

0.000Air Blank 19:09

Data Download Date/Time: 01/27/2022 22:31

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:0601/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:25

FHP Troop G

MATTIACE,ROBERT

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

MARCONI

12/15/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.082Control Test 19:11

0.000Air Blank 19:12

# 1 0.209Subject Sample 19:13

2.054Breath Volume 19:13

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.210Subject Sample 19:16

2.062Breath Volume 19:16

0.000Air Blank 19:17

0.082Control Test 19:17

0.000Air Blank 19:17

OKDiagnostics Check 19:18

Data Download Date/Time: 01/27/2022 22:31

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3701/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:50

FHP Troop G

PATTERSON,KYLE

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

TRAUSSI

01/27/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 01:01 Internal Printer Test

0.000Air Blank 01:01

Data Download Date/Time: 02/28/2022 13:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:4301/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:50

FHP Troop G

PATTERSON,KYLE

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

TRAUSSI

01/27/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

# 1 0.151Subject Sample 01:04

2.765Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.164Subject Sample 01:07

3.667Breath Volume 01:07

0.000Air Blank 01:08

0.081Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 02/28/2022 13:04

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:2701/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:54

FHP Troop H

ALLEN,JAMES

03/05/2023

03521080A3

FHP Troop H

ALLEN,JAMES,R

MUNOZ TEJADA

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

# 1 0.178Subject Sample 00:17

2.066Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:19

# 2 0.176Subject Sample 00:20

2.480Breath Volume 00:20

0.000Air Blank 00:21

0.076Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0501/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:05

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

CHESTNUT

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.082Control Test 02:37

0.000Air Blank 02:37

# 1 0.120Subject Sample 02:38

3.609Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.120Subject Sample 02:41

3.046Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3001/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:25

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

BRANDON

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.083Control Test 03:05

0.000Air Blank 03:06

# 1 0.103Subject Sample 03:07

3.492Breath Volume 03:07

Air Blank 03:08 Purge Fail

0.000Air Blank 03:08

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2501/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:25

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

BRANDON

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

# 1 0.095Subject Sample 03:12

2.105Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.100Subject Sample 03:15

3.523Breath Volume 03:15

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:5401/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:30

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

MILTON

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.081Control Test 18:54

0.000Air Blank 18:55

# 1 0.365Subject Sample 18:55

1.949Breath Volume 18:55

Air Blank 18:56 Purge Fail

0.000Air Blank 18:56

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:2601/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:30

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

MILTON

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.078Control Test 18:58

0.000Air Blank 18:59

# 1 0.367Subject Sample 19:00

1.757Breath Volume 19:00

Air Blank 19:00 Purge Fail

0.000Air Blank 19:01

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:5101/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:30

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

HINSON

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:52

# 1 0.201Subject Sample 20:53

1.968Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.215Subject Sample 20:57

2.996Breath Volume 20:57

Air Blank 20:58 Purge Fail

0.000Air Blank 20:58

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:4801/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:30

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

HINSON

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.077Control Test 21:00

0.000Air Blank 21:01

# 1 0.219Subject Sample 21:01

2.167Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.196Subject Sample 21:04

1.410Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 3 0.214Subject Sample 21:07

3.039Breath Volume 21:07

0.000Air Blank 21:08

0.078Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:4301/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:40

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

LOPEZ TELLO

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.082Control Test 01:05

0.000Air Blank 01:06

# 1 0.214Subject Sample 01:06

2.710Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.207Subject Sample 01:09

2.199Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:2601/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

18:19

FHP Troop H

ALLEN,JAMES

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

MILLETTE

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:32

# 1 0.205Subject Sample 18:34

2.085Breath Volume 18:34

Air Blank 18:34 Purge Fail

0.000Air Blank 18:35

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:44:2101/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

18:19

FHP Troop H

ALLEN,JAMES

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

MILLETTE

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:37

0.000Air Blank 18:37

0.076Control Test 18:38

0.000Air Blank 18:38

# 1 0.191Subject Sample 18:39

1.410Breath Volume 18:39

0.000Air Blank 18:40

0.000Air Blank 18:41

# 2 0.188Subject Sample 18:42

2.593Breath Volume 18:42

0.000Air Blank 18:43

0.077Control Test 18:43

0.000Air Blank 18:44

OKDiagnostics Check 18:44

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:4501/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:20

FHP Troop H

FORAN,ETHAN

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

LIBERATO

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:41

0.000Air Blank 19:41

# 1 0.240Subject Sample 19:42

1.929Breath Volume 19:42

Air Blank 19:43 Purge Fail

0.000Air Blank 19:43

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:5901/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:20

FHP Troop H

FORAN,ETHAN

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

LIBERATO

01/05/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.079Control Test 19:46

0.000Air Blank 19:47

# 1 0.248Subject Sample 19:47

1.406Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.228Subject Sample 19:50

1.367Breath Volume 19:50

Air Blank 19:51 Purge Fail

0.000Air Blank 19:51

Data Download Date/Time: 02/23/2022 11:48

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3201/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:59

FHP Troop D

RIVERA,VICTOR

03/05/2023

03521080A3

FHP Troop D

RIVERA,VICTOR,J

SANTIAGO APONTE

12/14/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.214Subject Sample 03:26

1.746Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.205Subject Sample 03:29

1.164Breath Volume 03:29

0.000Air Blank 03:30

0.077Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 01/13/2022 21:02

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0701/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:39

FHP Troop D

GARARD,WILLIAM

03/05/2023

03521080A3

FHP Troop D

RIVERA,VICTOR,J

SALGADO

01/12/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

Air Blank 01:04 RFI Detect

0.000Air Blank 01:05

Data Download Date/Time: 02/11/2022 01:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3001/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:39

FHP Troop D

GARARD,WILLIAM

03/05/2023

03521080A3

FHP Troop D

RIVERA,VICTOR,J

SALGADO

01/12/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.192Subject Sample 01:09

3.632Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.186Subject Sample 01:12

2.527Breath Volume 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 02/11/2022 01:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1001/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:50

FHP Troop D

RIVERA,VICTOR

03/05/2023

03521080A3

FHP Troop D

RIVERA,VICTOR,J

KEEVILLE

01/12/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1 0.182Subject Sample 03:23

1.179Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.192Subject Sample 03:26

3.144Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 02/11/2022 01:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:22:1901/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

12:47

Panama City Beach PD

MOSS,ROBERT

03/28/2023

1303107

Panama City Beach PD

MOSS,ROBERT,R

GREEN

12/21/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:21

0.000Air Blank 13:21

0.000Control Test 13:21 Control Outside Tolerance

0.000Air Blank 13:22

Data Download Date/Time: 01/28/2022 11:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:30:0901/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

12:47

Panama City Beach PD

MOSS,ROBERT

03/28/2023

1303107

Panama City Beach PD

MOSS,ROBERT,R

GREEN

12/21/2021

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:24

0.000Air Blank 13:24

0.083Control Test 13:24

0.000Air Blank 13:25

# 1 0.000Subject Sample 13:25

3.207Breath Volume 13:25

0.000Air Blank 13:26

0.000Air Blank 13:28

# 2 0.000Subject Sample 13:28

3.343Breath Volume 13:28

0.000Air Blank 13:29

0.082Control Test 13:29

0.000Air Blank 13:30

OKDiagnostics Check 13:30

Data Download Date/Time: 01/28/2022 11:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:0901/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

23:18

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

VALENZUELA LOPEZ

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.081Control Test 23:35

0.000Air Blank 23:35

# 1 0.184Subject Sample 23:36

2.976Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.181Subject Sample 23:39

2.433Breath Volume 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 02/03/2022 13:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:2501/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:54

Hillsborough Co SO

RENDON,DIEGO

07/05/2023

13921080A2

Hillsborough Co SO

RENDON,DIEGO,

MAZARIEGOS LOPEZ

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.080Control Test 20:11

0.000Air Blank 20:11

# 1 0.210Subject Sample 20:14 Volume Not Met

0.191Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2Subject Sample 20:18 Subject Test Refused

0.277Breath Volume 20:18

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 02/03/2022 13:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:0501/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:51

Hillsborough Co SO

HALL,LEE

07/05/2023

13921080A2

Hillsborough Co SO

HALL,LEE,D

MIGUEL

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.106Subject Sample 20:27

1.593Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.101Subject Sample 20:30

1.667Breath Volume 20:30

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 02/03/2022 13:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5901/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

23:18

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

LOPEZ PEREZ

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:30

0.000Air Blank 23:30

# 1 0.249Subject Sample 23:32

1.531Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.238Subject Sample 23:36

2.070Breath Volume 23:36

0.000Air Blank 23:37

0.081Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 02/03/2022 13:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:5701/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:40

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

HARMON

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.075Control Test 04:50

0.000Air Blank 04:51

# 1 0.125Subject Sample 04:52

1.945Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:54

# 2 0.134Subject Sample 04:55

2.183Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 02/03/2022 13:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3401/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

05:01

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

DEMISSIE

01/06/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1 0.158Subject Sample 05:23

2.695Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.151Subject Sample 05:26

1.921Breath Volume 05:26

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 02/03/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007491CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4101/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:08

Volusia County SO

HANSARD,JOSHUA

07/05/2023

13921080A2

Volusia County SO

MALETTO,NICHOLAS,R

SOTOMAYOR RIVERA

12/21/2021

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

# 1 0.108Subject Sample 03:02

1.230Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.103Subject Sample 03:06

2.191Breath Volume 03:06

0.000Air Blank 03:06

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/27/2022 23:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007491CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:1401/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:30

Orange City PD

EVELER,JONATHAN

07/05/2023

13921080A2

Volusia County SO

RIVERA,JOSE,L

PATTERSON

12/21/2021

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:42

# 1 0.322Subject Sample 23:42

2.179Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.331Subject Sample 23:45

2.250Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 01/27/2022 23:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007491CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:5701/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:51

15:01

Orange City PD

FREEBOROUGH,JONATHAN

07/05/2023

13921080A2

Volusia County SO

RIVERA,JOSE,L

CACOILO

12/21/2021

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:18

0.000Air Blank 16:19

0.079Control Test 16:19

0.000Air Blank 16:20

# 1 0.263Subject Sample 16:21

2.625Breath Volume 16:21

0.000Air Blank 16:21

0.000Air Blank 16:23

# 2 0.266Subject Sample 16:24

2.589Breath Volume 16:24

0.000Air Blank 16:25

0.078Control Test 16:25

0.000Air Blank 16:25

OKDiagnostics Check 16:25

Data Download Date/Time: 01/27/2022 23:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3501/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:41

Highlands County SO

SALVADOR,OFFICER

10/05/2022

22620080A3

Highlands County SO

EDMONDSON,ALLIE,E

FORSYTH

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

# 1 0.097Subject Sample 02:27

2.160Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.091Subject Sample 02:30

2.082Breath Volume 02:30

0.000Air Blank 02:31

0.082Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5501/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:22

Highlands County SO

NEW,STEVEN

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

DE LAET

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.082Control Test 02:59

0.000Air Blank 02:59

# 1 0.107Subject Sample 03:00

1.816Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.108Subject Sample 03:03

2.261Breath Volume 03:03

0.000Air Blank 03:03

0.082Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:3401/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:17

Highlands County SO

ROBLES,OFFICER

10/05/2022

22620080A3

Highlands County SO

ALTMAN,BRANDON,W

GREENE

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.080Control Test 05:09

0.000Air Blank 05:09

# 1 0.145Subject Sample 05:10

2.753Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:12

# 2 0.149Subject Sample 05:13

4.609Breath Volume 05:13

0.000Air Blank 05:14

0.081Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3801/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:08

Highlands County SO

BRAND,RYAN

10/05/2022

22620080A3

Sebring PD

EDMONDSON,ALLIE,E

LOPEZ

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.081Control Test 05:36

0.000Air Blank 05:36

# 1Subject Sample 05:37 Subject Test Refused

0.000Breath Volume 05:37

0.000Air Blank 05:37

0.080Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:5901/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:55

Highlands County SO

PANTOJA,OFFICER

10/05/2022

22620080A3

Sebring PD

VAUGHN,DALE,E

GORDON

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:32

0.081Control Test 20:32

0.000Air Blank 20:33

# 1 0.207Subject Sample 20:35

1.683Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:38

# 2 0.181Subject Sample 20:41 Volume Not Met

0.371Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 3 0.206Subject Sample 20:46

1.195Breath Volume 20:46

0.000Air Blank 20:47

0.077Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3001/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

10:42

Highlands County SO

ROBLES,MARCO

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

CASTILLO

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.075Control Test 00:14

0.000Air Blank 00:14

# 1Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:2001/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:06

Highlands County SO

BUEFORD,OFFICER

10/05/2022

22620080A3

Sebring PD

VAUGHN,DALE,E

LOFFA

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:46:1201/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:18

15:00

Highlands County SO

BOSTICK,MCKENZIE

10/05/2022

22620080A3

Sebring PD

LOTT,CALEB,E

ONEIL

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:39

0.000Air Blank 15:39

0.079Control Test 15:40

0.000Air Blank 15:41

# 1 0.135Subject Sample 15:41

1.292Breath Volume 15:41

0.000Air Blank 15:42

0.000Air Blank 15:43

# 2 0.133Subject Sample 15:44

2.304Breath Volume 15:44

0.000Air Blank 15:45

0.080Control Test 15:45

0.000Air Blank 15:46

OKDiagnostics Check 15:46

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:3801/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:51

Highlands County SO

MOLINA,JOSE

10/05/2022

22620080A3

Highlands County SO

MARLOW,ROYCE,B

AGUILAR

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.080Control Test 17:45

0.000Air Blank 17:46

# 1 0.287Subject Sample 17:47

2.382Breath Volume 17:47

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.289Subject Sample 17:50

2.269Breath Volume 17:50

0.000Air Blank 17:51

0.079Control Test 17:51

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:48:3501/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:15

15:15

Highlands County SO

SNELL,C

10/05/2022

22620080A3

Highlands County SO

SNELL,C,J

PITT

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:42

0.000Air Blank 15:42

0.081Control Test 15:43

0.000Air Blank 15:43

# 1 0.000Subject Sample 15:44

2.679Breath Volume 15:44

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.000Subject Sample 15:47

3.023Breath Volume 15:47

0.000Air Blank 15:47

0.081Control Test 15:47

0.000Air Blank 15:48

OKDiagnostics Check 15:48

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:52:1201/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:20

12:20

Highlands County SO

SNELL,C

10/05/2022

22620080A3

Highlands County SO

SNELL,C,J

AVILES

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:46

0.000Air Blank 12:46

0.080Control Test 12:46

0.000Air Blank 12:47

# 1 0.000Subject Sample 12:47

1.726Breath Volume 12:47

0.000Air Blank 12:48

0.000Air Blank 12:50

# 2 0.000Subject Sample 12:50

1.703Breath Volume 12:50

0.000Air Blank 12:51

0.082Control Test 12:51

0.000Air Blank 12:52

OKDiagnostics Check 12:52

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:0801/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

17:00

17:00

Highlands County SO

HALL,R

10/05/2022

22620080A3

Highlands County SO

HALL,R,C

GREGIS

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:21

0.000Air Blank 17:21

0.080Control Test 17:22

0.000Air Blank 17:22

# 1 0.013Subject Sample 17:23

1.695Breath Volume 17:23

0.000Air Blank 17:24

0.000Air Blank 17:25

# 2 0.011Subject Sample 17:26

1.191Breath Volume 17:26

0.000Air Blank 17:27

0.082Control Test 17:27

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:3401/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:50

Highlands County SO

WISE,K

10/05/2022

22620080A3

Highlands County SO

WISE,K,L

WYLAND

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

# 1 0.000Subject Sample 19:12

2.757Breath Volume 19:12

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.000Subject Sample 19:15

3.191Breath Volume 19:15

0.000Air Blank 19:15

0.081Control Test 19:15

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:1301/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

03:08

Highlands County SO

SALVADOR,ELDER

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

BRADY

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.081Control Test 05:28

0.000Air Blank 05:29

# 1Subject Sample 05:29 Subject Test Refused

0.000Breath Volume 05:29

0.000Air Blank 05:30

0.082Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:4901/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:28

Highlands County SO

NEW,STEVEN

10/05/2022

22620080A3

Highlands County SO

WOLVIN,WILLIAM,L

LEE

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.082Control Test 01:19

0.000Air Blank 01:19

# 1 0.200Subject Sample 01:20

2.207Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.197Subject Sample 01:24

3.464Breath Volume 01:24

0.000Air Blank 01:24

0.081Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:0901/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:56

Highlands County SO

JONES,WESLEY

10/05/2022

22620080A3

Highlands County SO

BUTLER,ANTHONY,K

COMPOS

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:44

# 1 0.213Subject Sample 19:45

2.621Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.230Subject Sample 19:48

2.707Breath Volume 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 01/28/2022 09:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2201/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:29

Highlands County SO

BECERRA,JOSE

10/05/2022

22620080A3

Highlands County SO

WOLVIN,WILLIAM,L

LOPEZ ALVAREZ

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

# 1 0.205Subject Sample 02:21

1.878Breath Volume 02:21

Air Blank 02:21 RFI Detect

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4001/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:29

Highlands County SO

BECERRA,JOSE

10/05/2022

22620080A3

Lake Placid PD

WOLVIN,WILLIAM,L

LOPEZ ALVAREZ

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

# 1 0.190Subject Sample 02:29

1.980Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.196Subject Sample 02:31

2.300Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2401/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:09

Highlands County SO

WALKER,DUSTIN

10/05/2022

22620080A3

FHP Troop F

WOLVIN,WILLIAM,L

MOBLEY

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.144Subject Sample 03:44

1.316Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.133Subject Sample 03:47

1.105Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0101/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:07

Highlands County SO

JABLONSKI,MARK

10/05/2022

22620080A3

FHP Troop F

HINISH,BARRY,A

COLON

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

# 1 0.106Subject Sample 01:54

1.421Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.115Subject Sample 01:57

1.519Breath Volume 01:57

0.000Air Blank 01:58

0.082Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:59

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:51:0101/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:25

10:25

Highlands County SO

PECK,J

10/05/2022

22620080A3

Highlands County SO

PECK,J,R

EDLOW

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:49

0.000Air Blank 10:49

0.081Control Test 10:50

Air Blank 10:50 RFI Detect

0.000Air Blank 10:51

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:59:1101/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:25

10:20

Highlands County SO

PECK,J

10/05/2022

22620080A3

Highlands County SO

PECK,J,R

EDLOW

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:52

0.000Air Blank 10:53

0.082Control Test 10:53

0.000Air Blank 10:54

# 1 0.000Subject Sample 10:54

1.714Breath Volume 10:54

0.000Air Blank 10:55

0.000Air Blank 10:57

# 2 0.000Subject Sample 10:57

2.035Breath Volume 10:57

0.000Air Blank 10:58

0.081Control Test 10:58

0.000Air Blank 10:59

OKDiagnostics Check 10:59

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:30:3101/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:01

13:27

Highlands County SO

PANTOJA,Y

10/05/2022

22620080A3

Sebring PD

ROBLES,J,V

GONZALEZ

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:23

0.000Air Blank 15:23

0.081Control Test 15:24

0.000Air Blank 15:24

# 1 0.267Subject Sample 15:25

3.050Breath Volume 15:25

0.000Air Blank 15:26

0.000Air Blank 15:28

# 2 0.268Subject Sample 15:28

2.457Breath Volume 15:28

0.000Air Blank 15:29

0.080Control Test 15:29

0.000Air Blank 15:30

OKDiagnostics Check 15:30

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2401/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:23

Highlands County SO

WALKER,T

10/05/2022

22620080A3

FHP Troop F

CARTE,KYLE,

MCCLELLAND

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

# 1Subject Sample 03:11 Subject Test Refused

0.000Breath Volume 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:59:1601/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:25

11:20

Highlands County SO

VAUGHN,DALE

10/05/2022

22620080A3

Highlands County SO

VAUGHN,DALE,E

FLOREZ

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:52

0.000Air Blank 11:53

0.083Control Test 11:53

0.000Air Blank 11:54

# 1 0.000Subject Sample 11:54

2.246Breath Volume 11:54

0.000Air Blank 11:55

0.000Air Blank 11:57

# 2 0.000Subject Sample 11:57

1.753Breath Volume 11:57

0.000Air Blank 11:58

0.080Control Test 11:58

0.000Air Blank 11:59

OKDiagnostics Check 11:59

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2501/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

19:50

Highlands County SO

BECERRA,J

10/05/2022

22620080A3

Lake Placid PD

BUTLER,ANTHONY,K

WOLF

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:46

# 1 0.150Subject Sample 21:48

1.707Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.150Subject Sample 21:51

1.734Breath Volume 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:46:5901/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

08:15

08:15

Highlands County SO

NONE,NONE

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

MONTIEL OSNAYA

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:40

0.000Air Blank 08:41

0.082Control Test 08:41

0.000Air Blank 08:42

# 1 0.000Subject Sample 08:42

1.929Breath Volume 08:42

0.000Air Blank 08:43

0.000Air Blank 08:45

# 2 0.000Subject Sample 08:45

1.710Breath Volume 08:45

0.000Air Blank 08:46

0.080Control Test 08:46

0.000Air Blank 08:46

OKDiagnostics Check 08:46

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:44:4201/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

12:05

Highlands County SO

VAUGHN,DALE

10/05/2022

22620080A3

Highlands County SO

VAUGHN,DALE,E

FRANCO

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:38

0.000Air Blank 12:38

0.081Control Test 12:39

0.000Air Blank 12:39

# 1 0.000Subject Sample 12:40

2.945Breath Volume 12:40

0.000Air Blank 12:40

0.000Air Blank 12:42

# 2 0.000Subject Sample 12:43

3.226Breath Volume 12:43

0.000Air Blank 12:43

0.083Control Test 12:44

0.000Air Blank 12:44

OKDiagnostics Check 12:44

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1801/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:23

Highlands County SO

ABELN,SETH

10/05/2022

22620080A3

Highlands County SO

MARLOW,ROYCE,B

KNIGHT

12/13/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

# 1Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 01/28/2022 09:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2101/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:42

Highlands County SO

OLSON,ANGELICA

10/05/2022

22620080A3

Highlands County SO

CARTE,KYLE,M

HORVATH

01/28/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.082Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 02/21/2022 08:36

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:3001/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:45

Highlands County SO

BECERRA,J

10/05/2022

22620080A3

Lake Placid PD

BUTLER,ANTHONY,K

GOMEZ

01/28/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.083Control Test 21:38

0.000Air Blank 21:38

# 1 0.158Subject Sample 21:39

1.667Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.166Subject Sample 21:42

2.007Breath Volume 21:42

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 02/21/2022 08:36

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4101/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:47

Highlands County SO

JONES,W

10/05/2022

22620080A3

Highlands County SO

CARTE,KYLE,M

GALELLA

01/28/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.083Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.081Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 02/21/2022 08:36

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1801/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:52

DeSoto County SO

BAKER,DUSTIN

10/05/2023

22521080A1

DeSoto County SO

VEGA,JASON,

CARDONA

12/09/2021

8100.27

DESOTO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/26/2022 15:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:21:3201/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:51

06:28

DeSoto County SO

BALDERAS,GABRIEL

10/05/2023

22521080A1

DeSoto County SO

DITTMAN,LAVERNE,T

BRADFORD

12/09/2021

8100.27

DESOTO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:18

0.000Air Blank 07:19

0.079Control Test 07:19

0.000Air Blank 07:19

# 1Subject Sample 07:20 Subject Test Refused

0.000Breath Volume 07:20

0.000Air Blank 07:20

0.079Control Test 07:20

0.000Air Blank 07:21

OKDiagnostics Check 07:21

Data Download Date/Time: 01/26/2022 15:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:0601/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:02

DeSoto County SO

FORNAL,DOMINIC

10/05/2023

22521080A1

DeSoto County SO

VEGA,JASON,

MUNDO

12/09/2021

8100.27

DESOTO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.079Control Test 20:39

0.000Air Blank 20:39

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:40

0.080Control Test 20:40

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 01/26/2022 15:42

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.


