
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:0703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:31

Palm Bay PD

MORRIS,K

11/05/2022

24620080A2

Brevard County SO

LUTZ,EDWIN,J

KIRCHNER

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.197Subject Sample 03:09

2.046Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.195Subject Sample 03:13

1.871Breath Volume 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/04/2022 10:40

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:5903/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

19:43

Palm Bay PD

FERINO,WESLEY

11/05/2022

24620080A2

Palm Bay PD

FREY,ROBERT,P

SKARA

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

# 1 0.135Subject Sample 21:15

1.417Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:17

# 2 0.134Subject Sample 21:19

1.148Breath Volume 21:19

0.000Air Blank 21:20

0.081Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 04/04/2022 10:41

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:12:1503/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:22

Palm Bay PD

HOLLCROFT,AMANDA

11/05/2022

24620080A2

Palm Bay PD

HOLLCROFT,AMANDA,L

SHACK

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:05

0.000Air Blank 17:06

0.080Control Test 17:06

0.000Air Blank 17:07

# 1 0.000Subject Sample 17:08

1.300Breath Volume 17:08

0.000Air Blank 17:08

0.000Air Blank 17:10

# 2 0.000Subject Sample 17:10

1.199Breath Volume 17:10

0.000Air Blank 17:11

0.080Control Test 17:11

0.000Air Blank 17:12

OKDiagnostics Check 17:12

Data Download Date/Time: 04/04/2022 10:41

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:0803/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:32

Palm Bay PD

STEPP,VIRGINIA

11/05/2022

24620080A2

Palm Bay PD

FREY,ROBERT,P

ANDERSON

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1 0.179Subject Sample 01:43

3.671Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.172Subject Sample 01:46

1.453Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 04/04/2022 10:41

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:5003/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:45

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

REID

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.079Control Test 19:24

0.000Air Blank 19:25

# 1 0.000Subject Sample 19:26

1.261Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.000Subject Sample 19:30

1.296Breath Volume 19:30

0.000Air Blank 19:30

0.079Control Test 19:31

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 04/04/2022 10:41

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:1203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:33

Palm Bay PD

RIS,J

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

ERIKSEN

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

# 1 0.211Subject Sample 23:24

1.882Breath Volume 23:24

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.212Subject Sample 23:27

1.757Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 04/04/2022 10:41

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:4203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

21:01

Palm Bay PD

STEPP,V

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

MYERS

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

# 1 0.133Subject Sample 21:44

1.128Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.117Subject Sample 21:47

1.386Breath Volume 21:47

0.000Air Blank 21:47

0.080Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2003/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:42

Palm Bay PD

WALSH,A

11/05/2022

24620080A2

Brevard County SO

LOGAN,JONATHAN,

BERNAL ACOSTA

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

# 1 0.184Subject Sample 04:12

1.343Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.183Subject Sample 04:15

1.343Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:1403/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:08

Palm Bay PD

FERINO,WESLEY

11/05/2022

24620080A2

Palm Bay PD

MCDONALD,COLE,M

DONOVAN

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

# 1 0.175Subject Sample 23:30

2.226Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.166Subject Sample 23:33

2.281Breath Volume 23:33

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:2703/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:44

Palm Bay PD

STEPP,V

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

DUKES

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:44

# 1 0.000Subject Sample 21:45

1.109Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.000Subject Sample 21:48

1.582Breath Volume 21:48

0.000Air Blank 21:48

0.078Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2103/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:17

Palm Bay PD

HICKS,W

11/05/2022

24620080A2

West Melbourne PD

FREY,ROBERT,P

MCINTYRE

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1 0.142Subject Sample 03:19

1.632Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.142Subject Sample 03:22

1.777Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0403/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:24

Palm Bay PD

FORBES,O

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

DUNWELL-JACKSON

02/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.081Control Test 02:59

0.000Air Blank 02:59

# 1 0.167Subject Sample 03:00

2.980Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.160Subject Sample 03:03

1.953Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:05

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:3103/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

21:57

Palm Bay PD

MCCROSKEY,S

11/05/2022

24620080A2

Brevard County SO

FREY,ROBERT,P

DURAND

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

# 1 0.197Subject Sample 23:45

2.132Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.191Subject Sample 23:47

1.238Breath Volume 23:47

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5303/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:30

Palm Bay PD

KURVAL,SHARON

11/05/2022

24620080A2

Palm Bay PD

MCDONALD,COLE,M

STOCKHAUS

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.081Control Test 01:04

0.000Air Blank 01:04

# 1 0.177Subject Sample 01:05

3.753Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:07

# 2 0.173Subject Sample 01:08

2.527Breath Volume 01:08

0.000Air Blank 01:08

0.080Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 04/04/2022 10:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:16:4203/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:43

15:45

Lee County SO

GOULD,LEONARD

11/05/2022

24620080A2

Lee County SO

GOULD,LEONARD,

MARTIN

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.079Control Test 17:10

0.000Air Blank 17:11

# 1 0.261Subject Sample 17:12

1.222Breath Volume 17:12

0.000Air Blank 17:13

0.000Air Blank 17:14

# 2 0.266Subject Sample 17:15

1.546Breath Volume 17:15

0.000Air Blank 17:15

0.077Control Test 17:16

0.000Air Blank 17:16

OKDiagnostics Check 17:16

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2803/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

18:33

Lee County SO

BATISTA,J

11/05/2022

24620080A2

Fort Myers PD

SELLERS,BRANDON,J

ETIENNE

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.080Control Test 21:18

0.000Air Blank 21:19

# 1 0.138Subject Sample 21:20

1.734Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:22

# 2 0.133Subject Sample 21:25

1.742Breath Volume 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:5803/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:18

Lee County SO

GOULD,LEONARD

11/05/2022

24620080A2

Lee County SO

GOULD,LEONARD,

SPROLES

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.080Control Test 22:24

0.000Air Blank 22:24

# 1 0.268Subject Sample 22:25

1.886Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.276Subject Sample 22:28

1.585Breath Volume 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:57:5403/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

07:04

Fort Myers PD

VICIOSO,Y

11/05/2022

24620080A2

Fort Myers PD

SCHAEFER,K,A

MARION

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:51

0.000Air Blank 08:52

0.080Control Test 08:52

0.000Air Blank 08:53

# 1 0.000Subject Sample 08:53

2.855Breath Volume 08:53

0.000Air Blank 08:54

0.000Air Blank 08:56

# 2 0.000Subject Sample 08:56

2.742Breath Volume 08:56

0.000Air Blank 08:56

0.081Control Test 08:57

0.000Air Blank 08:57

OKDiagnostics Check 08:57

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:4403/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:52

Lee County SO

CIGANEK,JACOB

11/05/2022

24620080A2

Lee County SO

AVENDANO,JUAN,M

BUSBEE

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:05

# 1Subject Sample 00:06 Subject Test Refused

0.000Breath Volume 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:0303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:23

Fort Myers PD

RODRIGUEZ,EDDIE

11/05/2022

24620080A2

Fort Myers PD

KING,JONATHAN,L

MCKAVANAGH

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.207Subject Sample 01:08

1.851Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.215Subject Sample 01:11

1.683Breath Volume 01:11

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:13

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0503/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:51

Lee County SO

VARGO,K

11/05/2022

24620080A2

Lee County SO

CHAPMAN,CORY,A

JEWETT

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:28

# 1Subject Sample 04:30 Subject Test Refused

0.101Breath Volume 04:30

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:32

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:34:5703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:35

FHP Troop F

MARRAS,ANASTASIA

11/05/2022

24620080A2

FHP Troop F

MARRAS,ANASTASIA,M

SYPRIENMARSEILLE

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:28

0.000Air Blank 12:29

0.081Control Test 12:29

0.000Air Blank 12:29

# 1 0.187Subject Sample 12:30

2.761Breath Volume 12:30

0.000Air Blank 12:31

0.000Air Blank 12:32

# 2 0.185Subject Sample 12:33

2.523Breath Volume 12:33

0.000Air Blank 12:34

0.078Control Test 12:34

0.000Air Blank 12:34

OKDiagnostics Check 12:34

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:2903/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

16:32

Lee County SO

BURLINGAME,N

11/05/2022

24620080A2

Lee County SO

BURLINGAME,N,

GONZALEZ YEPES

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:45

0.080Control Test 18:45

0.000Air Blank 18:46

# 1 0.122Subject Sample 18:46

1.324Breath Volume 18:46

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.111Subject Sample 18:49

2.156Breath Volume 18:49

0.000Air Blank 18:50

0.079Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:20:5703/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:14

Fort Myers PD

SCHAEFER,K

10/05/2023

22521080A1

Fort Myers PD

SCHAEFER',KENDALL,A

BOTELLO

02/16/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:15

0.000Air Blank 08:15

0.080Control Test 08:15

0.000Air Blank 08:16

# 1 0.010Subject Sample 08:16

3.167Breath Volume 08:16

0.000Air Blank 08:17

0.000Air Blank 08:19

# 2 0.009Subject Sample 08:19

2.246Breath Volume 08:19

0.000Air Blank 08:20

0.080Control Test 08:20

0.000Air Blank 08:20

OKDiagnostics Check 08:20

Data Download Date/Time: 03/09/2022 10:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5303/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:42

Lee County SO

BARKER,ANDREW

10/05/2023

22521080A1

Lee County SO

AVENDANO,JUAN,M

PU DE LEON

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:41

0.000Air Blank 01:41

# 1 0.100Subject Sample 01:42

2.632Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.091Subject Sample 01:45

2.894Breath Volume 01:45

0.000Air Blank 01:45

0.081Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:0803/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:56

Cape Coral PD

MARTINI,RYAN

10/05/2023

22521080A1

Cape Coral PD

MARTINI,RYAN,H

MUNOZ

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

# 1 0.207Subject Sample 21:09 Volume Not Met

0.949Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:11

# 2 0.219Subject Sample 21:12

1.910Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 3 0.224Subject Sample 21:17

1.800Breath Volume 21:17

0.000Air Blank 21:18

0.078Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2903/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:00

Fort Myers PD

JOHNSTON,TORI

10/05/2023

22521080A1

Fort Myers PD

JOHNSTON,TORI,D

LANGER

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:50

# 1 0.139Subject Sample 01:50

2.105Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.129Subject Sample 01:53

3.089Breath Volume 01:53

0.000Air Blank 01:54

0.077Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3703/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:18

Lee County SO

CLENDENING,J

10/05/2023

22521080A1

Lee County SO

TORRES,JAYDA,J

REYES

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

# 1 0.072Subject Sample 04:13

2.550Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.065Subject Sample 04:16

1.296Breath Volume 04:16

0.000Air Blank 04:17

0.077Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:1003/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:33

16:28

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

HABERT

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.080Control Test 17:59

0.000Air Blank 17:59

# 1 0.168Subject Sample 18:01

1.445Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:03

# 2 0.172Subject Sample 18:04

1.410Breath Volume 18:04

0.000Air Blank 18:05

0.080Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:0503/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:02

Lee County SO

BECERRA,R

10/05/2023

22521080A1

Lee County SO

SELLERS,BRANDON,J

BLANCO

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

# 1 0.000Subject Sample 23:44

4.578Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.000Subject Sample 23:47

3.976Breath Volume 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:49

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0603/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:01

Lee County SO

BARNETT,C

10/05/2023

22521080A1

Fort Myers PD

SELLERS,BRANDON,J

MARION

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.081Control Test 01:05

0.000Air Blank 01:05

# 1 0.282Subject Sample 01:06

1.523Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 2 0.265Subject Sample 01:10

1.234Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:0803/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:42

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

MESSIER

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

# 1 0.000Subject Sample 00:52

1.996Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.000Subject Sample 00:55

1.722Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:0403/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:07

Lee County SO

ALEJO,T

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

SMITH

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:03

# 1 0.245Subject Sample 01:04

1.460Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.233Subject Sample 01:07

1.320Breath Volume 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:09

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0703/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:24

Fort Myers PD

WHYTE,KELLEY

10/05/2023

22521080A1

Fort Myers PD

KING,JONATHAN,L

GARCIA

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.079Control Test 03:14

0.000Air Blank 03:14

# 1 0.267Subject Sample 03:15

2.882Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.257Subject Sample 03:18

3.480Breath Volume 03:18

0.000Air Blank 03:19

0.077Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:0103/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:20

FHP Troop F

HOLLOW,G.

10/05/2023

22521080A1

Lee County SO

LEMEN,LOGAN,C

PERLIN

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

# 1 0.231Subject Sample 01:16

1.441Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:18

# 2 0.227Subject Sample 01:19

1.828Breath Volume 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:21

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3903/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:36

Lee County SO

BATISTA,J

10/05/2023

22521080A1

Fort Myers PD

SELLERS,BRANDON,J

NILAND

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

# 1 0.082Subject Sample 00:58

2.863Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.082Subject Sample 01:01

3.035Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1403/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:23

Lee County SO

MILLER,J

10/05/2023

22521080A1

Lee County SO

MILLER,J,T

JETER

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

# 1 0.049Subject Sample 03:36

1.175Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.047Subject Sample 03:39

1.265Breath Volume 03:39

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:2503/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:31

Lee County SO

BROWN,EARTHEN

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

GWINN

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

# 1 0.208Subject Sample 20:59

2.390Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.205Subject Sample 21:02

1.835Breath Volume 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:0203/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:50

Lee County SO

PHILBIN,THOMAS

10/05/2023

22521080A1

Fort Myers PD

GOULD,LEONARD,

RANKIN

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:40

# 1 0.000Subject Sample 00:41

1.765Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.000Subject Sample 00:44

1.304Breath Volume 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:46

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:2103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:53

FHP Troop F

BRELSFORD,BRANDON

10/05/2023

22521080A1

FHP Troop F

SCHIERA,FERNANDO,

CARDONA

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.079Control Test 18:29

0.000Air Blank 18:29

# 1Subject Sample 18:31 Subject Test Refused

0.000Breath Volume 18:31

0.000Air Blank 18:32

0.079Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4103/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:26

Fort Myers PD

SELLERS,MATTHEW

10/05/2023

22521080A1

Fort Myers PD

KING,JONATHAN,L

TYNSKI

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.007Subject Sample 02:23

1.398Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:26

1.152Breath Volume 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5303/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:16

FHP Troop F

TORRES,JENNIFER

10/05/2023

22521080A1

FHP Troop F

TORRES,JENNIFER,

MORA

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1 0.152Subject Sample 02:56

2.722Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.150Subject Sample 02:59

3.480Breath Volume 02:59

0.000Air Blank 02:59

0.078Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2403/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:20

Lee County SO

BARNETT,C

10/05/2023

22521080A1

Fort Myers PD

SELLERS,BRANDON,J

FLEURIME

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:35

0.000Air Blank 23:35

# 1 0.263Subject Sample 23:36

2.101Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.265Subject Sample 23:39

1.960Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1103/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:05

Lee County SO

BROWN,EARTHEN

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

RIPLEY

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

# 1 0.137Subject Sample 02:41

1.472Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 2 0.137Subject Sample 02:44

1.597Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:0503/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:27

Lee County SO

BROWN,EARTHEN

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

WELLS

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1 0.161Subject Sample 00:03

2.402Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.163Subject Sample 00:06

2.242Breath Volume 00:06

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:4103/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:08

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

NASON

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.081Control Test 22:17

0.000Air Blank 22:17

# 1Subject Sample 22:20 No Sample Provided

0.000Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2Subject Sample 22:23 Subject Test Refused

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.078Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0703/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:38

Lee County SO

MILLER,J

10/05/2023

22521080A1

Lee County SO

MILLER,J,T

MCKEE

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:48

Lee County SO

BYRD,B

10/05/2023

22521080A1

Lee County SO

SOTO,MICHAEL,

RIVERA ALVARADO

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:41

# 1 0.047Subject Sample 22:42

2.425Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.046Subject Sample 22:45

2.316Breath Volume 22:45

0.000Air Blank 22:45

0.080Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:36

Lee County SO

MILLER,J

10/05/2023

22521080A1

Lee County SO

MILLER,J,T

CIFUENTES HERNANDEZ

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:37

# 1 0.269Subject Sample 00:37

1.171Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.265Subject Sample 00:40

1.957Breath Volume 00:40

0.000Air Blank 00:41

0.077Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4303/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:41

Lee County SO

SOTO,M

10/05/2023

22521080A1

Lee County SO

SOTO,MICHAEL,

ALVAREZ MASFERRER

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.152Subject Sample 03:30

1.292Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.146Subject Sample 03:34

1.484Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:31

Lee County SO

WILLIAMS,J

10/05/2023

22521080A1

Lee County SO

SOTO,MICHAEL,

CLARK

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:42 Sequence Aborted

0.152Breath Volume 03:42

0.000Air Blank 03:43

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0503/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:32

Lee County SO

PERERA,B

10/05/2023

22521080A1

Fort Myers PD

VANPELT,J,

BARTOLOME MANUEL

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.081Control Test 21:46

0.000Air Blank 21:46

# 1 0.211Subject Sample 21:47

3.113Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:49

# 2 0.223Subject Sample 21:50

2.503Breath Volume 21:50

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:52

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:3703/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:00

Lee County SO

BROWN,EARTHEN

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

FOCO-HOLBROOK

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.080Control Test 04:51

0.000Air Blank 04:51

# 1 0.009Subject Sample 04:52

2.402Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.009Subject Sample 04:55

2.500Breath Volume 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 04/05/2022 09:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:4403/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:11

Charlotte County SO

DAVIDSON,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

BECK

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:23

# 1 0.133Subject Sample 03:25

2.164Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.135Subject Sample 03:28

3.257Breath Volume 03:28

0.000Air Blank 03:28

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 04/19/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:11:1703/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:30

09:00

Charlotte County SO

DUNN,CDFC

11/05/2022

24620080A3

Charlotte County SO

DUNN,CDFC,D

MARCHMAN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:04

0.000Air Blank 10:05

0.079Control Test 10:05

0.000Air Blank 10:06

# 1 0.046Subject Sample 10:06

1.820Breath Volume 10:06

0.000Air Blank 10:07

0.000Air Blank 10:09

# 2 0.044Subject Sample 10:09

1.839Breath Volume 10:09

0.000Air Blank 10:10

0.078Control Test 10:10

0.000Air Blank 10:11

OKDiagnostics Check 10:11

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:3003/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

00:46

Charlotte County SO

FRIEND,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

JACOBSON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:28

# 1 0.202Subject Sample 02:29

5.871Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.190Subject Sample 02:33

4.523Breath Volume 02:33

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:3903/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:27

12:30

Charlotte County SO

ROBLES,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

RONGA,DEPUTY,R

BERRISH

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:50

0.000Air Blank 16:51

0.080Control Test 16:51

0.000Air Blank 16:52

# 1 0.000Subject Sample 16:53

2.046Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.000Subject Sample 16:56

1.929Breath Volume 16:56

0.000Air Blank 16:56

0.079Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:1603/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:32

Charlotte County SO

ROOT,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

GOOD

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.078Control Test 18:58

0.000Air Blank 18:58

# 1 0.174Subject Sample 18:59

2.011Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.150Subject Sample 19:03

1.816Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:06

# 3 0.153Subject Sample 19:07

1.390Breath Volume 19:07

0.000Air Blank 19:08

0.078Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0903/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:12

Charlotte County SO

SCHWARTZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

HELLMAN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.140Subject Sample 01:39

2.703Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:41

# 2 0.136Subject Sample 01:42

2.554Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:3703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:10

Charlotte County SO

PARRISH,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

LOGSDON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

# 1 0.185Subject Sample 03:32

4.179Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.173Subject Sample 03:35

3.746Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:33:3003/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

01:00

01:00

Charlotte County SO

SCHWOCHO,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

SCHWOCHO,DEPUTY,

DOYLE

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:26

0.000Air Blank 07:27

0.080Control Test 07:27

0.000Air Blank 07:28

# 1 0.000Subject Sample 07:28

1.589Breath Volume 07:28

0.000Air Blank 07:28

0.000Air Blank 07:30

# 2 0.000Subject Sample 07:32

1.519Breath Volume 07:32

0.000Air Blank 07:32

0.080Control Test 07:32

0.000Air Blank 07:33

OKDiagnostics Check 07:33

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:15:4903/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:44

09:55

Charlotte County SO

PAILLE,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

SCHWOCHO,DEPUTY,

GORDON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:09

0.000Air Blank 11:09

0.080Control Test 11:09

0.000Air Blank 11:10

# 1 0.000Subject Sample 11:10

1.972Breath Volume 11:10

0.000Air Blank 11:11

0.000Air Blank 11:13

# 2 0.000Subject Sample 11:14

2.195Breath Volume 11:14

0.000Air Blank 11:14

0.080Control Test 11:15

0.000Air Blank 11:15

OKDiagnostics Check 11:15

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:0703/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:04

Charlotte County SO

SCHWARTZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

BOYER

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

# 1 0.069Subject Sample 22:22

1.859Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.061Subject Sample 22:26

2.496Breath Volume 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:5403/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

18:20

19:20

Charlotte County SO

FARLEY,OFC

11/05/2022

24620080A3

Punta Gorda PD

WALDRP,P,

MARCHMAN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.079Control Test 18:52

0.000Air Blank 18:52

# 1Subject Sample 18:53 Subject Test Refused

0.000Breath Volume 18:53

0.000Air Blank 18:54

0.079Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:5103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:20

22:20

Charlotte County SO

MARCHMAN,MARCHMAN

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

MAFFETT

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.079Control Test 22:49

0.000Air Blank 22:50

# 1 0.000Subject Sample 22:50

2.492Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.000Subject Sample 22:54

1.929Breath Volume 22:54

0.000Air Blank 22:54

0.080Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:3903/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:21

Charlotte County SO

PERO,J

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

LANGSTON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:42

# 1 0.204Subject Sample 23:43

2.031Breath Volume 23:43

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.203Subject Sample 23:46

2.074Breath Volume 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:4503/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:29

04:00

Charlotte County SO

MILLER,K

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

HASTINGS

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

# 1 0.000Subject Sample 04:53

1.152Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.000Subject Sample 04:56

1.519Breath Volume 04:56

0.000Air Blank 04:56

0.079Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:1503/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:40

04:40

Charlotte County SO

MILLER,K

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

BRANDON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:23

0.000Air Blank 05:23

0.079Control Test 05:24

0.000Air Blank 05:24

# 1 0.000Subject Sample 05:25

1.570Breath Volume 05:25

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.000Subject Sample 05:27

1.968Breath Volume 05:27

0.000Air Blank 05:28

0.079Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:1503/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

17:40

Charlotte County SO

SMITH,J

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

MIDGETT

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:38

0.000Air Blank 18:39

0.079Control Test 18:39

0.000Air Blank 18:40

# 1 0.000Subject Sample 18:40

1.363Breath Volume 18:40

0.000Air Blank 18:41

0.000Air Blank 18:43

# 2 0.000Subject Sample 18:43

1.105Breath Volume 18:43

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:1603/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:10

Charlotte County SO

SMITH,T

11/05/2022

24620080A3

Punta Gorda PD

EGAN,MELISSA,

POORBAUGH

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.080Control Test 21:03

0.000Air Blank 21:03

# 1 0.140Subject Sample 21:04

1.105Breath Volume 21:04

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.146Subject Sample 21:07

1.710Breath Volume 21:07

0.000Air Blank 21:08

0.079Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0703/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:54

Charlotte County SO

HARTSMANSTORPHER,CHRIS

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

WILSON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:56 No Sample Provided

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.173Subject Sample 03:00

2.023Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 3Subject Sample 03:05 No Sample Provided

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4603/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

01:22

Charlotte County SO

LAROSA,R

11/05/2022

24620080A3

Charlotte County SO

EGAN,MELISSA,

GRENNELL

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

# 1 0.156Subject Sample 04:36

2.175Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.149Subject Sample 04:39

1.671Breath Volume 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4803/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

03:50

Charlotte County SO

SCHWARTZ,JONATHAN

11/05/2022

24620080A3

Charlotte County SO

RISI,ALEYA,D

BEGLEY

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.080Control Test 04:54

0.000Air Blank 04:54

# 1 0.109Subject Sample 04:55

3.917Breath Volume 04:55

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.113Subject Sample 04:59

3.531Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:3803/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:30

22:20

Charlotte County SO

ACEBO,ANDRES

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

SOLOMON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:51

# 1 0.000Subject Sample 22:54

1.750Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.000Subject Sample 22:58

1.613Breath Volume 22:58

0.000Air Blank 22:58

0.079Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0303/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:25

Charlotte County SO

FARLEY,JOSEPH

11/05/2022

24620080A3

Punta Gorda PD

RISI,ALEYA,D

CHAMBERLIN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:04

0.000Air Blank 00:04

# 1 0.163Subject Sample 00:05

2.121Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.167Subject Sample 00:08

2.089Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:10

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:2303/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:54

Charlotte County SO

TEMS,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

COURTNEY,PATRICK,

FRABLE

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

# 1 0.141Subject Sample 22:48

1.976Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.134Subject Sample 22:51

1.683Breath Volume 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:0703/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

19:48

Charlotte County SO

DEGRASSE,R

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

MURRAY

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

# 1Subject Sample 21:14 Subject Test Refused

0.000Breath Volume 21:14

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:5503/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:19

Charlotte County SO

GRIBBIN,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

MONN,CLARENCE,R

BEIRNE

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

# 1 0.168Subject Sample 00:14

3.253Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.173Subject Sample 00:17

2.527Breath Volume 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:0303/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:52

Charlotte County SO

HARTMANSTORPHER,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

COURTNEY,PATRICK,

PRICE

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.079Control Test 04:48

0.000Air Blank 04:48

# 1 0.180Subject Sample 04:49

1.718Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:51

# 2 0.180Subject Sample 04:52

1.667Breath Volume 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:54

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:3803/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:42

Charlotte County SO

MORITZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

POTEAT-GILL

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:14

# 1 0.145Subject Sample 02:16

1.460Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.126Subject Sample 02:20

1.152Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:15

Charlotte County SO

SCHWARTZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

BARBER

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:02

# 1 0.058Subject Sample 04:05

1.808Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.055Subject Sample 04:09

1.218Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:4203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

20:40

20:40

Charlotte County SO

MARCHMAN,1

11/05/2022

24620080A3

Charlotte County SO

RISI,ALEYA,D

MARCHMAN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:12

# 1 0.000Subject Sample 21:13

2.750Breath Volume 21:13

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.000Subject Sample 21:16

2.539Breath Volume 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:5403/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

00:58

00:30

Charlotte County SO

LAROSA,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

COURTNEY,PATRICK,

FRAGOSO

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:22

# 1 0.000Subject Sample 01:24

2.878Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.000Subject Sample 01:27

2.800Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:35:1403/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:08

09:28

Charlotte County SO

FIORINO,OFFICER

11/05/2022

24620080A3

Punta Gorda PD

SCHWOCHO,DEPUTY,

FISHER

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:28

0.000Air Blank 10:29

0.078Control Test 10:29

0.000Air Blank 10:29

# 1 0.173Subject Sample 10:30

3.843Breath Volume 10:30

0.000Air Blank 10:31

0.000Air Blank 10:33

# 2 0.174Subject Sample 10:33

3.613Breath Volume 10:33

0.000Air Blank 10:34

0.079Control Test 10:34

0.000Air Blank 10:35

OKDiagnostics Check 10:35

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2203/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

03:00

03:00

Charlotte County SO

RICHARDSON,/

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

LOKKER

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

# 1 0.000Subject Sample 03:28

1.808Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.000Subject Sample 03:32

2.039Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:31:3403/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:03

06:35

Charlotte County SO

CIOLINO,L

11/05/2022

24620080A3

Charlotte County SO

PENCIC,KENNETH,A

NICKERSON

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:25

0.000Air Blank 08:25

0.079Control Test 08:25

0.000Air Blank 08:26

# 1 0.000Subject Sample 08:27

1.941Breath Volume 08:27

0.000Air Blank 08:27

0.000Air Blank 08:29

# 2 0.000Subject Sample 08:30

1.843Breath Volume 08:30

0.000Air Blank 08:30

0.080Control Test 08:30

0.000Air Blank 08:31

OKDiagnostics Check 08:31

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:4203/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:13

Charlotte County SO

MORITZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

BOMERS

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:13

# 1 0.095Subject Sample 02:15

2.093Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.103Subject Sample 02:19

3.539Breath Volume 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4703/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:00

Charlotte County SO

FRIEND,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

REYNOLDS

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.080Control Test 04:54

0.000Air Blank 04:55

# 1 0.000Subject Sample 04:56

1.863Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.000Subject Sample 04:59

3.472Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:05:1103/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:30

12:30

Charlotte County SO

DUNN,CDFC

11/05/2022

24620080A3

Charlotte County SO

DUNN,CDFC,D

MARCHMAN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:59

0.000Air Blank 13:59

0.079Control Test 13:59

0.000Air Blank 14:00

# 1 0.000Subject Sample 14:00

2.710Breath Volume 14:00

0.000Air Blank 14:01

0.000Air Blank 14:03

# 2 0.000Subject Sample 14:03

1.933Breath Volume 14:03

0.000Air Blank 14:04

0.079Control Test 14:04

0.000Air Blank 14:05

OKDiagnostics Check 14:05

Data Download Date/Time: 04/19/2022 13:10

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3903/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:02

Charlotte County SO

SCHWARTZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

BAIR

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.103Subject Sample 22:13

4.554Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.103Subject Sample 22:16

4.222Breath Volume 22:16

0.000Air Blank 22:16

0.079Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:3503/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:30

04:30

Charlotte County SO

FRIEND,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

MARCHMAN

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

# 1 0.000Subject Sample 04:58

2.402Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.000Subject Sample 05:01

2.531Breath Volume 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:5103/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:07

Charlotte County SO

CONANT,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

MONN,CLARENCE,R

HOLLOWAY

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.080Control Test 20:02

0.000Air Blank 20:02

# 1 0.000Subject Sample 20:03

2.519Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.000Subject Sample 20:06

1.832Breath Volume 20:06

0.000Air Blank 20:06

0.079Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:31:3603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:00

08:30

Charlotte County SO

LAVANCE,CODY

11/05/2022

24620080A3

Charlotte County SO

CREWS,HENRY,E

ORR

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:24

0.000Air Blank 09:24

0.079Control Test 09:24

0.000Air Blank 09:25

# 1 0.268Subject Sample 09:27

1.718Breath Volume 09:27

0.000Air Blank 09:27

0.000Air Blank 09:29

# 2 0.287Subject Sample 09:30

1.503Breath Volume 09:30

0.000Air Blank 09:30

0.076Control Test 09:31

0.000Air Blank 09:31

OKDiagnostics Check 09:31

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:1903/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

16:45

09:00

Charlotte County SO

LAVANCE,CODY

11/05/2022

24620080A3

Charlotte County SO

CREWS,HENRY,E

ORR

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:17

0.000Air Blank 17:17

0.079Control Test 17:18

0.000Air Blank 17:18

# 1 0.153Subject Sample 17:19

1.832Breath Volume 17:19

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.146Subject Sample 17:21

1.453Breath Volume 17:21

0.000Air Blank 17:22

0.078Control Test 17:22

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:2503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:00

Charlotte County SO

CCSO,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

MONN,C,

GARLAND

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

# 1 0.179Subject Sample 21:17

1.324Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.199Subject Sample 21:20

1.394Breath Volume 21:20

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5103/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

21:10

Charlotte County SO

N/A,N/A

11/05/2022

24620080A3

Charlotte County SO

MONN,C,

GARLAND

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.073Subject Sample 02:31

1.566Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.073Subject Sample 02:34

2.281Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:42

Charlotte County SO

GRIBBEN,S

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

JONES

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.080Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:44

0.080Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:22:0903/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:00

00:01

Charlotte County SO

CCSO,CCSO

11/05/2022

24620080A3

Charlotte County SO

ZAMORA,DEP,

GARLAND

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:15

0.000Air Blank 10:16

0.080Control Test 10:16

0.000Air Blank 10:16

# 1 0.000Subject Sample 10:17

3.363Breath Volume 10:17

0.000Air Blank 10:17

0.000Air Blank 10:19

# 2 0.000Subject Sample 10:20

2.257Breath Volume 10:20

0.000Air Blank 10:21

0.079Control Test 10:21

0.000Air Blank 10:22

OKDiagnostics Check 10:22

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:4203/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

19:22

Charlotte County SO

HARTMANSTORFER,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

MONN,CLARENCE,R

JULIANO

02/26/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.080Control Test 21:43

0.000Air Blank 21:43

# 1 0.221Subject Sample 21:44

4.519Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.214Subject Sample 21:47

4.558Breath Volume 21:47

0.000Air Blank 21:47

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:0803/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:04

Charlotte County SO

SCHWARTZ,JONATHAN

11/05/2022

24620080A3

Charlotte County SO

CRITES,CHRISTOPHER,J

DAUBNER

03/29/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.022Subject Sample 02:18

1.656Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:20

# 2 0.021Subject Sample 02:21

2.621Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:2303/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

19:36

Charlotte County SO

KENNEDY,J

11/05/2022

24620080A3

FHP Troop F

ACEBO,ANDRES,L

GUARINO

03/29/2022

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.079Control Test 21:26

0.000Air Blank 21:26

# 1 0.000Subject Sample 21:27

1.281Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.000Subject Sample 21:31

1.832Breath Volume 21:31

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 04/19/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2103/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:27

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

HAUSER

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

# 1 0.167Subject Sample 02:14

2.222Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.166Subject Sample 02:17

2.359Breath Volume 02:17

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:4003/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:34

16:11

Clearwater PD

REID,JON

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

DAVIS

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:57

0.000Air Blank 16:57

0.079Control Test 16:57

0.000Air Blank 16:58

# 1 0.103Subject Sample 16:59

1.445Breath Volume 16:59

0.000Air Blank 17:00

0.000Air Blank 17:02

# 2 0.097Subject Sample 17:05 Slope Not Level

1.464Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:08

# 3 0.096Subject Sample 17:09

1.578Breath Volume 17:09

0.000Air Blank 17:09

0.077Control Test 17:10

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4903/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:01

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

DUVERT

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.078Control Test 03:39

0.000Air Blank 03:39

# 1 0.000Subject Sample 03:40

5.410Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.000Subject Sample 03:43

4.046Breath Volume 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:5603/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:44

06:34

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

STRONG

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:06

0.079Control Test 07:07

0.000Air Blank 07:07

# 1 0.144Subject Sample 07:09

1.378Breath Volume 07:09

0.000Air Blank 07:10

0.000Air Blank 07:11

# 2 0.135Subject Sample 07:13

1.789Breath Volume 07:13

0.000Air Blank 07:14

0.077Control Test 07:14

0.000Air Blank 07:14

OKDiagnostics Check 07:14

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:4903/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

18:20

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

NEGERSMITH,DANIEL,M

PALATSOUKAS

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.079Control Test 18:44

0.000Air Blank 18:44

# 1Subject Sample 18:47 No Sample Provided

0.000Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2Subject Sample 18:53 No Sample Provided

0.000Breath Volume 18:53

0.000Air Blank 18:53

0.079Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5903/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:57

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

SVEDA

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

# 1 0.258Subject Sample 00:15

1.558Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.223Subject Sample 00:18

1.882Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 3 0.239Subject Sample 00:21

2.425Breath Volume 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0103/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:33

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

WOODIE,OFC,L

LUPRO

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

# 1 0.124Subject Sample 01:59

4.566Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:01

# 2 0.122Subject Sample 02:02

4.625Breath Volume 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:04

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:5803/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:12

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

DEMMA

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1 0.170Subject Sample 22:47

2.031Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.178Subject Sample 22:51

1.546Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:0503/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:53

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

WOOD

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

# 1 0.031Subject Sample 00:17

1.339Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.029Subject Sample 00:21

1.417Breath Volume 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:23

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:0703/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:14

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

THOMPSON

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

# 1 0.142Subject Sample 01:38

2.511Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.134Subject Sample 01:41

1.644Breath Volume 01:41

0.000Air Blank 01:42

0.078Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:4103/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:13

Clearwater PD

REID,JONATHAN

03/05/2024

35521080A2

Clearwater PD

VIARS,KELSEY,A

KIRKLAND

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.078Control Test 20:22

0.000Air Blank 20:23

# 1 0.126Subject Sample 20:24

1.332Breath Volume 20:24

0.000Air Blank 20:25

0.000Air Blank 20:26

# 2 0.122Subject Sample 20:27

1.183Breath Volume 20:27

0.000Air Blank 20:27

0.077Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 04/02/2022 04:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:4603/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:11

Clearwater PD

WOODIE,LANGSTON

03/05/2024

35521080A2

Clearwater PD

WOODIE,OFC,L

MENDOZA-ENCISO

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.111Subject Sample 03:39

1.738Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.108Subject Sample 03:42

2.203Breath Volume 03:42

0.000Air Blank 03:42

0.078Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1003/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:27

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

HERNANDEZ-CASTRO

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

# 1 0.147Subject Sample 03:57

1.972Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.148Subject Sample 04:00

1.980Breath Volume 04:00

0.000Air Blank 04:01

0.077Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2603/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:19

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

PAULSON

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:41

# 1 0.113Subject Sample 00:42

1.976Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.108Subject Sample 00:46

2.796Breath Volume 00:46

0.000Air Blank 00:47

0.078Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:3803/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:00

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

NEGERSMITH,DANIEL,M

WILLIAMS 3

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

# 1 0.141Subject Sample 03:45

3.613Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.135Subject Sample 03:49

3.656Breath Volume 03:49

0.000Air Blank 03:49

0.078Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5103/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:33

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MARTINEZ-BAXCAJAY

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.079Control Test 04:05

0.000Air Blank 04:05

# 1 0.154Subject Sample 04:06

2.761Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.151Subject Sample 04:09

2.808Breath Volume 04:09

0.000Air Blank 04:09

0.077Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:2003/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:56

Clearwater PD

NEGERSMITH,D

03/05/2024

35521080A2

Clearwater PD

KARNES,B,J

QUIMBY

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:46

0.000Air Blank 19:47

0.079Control Test 19:47

0.000Air Blank 19:47

# 1 0.158Subject Sample 19:48

1.175Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.159Subject Sample 19:51

1.964Breath Volume 19:51

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:41

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

NEGERSMITH,DANIEL,M

LOTZ

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

# 1 0.252Subject Sample 01:26

2.882Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.245Subject Sample 01:30

3.117Breath Volume 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4603/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:34

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MONTES

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

# 1 0.113Subject Sample 03:12

1.917Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.113Subject Sample 03:15

1.250Breath Volume 03:15

0.000Air Blank 03:15

0.078Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:17

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

ANGLIN

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

# 1 0.158Subject Sample 04:02

2.589Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.162Subject Sample 04:06

2.628Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:0203/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:10

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

MITCHELL

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:40

# 1 0.164Subject Sample 19:41

1.140Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.159Subject Sample 19:45

1.304Breath Volume 19:45

0.000Air Blank 19:46

0.078Control Test 19:46

0.000Air Blank 19:46

OKDiagnostics Check 19:47

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:3203/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:29

Clearwater PD

VIARS,KELSEY

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

VELLE

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:51

# 1 0.289Subject Sample 21:52

3.929Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.287Subject Sample 21:55

3.636Breath Volume 21:55

0.000Air Blank 21:56

0.078Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5303/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:36

Clearwater PD

REID,JONATHAN

03/05/2024

35521080A2

Clearwater PD

GREEN,LAMON,A

MOORE

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

# 1 0.334Subject Sample 22:37

1.800Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:39

# 2 0.301Subject Sample 22:40

1.738Breath Volume 22:40

0.000Air Blank 22:41

0.000Air Blank 22:43

# 3 0.329Subject Sample 22:44

1.882Breath Volume 22:44

0.000Air Blank 22:44

0.075Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:4103/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:59

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

PERKINS

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.079Control Test 21:25

0.000Air Blank 21:25

# 1 0.000Subject Sample 21:27

2.750Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.000Subject Sample 21:30

2.593Breath Volume 21:30

0.000Air Blank 21:30

0.078Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:0703/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:11

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

ROMERO

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:53

# 1 0.172Subject Sample 01:55

2.222Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.171Subject Sample 01:59

1.980Breath Volume 01:59

0.000Air Blank 02:00

0.077Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5503/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

01:52

Clearwater PD

LASCKO,J

03/05/2024

35521080A2

Clearwater PD

LASCKO,J,

CLAVEL-LOPEZ

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

# 1 0.161Subject Sample 03:17

1.625Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.158Subject Sample 03:20

1.171Breath Volume 03:20

0.000Air Blank 03:21

0.074Control Test 03:21 Control Outside Tolerance

0.000Air Blank 03:21

Data Download Date/Time: 04/02/2022 04:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:22:5103/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:21

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

RODRIGUEZ

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:16

0.000Air Blank 07:16

0.079Control Test 07:17

0.000Air Blank 07:17

# 1 0.108Subject Sample 07:18

1.535Breath Volume 07:18

0.000Air Blank 07:19

0.000Air Blank 07:20

# 2 0.111Subject Sample 07:21

3.191Breath Volume 07:21

0.000Air Blank 07:21

0.078Control Test 07:22

0.000Air Blank 07:22

OKDiagnostics Check 07:22

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:4903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

19:19

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

JOHNSON

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.078Control Test 19:41

0.000Air Blank 19:42

# 1 0.139Subject Sample 19:45 Volume Not Met

0.648Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2Subject Sample 19:48 Subject Test Refused

0.000Breath Volume 19:48

0.000Air Blank 19:48

0.078Control Test 19:49

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:15

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

NEGERSMITH,DANIEL,M

AMPEREZ

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:58

# 1 0.034Subject Sample 22:59

4.027Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.033Subject Sample 23:03

3.730Breath Volume 23:03

0.000Air Blank 23:03

0.078Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0203/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:41

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

BUSH

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.078Control Test 00:37

0.000Air Blank 00:37

# 1 0.216Subject Sample 00:40 Volume Not Met

0.121Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.223Subject Sample 00:44

2.308Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 3 0.235Subject Sample 00:47

1.683Breath Volume 00:47

0.000Air Blank 00:48

0.071Control Test 00:48 Control Outside Tolerance

0.000Air Blank 00:49

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:5303/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:13

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

GREENWOOD

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.079Control Test 23:08

0.000Air Blank 23:08

# 1 0.145Subject Sample 23:09

1.535Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.143Subject Sample 23:12

1.917Breath Volume 23:12

0.000Air Blank 23:12

0.078Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:4203/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:01

Clearwater PD

BUIS,J

03/05/2024

35521080A2

Clearwater PD

BUIS,JUSTIN,

BOYKIN

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

# 1 0.074Subject Sample 03:45

2.187Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.069Subject Sample 03:48

2.058Breath Volume 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:4403/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:37

05:08

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

FLORES

02/27/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 05:59

0.078Control Test 06:00

0.000Air Blank 06:00

# 1 0.131Subject Sample 06:01

3.507Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:03

# 2 0.123Subject Sample 06:04

3.628Breath Volume 06:04

0.000Air Blank 06:04

0.075Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 04/02/2022 04:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:0003/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:44

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

220213

FHP Troop F

LEDFORD,TAYLOR,M

HOPKINS  2

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.240Subject Sample 00:57

2.089Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.241Subject Sample 01:00

1.964Breath Volume 01:00

0.000Air Blank 01:01

0.078Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:02

Data Download Date/Time: 04/11/2022 14:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:4503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:17

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

220213

FHP Troop F

LEDFORD,TAYLOR,M

MERINO CERVANTES

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.079Control Test 05:12

0.000Air Blank 05:12

# 1 0.144Subject Sample 05:13

1.726Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.147Subject Sample 05:17

1.414Breath Volume 05:17

0.000Air Blank 05:17

0.079Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 04/11/2022 14:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:5503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:15

Bradenton PD

OSTERTAG,SHELBY

02/10/2025

220213

Bradenton PD

OSTERTAG,SHELBY,R

DAVIS

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

# 1 0.111Subject Sample 21:28

1.167Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 2 0.107Subject Sample 21:31

1.453Breath Volume 21:31

0.000Air Blank 21:31

0.077Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 04/11/2022 14:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:2503/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

20:52

FHP Troop C

ROZZELL,BENJAMIN

02/10/2025

220213

FHP Troop C

ROZZELL,BENJAMIN,

SMITH

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 04/11/2022 14:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:3803/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:57

Bradenton PD

HUDDELSON,CHASE

02/10/2025

220213

Bradenton PD

OSTERTAG,SHELBY,R

PENTECOST

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.131Subject Sample 00:09

1.488Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.127Subject Sample 00:11

1.441Breath Volume 00:11

0.000Air Blank 00:12

0.078Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 04/11/2022 14:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3103/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:32

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

MCCLAMMA

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:04

# 1 0.180Subject Sample 01:05

1.824Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.168Subject Sample 01:10

1.613Breath Volume 01:10

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 04/29/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:5003/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:06

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

PRESS

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

# 1 0.157Subject Sample 01:55 Volume Not Met

0.125Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.153Subject Sample 01:59

1.175Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 3 0.134Subject Sample 02:04

1.902Breath Volume 02:04

0.000Air Blank 02:04

0.078Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 04/29/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:1503/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:18

New Smyrna Beach PD

JOHNSON,REBECCA

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

WOMMACK

02/23/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:02

# 1 0.171Subject Sample 01:03

1.976Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.173Subject Sample 01:06

1.382Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 03/13/2022 09:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0503/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:40

New Smyrna Beach PD

CROWL,KELLY

01/05/2024

33321080A2

New Smyrna Beach PD

HELMS,WILLIAM,A

HEADDY

03/13/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:47

# 1 0.149Subject Sample 21:47

2.382Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.138Subject Sample 21:50

2.300Breath Volume 21:50

0.000Air Blank 21:51

0.078Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 04/19/2022 10:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:3003/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:07

17:56

OTHER Local

TURNER,TIMOTHY

05/11/2022

1141545

OTHER Local

HODGES,TITUS,R

CEREGHINO

02/17/2022

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:32

# 1Subject Sample 18:35 No Sample Provided

0.000Breath Volume 18:35

0.000Air Blank 18:35

0.000Air Blank 18:37

# 2Subject Sample 18:38 Subject Test Refused

0.000Breath Volume 18:38

0.000Air Blank 18:38

0.078Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 04/20/2022 11:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:5503/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:14

Tallahassee PD

THOMPSON,JEFFREY

02/05/2023

34520080A1

Tallahassee PD

THOMPSON,JEFFREY,A

ODER

02/16/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:59

0.000Air Blank 18:00

0.078Control Test 18:00

0.000Air Blank 18:00

# 1 0.165Subject Sample 18:01

2.085Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:03

# 2 0.166Subject Sample 18:04

2.464Breath Volume 18:04

0.000Air Blank 18:04

0.079Control Test 18:05

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 03/15/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:05

Tallahassee PD

HARRISON,G

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

SIZEMORE

02/16/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

# 1 0.071Subject Sample 02:32

2.363Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.070Subject Sample 02:35

1.765Breath Volume 02:35

0.000Air Blank 02:35

0.078Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 03/15/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:10

Tallahassee PD

TADZAK,D

02/05/2023

34520080A1

FL State University

ROY,GARY,

GREEN

03/15/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:49

0.000Air Blank 02:49

# 1 0.111Subject Sample 02:50

2.476Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2Subject Sample 02:53 RFI Detect

1.070Breath Volume 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 04/26/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:10

Tallahassee PD

TACZAK,D

02/05/2023

34520080A1

FL State University

ROY,GARY,

GREEN

03/15/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:57

# 1 0.110Subject Sample 02:58

1.785Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 2 0.104Subject Sample 03:01

1.691Breath Volume 03:01

0.000Air Blank 03:02

0.076Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/26/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2103/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:14

MIAMI BEACH PD

ASCANIO,MARCEL

07/30/2022

1175968

NORTH BAY VILLAGE PD

CREWS,CURTIS,L

RAMOSMARTINEZ

02/24/2022

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1Subject Sample 03:45 Subject Test Refused

0.082Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 03/10/2022 13:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:2303/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:59

MIAMI BEACH PD

SANTANA LOPEZ,ERNESTO

07/30/2022

1175968

MIAMI BEACH PD

LAGOS,GUILLERMO,E

BELLI

02/24/2022

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

# 1 0.280Subject Sample 00:00

2.355Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.289Subject Sample 00:04

2.148Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 03/10/2022 13:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4203/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:46

MIAMI BEACH PD

NUNEZ,BENJAMIN

07/30/2022

1175968

MIAMI BEACH PD

GOMEZ,MELISSA,

DALEY

02/24/2022

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 03/10/2022 13:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5903/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:06

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

SKOIEN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.240Subject Sample 03:01

3.792Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.242Subject Sample 03:04

3.183Breath Volume 03:04

0.000Air Blank 03:05

0.078Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/19/2022 09:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:10

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

ABREU-TEXIDOR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:07

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/19/2022 09:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1603/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:04

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HERNANDEZ JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.079Control Test 04:49

0.000Air Blank 04:49

# 1 0.123Subject Sample 04:51

3.691Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.123Subject Sample 04:54

3.757Breath Volume 04:54

0.000Air Blank 04:55

0.078Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 04/19/2022 09:32

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2103/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:27

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

GREENLEE,NANCY,J

HERSL

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.249Subject Sample 23:42

2.550Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.242Subject Sample 23:45

3.359Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 03/08/2022 14:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:1903/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

06:04

05:21

Hillsborough Co SO

JENKINS,A

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BURCH

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:25

0.079Control Test 06:25

0.000Air Blank 06:26

# 1 0.000Subject Sample 06:29 Volume Not Met

0.074Breath Volume 06:29

0.000Air Blank 06:29

0.000Air Blank 06:31

# 2 0.083Subject Sample 06:34 Volume Not Met

0.000Breath Volume 06:34

0.000Air Blank 06:35

0.079Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 03/08/2022 14:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:52:0103/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

06:04

05:21

Hillsborough Co SO

JENKINS,A

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BURCH

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:39

0.077Control Test 06:39

0.000Air Blank 06:40

# 1 0.097Subject Sample 06:41

2.644Breath Volume 06:41

0.000Air Blank 06:42

0.000Air Blank 06:44

# 2 0.106Subject Sample 06:47 Volume Not Met

0.136Breath Volume 06:47

0.000Air Blank 06:48

0.000Air Blank 06:50

# 3 0.094Subject Sample 06:50

2.179Breath Volume 06:50

0.000Air Blank 06:51

0.077Control Test 06:51

0.000Air Blank 06:51

OKDiagnostics Check 06:52

Data Download Date/Time: 03/08/2022 14:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:3803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:48

FHP Troop K

LAMPIASI,JAKE

07/07/2023

1346146

FHP Troop K

LAMPIASI,JAKE,L

AGGARWAL

02/15/2022

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.082Control Test 00:36

0.000Air Blank 00:37

# 1Subject Sample 00:37 RFI Detect

0.000Breath Volume 00:37

0.000Air Blank 00:37

0.081Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/07/2022 13:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1003/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:48

FHP Troop K

LAMPIASI,JAKE

07/07/2023

1346146

FHP Troop K

LAMPIASI,JAKE,L

AGGARWAL

02/15/2022

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.082Control Test 00:41

0.000Air Blank 00:42

# 1 0.120Subject Sample 00:42

2.226Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.110Subject Sample 00:45

1.906Breath Volume 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 03/07/2022 13:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:41:2803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

06:02

FHP Troop H

SANDERS,DEON

02/05/2023

34520080A1

FHP Troop H

SANDERS,DEON,L

ALVARADO

02/03/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.079Control Test 06:38

0.000Air Blank 06:39

# 1Subject Sample 06:40 RFI Detect

0.000Breath Volume 06:40

0.000Air Blank 06:40

0.079Control Test 06:40

0.000Air Blank 06:41

OKDiagnostics Check 06:41

Data Download Date/Time: 03/09/2022 12:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:2003/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

06:02

FHP Troop H

SANDERS,DEON

02/05/2023

34520080A1

FHP Troop H

SANDERS,DEON,L

ALVARADO

02/03/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:43

0.000Air Blank 06:44

0.078Control Test 06:44

0.000Air Blank 06:45

# 1 0.216Subject Sample 06:45

2.500Breath Volume 06:45

0.000Air Blank 06:46

0.000Air Blank 06:48

# 2 0.209Subject Sample 06:48

2.050Breath Volume 06:48

0.000Air Blank 06:49

0.078Control Test 06:49

0.000Air Blank 06:50

OKDiagnostics Check 06:50

Data Download Date/Time: 03/09/2022 12:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1703/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

17:58

FHP Troop D

WRAY,CHRISTOPHER

08/13/2022

1185592

FHP Troop D

WRAY,CHRISTOPHER,J

LEONARD

02/28/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.082Control Test 19:40

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:41

0.082Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 03/29/2022 12:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:47:5403/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

13:52

FHP Troop D

CANO,BRANDON

08/13/2022

1185592

FHP Troop D

CANO,BRANDON,T

CUNNINGHAM

02/28/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:44

0.000Air Blank 14:44

0.082Control Test 14:44

0.000Air Blank 14:45

# 1 0.000Subject Sample 14:46

3.031Breath Volume 14:46

Air Blank 14:46 Purge Fail

0.000Air Blank 14:47

Data Download Date/Time: 03/29/2022 12:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:57:1803/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

13:52

FHP Troop D

STEINER,ZACHARY

08/13/2022

1185592

FHP Troop D

CANO,BRANDON,T

CUNNINGHAM

02/28/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:50

0.000Air Blank 14:51

0.082Control Test 14:51

0.000Air Blank 14:52

# 1 0.000Subject Sample 14:52

2.273Breath Volume 14:52

0.000Air Blank 14:53

0.000Air Blank 14:55

# 2 0.000Subject Sample 14:55

2.019Breath Volume 14:55

0.000Air Blank 14:56

0.084Control Test 14:56

0.000Air Blank 14:57

OKDiagnostics Check 14:57

Data Download Date/Time: 03/29/2022 12:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:2903/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:52

15:29

FHP Troop D

MOONEY,RYAN

08/13/2022

1185592

FHP Troop D

MOONEY,RYAN,J

HILL

02/28/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:17

0.000Air Blank 16:18

0.081Control Test 16:18

0.000Air Blank 16:19

# 1 0.000Subject Sample 16:19

2.437Breath Volume 16:19

0.000Air Blank 16:20

0.000Air Blank 16:22

# 2 0.000Subject Sample 16:23

2.023Breath Volume 16:23

0.000Air Blank 16:23

0.084Control Test 16:23

0.000Air Blank 16:24

OKDiagnostics Check 16:24

Data Download Date/Time: 03/29/2022 12:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:5003/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

04:15

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

CHAVEZ

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.082Control Test 05:06

0.000Air Blank 05:06

# 1 0.134Subject Sample 05:08

2.023Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.134Subject Sample 05:12

1.570Breath Volume 05:12

0.000Air Blank 05:12

0.081Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 03/29/2022 08:00

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:2303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:06

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

FAISON

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:04

0.000Air Blank 06:05

0.082Control Test 06:05

0.000Air Blank 06:06

# 1 0.126Subject Sample 06:06

1.507Breath Volume 06:06

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.124Subject Sample 06:09

1.355Breath Volume 06:09

0.000Air Blank 06:10

0.081Control Test 06:10

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 03/29/2022 08:00

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0103/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:06

Lakeland PD

LAFONTANT,SEDONA

06/05/2023

11821080A2

Lakeland PD

LAFONTANT,SEDONA,S

PEREZ RAMOS

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

Air Blank 02:33 RFI Detect

Air Blank 02:34 RFI Detect

Data Download Date/Time: 04/29/2022 16:24

12 May 2022

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5803/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

01:42

St. Cloud PD

JACKSON,A

08/28/2022

1192013

FHP Troop D

DUNN,COLLIN,J

LOPEZ

03/11/2022

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:11

# 1 0.084Subject Sample 04:12

1.785Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.079Subject Sample 04:15

1.765Breath Volume 04:15

0.000Air Blank 04:16

0.089Control Test 04:16 Control Outside Tolerance

0.000Air Blank 04:16

Data Download Date/Time: 04/14/2022 13:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:41

St. Cloud PD

FERREIRA,D

08/28/2022

1192013

St. Cloud PD

DUNN,C,J

HERNANDEZ

03/11/2022

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.082Control Test 04:23

0.000Air Blank 04:23

# 1 0.140Subject Sample 04:24

2.414Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.145Subject Sample 04:27

2.398Breath Volume 04:27

0.000Air Blank 04:28

0.082Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/14/2022 13:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:3003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:44

03:44

FHP Troop K

BAEZ DIAZ,STEVEN

08/28/2022

1192013

FHP Troop K

BAEZ DIAZ,STEVEN,

MIGDALSKI

03/11/2022

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.080Control Test 16:36

0.000Air Blank 16:36

# 1 0.162Subject Sample 16:37

3.117Breath Volume 16:37

0.000Air Blank 16:37

0.000Air Blank 16:39

# 2 0.171Subject Sample 16:39

3.441Breath Volume 16:39

0.000Air Blank 16:40

0.079Control Test 16:40

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 04/14/2022 13:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0103/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:21

Ft. Walton Beach PD

WILLIAMS,SETH

01/06/2024

1433248

Ft. Walton Beach PD

WOHLIN,MARK,T

CONCEPCION

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:08

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3503/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:21

Ft. Walton Beach PD

WILLIAMS,SETH

01/06/2024

1433248

Ft. Walton Beach PD

WOHLIN,MARK,T

CONCEPCION

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.141Subject Sample 01:30

1.460Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2Subject Sample 01:33 RFI Detect

0.000Breath Volume 01:33

0.000Air Blank 01:33

0.081Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4703/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:21

Ft. Walton Beach PD

WILLIAMS,SETH

01/06/2024

1433248

Ft. Walton Beach PD

WOHLIN,MARK,T

CONCEPCION

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

# 1 0.136Subject Sample 01:39

1.953Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.131Subject Sample 01:43

2.808Breath Volume 01:43

0.000Air Blank 01:43

0.083Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:1403/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:12

Ft. Walton Beach PD

ALBRECHT,SYDNEY

01/06/2024

1433248

Ft. Walton Beach PD

BIECK,DAVID,J

PRIM

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.080Control Test 05:20

Air Blank 05:20 RFI Detect

0.000Air Blank 05:21

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1503/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:12

Ft. Walton Beach PD

BIECK,DAVID

01/06/2024

1433248

Ft. Walton Beach PD

BIECK,DAVID,J

PRIM

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:25

# 1 0.166Subject Sample 05:25

1.941Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.147Subject Sample 05:28

1.351Breath Volume 05:28

0.000Air Blank 05:29

0.078Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:45:3103/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:18

09:44

Ft. Walton Beach PD

TWIDDY,LINDSEY

01/06/2024

1433248

Ft. Walton Beach PD

TWIDDY,LINDSEY,R

BOUCHARD

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:39

0.000Air Blank 10:39

0.080Control Test 10:39

0.000Air Blank 10:40

# 1 0.278Subject Sample 10:40

1.617Breath Volume 10:40

0.000Air Blank 10:41

0.000Air Blank 10:43

# 2 0.291Subject Sample 10:43

2.980Breath Volume 10:43

0.000Air Blank 10:44

0.080Control Test 10:44

0.000Air Blank 10:45

OKDiagnostics Check 10:45

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5103/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:53

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

01/06/2024

1433248

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

HUTCHINSON

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:37

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:41

Ft. Walton Beach PD

BIECK,DAVID

01/06/2024

1433248

Ft. Walton Beach PD

BIECK,DAVID,J

CASTILLO

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.099Subject Sample 04:27

1.996Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.101Subject Sample 04:30

2.148Breath Volume 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:5803/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:19

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

01/06/2024

1433248

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

SHELGREN

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

# 1Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:40

Ft. Walton Beach PD

WILLIAMS,TYLER

01/06/2024

1433248

Ft. Walton Beach PD

WOHLIN,MARK,T

JORDAN

02/28/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.149Subject Sample 02:31

2.812Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.129Subject Sample 02:34

2.460Breath Volume 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 05/11/2022 12:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4203/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

00:16

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

BRAY

02/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

# 1 0.241Subject Sample 00:32

1.496Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.230Subject Sample 00:35

1.617Breath Volume 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 03/13/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:0103/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:13

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

KING

02/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:27

# 1 0.128Subject Sample 01:28

1.863Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.121Subject Sample 01:31

1.414Breath Volume 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:33

Data Download Date/Time: 03/13/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3203/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

03:14

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

HARTCHER

02/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1 0.252Subject Sample 03:23

1.789Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.253Subject Sample 03:25

1.765Breath Volume 03:25

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 03/13/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:2103/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:57

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

ROULETTE

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

# 1 0.226Subject Sample 19:12

2.035Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.206Subject Sample 19:15

1.613Breath Volume 19:15

0.000Air Blank 19:16

0.078Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4203/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:53

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

CLARKE

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:07

# 1 0.099Subject Sample 02:08

1.121Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.088Subject Sample 02:11

1.167Breath Volume 02:11

0.000Air Blank 02:11

0.078Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:0403/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:43

18:00

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

BRADLEY

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:04

0.000Air Blank 18:04

0.079Control Test 18:05

0.000Air Blank 18:05

# 1 0.178Subject Sample 18:06

1.257Breath Volume 18:06

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.191Subject Sample 18:09

1.519Breath Volume 18:09

0.000Air Blank 18:10

0.080Control Test 18:10

0.000Air Blank 18:10

OKDiagnostics Check 18:11

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5203/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:41

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

CASIMIR

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:05 No Sample Provided

0.000Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2Subject Sample 02:11 No Sample Provided

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:5603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

02:12

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

MARTINEZ MARTINEZ

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

# 1 0.156Subject Sample 02:26

1.484Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.152Subject Sample 02:29

2.070Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:0503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:55

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

BOUCHARD

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:11

# 1 0.093Subject Sample 21:12

1.613Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.085Subject Sample 21:15

1.113Breath Volume 21:15

0.000Air Blank 21:16

0.079Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:55

Sarasota County SO

BARR,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

HABERLE

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

# 1 0.073Subject Sample 21:24

1.761Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.074Subject Sample 21:27

2.011Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:5903/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

04:10

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

KNOP

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

# 1 0.140Subject Sample 04:19

1.152Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.135Subject Sample 04:22

2.535Breath Volume 04:22

0.000Air Blank 04:23

0.078Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0503/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:06

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

MASTERS

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.089Subject Sample 02:38

1.421Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.087Subject Sample 02:41

1.265Breath Volume 02:41

0.000Air Blank 02:42

0.077Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 04/28/2022 09:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:56:5503/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

15:10

NORTH MIAMI PD

DE JESUS,RAY

01/05/2023

31420080A2

NORTH MIAMI PD

DE JESUS,RAY,

TELLEZ ESPINOZA

02/02/2022

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:49

0.000Air Blank 15:50

0.080Control Test 15:50

0.000Air Blank 15:50

# 1 0.224Subject Sample 15:52

1.628Breath Volume 15:52

0.000Air Blank 15:52

0.000Air Blank 15:54

# 2 0.232Subject Sample 15:55

2.726Breath Volume 15:55

0.000Air Blank 15:56

0.079Control Test 15:56

0.000Air Blank 15:56

OKDiagnostics Check 15:56

Data Download Date/Time: 03/25/2022 11:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2703/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:25

Hillsborough Co SO

LANDRY,M

04/05/2023

06021080A2

Temple Terrace PD

KIRKLAND,KYLIE,C

REID JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

# 1 0.143Subject Sample 02:08

1.187Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.148Subject Sample 02:10

1.578Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:2903/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:09

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

PADILLA STEINHAUSEN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.079Control Test 02:58

0.000Air Blank 02:58

# 1 0.229Subject Sample 02:59

1.613Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.237Subject Sample 03:03

2.464Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2003/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:14

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

RAMIREZ SANCHEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.079Control Test 04:09

0.000Air Blank 04:09

# 1 0.149Subject Sample 04:12 Volume Not Met

0.308Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.161Subject Sample 04:16

1.480Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:18

# 3 0.157Subject Sample 04:19

1.464Breath Volume 04:19

0.000Air Blank 04:20

0.077Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:1103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

00:38

00:19

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

AHMETOVIC

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.078Control Test 01:00

0.000Air Blank 01:01

# 1 0.161Subject Sample 01:02

1.324Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.172Subject Sample 01:05

1.882Breath Volume 01:05

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1403/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:21

Hillsborough Co SO

BLANCHARD,J

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

ATA ALLAH

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1 0.103Subject Sample 03:13

1.101Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.098Subject Sample 03:16

1.730Breath Volume 03:16

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:4503/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:11

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ALDERMAN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.079Control Test 22:25

0.000Air Blank 22:26

# 1 0.134Subject Sample 22:27

2.238Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.135Subject Sample 22:31

2.109Breath Volume 22:31

0.000Air Blank 22:31

0.079Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:3103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:45

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

RIOS PINO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

# 1 0.166Subject Sample 23:25

1.226Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:27

# 2 0.154Subject Sample 23:28

1.523Breath Volume 23:28

0.000Air Blank 23:29

0.078Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 04/19/2022 10:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:3403/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:26

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

CAGLE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

# 1 0.231Subject Sample 04:26

2.875Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.228Subject Sample 04:30

2.511Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

01:42

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

HAMMOND

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:39

# 1 0.144Subject Sample 03:41

1.824Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.155Subject Sample 03:43

1.531Breath Volume 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:5503/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:38

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

CAYADO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:31

# 1 0.211Subject Sample 04:32

3.046Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.220Subject Sample 04:35

1.878Breath Volume 04:35

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:02:1303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:55

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

KNOX,STEPHANIE,R

EMANUEL

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:53

0.000Air Blank 06:54

0.080Control Test 06:54

0.000Air Blank 06:55

# 1 0.047Subject Sample 06:56

1.179Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.046Subject Sample 07:00

1.296Breath Volume 07:00

0.000Air Blank 07:01

0.080Control Test 07:01

0.000Air Blank 07:02

OKDiagnostics Check 07:02

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1203/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:51

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

BURNETTE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:18

# 1 0.205Subject Sample 00:19

2.144Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:21

# 2 0.200Subject Sample 00:22

1.917Breath Volume 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3503/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:58

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

CASTANEDA MARQUEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:48

# 1 0.000Subject Sample 23:49

3.628Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.000Subject Sample 23:52

4.265Breath Volume 23:52

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:4603/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:35

Hillsborough Co SO

BARNA,T

04/05/2023

06021080A2

FHP Troop C

BELL,TIMOTHY,R

RAZURA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

0.000Air Blank 16:34

0.079Control Test 16:35

0.000Air Blank 16:35

# 1 0.226Subject Sample 16:37

1.808Breath Volume 16:37

0.000Air Blank 16:37

0.000Air Blank 16:39

# 2 0.218Subject Sample 16:40

1.851Breath Volume 16:40

0.000Air Blank 16:40

0.079Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 04/19/2022 10:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5203/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:34

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MATTSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.079Control Test 22:39

0.000Air Blank 22:39

# 1 0.184Subject Sample 22:42

1.464Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.197Subject Sample 22:45

1.234Breath Volume 22:45

0.000Air Blank 22:45

0.078Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1003/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:54

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

FRANKLIN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

# 1 0.130Subject Sample 03:18

2.457Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.133Subject Sample 03:21

2.527Breath Volume 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3403/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:37

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

ARGYRIADIS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

# 1Subject Sample 23:20 No Sample Provided

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:23

# 2Subject Sample 23:23 Subject Test Refused

0.000Breath Volume 23:23

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:38

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

PARKS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

# 1 0.161Subject Sample 00:33

1.468Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.162Subject Sample 00:38

2.796Breath Volume 00:38

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:40

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:3803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:47

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

GENEROUS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

# 1 0.080Subject Sample 01:34

1.496Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.083Subject Sample 01:39

1.156Breath Volume 01:39

0.000Air Blank 01:39

0.079Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:45

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

DUFAULT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.210Subject Sample 02:43

2.480Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.217Subject Sample 02:47

1.617Breath Volume 02:47

0.000Air Blank 02:47

0.077Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:36

Hillsborough Co SO

JENKINS,ANTHONY

04/05/2023

06021080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

MCGUIRE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.079Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:0203/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:37

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

HILLMON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:37 Sequence Aborted

0.000Breath Volume 03:37

0.000Air Blank 03:38

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:1503/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:20

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

CASTANO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.078Control Test 05:13

0.000Air Blank 05:14

# 1 0.185Subject Sample 05:15

2.230Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.186Subject Sample 05:18

1.335Breath Volume 05:18

0.000Air Blank 05:19

0.078Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5503/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:30

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

GOMEZ-HERNANDEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.182Subject Sample 00:22

1.214Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.204Subject Sample 00:25

2.753Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:27

# 3 0.209Subject Sample 00:28

2.828Breath Volume 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/19/2022 10:47

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3303/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:01

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

EDWARDS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:52 No Sample Provided

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.179Subject Sample 02:55

1.132Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 3 0.188Subject Sample 02:59

1.589Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:2603/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:21

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

STEPHENS JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

# 1 0.126Subject Sample 04:01

1.167Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.127Subject Sample 04:03

2.070Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:58

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

DENT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

# 1 0.107Subject Sample 04:44

1.773Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.106Subject Sample 04:48

2.277Breath Volume 04:48

0.000Air Blank 04:48

0.078Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4003/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:26

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GERHART

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.079Control Test 20:38

0.000Air Blank 20:38

# 1 0.218Subject Sample 20:40

1.218Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.221Subject Sample 20:43

1.519Breath Volume 20:43

0.000Air Blank 20:43

0.078Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:1203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:19

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

LEZAMA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:28

# 1 0.140Subject Sample 22:29

3.351Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.132Subject Sample 22:32

3.796Breath Volume 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:13

Hillsborough Co SO

VANTREESE,S

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

MARTIN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.023Subject Sample 02:02

1.894Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.023Subject Sample 02:06

1.929Breath Volume 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:1403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:50

Hillsborough Co SO

GONZALEZ,J

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

WOODS JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:50

# 1Subject Sample 02:51 Subject Test Refused

0.000Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:39

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

MEJIAS-COLON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.079Control Test 05:30

0.000Air Blank 05:30

# 1 0.114Subject Sample 05:32

2.542Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:34

# 2 0.116Subject Sample 05:35

2.824Breath Volume 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:37

Data Download Date/Time: 04/19/2022 10:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:51:3103/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:23

06:01

Hillsborough Co SO

PORTER,S

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

JAHN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:44

0.000Air Blank 06:45

0.079Control Test 06:45

0.000Air Blank 06:45

# 1 0.075Subject Sample 06:46

2.714Breath Volume 06:46

0.000Air Blank 06:47

0.000Air Blank 06:49

# 2 0.066Subject Sample 06:50

1.230Breath Volume 06:50

0.000Air Blank 06:50

0.079Control Test 06:50

0.000Air Blank 06:51

OKDiagnostics Check 06:51

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:43:2303/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:05

06:22

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

SIMMONS,ANGELA,V

ARDON CHAVEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:35

0.000Air Blank 07:36

0.079Control Test 07:36

0.000Air Blank 07:36

# 1 0.109Subject Sample 07:38

3.042Breath Volume 07:38

0.000Air Blank 07:39

0.000Air Blank 07:41

# 2 0.112Subject Sample 07:41

2.769Breath Volume 07:41

0.000Air Blank 07:42

0.078Control Test 07:42

0.000Air Blank 07:43

OKDiagnostics Check 07:43

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:5803/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:41

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CLARK

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:3603/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:41

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CLARK

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3803/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:30

Hillsborough Co SO

JENKINS,ANTHONY

04/05/2023

06021080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

DE LEON GUITERREZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1 0.220Subject Sample 04:00

1.390Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.225Subject Sample 04:03

1.894Breath Volume 04:03

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3303/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:01

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

SUMMERALL JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

# 1 0.209Subject Sample 04:29

3.082Breath Volume 04:29

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.206Subject Sample 04:32

2.750Breath Volume 04:32

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:5303/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:43

Hillsborough Co SO

DE LIMA,A

04/05/2023

06021080A2

FHP Troop C

YUMAN ROMERO,ANGIE,A

LAWSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.080Control Test 20:56

0.000Air Blank 20:56

# 1 0.199Subject Sample 20:57

1.613Breath Volume 20:57

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.193Subject Sample 21:00

1.855Breath Volume 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:3903/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:59

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HILL III

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1 0.129Subject Sample 23:52

1.308Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.128Subject Sample 23:57

1.492Breath Volume 23:57

0.000Air Blank 23:57

0.079Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1403/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:26

Hillsborough Co SO

HALL,K

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

BROWN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

# 1 0.239Subject Sample 00:29

2.957Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:31

# 2 0.235Subject Sample 00:32

1.449Breath Volume 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 04/19/2022 10:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1503/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:25

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

RIVAS FABRE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:01

# 1 0.091Subject Sample 03:03

1.964Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.099Subject Sample 03:06

1.117Breath Volume 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0603/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:09

Hillsborough Co SO

JENKINS,A

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

BERNET

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 03:00

# 1 0.246Subject Sample 03:00

3.828Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.244Subject Sample 03:03

3.609Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:0103/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:23

Hillsborough Co SO

RENDAN,D

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

ZUNIGA PESINA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

# 1 0.146Subject Sample 23:39

1.468Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.166Subject Sample 23:42

2.140Breath Volume 23:42

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:44

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1403/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:37

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

SNYDER-OLSEN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:23

# 1 0.177Subject Sample 00:24

2.035Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.179Subject Sample 00:27

1.214Breath Volume 00:27

0.000Air Blank 00:28

0.078Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:2403/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

17:40

Hillsborough Co SO

TORRES,M

04/05/2023

06021080A2

Macdill Air Force Ba

GREENLEE,NANCY,J

CRUZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.079Control Test 18:49

0.000Air Blank 18:50

# 1 0.168Subject Sample 18:53 Volume Not Met

0.667Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:55

# 2 0.146Subject Sample 18:58 Volume Not Met

0.355Breath Volume 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:22

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MODESTE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.111Subject Sample 03:10

3.558Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.108Subject Sample 03:13

3.105Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:38

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HART

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

# 1 0.150Subject Sample 04:19

1.347Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.156Subject Sample 04:23

1.425Breath Volume 04:23

0.000Air Blank 04:23

0.079Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:50:4603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:27

11:05

Hillsborough Co SO

TIBURCIO,I

04/05/2023

06021080A2

Hillsborough Co SO

SNYDER,MELONIE,E

MOORE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:47

0.000Air Blank 11:48

0.080Control Test 11:48

0.000Air Blank 11:48

# 1Subject Sample 11:49 Subject Test Refused

0.000Breath Volume 11:49

0.000Air Blank 11:49

0.080Control Test 11:50

0.000Air Blank 11:50

OKDiagnostics Check 11:50

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:3203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:39

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

QUIAHUA TEMOXTLE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.080Control Test 20:30

0.000Air Blank 20:30

# 1 0.159Subject Sample 20:31

1.343Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2 0.152Subject Sample 20:35

1.359Breath Volume 20:35

0.000Air Blank 20:36

0.079Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:1303/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:27

Hillsborough Co SO

BLANCHARD,J

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

POULOS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.154Subject Sample 21:15

1.230Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.155Subject Sample 21:18

1.996Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 04/19/2022 10:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:1803/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:07

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

TROTT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.079Control Test 23:11

0.000Air Blank 23:11

# 1 0.162Subject Sample 23:12

2.660Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.161Subject Sample 23:15

1.480Breath Volume 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:4303/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

22:59

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

WITVOET

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

# 1 0.081Subject Sample 00:49

1.484Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.080Subject Sample 00:53

1.964Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2603/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:03

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

MERCADO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

# 1 0.193Subject Sample 02:35

1.421Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.195Subject Sample 02:37

1.292Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:11

Hillsborough Co SO

WINTER,C

04/05/2023

06021080A2

FHP Troop C

JONES,MINDY,L

GRANT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

# 1 0.192Subject Sample 02:59

1.953Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.205Subject Sample 03:02

2.257Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:1103/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

04:44

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

STANLEY

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:55

0.000Air Blank 05:56

0.080Control Test 05:56

0.000Air Blank 05:56

# 1 0.146Subject Sample 05:58

1.195Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:00

# 2 0.130Subject Sample 06:04 Volume Not Met

0.058Breath Volume 06:04

0.000Air Blank 06:04

0.000Air Blank 06:06

# 3 0.153Subject Sample 06:07

1.156Breath Volume 06:07

0.000Air Blank 06:08

0.078Control Test 06:08

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:3703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:40

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

KIKRLAND,KYLIE,C

SCHOFIELD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

# 1 0.174Subject Sample 22:40

2.601Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.154Subject Sample 22:43

1.902Breath Volume 22:43

0.000Air Blank 22:43

0.080Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4403/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:33

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

KIRSTEN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.144Subject Sample 02:12

2.296Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.151Subject Sample 02:15

2.105Breath Volume 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 04/19/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5303/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:23

Hillsborough Co SO

GARRELL,Q

04/05/2023

06021080A2

Plant City PD

JONES,MINDY,L

SOLOMON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.080Control Test 02:15

0.000Air Blank 02:15

# 1 0.188Subject Sample 02:17

1.191Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.198Subject Sample 02:20

2.355Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:03:3203/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:33

09:13

Hillsborough Co SO

AMANI,S

04/05/2023

06021080A2

Macdill Air Force Ba

DENDY,HALEY,M

GONZALEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:56

0.000Air Blank 10:56

0.080Control Test 10:57

0.000Air Blank 10:57

# 1 0.336Subject Sample 10:58

2.636Breath Volume 10:58

0.000Air Blank 10:59

0.000Air Blank 11:01

# 2 0.333Subject Sample 11:01

1.992Breath Volume 11:01

0.000Air Blank 11:02

0.079Control Test 11:02

0.000Air Blank 11:03

OKDiagnostics Check 11:03

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:5803/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:55

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

MYERS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

# 1 0.212Subject Sample 20:52

1.617Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.209Subject Sample 20:56

1.937Breath Volume 20:56

0.000Air Blank 20:57

0.079Control Test 20:57

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:1203/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:40

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

BROWN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.080Control Test 23:38

0.000Air Blank 23:38

# 1 0.057Subject Sample 23:39

1.570Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.058Subject Sample 23:42

2.144Breath Volume 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3003/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:19

Hillsborough Co SO

HALL,L

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

SIERRA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:26 No Sample Provided

0.000Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:29

# 2Subject Sample 02:32 No Sample Provided

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:4403/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:23

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

MACDONALD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.079Control Test 23:18

0.000Air Blank 23:18

# 1 0.196Subject Sample 23:19

2.062Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.204Subject Sample 23:22

2.265Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2003/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:44

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

WARNIMENT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1 0.184Subject Sample 02:48

2.707Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.179Subject Sample 02:51

1.339Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0203/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:41

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

SALIMBENE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

# 1 0.176Subject Sample 03:45

3.175Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.151Subject Sample 03:49

1.613Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 3 0.173Subject Sample 03:52

2.628Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:54

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:0303/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:37

07:05

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

DENDY,HALEY,M

ESPINAL

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:57

0.000Air Blank 07:57

0.079Control Test 07:58

0.000Air Blank 07:58

# 1 0.154Subject Sample 08:00

1.671Breath Volume 08:00

0.000Air Blank 08:01

0.000Air Blank 08:03

# 2 0.155Subject Sample 08:04

2.023Breath Volume 08:04

0.000Air Blank 08:05

0.079Control Test 08:05

0.000Air Blank 08:05

OKDiagnostics Check 08:06

Data Download Date/Time: 04/19/2022 10:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:1503/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:54

18:54

FFWCC (West Palm)

WHITTY,EMILY

10/10/2022

1217042

FFWCC (West Palm)

WHITTY,EMILY,M

COX

02/01/2022

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:33

0.082Control Test 19:34

0.000Air Blank 19:34

# 1Subject Sample 19:34 Subject Test Refused

0.000Breath Volume 19:34

0.000Air Blank 19:35

0.083Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 03/15/2022 13:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:5403/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:23

21:23

FFWCC (West Palm)

HEDGEPETH,TIMOTHY

10/10/2022

1217042

FFWCC (West Palm)

HEDGEPETH,TIMOTHY,A

ZDROYESKI

03/15/2022

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.083Control Test 21:59

0.000Air Blank 22:00

# 1 0.111Subject Sample 22:03 Volume Not Met

0.062Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.106Subject Sample 22:09 Volume Not Met

0.085Breath Volume 22:09

0.000Air Blank 22:09

0.081Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 04/06/2022 12:13

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4303/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:23

21:23

FFWCC (West Palm)

HEDGEPETH,TIMOTHY

10/10/2022

1217042

FFWCC (West Palm)

HEDGEPETH,TIMOTHY,A

ZDROYEVSKI

03/15/2022

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

# 1 0.104Subject Sample 22:23 Volume Not Met

0.085Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:25

# 2 0.099Subject Sample 22:29 Volume Not Met

0.167Breath Volume 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 04/06/2022 12:13

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:08:5103/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

11:25

Hernando County SO

HARSANYI,W

04/05/2023

06021080A2

Hernando County SO

WYNNE,JENNIFER,L

BROOK

02/21/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:07

0.000Air Blank 12:07

0.070Control Test 12:08 Control Outside Tolerance

0.000Air Blank 12:08

Data Download Date/Time: 03/12/2022 11:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:12:2603/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

11:25

Hernando County SO

HARSANYI,W

04/05/2023

06021080A2

Hernando County SO

WYNNE,JENNIFER,L

BROOK

02/21/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:10

0.000Air Blank 12:11

0.144Control Test 12:11 Control Outside Tolerance

0.000Air Blank 12:12

Data Download Date/Time: 03/12/2022 11:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:20:3903/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

11:25

Hernando County SO

HARSAYNI,W

04/05/2023

06021080A2

Hernando County SO

WYNNE,JENNIFER,L

BROOK

02/21/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:13

0.000Air Blank 12:14

0.079Control Test 12:14

0.000Air Blank 12:15

# 1 0.186Subject Sample 12:16

2.906Breath Volume 12:16

0.000Air Blank 12:17

0.000Air Blank 12:18

# 2 0.175Subject Sample 12:18

3.355Breath Volume 12:18

0.000Air Blank 12:19

0.079Control Test 12:20

0.000Air Blank 12:20

OKDiagnostics Check 12:20

Data Download Date/Time: 03/12/2022 11:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5003/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:11

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

AUSTIN

02/21/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:41

# 1Subject Sample 21:41 Subject Test Refused

0.000Breath Volume 21:41

0.000Air Blank 21:41

0.079Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 03/12/2022 11:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:5203/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

19:05

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

SHELLIE

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:44

# 1Subject Sample 19:44 Subject Test Refused

0.000Breath Volume 19:44

0.000Air Blank 19:44

0.080Control Test 19:45

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 04/18/2022 16:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5603/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

20:52

Hernando County SO

BURKHART,Z

04/05/2023

06021080A2

Hernando County SO

CALDWELL,DONALD,E

CHAFIN

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:50

# 1 0.186Subject Sample 21:51

2.046Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:53

# 2 0.183Subject Sample 21:54

2.000Breath Volume 21:54

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 04/18/2022 16:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1003/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:55

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

MCCABE

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

# 1 0.114Subject Sample 02:15

1.574Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.112Subject Sample 02:18

2.085Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 04/18/2022 16:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1803/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:37

Hernando County SO

COURINGTON,R

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

PAUN

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.077Control Test 01:35

0.000Air Blank 01:36

# 1 0.227Subject Sample 01:36

1.300Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.245Subject Sample 01:39

2.253Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 04/18/2022 16:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:39:5203/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:08

13:47

Hernando County SO

CROFT,BRETT

04/05/2023

06021080A2

Hernando County SO

CROFT,BRETT,

JOHANTGEN

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:28

0.000Air Blank 14:28

0.080Control Test 14:29

0.000Air Blank 14:29

# 1Subject Sample 14:32 No Sample Provided

0.000Breath Volume 14:32

0.000Air Blank 14:33

0.000Air Blank 14:35

# 2Subject Sample 14:38 No Sample Provided

0.000Breath Volume 14:38

0.000Air Blank 14:38

0.080Control Test 14:39

0.000Air Blank 14:39

OKDiagnostics Check 14:39

Data Download Date/Time: 04/18/2022 16:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5603/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:39

Pinellas County SO

CHURCHILL,CAMERON

03/09/2023

AG106803

Pinellas County SO

EASTTY,MARK,L

CARLSON

02/16/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:03

# 1 0.152Subject Sample 04:04

2.074Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:06

# 2 0.147Subject Sample 04:07

1.789Breath Volume 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 03/23/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2903/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:59

Pinellas County SO

SILVERSTEIN,CHRISTINA

03/09/2023

AG106803

Largo PD

EASTTY,MARK,L

RIVERA

02/16/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.084Control Test 23:23

0.000Air Blank 23:24

# 1 0.252Subject Sample 23:25

3.210Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.248Subject Sample 23:28

3.851Breath Volume 23:28

0.000Air Blank 23:29

0.083Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 03/23/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1003/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:18

Pinellas Park PD

HUFF,ZACHARY

03/09/2023

AG106803

Pinellas Park PD

HUFF,ZACHARY,J

CHAPMAN

02/16/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.083Control Test 03:39

0.000Air Blank 03:39

# 1 0.040Subject Sample 03:39

1.343Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.047Subject Sample 03:43

2.074Breath Volume 03:43

0.000Air Blank 03:44

0.085Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 03/23/2022 15:55

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:1903/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:53

Pinellas County SO

MITCHELL,ALEXANDRA

03/09/2023

AG106803

Pinellas County SO

MITCHELL,ALEXANDRA,

POLICHEMI

02/16/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.083Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:12

0.082Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 03/23/2022 15:55

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:0903/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:03

St. Petersburg PD

THOMAS,K

05/05/2023

08121080A1

St. Petersburg PD

BACA,E,

POPECK

02/03/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.082Control Test 02:01

0.000Air Blank 02:01

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/08/2022 15:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:54

St. Petersburg PD

THOMAS,K

05/05/2023

08121080A1

St. Petersburg PD

BACA,E,

DOOLEY

02/03/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.082Control Test 00:41

0.000Air Blank 00:42

# 1Subject Sample 00:42 Subject Test Refused

0.000Breath Volume 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 03/08/2022 15:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:2903/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:09

St. Petersburg PD

THOMAS,K

05/05/2023

08121080A1

St. Petersburg PD

BACA,E,

KISTE

02/03/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:23

0.082Control Test 05:23

0.000Air Blank 05:23

# 1 0.000Subject Sample 05:24

2.964Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.000Subject Sample 05:27

3.320Breath Volume 05:27

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 03/08/2022 15:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:2803/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:37

St. Petersburg PD

JACKASAL,TYVON

05/05/2023

08121080A1

St. Petersburg PD

JACKASAL,TYVON,T

HAYWOOD

02/03/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.081Control Test 23:05

0.000Air Blank 23:05

# 1 0.326Subject Sample 23:07

1.464Breath Volume 23:07

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.300Subject Sample 23:10

1.742Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 3 0.299Subject Sample 23:13

1.210Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 03/08/2022 15:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5003/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:36

St. Petersburg PD

SEAY,KENNETH

05/05/2023

08121080A1

St. Petersburg PD

HALL,DUSTIN,L

MIZIC

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.167Subject Sample 03:30

2.042Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.159Subject Sample 03:35

1.593Breath Volume 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 04/27/2022 15:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:5703/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:14

St. Petersburg PD

BISHOP,CHRISTOPHER

05/05/2023

08121080A1

St. Petersburg PD

BISHOP,CHRISTOPHER,M

MALKE

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.081Control Test 19:56

0.000Air Blank 19:57

# 1 0.000Subject Sample 19:58

1.886Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.000Subject Sample 20:01

1.425Breath Volume 20:01

0.000Air Blank 20:02

0.081Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 04/27/2022 15:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:4003/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:45

St. Petersburg PD

THOMAS,KRISTEN

05/05/2023

08121080A1

St. Petersburg PD

HALL,DUSTIN,L

DOEPEL

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

# 1 0.230Subject Sample 00:30

1.886Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.223Subject Sample 00:33

1.527Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 04/27/2022 15:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1903/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:42

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

DRISCOLL

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

# 1Subject Sample 00:23 No Sample Provided

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2Subject Sample 00:25 Subject Test Refused

0.000Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 04/27/2022 15:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:2703/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:19

St. Petersburg PD

ROBISON,CASEY

05/05/2023

08121080A1

St. Petersburg PD

ROBISON,CASEY,M

SCHLAGHECK

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1 0.171Subject Sample 00:58

1.386Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.169Subject Sample 01:01

1.488Breath Volume 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:2103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:54

St. Petersburg PD

CLARK,BRENT

05/05/2023

08121080A1

St. Petersburg PD

CLARK,BRENT,D

MEDNANSKY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:50

0.000Air Blank 17:50

0.081Control Test 17:50

0.000Air Blank 17:51

# 1 0.000Subject Sample 17:52

3.750Breath Volume 17:52

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2 0.000Subject Sample 17:54

3.710Breath Volume 17:54

0.000Air Blank 17:55

0.081Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4303/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:51

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

SAWYER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

# 1 0.172Subject Sample 00:34 Volume Not Met

0.082Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2Subject Sample 00:40 No Sample Provided

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2303/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:12

St. Petersburg PD

LENAHAN,RYAN

05/05/2023

08121080A1

St. Petersburg PD

LENAHAN,RYAN,P

BACA

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

# 1 0.152Subject Sample 01:57

1.957Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.167Subject Sample 02:00

1.589Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4203/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

02:00

01:05

St. Petersburg PD

REISZ,J

05/05/2023

08121080A1

St. Petersburg PD

BACA,E,

HAWES

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1603/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:54

St. Petersburg PD

ROBISON,CASEY

05/05/2023

08121080A1

St. Petersburg PD

ROBISON,CASEY,M

PEOPLES

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.196Subject Sample 03:42

2.812Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.191Subject Sample 03:45

2.414Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4703/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:32

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

COMBS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

# 1Subject Sample 04:14 No Sample Provided

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:5803/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:07

St. Petersburg PD

LENAHAN,RYAN

05/05/2023

08121080A1

St. Petersburg PD

LENAHAN,RYAN,P

PICKETT

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:46

0.000Air Blank 04:46

# 1Subject Sample 04:49 No Sample Provided

0.000Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3203/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:40

St. Petersburg PD

HALL,DUSTIN

05/05/2023

08121080A1

St. Petersburg PD

BONILLA,CARLOS,A

HATCHER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.080Control Test 05:20

0.000Air Blank 05:21

# 1Subject Sample 05:24 No Sample Provided

0.000Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2Subject Sample 05:27 Subject Test Refused

0.000Breath Volume 05:27

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:53:3503/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:08

St. Petersburg PD

MCKENZIE,RONALD

05/05/2023

08121080A1

St. Petersburg PD

MCKENZIE,RONALD,

MARTIN

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:50

0.000Air Blank 14:51

0.081Control Test 14:51

0.000Air Blank 14:52

# 1Subject Sample 14:52 Subject Test Refused

0.000Breath Volume 14:52

0.000Air Blank 14:52

0.081Control Test 14:52

0.000Air Blank 14:53

OKDiagnostics Check 14:53

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:3403/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:16

St. Petersburg PD

KERSHNER,JAHAIRA

05/05/2023

08121080A1

St. Petersburg PD

HINES,PAUL,M

GRUENEWALD

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.081Control Test 20:04

0.000Air Blank 20:04

# 1 0.210Subject Sample 20:05

2.406Breath Volume 20:05

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.202Subject Sample 20:08

1.484Breath Volume 20:08

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:4303/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

05:02

St. Petersburg PD

GODERICH,K

05/05/2023

08121080A1

St. Petersburg PD

BACA,E,

SCRIBNER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.082Control Test 05:30

0.000Air Blank 05:31

# 1Subject Sample 05:31 Subject Test Refused

0.000Breath Volume 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:3703/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:13

St. Petersburg PD

HALL,DUSTIN

05/05/2023

08121080A1

St. Petersburg PD

HAUSAM,MATTHEW,L

SMITH

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.082Control Test 00:03

0.000Air Blank 00:03

# 1 0.116Subject Sample 00:04

1.378Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.123Subject Sample 00:07

1.558Breath Volume 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:54:3903/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:27

08:05

St. Petersburg PD

MCKENZIE,RONALD

05/05/2023

08121080A1

St. Petersburg PD

MCKENZIE,RONALD,W

THIEL

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:47

0.000Air Blank 08:47

0.081Control Test 08:47

0.000Air Blank 08:48

# 1 0.000Subject Sample 08:50

1.574Breath Volume 08:50

0.000Air Blank 08:50

0.000Air Blank 08:52

# 2 0.000Subject Sample 08:53

1.261Breath Volume 08:53

0.000Air Blank 08:53

0.077Control Test 08:54

0.000Air Blank 08:54

OKDiagnostics Check 08:54

Data Download Date/Time: 04/27/2022 15:53

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3403/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

23:03

St. Petersburg PD

BISHOP,CHRISTOPHER

05/05/2023

08121080A1

St. Petersburg PD

BISHOP,CHRISTOPHER,M

DAY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.078Control Test 23:14

0.000Air Blank 23:15

# 1Subject Sample 23:18 No Sample Provided

0.000Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2Subject Sample 23:21 Subject Test Refused

0.000Breath Volume 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2303/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:31

St. Petersburg PD

THOMAS,K

05/05/2023

08121080A1

St. Petersburg PD

CHRISTENSEN,S,R

DOUANGTRIXAY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:34 No Sample Provided

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2Subject Sample 02:40 No Sample Provided

0.000Breath Volume 02:40

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1703/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:30

St. Petersburg PD

O'CONNELL,B

05/05/2023

08121080A1

St. Petersburg PD

CHRISTENSEN,S,

CHAMBERS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.082Control Test 02:58

0.000Air Blank 02:59

# 1Subject Sample 03:02 No Sample Provided

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2Subject Sample 03:07 No Sample Provided

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.081Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:26:0003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:57

07:34

St. Petersburg PD

THOMAS,KRISTEN

05/05/2023

08121080A1

St. Petersburg PD

SAIA,MICHAEL,R

COLLINS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:17

0.000Air Blank 08:17

0.081Control Test 08:18

0.000Air Blank 08:18

# 1 0.172Subject Sample 08:21

3.246Breath Volume 08:21

0.000Air Blank 08:22

0.000Air Blank 08:23

# 2 0.162Subject Sample 08:24

2.601Breath Volume 08:24

0.000Air Blank 08:25

0.078Control Test 08:25

0.000Air Blank 08:25

OKDiagnostics Check 08:26

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:15:1103/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:34

12:00

St. Petersburg PD

WRIGHT,NAOMI

05/05/2023

08121080A1

St. Petersburg PD

KLINE,NICOLE,S

CURP

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 12:08

0.000Air Blank 12:08

0.081Control Test 12:09

0.000Air Blank 12:09

# 1 0.000Subject Sample 12:10

1.828Breath Volume 12:10

0.000Air Blank 12:11

0.000Air Blank 12:13

# 2 0.000Subject Sample 12:13

1.332Breath Volume 12:13

0.000Air Blank 12:14

0.081Control Test 12:14

0.000Air Blank 12:15

OKDiagnostics Check 12:15

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:4403/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

19:17

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

BATTLE

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:24

0.081Control Test 19:25

0.000Air Blank 19:25

# 1Subject Sample 19:28 No Sample Provided

0.000Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2Subject Sample 19:34 No Sample Provided

0.000Breath Volume 19:34

0.000Air Blank 19:34

0.081Control Test 19:35

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0103/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:27

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

MURPHY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.082Control Test 00:58

0.000Air Blank 00:58

# 1 0.184Subject Sample 00:59

1.535Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.182Subject Sample 01:03

1.332Breath Volume 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:05

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:2403/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:24

St. Petersburg PD

O'CONNELL,BRIAN

05/05/2023

08121080A1

St. Petersburg PD

SISTI,JORDAN,A

GALBERT

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

# 1 0.175Subject Sample 05:28

4.296Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.169Subject Sample 05:31

2.109Breath Volume 05:31

0.000Air Blank 05:32

0.081Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:0503/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:57

St. Petersburg PD

THOMAS,KRISTEN

05/05/2023

08121080A1

St. Petersburg PD

HALL,DUSTIN,L

KERESZTESI

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:47

# 1Subject Sample 05:47 Subject Test Refused

0.000Breath Volume 05:47

0.000Air Blank 05:48

0.082Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:06:4303/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

10:18

St. Petersburg PD

CLARK,BRENT

05/05/2023

08121080A1

St. Petersburg PD

CLARK,BRENT,D

GREEN

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:00

0.000Air Blank 12:00

0.082Control Test 12:00

0.000Air Blank 12:01

# 1 0.000Subject Sample 12:02

2.343Breath Volume 12:02

0.000Air Blank 12:02

0.000Air Blank 12:04

# 2 0.000Subject Sample 12:05

2.101Breath Volume 12:05

0.000Air Blank 12:05

0.080Control Test 12:06

0.000Air Blank 12:06

OKDiagnostics Check 12:06

Data Download Date/Time: 04/27/2022 15:54

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:3003/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:00

Fort Myers PD

JOHNSTON,TORI

11/05/2022

24620080A2

Fort Myers PD

JOHNSTON,TORI,D

LANGER

02/17/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.081Control Test 01:34

0.000Air Blank 01:35

# 1 0.138Subject Sample 01:35

3.195Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.128Subject Sample 01:38

2.250Breath Volume 01:38

0.000Air Blank 01:39

0.077Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 03/23/2022 08:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2903/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:11

Fort Myers PD

JOHNSTON,TORI

11/05/2022

24620080A2

Fort Myers PD

JOHNSTON,TORI,D

HARVEY

02/17/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.081Control Test 00:53

0.000Air Blank 00:53

# 1 0.234Subject Sample 00:54

4.695Breath Volume 00:54

Air Blank 00:54 Purge Fail

0.000Air Blank 00:55

Data Download Date/Time: 03/23/2022 08:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:2103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:11

Fort Myers PD

JOHNSTON,TORI

11/05/2022

24620080A2

Fort Myers PD

JOHNSTON,TORI,D

HARVEY

02/17/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1 0.225Subject Sample 00:58

4.156Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2Subject Sample 01:01 RFI Detect

2.996Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 03/23/2022 08:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:2803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:11

Fort Myers PD

JOHNSTON,TORI

11/05/2022

24620080A2

Fort Myers PD

JOHNSTON,TORI,D

HARVEY

02/17/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:06

# 1 0.228Subject Sample 01:07

4.113Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.216Subject Sample 01:10

3.687Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 03/23/2022 08:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:4603/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

19:48

FHP Troop F

REILLY,S.

11/05/2022

24620080A2

FHP Troop F

REILLY,S.,M

TORRES GARCIA

02/17/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.082Control Test 00:25

0.000Air Blank 00:25

# 1 0.049Subject Sample 00:26

3.808Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.049Subject Sample 00:30

3.937Breath Volume 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 03/23/2022 08:42

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:2703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

02:20

Fort Myers PD

ALDAMUY,DAVID

11/05/2022

24620080A2

Fort Myers PD

JOHNSTON,TORI,D

ESPINOZA

03/23/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.082Control Test 05:23

0.000Air Blank 05:23

# 1 0.193Subject Sample 05:24

1.761Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.224Subject Sample 05:27

2.375Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:29

# 3 0.220Subject Sample 05:30

2.210Breath Volume 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 04/26/2022 09:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:2703/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

06:56

Fort Myers PD

CAFFRONI,I

11/05/2022

24620080A2

Fort Myers PD

TRASK,J,

RECIO

03/23/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:45

0.000Air Blank 08:46

0.082Control Test 08:46

0.000Air Blank 08:46

# 1 0.000Subject Sample 08:47

1.441Breath Volume 08:47

0.000Air Blank 08:47

0.000Air Blank 08:49

# 2 0.000Subject Sample 08:51

2.308Breath Volume 08:51

0.000Air Blank 08:51

0.081Control Test 08:51

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 04/26/2022 09:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:2803/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:53

Dade City PD

AMATRUDA,CHRIS

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

TADLOCK

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:41

# 1 0.184Subject Sample 23:42

3.117Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 03/29/2022 16:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5303/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:14

Dade City PD

CAMPBELL,RYAN

11/05/2023

25721080A2

Pasco County SO

AMATRUDA,CHRIS,G

KEARNS

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.152Subject Sample 03:07

1.617Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.141Subject Sample 03:10

1.558Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 03/29/2022 16:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4003/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:23

Dade City PD

WATSON,WILLIAM

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

BARAJAS

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.132Subject Sample 02:22

1.609Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.142Subject Sample 02:26

1.808Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 03/29/2022 16:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:0203/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:52

Dade City PD

WATSON,WILLIAM

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

DAUGHTRY

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.028Subject Sample 01:30

1.718Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.026Subject Sample 01:33

1.851Breath Volume 01:33

0.000Air Blank 01:34

0.081Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:35

Data Download Date/Time: 03/29/2022 16:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:2503/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:10

FHP Troop C

BLOOM,JUSTIN

11/05/2023

25721080A2

FHP Troop C

BLOOM,JUSTIN,H

PEREZ REYNOSO

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

# 1 0.152Subject Sample 01:06

2.613Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.160Subject Sample 01:09

1.988Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 03/29/2022 16:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:33

Dade City PD

WATSON,WILLIAM

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

SMITH

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.096Subject Sample 02:14

1.335Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.092Subject Sample 02:17

1.292Breath Volume 02:17

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 03/29/2022 16:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:35

Dade City PD

GUTIERREZ,ROSENDO

11/05/2023

25721080A2

Pasco County SO

AMATRUDA,CHRIS,G

PEREZ

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.165Subject Sample 03:20

1.394Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.166Subject Sample 03:23

2.832Breath Volume 03:23

0.000Air Blank 03:23

0.078Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/29/2022 16:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:1603/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:38

Dade City PD

AMATRUDA,CHRIS

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

FAY

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.000Subject Sample 23:18

3.011Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.000Subject Sample 23:21

3.082Breath Volume 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 03/29/2022 16:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2103/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:33

Dade City PD

WATSON,WILLIAM

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

DURANT

02/21/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

# 1 0.117Subject Sample 01:12

1.882Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.122Subject Sample 01:15

2.339Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 03/29/2022 16:49

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:4903/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:32

Daytona Beach PD

BURNETT,DAVID

12/13/2022

1249794

Daytona Beach PD

GRABILL,JAMES,H

GANDY

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.081Control Test 20:17

0.000Air Blank 20:17

# 1 0.296Subject Sample 20:18

2.265Breath Volume 20:18

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.277Subject Sample 20:21

2.179Breath Volume 20:21

0.000Air Blank 20:21

0.080Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 03/29/2022 09:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:0203/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:52

Daytona Beach PD

ROSSI,A

12/13/2022

1249794

Daytona Beach PD

FORREST,RYAN,A

FERRIER

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.238Subject Sample 01:35

1.203Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.239Subject Sample 01:38

1.667Breath Volume 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:40

Data Download Date/Time: 03/29/2022 09:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4603/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:58

Daytona Beach PD

GALBREATH,N

12/13/2022

1249794

Daytona Beach PD

FORREST,RYAN,A

CRUTCH

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.159Subject Sample 02:46 Volume Not Met

0.097Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.143Subject Sample 02:49

2.167Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 3 0.135Subject Sample 02:53

3.359Breath Volume 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 03/29/2022 09:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:2003/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:33

Daytona Beach PD

EDWARDS,LANDON

12/13/2022

1249794

Daytona Beach PD

EDWARDS,LANDON,L

GAUCHER

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1 0.104Subject Sample 20:02

1.265Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.107Subject Sample 20:06

1.718Breath Volume 20:06

0.000Air Blank 20:07

0.081Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 03/29/2022 09:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:0103/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:01

Daytona Beach PD

QUELIZ,CARLOS

12/13/2022

1249794

Daytona Beach PD

QUELIZ,CARLOS,A

BERGER

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.081Control Test 20:36

0.000Air Blank 20:37

# 1Subject Sample 20:37 RFI Detect

0.000Breath Volume 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:38

OKDiagnostics Check 20:39

Data Download Date/Time: 03/29/2022 09:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

20:01

Daytona Beach PD

QUELIZ,CARLOS

12/13/2022

1249794

Daytona Beach PD

QUELIZ,CARLOS,A

BERGER

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.192Subject Sample 20:44

1.960Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:46

# 2 0.181Subject Sample 20:47

1.207Breath Volume 20:47

0.000Air Blank 20:47

0.077Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1403/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

00:02

Daytona Beach PD

COLON,JOSEPH

12/13/2022

1249794

Daytona Beach PD

DUNNE,JUSTIN,R

DAPONTE

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

# 1 0.000Subject Sample 01:14

1.765Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.000Subject Sample 01:19

1.281Breath Volume 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:3003/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:54

Daytona Beach PD

EDWARDS,LANDON

12/13/2022

1249794

Daytona Beach PD

EDWARDS,LANDON,L

JENKINS

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:55

0.081Control Test 17:55

0.000Air Blank 17:55

# 1 0.080Subject Sample 17:56

2.699Breath Volume 17:56

0.000Air Blank 17:57

0.000Air Blank 17:59

# 2 0.079Subject Sample 17:59

3.085Breath Volume 17:59

0.000Air Blank 18:00

0.079Control Test 18:00

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:5503/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:08

Daytona Beach PD

GALBREATH,NOAH

12/13/2022

1249794

Daytona Beach PD

ROSSI,ASHLEY,N

SCOTT

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:54

# 1 0.185Subject Sample 22:55

2.328Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 2 0.170Subject Sample 22:58

1.210Breath Volume 22:58

0.000Air Blank 22:58

0.080Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5903/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:06

Daytona Beach PD

QUELIZ,CARLOS

12/13/2022

1249794

Daytona Beach PD

QUELIZ,CARLOS,A

MANIGAULT

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

# 1 0.238Subject Sample 02:49 Volume Not Met

0.117Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 2 0.218Subject Sample 02:55 Volume Not Met

0.277Breath Volume 02:55

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1203/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:06

Daytona Beach PD

QUELIZ,CARLOS

12/13/2022

1249794

Daytona Beach PD

QUELIZ,CARLOS,A

MANIGAULT

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

# 1 0.240Subject Sample 03:02

1.218Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.238Subject Sample 03:06

1.609Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:2303/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:19

18:11

Daytona Beach PD

ROSSI,A

12/13/2022

1249794

Daytona Beach PD

FORREST,RYAN,A

TAYLOR

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:41

0.000Air Blank 18:41

0.080Control Test 18:42

0.000Air Blank 18:42

# 1 0.047Subject Sample 18:43

1.804Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.046Subject Sample 18:46

2.183Breath Volume 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:30

Daytona Beach PD

ROSSI,A

12/13/2022

1249794

Daytona Beach PD

FORREST,RYAN,A

WARD

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:54

# 1 0.045Subject Sample 01:56

2.191Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.047Subject Sample 02:01

1.894Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4403/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:30

Daytona Beach PD

BYRD,M

12/13/2022

1249794

Daytona Beach PD

FORREST,RYAN,A

LUCAS

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

# 1Subject Sample 02:15 Sequence Aborted

0.000Breath Volume 02:15

0.000Air Blank 02:15

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:40

Daytona Beach PD

SALJANIN,CHRISTOPHER

12/13/2022

1249794

Daytona Beach PD

MACKENZIE,JAMES,C

HOWELL

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

# 1 0.280Subject Sample 23:09

4.210Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.284Subject Sample 23:12

3.593Breath Volume 23:12

0.000Air Blank 23:13

0.080Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:1503/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:10

Daytona Beach PD

FLETCHER,A

12/13/2022

1249794

Daytona Beach PD

FORREST,RYAN,A

HANCOCK

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

# 1 0.000Subject Sample 21:58

2.683Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.000Subject Sample 22:01

2.511Breath Volume 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:3103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:32

Daytona Beach PD

ALTIDOR,JUDE

12/13/2022

1249794

Daytona Beach PD

GRABILL,JAMES,H

COLLAR

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.080Control Test 23:20

0.000Air Blank 23:20

# 1 0.122Subject Sample 23:21

2.875Breath Volume 23:21

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.134Subject Sample 23:23

2.632Breath Volume 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:5203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

11:02

Daytona Beach PD

ERNST,ISABELLE

12/13/2022

1249794

Daytona Beach PD

MCGRORY,ZACH,

PIATT

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:00

0.000Air Blank 12:01

0.081Control Test 12:01

0.000Air Blank 12:02

# 1Subject Sample 12:02 Subject Test Refused

0.000Breath Volume 12:02

0.000Air Blank 12:02

0.081Control Test 12:03

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 03/29/2022 09:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1503/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:51

Daytona Beach PD

HARRELL,JAZMEN

12/13/2022

1249794

Daytona Beach PD

MARTIN,STERLING,R

PATANKAR

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.081Control Test 03:30

0.000Air Blank 03:30

# 1 0.204Subject Sample 03:32

1.453Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.192Subject Sample 03:35

2.132Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 03/31/2022 07:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5403/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:04

Daytona Beach PD

GUTHRIE,ADAM

12/13/2022

1249794

Daytona Beach PD

MARTIN,STERLING,R

CLARK

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

# 1 0.142Subject Sample 03:45

1.386Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.133Subject Sample 03:49

3.007Breath Volume 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 03/31/2022 07:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:2003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:07

Daytona Beach PD

COMPTON,DANIAL

12/13/2022

1249794

Daytona Beach PD

SMITH,KARL,C

FAJARDO ORDONEZ

02/26/2022

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:33

# 1 0.172Subject Sample 04:34

1.570Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.176Subject Sample 04:37

1.656Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 03/31/2022 07:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3203/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:53

Fernandina Beach PD

PAETSCH,JOSH

11/05/2022

24620080A3

Fernandina Beach PD

PAETSCH,JOSH,E

WADE

02/23/2022

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.079Control Test 21:47

0.000Air Blank 21:47

# 1 0.184Subject Sample 21:48

1.824Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.189Subject Sample 21:51

1.281Breath Volume 21:51

0.000Air Blank 21:52

0.078Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 03/17/2022 14:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:41

Fernandina Beach PD

SEARS,C

11/05/2022

24620080A3

Fernandina Beach PD

SEARS,C,D

WATERS

02/23/2022

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.081Control Test 03:18

0.000Air Blank 03:18

# 1 0.117Subject Sample 03:19

1.765Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.123Subject Sample 03:23

1.843Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/17/2022 14:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:0303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

01:47

Fernandina Beach PD

PAETSCH,JOSH

11/05/2022

24620080A3

Fernandina Beach PD

PAETSCH,JOSH,E

MORRISON

02/23/2022

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.142Subject Sample 03:57

1.906Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.141Subject Sample 04:00

2.011Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:02

Data Download Date/Time: 03/17/2022 14:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0003/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:32

Fernandina Beach PD

PAETSCH,J

11/05/2022

24620080A3

Fernandina Beach PD

SEARS,C,D

BROWN

03/17/2022

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.258Subject Sample 02:25

2.882Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.280Subject Sample 02:28

2.578Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 3 0.276Subject Sample 02:32

2.640Breath Volume 02:32

0.000Air Blank 02:33

0.076Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:34

Data Download Date/Time: 04/07/2022 19:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3703/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:59

Fernandina Beach PD

GOTHARD,RONALD

11/05/2022

24620080A3

Fernandina Beach PD

GOTHARD,RONALD,S

WALLERIUS

03/17/2022

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.081Control Test 21:51

0.000Air Blank 21:51

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 04/07/2022 19:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:1703/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:39

MIAMI-DADE PD

CLOSIUS,RICHARD

04/05/2022

05620080A1

MIAMI-DADE PD

CLOSIUS,RICHARD,L

GOLD

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:15 Subject Test Refused

0.000Breath Volume 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 04/06/2022 06:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2403/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:11

MIAMI-DADE PD

QUINTANA,JORGE

04/05/2022

05620080A1

MIAMI-DADE PD

CLOSIUS,RICHARD,L

SNOW

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 05:00

0.000Air Blank 05:00

# 1Subject Sample 05:01 Subject Test Refused

0.000Breath Volume 05:01

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 04/06/2022 06:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:5603/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

04:31

MIAMI-DADE PD

WADDELL,NATHANIEL

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,JORGE,F

MARTIN

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.079Control Test 06:03

0.000Air Blank 06:03

# 1 0.123Subject Sample 06:04

1.437Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.124Subject Sample 06:08

1.183Breath Volume 06:08

0.000Air Blank 06:09

0.079Control Test 06:09

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 04/06/2022 07:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:0303/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:10

MIAMI-DADE PD

QUINTANA,SILVIO

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,SILVIO,A

FRANCISCO

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.078Control Test 21:11

0.000Air Blank 21:12

# 1 0.241Subject Sample 21:12

1.289Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.236Subject Sample 21:16

1.253Breath Volume 21:16

0.000Air Blank 21:17

0.078Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:18

Data Download Date/Time: 04/06/2022 07:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:18:4503/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:43

07:40

MIAMI-DADE PD

ORTEGA,WILFREDO

04/05/2022

05620080A1

MIAMI-DADE PD

ORTEGA,WILFREDO,

JOHNSON

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:12

0.000Air Blank 09:12

0.080Control Test 09:12

0.000Air Blank 09:13

# 1 0.183Subject Sample 09:14

2.312Breath Volume 09:14

0.000Air Blank 09:15

0.000Air Blank 09:16

# 2 0.177Subject Sample 09:17

2.179Breath Volume 09:17

0.000Air Blank 09:17

0.079Control Test 09:18

0.000Air Blank 09:18

OKDiagnostics Check 09:18

Data Download Date/Time: 04/06/2022 07:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:5903/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:26

16:33

MIAMI-DADE PD

QUINTANA,SILVIO

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,SILVIO,A

PEREZ

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:46

0.000Air Blank 17:46

0.078Control Test 17:47

0.000Air Blank 17:47

# 1 0.408Subject Sample 17:48

3.269Breath Volume 17:48

0.000Air Blank 17:49

0.000Air Blank 17:50

# 2 0.419Subject Sample 17:51

2.140Breath Volume 17:51

0.000Air Blank 17:52

0.077Control Test 17:52

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 04/06/2022 07:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3203/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:08

MIAMI-DADE PD

QUINTANA,SILVIO

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,SILVIO,A

KINGSLEY

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/06/2022 07:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0003/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:26

MIAMI-DADE PD

BIANCHI,MARIO

04/05/2022

05620080A1

MIAMI-DADE PD

BIANCHI,MARIO,D

LEMUS JR

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:16

# 1 0.147Subject Sample 04:17

2.089Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 2 0.136Subject Sample 04:20

1.753Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:22

Data Download Date/Time: 04/06/2022 07:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:08

MIAMI-DADE PD

AZRAK,JOSEPH

04/05/2022

05620080A1

MIAMI-DADE PD

AZRAK,JOSEPH,

SALAZAR

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.129Subject Sample 04:25

1.296Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 3 0.122Subject Sample 04:29

1.734Breath Volume 04:29

0.000Air Blank 04:29

0.078Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 04/07/2022 14:05

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5603/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:18

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

MCLENDON

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

# 1Subject Sample 02:42 No Sample Provided

0.000Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2Subject Sample 02:48 No Sample Provided

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.080Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 03/28/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4603/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:26

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

RIVERA

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.106Subject Sample 03:51

2.191Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.108Subject Sample 03:53

1.988Breath Volume 03:53

0.000Air Blank 03:54

0.080Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 03/28/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:5603/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

20:13

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

CROWE

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.080Control Test 20:40

0.000Air Blank 20:41

# 1 0.177Subject Sample 20:42

2.257Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:44

# 2 0.169Subject Sample 20:45

2.566Breath Volume 20:45

0.000Air Blank 20:45

0.079Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 03/28/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:1203/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

20:15

Lakeland PD

COLLINS,JOSHUA

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

TUCKER

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:52

0.078Control Test 20:52

0.000Air Blank 20:53

# 1 0.127Subject Sample 20:54

1.605Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:56

# 2 0.115Subject Sample 20:57

1.972Breath Volume 20:57

0.000Air Blank 20:58

0.079Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 03/28/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1803/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:57

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

PADILLA TORRES

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.196Subject Sample 00:09

2.093Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.211Subject Sample 00:15

1.796Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 03/28/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:4503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

19:04

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

CRUZ-CRUZ

02/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.080Control Test 19:26

0.000Air Blank 19:27

# 1 0.268Subject Sample 19:28

1.867Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.261Subject Sample 19:32

1.566Breath Volume 19:32

0.000Air Blank 19:33

0.079Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 03/28/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:0603/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:05

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

PETERSON

02/18/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.079Control Test 21:47

0.000Air Blank 21:47

# 1 0.186Subject Sample 21:48

1.367Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.186Subject Sample 21:51

1.687Breath Volume 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 03/18/2022 16:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:3503/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:29

Palm Beach County SO

MACHIN,N

09/05/2023

19021080A2

Palm Beach County SO

RAGIN,RENEE,M

TOMAS

02/18/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

# 1 0.127Subject Sample 00:29

1.832Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.130Subject Sample 00:33

1.652Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 03/18/2022 16:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0103/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:07

Palm Beach County SO

LOPEZ,BRIAN

09/05/2023

19021080A2

Delray Beach PD

LEAHEY,THOMAS,H

GIANFAGNA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:01

1.875Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.000Subject Sample 02:04

1.929Breath Volume 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:06

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:3003/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:06

Palm Beach County SO

MARCH,THOMAS

09/05/2023

19021080A2

Palm Beach PD

LEAHEY,THOMAS,H

MAY JR

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.081Control Test 22:16

0.000Air Blank 22:16

# 1 0.000Subject Sample 22:17

2.519Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.000Subject Sample 22:20

3.445Breath Volume 22:20

0.000Air Blank 22:20

0.079Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4003/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:45

Palm Beach County SO

TEJEDA,ANTHONY

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

FELIPE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.081Control Test 00:32

0.000Air Blank 00:32

# 1 0.187Subject Sample 00:33

1.757Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.188Subject Sample 00:37

2.234Breath Volume 00:37

0.000Air Blank 00:37

0.080Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3803/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:41

Palm Beach County SO

DUNCAN,JONATHAN

09/05/2023

19021080A2

Atlantis PD

LEAHEY,THOMAS,H

HABER

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.081Control Test 03:38

0.000Air Blank 03:38

# 1 0.173Subject Sample 03:40

2.210Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.155Subject Sample 03:43

1.636Breath Volume 03:43

0.000Air Blank 03:44

0.078Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:4403/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:27

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

VARGAS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.082Control Test 00:26

0.000Air Blank 00:26

# 1 0.243Subject Sample 00:27

1.347Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.248Subject Sample 00:30

1.550Breath Volume 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:1903/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:10

Palm Beach County SO

CASTRO,DENNIS

09/05/2023

19021080A2

Boynton Beach PD

O'NEAL,SHARI,L

LAFLEUR

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:56

# 1 0.074Subject Sample 02:56

1.386Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.068Subject Sample 02:59

1.523Breath Volume 02:59

0.000Air Blank 03:00

0.081Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:04:3003/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:31

09:18

Palm Beach County SO

D'ANDREA,ADAM

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

WILBUR

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:57

0.000Air Blank 09:58

0.081Control Test 09:58

0.000Air Blank 09:58

# 1 0.247Subject Sample 09:59

1.871Breath Volume 09:59

0.000Air Blank 10:00

0.000Air Blank 10:01

# 2 0.241Subject Sample 10:02

2.164Breath Volume 10:02

0.000Air Blank 10:03

0.079Control Test 10:03

0.000Air Blank 10:04

OKDiagnostics Check 10:04

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:0703/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:22

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

HERNANDEZ GUILLEN

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

# 1 0.198Subject Sample 22:24

2.312Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.196Subject Sample 22:27

1.855Breath Volume 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:2603/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

21:57

Palm Beach County SO

LOPEZ,BRIAN

09/05/2023

19021080A2

Delray Beach PD

O'NEAL,SHARI,L

FERRY

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

# 1 0.119Subject Sample 23:10

1.828Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.109Subject Sample 23:13

1.425Breath Volume 23:13

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2003/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:14

Palm Beach County SO

MORALES,WILL

09/05/2023

19021080A2

Delray Beach PD

O'NEAL,SHARI,L

ANNETT

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

# 1 0.085Subject Sample 01:24

2.468Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.085Subject Sample 01:27

1.980Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:2403/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:07

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

RAMIREZ MATIAS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.081Control Test 21:48

0.000Air Blank 21:48

# 1 0.216Subject Sample 21:49

1.496Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.213Subject Sample 21:52

2.664Breath Volume 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:2603/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:43

Palm Beach County SO

BENNETT,JONATHAN

09/05/2023

19021080A2

Riviera Beach PD

LEAHEY,THOMAS,H

BARBER

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.081Control Test 22:53

0.000Air Blank 22:53

# 1 0.237Subject Sample 22:54

1.128Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.244Subject Sample 22:59

2.324Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:5803/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:38

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

O'NEAL,SHARI,L

BURNAM

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

# 1 0.116Subject Sample 00:33

1.304Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:35

# 2 0.120Subject Sample 00:37

1.218Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3203/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:57

Palm Beach County SO

CASTRO,DENNIS

09/05/2023

19021080A2

Boynton Beach PD

LEAHEY,THOMAS,H

FERNANDES

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:41

# 1 0.242Subject Sample 02:42

1.863Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.238Subject Sample 02:45

1.347Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0203/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:20

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

FIGUEROA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:10

# 1 0.184Subject Sample 04:11

1.707Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.184Subject Sample 04:14

1.121Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 03/22/2022 16:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:0503/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:29

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

KALINOVSKI

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.081Control Test 21:18

0.000Air Blank 21:18

# 1 0.280Subject Sample 21:21

3.000Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:23

# 2 0.276Subject Sample 21:25

2.898Breath Volume 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4203/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:49

Palm Beach County SO

HAGER,MATTHEW

09/05/2023

19021080A2

Delray Beach PD

O'NEAL,SHARO,L

ARDILA AGUIRRE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

# 1 0.112Subject Sample 03:54 Volume Not Met

0.285Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:56

# 2 0.088Subject Sample 03:59 Volume Not Met

0.066Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4203/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:49

Palm Beach County SO

HAGER,MATTHEW

09/05/2023

19021080A2

Delray Beach PD

O'NEAL,SHARI,L

ARDILA AGUIRRE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:05

# 1 0.114Subject Sample 04:08 Volume Not Met

1.000Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.107Subject Sample 04:11

1.460Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:13

# 3 0.109Subject Sample 04:15

1.585Breath Volume 04:15

0.000Air Blank 04:15

0.077Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:5703/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:35

Palm Beach County SO

VILLARIN,JENNIFER

09/05/2023

19021080A2

FHP Troop L

POUND,PARIS,D

JASSIR RUIZ

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:53

0.081Control Test 18:54

0.000Air Blank 18:54

# 1 0.260Subject Sample 18:55

1.410Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:57

# 2 0.269Subject Sample 18:59

2.054Breath Volume 18:59

0.000Air Blank 19:00

0.080Control Test 19:00

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1803/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:38

Palm Beach County SO

CASTRO,DENNIS

09/05/2023

19021080A2

Boynton Beach PD

O'NEAL,SHARI,L

JOHNSTON

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.151Subject Sample 01:24

1.332Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.159Subject Sample 01:27

1.410Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:0303/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:52

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

DYM

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

# 1 0.000Subject Sample 21:44

2.132Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.000Subject Sample 21:47

1.812Breath Volume 21:47

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:49

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:49

Palm Beach County SO

MARCH,THOMAS

09/05/2023

19021080A2

Palm Beach PD

O'NEAL,SHARI,L

SONNENBERG

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

# 1 0.214Subject Sample 02:32

4.050Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.217Subject Sample 02:35

2.253Breath Volume 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3803/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:26

Palm Beach County SO

HOLLIGAN,DANIEL

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

RUSSO

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.082Control Test 22:28

0.000Air Blank 22:29

# 1 0.097Subject Sample 22:32

2.160Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.096Subject Sample 22:35

1.800Breath Volume 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:4703/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:53

Palm Beach County SO

TABARES,JESUS

09/05/2023

19021080A2

Delray Beach PD

LEAHEY,THOMAS,H

HERNANDEZ CASANOVA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

# 1 0.216Subject Sample 00:51

1.175Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.208Subject Sample 00:55

2.800Breath Volume 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:0903/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:43

Palm Beach County SO

TEJEDA,ANTHONY

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

DIAZ SANCHEZ

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1 0.189Subject Sample 02:28

1.511Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.195Subject Sample 02:31

1.191Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1403/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:16

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

PELICO ELIAS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.141Subject Sample 03:07

1.308Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.138Subject Sample 03:10

1.601Breath Volume 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3803/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:11

Palm Beach County SO

WHITE,JENNIFER

09/05/2023

19021080A2

FHP Troop K

LEAHEY,THOMAS,H

CABAL

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

# 1 0.231Subject Sample 03:25

2.324Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.215Subject Sample 03:28

2.578Breath Volume 03:28

0.000Air Blank 03:29

0.078Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0003/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:39

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

MOTTI

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.081Control Test 23:42

0.000Air Blank 23:42

# 1 0.212Subject Sample 23:43

1.164Breath Volume 23:43

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.227Subject Sample 23:46

1.523Breath Volume 23:46

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:48

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4803/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:16

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

CALIX

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.082Control Test 04:08

0.000Air Blank 04:09

# 1 0.185Subject Sample 04:12 Volume Not Met

0.644Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.188Subject Sample 04:15

1.320Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 3 0.191Subject Sample 04:19

1.437Breath Volume 04:19

0.000Air Blank 04:19

0.078Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:2403/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:57

Palm Beach County SO

TEJEDA,ANTHONY

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

PEREZ

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.081Control Test 05:36

0.000Air Blank 05:36

# 1 0.127Subject Sample 05:37

1.867Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.129Subject Sample 05:40

1.925Breath Volume 05:40

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3503/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:14

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

FELIPE PEDRO

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.082Control Test 20:57

0.000Air Blank 20:57

# 1 0.207Subject Sample 20:58

1.417Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.203Subject Sample 21:02

1.609Breath Volume 21:02

0.000Air Blank 21:03

0.080Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5103/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:43

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

ORLANDO PEREZ

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.082Control Test 00:28

0.000Air Blank 00:28

# 1 0.120Subject Sample 00:31 Volume Not Met

0.265Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3303/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:06

Palm Beach County SO

LOVETT,JAMES

09/05/2023

19021080A2

Palm Beach Gardens

POUND,PARIS,D

LE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.082Control Test 02:40

0.000Air Blank 02:40

# 1 0.185Subject Sample 02:41

1.355Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.190Subject Sample 02:44

1.207Breath Volume 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:4103/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:05

Palm Beach County SO

LEHENY,JACOB

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

MORALEZ MARADIAGA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

# 1 0.121Subject Sample 00:44

1.375Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.117Subject Sample 00:47

2.101Breath Volume 00:47

0.000Air Blank 00:47

0.081Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5303/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:56

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

PAILLACHO GUZMAN

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:58

# 1 0.180Subject Sample 00:59

3.484Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.179Subject Sample 01:02

2.750Breath Volume 01:02

0.000Air Blank 01:02

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0603/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

03:54

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

OLIVER

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.081Control Test 05:31

0.000Air Blank 05:32

# 1Subject Sample 05:32 Subject Test Refused

0.000Breath Volume 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:50:3803/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:17

08:25

Palm Beach County SO

VALLIS,GARRETT

09/05/2023

19021080A2

Lantana PD

POUND,PARIS,D

BUTLER

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:43

0.000Air Blank 09:44

0.081Control Test 09:44

0.000Air Blank 09:45

# 1 0.123Subject Sample 09:45

1.308Breath Volume 09:45

0.000Air Blank 09:46

0.000Air Blank 09:48

# 2 0.118Subject Sample 09:49

1.859Breath Volume 09:49

0.000Air Blank 09:49

0.081Control Test 09:50

0.000Air Blank 09:50

OKDiagnostics Check 09:50

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:3903/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:27

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

BUSTAMANTE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.081Control Test 23:32

0.000Air Blank 23:32

# 1 0.099Subject Sample 23:33

1.406Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.098Subject Sample 23:37

1.882Breath Volume 23:37

0.000Air Blank 23:37

0.079Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1703/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:05

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

PEDRO

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

# 1 0.200Subject Sample 00:50

1.207Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.192Subject Sample 00:53

2.343Breath Volume 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3303/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:12

Palm Beach County SO

ALEXANDRE,DOMININC

09/05/2023

19021080A2

FHP Troop L

O'NEAL,SHARI,L

TULLOS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1 0.173Subject Sample 01:52

2.617Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.166Subject Sample 01:54

2.605Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5003/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:22

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

RAMIREZ RAMOS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

# 1 0.241Subject Sample 03:15

2.527Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.254Subject Sample 03:19

2.234Breath Volume 03:19

0.000Air Blank 03:19

0.078Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:3203/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:45

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

TRANGUCCI

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.081Control Test 18:47

0.000Air Blank 18:48

# 1 0.209Subject Sample 18:48

1.656Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.199Subject Sample 18:51

1.917Breath Volume 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:0403/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:04

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

VERDUGO DIAZ

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.081Control Test 21:47

0.000Air Blank 21:47

# 1 0.267Subject Sample 21:48

1.839Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.235Subject Sample 21:51

2.183Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:53

# 3 0.245Subject Sample 21:54

2.480Breath Volume 21:54

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:56

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:1703/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:14

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

ROSEMEYER

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

# 1 0.237Subject Sample 23:08

1.781Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.224Subject Sample 23:12

1.746Breath Volume 23:12

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:5103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:13

Palm Beach County SO

ROCHA,LUIS

09/05/2023

19021080A2

Jupiter PD

O'NEAL,SHARI,L

MATEO NICOLAS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.081Control Test 00:12

0.000Air Blank 00:12

# 1 0.258Subject Sample 00:14

1.769Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.241Subject Sample 00:17

1.320Breath Volume 00:17

0.000Air Blank 00:17

0.077Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0503/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:46

Palm Beach County SO

CARVER,CAMERON

09/05/2023

19021080A2

Palm Beach Gardens

O'NEAL,SHARI,L

BAILEY

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.146Subject Sample 01:54

1.878Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.131Subject Sample 01:57

1.558Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4703/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:40

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

POUND,PARIS,D

ANDRES JR

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

# 1 0.149Subject Sample 02:35

3.121Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.149Subject Sample 02:38

3.253Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:15

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

PASCUAL GASPAR

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:55

# 1 0.132Subject Sample 03:56

1.667Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:58

# 2 0.132Subject Sample 03:59

1.937Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:2403/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:55

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

STOWELL

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

# 1 0.162Subject Sample 04:39

1.644Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.167Subject Sample 04:42

2.125Breath Volume 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:5603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:34

Palm Beach County SO

SEIER,BRAD

09/05/2023

19021080A2

Jupiter PD

POUND,PARIS,D

MAC NAMARA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:38

0.000Air Blank 08:39

0.080Control Test 08:39

0.000Air Blank 08:40

# 1 0.110Subject Sample 08:43 Volume Not Met

0.234Breath Volume 08:43

0.000Air Blank 08:43

0.000Air Blank 08:45

# 2 0.154Subject Sample 08:47

1.500Breath Volume 08:47

0.000Air Blank 08:48

0.000Air Blank 08:50

# 3 0.160Subject Sample 08:51

2.937Breath Volume 08:51

0.000Air Blank 08:52

0.078Control Test 08:52

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:18

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

MIRANDA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

# 1 0.187Subject Sample 23:08

1.296Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.203Subject Sample 23:13

1.296Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2303/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:40

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

ESTRADA LOPERA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1003/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:50

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

GUNSBY

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

# 1Subject Sample 03:37 Slope Not Met

1.898Breath Volume 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:50

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

GUNSBY

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1 0.168Subject Sample 04:03

2.484Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.177Subject Sample 04:06

2.175Breath Volume 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:3103/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:03

Palm Beach County SO

SHACKELFORD,JOSHUA

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

ULLOA DELGADO

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.081Control Test 21:57

0.000Air Blank 21:57

# 1 0.166Subject Sample 21:58

1.597Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.158Subject Sample 22:00

2.332Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0003/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:20

Palm Beach County SO

LOPEZ,BRIAN

09/05/2023

19021080A2

Delray Beach PD

O'NEAL,SHARI,L

DESRAVINES

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:23

0.000Air Blank 00:23

# 1 0.000Subject Sample 00:24

2.816Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.000Subject Sample 00:27

1.257Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:29

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:5603/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:39

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

GABLE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.081Control Test 00:44

0.000Air Blank 00:44

# 1 0.193Subject Sample 00:45

2.558Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.184Subject Sample 00:48

2.273Breath Volume 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

22:32

Palm Beach County SO

PADGETT,COVELLE

09/05/2023

19021080A2

West Palm Beach PD

O'NEAL,SHARI,L

HERNANDEZ MEJIA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1 0.258Subject Sample 01:08

1.687Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.263Subject Sample 01:11

2.031Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0003/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:42

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

PADILLA RIVERA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.154Subject Sample 02:58

2.566Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.152Subject Sample 03:01

1.585Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:03

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:5803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:35

Palm Beach County SO

STRONG,CHRISTINA

09/05/2023

19021080A2

Lantana PD

POUND,PARIS,D

SALGADO AGUILERA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.126Subject Sample 03:40

3.242Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.116Subject Sample 03:43

1.347Breath Volume 03:43

0.000Air Blank 03:44

0.077Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:0903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:28

Palm Beach County SO

BLASCO,LUIS

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

ESPINOZA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.081Control Test 19:17

0.000Air Blank 19:17

# 1 0.311Subject Sample 19:18

2.574Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:20

# 2 0.304Subject Sample 19:21

2.062Breath Volume 19:21

0.000Air Blank 19:22

0.079Control Test 19:22

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:43

Palm Beach County SO

IV,ANDREW

09/05/2023

19021080A2

FHP Troop L

POUND,PARIS,D

LUCAS VILLATORO

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.157Subject Sample 23:40

1.871Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.157Subject Sample 23:42

1.667Breath Volume 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:0703/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:29

Palm Beach County SO

ALVES,EDUARDO

09/05/2023

19021080A2

Palm Beach County SO

PALMER,SAMANTHA,M

RAYMUNDO COBO

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1 0.162Subject Sample 04:36

1.296Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.173Subject Sample 04:39

2.746Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2803/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:45

Palm Beach County SO

MCMAHON,GEORGE

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

RAYMUNDO TOMAS

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

# 1 0.148Subject Sample 05:00

2.761Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.144Subject Sample 05:03

2.527Breath Volume 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:54:0503/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:22

09:45

Palm Beach County SO

MCGILLICUDDY,STEVEN

09/05/2023

19021080A2

Jupiter PD

POUND,PARIS,D

CABRERA

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:47

0.000Air Blank 10:47

0.081Control Test 10:48

0.000Air Blank 10:48

# 1 0.000Subject Sample 10:49

1.339Breath Volume 10:49

0.000Air Blank 10:49

0.000Air Blank 10:51

# 2 0.000Subject Sample 10:52

2.089Breath Volume 10:52

0.000Air Blank 10:53

0.080Control Test 10:53

0.000Air Blank 10:54

OKDiagnostics Check 10:54

Data Download Date/Time: 03/22/2022 16:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:2903/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:25

Palm Beach County SO

KYSOR,MITCHELL

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

BURDIER

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:31

0.000Air Blank 18:32

0.082Control Test 18:32

0.000Air Blank 18:32

# 1 0.221Subject Sample 18:33

2.046Breath Volume 18:33

0.000Air Blank 18:34

0.000Air Blank 18:36

# 2 0.215Subject Sample 18:37

1.992Breath Volume 18:37

0.000Air Blank 18:38

0.080Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:1503/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

17:45

Palm Beach County SO

NALERIO,LUIS

09/05/2023

19021080A2

Boynton Beach PD

POUND,PARIS,D

JOHNSON

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.081Control Test 21:14

0.000Air Blank 21:14

# 1 0.000Subject Sample 21:16

2.402Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.000Subject Sample 21:18

2.605Breath Volume 21:18

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0703/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:29

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

O'NEAL,SHARI,L

FORTE

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

# 1 0.092Subject Sample 01:31

1.648Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.092Subject Sample 01:35

1.179Breath Volume 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4403/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

18:49

Palm Beach County SO

MARTINEZ,JACOB

09/05/2023

19021080A2

West Palm Beach PD

POUND,PARIS,D

WASHINGTON

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

# 1 0.135Subject Sample 20:41 Volume Not Met

0.675Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2Subject Sample 20:46 Subject Test Refused

0.644Breath Volume 20:46

0.000Air Blank 20:46

0.078Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4603/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:00

Palm Beach County SO

CHARLES,JAMESLOO

09/05/2023

19021080A2

West Palm Beach PD

O'NEAL,SHARI,L

BOODANSINGH

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

# 1 0.150Subject Sample 01:41

1.156Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.137Subject Sample 01:46

1.132Breath Volume 01:46

0.000Air Blank 01:46

0.081Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:5103/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:22

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

PEREZ RAMIREZ

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

# 1 0.222Subject Sample 03:14

2.437Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.201Subject Sample 03:17

1.738Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 3 0.207Subject Sample 03:21

1.992Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2803/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:05

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

RODAS JUAN

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

# 1 0.205Subject Sample 22:58

2.890Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.202Subject Sample 23:01

2.589Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:3303/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

22:31

Palm Beach County SO

PADGETT,COVELLE

09/05/2023

19021080A2

West Palm Beach PD

BELL,JOSHUA,J

CONEY JR

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.081Control Test 01:10

0.000Air Blank 01:10

# 1 0.000Subject Sample 01:12

1.578Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:15

1.398Breath Volume 01:15

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:3203/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:25

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

BERRY

02/04/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.082Control Test 02:29

0.000Air Blank 02:29

# 1 0.000Subject Sample 02:30

1.867Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.000Subject Sample 02:33

1.679Breath Volume 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 03/25/2022 13:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:3103/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:45

Palm Beach County SO

ROSAS,DESIREE

09/05/2023

19021080A2

Boynton Beach PD

BELL,JOSHUA,J

PACHECO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.081Control Test 19:42

0.000Air Blank 19:42

# 1 0.000Subject Sample 19:43

1.714Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.000Subject Sample 19:47

2.082Breath Volume 19:47

0.000Air Blank 19:47

0.082Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 04/22/2022 13:08

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:1003/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

19:23

Palm Beach County SO

LANG,CHASON

09/05/2023

19021080A2

Delray Beach PD

BELL,JOSHUA,J

MASCIA

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.081Control Test 20:45

0.000Air Blank 20:45

# 1 0.196Subject Sample 20:46

2.035Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.199Subject Sample 20:49

1.757Breath Volume 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1903/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:59

Palm Beach County SO

PICARD,RONNIE

09/05/2023

19021080A2

Jupiter PD

PALMER,SAMANTHA,M

HERNANDEZ COTA

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.082Control Test 04:19

0.000Air Blank 04:20

# 1 0.197Subject Sample 04:20

1.308Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.183Subject Sample 04:26 Volume Not Met

1.062Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:28

# 3 0.196Subject Sample 04:29

2.894Breath Volume 04:29

0.000Air Blank 04:30

0.078Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:2203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:53

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

LOPEZ GODINAZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.081Control Test 22:36

0.000Air Blank 22:37

# 1 0.157Subject Sample 22:37

2.453Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.154Subject Sample 22:40

1.445Breath Volume 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:30

Palm Beach County SO

ESCARAN,LESTER

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

GOMEZ ESCOBAR

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:36

# 1 0.172Subject Sample 01:37

2.687Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.171Subject Sample 01:40

2.503Breath Volume 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:4403/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:22

Palm Beach County SO

PICARD,RONNIE

09/05/2023

19021080A2

Jupiter PD

LEAHEY,THOMAS,H

CRAWFORD

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:21

# 1 0.152Subject Sample 22:21

2.250Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.153Subject Sample 22:25

1.757Breath Volume 22:25

0.000Air Blank 22:25

0.081Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2903/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:23

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

BELL,JOSHUA,J

SHEIKH

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.082Control Test 03:40

0.000Air Blank 03:40

# 1 0.055Subject Sample 03:41

2.285Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.055Subject Sample 03:44

1.718Breath Volume 03:44

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:2803/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:25

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

DAVIS

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.081Control Test 23:16

0.000Air Blank 23:16

# 1 0.000Subject Sample 23:17

2.085Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.000Subject Sample 23:20

2.906Breath Volume 23:20

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:4003/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:33

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

VASQUEZ GOMEZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.178Subject Sample 00:18

2.105Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.178Subject Sample 00:21

1.808Breath Volume 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:4803/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:43

Palm Beach County SO

HAYLES,ROSHAWN

09/05/2023

19021080A2

Riviera Beach PD

LEAHEY,THOMAS,H

CLEVELAND

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.091Subject Sample 03:28

2.101Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.088Subject Sample 03:31

1.792Breath Volume 03:31

0.000Air Blank 03:31

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3103/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:38

Palm Beach County SO

FANDREY,CHRISTOPHER

09/05/2023

19021080A2

Jupiter PD

LEAHEY,THOMAS,H

BURKETT

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1 0.125Subject Sample 02:39

4.085Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.121Subject Sample 02:42

3.613Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:0403/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:22

Palm Beach County SO

ROSAS,DESIREE

09/05/2023

19021080A2

Boynton Beach PD

O'NEAL,SHARI,L

ANDERSON

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.082Control Test 23:17

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:21 Volume Not Met

0.199Breath Volume 23:21

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.000Subject Sample 23:26 Volume Not Met

0.601Breath Volume 23:26

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:28

Data Download Date/Time: 04/22/2022 13:09

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2803/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:31

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

DALY

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

# 1 0.131Subject Sample 00:45

2.476Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.122Subject Sample 00:47

1.621Breath Volume 00:47

0.000Air Blank 00:48

0.077Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 04/25/2022 16:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.


