
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:23

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

211943

Manatee County SO

NOVAK,CHRISTOPHER,A

FLORESMALDONADO

03/23/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.135Subject Sample 02:52

3.460Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.136Subject Sample 02:55

3.542Breath Volume 02:55

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 04/11/2022 10:14

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:2103/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:37

Manatee County SO

BIGBY,CHARLES

10/05/2024

211943

Manatee County SO

BIGBY,CHARLES,A

HYRE

03/23/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.081Control Test 20:06

0.000Air Blank 20:07

# 1 0.135Subject Sample 20:07

1.949Breath Volume 20:07

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.132Subject Sample 20:10

1.585Breath Volume 20:10

0.000Air Blank 20:11

0.080Control Test 20:11

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 04/11/2022 10:14

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:5003/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:29

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

MENDOZA

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

0.000Air Blank 01:35

# 1 0.153Subject Sample 01:36

2.488Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.149Subject Sample 01:39

1.675Breath Volume 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 03/08/2022 13:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5103/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:22

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

GAINER

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:03

# 1 0.190Subject Sample 00:04

2.941Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.177Subject Sample 00:07

2.335Breath Volume 00:07

0.000Air Blank 00:07

0.079Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 03/08/2022 13:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5403/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:28

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

VANG

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:15

# 1 0.175Subject Sample 02:16

1.843Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 2 0.179Subject Sample 02:19

2.433Breath Volume 02:19

0.000Air Blank 02:19

0.081Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 03/08/2022 13:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4403/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:01

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

ROTH

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.211Subject Sample 02:45

1.406Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.195Subject Sample 02:48

1.648Breath Volume 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 03/08/2022 13:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:0103/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:06

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

HIGGINBOTHAM

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.175Subject Sample 02:02

1.785Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.173Subject Sample 02:05

2.035Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:07

Data Download Date/Time: 03/08/2022 13:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:0303/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:36

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

CABRERA MONJARAS

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1 0.142Subject Sample 02:21

1.882Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.137Subject Sample 02:24

3.125Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:26

Data Download Date/Time: 03/08/2022 13:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0303/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:00

Hillsborough Co SO

HALL,L

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

ZUNIGA CHAIRES

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1 0.161Subject Sample 03:48

2.187Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.150Subject Sample 03:52

1.402Breath Volume 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:54

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:1303/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:37

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

VANMANSFELD

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:28

0.000Air Blank 22:28

# 1 0.176Subject Sample 22:29

2.136Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.176Subject Sample 22:32

1.855Breath Volume 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4703/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:16

Hillsborough Co SO

ROZZELIV,B

04/05/2023

06021080A2

FHP Troop C

MONTGOMERY,ALECIA,L

WREN

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

# 1 0.000Subject Sample 23:44 Volume Not Met

0.195Breath Volume 23:44

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.158Subject Sample 23:48

1.398Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 3 0.151Subject Sample 23:51

1.578Breath Volume 23:51

0.000Air Blank 23:52

0.077Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0203/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:19

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

MALDONADO

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

# 1 0.136Subject Sample 03:04

2.003Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.134Subject Sample 03:07

1.664Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:5803/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:02

Hillsborough Co SO

DOBSON,B

04/05/2023

06021080A2

Hillsborough Co SO

GREENLEE,NANCY,J

GAINES

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

# 1 0.158Subject Sample 04:41

1.726Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:43

# 2 0.159Subject Sample 04:44

1.531Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:4703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:52

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

DE LEON AGUILAR

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.081Control Test 23:36

0.000Air Blank 23:37

# 1 0.274Subject Sample 23:38

1.984Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.279Subject Sample 23:41

2.699Breath Volume 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3003/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:25

Hillsborough Co SO

IFFT,GARRETT

04/05/2023

06021080A2

FHP Troop C

YUMAN ROMERO,ANGIE,A

EBANKS

02/03/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

# 1 0.164Subject Sample 22:03

1.488Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.168Subject Sample 22:06

1.125Breath Volume 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 03/08/2022 13:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:3303/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:10

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

ARMAS BELLO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

# 1Subject Sample 05:01 Sequence Aborted

0.000Breath Volume 05:01

0.000Air Blank 05:01

Data Download Date/Time: 04/19/2022 12:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:2203/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:10

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

ARMAS BELLO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:23

# 1 0.088Subject Sample 05:23

2.707Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.084Subject Sample 05:26

2.683Breath Volume 05:26

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 04/19/2022 12:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:0703/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:21

Hillsborough Co SO

GARRELL,Q

04/05/2023

06021080A2

Plant City PD

MASON,FRANCESCA,M

HARRIS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

# 1 0.202Subject Sample 22:09

2.566Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:11

# 2 0.202Subject Sample 22:12

1.160Breath Volume 22:12

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 04/19/2022 12:23

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:2503/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

23:48

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

JOSE SANTIAGO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.211Subject Sample 01:12

1.238Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.207Subject Sample 01:16

1.285Breath Volume 01:16

0.000Air Blank 01:17

0.077Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4903/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:52

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

BAUER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.096Subject Sample 02:33

2.652Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.093Subject Sample 02:37

1.710Breath Volume 02:37

0.000Air Blank 02:37

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:1903/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:33

Hillsborough Co SO

PORTMAN,A

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

OLDHAM

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:15

0.000Air Blank 00:15

# 1 0.131Subject Sample 00:16

1.589Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.137Subject Sample 00:19

1.937Breath Volume 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:0203/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:29

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

RAMIREZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:04

# 1 0.145Subject Sample 01:05

1.230Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:07

# 2 0.153Subject Sample 01:08

1.707Breath Volume 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:10

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4703/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:34

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

GREENLEE,NANCY,J

HERNANDEZ VICENTE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:37

# 1 0.224Subject Sample 04:38

2.304Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:40

# 2 0.224Subject Sample 04:41

2.078Breath Volume 04:41

0.000Air Blank 04:41

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:5103/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:49

Hillsborough Co SO

BURKE,B

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

RIVERA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:38

# 1 0.113Subject Sample 04:39

1.890Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:41

# 2 0.112Subject Sample 04:42

1.945Breath Volume 04:42

0.000Air Blank 04:42

0.080Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:24:1903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:57

12:44

Hillsborough Co SO

KOPPE,K

04/05/2023

06021080A2

Tampa PD

KNOX,STEPHANIE,R

DENSON JR.

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:17

0.000Air Blank 13:18

0.082Control Test 13:18

0.000Air Blank 13:19

# 1 0.135Subject Sample 13:19

1.179Breath Volume 13:19

0.000Air Blank 13:20

0.000Air Blank 13:22

# 2 0.127Subject Sample 13:22

1.644Breath Volume 13:22

0.000Air Blank 13:23

0.082Control Test 13:23

0.000Air Blank 13:24

OKDiagnostics Check 13:24

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0403/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:20

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

RODRIGUEZ PANAMENO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:03

# 1 0.113Subject Sample 02:04

2.082Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.111Subject Sample 02:07

1.902Breath Volume 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:09

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1503/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:16

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

OLIVERO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

# 1 0.188Subject Sample 03:05

2.539Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.174Subject Sample 03:08

1.503Breath Volume 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:3203/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:06

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

CASTRO SALAZAR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1 0.182Subject Sample 23:50

2.804Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.182Subject Sample 23:53

2.199Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 04/19/2022 12:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:5203/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:20

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

SAUNDERS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.178Subject Sample 02:02

2.367Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.185Subject Sample 02:05

2.296Breath Volume 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:0903/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:03

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

LONG

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:58

# 1 0.188Subject Sample 03:59

2.671Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:01

# 2 0.183Subject Sample 04:02

2.449Breath Volume 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:3003/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:24

19:30

Hillsborough Co SO

BERG,T

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

CLINK

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

# 1Subject Sample 20:49 No Sample Provided

0.000Breath Volume 20:49

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.081Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1503/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:22

Hillsborough Co SO

JOHNSON,B

04/05/2023

06021080A2

Macdill Air Force Ba

YUMAN ROMERO,ANGIE,A

STEPENEY

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1 0.182Subject Sample 02:19

1.292Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.192Subject Sample 02:23

1.910Breath Volume 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4203/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:23

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

STEVENSON II

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.124Subject Sample 02:41

3.148Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.121Subject Sample 02:44

2.832Breath Volume 02:44

0.000Air Blank 02:44

0.079Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:1903/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:44

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

GONZALEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:31

# 1Subject Sample 04:34 No Sample Provided

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2Subject Sample 04:39 No Sample Provided

0.000Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5903/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

00:33

Hillsborough Co SO

GONZALEZ,C

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

WOODS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:33

0.000Air Blank 02:33

# 1 0.199Subject Sample 02:34

2.058Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.193Subject Sample 02:37

1.578Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4603/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:26

Hillsborough Co SO

BLANCHARD,J

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

LOPEZ JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.159Subject Sample 03:03

2.535Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.158Subject Sample 03:06

1.550Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:27

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

AROCHO CABAN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.080Control Test 03:14

0.000Air Blank 03:14

# 1 0.138Subject Sample 03:17

1.136Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.140Subject Sample 03:20

1.292Breath Volume 03:20

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:0503/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:27

Hillsborough Co SO

PAYNTER,H

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

RIVERA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:16

# 1 0.139Subject Sample 05:17

2.664Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:19

# 2 0.131Subject Sample 05:20

1.917Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:5903/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

05:00

Hillsborough Co SO

DOBSON,B

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

QUASHIE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.079Control Test 05:46

0.000Air Blank 05:47

# 1 0.156Subject Sample 05:48

1.875Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.144Subject Sample 05:51

1.359Breath Volume 05:51

0.000Air Blank 05:52

0.079Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 04/19/2022 12:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:33:2503/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

06:41

Hillsborough Co SO

CURBELO,B

04/05/2023

06021080A2

Tampa PD

SIMMONS,ANGELA,V

KATTAM

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:25

0.000Air Blank 07:25

0.080Control Test 07:26

0.000Air Blank 07:26

# 1 0.174Subject Sample 07:28

1.746Breath Volume 07:28

0.000Air Blank 07:29

0.000Air Blank 07:30

# 2 0.155Subject Sample 07:31

1.507Breath Volume 07:31

0.000Air Blank 07:32

0.079Control Test 07:32

0.000Air Blank 07:33

OKDiagnostics Check 07:33

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1603/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:13

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

GOMEZ GOMEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1 0.264Subject Sample 01:09

2.617Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2Subject Sample 01:12 Slope Not Met

0.906Breath Volume 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:13

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

GOMEZ GOMEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.247Subject Sample 01:39

2.789Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:41

# 2 0.250Subject Sample 01:42

2.152Breath Volume 01:42

0.000Air Blank 01:43

0.078Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1103/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:59

Hillsborough Co SO

GRECO,D

04/05/2023

06021080A2

Hillsborough Co SO

GREENLEE,NANCY,J

BISHOP

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.098Subject Sample 02:34

2.078Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.098Subject Sample 02:37

1.308Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4703/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:26

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

PARES DIAZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.172Subject Sample 04:09

3.273Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.170Subject Sample 04:13

1.480Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:5203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:48

Hillsborough Co SO

GARRELL,Q

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

CERRO TEPETATE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.079Control Test 05:35

0.000Air Blank 05:35

# 1 0.155Subject Sample 05:38

1.128Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:40

# 2 0.157Subject Sample 05:41

1.273Breath Volume 05:41

0.000Air Blank 05:41

0.079Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3203/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:38

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

COLON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.081Control Test 03:15

0.000Air Blank 03:15

# 1 0.119Subject Sample 03:17

2.195Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.127Subject Sample 03:19

1.906Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2903/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:08

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

WOODHAM

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.081Control Test 00:22

0.000Air Blank 00:23

# 1 0.119Subject Sample 00:23

1.519Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.130Subject Sample 00:26

1.605Breath Volume 00:26

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:0603/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:12

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

REYNOLDS JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

# 1 0.133Subject Sample 01:56

1.484Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:58

# 2 0.137Subject Sample 01:59

1.613Breath Volume 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5103/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:07

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

SILVER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1 0.132Subject Sample 02:48 Volume Not Met

0.683Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.146Subject Sample 02:53

1.566Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 3 0.127Subject Sample 02:57

2.070Breath Volume 02:57

0.000Air Blank 02:57

0.078Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 04/19/2022 12:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2703/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:08

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

SANCHEZ ARRIOLA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.114Subject Sample 04:01

2.257Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.114Subject Sample 04:04

1.898Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:5603/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:20

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

BLACK

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1 0.100Subject Sample 04:16

1.812Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:18

# 2 0.100Subject Sample 04:19

1.703Breath Volume 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1303/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

23:07

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

POOLE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

# 1 0.261Subject Sample 23:45

1.500Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.244Subject Sample 23:51 Volume Not Met

0.195Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:53

# 3 0.251Subject Sample 23:54

1.261Breath Volume 23:54

0.000Air Blank 23:55

0.076Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:5103/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:04

Hillsborough Co SO

BERG,T

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

PITMAN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.104Subject Sample 03:08

1.886Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.100Subject Sample 03:11

1.375Breath Volume 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:0603/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:22

Hillsborough Co SO

BOUSQUET,J

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

HAGENS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:00

# 1 0.093Subject Sample 02:01

1.457Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.096Subject Sample 02:05

2.734Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:28

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

MCDANIELS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:21

# 1 0.158Subject Sample 03:23

2.253Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.163Subject Sample 03:26

2.945Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:20

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HURD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

# 1 0.192Subject Sample 05:03

1.304Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.204Subject Sample 05:07

1.722Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:03

Hillsborough Co SO

DURANCEAU,R

04/05/2023

06021080A2

Plant City PD

MASON,FRANCESCA,M

DOMINGUEZ HERNANDEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

# 1 0.154Subject Sample 22:09

1.367Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.157Subject Sample 22:12

2.500Breath Volume 22:12

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:1403/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:56

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

MOLLER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.081Control Test 22:55

0.000Air Blank 22:55

# 1 0.097Subject Sample 22:56

1.691Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.105Subject Sample 22:59

1.531Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:37

Hillsborough Co SO

MILILLO,M

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

ABEL

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1 0.224Subject Sample 23:49

1.558Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.224Subject Sample 23:52

1.984Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:3703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:41

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

HAUSMAN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.279Subject Sample 04:34

3.363Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.267Subject Sample 04:37

1.898Breath Volume 04:37

0.000Air Blank 04:38

0.080Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 04/19/2022 12:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0603/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:35

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

VAZQUEZ MARTINEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:16

# 1 0.199Subject Sample 23:18

1.250Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.201Subject Sample 23:22

1.324Breath Volume 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1803/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

BURNETT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.259Subject Sample 02:33

1.328Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.254Subject Sample 02:36

1.750Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:5503/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:22

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

MARLOW

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:22

# 1 0.171Subject Sample 22:24

1.871Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.166Subject Sample 22:29

2.121Breath Volume 22:29

0.000Air Blank 22:29

0.079Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3203/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:11

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

JARAMILLO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

# 1 0.167Subject Sample 03:04

1.203Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.177Subject Sample 03:08

1.199Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5803/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:42

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

GUERRERO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

# 1 0.112Subject Sample 04:18

1.292Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.118Subject Sample 04:21

1.914Breath Volume 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0503/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:41

Hillsborough Co SO

DURNCEAU,R

04/05/2023

06021080A2

Plant City PD

YUMAN ROMERO,ANGIE,A

RENE XSO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4903/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:41

Hillsborough Co SO

DURNCEAU,R

04/05/2023

06021080A2

Plant City PD

YUMAN ROMERO,ANGIE,A

RENE XSO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

# 1 0.174Subject Sample 02:47

1.394Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.176Subject Sample 02:50

1.207Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0103/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:29

Hillsborough Co SO

LEBOVITZ,A

04/05/2023

06021080A2

Temple Terrace PD

MONTGOMERY,ALECIA,L

LAWHORN JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1Subject Sample 03:51 Sequence Aborted

0.000Breath Volume 03:51

0.000Air Blank 03:52

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5103/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:29

Hillsborough Co SO

LEBOVITZ,A

04/05/2023

06021080A2

Temple Terrace PD

MONTGOMERY,ALECIA,L

LAWHORN JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

# 1 0.188Subject Sample 03:58

3.312Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.198Subject Sample 04:01

2.328Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 04/19/2022 12:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1303/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

23:39

Flagler County SO

HARRISON,CHRISTIAN

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

CARTIER

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.081Control Test 01:08

0.000Air Blank 01:08

# 1 0.113Subject Sample 01:09

1.445Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.112Subject Sample 01:12

1.332Breath Volume 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 03/28/2022 12:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:1103/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:54

Flagler County SO

KOTOWSKI,PHILIP

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

LAYMON

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.081Control Test 23:55

0.000Air Blank 23:56

# 1 0.198Subject Sample 23:56

1.312Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:58

# 2 0.190Subject Sample 23:59

1.453Breath Volume 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 03/28/2022 12:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:3903/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:57

Flagler County SO

SCHMIDT,J

10/05/2022

22620080A2

Flagler County SO

ESTEP,J,D

TURNER

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.081Control Test 00:41

0.000Air Blank 00:41

# 1Subject Sample 00:42 Subject Test Refused

0.000Breath Volume 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:2903/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:19

Flagler County SO

JOHNSON,D

10/05/2022

22620080A2

Flagler County SO

PRIEMER,AMANDA,M

SWEET

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.081Control Test 00:15

0.000Air Blank 00:15

# 1 0.139Subject Sample 00:17

1.410Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.143Subject Sample 00:20

1.117Breath Volume 00:20

0.000Air Blank 00:21

0.077Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2903/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:21

FHP Troop G

HARPER,DARIN

10/05/2022

22620080A2

FHP Troop G

HARPER,DARIN,W

BONER

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:10:2303/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:41

10:22

Flagler County SO

RAY,KEATON

10/05/2022

22620080A2

Flagler County SO

PREVATT,JENNIFER,M

CZECH

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:07

0.000Air Blank 12:07

0.081Control Test 12:08

0.000Air Blank 12:08

# 1Subject Sample 12:08 Subject Test Refused

0.000Breath Volume 12:08

0.000Air Blank 12:09

0.081Control Test 12:09

0.000Air Blank 12:10

OKDiagnostics Check 12:10

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5703/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:28

Flagler County SO

PARKER,CARL

10/05/2022

22620080A2

Flagler County SO

PARKER,CARL,L

CLARKE

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.119Subject Sample 04:38

1.398Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:40

# 2 0.121Subject Sample 04:41

1.664Breath Volume 04:41

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3703/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

01:52

Flagler County SO

DORSEY,J

10/05/2022

22620080A2

Flagler County SO

PRIEMER,AMANDA,M

STEWART

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.081Control Test 03:38

0.000Air Blank 03:38

# 1 0.198Subject Sample 03:39

1.390Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.207Subject Sample 03:43

2.089Breath Volume 03:43

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:0503/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:24

Flagler County SO

ZAPATA,ADRIAN

10/05/2022

22620080A2

Bunnell PD

SMITH,J,G

LARSEN

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:17

# 1 0.182Subject Sample 23:18

2.871Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:20

# 2 0.158Subject Sample 23:21

1.371Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 3Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:25

0.078Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:5503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:59

Flagler County SO

TRIPP,LYLE

10/05/2022

22620080A2

Flagler Beach PD

PARKER,CARL,L

VELOSO

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.081Control Test 20:56

0.000Air Blank 20:57

# 1Subject Sample 20:58 RFI Detect

0.300Breath Volume 20:58

0.000Air Blank 20:58

0.081Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:59

Flagler County SO

TRIPP,LYLE

10/05/2022

22620080A2

Flagler Beach PD

PARKER,CARL,L

VELOSO

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.080Control Test 21:03

0.000Air Blank 21:03

# 1 0.268Subject Sample 21:06

2.242Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.219Subject Sample 21:11 Volume Not Met

1.046Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 3 0.266Subject Sample 21:14

1.527Breath Volume 21:14

0.000Air Blank 21:15

0.078Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:4603/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:02

Flagler County SO

DORSEY,J

10/05/2022

22620080A2

Flagler County SO

ESTEP,J,D

SCARSELLI

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:06

0.082Control Test 19:06

0.000Air Blank 19:07

# 1 0.000Subject Sample 19:08

2.214Breath Volume 19:08

0.000Air Blank 19:08

0.000Air Blank 19:10

# 2 0.000Subject Sample 19:11

1.792Breath Volume 19:11

0.000Air Blank 19:11

0.080Control Test 19:12

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:1903/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:06

Flagler County SO

PARKER,CARL

10/05/2022

22620080A2

Flagler County SO

PARKER,CARL,L

JOSLYN

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.081Control Test 23:02

0.000Air Blank 23:03

# 1 0.132Subject Sample 23:03

2.015Breath Volume 23:03

Air Blank 23:03 RFI Detect

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:0503/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:06

Flagler County SO

PARKER,CARL

10/05/2022

22620080A2

Flagler County SO

PARKER,CARL,L

JOSLYN

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:08

# 1 0.127Subject Sample 23:09

1.726Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:11

# 2 0.123Subject Sample 23:12

1.839Breath Volume 23:12

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:2903/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

18:07

Flagler County SO

DORSEY,MAXWELL

10/05/2022

22620080A2

Flagler County SO

FAIRCLOTH,EDWARD,W

BARLETTA

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:23

0.081Control Test 19:23

0.000Air Blank 19:24

# 1 0.210Subject Sample 19:24

1.472Breath Volume 19:24

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.203Subject Sample 19:27

1.269Breath Volume 19:27

0.000Air Blank 19:28

0.080Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3603/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:43

Flagler County SO

MORGANTE,TALOR

10/05/2022

22620080A2

Flagler County SO

RAINEY,CRISTA,N

PAXSON

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

# 1Subject Sample 21:15 Subject Test Refused

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 03/28/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3703/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:53

FHP Troop G

LIMA,MICHAEL

10/05/2022

22620080A2

FHP Troop G

LIMA,MICHAEL,A

REYES NAVARRO

02/22/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.132Subject Sample 03:52

1.910Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.136Subject Sample 03:55

1.511Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 03/28/2022 12:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:4803/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

22:53

Flagler County SO

MARSAN,N

10/05/2022

22620080A2

Flagler County SO

FAIRCLOTH,EDWARD,W

THURMAN

03/28/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:05

# 1 0.085Subject Sample 00:06

2.406Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.082Subject Sample 00:09

2.046Breath Volume 00:09

0.000Air Blank 00:09

0.081Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 04/26/2022 10:17

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1703/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:07

Flagler County SO

WILKINSON,RYAN

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

SYDNOR

03/28/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.081Control Test 03:16

0.000Air Blank 03:16

# 1 0.111Subject Sample 03:20

1.171Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.113Subject Sample 03:23

1.546Breath Volume 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 04/26/2022 10:18

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:14:4603/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:48

07:17

Flagler County SO

HARRISON,CHRISTIAN

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

BROOKER-TRAPP

03/28/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:08

0.000Air Blank 08:08

0.081Control Test 08:09

0.000Air Blank 08:09

# 1 0.165Subject Sample 08:10

2.066Breath Volume 08:10

0.000Air Blank 08:10

0.000Air Blank 08:12

# 2 0.160Subject Sample 08:13

1.523Breath Volume 08:13

0.000Air Blank 08:13

0.080Control Test 08:14

0.000Air Blank 08:14

OKDiagnostics Check 08:14

Data Download Date/Time: 04/26/2022 10:43

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:2003/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

14:41

Flagler Beach PD

SCHERR,E

10/05/2022

22620080A2

Flagler Beach PD

SCHERR,E,M

FEBUS

03/28/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:48

0.000Air Blank 15:48

0.081Control Test 15:49

0.000Air Blank 15:49

# 1 0.000Subject Sample 15:50

2.921Breath Volume 15:50

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2 0.000Subject Sample 15:52

1.839Breath Volume 15:52

0.000Air Blank 15:53

0.079Control Test 15:53

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 04/26/2022 11:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006621CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:23:5403/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:07

14:07

Kennedy Space Center

VILLA,MERVIN

09/05/2023

19021080A2

Kennedy Space Center

OGILVIE,CORY,A

OGILVIE

02/23/2022

8100.27

KENNEDY SPACE CENTER

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:21

0.081Control Test 15:21

0.000Air Blank 15:22

# 1Subject Sample 15:22 Subject Test Refused

0.000Breath Volume 15:22

0.000Air Blank 15:22

0.081Control Test 15:23

0.000Air Blank 15:23

OKDiagnostics Check 15:23

Data Download Date/Time: 03/16/2022 09:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:5203/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:36

Boca Raton PD

WILLIAMS,DAVID

08/05/2023

15421080A1

Boca Raton PD

WALKER,KIANA,P

HURTADO

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:17

# 1 0.167Subject Sample 23:18

1.542Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:20

# 2 0.153Subject Sample 23:21

1.535Breath Volume 23:21

0.000Air Blank 23:21

0.079Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:0703/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:20

Boca Raton PD

PRICE,DANIEL

08/05/2023

15421080A1

Boca Raton PD

RICHELIEU,LUKE,N

RICHELIEU

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

# 1 0.209Subject Sample 23:34

1.464Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:36

# 2 0.203Subject Sample 23:37

1.199Breath Volume 23:37

0.000Air Blank 23:38

0.075Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:4003/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

17:19

Boca Raton PD

WILLIAMS,DAVID

08/05/2023

15421080A1

Boca Raton PD

CARECCIA,GREGORY,J

ZAMORA

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:24

0.079Control Test 19:25

0.000Air Blank 19:25

# 1Subject Sample 19:28 Subject Test Refused

0.000Breath Volume 19:28

0.000Air Blank 19:28

0.080Control Test 19:29

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:17:0203/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

14:15

Boca Raton PD

ZIADIE,ANDREW

08/05/2023

15421080A1

Boca Raton PD

ZIADIE,ANDREW,C

NAMI

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:08

0.000Air Blank 15:08

0.078Control Test 15:09

0.000Air Blank 15:09

# 1 0.000Subject Sample 15:11

1.445Breath Volume 15:11

0.000Air Blank 15:11

0.000Air Blank 15:13

# 2 0.000Subject Sample 15:15

1.984Breath Volume 15:15

0.000Air Blank 15:16

0.078Control Test 15:16

0.000Air Blank 15:16

OKDiagnostics Check 15:17

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:4103/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:35

Boca Raton PD

WIILIAMS,DAVID

08/05/2023

15421080A1

Boca Raton PD

GIBBS,GIOVANNA,

GIBBS

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:07

# 1 0.104Subject Sample 01:09

1.265Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.095Subject Sample 01:12

1.781Breath Volume 01:12

0.000Air Blank 01:13

0.077Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0003/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:24

Boca Raton PD

CRAWFORD,ANDREW

08/05/2023

15421080A1

Boca Raton PD

ZIADIE,ANDREW,C

CARTER

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.077Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:10 Subject Test Refused

0.000Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:12

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3703/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:27

Boca Raton PD

GOLDEN,LISA

08/05/2023

15421080A1

Boca Raton PD

ZIADIE,ANDREW,C

MARQUEZ

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

# 1 0.187Subject Sample 01:49

2.246Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:51

# 2 0.187Subject Sample 01:52

2.175Breath Volume 01:52

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 03/25/2022 10:21

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1203/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

21:05

Boca Raton PD

GOLDEN,LISA

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

SINORADZKI

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

# 1 0.018Subject Sample 23:48

4.621Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.011Subject Sample 23:52

2.246Breath Volume 23:52

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 03/25/2022 10:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:0503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

18:02

Boca Raton PD

WILLIAMS,DAVID

08/05/2023

15421080A1

Boca Raton PD

CARECCIA,GREGORY,J

ECKERT

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

# 1 0.000Subject Sample 18:57

1.171Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.000Subject Sample 19:00

1.171Breath Volume 19:00

0.000Air Blank 19:01

0.076Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 03/25/2022 10:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4403/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:26

Boca Raton PD

WILLIAMS',DAVID

08/05/2023

15421080A1

Boca Raton PD

PRICE,DANIEL,X

BRADSHAW

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

# 1 0.167Subject Sample 04:38

1.890Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.155Subject Sample 04:42

1.910Breath Volume 04:42

0.000Air Blank 04:43

0.078Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 03/25/2022 10:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1803/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:15

Boca Raton PD

WILLIAMS,DAVID

08/05/2023

15421080A1

Boca Raton PD

PRICE,DANIEL,X

POPE DEVER

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

# 1 0.212Subject Sample 00:38

2.429Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.211Subject Sample 00:41

3.355Breath Volume 00:41

0.000Air Blank 00:42

0.077Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 03/25/2022 10:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:0603/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:02

Boca Raton PD

LAUCKNER,CHRISTOPHER

08/05/2023

15421080A1

Boca Raton PD

WILLIAMS,DAVID,R

PRZESZLO

02/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:22

# 1 0.000Subject Sample 03:23

2.578Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.000Subject Sample 03:27

2.507Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:29

Data Download Date/Time: 03/25/2022 10:22

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:2503/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:14

Boca Raton PD

GOLDEN,LISA

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

ANDINO GABARRETE

03/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:10

# 1Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 04/29/2022 12:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:4003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:57

Boca Raton PD

GRAHAM,AUSTIN

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

MASCIA

03/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.079Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 04/29/2022 12:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2903/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:26

Boca Raton PD

GOLDEN,LISA

08/05/2023

15421080A1

Boca Raton PD

COON,REBECCA,L

ROAS

03/25/2022

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 04/29/2022 12:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:3303/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:40

FHP TROOP E

ARTHUR,MELVIN

08/03/2023

1356262

FHP TROOP E

ARTHUR,MELVIN,J

GALLEGO

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.081Control Test 00:36

0.000Air Blank 00:36

# 1 0.137Subject Sample 00:39 Volume Not Met

0.019Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2Subject Sample 00:42 Subject Test Refused

0.023Breath Volume 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:31

FHP TROOP E

BASOA,J

08/03/2023

1356262

FHP TROOP E

ARTHUR,MELVIN,J

WILLIAMS

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

# 1 0.153Subject Sample 03:15

1.339Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2Subject Sample 03:20 Subject Test Refused

0.019Breath Volume 03:20

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:0703/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:57

FHP TROOP E

ARTHUR,MELVIN

08/03/2023

1356262

FHP TROOP E

ARTHUR,MELVIN,J

HERNANDEZ

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.081Control Test 04:05

0.000Air Blank 04:05

# 1 0.000Subject Sample 04:06

1.734Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.000Subject Sample 04:09

2.402Breath Volume 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:1403/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

21:58

FHP TROOP E

LOZENO,FRANCISCO

08/03/2023

1356262

HIALEAH GARDENS PD

BROWN,TIMOTHY,J

GUTIERREZ-RIVERO

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:57

# 2 0.223Subject Sample 23:57

1.855Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.243Subject Sample 00:00

1.531Breath Volume 00:00

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:2703/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:02

16:35

FHP TROOP E

WROY,WALNER

03/27/2022

1114319

FHP TROOP E

WROY,WALNER,

CHIRINOS LARA

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:28

0.080Control Test 18:28

0.000Air Blank 18:28

# 1Subject Sample 18:29 Subject Test Refused

0.000Breath Volume 18:29

0.000Air Blank 18:29

0.080Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:4503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:27

FHP TROOP E

MAXIMILIEN,RONALD

08/03/2023

1356262

FHP TROOP E

MAXIMILIEN,RONALD,

CHALA

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.080Control Test 06:02

0.000Air Blank 06:02

# 1 0.187Subject Sample 06:05

2.425Breath Volume 06:05

0.000Air Blank 06:06

0.000Air Blank 06:08

# 2 0.191Subject Sample 06:10

2.097Breath Volume 06:10

0.000Air Blank 06:10

0.076Control Test 06:11

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:57:1603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:26

10:51

FHP TROOP E

OCHOA,GUILLERMO

08/03/2023

1356262

FHP TROOP E

DEPESTRE,GREGORY,

SANTIAGO

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:51

0.000Air Blank 11:51

0.081Control Test 11:51

0.000Air Blank 11:52

# 1 0.143Subject Sample 11:52

2.316Breath Volume 11:52

0.000Air Blank 11:53

0.000Air Blank 11:55

# 2 0.129Subject Sample 11:55

1.871Breath Volume 11:55

0.000Air Blank 11:56

0.079Control Test 11:56

0.000Air Blank 11:57

OKDiagnostics Check 11:57

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:0903/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:12

FHP TROOP E

CIDRON,JULIO

08/03/2023

1356262

FHP TROOP E

CIDRON,JULIO,C

OVIEDO

02/25/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.081Control Test 01:22

0.000Air Blank 01:22

# 1Subject Sample 01:25 No Sample Provided

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2Subject Sample 01:29 Subject Test Refused

0.214Breath Volume 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 03/31/2022 09:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:1703/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:05

FHP Troop F

LEDFORD,TAYLOR

11/19/2023

1408275

FHP Troop F

LEDFORD,TAYLOR,M

CORE

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

# 1 0.167Subject Sample 00:59

1.820Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.167Subject Sample 01:02

2.125Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 03/14/2022 17:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:02

FHP Troop F

LEDFORD,TAYLOR

11/19/2023

1408275

FHP Troop F

LEDFORD,TAYLOR,M

REYES SAQUEDANO

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.155Subject Sample 03:59

1.539Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.148Subject Sample 04:03

1.890Breath Volume 04:03

0.000Air Blank 04:03

0.077Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 03/14/2022 17:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:19:2903/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

10:09

Palmetto PD

WELCH,JAMIE

11/19/2023

1408275

Bradenton PD

PETERS,MADISON,D

PURCELL

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:13

0.000Air Blank 13:13

0.078Control Test 13:14

0.000Air Blank 13:14

# 1 0.000Subject Sample 13:15

1.925Breath Volume 13:15

0.000Air Blank 13:15

0.000Air Blank 13:17

# 2 0.000Subject Sample 13:18

1.855Breath Volume 13:18

0.000Air Blank 13:18

0.077Control Test 13:18

0.000Air Blank 13:19

OKDiagnostics Check 13:19

Data Download Date/Time: 03/14/2022 17:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:0503/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:27

FHP Troop F

JABLONSKI,MARK

11/19/2023

1408275

FHP Troop F

JABLONSKI,MARK,A

JARMAN

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.077Control Test 20:31

0.000Air Blank 20:31

# 1 0.172Subject Sample 20:32

1.945Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.171Subject Sample 20:35

2.273Breath Volume 20:35

0.000Air Blank 20:36

0.077Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:37

Data Download Date/Time: 03/14/2022 17:26

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:35:5303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:05

11:28

FHP Troop C

ANGELICCHI,JOSEPH

11/19/2023

1408275

FHP Troop C

ANGELICCHI,JOSEPH,S

WATTS

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 14:29

0.000Air Blank 14:29

0.079Control Test 14:30

0.000Air Blank 14:30

# 1 0.094Subject Sample 14:31

1.339Breath Volume 14:31

0.000Air Blank 14:32

0.000Air Blank 14:33

# 2 0.090Subject Sample 14:34

1.308Breath Volume 14:34

0.000Air Blank 14:34

0.078Control Test 14:35

0.000Air Blank 14:35

OKDiagnostics Check 14:35

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0303/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:18

FHP Troop F

LOGAN,ZACHARY

11/19/2023

1408275

FHP Troop F

LOGAN,ZACHARY,S

MARTZIR MORO

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

# 1 0.099Subject Sample 00:20

1.371Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.093Subject Sample 00:23

2.351Breath Volume 00:23

0.000Air Blank 00:24

0.074Control Test 00:24 Control Outside Tolerance

0.000Air Blank 00:25

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:5203/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:08

FHP Troop F

JABLONSKI,MARK

11/19/2023

1408275

FHP Troop F

JABLONSKI,MARK,A

LOPEZ

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.078Control Test 03:39

Air Blank 03:39 RFI Detect

0.000Air Blank 03:39

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4903/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:08

FHP Troop F

JABLONSKI,MARK

11/19/2023

1408275

FHP Troop F

JABLONSKI,MARK,A

LOPEZ

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:43

# 1 0.254Subject Sample 03:44

3.566Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.244Subject Sample 03:47

2.421Breath Volume 03:47

0.000Air Blank 03:47

0.077Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:4203/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

18:51

FHP Troop F

GONZALEZ,JOEL

11/19/2023

1408275

FHP Troop F

GONZALEZ,JOEL,

JONES

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.077Control Test 20:23

0.000Air Blank 20:23

# 1 0.210Subject Sample 20:24

2.609Breath Volume 20:24

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.188Subject Sample 20:27

1.140Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 3 0.202Subject Sample 20:30

1.722Breath Volume 20:30

0.000Air Blank 20:30

0.076Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:31:2303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:04

10:15

FHP Troop F

GONZALEZ,JOEL

11/19/2023

1408275

FHP Troop F

GONZALEZ,JOEL,

BARBOSA

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:25

0.000Air Blank 12:25

0.079Control Test 12:26

0.000Air Blank 12:26

# 1 0.000Subject Sample 12:27

2.195Breath Volume 12:27

0.000Air Blank 12:27

0.000Air Blank 12:29

# 2 0.000Subject Sample 12:30

1.898Breath Volume 12:30

0.000Air Blank 12:30

0.079Control Test 12:30

0.000Air Blank 12:31

OKDiagnostics Check 12:31

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:4603/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:55

13:26

FHP Troop F

LORD,JOSHUA

11/19/2023

1408275

FHP Troop F

LORD,JOSHUA,N

CURTIS

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:20

0.078Control Test 16:20

0.000Air Blank 16:21

# 1 0.000Subject Sample 16:22

4.742Breath Volume 16:22

0.000Air Blank 16:22

0.000Air Blank 16:24

# 2 0.000Subject Sample 16:25

2.574Breath Volume 16:25

0.000Air Blank 16:25

0.079Control Test 16:26

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 03/14/2022 17:27

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:5603/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:12

Manatee County SO

BARRETT,CODY

11/19/2023

1408275

Manatee County SO

BARRETT,CODY,R

EVERETTE

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.078Control Test 23:48

0.000Air Blank 23:48

# 1 0.146Subject Sample 23:49

2.816Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:51

# 2 0.143Subject Sample 23:52

3.003Breath Volume 23:52

0.000Air Blank 23:53

0.076Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 03/23/2022 11:13

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2403/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:59

FHP Troop C

GALLOWAY,GRANT

06/10/2024

1506449

FHP Troop C

GALLOWAY,GRANT,D

DAVIS

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

# 1 0.177Subject Sample 03:10

1.511Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.175Subject Sample 03:13

1.496Breath Volume 03:13

0.000Air Blank 03:14

0.078Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/29/2022 01:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2103/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:10

FHP Troop C

GALLOWAY,GRANT

06/10/2024

1506449

FHP Troop C

GALLOWAY,GRANT,D

JELLISON

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:36 RFI Detect

1.945Breath Volume 02:36

Air Blank 02:36 RFI Detect

0.000Air Blank 02:37

Data Download Date/Time: 04/29/2022 01:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0303/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:00

FHP Troop C

GALLOWAY,GRANT

06/10/2024

1506449

FHP Troop C

GALLOWAY,GRANT,D

GARCIA

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

# 1 0.201Subject Sample 00:33

1.753Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.205Subject Sample 00:37

1.109Breath Volume 00:37

0.000Air Blank 00:38

0.077Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:39

Data Download Date/Time: 04/29/2022 01:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0503/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:53

FHP Troop C

GALLOWAY,GRANT

06/10/2024

1506449

FHP Troop C

GALLOWAY,GRANT,D

OLDS

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.149Subject Sample 03:05

2.320Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.150Subject Sample 03:08

1.542Breath Volume 03:08

0.000Air Blank 03:09

0.076Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:10

Data Download Date/Time: 04/29/2022 01:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

04:30

FHP Troop C

GALLOWAY,GRANT

06/10/2024

1506449

FHP Troop C

GALLOWAY,GRANT,D

PEDOTA

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

# 1 0.093Subject Sample 04:40

1.824Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.094Subject Sample 04:43

1.398Breath Volume 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 04/29/2022 01:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:3603/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

18:20

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

DURKIN

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.079Control Test 18:44

0.000Air Blank 18:44

# 1 0.178Subject Sample 18:45

2.152Breath Volume 18:45

Air Blank 18:46 Purge Fail

0.000Air Blank 18:46

Data Download Date/Time: 03/14/2022 14:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:0203/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

18:20

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

DURKIN

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:48

0.081Control Test 18:48

0.000Air Blank 18:49

# 1 0.185Subject Sample 18:49

2.750Breath Volume 18:49

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2 0.177Subject Sample 18:53

2.832Breath Volume 18:53

0.000Air Blank 18:54

0.082Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:55

Data Download Date/Time: 03/14/2022 14:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:2703/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

20:15

Manatee County SO

NOVAK,CHRISTOPHER

03/28/2023

1303107

Manatee County SO

NOVAK,CHRISTOPHER,A

CONWELL

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:06

# 1 0.000Subject Sample 00:07

1.921Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.000Subject Sample 00:10

1.890Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 04/11/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5303/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:01

Manatee County SO

SNYDER,RICHARD

03/28/2023

1303107

Manatee County SO

SNYDER,RICHARD,F

LOPEZ GARCIA

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:31

# 1 0.221Subject Sample 02:32

2.222Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.210Subject Sample 02:35

2.136Breath Volume 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 04/11/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1403/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:40

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

IOSHPE

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1 0.172Subject Sample 01:48

1.945Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.161Subject Sample 01:51

2.468Breath Volume 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 04/11/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4103/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:16

Manatee County SO

NOVAK,CHRISTOPHER

03/28/2023

1303107

Manatee County SO

NOVAK,CHRISTOPHER,A

ZELAYA

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1 0.122Subject Sample 03:14

1.246Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.123Subject Sample 03:18

1.648Breath Volume 03:18

0.000Air Blank 03:18

0.079Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 04/11/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:2303/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:48

Manatee County SO

MERRILL,JACOB

03/28/2023

1303107

Manatee County SO

MERRILL,JACOB,M

HIGHERS

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.081Control Test 22:32

0.000Air Blank 22:32

# 1 0.172Subject Sample 22:33

2.195Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.164Subject Sample 22:36

2.359Breath Volume 22:36

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 04/11/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:34:3003/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

12:12

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

SMITH

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:28

0.000Air Blank 13:28

0.081Control Test 13:29

0.000Air Blank 13:29

# 1 0.000Subject Sample 13:30

2.726Breath Volume 13:30

0.000Air Blank 13:30

0.000Air Blank 13:32

# 2 0.000Subject Sample 13:33

2.773Breath Volume 13:33

0.000Air Blank 13:33

0.078Control Test 13:33

0.000Air Blank 13:34

OKDiagnostics Check 13:34

Data Download Date/Time: 04/11/2022 14:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4603/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:11

FHP Troop D

HAWKINS,DEBORAH

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

RIVERA ANTUNEZ

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:35

# 1 0.084Subject Sample 00:37

1.820Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.082Subject Sample 00:40

2.621Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 04/21/2022 21:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

01:48

FHP Troop D

GARARD,WILLIAM

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

RIVERA

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.083Control Test 03:30

0.000Air Blank 03:30

# 1 0.174Subject Sample 03:31

2.519Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.169Subject Sample 03:34

1.738Breath Volume 03:34

0.000Air Blank 03:35

0.083Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 04/21/2022 21:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:43

FHP Troop D

JEAN BAPTISTE,ALBENS

10/07/2024

402231696

FHP Troop D

JEAN BAPTISTE,ALBENS,

COLON MELENDEZ

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.083Control Test 04:24

0.000Air Blank 04:24

# 1 0.076Subject Sample 04:25

3.175Breath Volume 04:25

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.079Subject Sample 04:28

3.160Breath Volume 04:28

0.000Air Blank 04:28

0.083Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/21/2022 21:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:0703/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:14

FHP Troop D

GARARD,WILLIAM

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

ARDON MARTINEZ

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

# 1 0.192Subject Sample 23:44

1.605Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:46

# 2 0.199Subject Sample 23:47

3.660Breath Volume 23:47

0.000Air Blank 23:48

0.082Control Test 23:48 Interferent Detect

Air Blank 23:49 Purge Fail

Data Download Date/Time: 04/21/2022 21:35

12 May 2022

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2903/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:14

FHP Troop D

GARARD,WILLIAM

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

ARDON MARTINEZ

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.081Control Test 23:52 Interferent Detect

0.000Air Blank 23:53

Data Download Date/Time: 04/21/2022 21:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:3203/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:14

FHP Troop D

GARARD,WILLIAM

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

ARDON MARTINEZ

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.081Control Test 23:56

0.000Air Blank 23:56

# 1 0.198Subject Sample 23:57

3.699Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.199Subject Sample 23:59

3.742Breath Volume 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 04/21/2022 21:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0503/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:58

FHP Troop D

HAWKINS,DEBORAH

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

WHITE

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

# 1 0.146Subject Sample 01:29

1.136Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.147Subject Sample 01:32

1.289Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/21/2022 21:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:0403/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:24

FHP Troop D

GARARD,WILLIAM

10/07/2024

402231696

FHP Troop D

HAWKINS,DEBORAH,

BARNETT

03/09/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 05:00

0.000Air Blank 05:00

# 1 0.096Subject Sample 05:01

3.855Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.097Subject Sample 05:04

3.812Breath Volume 05:04

0.000Air Blank 05:05

0.083Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:06

Data Download Date/Time: 04/21/2022 21:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006692CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:46:4303/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

01:00

Holmes Beach PD

HURT,ALEXANDER

08/02/2022

1175970

Holmes Beach PD

HURT,ALEXANDER,C

KASZUBA

02/20/2022

8100.27

HOLMES BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:43

0.000Air Blank 13:44

0.077Control Test 13:44

0.000Air Blank 13:45

# 1Subject Sample 13:45 Subject Test Refused

0.000Breath Volume 13:45

0.000Air Blank 13:45

0.077Control Test 13:46

0.000Air Blank 13:46

OKDiagnostics Check 13:46

Data Download Date/Time: 03/15/2022 08:58

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006692CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:2603/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:19

Holmes Beach PD

HURT,ALEXANDER

08/02/2022

1175970

Holmes Beach PD

HURT,ALEXANDER,C

WILSON

03/14/2022

8100.27

HOLMES BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:34

0.000Air Blank 16:35

0.077Control Test 16:35

0.000Air Blank 16:36

# 1 0.045Subject Sample 16:36

1.953Breath Volume 16:36

0.000Air Blank 16:37

0.000Air Blank 16:39

# 2 0.042Subject Sample 16:39

1.730Breath Volume 16:39

0.000Air Blank 16:40

0.076Control Test 16:40

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 04/12/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4903/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:32

Key West PD

WAITE,KENNETH

04/12/2024

1474747

Key West PD

WAITE,KENNETH,J

RAYMOND

03/08/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:36

# 1Subject Sample 00:36 Subject Test Refused

0.000Breath Volume 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 03/10/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:48:4803/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:05

Monroe County SO

KORZEN,GREG

04/12/2024

1474747

Monroe County SO

KORZEN,GREG,B

DEEGAN

03/08/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:46

0.079Control Test 16:46

0.000Air Blank 16:47

# 1Subject Sample 16:47 Subject Test Refused

0.000Breath Volume 16:47

0.000Air Blank 16:47

0.079Control Test 16:48

0.000Air Blank 16:48

OKDiagnostics Check 16:48

Data Download Date/Time: 03/10/2022 12:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1503/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:45

Manatee County SO

TERRERO,FRAICOR

10/05/2024

3024022365

Manatee County SO

TERRERO,FRAICOR,

JOHANNESEN

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.000Subject Sample 01:57

2.679Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.000Subject Sample 02:00

2.742Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3103/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:35

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

CHRISTIAN

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1 0.163Subject Sample 02:35

2.003Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.159Subject Sample 02:38

2.156Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:4803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:39

Manatee County SO

TERRERO,FRAICOR

10/05/2024

3024022365

Manatee County SO

TERRERO,FRAICOR,

ATKINSON

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:4303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

18:12

Manatee County SO

TERRERO,FRAICOR

10/05/2024

3024022365

Manatee County SO

TERRERO,FRAICOR,

PEREZ-CORONADO

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.080Control Test 19:02

0.000Air Blank 19:02

# 1 0.269Subject Sample 19:05

1.824Breath Volume 19:05

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.274Subject Sample 19:08

2.343Breath Volume 19:08

0.000Air Blank 19:08

0.078Control Test 19:09

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:1003/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:25

Manatee County SO

SNYDER,RICHARD

10/05/2024

3024022365

Manatee County SO

SNYDER,RICHARD,F

GERONIMO SALES

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:30

# 1 0.177Subject Sample 04:31

3.500Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.174Subject Sample 04:34

4.136Breath Volume 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1003/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:43

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

3024022365

Manatee County SO

NOVAK,CHRISTOPHER,A

MACIAS

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

# 1 0.198Subject Sample 04:43

1.703Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.191Subject Sample 04:47

1.757Breath Volume 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:1603/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:29

Manatee County SO

COOK,AUSTIN

10/05/2024

3024022365

Manatee County SO

SNYDER,RICHARD,F

OLER

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

Air Blank 23:00 RFI Detect

0.000Air Blank 23:01

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:1303/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:29

Manatee County SO

COOK,AUSTIN

10/05/2024

3024022365

Manatee County SO

SNYDER,RICHARD,F

OLER

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

# 1 0.190Subject Sample 23:04

3.468Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:06

# 2 0.193Subject Sample 23:07

3.480Breath Volume 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 03/14/2022 17:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2903/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:31

Manatee County SO

NOVAK,CHRISTOPHER

10/05/2024

3024022365

Manatee County SO

NOVAK,CHRISTOPHER,A

MILLER

02/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

# 1 0.195Subject Sample 00:26

3.226Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.194Subject Sample 00:29

3.167Breath Volume 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 03/14/2022 17:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:3403/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

17:08

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

ESTUARDO-COZ

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

Air Blank 17:32 RFI Detect

0.000Air Blank 17:32

Data Download Date/Time: 04/11/2022 10:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:0303/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

17:08

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

ESTUARDO-COZ

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:33

0.000Air Blank 17:34

0.080Control Test 17:34

0.000Air Blank 17:35

# 1 0.167Subject Sample 17:35

2.546Breath Volume 17:35

0.000Air Blank 17:36

0.000Air Blank 17:37

# 2 0.169Subject Sample 17:38

2.359Breath Volume 17:38

0.000Air Blank 17:39

0.080Control Test 17:39

0.000Air Blank 17:39

OKDiagnostics Check 17:40

Data Download Date/Time: 04/11/2022 10:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:55

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

RAMIREZ MENDOZA

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

# 1 0.030Subject Sample 02:18

2.125Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.030Subject Sample 02:21

2.644Breath Volume 02:21

0.000Air Blank 02:21

0.079Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 04/11/2022 10:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:02:2403/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

15:26

Manatee County SO

BIGBY,CHARLES

10/05/2024

3024022365

Manatee County SO

BIGBY,CHARLES,A

ARROYO-CERRO

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:55

0.000Air Blank 15:56

0.081Control Test 15:56

0.000Air Blank 15:57

# 1 0.328Subject Sample 15:57

2.167Breath Volume 15:57

0.000Air Blank 15:58

0.000Air Blank 16:00

# 2 0.325Subject Sample 16:00

2.207Breath Volume 16:00

0.000Air Blank 16:01

0.080Control Test 16:01

0.000Air Blank 16:02

OKDiagnostics Check 16:02

Data Download Date/Time: 04/11/2022 10:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2903/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:47

Manatee County SO

BARRETT,CODY

10/05/2024

3024022365

Manatee County SO

BARRETT,CODY,R

BEARE

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:09

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 04/11/2022 10:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1903/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:30

Panama City PD

PORTER,ALEXANDER

05/14/2023

1327124

Panama City PD

PORTER,ALEXANDER,C

HELMS

02/10/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.091Subject Sample 02:52

4.285Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.088Subject Sample 02:55

3.054Breath Volume 02:55

0.000Air Blank 02:56

0.083Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 03/15/2022 22:13

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0903/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:47

Panama City PD

BLAND,CURTIS

05/14/2023

1327124

Panama City PD

BLAND,CURTIS,L

STERRETT

02/10/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.079Control Test 03:15

0.000Air Blank 03:15

# 1 0.200Subject Sample 03:16

1.710Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.206Subject Sample 03:19

2.769Breath Volume 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 03/15/2022 22:14

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:5803/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:53

FHP Troop A

HOLMES,KYLE

05/14/2023

1327124

Panama City PD

RUBEL,NEIL,F

REYES CRUZ

02/10/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.076Control Test 22:30

0.000Air Blank 22:31

# 1 0.213Subject Sample 22:32

1.183Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:34

# 2 0.205Subject Sample 22:35

2.148Breath Volume 22:35

0.000Air Blank 22:36

0.076Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 03/15/2022 22:14

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:0103/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

19:26

FHP Troop A

YOUNG,THOMAS

05/14/2023

1327124

Bay County SO

RUBEL,NEIL,F

HUGHES

03/15/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

# 1 0.220Subject Sample 20:04

1.253Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:06

# 2 0.213Subject Sample 20:07

1.152Breath Volume 20:07

0.000Air Blank 20:08

0.077Control Test 20:08

0.000Air Blank 20:08

OKDiagnostics Check 20:09

Data Download Date/Time: 04/05/2022 10:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5103/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:48

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

402357111

FHP Troop F

LEDFORD,TAYLOR,M

STRAPP

03/14/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.130Subject Sample 01:10

1.832Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.140Subject Sample 01:14

2.023Breath Volume 01:14

0.000Air Blank 01:14

0.079Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 04/11/2022 10:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:5203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:56

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

402357111

FHP Troop F

LEDFORD,TAYLOR,M

GALVEZ GUZMAN

03/14/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

# 1 0.071Subject Sample 00:11

3.292Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:13

# 2 0.068Subject Sample 00:14

3.515Breath Volume 00:14

0.000Air Blank 00:14

0.079Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 04/11/2022 10:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:58:5703/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:31

17:31

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

402357111

FHP Troop F

LEDFORD,TAYLOR,M

WHITINGTON

03/14/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:52

0.000Air Blank 17:52

0.080Control Test 17:53

0.000Air Blank 17:53

# 1 0.064Subject Sample 17:54

1.707Breath Volume 17:54

0.000Air Blank 17:54

0.000Air Blank 17:56

# 2 0.064Subject Sample 17:57

2.199Breath Volume 17:57

0.000Air Blank 17:58

0.079Control Test 17:58

0.000Air Blank 17:58

OKDiagnostics Check 17:58

Data Download Date/Time: 04/11/2022 10:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006762CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:0103/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:00

FHP Troop L

HENRIQUEZ ZUNIGA,MARCIO

04/12/2024

1474747

FHP Troop L

HENRIQUEZ ZUNIGA,MARCIO,E

SAMPLE

03/24/2022

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

# 1Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:45

Data Download Date/Time: 04/28/2022 12:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:4603/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

01:50

FHP Troop G

MONTGOMERY,KENNEH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

HOLIDAY

02/04/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.077Control Test 00:53

0.000Air Blank 00:54

# 1 0.000Subject Sample 00:55

3.023Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.000Subject Sample 00:58

1.726Breath Volume 00:58

0.000Air Blank 00:58

0.076Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 03/14/2022 20:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:1903/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:35

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

MYERS

02/04/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:50

0.000Air Blank 05:50

0.077Control Test 05:51

0.000Air Blank 05:51

# 1 0.189Subject Sample 05:53

2.152Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.175Subject Sample 05:57

1.238Breath Volume 05:57

0.000Air Blank 05:58

0.075Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 03/14/2022 20:52

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5203/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

00:42

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

COROLLA

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.077Control Test 00:53

0.000Air Blank 00:54

# 1 0.137Subject Sample 00:54

1.402Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.129Subject Sample 00:58

1.992Breath Volume 00:58

0.000Air Blank 00:58

0.076Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 04/25/2022 18:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:3803/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:33

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

PRIOR

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.077Control Test 22:59

0.000Air Blank 22:59

# 1Subject Sample 23:02 No Sample Provided

0.000Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2Subject Sample 23:08 No Sample Provided

0.000Breath Volume 23:08

0.000Air Blank 23:08

0.078Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 04/25/2022 18:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:33

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

BAKER

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.077Control Test 03:46

0.000Air Blank 03:46

# 1 0.067Subject Sample 03:47

3.035Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.066Subject Sample 03:49

3.019Breath Volume 03:49

0.000Air Blank 03:50

0.077Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 04/25/2022 18:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:1903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

20:59

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

PROFIT

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.078Control Test 21:10

0.000Air Blank 21:11

# 1 0.190Subject Sample 21:11

1.519Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.183Subject Sample 21:14

1.835Breath Volume 21:14

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 04/25/2022 18:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:0903/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

20:14

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

RAHNEFELD

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.077Control Test 20:31

0.000Air Blank 20:32

# 1 0.192Subject Sample 20:34

1.140Breath Volume 20:34

0.000Air Blank 20:34

0.000Air Blank 20:36

20:36 RFI Detect

0.000Air Blank 20:37

0.077Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 04/25/2022 19:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:4303/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

20:14

FHP Troop G

MONTGOMERY,KENNETH

01/05/2024

33321080A3

FHP Troop G

MONTGOMERY,KENNETH,R

RAHNEFELD

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.077Control Test 20:40

0.000Air Blank 20:41

# 1 0.180Subject Sample 20:44

1.492Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:46

# 2 0.170Subject Sample 20:48

1.425Breath Volume 20:48

0.000Air Blank 20:48

0.076Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 04/25/2022 19:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:0903/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:45

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

TUCKER

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:54

# 1 0.146Subject Sample 00:55

2.468Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:57

# 2 0.141Subject Sample 00:58

2.664Breath Volume 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 04/27/2022 14:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5803/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

23:34

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

GREGORY

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.079Control Test 23:38

0.000Air Blank 23:38

# 1 0.233Subject Sample 23:39

2.511Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.243Subject Sample 23:42

2.539Breath Volume 23:42

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 04/27/2022 14:19

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:25

FHP Troop G

DAVIS JR,RICHARD

03/05/2023

202303

FHP Troop G

FARLEY,JOSEPH,E

TORRES JR

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:06

# 1 0.132Subject Sample 02:07

3.398Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.135Subject Sample 02:10

4.082Breath Volume 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/27/2022 14:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2003/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:54

FHP Troop G

FARLEY,JOSEPH

03/05/2023

202303

FHP Troop G

FARLEY,JOSEPH,E

FLICKINGER

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.078Control Test 01:00

0.000Air Blank 01:00

# 1 0.122Subject Sample 01:01

1.445Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:03

# 2 0.129Subject Sample 01:04

2.695Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 04/27/2022 14:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:0103/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:56

FHP Troop G

FARLEY,JOSEPH

03/05/2023

202303

FHP Troop G

FARLEY,JOSEPH,E

GOOLSBY

03/14/2022

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

# 1 0.181Subject Sample 03:03

1.523Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:05

# 2 0.182Subject Sample 03:06

2.281Breath Volume 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:08

Data Download Date/Time: 04/27/2022 14:20

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:3403/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

19:56

FHP Troop F

FORBES-EDWARDS,ZACHARY

03/19/2022

1111579

FHP Troop F

TERUZ,GABRIEL,S

COLON

02/14/2022

8100.27

FHP TROOP F

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.082Control Test 20:26

0.000Air Blank 20:26

# 1 0.053Subject Sample 20:26

1.292Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.052Subject Sample 20:30

1.316Breath Volume 20:30

0.000Air Blank 20:31

0.081Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 03/14/2022 10:39

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1403/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:30

MIAMI-DADE PD

DELGADO,M

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

WILDER

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.079Control Test 00:17

0.000Air Blank 00:17

# 1Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3503/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:16

MIAMI-DADE PD

DELGADO,M

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

MUNAYLLA

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.137Subject Sample 01:29

1.277Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.143Subject Sample 01:33

1.519Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4503/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:45

MIAMI-DADE PD

BATTAGLIA,P

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,

SEQUEIRA OBANDO

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.077Control Test 03:21

0.000Air Blank 03:21

# 1 0.086Subject Sample 03:23

1.121Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.081Subject Sample 03:26

1.449Breath Volume 03:26

0.000Air Blank 03:26

0.077Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3503/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:07

MIAMI-DADE PD

QUINTANA,J

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

BENSHIMOL

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

# 1 0.041Subject Sample 04:51

1.460Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.038Subject Sample 04:54

1.253Breath Volume 04:54

0.000Air Blank 04:54

0.077Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:3703/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:46

05:35

MIAMI-DADE PD

MITCHELL,L

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

BERRIOS

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:23

0.000Air Blank 06:23

0.080Control Test 06:23

0.000Air Blank 06:24

# 1 0.150Subject Sample 06:25

3.476Breath Volume 06:25

0.000Air Blank 06:25

0.000Air Blank 06:27

# 2 0.149Subject Sample 06:28

3.042Breath Volume 06:28

0.000Air Blank 06:28

0.080Control Test 06:29

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0903/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:21

MIAMI-DADE PD

KINSEY-SMITH,F

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

VANEGAS

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.078Control Test 00:52

0.000Air Blank 00:53

# 1 0.175Subject Sample 00:53

3.773Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.170Subject Sample 00:56

3.972Breath Volume 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:21

MIAMI-DADE PD

BATTAGILA,P

04/05/2022

05620080A1

NORTH BAY VILLAGE PD

DELGADO,MIGUEL,R

HUBBE SANCHEZ

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.078Control Test 02:42

0.000Air Blank 02:42

# 1 0.164Subject Sample 02:43

1.808Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.167Subject Sample 02:46

1.769Breath Volume 02:46

0.000Air Blank 02:46

0.077Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4303/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:10

MIAMI-DADE PD

CAPOTE,DUVAN

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

PEREZ

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

# 1 0.113Subject Sample 03:59

2.054Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.112Subject Sample 04:03

2.261Breath Volume 04:03

0.000Air Blank 04:03

0.078Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:3603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:59

MIAMI-DADE PD

PACHECO,G

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

GOLDSHTEIN

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.077Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.077Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:1003/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:20

MIAMI-DADE PD

MILFORT,J

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

RUIZ

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.077Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.076Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:36

MIAMI-DADE PD

KINSEY-SMITH,F

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

SOTO CRUZ

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.077Control Test 02:19

0.000Air Blank 02:20

# 1 0.056Subject Sample 02:20

1.402Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.056Subject Sample 02:23

2.718Breath Volume 02:23

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5903/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

04:01

MIAMI-DADE PD

QUINTANA,J

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

JEAN

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

# 1 0.167Subject Sample 04:42

1.347Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.164Subject Sample 04:48

2.257Breath Volume 04:48

0.000Air Blank 04:49

0.076Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:3603/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:43

MIAMI-DADE PD

METIVIER,D

04/05/2022

05620080A1

MIAMI-DADE PD

DELGADO,MIGUEL,R

RAMIREZ MATAIS

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:08

# 1 0.241Subject Sample 01:09

1.628Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.233Subject Sample 01:13

1.195Breath Volume 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:50

MIAMI-DADE PD

OMANA,J

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,F,R

DE SENA

03/04/2022

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.079Control Test 03:40

0.000Air Blank 03:40

# 1 0.074Subject Sample 03:41

2.308Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.079Subject Sample 03:44

1.550Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/20/2022 07:50

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:1603/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:48

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

BROMLEY

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1503/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:48

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

BROMLEY

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.078Control Test 03:24

0.000Air Blank 03:24

# 1 0.103Subject Sample 03:25

2.617Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2Subject Sample 03:31 No Sample Provided

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 3 0.095Subject Sample 03:34

2.042Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:0703/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:23

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

LUTFALLAH

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1003/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:32

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

HERNANDEZ RAMIREZ

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5303/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:00

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

LUTFEY

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.078Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:0203/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

22:15

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

URDANETA

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.078Control Test 22:42

0.000Air Blank 22:43

# 1 0.219Subject Sample 22:43

2.898Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.204Subject Sample 22:47

3.597Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:49

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:4303/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

19:08

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

ROSS HERNANDEZ

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.079Control Test 19:39

0.000Air Blank 19:40

# 1 0.000Subject Sample 19:41

2.558Breath Volume 19:41

0.000Air Blank 19:41

0.000Air Blank 19:43

# 2 0.000Subject Sample 19:44

2.281Breath Volume 19:44

0.000Air Blank 19:44

0.078Control Test 19:45

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 04/08/2022 17:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3803/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:37

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

VAUGHN

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:07

# 1 0.125Subject Sample 03:09

1.699Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.122Subject Sample 03:12

1.425Breath Volume 03:12

0.000Air Blank 03:12

0.077Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 04/08/2022 17:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:0203/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:51

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

SARACINO

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.078Control Test 01:18

0.000Air Blank 01:18

# 1 0.171Subject Sample 01:19

3.113Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:21

# 2 0.172Subject Sample 01:22

2.425Breath Volume 01:22

0.000Air Blank 01:23

0.078Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:24

Data Download Date/Time: 04/08/2022 17:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1403/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:03

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

HEDTKE

03/30/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.079Control Test 00:28

0.000Air Blank 00:28

# 1 0.178Subject Sample 00:29

3.515Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:31

# 2 0.177Subject Sample 00:32

3.226Breath Volume 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 04/08/2022 17:34

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1503/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:54

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

COTTET

02/22/2022

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 04/08/2022 17:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2403/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

22:02

Hillsborough Co SO

HALL,L

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

RODER-RUH

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

# 1 0.095Subject Sample 22:36

1.289Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.092Subject Sample 22:39

1.519Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 04/19/2022 11:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:2403/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:58

Hillsborough Co SO

BADEN,T

08/05/2022

18220080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

HONEYCUTT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

# 1 0.247Subject Sample 02:49

1.890Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.230Subject Sample 02:53

1.679Breath Volume 02:53

0.000Air Blank 02:54

0.076Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 04/19/2022 11:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:50

Hillsborough Co SO

GARNER,W

08/05/2022

18220080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SMITH

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:32

# 1 0.151Subject Sample 04:33

4.046Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.148Subject Sample 04:36

3.566Breath Volume 04:36

0.000Air Blank 04:37

0.078Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:5203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

21:52

Hillsborough Co SO

LEISCH,B

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

WILSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.180Subject Sample 23:13

1.363Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.135Subject Sample 23:19 Volume Not Met

0.800Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 3 0.162Subject Sample 23:24

1.234Breath Volume 23:24

0.000Air Blank 23:24

0.077Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:3003/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

22:59

Hillsborough Co SO

SNAGGS,S

08/05/2022

18220080A2

Tampa PD

KIRKLAND,KYLIE,C

MCARTHUR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:15

# 1 0.171Subject Sample 00:17

3.039Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.164Subject Sample 00:19

1.359Breath Volume 00:19

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2803/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:50

Hillsborough Co SO

BROCATO,J

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

TRUJILLIO MENDOZA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:36

# 1 0.119Subject Sample 02:38

1.835Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.107Subject Sample 02:41

1.871Breath Volume 02:41

0.000Air Blank 02:42

0.077Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5103/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:36

Hillsborough Co SO

PORTER,S

08/05/2022

18220080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

GATI

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.079Control Test 00:24

0.000Air Blank 00:24

# 1 0.000Subject Sample 00:25

1.718Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.000Subject Sample 00:28

2.300Breath Volume 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5003/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:56

Hillsborough Co SO

BADEN,T

08/05/2022

18220080A2

Tampa PD

MONTGOMERY,ALECIA,L

VANGELDER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

# 1 0.111Subject Sample 02:34

1.632Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.124Subject Sample 02:37

1.687Breath Volume 02:37

0.000Air Blank 02:37

0.078Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:5303/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:38

Hillsborough Co SO

HERNANDEZ,S

08/05/2022

18220080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ROSABAL ESTEVEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.079Control Test 05:36

0.000Air Blank 05:37

# 1 0.213Subject Sample 05:38

2.175Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.209Subject Sample 05:41

2.589Breath Volume 05:41

0.000Air Blank 05:41

0.079Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:4903/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:29

Hillsborough Co SO

FISHER,T

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

GODINEZ LOPEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.079Control Test 22:08

0.000Air Blank 22:08

# 1 0.148Subject Sample 22:09

1.308Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.156Subject Sample 22:14

2.074Breath Volume 22:14

0.000Air Blank 22:14

0.078Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 04/19/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3103/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:59

Monroe County SO

GILROY,ZACHARY

04/12/2024

1474747

Monroe County SO

GILROY,ZACHARY,I

MORGAN

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.133Subject Sample 03:02

2.394Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.134Subject Sample 03:05

3.402Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 03/08/2022 13:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:3803/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:57

16:26

Key West PD

YOUNG,JESSE

04/12/2024

1474747

Key West PD

YOUNG,JESSE,A

SHIVERDECKER

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:23

0.000Air Blank 17:24

0.080Control Test 17:24

0.000Air Blank 17:24

# 1Subject Sample 17:25 Subject Test Refused

0.000Breath Volume 17:25

0.000Air Blank 17:25

0.081Control Test 17:26

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 03/08/2022 13:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:5503/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:37

Key West PD

BUSCEMI,ANTHONY

04/12/2024

1474747

Monroe County SO

WAITE,KENNETH,J

SKELLEY

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:45

0.081Control Test 21:45

0.000Air Blank 21:46

# 1Subject Sample 21:46 Subject Test Refused

0.000Breath Volume 21:46

0.000Air Blank 21:46

0.081Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 03/08/2022 13:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1403/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:22

Key West PD

WAITE,KENNETH

04/12/2024

1474747

Key West PD

WAITE,KENNETH,J

NOEL

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.175Subject Sample 03:16

1.468Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.142Subject Sample 03:21 Volume Not Met

0.488Breath Volume 03:21

Air Blank 03:22 Purge Fail

0.000Air Blank 03:23

Data Download Date/Time: 03/08/2022 13:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3003/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:22

Key West PD

WAITE,KENNETH

04/12/2024

1474747

Key West PD

WAITE,KENNETH,J

NOEL

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.076Control Test 03:27

0.000Air Blank 03:28

# 1Subject Sample 03:28 Subject Test Refused

0.128Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/08/2022 13:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:5203/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:41

Key West PD

MCNALLEY,PAUL

04/12/2024

1474747

Monroe County SO

WAITE',KENNETH,J

FRANCOIS

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:17

0.081Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 03/08/2022 13:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:3303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:06

Monroe County SO

CURRY,CONNOR

04/12/2024

1474747

Monroe County SO

WHITE,BRANDON,A

JOHNSON

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 03/08/2022 13:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

23:55

Monroe County SO

GILROY,ZACHARY

04/12/2024

1474747

Monroe County SO

GILROY,ZACHARY,I

BELLOVICH

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 03/08/2022 13:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:18

Monroe County SO

CHLEBANOWSKI,RYAN

04/12/2024

1474747

Monroe County SO

CHLEBANOWSKI,RYAN,P

LOVENSKY

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1 0.182Subject Sample 02:20

4.066Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.165Subject Sample 02:23

2.800Breath Volume 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 03/08/2022 13:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:5203/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:38

Monroe County SO

OUELLETTE,ANDRE

04/12/2024

1474747

Monroe County SO

HRADECKY,CORBIN,J

EMMERLING

02/07/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.099Subject Sample 03:33

2.765Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.101Subject Sample 03:36

3.636Breath Volume 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 03/08/2022 13:31

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1503/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:11

Monroe County SO

CHLEBANOWSKI,RYAN

04/12/2024

1474747

Monroe County SO

CHLEBANOWSKI,RYAN,P

FISCHER

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:07

# 1 0.184Subject Sample 02:08

2.343Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.169Subject Sample 02:11

1.734Breath Volume 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 04/07/2022 09:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:1203/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:21

Monroe County SO

MARTIN-REYES,JUAN

04/12/2024

1474747

Monroe County SO

MARTIN-REYES,JUAN,C

FORD

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 04/07/2022 09:29

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:0803/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:04

Monroe County SO

MCNALLEY,PAUL

04/12/2024

1474747

Monroe County SO

MARTIN-REYES,JUAN,C

TEDESCHI

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

# 1 0.174Subject Sample 01:59

1.175Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.171Subject Sample 02:05

2.113Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 04/07/2022 09:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:45:4603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

12:01

Monroe County SO

KORZEN,GREG

04/12/2024

1474747

Monroe County SO

KORZEN,GREG,B

MILLER

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:38

0.000Air Blank 12:39

0.080Control Test 12:39

0.000Air Blank 12:40

# 1 0.278Subject Sample 12:40

2.656Breath Volume 12:40

0.000Air Blank 12:41

0.000Air Blank 12:43

# 2 0.272Subject Sample 12:43

2.687Breath Volume 12:43

0.000Air Blank 12:44

0.079Control Test 12:45

0.000Air Blank 12:45

OKDiagnostics Check 12:45

Data Download Date/Time: 04/07/2022 09:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0103/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:30

Monroe County SO

CHLEBANOWSKI,RYAN

04/12/2024

1474747

Monroe County SO

CHLEBANOWSKI,RYAN,P

TIDWELL

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:53

Data Download Date/Time: 04/07/2022 09:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:1303/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:13

Key West PD

MALAK,TIMOTHY

04/12/2024

1474747

Key West PD

MALAK,TIMOTHY,J

CUTRIGHT

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.080Control Test 21:03

0.000Air Blank 21:03

# 1 0.095Subject Sample 21:06 Volume Not Met

0.101Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.121Subject Sample 21:10

1.703Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 3 0.101Subject Sample 21:16

1.527Breath Volume 21:16

0.000Air Blank 21:17

0.078Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 04/07/2022 09:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:4603/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:09

Monroe County SO

FIERRO,ALEXANDER

04/12/2024

1474747

Monroe County SO

FIERRO,ALEXANDER,D

SIGLER

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

# 1Subject Sample 22:42 Subject Test Refused

0.000Breath Volume 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 04/07/2022 09:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:5803/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:53

Monroe County SO

MARTIN-REYES,JUAN

04/12/2024

1474747

Monroe County SO

MARTIN-REYES,JUAN,C

ROBINSON

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 04/07/2022 09:30

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:4903/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:27

Monroe County SO

PIKE,TREVOR

04/12/2024

1474747

Monroe County SO

WHITE,BRANDON,A

HOLLAND

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

# 1 0.275Subject Sample 22:13

2.042Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.272Subject Sample 22:17

2.550Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 04/07/2022 09:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:55:1003/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:23

06:10

Monroe County SO

FIERRO,ALEXANDER

04/12/2024

1474747

Monroe County SO

FIERRO,ALEXANDER,D

PEREZ ALFARO

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:48

0.000Air Blank 06:48

0.080Control Test 06:49

0.000Air Blank 06:49

# 1 0.198Subject Sample 06:50

1.804Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2 0.179Subject Sample 06:53

1.750Breath Volume 06:53

0.000Air Blank 06:54

0.079Control Test 06:54

0.000Air Blank 06:55

OKDiagnostics Check 06:55

Data Download Date/Time: 04/07/2022 09:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:2703/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:46

17:02

Key West PD

BETZ,FRANK

04/12/2024

1474747

Key West PD

BETZ,FRANK,L

VOSSLER-NELSON

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:07

0.079Control Test 18:07

0.000Air Blank 18:08

# 1 0.199Subject Sample 18:08

1.562Breath Volume 18:08

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.197Subject Sample 18:11

2.292Breath Volume 18:11

0.000Air Blank 18:12

0.078Control Test 18:12

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 04/07/2022 09:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:1303/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

19:16

Monroe County SO

WARE ROGERS,BRANDON

01/08/2024

1433249

Monroe County SO

GUERRA,WILLIAM,J

MERRY

02/08/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.080Control Test 20:13

0.000Air Blank 20:14

# 1 0.148Subject Sample 20:16

1.613Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.157Subject Sample 20:20

2.039Breath Volume 20:20

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 03/07/2022 13:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5003/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:59

Monroe County SO

CRISTEA,VICTOR

01/08/2024

1433249

Monroe County SO

MARINO,JUAN CARLOS,

GABRIEL

02/08/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 03/07/2022 13:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:4203/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:02

Monroe County SO

RUFIN,CHRISTOPHER

10/10/2022

1217042

Monroe County SO

GUERRA,WILLIAM,J

QUINONES

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.078Control Test 20:08

0.000Air Blank 20:08

# 1 0.182Subject Sample 20:11

1.566Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:13

# 2 0.168Subject Sample 20:14

1.300Breath Volume 20:14

0.000Air Blank 20:15

0.075Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 04/07/2022 15:39

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:18

Monroe County SO

ONEIL,CONNOR

10/10/2022

1217042

Monroe County SO

HRADECKY,CORBIN,J

BOYD

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 04/07/2022 15:39

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:1203/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:12

Monroe County SO

MARINO,JUAN CARLOS

10/10/2022

1217042

Monroe County SO

MARINO,JUAN CARLOS,

RAMOS

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:45

# 1 0.000Subject Sample 03:46

1.679Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.000Subject Sample 03:49

1.968Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 04/07/2022 15:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:1203/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:39

Monroe County SO

ONEILL,CONNOR

10/10/2022

1217042

Monroe County SO

HRADECKY,CORBIN,J

CASTANEDA

03/10/2022

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.078Control Test 00:16

0.000Air Blank 00:16

# 1 0.163Subject Sample 00:17

1.445Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:19

# 2 0.154Subject Sample 00:20

1.964Breath Volume 00:20

0.000Air Blank 00:21

0.078Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 04/07/2022 15:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0903/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:39

Ocala PD

PATTERSON,HANNAH

07/29/2023

1355293

Ocala PD

CHIN,NATAWI,N

ABRAMS

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:22

# 1 0.217Subject Sample 04:23

1.105Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.191Subject Sample 04:27

1.886Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 3 0.201Subject Sample 04:30

1.847Breath Volume 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2103/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:20

Marion County SO

RAFFERTY,CHRISTOPHER

07/29/2023

1355293

Marion County SO

RAFFERTY,C,J

DAUSS

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.226Subject Sample 03:19

1.683Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.223Subject Sample 03:22

2.281Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0503/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:38

Ocala PD

OWER,DALTON

07/29/2023

1355293

Ocala PD

OWER,DALTON,J

AREAS

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.265Subject Sample 03:26

1.316Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.238Subject Sample 03:29

1.792Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 3 0.250Subject Sample 03:32

2.523Breath Volume 03:32

Air Blank 03:33 Purge Fail

0.000Air Blank 03:34

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1903/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:38

Ocala PD

OWER,DALTON

07/29/2023

1355293

Ocala PD

OWER,DALTON,J

AREAS

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.077Control Test 03:37

0.000Air Blank 03:37

# 1 0.238Subject Sample 03:39

3.472Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:41

# 2 0.242Subject Sample 03:42

3.152Breath Volume 03:42

0.000Air Blank 03:43

0.077Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:0903/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:08

FHP Troop B

MINTON,BLAKE

07/29/2023

1355293

FHP Troop B

MINTON,BLAKE,E

GONZALEZ

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.080Control Test 21:27

0.000Air Blank 21:27

# 1 0.155Subject Sample 21:28

1.179Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 2 0.166Subject Sample 21:31

1.507Breath Volume 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1103/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:20

Marion County SO

FRENCH,DUSTIN

07/29/2023

1355293

Marion County SO

FRENCH,DUSTIN,S

PALACIOUS

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.059Subject Sample 01:29 Volume Not Met

0.394Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2Subject Sample 01:33 Sequence Aborted

0.210Breath Volume 01:33

0.000Air Blank 01:34

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:1403/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:20

Marion County SO

FRENCH,DUSTIN

07/29/2023

1355293

Marion County SO

FRENCH,DUSTIN,S

PALACIOUS

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

# 1 0.076Subject Sample 01:43

2.824Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:45

# 2 0.075Subject Sample 01:46

2.437Breath Volume 01:46

0.000Air Blank 01:47

0.078Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4203/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

20:20

Marion County SO

KNIPE,JAKE

07/29/2023

1355293

Marion County SO

KNIPE,JAKE,C

CACCAMO

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.079Control Test 20:51

0.000Air Blank 20:51

# 1Subject Sample 20:54 No Sample Provided

0.000Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.181Subject Sample 20:58

2.378Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:00

# 3 0.166Subject Sample 21:01

2.378Breath Volume 21:01

0.000Air Blank 21:02

0.078Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:5403/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:52

FHP Troop B

WILLIAMS,NIA

07/29/2023

1355293

FHP Troop B

RODRIGUEZ,MARIO,

CARLSON

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.080Control Test 22:47

0.000Air Blank 22:47

# 1Subject Sample 22:50 No Sample Provided

0.000Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.198Subject Sample 22:55

1.781Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 3 0.204Subject Sample 22:59

1.730Breath Volume 22:59

0.000Air Blank 22:59

0.078Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0203/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:01

FHP Troop B

BROWN,DILLON

07/29/2023

1355293

FHP Troop B

BROWN,DILLON,J

BROSTROM

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.080Control Test 04:41

0.000Air Blank 04:41

# 1 0.191Subject Sample 04:42

2.863Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.184Subject Sample 04:45

3.183Breath Volume 04:45

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:47

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:3003/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:30

Ocala PD

PRICE,SEAN

07/29/2023

1355293

Ocala PD

PRICE,SEAN,D

COLE

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.080Control Test 19:57

0.000Air Blank 19:57

# 1 0.000Subject Sample 19:58

2.027Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.000Subject Sample 20:01

1.378Breath Volume 20:01

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4403/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:30

Ocala PD

MEYERS,ERIC

07/29/2023

1355293

Ocala PD

BARRY,DAVID,A

SIGMAN

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.080Control Test 22:23

0.000Air Blank 22:23

# 1 0.185Subject Sample 22:26 Volume Not Met

0.070Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.179Subject Sample 22:32 Volume Not Met

0.660Breath Volume 22:32

Air Blank 22:33 Purge Fail

0.000Air Blank 22:33

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:2703/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

19:07

Marion County SO

KNIPE,JAKE

07/29/2023

1355293

Marion County SO

KNIPE,JAKE,C

DENNISON

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.081Control Test 21:11

0.000Air Blank 21:12

# 1 0.086Subject Sample 21:13

1.660Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:15

# 2 0.087Subject Sample 21:16

1.734Breath Volume 21:16

0.000Air Blank 21:17

0.078Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1103/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:50

Marion County SO

OSBORNE,HUNTER

07/29/2023

1355293

Marion County SO

OSBORNE,HUNTER,C

GARCIA JACINTO

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1Subject Sample 23:52 No Sample Provided

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2Subject Sample 23:57 No Sample Provided

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1703/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:25

FHP Troop B

WILDEMAN-STUART,JORDAN

07/29/2023

1355293

FHP Troop B

WILDEMAN-STUART,JORDAN,R

MCCOY

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.081Control Test 05:06

0.000Air Blank 05:06

# 1 0.118Subject Sample 05:10 Volume Not Met

0.203Breath Volume 05:10

Air Blank 05:10 Purge Fail

0.000Air Blank 05:11

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:5903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:25

FHP Troop B

WILDEMAN-STUART,JORDAN

07/29/2023

1355293

FHP Troop B

WILDEMAN-STUART,JORDAN,R

MCCOY

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.077Control Test 05:14

0.000Air Blank 05:14

# 1 0.106Subject Sample 05:17 Volume Not Met

0.460Breath Volume 05:17

Air Blank 05:18 Purge Fail

0.000Air Blank 05:18

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:07:0903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

14:36

FHP Troop B

WILLIAMS,NIA

07/29/2023

1355293

FHP Troop B

WILLIAMS,NIA,L

STAFFORD

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:06

Air Blank 16:06 Improper Sample

0.000Air Blank 16:07

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:16:1503/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

14:36

FHP Troop B

WILLIAMS,NIA

07/29/2023

1355293

FHP Troop B

WILLIAMS,NIA,L

STAFFORD

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:09

0.000Air Blank 16:10

0.077Control Test 16:10

0.000Air Blank 16:11

# 1 0.290Subject Sample 16:11

3.265Breath Volume 16:11

0.000Air Blank 16:12

0.000Air Blank 16:13

# 2 0.276Subject Sample 16:14

1.718Breath Volume 16:14

0.000Air Blank 16:15

0.077Control Test 16:15

0.000Air Blank 16:16

OKDiagnostics Check 16:16

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:00

Marion County SO

YOUNG,ROBERT

07/29/2023

1355293

Marion County SO

YOUNG,ROBERT,A

FIGUEROA DIAZ

02/10/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

# 1 0.108Subject Sample 03:13

2.113Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.101Subject Sample 03:16

2.214Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 03/18/2022 11:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:4003/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:08

Marion County SO

ZEZUSKI,JIMMY

07/29/2023

1355293

Marion County SO

ZEZUSKI,JIMMY,J

TIPSWORD

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:14

0.080Control Test 20:14

0.000Air Blank 20:15

# 1 0.112Subject Sample 20:15

2.062Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.114Subject Sample 20:18

2.156Breath Volume 20:18

0.000Air Blank 20:19

0.079Control Test 20:20

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:2803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:05

Ocala PD

PATTERSON,HANNAH

07/29/2023

1355293

Ocala PD

OWER,DALTON,J

CANNON

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 1 0.039Subject Sample 00:00

1.207Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:02

# 2 0.039Subject Sample 00:03

1.140Breath Volume 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:5703/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:16

Marion County SO

ZEZUSKI,JIMMY

07/29/2023

1355293

Marion County SO

ZEZUSKI,JIMMY,J

BULLIS

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

# 1 0.000Subject Sample 05:24

1.437Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.000Subject Sample 05:28

1.660Breath Volume 05:28

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:5203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:44

07:15

Marion County SO

LUIKEN,DANIEL

07/29/2023

1355293

Marion County SO

LUIKEN,DANIEL,R

SILVOLA-FINCH

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:04

0.000Air Blank 08:04

0.079Control Test 08:05

0.000Air Blank 08:05

# 1 0.093Subject Sample 08:05

1.273Breath Volume 08:05

0.000Air Blank 08:06

0.000Air Blank 08:08

# 2 0.112Subject Sample 08:09

2.816Breath Volume 08:09

0.000Air Blank 08:09

0.078Control Test 08:10

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4903/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:01

FHP Troop B

WILDEMAN-STUART,JORDAN

07/29/2023

1355293

FHP Troop B

WILDEMAN-STUART,JORDAN,R

HINES

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

# 1 0.000Subject Sample 04:13

1.230Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.000Subject Sample 04:16

3.621Breath Volume 04:16

0.000Air Blank 04:16

0.078Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:4603/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:30

FHP Troop B

WILDEMAN-STUART,JORDAN

07/29/2023

1355293

FHP Troop B

WILDEMAN-STUART,JORDAN,R

MOBLEY

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:36

0.080Control Test 20:36

0.000Air Blank 20:36

# 1Subject Sample 20:37 Subject Test Refused

0.000Breath Volume 20:37

0.000Air Blank 20:37

0.079Control Test 20:38

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:5303/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:51

Belleview PD

HARRINGTON,A

07/29/2023

1355293

Belleview PD

HARRINGTON,A,M

LEE

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.079Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5403/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:28

Ocala PD

RUSSO,CHRISTOPHER

07/29/2023

1355293

Ocala PD

RUSSO,CHRISTOPHER,J

STOUT

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:11

# 1 0.108Subject Sample 21:11

2.574Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:13

# 2 0.101Subject Sample 21:14

2.273Breath Volume 21:14

0.000Air Blank 21:14

0.077Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3403/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:40

FHP Troop B

WILDEMAN-STUART,JORDAN

07/29/2023

1355293

FHP Troop B

WILDEMAN-STUART,JORDAN,R

AMBERGE

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4903/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:29

Ocala PD

EASLEY,M

07/29/2023

1355293

Ocala PD

EASLEY,M,

LAUDENS

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.228Subject Sample 03:07

1.589Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.244Subject Sample 03:10

3.386Breath Volume 03:10

0.000Air Blank 03:11

0.078Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:2903/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:31

Ocala PD

ZAINO,JACOB

07/29/2023

1355293

Ocala PD

RUSSO,CHRISTOPHER,J

OSGOOD

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:03

0.079Control Test 21:04

0.000Air Blank 21:04

# 1 0.200Subject Sample 21:05

1.660Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:07

# 2 0.209Subject Sample 21:08

1.843Breath Volume 21:08

0.000Air Blank 21:09

0.077Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:2403/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:30

FHP Troop B

WILDEMAN-STUART,JORDAN

07/29/2023

1355293

FHP Troop B

WILDEMAN-STUART,JORDAN,R

SMITH

03/18/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

# 1 0.071Subject Sample 23:26

3.457Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.071Subject Sample 23:29

3.726Breath Volume 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 04/27/2022 15:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:24:2703/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:18

Walton County SO

RAYA,ZACHARY

07/08/2023

1346773

Walton County SO

COUNTRYMAN,CHARLOTTE,E

MENDEZ

02/16/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:16

0.000Air Blank 11:16

0.076Control Test 11:16

0.000Air Blank 11:17

# 1 0.160Subject Sample 11:19

2.566Breath Volume 11:19

0.000Air Blank 11:20

0.000Air Blank 11:22

# 2 0.159Subject Sample 11:22

2.312Breath Volume 11:22

0.000Air Blank 11:23

0.074Control Test 11:23 Control Outside Tolerance

0.000Air Blank 11:24

Data Download Date/Time: 03/21/2022 19:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2703/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:35

Walton County SO

CAIN,KATRINA

07/08/2023

1346773

Walton County SO

FORRESTER,TRAVIS,D

MANTZEY

02/16/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

# 1Subject Sample 00:41 No Sample Provided

0.000Breath Volume 00:41

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2Subject Sample 00:47 No Sample Provided

0.000Breath Volume 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 03/21/2022 19:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:2803/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:44

Walton County SO

EDDY,D

07/08/2023

1346773

Walton County SO

FORRESTER,TRAVIS,D

CRUZ GARCIA

02/16/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.077Control Test 19:46

0.000Air Blank 19:47

# 1 0.176Subject Sample 19:47

2.300Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.192Subject Sample 19:50

3.187Breath Volume 19:50

0.000Air Blank 19:51

0.076Control Test 19:51

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 03/21/2022 19:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:30

Walton County SO

ELLISON,STEVEN

07/08/2023

1346773

Walton County SO

ELLISON,STEVEN,L

BAKER

02/16/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.077Control Test 01:19

0.000Air Blank 01:19

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:20

0.077Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 03/21/2022 19:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:49:3703/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

07:10

06:50

Walton County SO

PULLINGS,ALLEN

07/08/2023

1346773

Walton County SO

PULLINGS,ALLEN,C

VAIL

02/16/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:43

0.078Control Test 08:44

0.000Air Blank 08:44

# 1 0.000Subject Sample 08:45

1.945Breath Volume 08:45

0.000Air Blank 08:45

0.000Air Blank 08:47

# 2 0.000Subject Sample 08:48

1.664Breath Volume 08:48

0.000Air Blank 08:48

0.079Control Test 08:49

0.000Air Blank 08:49

OKDiagnostics Check 08:49

Data Download Date/Time: 03/21/2022 19:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:2803/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:27

Walton County SO

SANTOS,PAUL

07/08/2023

1346773

Walton County SO

FORRESTER,TRAVIS,D

MEDINA

03/21/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.077Control Test 01:26

0.000Air Blank 01:26

# 1 0.191Subject Sample 01:28

1.382Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.204Subject Sample 01:31

2.078Breath Volume 01:31

0.000Air Blank 01:32

0.076Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 04/26/2022 11:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:5303/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:37

06:53

Walton County SO

DELAHANTY,J

07/08/2023

1346773

Walton County SO

EDDY,D,

CABALLERO HERNANDEZ

03/21/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:59

0.000Air Blank 08:00

0.078Control Test 08:00

0.000Air Blank 08:01

# 1Subject Sample 08:02 RFI Detect

0.000Breath Volume 08:02

0.000Air Blank 08:02

0.078Control Test 08:03

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 04/26/2022 11:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:0003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:45

Walton County SO

SANTOS,PAUL

07/08/2023

1346773

Walton County SO

SCHULTZ,JEREMY,J

MARTIN

03/21/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.078Control Test 20:06

0.000Air Blank 20:06

# 1 0.114Subject Sample 20:09 Volume Not Met

0.121Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.216Subject Sample 20:15 Volume Not Met

0.476Breath Volume 20:15

0.000Air Blank 20:16

0.077Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:17

Data Download Date/Time: 04/26/2022 11:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:1503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:25

Walton County SO

SANTOS,PAUL

07/08/2023

1346773

Walton County SO

SCHULTZ,JEREMY,J

MARTIN

03/21/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.075Control Test 20:19

0.000Air Blank 20:19

# 1 0.214Subject Sample 20:21

1.964Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.196Subject Sample 20:26

1.207Breath Volume 20:26

0.000Air Blank 20:27

0.075Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 04/26/2022 11:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:2603/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:15

Walton County SO

VENTRY,WILLIS

07/08/2023

1346773

Walton County SO

VENTRY,WILLIS,E

PENA LARA

03/21/2022

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.077Control Test 01:05

0.000Air Blank 01:06

# 1 0.142Subject Sample 01:08

1.171Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.145Subject Sample 01:12

1.546Breath Volume 01:12

0.000Air Blank 01:13

0.076Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 04/26/2022 11:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:58:4303/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:26

10:08

St. Augustine PD

CARTER,JARRED

03/05/2023

202303

St. John's County SO

COLLINS,JEFFREY,L

CREWS

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:52

0.000Air Blank 11:53

0.080Control Test 11:53

0.000Air Blank 11:53

# 1 0.000Subject Sample 11:54

3.523Breath Volume 11:54

0.000Air Blank 11:54

0.000Air Blank 11:56

# 2 0.000Subject Sample 11:57

5.296Breath Volume 11:57

0.000Air Blank 11:57

0.077Control Test 11:58

0.000Air Blank 11:58

OKDiagnostics Check 11:58

Data Download Date/Time: 04/04/2022 17:00

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0203/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

23:09

St. John's County SO

REECE,STEPHEN

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

LOCHNER

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1Subject Sample 23:40 No Sample Provided

0.000Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:45

Data Download Date/Time: 04/04/2022 17:00

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2403/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:54

St. John's County SO

JAROUSSE,DANIELLE

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

MCCLENATHAN

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.126Subject Sample 03:31

2.242Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.123Subject Sample 03:34

2.386Breath Volume 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4603/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:16

St. John's County SO

LEATIOTA,J

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

VIRGIL

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.078Control Test 23:54

0.000Air Blank 23:55

# 1 0.149Subject Sample 23:55

1.750Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.150Subject Sample 23:59

1.535Breath Volume 23:59

0.000Air Blank 23:59

0.079Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2903/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

00:01

St. John's County SO

REECE,STEPHEN

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

BIANCANIELLO

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:23

# 1 0.067Subject Sample 00:23

4.195Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.068Subject Sample 00:26

4.332Breath Volume 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:2103/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:27

St. Augustine PD

VAUGHN,TORY

03/05/2023

202303

St. John's County SO

CANNING,SEAN,D

LOCY

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

# 1 0.013Subject Sample 21:16

2.492Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.009Subject Sample 21:19

1.320Breath Volume 21:19

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1303/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:51

St. Augustine PD

CANNING,SEAN

03/05/2023

202303

St. Augustine PD

CANNING,SEAN,D

HOPPER

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:4703/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

01:28

St. John's County SO

LOGAN,MARCUS

03/05/2023

0202108A1

St. John's County SO

CORALUZZO,MICHAEL,G

HENDERSON

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.079Control Test 05:13

0.000Air Blank 05:13

# 1 0.113Subject Sample 05:14

1.367Breath Volume 05:14

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.115Subject Sample 05:17

2.273Breath Volume 05:17

0.000Air Blank 05:17

0.080Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1103/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

19:29

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

KINGHORN

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.078Control Test 20:02

0.000Air Blank 20:03

# 1 0.264Subject Sample 20:03

1.828Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.272Subject Sample 20:06

1.289Breath Volume 20:06

0.000Air Blank 20:07

0.077Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2303/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:08

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

PARENT

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

# 1 0.052Subject Sample 02:33

2.203Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.047Subject Sample 02:35

1.433Breath Volume 02:35

0.000Air Blank 02:36

0.077Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:1203/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

18:40

St. John's County SO

JAROUSSE,DANIELLE

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

REYES MIRANDA

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

# 1 0.000Subject Sample 19:25

3.468Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.000Subject Sample 19:28

2.941Breath Volume 19:28

0.000Air Blank 19:29

0.080Control Test 19:29

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2903/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

12:30

St. Augustine PD

CAPRIGLIONE,JOSEPH

03/05/2023

202303

St. Augustine PD

CAPRIGLIONE,JOSEPH,A

DANTI

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:34

0.000Air Blank 01:34

# 1 0.154Subject Sample 01:35

1.648Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.150Subject Sample 01:37

2.937Breath Volume 01:37

0.000Air Blank 01:38

0.076Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:5803/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:45

St. Augustine PD

LILES,JAMES

03/05/2023

202303

St. John's County SO

CORREA,JONATHA,E

WRIGHT

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.080Control Test 20:30

0.000Air Blank 20:30

# 1 0.077Subject Sample 20:31

1.699Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.078Subject Sample 20:34

1.511Breath Volume 20:34

0.000Air Blank 20:35

0.078Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4503/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:27

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

ADAMES

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.080Control Test 23:54

0.000Air Blank 23:54

# 1 0.080Subject Sample 23:56

2.347Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:58

# 2 0.070Subject Sample 23:59

1.457Breath Volume 23:59

0.000Air Blank 23:59

0.076Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3003/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:12

St. John's County SO

HEYMANS,MORNE

03/05/2023

202303

St. John's County SO

HEYMANS,MORNE,

DUGGINS

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:50

# 1 0.115Subject Sample 01:50

2.867Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.115Subject Sample 01:53

1.855Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0703/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

11:08

St. Augustine PD

BROWN,B

03/05/2023

202303

St. John's County SO

BAHNSEN,ANDREW,R

GULLION

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.079Control Test 23:59

0.000Air Blank 00:00

# 1 0.168Subject Sample 00:00

2.960Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.174Subject Sample 00:03

3.613Breath Volume 00:03

0.000Air Blank 00:04

0.077Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3603/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:13

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

GARCIA

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

# 1 0.125Subject Sample 02:40

1.437Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.115Subject Sample 02:43

1.277Breath Volume 02:43

0.000Air Blank 02:43

0.076Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:3303/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:07

St. John's County SO

HARVEY,CALEB

03/05/2023

202303

St. John's County SO

HARVEY,CALEB,R

HARNAGE

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 17:52

0.000Air Blank 17:53

0.079Control Test 17:53

0.000Air Blank 17:53

# 1 0.330Subject Sample 17:55

1.691Breath Volume 17:55

0.000Air Blank 17:56

0.000Air Blank 17:57

# 2 0.329Subject Sample 17:57

1.882Breath Volume 17:57

0.000Air Blank 17:58

0.077Control Test 17:58

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:0203/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:21

St. John's County SO

HEYMANS,MORNE

03/05/2023

202303

St. John's County SO

HEYMANS,MORNE,

DUFFY

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

# 2 0.062Subject Sample 23:58

1.777Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.062Subject Sample 00:01

1.507Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:03

Data Download Date/Time: 04/04/2022 17:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:5403/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

18:48

St. John's County SO

HOWARD,J

03/05/2023

202303

St. John's County SO

HOWARD,J,G

DAVIDSON

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.079Control Test 19:48

0.000Air Blank 19:49

# 1 0.000Subject Sample 19:49

1.246Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.000Subject Sample 19:52

1.636Breath Volume 19:52

0.000Air Blank 19:52

0.078Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4303/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:00

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

EDENFIELD

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

# 1 0.153Subject Sample 02:29

1.335Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.161Subject Sample 02:33

1.667Breath Volume 02:33

0.000Air Blank 02:33

0.078Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3903/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:04

St. John's County SO

EVERETT,KENNETH

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

D250110798620

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

# 1 0.211Subject Sample 00:55

1.183Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.214Subject Sample 00:59

1.156Breath Volume 00:59

0.000Air Blank 00:59

0.077Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:00:0303/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

06:13

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

202303

St. John's County SO

MCCANDLESS,MATTHEW,B

DILDAY

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:54

0.080Control Test 06:54

0.000Air Blank 06:54

# 1 0.151Subject Sample 06:55

2.777Breath Volume 06:55

0.000Air Blank 06:56

0.000Air Blank 06:57

# 2 0.147Subject Sample 06:58

4.039Breath Volume 06:58

0.000Air Blank 06:59

0.077Control Test 06:59

0.000Air Blank 06:59

OKDiagnostics Check 07:00

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:2403/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:06

St. John's County SO

MANDILE,JEREMY

03/05/2023

202303

St. John's County SO

HARRILL,JOSHUA,D

JOHNSON

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

# 1 0.190Subject Sample 21:05 Volume Not Met

0.582Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:07

# 2 0.181Subject Sample 21:08

1.417Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 3 0.199Subject Sample 21:11

1.222Breath Volume 21:11

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:3903/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:51

St. John's County SO

DANIELS,ANDREW

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

BRISSEY

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

# 1 0.176Subject Sample 23:24

3.050Breath Volume 23:24

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.175Subject Sample 23:27

3.074Breath Volume 23:27

0.000Air Blank 23:27

0.079Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5103/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:08

St. John's County SO

JAROUSSE,DANIELLE

03/05/2023

202303

St. John's County SO

JAROUSSE,DANIELLE,

GAYATHRI

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:56

# 1 0.175Subject Sample 02:57

2.632Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 02:59

# 2 0.176Subject Sample 03:01

3.019Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4303/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:31

St. Augustine PD

BROWN,BENJAMIN

03/05/2023

02021080A1

St. John's County SO

PUTTICK,EMILY,E

RAWLINS

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.218Subject Sample 00:40

2.417Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.217Subject Sample 00:43

2.914Breath Volume 00:43

0.000Air Blank 00:43

0.076Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:5103/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:22

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

MCGRATH

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

# 1Subject Sample 22:04 Subject Test Refused

0.125Breath Volume 22:04

0.000Air Blank 22:04

0.079Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1303/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:02

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

JONES

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

# 1 0.176Subject Sample 02:34

1.496Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.170Subject Sample 02:37

1.652Breath Volume 02:37

0.000Air Blank 02:38

0.077Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:2503/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:26

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

202303

St. John's County SO

MCCANDLESS,MATTHEW,B

NICODEMUS

02/23/2022

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:27

0.000Air Blank 17:27

0.079Control Test 17:27

0.000Air Blank 17:28

# 1 0.241Subject Sample 17:28

2.140Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2 0.230Subject Sample 17:31

1.902Breath Volume 17:31

0.000Air Blank 17:32

0.077Control Test 17:32

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 04/04/2022 17:02

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:41:3003/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

16:24

Broward County SO

CHAPPIN-DUNCAN,DAVID

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

MARTINEZ

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:34

0.000Air Blank 17:35

0.081Control Test 17:35

0.000Air Blank 17:36

# 1 0.000Subject Sample 17:36

1.304Breath Volume 17:36

0.000Air Blank 17:37

0.000Air Blank 17:39

# 2 0.000Subject Sample 17:40

1.621Breath Volume 17:40

0.000Air Blank 17:40

0.081Control Test 17:40

0.000Air Blank 17:41

OKDiagnostics Check 17:41

Data Download Date/Time: 04/13/2022 10:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5103/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:10

Broward County SO

O'DOR,ROBERT

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

HOOSAIN

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.082Control Test 02:02

0.000Air Blank 02:02

# 1 0.179Subject Sample 02:03

1.441Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:05

# 2 0.188Subject Sample 02:07

1.839Breath Volume 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 04/13/2022 10:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1103/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:19

Broward County SO

ALSHAIER,ELIAS

01/31/2023

1273831

Sunrise PD

FRAZIER,ANAYA,S

BROWN

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.082Control Test 01:19

0.000Air Blank 01:20

# 1 0.128Subject Sample 01:21

1.914Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.123Subject Sample 01:24

1.851Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 04/13/2022 10:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1803/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:02

Broward County SO

ALSHAIER,ELIAS

01/31/2023

1273831

Sunrise PD

GRAY,SANDRA,

GELINDON

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.081Control Test 22:05

0.000Air Blank 22:05

# 1 0.000Subject Sample 22:06

1.894Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.000Subject Sample 22:10

1.546Breath Volume 22:10

0.000Air Blank 22:11

0.081Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 04/13/2022 10:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:1703/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:06

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

IRAHETA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.082Control Test 05:07

0.000Air Blank 05:08

# 1 0.189Subject Sample 05:11

2.843Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.179Subject Sample 05:14

1.796Breath Volume 05:14

0.000Air Blank 05:15

0.081Control Test 05:15

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 04/13/2022 10:35

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:3803/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:29

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

GALVEZ

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.082Control Test 23:25

0.000Air Blank 23:25

# 1 0.224Subject Sample 23:26

3.640Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.221Subject Sample 23:28

2.167Breath Volume 23:28

0.000Air Blank 23:29

0.081Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:39:4203/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:10

10:14

Broward County SO

HAVLIK,D

01/31/2023

1273831

Margate PD

FRAZIER,ANAYA,S

HOPKINS III

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:33

0.000Air Blank 12:33

0.081Control Test 12:34

0.000Air Blank 12:34

# 1 0.000Subject Sample 12:35

2.738Breath Volume 12:35

0.000Air Blank 12:35

0.000Air Blank 12:37

# 2 0.000Subject Sample 12:38

2.156Breath Volume 12:38

0.000Air Blank 12:38

0.080Control Test 12:39

0.000Air Blank 12:39

OKDiagnostics Check 12:39

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:3003/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:13

Broward County SO

FALCON,ALEJANDRO

01/31/2023

1273831

Hollywood PD

GRAY,SANDRA,

CENTENO

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.082Control Test 22:18

0.000Air Blank 22:18

# 1 0.127Subject Sample 22:18

1.785Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.125Subject Sample 22:21

1.773Breath Volume 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:3903/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:18

Broward County SO

ARMSTRONG,BRITTNEY

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

MEZA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.082Control Test 00:17

0.000Air Blank 00:17

# 1 0.241Subject Sample 00:20

1.148Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:22

# 2 0.237Subject Sample 00:23

1.742Breath Volume 00:23

0.000Air Blank 00:24

0.078Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:0103/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:21

Broward County SO

ARMSTRONG,BRITTNEY

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

DIAZ

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.081Control Test 05:00

0.000Air Blank 05:01

# 1 0.159Subject Sample 05:02

3.183Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.151Subject Sample 05:05

2.718Breath Volume 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:07

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:1403/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:59

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

SORTO

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:54

0.000Air Blank 06:55

0.081Control Test 06:55

0.000Air Blank 06:56

# 1 0.104Subject Sample 06:56

1.316Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.105Subject Sample 06:59

1.832Breath Volume 06:59

0.000Air Blank 07:00

0.082Control Test 07:00

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:32

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

TAYLOR

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.081Control Test 01:28

0.000Air Blank 01:29

# 1 0.046Subject Sample 01:29

2.394Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.045Subject Sample 01:33

2.515Breath Volume 01:33

0.000Air Blank 01:33

0.082Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:5503/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:07

05:04

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

DELVA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:31

0.081Control Test 06:31

0.000Air Blank 06:31

# 1 0.203Subject Sample 06:32

2.000Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.196Subject Sample 06:36

1.757Breath Volume 06:36

0.000Air Blank 06:36

0.081Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:30:2903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:57

05:52

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

POWELL

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:24

0.000Air Blank 07:24

0.081Control Test 07:25

0.000Air Blank 07:25

# 1 0.158Subject Sample 07:26

2.085Breath Volume 07:26

0.000Air Blank 07:26

0.000Air Blank 07:28

# 2 0.149Subject Sample 07:28

2.066Breath Volume 07:28

0.000Air Blank 07:29

0.081Control Test 07:29

0.000Air Blank 07:30

OKDiagnostics Check 07:30

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:35:1003/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:58

05:55

Broward County SO

WIGFALL,JEWREL

01/31/2023

1273831

OTHER State

TILLMAN,SHEILA,L

DELPECHE

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:28

0.000Air Blank 08:29

0.081Control Test 08:29

0.000Air Blank 08:29

# 1 0.121Subject Sample 08:30

1.539Breath Volume 08:30

0.000Air Blank 08:31

0.000Air Blank 08:33

# 2 0.119Subject Sample 08:33

1.175Breath Volume 08:33

0.000Air Blank 08:34

0.081Control Test 08:34

0.000Air Blank 08:35

OKDiagnostics Check 08:35

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:31:5203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:50

08:06

Broward County SO

COLLINS,ALBERT

01/31/2023

1273831

FHP Troop L

GRAY,SANDRA,

ZAMORA RANGEL

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:18

0.000Air Blank 09:19

0.082Control Test 09:19

0.000Air Blank 09:20

# 1 0.184Subject Sample 09:20

1.132Breath Volume 09:20

0.000Air Blank 09:21

0.000Air Blank 09:23

# 2 0.178Subject Sample 09:26 Volume Not Met

0.101Breath Volume 09:26

0.000Air Blank 09:27

0.000Air Blank 09:28

# 3 0.174Subject Sample 09:30

3.726Breath Volume 09:30

0.000Air Blank 09:30

0.078Control Test 09:31

0.000Air Blank 09:31

OKDiagnostics Check 09:31

Data Download Date/Time: 04/13/2022 10:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:2803/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:02

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FACCINI,DAVID,R

FAIRCLOUGH

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.081Control Test 23:01

0.000Air Blank 23:02

# 1 0.264Subject Sample 23:03

1.160Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:05

# 2 0.267Subject Sample 23:06

1.433Breath Volume 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:2603/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:05

Broward County SO

GUZMAN,JOSE

01/31/2023

1273831

Broward County SO

GUZMAN,JOSE,M

BECKFORD

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.082Control Test 04:53

0.000Air Blank 04:54

# 1 0.000Subject Sample 04:55

1.593Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.000Subject Sample 04:58

1.769Breath Volume 04:58

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:2103/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:32

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

HAJIRAWALA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.082Control Test 23:37

0.000Air Blank 23:38

# 1 0.244Subject Sample 23:38

1.285Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.263Subject Sample 23:41

2.339Breath Volume 23:41

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3703/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:30

Broward County SO

BERMAN,MARC

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

FLEMING

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:35

# 1 0.090Subject Sample 04:35

3.195Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.089Subject Sample 04:38

3.914Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5403/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:50

Broward County SO

ARMSTRONG,BRITTNEY

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

MILLAN

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.081Control Test 02:40

0.000Air Blank 02:40

# 1 0.163Subject Sample 02:41

1.644Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.167Subject Sample 02:45

2.804Breath Volume 02:45

0.000Air Blank 02:45

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5603/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:41

Broward County SO

O'DOR,ROBERT

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

MOULTON

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.082Control Test 03:23

0.000Air Blank 03:23

# 1 0.084Subject Sample 03:24

1.644Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.086Subject Sample 03:27

2.011Breath Volume 03:27

0.000Air Blank 03:28

0.082Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5003/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:21

Broward County SO

BROWN,EDDIE

01/31/2023

1273831

Plantation PD

GRAY,SANDRA,

VASQUEZ

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.082Control Test 04:24

0.000Air Blank 04:24

# 1 0.155Subject Sample 04:25

1.718Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.154Subject Sample 04:29

2.292Breath Volume 04:29

0.000Air Blank 04:29

0.081Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:2703/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:59

Broward County SO

ARMSTRONG,BRITTNEY

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

JUAREZ HERNANDEZ

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.081Control Test 22:41

0.000Air Blank 22:42

# 1 0.179Subject Sample 22:43

1.503Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:45

# 2 0.168Subject Sample 22:47

1.574Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2903/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

23:30

Broward County SO

MUINA,ALEJANDRO

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

ROJAS

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.261Subject Sample 02:10

1.808Breath Volume 02:10

Air Blank 02:11 Purge Fail

0.000Air Blank 02:11

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:5503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

23:30

Broward County SO

MUINA,ALEJANDRO

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

ROJAS

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

# 1 0.270Subject Sample 02:35

1.910Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.247Subject Sample 02:37

1.601Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 3 0.262Subject Sample 02:41

1.949Breath Volume 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 04/13/2022 10:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:4003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:18

Broward County SO

HEPBURN,ANDREW

01/31/2023

1273831

FHP Troop L

GRAY,SANDRA,

PACAJOJ LARES

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.177Subject Sample 03:27

1.597Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 2 0.180Subject Sample 03:30

1.171Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/13/2022 10:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:15:5503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:43

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

RODRIDGUZ PESCADOR

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:07

0.000Air Blank 07:08

0.081Control Test 07:08

0.000Air Blank 07:09

# 1 0.162Subject Sample 07:10

1.308Breath Volume 07:10

0.000Air Blank 07:11

0.000Air Blank 07:13

# 2 0.147Subject Sample 07:14

2.308Breath Volume 07:14

0.000Air Blank 07:14

0.078Control Test 07:15

0.000Air Blank 07:15

OKDiagnostics Check 07:15

Data Download Date/Time: 04/13/2022 10:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:04:5503/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:33

06:50

Broward County SO

DAVIS,STEVEN

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

FERGUSON

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:58

0.000Air Blank 07:58

0.081Control Test 07:58

0.000Air Blank 07:59

# 1 0.209Subject Sample 08:00

1.652Breath Volume 08:00

0.000Air Blank 08:01

0.000Air Blank 08:02

# 2 0.205Subject Sample 08:03

1.640Breath Volume 08:03

0.000Air Blank 08:03

0.080Control Test 08:04

0.000Air Blank 08:04

OKDiagnostics Check 08:04

Data Download Date/Time: 04/13/2022 10:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:38:4603/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:06

05:35

Broward County SO

GOLDBERG,J

01/31/2023

1273831

Miccosukee PD

TILLMAN,SHEILA,L

JOSE ALEGRIA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:30

0.000Air Blank 07:30

0.082Control Test 07:30

0.000Air Blank 07:31

# 1 0.192Subject Sample 07:33

1.656Breath Volume 07:33

0.000Air Blank 07:34

0.000Air Blank 07:36

# 2 0.194Subject Sample 07:37

1.507Breath Volume 07:37

0.000Air Blank 07:37

0.078Control Test 07:38

0.000Air Blank 07:38

OKDiagnostics Check 07:38

Data Download Date/Time: 04/13/2022 10:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:56:1303/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:22

08:36

Broward County SO

GONGLEWSKI,RUSS

01/31/2023

1273831

Hillsboro Beach PD

TILLMAN,SHEILA,L

ROSS

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:46

0.000Air Blank 10:47

0.082Control Test 10:47

0.000Air Blank 10:48

# 1 0.000Subject Sample 10:49

1.660Breath Volume 10:49

0.000Air Blank 10:50

0.000Air Blank 10:52

# 2 0.000Subject Sample 10:54

1.433Breath Volume 10:54

0.000Air Blank 10:55

0.083Control Test 10:55

0.000Air Blank 10:56

OKDiagnostics Check 10:56

Data Download Date/Time: 04/13/2022 10:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:2403/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

15:48

Broward County SO

CANTAVE,MIKSON

01/31/2023

1273831

Pembroke Pines PD

TILLMAN,SHEILA,L

SAMUEL

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:34

0.000Air Blank 17:34

0.082Control Test 17:34

0.000Air Blank 17:35

# 1 0.243Subject Sample 17:38

1.812Breath Volume 17:38

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.226Subject Sample 17:42

1.625Breath Volume 17:42

0.000Air Blank 17:43

0.078Control Test 17:43

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 04/13/2022 10:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:3903/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:18

17:07

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

GILPIN,SCHELISA,

BOP LAYNEZ

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:42

0.081Control Test 17:42

0.000Air Blank 17:42

# 1 0.295Subject Sample 17:43

1.542Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.299Subject Sample 17:47

2.109Breath Volume 17:47

0.000Air Blank 17:48

0.079Control Test 17:48

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:2803/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:52

Homestead PD

GARCIA,CARLOS

11/21/2022

1237851

Homestead PD

GARCIA,NIVIA,M

MENJIVAR SANTAMARIA

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:29

# 1Subject Sample 23:30 Subject Test Refused

0.000Breath Volume 23:30

0.000Air Blank 23:30

0.081Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5803/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:06

Homestead PD

GUZMAN,E

11/21/2022

1237851

Homestead PD

GARCIA,NIVIA,M

NUNES SALAZAR

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.082Control Test 00:06

0.000Air Blank 00:06

# 1 0.064Subject Sample 00:08

1.300Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.067Subject Sample 00:11

1.679Breath Volume 00:11

0.000Air Blank 00:11

0.080Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:23

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

PEREZ,RAUL,

OCAMPO

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.082Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:5703/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:41

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

GILPIN,SCHELISA,

MENDOZA VELASQUEZ

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.081Control Test 23:13

0.000Air Blank 23:13

# 1Subject Sample 23:16 No Sample Provided

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:45:2203/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:05

13:35

Homestead PD

QUIROGA,DIEGO

11/21/2022

1237851

Homestead PD

QUIROGA,DIEGO,O

LOPEZ

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:36

0.000Air Blank 14:37

0.081Control Test 14:37

0.000Air Blank 14:38

# 1Subject Sample 14:41 No Sample Provided

0.000Breath Volume 14:41

0.000Air Blank 14:41

0.000Air Blank 14:43

# 2Subject Sample 14:43 Subject Test Refused

0.000Breath Volume 14:43

0.000Air Blank 14:44

0.081Control Test 14:44

0.000Air Blank 14:45

OKDiagnostics Check 14:45

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:0403/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:19

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

GILPIN,SCHELISA,

MENDEZ AGUILAR

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.082Control Test 23:52

0.000Air Blank 23:52

# 1Subject Sample 23:56 No Sample Provided

0.000Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2Subject Sample 23:58 Subject Test Refused

0.000Breath Volume 23:58

0.000Air Blank 23:59

0.082Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 00:00

Data Download Date/Time: 03/31/2022 15:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:2203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:22

Homestead PD

PEREZ,RAUL

11/21/2022

1237851

Homestead PD

PEREZ,RAUL,

LOPEZ RAMIREZ

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.082Control Test 22:56

0.000Air Blank 22:57

# 1 0.321Subject Sample 22:57

2.562Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.296Subject Sample 23:01

1.574Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:03

# 3 0.311Subject Sample 23:04

2.937Breath Volume 23:04

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 03/31/2022 15:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4703/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:46

Homestead PD

GILPIN,SCHELISA

11/21/2022

1237851

Homestead PD

ROCA,LUIS,C

MAQUIN-CUZ

02/26/2022

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:25 No Sample Provided

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2Subject Sample 01:28 Subject Test Refused

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.082Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 03/31/2022 15:25

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:5403/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

19:17

Broward County SO

LAUREDAN,HAROLD

01/31/2023

1273831

OTHER State

FRAZIER,ANAYA,S

NAJERA DEL VALLE

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.080Control Test 21:39

0.000Air Blank 21:39

# 1 0.212Subject Sample 21:40

2.898Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:42

# 2 0.213Subject Sample 21:43

2.789Breath Volume 21:43

0.000Air Blank 21:43

0.080Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 04/13/2022 12:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2403/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:47

Broward County SO

ARMSTRONG,BRITTANY

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

CATILUS

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

# 1 0.140Subject Sample 03:52

1.582Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.138Subject Sample 03:55

1.921Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/13/2022 12:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:3903/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:43

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

BROWN

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:37

0.000Air Blank 06:38

0.080Control Test 06:38

0.000Air Blank 06:39

# 1 0.176Subject Sample 06:40

1.660Breath Volume 06:40

0.000Air Blank 06:41

0.000Air Blank 06:43

# 2 0.165Subject Sample 06:43

1.203Breath Volume 06:43

0.000Air Blank 06:44

0.077Control Test 06:45

0.000Air Blank 06:45

OKDiagnostics Check 06:45

Data Download Date/Time: 04/13/2022 12:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:5003/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:44

Broward County SO

LUC,NORBENS

01/31/2023

1273831

OTHER State

FRAZIER,ANAYA,S

MINUTO

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:34

# 1 0.305Subject Sample 05:34

1.578Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.315Subject Sample 05:38

2.113Breath Volume 05:38

0.000Air Blank 05:38

0.080Control Test 05:39

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 04/13/2022 12:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5503/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:18

Broward County SO

SILVA,A

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

NIBBES VEGA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:07

# 1 0.000Subject Sample 23:09

1.554Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.000Subject Sample 23:13

1.378Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/13/2022 12:44

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:11:0803/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:23

06:38

Broward County SO

DEAN,ALEXIA

01/31/2023

1273831

Broward County SO

GRAY,SANDRA,

MCFARLANE

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:02

0.000Air Blank 08:02

0.081Control Test 08:02

0.000Air Blank 08:03

# 1 0.166Subject Sample 08:04

1.460Breath Volume 08:04

0.000Air Blank 08:05

0.000Air Blank 08:07

# 2 0.160Subject Sample 08:09

1.894Breath Volume 08:09

0.000Air Blank 08:10

0.079Control Test 08:10

0.000Air Blank 08:11

OKDiagnostics Check 08:11

Data Download Date/Time: 04/13/2022 12:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:5203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:18

Broward County SO

NIEVES,JUAN

01/31/2023

1273831

Margate PD

GUZMAN,JOSE,M

VIGIL-GUEVARA

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.161Subject Sample 23:22

1.480Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2 0.156Subject Sample 23:25

1.101Breath Volume 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 04/13/2022 12:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4103/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:17

Broward County SO

POPICK,SCOTT

01/31/2023

1273831

Broward County SO

ARMSTRONG,BRITTANY,

MORTIMER

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:25

# 1 0.207Subject Sample 02:26

2.386Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.206Subject Sample 02:29

2.675Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 04/13/2022 12:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3903/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:42

Broward County SO

ARMSTRONG,BRITTANY

01/31/2023

1273831

Broward County SO

TILLMAN,SHEILA,L

SAN JORGE RODRIGUEZ

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1 0.192Subject Sample 02:34

1.152Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.207Subject Sample 02:37

1.589Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/13/2022 12:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007434CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3603/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:04

Broward County SO

FACCINI,DAVID

01/31/2023

1273831

Broward County SO

FRAZIER,ANAYA,S

MONRONEY

03/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.081Control Test 00:55

0.000Air Blank 00:56

# 1 0.148Subject Sample 00:56

2.917Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.148Subject Sample 00:59

3.000Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 04/13/2022 12:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007440CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2603/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:58

FHP Troop C

WELLS,AUSTIN

03/05/2023

03521080A3

FHP Troop C

WELLS,AUSTIN,D

SPRIGGS

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1 0.274Subject Sample 03:20

2.914Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.284Subject Sample 03:23

2.812Breath Volume 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 03/22/2022 02:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007440CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0303/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:10

FHP Troop C

GALLOWAY,GRANT

03/05/2023

03521080A3

FHP Troop C

GALLOWAY,GRANT,D

JELLISON

02/16/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.078Control Test 02:58

0.000Air Blank 02:59

# 1 0.000Subject Sample 02:59

2.679Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.000Subject Sample 03:02

1.957Breath Volume 03:02

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:04

Data Download Date/Time: 03/22/2022 02:59

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007440CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2403/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:11

FHP Troop C

DOBOSIEWICZ,ANTHONY

03/05/2023

03521080A3

FHP Troop C

DOBOSIEWICZ,ANTHONY,N

LARRY

03/22/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1 0.075Subject Sample 03:58

1.605Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.071Subject Sample 04:01

1.640Breath Volume 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 04/29/2022 01:07

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0703/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:59

FHP Troop C

GONZALEZ,CHRISTOPHER

01/15/2025

402310313

FHP Troop C

SMITH,WILLIAM,T

ODER

03/22/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:06

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:07

0.081Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:08

Data Download Date/Time: 04/29/2022 01:04

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:5203/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:58

FHP Troop G

PATTERSON,KYLE

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

LOPEZ

03/14/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 00:11 Voltage/Current Test

0.000Air Blank 00:11

Data Download Date/Time: 04/08/2022 15:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4203/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:58

FHP Troop G

PATTERSON,KYLE

03/05/2023

03521080A3

FHP Troop G

PATTERSON,KYLE,Q

LOPEZ

03/14/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.135Subject Sample 00:16

1.957Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.124Subject Sample 00:19

1.468Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 04/08/2022 15:33

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:4803/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:57

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

ONEAL

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.081Control Test 21:18

0.000Air Blank 21:19

# 1 0.196Subject Sample 21:19

1.636Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2Subject Sample 21:25 No Sample Provided

0.000Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 3Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:28

0.081Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1103/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:26

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

ADAMS

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:48

# 1 0.100Subject Sample 01:49

1.816Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:51

# 2 0.095Subject Sample 01:52

1.359Breath Volume 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5403/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:14

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

BRITT

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

# 1 0.165Subject Sample 02:36

1.281Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:38

# 2 0.158Subject Sample 02:39

1.312Breath Volume 02:39

0.000Air Blank 02:39

0.078Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:2403/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:57

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

TAIF

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.082Control Test 20:18

0.000Air Blank 20:18

# 1 0.250Subject Sample 20:19

2.625Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:21

# 2 0.239Subject Sample 20:22

2.523Breath Volume 20:22

Air Blank 20:22 RFI Detect

0.000Air Blank 20:23

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1503/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:57

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

TAIF

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.078Control Test 20:25

0.000Air Blank 20:26

# 1 0.231Subject Sample 20:26

2.144Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.238Subject Sample 20:29

2.234Breath Volume 20:29

0.000Air Blank 20:30

0.080Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3203/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:17

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

POPPELL

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:38

0.000Air Blank 02:38

# 1 0.188Subject Sample 02:39

3.445Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:41

# 2 0.189Subject Sample 02:42

3.277Breath Volume 02:42

0.000Air Blank 02:43

0.076Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4003/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:55

FHP Troop H

ALLEN,JAMES

03/05/2023

03521080A3

FHP Troop H

ALLEN,JAMES,R

GONZALEZ-MALDONADO

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.082Control Test 01:16

0.000Air Blank 01:17

# 1 0.111Subject Sample 01:18

4.230Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.105Subject Sample 01:21

3.140Breath Volume 01:21

0.000Air Blank 01:22

0.078Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:3903/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:04

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

ERWIN

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:51

# 1 0.229Subject Sample 21:51

4.890Breath Volume 21:51

0.000Air Blank 21:52

Air Blank 21:53 RFI Detect

Air Blank 21:54 RFI Detect

0.000Air Blank 21:54

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:2603/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:04

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

ERWIN

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

# 1 0.237Subject Sample 22:01

4.410Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:03

# 2 0.218Subject Sample 22:04

3.964Breath Volume 22:04

0.000Air Blank 22:05

0.077Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1203/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:22

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

FRANKLIN

02/23/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.173Subject Sample 02:44

2.058Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.173Subject Sample 02:47

1.601Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:5703/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:52

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2023

03521080A3

FHP Troop H

MOSCHETTO,ANTHONY,C

SLAVENS

03/29/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:13

0.082Control Test 21:13

0.000Air Blank 21:14

# 1Subject Sample 21:16 Subject Test Refused

0.000Breath Volume 21:16

0.000Air Blank 21:16

0.079Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 04/07/2022 16:06

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1803/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:35

FHP Troop D

RIVERA,VICTOR

03/05/2023

03521080A3

FHP Troop D

RIVERA,VICTOR,J

BACHE MOLINA

02/10/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.193Subject Sample 04:09

2.605Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:11

# 2 0.199Subject Sample 04:12

1.261Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 03/10/2022 02:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1203/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:55

FHP Troop D

RIVERA,VICTOR

03/05/2023

03521080A3

FHP Troop D

RIVERA,VICTOR,J

BENCOSME GUZMAN

03/09/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.081Control Test 02:44

0.000Air Blank 02:44

# 1 0.097Subject Sample 02:45

1.140Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 2 0.091Subject Sample 02:49

3.007Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 04/21/2022 21:18

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007459CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5503/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:57

FHP Troop D

JEAN BAPTISTE,ALBENS

03/05/2023

03521080A3

FHP Troop D

JEAN BAPTISTE,ALBENS,

COHEN

03/09/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:46

0.000Air Blank 03:46

# 1 0.000Subject Sample 03:47

1.585Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.000Subject Sample 03:50

2.320Breath Volume 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 04/21/2022 21:18

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007465CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:5603/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:30

FHP Troop A

JUSTICE,JOSEPH

04/21/2024

1482048

FHP Troop A

LYNCH,CHAD,J

BOWDEN

03/18/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

# 1 0.115Subject Sample 23:08

2.589Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.118Subject Sample 23:11

2.453Breath Volume 23:11

0.000Air Blank 23:11

0.080Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 04/19/2022 12:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:0903/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:45

Panama City Beach PD

MOSS,ROBERT

03/28/2023

1303107

Panama City Beach PD

MOSS,ROBERT,R

BENISON

03/09/2022

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.197Subject Sample 22:12

1.382Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.189Subject Sample 22:16

2.296Breath Volume 22:16

0.000Air Blank 22:17

0.082Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 04/25/2022 14:48

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2403/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

00:07

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

SHEPHERD PEARSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:25

# 1Subject Sample 00:25 RFI Detect

0.316Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4903/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

00:07

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

SHEPHERD PEARSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

# 1 0.179Subject Sample 00:32

1.851Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.175Subject Sample 00:35

1.804Breath Volume 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2703/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

00:04

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

MILLER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

# 1Subject Sample 00:21 Subject Test Refused

0.000Breath Volume 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1003/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:39

Hillsborough Co SO

CLARK,IVAN

07/05/2023

13921080A2

Hillsborough Co SO

PALMER,BRYANT,B

PALMER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

# 1 0.142Subject Sample 00:47

1.699Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.137Subject Sample 00:51

3.101Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:36

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

MCGUIRE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:49

# 1 0.192Subject Sample 01:50

1.230Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.189Subject Sample 01:56 Volume Not Met

0.015Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 3 0.168Subject Sample 02:01 Volume Not Met

0.015Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1103/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:36

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

MCGUIRE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:10 RFI Detect

0.441Breath Volume 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2703/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:36

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

MCGUIRE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1Subject Sample 02:15 RFI Detect

0.312Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0803/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

04:11

Hillsborough Co SO

RENDON,DIEGO

07/05/2023

13921080A2

Hillsborough Co SO

RENDON,DIEGO,

CADIZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.077Control Test 04:22

0.000Air Blank 04:23

# 1 0.112Subject Sample 04:23

2.773Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.116Subject Sample 04:26

2.445Breath Volume 04:26

0.000Air Blank 04:27

0.082Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 04/19/2022 15:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4103/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:30

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

DE LEON GUTIERREZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1Subject Sample 02:59 RFI Detect

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 04/19/2022 15:39

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:4703/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:51

Hillsborough Co SO

JENKINS,ANTHONY

07/05/2023

13921080A2

Hillsborough Co SO

JENKINS,ANTHONY,L

JACKSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.079Control Test 04:08

0.000Air Blank 04:08

# 1 0.223Subject Sample 04:09

2.816Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.212Subject Sample 04:14

1.332Breath Volume 04:14

0.000Air Blank 04:14

0.081Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/19/2022 15:39

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007479CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2103/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:28

Hillsborough Co SO

RENDON,DIEGO

07/05/2023

13921080A2

Hillsborough Co SO

RENDON,DIEGO,

SALAMONE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.078Control Test 23:44

0.000Air Blank 23:44

# 1 0.194Subject Sample 23:45

1.285Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:47

# 2 0.198Subject Sample 23:48

1.128Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 04/19/2022 15:39

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:1003/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:25

Hillsborough Co SO

CLARK,IVAN

07/05/2023

13921080A2

Hillsborough Co SO

SIMPKINS,DANIEL,T

FAULCON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:47

# 1 0.187Subject Sample 23:48

1.976Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 2 0.190Subject Sample 23:51

2.359Breath Volume 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 04/19/2022 14:28

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007491CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2903/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:02

Orange City PD

BERNAL,ANTHONY

07/05/2023

13921080A2

Volusia County SO

RIVERA,JOSE,L

COLON

02/27/2022

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.079Control Test 23:24

0.000Air Blank 23:24

# 1 0.000Subject Sample 23:26

1.832Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.000Subject Sample 23:29

1.492Breath Volume 23:29

0.000Air Blank 23:29

0.078Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 03/13/2022 11:51

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007494CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:1803/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:15

FFWCC (West Palm)

ARBOGAST,JOSHUA

08/05/2023

15421080A1

FFWCC (West Palm)

ARBOGAST,JOSHUA,S

NOLASCO

03/04/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 20:50 Internal Printer Test

0.000Air Blank 20:51

Data Download Date/Time: 04/21/2022 12:56

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007494CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:3003/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:20

FFWCC (West Palm)

ARBOGAST,JOSHUA

08/05/2023

15421080A1

FFWCC (West Palm)

ARBOGAST,JOSHUA,S

NOLASCO

03/04/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:55

0.080Control Test 20:55

0.000Air Blank 20:55

# 1 0.230Subject Sample 20:56

1.347Breath Volume 20:56

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.232Subject Sample 20:59

1.714Breath Volume 20:59

0.000Air Blank 21:00

0.080Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 04/21/2022 13:01

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:1903/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:08

16:44

Okaloosa County SO

WILLIAMS,DANIEL

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,S

WEZEMAN

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:28

0.000Air Blank 17:29

0.078Control Test 17:29

0.000Air Blank 17:30

# 1 0.123Subject Sample 17:30

1.898Breath Volume 17:30

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.120Subject Sample 17:33

1.992Breath Volume 17:33

0.000Air Blank 17:34

0.078Control Test 17:34

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:16:3703/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:46

16:39

Okaloosa County SO

STINSON,ERIC

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,S

CUTSHALL

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:06

0.000Air Blank 17:06

0.075Control Test 17:07

0.000Air Blank 17:07

# 1Subject Sample 17:10 No Sample Provided

0.000Breath Volume 17:10

0.000Air Blank 17:11

0.000Air Blank 17:13

# 2Subject Sample 17:15 Subject Test Refused

0.000Breath Volume 17:15

0.000Air Blank 17:15

0.077Control Test 17:16

0.000Air Blank 17:16

OKDiagnostics Check 17:16

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:1703/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:32

17:02

Okaloosa County SO

WILLIAMS,DANIEL

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,

THOMPSON

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:54

0.073Control Test 17:54 Control Outside Tolerance

0.000Air Blank 17:55

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:58:5903/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:32

17:02

Okaloosa County SO

WILLIAMS,DANIEL

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,S

THOMPSON

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:57

0.000Air Blank 17:58

0.073Control Test 17:58 Control Outside Tolerance

0.000Air Blank 17:58

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:3303/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:32

17:02

Okaloosa County SO

WILLIAMS,DANIEL

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,S

THOMPSON

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:16

0.077Control Test 18:16

0.000Air Blank 18:17

# 1Subject Sample 18:20 No Sample Provided

0.000Breath Volume 18:20

0.000Air Blank 18:20

0.000Air Blank 18:22

# 2Subject Sample 18:23 Subject Test Refused

0.000Breath Volume 18:23

0.000Air Blank 18:23

0.076Control Test 18:23

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:5203/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:35

17:20

Okaloosa County SO

WILLIAMS,DANIEL

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,S

RITTMAN

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:55

0.000Air Blank 17:56

0.078Control Test 17:56

0.000Air Blank 17:57

# 1Subject Sample 18:00 No Sample Provided

0.000Breath Volume 18:00

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.178Subject Sample 18:03

1.101Breath Volume 18:03

0.000Air Blank 18:04

0.000Air Blank 18:05

# 3 0.175Subject Sample 18:06

2.503Breath Volume 18:06

0.000Air Blank 18:06

0.076Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007498CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:0403/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:34

17:21

Okaloosa County SO

STINSON,ERIC

08/05/2023

15421080A1

Okaloosa County SO

WILLIAMS,DANIEL,S

OCONNOR

03/02/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.077Control Test 17:54

0.000Air Blank 17:55

# 1Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:59

0.000Air Blank 18:01

# 2Subject Sample 18:01 Subject Test Refused

0.000Breath Volume 18:01

0.000Air Blank 18:02

0.078Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:03

Data Download Date/Time: 05/04/2022 11:24

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:43:1903/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:16

06:57

Highlands County SO

SALVADOR,ELDER

10/05/2022

22620080A3

Highlands County SO

CARTE,KYLE,M

HALL

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:36

0.000Air Blank 07:37

0.080Control Test 07:37

0.000Air Blank 07:38

# 1 0.000Subject Sample 07:38

3.359Breath Volume 07:38

0.000Air Blank 07:39

0.000Air Blank 07:41

# 2 0.000Subject Sample 07:41

2.472Breath Volume 07:41

0.000Air Blank 07:42

0.081Control Test 07:42

0.000Air Blank 07:43

OKDiagnostics Check 07:43

Data Download Date/Time: 03/23/2022 13:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:2603/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:22

Highlands County SO

CARRANZA,RUEBEN

10/05/2022

22620080A3

Highlands County SO

HINISH,BARRY,A

MARTINEZ

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.082Control Test 20:19

0.000Air Blank 20:19

# 1 0.222Subject Sample 20:20

1.449Breath Volume 20:20

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.205Subject Sample 20:25

2.054Breath Volume 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 03/23/2022 13:15

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2603/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:18

Highlands County SO

NEW,STEVEN

10/05/2022

22620080A3

Highlands County SO

LOTT,CALEB,E

BURCH

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.082Control Test 03:03

0.000Air Blank 03:03

# 1 0.094Subject Sample 03:06

1.433Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:08

# 2 0.095Subject Sample 03:09

1.628Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 03/23/2022 13:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:12:2503/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:40

08:40

Highlands County SO

LOTT,CALEB

10/05/2022

22620080A3

Highlands County SO

LOTT,CALEB,E

CRAM

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:06

0.000Air Blank 09:06

0.082Control Test 09:07

0.000Air Blank 09:07

# 1 0.000Subject Sample 09:08

3.320Breath Volume 09:08

0.000Air Blank 09:08

0.000Air Blank 09:10

# 2 0.000Subject Sample 09:11

3.437Breath Volume 09:11

0.000Air Blank 09:11

0.080Control Test 09:11

0.000Air Blank 09:12

OKDiagnostics Check 09:12

Data Download Date/Time: 03/23/2022 13:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:13:4203/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:40

11:40

Highlands County SO

LOTT,CALEB

10/05/2022

22620080A3

Highlands County SO

LOTT,CALEB,E

PUTERBAUGH

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:07

0.000Air Blank 12:07

0.082Control Test 12:07

0.000Air Blank 12:08

# 1 0.000Subject Sample 12:09

2.585Breath Volume 12:09

0.000Air Blank 12:09

0.000Air Blank 12:11

# 2 0.000Subject Sample 12:12

2.789Breath Volume 12:12

0.000Air Blank 12:12

0.080Control Test 12:13

0.000Air Blank 12:13

OKDiagnostics Check 12:13

Data Download Date/Time: 03/23/2022 13:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:1503/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

21:00

21:00

Highlands County SO

CARTE,KYLE

10/05/2022

22620080A3

Highlands County SO

CARTE,KYLE,M

FLOREZ

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.083Control Test 21:35

0.000Air Blank 21:36

# 1 0.000Subject Sample 21:36

2.031Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.000Subject Sample 21:39

2.207Breath Volume 21:39

0.000Air Blank 21:40

0.081Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 03/23/2022 13:16

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:5003/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

00:26

FHP Troop F

JABLONSKI,M

10/05/2022

22620080A3

FHP Troop F

HARRISON,DUSTIN,J

HERNANDEZ

03/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.082Control Test 02:41

0.000Air Blank 02:41

# 1 0.176Subject Sample 02:42

1.996Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.175Subject Sample 02:46

2.000Breath Volume 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/27/2022 07:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:4603/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

21:01

Highlands County SO

SALVADOR,S

10/05/2022

22620080A3

Highlands County SO

HARRISON,DUSTIN,J

POSADA

03/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.083Control Test 21:38

0.000Air Blank 21:39

# 1 0.178Subject Sample 21:39

1.375Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.179Subject Sample 21:43

1.695Breath Volume 21:43

0.000Air Blank 21:43

0.081Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 04/27/2022 07:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:1303/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

20:02

Highlands County SO

LETHBRIDGE,JAMES

10/05/2022

22620080A3

Highlands County SO

HINISH,BARRY,A

HUNE

03/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

# 1 0.168Subject Sample 00:25

1.632Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.162Subject Sample 00:28

1.675Breath Volume 00:28

0.000Air Blank 00:29

0.082Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 04/27/2022 07:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007505CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:1003/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:27

Highlands County SO

CARRANZA,E

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

CARABALLO

03/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:28

0.000Air Blank 19:29

0.081Control Test 19:29

0.000Air Blank 19:30

# 1 0.269Subject Sample 19:30

1.480Breath Volume 19:30

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.273Subject Sample 19:34

1.554Breath Volume 19:34

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 04/27/2022 07:38

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:1903/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

07:00

07:00

Highlands County SO

PECK,J

10/05/2022

22620080A3

Highlands County SO

PECK,JOHN,R

WESTERMAN

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:28

0.000Air Blank 07:28

0.080Control Test 07:29

0.000Air Blank 07:29

# 1 0.000Subject Sample 07:30

1.214Breath Volume 07:30

0.000Air Blank 07:31

0.000Air Blank 07:33

# 2 0.000Subject Sample 07:33

2.070Breath Volume 07:33

0.000Air Blank 07:34

0.079Control Test 07:34

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 03/23/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1903/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:42

Highlands County SO

GODINEZ,JORGE

10/05/2022

22620080A3

Highlands County SO

HINISH,BARRY,A

MCCALL

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 03/23/2022 13:11

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0403/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:52

Highlands County SO

SALVADOR,S

10/05/2022

22620080A3

Highlands County SO

HARRISON,DUSTIN,J

BEVINS

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

# 1Subject Sample 22:30 Subject Test Refused

0.000Breath Volume 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:32

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3403/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:17

Highlands County SO

SALVADOR,S

10/05/2022

22620080A3

Highlands County SO

HARRISON,DUSTIN,J

PUTERBAUGH

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.287Subject Sample 00:57

1.351Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.285Subject Sample 01:00

1.351Breath Volume 01:00

0.000Air Blank 01:01

0.072Control Test 01:01 Control Outside Tolerance

0.000Air Blank 01:02

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:0503/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:20

15:20

Highlands County SO

SMITH,SUSAN

10/05/2022

22620080A3

Highlands County SO

SMITH,SUSAN,

AVILES

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:40

0.000Air Blank 15:41

0.080Control Test 15:41

0.000Air Blank 15:42

# 1 0.000Subject Sample 15:42

2.023Breath Volume 15:42

0.000Air Blank 15:43

0.000Air Blank 15:45

# 2 0.000Subject Sample 15:45

1.679Breath Volume 15:45

0.000Air Blank 15:46

0.079Control Test 15:46

0.000Air Blank 15:46

OKDiagnostics Check 15:47

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2403/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:15

Highlands County SO

ROBLES,M

10/05/2022

22620080A3

Highlands County SO

MARLOW,ROYCE,B

WORTMAN

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.079Control Test 01:40

0.000Air Blank 01:40

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:07:1403/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:40

12:40

Highlands County SO

HOLMES,K

10/05/2022

22620080A3

Highlands County SO

HOLMES,K,L

MOFFETT

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:00

0.000Air Blank 13:01

0.079Control Test 13:01

0.000Air Blank 13:02

# 1 0.000Subject Sample 13:02

2.429Breath Volume 13:02

0.000Air Blank 13:03

0.000Air Blank 13:05

# 2 0.000Subject Sample 13:05

2.703Breath Volume 13:05

0.000Air Blank 13:06

0.080Control Test 13:06

0.000Air Blank 13:07

OKDiagnostics Check 13:07

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:1903/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

21:30

Highlands County SO

CARRANZA,RUEBEN

10/05/2022

22620080A3

Highlands County SO

HINISH,BARRY,A

HINES

02/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:03

# 1Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:5603/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:52

Highlands County SO

SALVADOR,ELDER

10/05/2022

22620080A3

Highlands County SO

SALVADOR,ELDER,

SPIRES

03/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:44

# 1 0.208Subject Sample 21:45

2.292Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.209Subject Sample 21:48

2.480Breath Volume 21:48

0.000Air Blank 21:48

0.073Control Test 21:49 Control Outside Tolerance

0.000Air Blank 21:49

Data Download Date/Time: 03/23/2022 13:12

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:1103/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

21:01

Highlands County SO

SALVADOR,S

10/05/2022

22620080A3

Highlands County SO

HARRISON,DUSTIN,J

POSADA

03/21/2022

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:33

0.081Control Test 21:33

0.000Air Blank 21:34

# 1 0.179Subject Sample 21:34

1.695Breath Volume 21:34

Air Blank 21:35 Purge Fail

0.000Air Blank 21:36

Data Download Date/Time: 04/27/2022 07:41

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4603/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:55

DeSoto County SO

NOWAK,JEDADIAH

10/05/2023

22521080A1

DeSoto County SO

DITTMAN,LAVERNE,T

CHAGNON

02/17/2022

8100.27

DESOTO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

# 1Subject Sample 03:34 Subject Test Refused

0.000Breath Volume 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/24/2022 11:36

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:3003/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:01

DeSoto County SO

HESS,MOLLY

10/05/2023

22521080A1

FHP Troop F

ORTIZ,ROBERTO,R

LONG

02/17/2022

8100.27

DESOTO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.079Control Test 20:57

0.000Air Blank 20:58

# 1 0.242Subject Sample 20:58

1.546Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.249Subject Sample 21:01

1.710Breath Volume 21:01

0.000Air Blank 21:02

0.077Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 03/24/2022 11:37

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3103/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:04

DeSoto County SO

BAKER,DUSTIN

10/05/2023

22521080A1

DeSoto County SO

DANIEL,KYLE,J

PALAFOX

03/24/2022

8100.27

DESOTO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:53

0.000Air Blank 03:53

# 1 0.000Subject Sample 03:54

2.570Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.000Subject Sample 03:57

1.394Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/30/2022 09:13

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:3203/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:52

St. John's County SO

HOWARD,J

01/05/2024

211543

St. John's County SO

HOWARD,J,G

SILVA

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:45

0.000Air Blank 16:45

0.077Control Test 16:45

0.000Air Blank 16:46

# 1 0.301Subject Sample 16:46

1.566Breath Volume 16:46

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.316Subject Sample 16:49

1.250Breath Volume 16:49

0.000Air Blank 16:50

0.076Control Test 16:50

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:4003/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

16:00

St. John's County SO

MCCANDLESS,MATTHEW

01/05/2024

211543

St. John's County SO

JAROUSSE,DANIELLE,

TROTTA

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:56

0.000Air Blank 16:56

0.078Control Test 16:56

0.000Air Blank 16:57

# 1 0.000Subject Sample 16:58

1.941Breath Volume 16:58

0.000Air Blank 16:58

0.000Air Blank 17:00

# 2 0.000Subject Sample 17:01

3.003Breath Volume 17:01

0.000Air Blank 17:01

0.078Control Test 17:02

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0303/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:52

St. John's County SO

JAROUSSE,DANIELLE

01/05/2024

211543

St. John's County SO

JAROUSSE,DANIELLE,\

HETMAN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.077Control Test 22:34

0.000Air Blank 22:35

# 1Subject Sample 22:35 Subject Test Refused

0.000Breath Volume 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:37

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2303/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

19:52

St. John's County SO

JAROUSSE,DANIELLE

01/05/2024

211543

St. John's County SO

JAROUSSE,DANIELLE,

HETMAN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.077Control Test 22:51

0.000Air Blank 22:51

# 1 0.152Subject Sample 22:54 Volume Not Met

0.531Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.216Subject Sample 22:58 No .020 agreement

2.027Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 3 0.179Subject Sample 23:02 No .020 agreement

1.355Breath Volume 23:02

0.000Air Blank 23:03

0.076Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:4403/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:58

St. John's County SO

REECE,STEPHEN

01/05/2024

211543

St. John's County SO

ELLIS,ALEXANDER,

MILTENBERGER

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.078Control Test 23:04

0.000Air Blank 23:04

# 1 0.040Subject Sample 23:05

4.957Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.048Subject Sample 23:08

4.882Breath Volume 23:08

0.000Air Blank 23:08

0.078Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:2203/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:55

St. John's County SO

COMBS,BRAD

01/05/2024

211543

St. John's County SO

ELLIS,ALEXANDER,

WILLIAMS

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1 0.222Subject Sample 00:42

1.656Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.222Subject Sample 00:45

2.113Breath Volume 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5803/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

03:04

St. John's County SO

ELLIS,ALEX

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

KRISHNAN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.078Control Test 03:12

0.000Air Blank 03:12

# 1 0.135Subject Sample 03:14

2.203Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.130Subject Sample 03:17

2.242Breath Volume 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:4203/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:20

FHP Troop G

LIMA,MICHAEL

01/05/2024

211543

FHP Troop G

LIMA,MICHAAEL,A

MARTINEZ

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.078Control Test 19:57

0.000Air Blank 19:58

# 1 0.193Subject Sample 19:59

3.105Breath Volume 19:59

0.000Air Blank 19:59

0.000Air Blank 20:01

# 2 0.195Subject Sample 20:02

2.726Breath Volume 20:02

0.000Air Blank 20:02

0.077Control Test 20:03

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:5803/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:48

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

STUCKEY

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.078Control Test 00:28

0.000Air Blank 00:28

# 1 0.076Subject Sample 00:31 Volume Not Met

0.066Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2Subject Sample 00:37 No Sample Provided

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.076Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0703/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

02:19

St. John's County SO

ELLIS,ALEXANDER

01/05/2024

211543

St. John's County SO

ELLIS,ALEXANDER,

RAGIN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.074Control Test 02:26 Control Outside Tolerance

0.000Air Blank 02:27

Data Download Date/Time: 04/04/2022 16:45

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2403/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

02:21

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

RAGIN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 02:28 Internal Printer Test

Air Blank 02:29 Ambient Fail

Data Download Date/Time: 04/04/2022 16:46

12 May 2022

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4403/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

02:21

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

RAGIN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

Air Blank 02:31 Ambient Fail

0.000Air Blank 02:31

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3703/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

02:21

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEXANDER,

RAGIN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

# 1 0.096Subject Sample 02:42 Volume Not Met

0.167Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2Subject Sample 02:45 RFI Detect

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:3603/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

20:51

St. John's County SO

ELLIS,ALEX

01/05/2024

211543

St. John's County SO

ELLIS,ALEXANDER,

WINN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.074Control Test 20:54 Control Outside Tolerance

Air Blank 20:54 Ambient Fail

Data Download Date/Time: 04/04/2022 16:46

12 May 2022

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:4603/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:51

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

WINN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

Air Blank 20:56 Ambient Fail

0.000Air Blank 20:56

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:4703/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

20:51

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

WINN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

Air Blank 20:58 Ambient Fail

0.000Air Blank 20:58

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:5503/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

20:52

St. John's County SO

ELLIS,A

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

WINN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:11

Air Blank 21:11 Ambient Fail

0.000Air Blank 21:12

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0603/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

01:17

St. John's County SO

REECE,STEPHEN

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

LINDERMAN

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

# 1 0.073Subject Sample 01:23

2.625Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.069Subject Sample 01:26

2.308Breath Volume 01:26

0.000Air Blank 01:27

0.077Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:2303/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

19:50

St. John's County SO

HOWARD,J

01/05/2024

211543

St. John's County SO

HOWARD,J,G

ROUPP

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.078Control Test 19:57

0.000Air Blank 19:57

# 1 0.000Subject Sample 19:58

1.757Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.000Subject Sample 20:00

1.906Breath Volume 20:00

0.000Air Blank 20:01

0.076Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:0003/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

20:10

St. John's County SO

ELLIS,ALEXANDER

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

DAVIS

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 20:17 Internal Printer Test

0.000Air Blank 20:18

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:3203/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

20:10

St. John's County SO

ELLIS,ALEX

01/05/2024

211543

St. John's County SO

ELLIS,ALEX,

DAVIS

02/23/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.078Control Test 20:20

0.000Air Blank 20:21

# 1 0.182Subject Sample 20:23

2.656Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.183Subject Sample 20:26

2.730Breath Volume 20:26

0.000Air Blank 20:27

0.077Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 04/04/2022 16:46

12 May 2022Printed:

COBRA ©1997-2014 CMI, Inc.


