
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:5504/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:24

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

CAVENDER

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:30

# 1 0.000Subject Sample 21:30

1.875Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.000Subject Sample 21:33

1.777Breath Volume 21:33

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 05/04/2022 19:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:05:5404/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:09

07:09

Palm Bay PD

RAMIREZ,B

11/05/2022

24620080A2

Palm Bay PD

MORGAN,D,

DEANGELIS

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:59

0.000Air Blank 07:59

0.080Control Test 08:00

0.000Air Blank 08:00

# 1 0.000Subject Sample 08:01

2.269Breath Volume 08:01

0.000Air Blank 08:02

0.000Air Blank 08:04

# 2 0.000Subject Sample 08:04

2.382Breath Volume 08:04

0.000Air Blank 08:04

0.079Control Test 08:05

0.000Air Blank 08:05

OKDiagnostics Check 08:05

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:5404/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:41

Palm Bay PD

BACKSTROM,B

11/05/2022

24620080A2

Palm Bay PD

FREY,ROBERT,P

FRAME

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.231Subject Sample 00:37

1.746Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:39

# 2 0.226Subject Sample 00:40

1.867Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:32:4704/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:41

Palm Bay PD

CASTRO,JUAN

11/05/2022

24620080A2

Palm Bay PD

HOLLCROFT,AMANDA,L

WALKER

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:28

0.000Air Blank 15:29

0.080Control Test 15:29

0.000Air Blank 15:29

# 1Subject Sample 15:32 Sequence Aborted

0.074Breath Volume 15:32

0.000Air Blank 15:32

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:0604/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:46

Palm Bay PD

LOGAN,JONATHAN

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

RODRIGUEZ ALEA

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

Air Blank 02:25 RFI Detect

0.000Air Blank 02:26

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:2204/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:37

Brevard County SO

NEILL,MICHAEL

11/05/2022

24620080A2

Brevard County SO

NEILL,MICHAEL,A

JONES

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.309Subject Sample 23:26

1.496Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.330Subject Sample 23:29

2.597Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 3 0.327Subject Sample 23:32

2.554Breath Volume 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:3804/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:59

16:58

Palm Bay PD

TRIMBOLI,MELANIE

11/05/2022

24620080A2

Palm Bay PD

TRIMBOLI,MELANIE,M

DE VINE

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:30

0.000Air Blank 17:30

0.081Control Test 17:31

0.000Air Blank 17:31

# 1 0.167Subject Sample 17:34 Volume Not Met

0.250Breath Volume 17:34

0.000Air Blank 17:35

0.000Air Blank 17:37

# 2 0.180Subject Sample 17:38

2.039Breath Volume 17:38

0.000Air Blank 17:39

0.000Air Blank 17:41

# 3 0.180Subject Sample 17:43

1.500Breath Volume 17:43

0.000Air Blank 17:43

0.079Control Test 17:44

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:0504/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:34

Palm Bay PD

CAMPBELL,TANEISHA

11/05/2022

24620080A2

Palm Bay PD

MCDONALD,COLE,M

MASCARELLI

03/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

# 1 0.000Subject Sample 21:03

1.468Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.000Subject Sample 21:06

1.566Breath Volume 21:06

0.000Air Blank 21:07

0.081Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 05/04/2022 19:11

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3304/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:33

Lee County SO

CAMPBELL,R

10/05/2023

22521080A1

Lee County SO

CHAPMAN,CORY,A

TILLMAN

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1 0.124Subject Sample 02:10

3.625Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.125Subject Sample 02:13

3.847Breath Volume 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/05/2022 09:48

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4404/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:58

FHP Troop F

LEMEN,LOGAN

10/05/2023

22521080A1

FHP Troop F

TORRES,JENNIFER,

CABRERA MORALES

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

# 1 0.325Subject Sample 01:09

2.000Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.304Subject Sample 01:12

2.285Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 3 0.311Subject Sample 01:15

2.640Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 04/05/2022 09:48

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1104/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

23:49

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

MENESES FLEITES

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.191Subject Sample 01:29

2.117Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.202Subject Sample 01:32

1.703Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/05/2022 09:48

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1004/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:19

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

HERNANDEZ

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.178Subject Sample 02:06

1.621Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.164Subject Sample 02:09

1.214Breath Volume 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 04/05/2022 09:49

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:5004/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

13:18

Lee County SO

WARD,J

10/05/2023

22521080A1

Lee County SO

SELLERS,BRANDON,J

PETERSON

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.080Control Test 17:32

0.000Air Blank 17:32

# 1 0.173Subject Sample 17:33

1.656Breath Volume 17:33

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.181Subject Sample 17:36

2.367Breath Volume 17:36

0.000Air Blank 17:36

0.080Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 04/05/2022 09:49

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3704/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:54

Lee County SO

SIDOTI,P

10/05/2023

22521080A1

Lee County SO

BROWN,E,A

LUKASIK

03/09/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1 0.218Subject Sample 03:32

1.917Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.193Subject Sample 03:35

1.304Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 3 0.196Subject Sample 03:37

1.636Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 04/05/2022 09:49

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:4304/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:21

Lee County SO

WILSON,Z

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

TREVINO

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

# 1 0.241Subject Sample 23:24

1.406Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.232Subject Sample 23:28

1.398Breath Volume 23:28

0.000Air Blank 23:28

0.079Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 05/23/2022 10:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:1704/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:23

Lee County SO

SEMIKLOSE,C

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

GNATKOWSKI

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1 0.197Subject Sample 00:45

2.289Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.203Subject Sample 00:48

3.058Breath Volume 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 05/23/2022 10:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3704/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:10

Lee County SO

PHILBIN,T

10/05/2023

22521080A1

Fort Myers PD

VANPELT,J,

GARCIA

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.176Subject Sample 04:01

1.195Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.165Subject Sample 04:03

1.867Breath Volume 04:03

0.000Air Blank 04:04

0.078Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 05/23/2022 10:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:5104/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:55

Lee County SO

BYRD,B

10/05/2023

22521080A1

Lee County SO

VANPELT,J,

RAHME

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

# 1Subject Sample 22:54 Subject Test Refused

0.000Breath Volume 22:54

0.000Air Blank 22:54

0.081Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:0804/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:46

19:08

Lee County SO

MILLER,J

10/05/2023

22521080A1

Lee County SO

MILLER,J,T

SALES AGUSTIN

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.081Control Test 20:11

0.000Air Blank 20:12

# 1 0.184Subject Sample 20:13

2.265Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.172Subject Sample 20:16

1.707Breath Volume 20:16

0.000Air Blank 20:17

0.077Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:09:2404/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:07

Lee County SO

WINCELOWICZ,LARRY

10/05/2023

22521080A1

Lee County SO

WINCELOWICZ,LARRY,R

ARTIGAS-VALDIVIESO

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:02

0.000Air Blank 07:02

0.080Control Test 07:03

0.000Air Blank 07:03

# 1 0.132Subject Sample 07:04

1.878Breath Volume 07:04

0.000Air Blank 07:05

0.000Air Blank 07:07

# 2 0.134Subject Sample 07:07

2.230Breath Volume 07:07

0.000Air Blank 07:08

0.079Control Test 07:08

0.000Air Blank 07:09

OKDiagnostics Check 07:09

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:4204/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

17:30

Fort Myers PD

SCHILLING,CHRISTOPHER

10/05/2023

22521080A1

Fort Myers PD

KING,JONATHAN,L

SNOW

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.116Subject Sample 22:30

1.796Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:32

# 2 0.106Subject Sample 22:34

1.902Breath Volume 22:34

0.000Air Blank 22:34

0.078Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:2604/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:10

Fort Myers PD

RODRIGUEZ,EDDIE

10/05/2023

22521080A1

Fort Myers PD

KING,JONATHAN,L

DEES

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.142Subject Sample 03:15

2.066Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.145Subject Sample 03:18

2.675Breath Volume 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:2904/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:21

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

SOCKO

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:28

0.000Air Blank 22:28

# 1Subject Sample 22:30 Subject Test Refused

0.000Breath Volume 22:30

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5204/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

19:17

Lee County SO

MILLER,J

10/05/2023

22521080A1

Lee County SO

MILLER,J,T

TURNER

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

# 1Subject Sample 22:48 Subject Test Refused

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:0504/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:30

Lee County SO

URAL,K

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

KOPFMANN

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:25

# 1 0.124Subject Sample 21:25

1.765Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.117Subject Sample 21:28

1.363Breath Volume 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:3504/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:00

Fort Myers PD

ZUNIGA,STEVENS

10/05/2023

22521080A1

Fort Myers PD

MORGAN,ROHAN,G

FERRER ABURTO

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:35

# 1 0.183Subject Sample 23:36

1.250Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.171Subject Sample 23:39

1.777Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:3604/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:46

Fort Myers PD

VILSAINT,NICKSON

10/05/2023

22521080A1

Fort Myers PD

MORGAN,ROHAN,G

SELLERS

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.081Control Test 18:43

0.000Air Blank 18:44

# 1 0.266Subject Sample 18:44

2.121Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.256Subject Sample 18:47

1.757Breath Volume 18:47

0.000Air Blank 18:48

0.080Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:2204/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:10

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

SOUTHARD

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

# 1 0.159Subject Sample 21:13

1.519Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.150Subject Sample 21:16

1.109Breath Volume 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5604/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:38

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

SAUNDERS

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.203Subject Sample 02:52

1.863Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.193Subject Sample 02:55

1.714Breath Volume 02:55

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5004/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:08

Lee County SO

HARGIS,KYLE

10/05/2023

22521080A1

Lee County SO

AVENDANO,JUAN,M

HERNANDEZ GARCIA

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.191Subject Sample 03:22

1.679Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.195Subject Sample 03:25

1.550Breath Volume 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:4204/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

20:42

Fort Myers PD

MOREY,KIMBERLY

10/05/2023

22521080A1

Fort Myers PD

KING,JONATHAN,L

LOREDO

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.000Subject Sample 22:42

3.121Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.000Subject Sample 22:45

2.187Breath Volume 22:45

0.000Air Blank 22:45

0.079Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:2104/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:26

Lee County SO

WILLIAMS,J

10/05/2023

22521080A1

Lee County SO

VANPELT,J,

DENGLER

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

# 1 0.238Subject Sample 23:20

1.410Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.235Subject Sample 23:23

1.855Breath Volume 23:23

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:0904/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:04

Lee County SO

BURLINGAME,N

10/05/2023

22521080A1

Lee County SO

BURLINGAME,N,

JONES

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.080Control Test 19:10

0.000Air Blank 19:10

# 1 0.139Subject Sample 19:11

1.917Breath Volume 19:11

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2Subject Sample 19:13 RFI Detect

0.000Breath Volume 19:13

0.000Air Blank 19:14

0.079Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:3904/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:04

Lee County SO

BURLINGAME,N

10/05/2023

22521080A1

Lee County SO

BURLINGAME,N,

JONES

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:23

# 1 0.131Subject Sample 19:23

1.742Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.126Subject Sample 19:27

1.449Breath Volume 19:27

0.000Air Blank 19:27

0.080Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4204/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:16

Lee County SO

BAIR,J

10/05/2023

22521080A1

FL Gulf Coast UPD

SELLERS,B,

VAN BIBBER

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.100Subject Sample 03:01

2.441Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.101Subject Sample 03:04

1.875Breath Volume 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2604/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:05

Lee County SO

HIDEG,J

10/05/2023

22521080A1

Lee County SO

SELLERS,B,

CARSON

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.148Subject Sample 04:09

3.128Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.146Subject Sample 04:12

3.316Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5804/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:20

Cape Coral PD

VIZI,SAM

10/05/2023

22521080A1

Cape Coral PD

FILLAK,MICHAEL,O

MISIC

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

# 1 0.047Subject Sample 04:06 Volume Not Met

0.085Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:08

# 2 0.047Subject Sample 04:11

1.507Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 3 0.043Subject Sample 04:15

2.187Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:11:0204/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:35

03:19

Fort Myers PD

CHAMI,A

10/05/2023

22521080A1

Lee County SO

JEAN-PAUL,M,

PASCUAL

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:04

0.000Air Blank 07:04

0.080Control Test 07:04

0.000Air Blank 07:05

# 1 0.137Subject Sample 07:05

1.550Breath Volume 07:05

0.000Air Blank 07:06

0.000Air Blank 07:08

# 2 0.145Subject Sample 07:09

3.246Breath Volume 07:09

0.000Air Blank 07:10

0.080Control Test 07:10

0.000Air Blank 07:10

OKDiagnostics Check 07:11

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2604/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:18

Lee County SO

ALEJO,T

10/05/2023

22521080A1

Lee County SO

VANPELT,J,

RODRIGUEZ

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.000Subject Sample 02:03

1.613Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.000Subject Sample 02:07

1.609Breath Volume 02:07

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1704/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:39

Lee County SO

SMITH,T

10/05/2023

22521080A1

Fort Myers PD

SELLERS,B,

TRENT

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.175Subject Sample 03:44

4.523Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.171Subject Sample 03:47

5.222Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:4504/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:59

Lee County SO

SOTO,M

10/05/2023

22521080A1

Lee County SO

SOTO,M,

HERNANDEZ RAMIREZ

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.080Control Test 20:35

0.000Air Blank 20:36

# 1 0.156Subject Sample 20:36

3.191Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:38

# 2 0.153Subject Sample 20:39

2.136Breath Volume 20:39

0.000Air Blank 20:40

0.080Control Test 20:40

Air Blank 20:40 RFI Detect

Air Blank 20:40 RFI Detect

Data Download Date/Time: 05/23/2022 10:06

15 June 2022

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:0104/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:59

Lee County SO

SOTO,M

10/05/2023

22521080A1

Lee County SO

SOTO,M,

HERNANDEZ RAMIREZ

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:45

# 1 0.146Subject Sample 20:46

1.929Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:48

# 2 0.156Subject Sample 20:49

2.507Breath Volume 20:49

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:51

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:1004/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

18:51

Lee County SO

LIGHTFOOT,W

10/05/2023

22521080A1

Fort Myers PD

SELLERS,B,

ROSAS

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

# 1Subject Sample 21:16 Subject Test Refused

0.000Breath Volume 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:1404/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:42

Lee County SO

HARDENFELDER,G

10/05/2023

22521080A1

Lee County SO

BROWN,EARTHEN,A

HUFF

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

# 1 0.240Subject Sample 00:51

1.550Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.183Subject Sample 00:54

1.652Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 3 0.165Subject Sample 00:57

1.492Breath Volume 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:20:2204/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:46

11:32

Lee County SO

PAHLKE,M

10/05/2023

22521080A1

Lee County SO

PAHLKE,M,

KENNISON

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:13

0.000Air Blank 13:14

0.080Control Test 13:14

0.000Air Blank 13:14

# 1 0.000Subject Sample 13:15

1.671Breath Volume 13:15

0.000Air Blank 13:16

0.000Air Blank 13:18

# 2 0.000Subject Sample 13:18

2.039Breath Volume 13:18

0.000Air Blank 13:19

0.080Control Test 13:19

0.000Air Blank 13:20

OKDiagnostics Check 13:20

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5904/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:50

Fort Myers PD

SCHAEFER,ALLISON

10/05/2023

22521080A1

Fort Myers PD

MORGAN,ROHAN,G

GONZALEZ SEBASTIAN

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.080Control Test 02:09

0.000Air Blank 02:09

# 1 0.156Subject Sample 02:10

2.144Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.154Subject Sample 02:13

2.257Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:3504/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:09

Cape Coral PD

KROLCZYK,C

10/05/2023

22521080A1

Fort Myers PD

NEWTON,JENNA,L

COLEMAN

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

# 1 0.029Subject Sample 04:48

2.132Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.026Subject Sample 04:51

1.484Breath Volume 04:51

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:4404/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:27

Cape Coral PD

MAGOON,ALEXANDER

10/05/2023

22521080A1

Sanibel PD

MADURO,VICTOR,A

SHAH

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:35

0.000Air Blank 01:35

# 1 0.231Subject Sample 01:36

3.769Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.231Subject Sample 01:39

3.320Breath Volume 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:4704/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:31

14:40

Lee County SO

JAEHN,J

10/05/2023

22521080A1

Fort Myers PD

CHAPMAN,CORY,A

RICE

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.081Control Test 18:34

0.000Air Blank 18:34

# 1 0.000Subject Sample 18:35

4.097Breath Volume 18:35

0.000Air Blank 18:35

0.000Air Blank 18:37

# 2 0.000Subject Sample 18:38

3.980Breath Volume 18:38

0.000Air Blank 18:38

0.080Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3504/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:02

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

JOHNSON

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1 0.091Subject Sample 22:19

1.371Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.088Subject Sample 22:22

1.144Breath Volume 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 05/23/2022 10:06

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2004/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:01

Lee County SO

NORWOOD,JONATHAN

10/05/2023

22521080A1

Lee County SO

AVENDANO,JUAN,M

BATISTA VELOZ

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

# 1 0.209Subject Sample 02:14

4.167Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:16

# 2 0.210Subject Sample 02:17

4.195Breath Volume 02:17

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 05/23/2022 10:07

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3704/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:56

Lee County SO

LINK,CHRIS

10/05/2023

22521080A1

Lee County SO

LINK,CHRIS,D

CURTI

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:38

# 1 0.185Subject Sample 03:39

1.468Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:41

# 2 0.193Subject Sample 03:42

1.691Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 05/23/2022 10:07

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:4604/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

13:54

FHP Troop F

SCHIERA,FERNANDO

10/05/2023

22521080A1

FHP Troop F

SCHIERA,FERNANDO,

NICHOLAS

04/05/2022

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:37

0.000Air Blank 17:37

0.081Control Test 17:38

0.000Air Blank 17:38

# 1 0.219Subject Sample 17:39

1.273Breath Volume 17:39

0.000Air Blank 17:40

0.000Air Blank 17:42

# 2 0.223Subject Sample 17:43

1.367Breath Volume 17:43

0.000Air Blank 17:43

0.079Control Test 17:44

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 05/23/2022 10:07

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0304/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:19

SOUTH MIAMI PD

ORBETA,JORGE

06/10/2024

1506449

SOUTH MIAMI PD

ORBETA,JORGE,

DOMINGUEZ

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 05/27/2022 15:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:4804/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:12

SOUTH MIAMI PD

ORBETA,JORGE

06/10/2024

1506449

SOUTH MIAMI PD

ORBETA,JORGE,

RUIZ DAVILA

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:37

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 05/27/2022 15:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2904/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:10

SOUTH MIAMI PD

ORBETA,JORGE

06/10/2024

1506449

SOUTH MIAMI PD

ORBETA,JORGE,

CHAHWAN

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1 0.217Subject Sample 03:42

1.453Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.211Subject Sample 03:48

1.703Breath Volume 03:48

Air Blank 03:49 Purge Fail

0.000Air Blank 03:49

Data Download Date/Time: 05/27/2022 15:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4604/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:15

SOUTH MIAMI PD

ORBETA,JORGE

06/10/2024

1506449

SOUTH MIAMI PD

ORBETA,JORGE,

CARMEMATES AGUILAR

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

# 1Subject Sample 01:06 No Sample Provided

0.000Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 05/27/2022 15:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:53:4504/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

05:56

CORAL GABLES PD

PINO,ALEJANDRO

06/10/2024

1506449

CORAL GABLES PD

JAMES,ALEXIA,S

HERNANDEZ ROMERO

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:50

0.000Air Blank 06:51

0.081Control Test 06:51

0.000Air Blank 06:52

# 1Subject Sample 06:52 Subject Test Refused

0.000Breath Volume 06:52

0.000Air Blank 06:52

0.080Control Test 06:53

0.000Air Blank 06:53

OKDiagnostics Check 06:53

Data Download Date/Time: 05/27/2022 15:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:0904/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:22

SOUTH MIAMI PD

ORBETA,JORGE

06/10/2024

1506449

SOUTH MIAMI PD

ORBETA,JORGE,

CAMJI

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.080Control Test 05:51

0.000Air Blank 05:52

# 1Subject Sample 05:52 Subject Test Refused

0.000Breath Volume 05:52

0.000Air Blank 05:53

0.080Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 05/27/2022 15:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0304/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:25

SOUTH MIAMI PD

ORBETA,JORGE

06/10/2024

1506449

SOUTH MIAMI PD

ORBETA,JORGE,

SINGH

03/28/2022

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

# 1Subject Sample 03:00 No Sample Provided

0.000Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.193Subject Sample 03:03

1.804Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 3 0.179Subject Sample 03:07

1.421Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 05/27/2022 15:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0704/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:42

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MONTICOLO

03/31/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:28

# 1 0.000Subject Sample 02:29

4.320Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.000Subject Sample 02:32

3.750Breath Volume 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/02/2022 04:32

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3304/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:07

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

BARASA

03/31/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.192Subject Sample 03:43

1.539Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.205Subject Sample 03:46

1.761Breath Volume 03:46

0.000Air Blank 03:47

0.073Control Test 03:47 Control Outside Tolerance

0.000Air Blank 03:48

Data Download Date/Time: 04/02/2022 04:32

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2004/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:07

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

BARASA

03/31/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:52

# 1 0.208Subject Sample 03:53

2.031Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:55

# 2 0.195Subject Sample 03:56

1.941Breath Volume 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/02/2022 04:32

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:4704/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

20:22

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

MAKKAR

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.078Control Test 20:26

0.000Air Blank 20:26

# 1 0.347Subject Sample 20:27

2.355Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.347Subject Sample 20:30

2.699Breath Volume 20:30

0.000Air Blank 20:30

0.077Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 05/26/2022 00:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3704/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:49

Clearwater PD

BUIS,JUSTIN

03/05/2024

35521080A2

Clearwater PD

BUIS,JUSTIN,

MARCHAND

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1Subject Sample 01:41 No Sample Provided

0.000Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2Subject Sample 01:47 No Sample Provided

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:0204/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:43

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

ROSA

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:41

# 1 0.070Subject Sample 03:41

2.511Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:43

# 2 0.066Subject Sample 03:44

2.691Breath Volume 03:44

0.000Air Blank 03:45

0.076Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:46

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1504/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:36

Clearwater PD

BUIS,JUSTIN

03/05/2024

35521080A2

Clearwater PD

BUIS,JUSTIN,M

SMITH

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.077Control Test 03:58

0.000Air Blank 03:58

# 1 0.211Subject Sample 03:59

2.007Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:01

# 2 0.209Subject Sample 04:02

1.261Breath Volume 04:02

0.000Air Blank 04:03

0.077Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:1704/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:17

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

KLINGHAMMER

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:42

# 1 0.083Subject Sample 20:42

2.304Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.080Subject Sample 20:45

1.527Breath Volume 20:45

0.000Air Blank 20:46

0.078Control Test 20:46

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3504/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:24

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

RIOS

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.079Control Test 23:01

0.000Air Blank 23:01

# 1 0.116Subject Sample 23:02

2.250Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.115Subject Sample 23:05

2.628Breath Volume 23:05

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5204/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:54

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

SCAGLIA

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

# 1 0.009Subject Sample 01:01

2.406Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.000Subject Sample 01:04

2.636Breath Volume 01:04

0.000Air Blank 01:04

0.077Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:5404/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:34

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

FOX

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.080Control Test 20:56

0.000Air Blank 20:56

# 1Subject Sample 20:59 No Sample Provided

0.000Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2Subject Sample 21:05 No Sample Provided

0.000Breath Volume 21:05

0.000Air Blank 21:05

0.079Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 05/26/2022 00:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3604/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:48

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

NEGERSMITH,DANIEL,M

BRAUNDMEIER

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 2Subject Sample 23:57 No Sample Provided

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1Subject Sample 00:03 No Sample Provided

0.000Breath Volume 00:03

0.000Air Blank 00:03

0.079Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:5204/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:30

Clearwater PD

LASCKO,J

03/05/2024

35521080A2

Clearwater PD

LASCKO,J,

COSTANZO

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

# 1 0.000Subject Sample 01:31

2.140Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.000Subject Sample 01:34

2.375Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:2904/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:32

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

CLARK

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

# 1 0.205Subject Sample 22:06

2.292Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:08

# 2 0.202Subject Sample 22:09

2.636Breath Volume 22:09

0.000Air Blank 22:10

0.078Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:2104/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:55

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

CLARK

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.079Control Test 01:28

0.000Air Blank 01:28

# 1 0.076Subject Sample 01:30

1.335Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.069Subject Sample 01:33

1.390Breath Volume 01:33

0.000Air Blank 01:34

0.077Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:1204/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:17

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

SANABRIA-DIAZ

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

# 1 0.247Subject Sample 04:52

2.867Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.243Subject Sample 04:55

3.527Breath Volume 04:55

0.000Air Blank 04:56

0.078Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:3604/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:26

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

SCHMIDT

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:52

0.000Air Blank 19:52

# 1 0.000Subject Sample 19:53

3.437Breath Volume 19:53

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.000Subject Sample 19:56

2.835Breath Volume 19:56

0.000Air Blank 19:56

0.077Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:5504/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:16

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MEJIA

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

# 1 0.179Subject Sample 02:55

2.011Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.186Subject Sample 02:58

2.285Breath Volume 02:58

0.000Air Blank 02:59

0.076Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:1404/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:41

Clearwater PD

KARNES,B

03/05/2024

35521080A2

Clearwater PD

KARNES,B,J

SPRAGUE

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:49

# 1Subject Sample 22:52 No Sample Provided

0.000Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2Subject Sample 22:57 No Sample Provided

0.000Breath Volume 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:1104/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:54

Clearwater PD

NEGERSMITH,DANIEL

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

PETIQUE

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.078Control Test 23:59

0.000Air Blank 23:59

# 1 0.000Subject Sample 00:00

1.203Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.000Subject Sample 00:04

3.046Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5904/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:25

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

COCKERELL

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

# 1 0.147Subject Sample 00:48

1.496Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.139Subject Sample 00:52

1.546Breath Volume 00:52

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 05/26/2022 00:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4504/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:12

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

HARVEY

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.214Subject Sample 02:41

1.816Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.193Subject Sample 02:45

1.125Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 3 0.202Subject Sample 02:48

1.925Breath Volume 02:48

0.000Air Blank 02:48

0.073Control Test 02:49 Control Outside Tolerance

0.000Air Blank 02:49

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5404/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:12

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

HARVEY

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.077Control Test 02:52

0.000Air Blank 02:53

# 1 0.208Subject Sample 02:54

1.804Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.199Subject Sample 02:57

1.726Breath Volume 02:57

0.000Air Blank 02:57

0.077Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2504/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:08

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

JENSEN

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.165Subject Sample 03:52

2.894Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.146Subject Sample 03:55

1.472Breath Volume 03:55

0.000Air Blank 03:56

0.075Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:0104/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

04:58

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

FERNANDEZ

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.079Control Test 05:28

0.000Air Blank 05:29

# 1 0.062Subject Sample 05:30

1.937Breath Volume 05:30

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.062Subject Sample 05:34

1.886Breath Volume 05:34

0.000Air Blank 05:35

0.078Control Test 05:35

0.000Air Blank 05:35

OKDiagnostics Check 05:36

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:3604/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

18:02

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

JOHN

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:45

0.079Control Test 18:45

0.000Air Blank 18:45

# 1 0.147Subject Sample 18:47

3.695Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.128Subject Sample 18:50

1.742Breath Volume 18:50

0.000Air Blank 18:50

0.078Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:3004/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:40

Clearwater PD

WOODIE,L

03/05/2024

35521080A2

Clearwater PD

WOODIE,L,

DESALVO

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:09

# 1 0.151Subject Sample 00:10

3.867Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.153Subject Sample 00:13

4.101Breath Volume 00:13

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:0804/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:19

Clearwater PD

CURCIO,ANTHONY

03/05/2024

35521080A2

Clearwater PD

REED,CHAD,R

ROSAL

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.079Control Test 05:01

0.000Air Blank 05:01

# 1 0.150Subject Sample 05:02

1.898Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.141Subject Sample 05:05

1.367Breath Volume 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:27:2204/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

10:49

Clearwater PD

STIERS,S

03/05/2024

35521080A2

Clearwater PD

STIERS,S,T

SCHNEIBNER

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:20

0.000Air Blank 11:20

0.079Control Test 11:21

0.000Air Blank 11:21

# 1 0.000Subject Sample 11:22

1.210Breath Volume 11:22

0.000Air Blank 11:22

0.000Air Blank 11:24

# 2 0.000Subject Sample 11:25

2.390Breath Volume 11:25

0.000Air Blank 11:26

0.077Control Test 11:26

0.000Air Blank 11:27

OKDiagnostics Check 11:27

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2304/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:01

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

VUKICH

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

# 1 0.168Subject Sample 01:32

2.269Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.168Subject Sample 01:35

1.683Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:3204/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:09

14:40

Clearwater PD

MILLER,CHRISTOPHER

03/05/2024

35521080A2

Clearwater PD

MILLER,CHRISTOPHER,T

BRUNETTO

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:29

0.000Air Blank 16:30

0.079Control Test 16:30

0.000Air Blank 16:31

# 1 0.311Subject Sample 16:31

2.421Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:34

# 2 0.305Subject Sample 16:34

1.218Breath Volume 16:34

0.000Air Blank 16:35

0.077Control Test 16:35

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:4404/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:31

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

MACK

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:16

# 1 0.174Subject Sample 22:17

1.500Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.167Subject Sample 22:21

2.421Breath Volume 22:21

0.000Air Blank 22:21

0.079Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0304/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

22:56

Clearwater PD

GILES,HENRY

03/05/2024

35521080A2

Clearwater PD

GILES,HENRY,G

MANN

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.079Control Test 23:03

0.000Air Blank 23:03

# 1 0.084Subject Sample 23:05

1.914Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.079Subject Sample 23:08

1.871Breath Volume 23:08

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:10

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:0404/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:00

Clearwater PD

GONZALES,PAUL

03/05/2024

35521080A2

Clearwater PD

GONZALES,PAUL,S

HAMILTON

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:58

3.261Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:01

3.421Breath Volume 00:01

0.000Air Blank 00:02

0.077Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:03

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:2004/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:48

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

WILLIAMS

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.207Subject Sample 03:30

1.777Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.204Subject Sample 03:33

1.445Breath Volume 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 05/26/2022 00:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:43:4304/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

07:03

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

HUAPIILA

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:35

0.000Air Blank 07:36

0.079Control Test 07:36

0.000Air Blank 07:36

# 1 0.213Subject Sample 07:38

1.742Breath Volume 07:38

0.000Air Blank 07:39

0.000Air Blank 07:40

# 2 0.216Subject Sample 07:42

2.218Breath Volume 07:42

0.000Air Blank 07:42

0.078Control Test 07:43

0.000Air Blank 07:43

OKDiagnostics Check 07:43

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:2704/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

20:16

Clearwater PD

REID,J

03/05/2024

35521080A2

Clearwater PD

WOODIE,OFC,L

JEROME

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.079Control Test 20:50

0.000Air Blank 20:50

# 1Subject Sample 20:51 Subject Test Refused

0.000Breath Volume 20:51

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:1204/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

20:16

Clearwater PD

REID,J

03/05/2024

35521080A2

Clearwater PD

WOODIE,OFC,L

JEROME

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:55

0.079Control Test 20:55

0.000Air Blank 20:55

# 1 0.126Subject Sample 20:56

2.835Breath Volume 20:56

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.116Subject Sample 20:59

1.390Breath Volume 20:59

0.000Air Blank 21:00

0.077Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1504/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:38

Clearwater PD

HURT,JONATHAN

03/05/2024

35521080A2

Clearwater PD

HURT,JONATHAN,R

AZUAJE RODRIGUEZ

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.079Control Test 22:00

0.000Air Blank 22:00

# 1 0.203Subject Sample 22:01

3.734Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:03

# 2 0.207Subject Sample 22:04

3.695Breath Volume 22:04

0.000Air Blank 22:05

0.078Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3904/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:47

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

FLORES

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1 0.045Subject Sample 04:18

1.207Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.039Subject Sample 04:21

2.167Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:0804/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:43

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

ROSA

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.078Control Test 01:16

0.000Air Blank 01:16

# 1 0.070Subject Sample 01:17

1.433Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2 0.071Subject Sample 01:20

2.015Breath Volume 01:20

0.000Air Blank 01:21

0.077Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1004/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:49

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

WEBER

04/02/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:20 No Sample Provided

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2Subject Sample 03:24 Subject Test Refused

0.000Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 05/26/2022 00:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4004/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:08

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

220213

FHP Troop F

LEDFORD,TAYLOR,M

THOMPSON

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

# 1 0.202Subject Sample 03:01

2.085Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.221Subject Sample 03:05

2.773Breath Volume 03:05

0.000Air Blank 03:05

0.078Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:0504/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

12:25

FHP Troop F

LOGAN,ZACHARY

02/10/2025

220213

FHP Troop F

LOGAN,ZACHARY,S

CASTRO AVELLANEDA

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

# 1 0.079Subject Sample 03:14

2.101Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.074Subject Sample 03:17

1.386Breath Volume 03:17

0.000Air Blank 03:18

0.077Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:2104/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:06

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

220213

FHP Troop F

LEDFORD,TAYLOR,M

DE JESUS SALAZAR

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

# 1Subject Sample 21:01 Slope Not Met

0.769Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:2004/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:06

FHP Troop F

LEDFORD,TAYLOR

02/10/2025

220213

FHP Troop F

LEDFORD,TAYLOR,M

DE JESUS SALAZAR

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:06

# 1 0.218Subject Sample 21:07

1.500Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.214Subject Sample 21:10

1.742Breath Volume 21:10

0.000Air Blank 21:11

0.078Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:0004/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

23:55

Bradenton PD

OSTERTAG,SHELBY

02/10/2025

220213

Bradenton PD

OSTERTAG,SHELBY,R

SANCHEZ

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:34

0.000Air Blank 01:34

# 1 0.190Subject Sample 01:35

2.175Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.186Subject Sample 01:38

2.570Breath Volume 01:38

0.000Air Blank 01:39

0.078Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:40

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:38:0404/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

06:42

FHP Troop F

JIMENEZ,WILLIAM

02/10/2025

220213

FHP Troop F

JIMENEZ,WILLIAM,

CORNWALL

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:30

0.000Air Blank 08:31

0.080Control Test 08:31

0.000Air Blank 08:32

# 1 0.138Subject Sample 08:32

1.660Breath Volume 08:32

0.000Air Blank 08:33

0.000Air Blank 08:35

# 2 0.132Subject Sample 08:36

2.433Breath Volume 08:36

0.000Air Blank 08:37

0.078Control Test 08:37

0.000Air Blank 08:37

OKDiagnostics Check 08:38

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1004/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:53

Bradenton PD

GATES,BRIAN

02/10/2025

220213

Bradenton PD

RODRIGUEZ,ANTHONY,L

DIMAS

03/14/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1 0.199Subject Sample 00:48

1.222Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.205Subject Sample 00:52

1.437Breath Volume 00:52

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 04/11/2022 14:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0904/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:09

Manatee County SO

BARRETT,CODY

02/10/2025

220213

Manatee County SO

TERRERO,FRAICOR,

CLARK

04/11/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:38

# 1 0.065Subject Sample 00:39

1.304Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.063Subject Sample 00:42

2.781Breath Volume 00:42

Air Blank 00:42 RFI Detect

Air Blank 00:43 RFI Detect

Data Download Date/Time: 05/10/2022 10:22

15 June 2022

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3304/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:47

Manatee County SO

NOVAK,CHRISTOPHER

02/10/2025

220213

Manatee County SO

TERRERO,FRAICOR,

VELASQUEZ

04/11/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.124Subject Sample 22:12

2.398Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:14

# 2 0.133Subject Sample 22:15

2.062Breath Volume 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 05/10/2022 10:22

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2404/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:20

Manatee County SO

BARRETT,CODY

02/10/2025

220213

Manatee County SO

TERRERO,FRAICOR,

ORTIZ-ROLON

04/11/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.149Subject Sample 02:42

1.285Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.153Subject Sample 02:45

2.097Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 05/10/2022 10:22

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1204/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:51

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

JONES

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.209Subject Sample 02:50

2.335Breath Volume 02:50

0.000Air Blank 02:51

Air Blank 02:52 RFI Detect

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 04/29/2022 16:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3304/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:56

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

JONES

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.203Subject Sample 02:59

2.222Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.198Subject Sample 03:02

2.328Breath Volume 03:02

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 04/29/2022 16:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002097CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:52:5204/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

06:20

05:30

NAS Jacksonville PD

JUSINO,LUIS

05/05/2023

08121080A2

NAS Jacksonville PD

JUSINO,LUIS,H

MOODY

03/22/2022

8100.27

NAS JACKSONVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:46

0.000Air Blank 06:47

0.079Control Test 06:47

0.000Air Blank 06:48

# 1 0.231Subject Sample 06:48

2.132Breath Volume 06:48

0.000Air Blank 06:49

0.000Air Blank 06:51

# 2 0.235Subject Sample 06:51

2.480Breath Volume 06:51

0.000Air Blank 06:51

0.079Control Test 06:52

0.000Air Blank 06:52

OKDiagnostics Check 06:52

Data Download Date/Time: 04/18/2022 12:47

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:5604/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:36

New Smyrna Beach PD

JENKINS,ANDRE

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

WHITE

03/13/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.079Control Test 21:19

0.000Air Blank 21:19

# 1 0.264Subject Sample 21:20

1.140Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.273Subject Sample 21:24

1.375Breath Volume 21:24

0.000Air Blank 21:25

0.078Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 04/19/2022 10:23

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1104/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:38

New Smyrna Beach PD

SMITH,DESTINY

01/05/2024

33321080A2

New Smyrna Beach PD

HELMS,WILLIAM,A

SORIANO

03/13/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.080Control Test 04:37

0.000Air Blank 04:38

# 1 0.118Subject Sample 04:38

1.570Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.112Subject Sample 04:41

1.546Breath Volume 04:41

0.000Air Blank 04:42

0.078Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 04/19/2022 10:23

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3104/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:12

MIAMI BEACH PD

BROWN-
ROSQUETE,STEPHANNE

10/31/2022

1224982

MIAMI BEACH PD

BROWN-
ROSQUETE,STEPHANNE,J

LOGAN

03/10/2022

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

# 2 0.181Subject Sample 23:59

1.335Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.173Subject Sample 00:03

1.199Breath Volume 00:03

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 04/28/2022 13:37

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:4704/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

02:05

Tallahassee PD

ROY,GARY

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

ALLEN

03/15/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.078Control Test 02:15

0.000Air Blank 02:15

# 1 0.119Subject Sample 02:16

3.574Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.117Subject Sample 02:19

3.523Breath Volume 02:19

0.000Air Blank 02:19

0.078Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 04/26/2022 14:33

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:0004/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:14

Tallahassee PD

ROY,GARY

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

GREENE

03/15/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.172Subject Sample 02:30

1.226Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.178Subject Sample 02:34

1.304Breath Volume 02:34

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:36

Data Download Date/Time: 04/26/2022 14:33

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:5504/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

17:20

Tallahassee PD

ROY,GARY

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

MILLS

03/15/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:32

0.080Control Test 17:32

0.000Air Blank 17:33

# 1 0.012Subject Sample 17:33

3.597Breath Volume 17:33

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.011Subject Sample 17:36

3.382Breath Volume 17:36

0.000Air Blank 17:36

0.080Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 04/26/2022 14:33

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0804/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

22:06

Tallahassee PD

ROY,GARY

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

STEPHENSON

03/15/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.206Subject Sample 22:17

2.796Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:19

# 2 0.205Subject Sample 22:20

2.667Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 04/26/2022 14:33

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:1804/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:20

Tallahassee PD

ROY,GARY

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

CABAN

04/26/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:01

# 1 0.163Subject Sample 00:01

1.843Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.179Subject Sample 00:04

1.910Breath Volume 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 05/23/2022 13:29

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:2504/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:24

Tallahassee PD

ROY,GARY

02/05/2023

34520080A1

Tallahassee PD

ROY,GARY,

BEDWARD

04/26/2022

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.079Control Test 20:52

0.000Air Blank 20:53

# 1 0.265Subject Sample 20:53

2.742Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.273Subject Sample 20:56

1.519Breath Volume 20:56

0.000Air Blank 20:57

0.078Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 05/23/2022 13:29

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:5104/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:40

16:40

FFWCC (Panama City)

RICE,ZACHARY

12/13/2022

1249794

FFWCC (Panama City)

BASFORD,NICOLE,M

HUBBARD

04/19/2022

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:09

0.000Air Blank 17:09

0.079Control Test 17:09

0.000Air Blank 17:10

# 1Subject Sample 17:10 Subject Test Refused

0.000Breath Volume 17:10

0.000Air Blank 17:10

0.080Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 05/17/2022 10:42

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:3204/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:45

MIAMI BEACH PD

HERRERA,BONY

07/30/2022

1175968

NORTH BAY VILLAGE PD

ALLEYNE,DAVANO,L

ORTIZ

04/28/2022

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.080Control Test 22:41

0.000Air Blank 22:41

# 1 0.000Subject Sample 22:42

1.832Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.000Subject Sample 22:46

1.375Breath Volume 22:46

0.000Air Blank 22:46

0.079Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 05/05/2022 13:30

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:2404/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:37

SWEETWATER PD

CHAVARRIA,D

01/15/2025

402310313

MEDLEY PD

FERNANDEZ,O,

NUNEZLEYBA

03/31/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 05/18/2022 12:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1804/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:36

SWEETWATER PD

FERNANDEZ,ORLANDO

01/15/2025

402310313

SWEETWATER PD

FERNANDEZ,ORLANDO,

VALLEMEJIA

03/31/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

Air Blank 02:06 RFI Detect

0.000Air Blank 02:07

Data Download Date/Time: 05/18/2022 12:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1404/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:38

SWEETWATER PD

FERNANDEZ,FERNANDEZ

01/15/2025

402310313

SWEETWATER PD

FERNANDEZ,ORLANDO,

VALLEMEJIA

03/31/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.077Subject Sample 02:13

3.425Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.071Subject Sample 02:16

3.484Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 05/18/2022 12:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:1404/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:34

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

MACLEOD

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:28

# 1 0.199Subject Sample 20:31 Volume Not Met

0.445Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2Subject Sample 20:33 Subject Test Refused

0.000Breath Volume 20:33

0.000Air Blank 20:34

0.076Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 05/17/2022 09:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:4604/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:36

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

MALONEY

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

# 1 0.157Subject Sample 00:30

3.445Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.162Subject Sample 00:33

3.179Breath Volume 00:33

0.000Air Blank 00:33

0.078Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 05/17/2022 09:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2504/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:48

Hillsborough Co SO

EARLYWINE,G

04/05/2023

06021080A2

FHP Troop C

KIRKLAND,KYLIE,C

BUCHANAN

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.078Control Test 01:36

0.000Air Blank 01:36

# 1 0.000Subject Sample 01:37

1.707Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.000Subject Sample 01:40

1.554Breath Volume 01:40

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 05/17/2022 09:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:5304/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:51

Hillsborough Co SO

WELLS,A

04/05/2023

06021080A2

FHP Troop C

KIRKLAND,KYLIE,C

JEANMARIE

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.077Subject Sample 04:00

1.109Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 2 0.073Subject Sample 04:03

1.511Breath Volume 04:03

0.000Air Blank 04:03

0.078Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 05/17/2022 09:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:5104/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:03

Hillsborough Co SO

SARRASIN,R

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

FRANJUL

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.078Control Test 23:44

0.000Air Blank 23:44

# 1Subject Sample 23:47 No Sample Provided

0.000Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2Subject Sample 23:53 No Sample Provided

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 05/17/2022 09:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:0204/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:25

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

FEISE

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.079Control Test 21:19

0.000Air Blank 21:19

# 1 0.282Subject Sample 21:20

1.777Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:22

# 2 0.289Subject Sample 21:23

1.742Breath Volume 21:23

0.000Air Blank 21:24

0.078Control Test 21:24

0.000Air Blank 21:24

OKDiagnostics Check 21:25

Data Download Date/Time: 05/17/2022 13:15

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:1504/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:20

Hillsborough Co SO

HERNANDEZ,S

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

EISEMAN

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.078Control Test 00:09

0.000Air Blank 00:10

# 1 0.244Subject Sample 00:10

1.347Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.255Subject Sample 00:13

1.128Breath Volume 00:13

0.000Air Blank 00:14

0.078Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 05/17/2022 13:15

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5904/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:43

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

HONN

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

# 1 0.154Subject Sample 02:29

2.761Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.150Subject Sample 02:32

2.214Breath Volume 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 05/17/2022 13:15

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:3004/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:35

Hillsborough Co SO

JENKINS,A

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

HERNANDEZ

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.270Subject Sample 01:40

1.519Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 2 0.278Subject Sample 01:43

1.203Breath Volume 01:43

0.000Air Blank 01:44

0.077Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 05/17/2022 13:15

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3004/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

22:57

Hillsborough Co SO

RUIZ,H

04/05/2023

06021080A2

Tampa Airport PD

MONTGOMERY,ALECIA,L

SUMNER

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

# 1 0.212Subject Sample 00:59

1.652Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.212Subject Sample 01:02

1.714Breath Volume 01:02

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5104/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:31

Tampa PD

BAAR,J

04/05/2023

06021080A2

Tampa PD

PIERCEY,JANICE,F

MAISONET VAZQUEZ

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.078Control Test 02:09

0.000Air Blank 02:10

# 1 0.208Subject Sample 02:13 Volume Not Met

0.210Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.176Subject Sample 02:19 Volume Not Met

0.097Breath Volume 02:19

0.000Air Blank 02:19

0.078Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3004/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:31

Tampa PD

BAAR,J

04/05/2023

06021080A2

Tampa PD

PIERCEY,JANICE,F

MAISONET VAZQUEZ

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.077Control Test 02:31

0.000Air Blank 02:32

# 1 0.192Subject Sample 02:35 Volume Not Met

0.117Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:37

# 2 0.166Subject Sample 02:40 Volume Not Met

0.339Breath Volume 02:40

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3404/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:16

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

ALDAZABAL

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.078Control Test 02:58

0.000Air Blank 02:59

# 1 0.160Subject Sample 02:59

1.917Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.158Subject Sample 03:03

2.105Breath Volume 03:03

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4204/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:38

Hillsborough Co SO

BARBER,S

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

VERGNE

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.158Subject Sample 04:25

2.156Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.164Subject Sample 04:29

1.976Breath Volume 04:29

0.000Air Blank 04:29

0.078Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3004/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:12

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

RILEY

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

# 1 0.184Subject Sample 03:57

1.222Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.186Subject Sample 04:00

1.339Breath Volume 04:00

0.000Air Blank 04:01

0.077Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:1404/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:40

Hillsborough Co SO

EARLYWINE,G

04/05/2023

06021080A2

FHP Troop C

KIRKLAND,KYLIE,C

LOPEZ MORALES

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.078Control Test 04:21

0.000Air Blank 04:21

# 1 0.186Subject Sample 04:22

3.242Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.188Subject Sample 04:25

3.363Breath Volume 04:25

0.000Air Blank 04:26

0.077Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:3604/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:58

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

SUAREZ

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.077Control Test 05:00

0.000Air Blank 05:00

# 1 0.192Subject Sample 05:00

1.964Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.202Subject Sample 05:04

2.464Breath Volume 05:04

0.000Air Blank 05:04

0.078Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:4904/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:38

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

CHRISTOPHER

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.078Control Test 05:26

0.000Air Blank 05:26

# 1 0.187Subject Sample 05:27

2.421Breath Volume 05:27

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.187Subject Sample 05:30

2.789Breath Volume 05:30

0.000Air Blank 05:30

0.078Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:4304/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

04:59

Hillsborough Co SO

BURKE,B

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

ALVAREZ

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.078Control Test 05:41

0.000Air Blank 05:41

# 1 0.092Subject Sample 05:42

3.511Breath Volume 05:42

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.091Subject Sample 05:45

4.976Breath Volume 05:45

0.000Air Blank 05:45

0.077Control Test 05:46

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:2104/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

15:28

Hillsborough Co SO

MONTOUTE,S

04/05/2023

06021080A2

Hillsborough Co SO

KNOX,STEPHANIE,R

DE LA CRUZ MENDOZA

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:44

0.079Control Test 16:44

0.000Air Blank 16:44

# 1 0.165Subject Sample 16:45

3.058Breath Volume 16:45

0.000Air Blank 16:46

0.000Air Blank 16:48

# 2 0.174Subject Sample 16:48

2.855Breath Volume 16:48

0.000Air Blank 16:49

0.079Control Test 16:49

0.000Air Blank 16:50

OKDiagnostics Check 16:50

Data Download Date/Time: 05/17/2022 13:16

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:2604/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

20:45

15:38

Tampa PD

MARSHALL,S

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

DEMORE

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.078Control Test 21:08

0.000Air Blank 21:09

# 1 0.399Subject Sample 21:09

2.875Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2Subject Sample 21:15 No Sample Provided

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 3Subject Sample 21:21 No Sample Provided

0.000Breath Volume 21:21

0.000Air Blank 21:21

0.078Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:2504/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:18

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

ERDAIN

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

# 1 0.233Subject Sample 23:43

1.351Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.238Subject Sample 23:46

2.125Breath Volume 23:46

0.000Air Blank 23:47

0.078Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1104/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:07

Hillsborough Co SO

WINTER,C

04/05/2023

06021080A2

FHP Troop C

KIRKLAND,KYLIE,C

COOK

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.077Control Test 01:46

0.000Air Blank 01:46

# 1 0.000Subject Sample 01:49 Volume Not Met

0.257Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.000Subject Sample 01:53

1.214Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 3 0.000Subject Sample 01:56

1.292Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:2804/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:58

Hillsborough Co SO

WELLS,A

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

LOPEZ

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.078Control Test 02:52

0.000Air Blank 02:52

# 1 0.131Subject Sample 02:53

1.984Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.133Subject Sample 02:56

2.230Breath Volume 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4504/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:09

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

WATSON

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

# 1 0.153Subject Sample 03:19 Volume Not Met

0.039Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:21

# 2 0.157Subject Sample 03:24

1.238Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 3 0.154Subject Sample 03:29

1.453Breath Volume 03:29

0.000Air Blank 03:29

0.076Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1304/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:13

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

CHAN

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.079Control Test 21:58

0.000Air Blank 21:59

# 1 0.200Subject Sample 22:00

1.191Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.190Subject Sample 22:04

1.519Breath Volume 22:04

0.000Air Blank 22:05

0.082Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5204/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:28

Hillsborough Co SO

SNYDER,A

04/05/2023

06021080A2

FHP Troop C

JONES,MINDY,L

BARRIOS MAYORGA

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1 0.208Subject Sample 01:08

1.804Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.200Subject Sample 01:11

2.078Breath Volume 01:11

0.000Air Blank 01:11

0.077Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:2104/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:00

Hillsborough Co SO

HAIRSTON,BRIAN

04/05/2023

06021080A2

FHP Troop C

SIMMONS,ANGELA,V

GOGGINS

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.078Control Test 18:49

0.000Air Blank 18:50

# 1 0.191Subject Sample 18:50

1.492Breath Volume 18:50

0.000Air Blank 18:51

0.000Air Blank 18:53

# 2 0.187Subject Sample 18:53

2.652Breath Volume 18:53

0.000Air Blank 18:54

0.079Control Test 18:54

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:4104/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

20:54

Hillsborough Co SO

PARKER,C

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

CRAIG

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.078Control Test 22:10

0.000Air Blank 22:11

# 1 0.162Subject Sample 22:13

1.500Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.159Subject Sample 22:16

1.160Breath Volume 22:16

0.000Air Blank 22:16

0.077Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 05/17/2022 13:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:1804/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:00

FHP Troop K

LAMPIASI,JAKE

07/07/2023

1346146

FHP Troop K

LAMPIASI,JAKE,L

B612525889710

03/06/2022

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.081Control Test 01:58

0.000Air Blank 01:58

# 1 0.161Subject Sample 01:59

1.738Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:01

# 2 0.168Subject Sample 02:02

2.500Breath Volume 02:02

0.000Air Blank 02:03

0.082Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 04/25/2022 22:44

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:0604/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

12:55

FHP Troop A

WALLEN,JUSTIN

01/20/2025

402328118

FHP Troop A

WALLEN,JUSTIN,R

FERRANTE

04/14/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.129Subject Sample 01:17

3.433Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.130Subject Sample 01:20

3.457Breath Volume 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 05/04/2022 15:13

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:25:2404/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:59

13:59

FHP Troop A

WALLEN,JUSTIN

01/20/2025

402328118

FHP Troop A

WALLEN,JUSTIN,R

ESTRADA

04/14/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:19

0.000Air Blank 14:19

0.081Control Test 14:20

0.000Air Blank 14:20

# 1 0.041Subject Sample 14:21

3.445Breath Volume 14:21

0.000Air Blank 14:21

0.000Air Blank 14:23

# 2 0.038Subject Sample 14:23

2.218Breath Volume 14:23

0.000Air Blank 14:24

0.082Control Test 14:24

0.000Air Blank 14:25

OKDiagnostics Check 14:25

Data Download Date/Time: 05/04/2022 15:13

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:4504/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:44

Lakeland PD

STEPHENS,TONY

06/05/2023

11821080A2

Lakeland PD

MAZZARELLA,TAYLOR,R

MAZZARELLA

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:54

# 1 0.215Subject Sample 04:54

1.222Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.212Subject Sample 04:58

2.460Breath Volume 04:58

0.000Air Blank 04:58

0.079Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:5404/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:59

Lakeland PD

RIGGALL,NICHOLAS

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

DAVIS

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.273Subject Sample 22:44 Volume Not Met

0.488Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.339Subject Sample 22:48

2.644Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:50

# 3 0.332Subject Sample 22:51

1.968Breath Volume 22:51

0.000Air Blank 22:51

0.079Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4404/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:36

Lakeland PD

RIGGALL,NICHOLAS

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

CHURCH

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

# 1 0.140Subject Sample 00:34

1.335Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.147Subject Sample 00:38

1.265Breath Volume 00:38

0.000Air Blank 00:38

0.081Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5004/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:05

Lakeland PD

STEPHENS,TONY

06/05/2023

11821080A2

Lakeland PD

STEPHENS,TONY,T

COKER

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

# 1Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:58

0.081Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:4504/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:57

Lakeland PD

RIGGALL,NICHOLAS

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

ANDERSON

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2Subject Sample 01:41 No Sample Provided

0.000Breath Volume 01:41

0.000Air Blank 01:41

0.082Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0304/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:06

Lakeland PD

RIGGALL,NICHOLAS

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

LEGAGNEUR

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:49

# 1 0.127Subject Sample 01:52

3.027Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.120Subject Sample 01:56

1.175Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:58

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:1704/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:19

17:27

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

OLSON

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:40

0.081Control Test 18:40

0.000Air Blank 18:41

# 1Subject Sample 18:44 No Sample Provided

0.000Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2Subject Sample 18:49 No Sample Provided

0.000Breath Volume 18:49

0.000Air Blank 18:50

0.082Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:52:3104/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:19

08:49

Lakeland PD

SULLIVAN,MELANIE

06/05/2023

11821080A2

Lakeland PD

SULLIVAN,MELANIE,A

CRAWFORD

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:46

0.000Air Blank 09:46

0.080Control Test 09:46

0.000Air Blank 09:47

# 1 0.340Subject Sample 09:48

1.429Breath Volume 09:48

0.000Air Blank 09:48

0.000Air Blank 09:50

# 2 0.353Subject Sample 09:50

1.726Breath Volume 09:50

0.000Air Blank 09:51

0.080Control Test 09:51

0.000Air Blank 09:52

OKDiagnostics Check 09:52

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:48:2504/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:07

12:51

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

QUACKENBUSH,BRET,C

KELLOGG

03/28/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:42

0.000Air Blank 13:42

0.081Control Test 13:43

0.000Air Blank 13:43

# 1 0.000Subject Sample 13:44

3.257Breath Volume 13:44

0.000Air Blank 13:44

0.000Air Blank 13:46

# 2 0.000Subject Sample 13:47

2.562Breath Volume 13:47

0.000Air Blank 13:47

0.080Control Test 13:47

0.000Air Blank 13:48

OKDiagnostics Check 13:48

Data Download Date/Time: 04/29/2022 16:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:2504/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

23:40

Lakeland PD

STEPHENS,TONY

06/05/2023

11821080A2

Lakeland PD

STEPHENS,TONY,T

BUSHN

04/29/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.080Control Test 01:05

0.000Air Blank 01:05

# 1 0.279Subject Sample 01:07

1.925Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.276Subject Sample 01:10

2.007Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 05/18/2022 14:10

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1504/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:43

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

01/06/2024

1433248

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

THOMAS

03/31/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 05/11/2022 12:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0104/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:05

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

01/06/2024

1433248

Ft. Walton Beach PD

BIECK,DAVID,J

LUGO GARCIA

03/31/2022

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:58

2.433Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.000Subject Sample 23:01

1.542Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:03

Data Download Date/Time: 05/11/2022 12:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:2104/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:57

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

DONSHIK

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:06

0.079Control Test 19:06

0.000Air Blank 19:07

# 1 0.234Subject Sample 19:07

2.093Breath Volume 19:07

0.000Air Blank 19:08

0.000Air Blank 19:10

# 2 0.231Subject Sample 19:10

1.824Breath Volume 19:10

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 04/28/2022 09:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:0904/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:35

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

JOHNSON

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

# 1 0.223Subject Sample 01:48

1.398Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.219Subject Sample 01:51

1.191Breath Volume 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 04/28/2022 09:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4904/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:16

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

WALCEK

03/13/2022

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

# 1 0.190Subject Sample 01:38

1.269Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.188Subject Sample 01:43

2.332Breath Volume 01:43

0.000Air Blank 01:43

0.076Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 04/28/2022 09:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:3904/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:18

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

SUN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

# 1 0.214Subject Sample 01:58

2.648Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.204Subject Sample 02:01

2.121Breath Volume 02:01

0.000Air Blank 02:01

0.079Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 04/19/2022 10:52

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:5104/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

18:53

Hillsborough Co SO

SARRASIN,R

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

MENENDEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

# 1 0.154Subject Sample 19:55

1.347Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.155Subject Sample 19:59

1.378Breath Volume 19:59

0.000Air Blank 19:59

0.078Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:2904/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:23

Hillsborough Co SO

LIGGINS,A

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

DENNI

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

# 1 0.208Subject Sample 23:21

1.488Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.221Subject Sample 23:26

2.050Breath Volume 23:26

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:5804/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:05

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

WALKER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.188Subject Sample 03:53

1.734Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.193Subject Sample 03:56

1.968Breath Volume 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:1804/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:02

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

LOPEZ HERNANDEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:54

# 1 0.125Subject Sample 04:55

2.058Breath Volume 04:55

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.135Subject Sample 04:58

2.570Breath Volume 04:58

0.000Air Blank 04:59

0.079Control Test 04:59

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:0304/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

05:12

Hillsborough Co SO

ROBERTS,D

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

ROQUE HERNANDEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:02

0.080Control Test 06:02

0.000Air Blank 06:03

# 1 0.182Subject Sample 06:03

1.308Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.181Subject Sample 06:06

2.125Breath Volume 06:06

0.000Air Blank 06:07

0.079Control Test 06:07

0.000Air Blank 06:07

OKDiagnostics Check 06:08

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:2504/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:43

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

HAYNES JR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:50

0.000Air Blank 06:50

0.079Control Test 06:50

0.000Air Blank 06:51

# 1 0.159Subject Sample 06:51

1.910Breath Volume 06:51

0.000Air Blank 06:52

0.000Air Blank 06:54

# 2 0.159Subject Sample 06:54

1.160Breath Volume 06:54

0.000Air Blank 06:55

0.078Control Test 06:55

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:59:4304/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

15:34

Hillsborough Co SO

HARVESTER,W

04/05/2023

06021080A2

Plant City PD

GREENLEE,NANCY,J

CORTES RAMOS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:53

0.000Air Blank 16:53

0.079Control Test 16:53

0.000Air Blank 16:54

# 1 0.340Subject Sample 16:54

1.191Breath Volume 16:54

0.000Air Blank 16:55

0.000Air Blank 16:57

# 2 0.358Subject Sample 16:58

2.574Breath Volume 16:58

0.000Air Blank 16:58

0.078Control Test 16:59

0.000Air Blank 16:59

OKDiagnostics Check 16:59

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2104/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:23

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

BAUTISTA-CARRANZA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

# 1 0.000Subject Sample 01:36

2.093Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.000Subject Sample 01:38

1.925Breath Volume 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0004/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:12

Hillsborough Co SO

THOMPSON,Z

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

HAUPT

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

# 1 0.036Subject Sample 03:02

1.500Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.039Subject Sample 03:05

3.109Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 04/19/2022 10:53

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2504/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:36

Hillsborough Co SO

BRIGHTWELL,R

04/05/2023

06021080A2

U of So FL Campus PD

YUMAN ROMERO,ANGIE,A

CANTRELL

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

# 1 0.227Subject Sample 03:35

2.082Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.242Subject Sample 03:38

1.148Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:2204/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:14

Hillsborough Co SO

SNYDER,A

04/05/2023

06021080A2

FHP Troop C

YUMAN ROMERO,ANGIE,A

VENTURA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

# 1 0.099Subject Sample 05:35

2.531Breath Volume 05:35

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2 0.099Subject Sample 05:38

1.679Breath Volume 05:38

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:3504/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:15

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

ANDERSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.079Control Test 06:13

0.000Air Blank 06:13

# 1 0.188Subject Sample 06:14

2.148Breath Volume 06:14

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.177Subject Sample 06:18

3.117Breath Volume 06:18

0.000Air Blank 06:18

0.079Control Test 06:18

0.000Air Blank 06:19

OKDiagnostics Check 06:19

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0504/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:10

Hillsborough Co SO

PORTER,S

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

KERMMOADE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

# 1 0.109Subject Sample 23:48

4.035Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 2 0.109Subject Sample 23:51

3.988Breath Volume 23:51

0.000Air Blank 23:52

0.078Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:5704/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:21

Hillsborough Co SO

HALL,L

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BALTAZAR SANTIAGO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

# 1 0.153Subject Sample 00:21

2.718Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 2 0.159Subject Sample 00:24

1.632Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:1204/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:24

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

ORTIZ VELASQUEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

# 1 0.181Subject Sample 01:58

1.804Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.155Subject Sample 02:01

1.402Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 3 0.159Subject Sample 02:04

1.355Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:0104/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:56

Hillsborough Co SO

BUCHELI,C

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

JONES

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:39

# 1 0.000Subject Sample 22:40

2.832Breath Volume 22:40

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.000Subject Sample 22:43

2.730Breath Volume 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:45

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:2904/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:02

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

SHOATS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

# 1 0.213Subject Sample 22:47

2.683Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.211Subject Sample 22:50

2.675Breath Volume 22:50

0.000Air Blank 22:51

0.079Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2904/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:10

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

KESLAR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1 0.124Subject Sample 03:51

1.960Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 2 0.119Subject Sample 03:54

1.617Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 04/19/2022 10:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2704/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:14

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

MASTYKARZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:53

# 1 0.100Subject Sample 04:53

1.253Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.116Subject Sample 04:56

3.636Breath Volume 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1004/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:52

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

GONZALEZ JIMENEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1 0.248Subject Sample 01:48

1.554Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.259Subject Sample 01:51

2.058Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1104/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:21

Hillsborough Co SO

BERG,T

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

COSTELLO-JOSE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

# 1 0.111Subject Sample 02:26

1.535Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.110Subject Sample 02:29

1.656Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:1204/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

18:57

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

WOOD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.079Control Test 19:58

0.000Air Blank 19:59

# 1 0.278Subject Sample 20:01

1.550Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:03

# 2 0.282Subject Sample 20:04

1.886Breath Volume 20:04

0.000Air Blank 20:05

0.078Control Test 20:05

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3704/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:19

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

VOLKOV

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3104/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:50

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

HERNANDEZ SOTO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:41

# 1 0.221Subject Sample 04:43

1.117Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.216Subject Sample 04:45

2.375Breath Volume 04:45

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:0204/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:08

Hillsborough Co SO

MILILLO,M

04/05/2023

06021080A2

Hillsborough Co SO

PIERCEY,JANICE,F

MILERA ARRITOLA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.149Subject Sample 23:23

1.828Breath Volume 23:23

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.154Subject Sample 23:26

2.593Breath Volume 23:26

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:28

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:0204/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:19

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

PIERCEY,JANICE,F

AGUIRRE LOZANO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

# 1 0.219Subject Sample 00:10 Volume Not Met

0.148Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.210Subject Sample 00:14

1.894Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 3 0.191Subject Sample 00:18

1.593Breath Volume 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:20

Data Download Date/Time: 04/19/2022 10:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1904/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:39

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

REGISTER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

# 1 0.210Subject Sample 00:31

2.371Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.188Subject Sample 00:34

1.617Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 3 0.201Subject Sample 00:37

2.703Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3604/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:40

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

ORTIZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

# 1 0.167Subject Sample 00:45

1.648Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.168Subject Sample 00:49

1.359Breath Volume 00:49

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3904/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:54

Hillsborough Co SO

MILILLO,M

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HALL

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

# 1 0.129Subject Sample 04:52

1.644Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.135Subject Sample 04:56

2.183Breath Volume 04:56

0.000Air Blank 04:56

0.079Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:0804/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:39

05:09

Hillsborough Co SO

REID,W

04/05/2023

06021080A2

FHP Troop C

MONTGOMERY,ALECIA,L

HOLLOMAN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.080Control Test 06:00

0.000Air Blank 06:01

# 1 0.111Subject Sample 06:02

1.242Breath Volume 06:02

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.111Subject Sample 06:05

1.843Breath Volume 06:05

0.000Air Blank 06:06

0.079Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:4604/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:08

06:33

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

SNYDER,MELONIE,E

TAFOYA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:29

0.000Air Blank 07:29

0.080Control Test 07:29

0.000Air Blank 07:30

# 1 0.111Subject Sample 07:31

2.796Breath Volume 07:31

0.000Air Blank 07:31

0.000Air Blank 07:33

# 2 0.106Subject Sample 07:34

2.359Breath Volume 07:34

0.000Air Blank 07:34

0.079Control Test 07:35

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:3404/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:28

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

HOREN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.080Control Test 20:34

0.000Air Blank 20:34

# 1 0.120Subject Sample 20:35

3.875Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.121Subject Sample 20:38

2.906Breath Volume 20:38

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:1304/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:30

Hillsborough Co SO

GARNER,W

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

DOZIER

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.211Subject Sample 01:12

1.253Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.198Subject Sample 01:16

1.339Breath Volume 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0904/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:08

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

HAMPTON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:59

0.000Air Blank 02:59

# 1 0.000Subject Sample 03:02

1.878Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.000Subject Sample 03:05

2.167Breath Volume 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/19/2022 10:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1804/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:57

Hillsborough Co SO

BLANCHARD,J

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

AYALA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:54

0.000Air Blank 03:54

# 1Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2004/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:50

Hillsborough Co SO

MILILLO,M

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

OTERO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.080Control Test 04:50

0.000Air Blank 04:50

# 1 0.286Subject Sample 04:53 Slope Not Level

1.378Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.288Subject Sample 04:58

2.191Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:00

# 3 0.276Subject Sample 05:03

2.125Breath Volume 05:03

0.000Air Blank 05:04

0.078Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:1104/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:44

04:44

Hillsborough Co SO

EARLYWINE,G

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

HEIMBOLD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.079Control Test 06:06

0.000Air Blank 06:07

# 1 0.184Subject Sample 06:07

3.000Breath Volume 06:07

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2 0.186Subject Sample 06:10

2.960Breath Volume 06:10

0.000Air Blank 06:11

0.079Control Test 06:11

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:37:1604/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:09

13:26

Hillsborough Co SO

LOPEZ,C

04/05/2023

06021080A2

Tampa Airport PD

SNYDER,MELONIE,E

MILLER III

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:30

0.000Air Blank 14:30

0.080Control Test 14:31

0.000Air Blank 14:31

# 1 0.204Subject Sample 14:32

1.328Breath Volume 14:32

0.000Air Blank 14:33

0.000Air Blank 14:35

# 2 0.215Subject Sample 14:35

1.398Breath Volume 14:35

0.000Air Blank 14:36

0.080Control Test 14:36

0.000Air Blank 14:37

OKDiagnostics Check 14:37

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1704/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:31

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

GADSON

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.070Subject Sample 00:30

1.914Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.072Subject Sample 00:33

1.132Breath Volume 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0904/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:01

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

MONEUS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:45

0.000Air Blank 01:45

# 1 0.235Subject Sample 01:47

2.078Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.231Subject Sample 01:50

1.175Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4004/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:42

Hillsborough Co SO

KELLEY,L

04/05/2023

06021080A2

Temple Terrace PD

KIRKLAND,KYLIE,C

SHARMA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1Subject Sample 03:20 RFI Detect

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1204/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:42

Hillsborough Co SO

KELLEY,L

04/05/2023

06021080A2

Temple Terrace PD

KIRKLAND,KYLIE,C

SHARMA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

# 1 0.226Subject Sample 03:24

1.480Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.231Subject Sample 03:27

1.582Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:3804/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:27

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

BERMUDEZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1 0.094Subject Sample 05:23

1.378Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.092Subject Sample 05:28

1.894Breath Volume 05:28

0.000Air Blank 05:28

0.079Control Test 05:29

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 04/19/2022 10:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:52:1804/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

15:35

Hillsborough Co SO

HALL,L

04/05/2023

06021080A2

Hillsborough Co SO

KNOX,STEPHANIE,R

BROWN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:38

0.000Air Blank 16:39

0.080Control Test 16:39

0.000Air Blank 16:39

# 1 0.307Subject Sample 16:43 Volume Not Met

0.972Breath Volume 16:43

0.000Air Blank 16:43

0.000Air Blank 16:45

# 2 0.325Subject Sample 16:46

1.730Breath Volume 16:46

0.000Air Blank 16:46

0.000Air Blank 16:48

# 3 0.313Subject Sample 16:50

1.886Breath Volume 16:50

0.000Air Blank 16:51

0.079Control Test 16:51

0.000Air Blank 16:52

OKDiagnostics Check 16:52

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:2304/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:26

Hillsborough Co SO

FISHER,T

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

CROSS

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.124Subject Sample 23:16

1.609Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.131Subject Sample 23:18

2.042Breath Volume 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0704/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:49

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

CISNEROS GARCIA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1 0.220Subject Sample 02:50

2.253Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.226Subject Sample 02:53

2.679Breath Volume 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5904/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:56

Tampa PD

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

PIERCEY,JANICE,F

BALDWIN

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

# 1 0.285Subject Sample 22:50

1.562Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.280Subject Sample 22:53

1.402Breath Volume 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:5004/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:18

Hillsborough Co SO

HERNANDEZ,S

04/05/2023

06021080A2

Hillsborough Co SO

PIERCEY,JANICE,F

VALENCIA CONCHA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.079Control Test 01:33

0.000Air Blank 01:33

# 1 0.183Subject Sample 01:35

1.691Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.184Subject Sample 01:38

1.218Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0704/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:08

Hillsborough Co SO

GONZALEZ,C

04/05/2023

06021080A2

FHP Troop C

MONTGOMERY,ALECIA,L

DEVANE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

# 1 0.120Subject Sample 02:59

1.457Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.117Subject Sample 03:02

1.140Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0404/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:40

Hillsborough Co SO

WHITLOCK,R

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

NANCE

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

# 1 0.128Subject Sample 02:31 Volume Not Met

0.199Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.107Subject Sample 02:37 Volume Not Met

0.101Breath Volume 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:39

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:1304/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:16

Hillsborough Co SO

WELLS,A

04/05/2023

06021080A2

FHP Troop C

KIRKLAND,KYLIE,C

TAYLOR

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:23

0.000Air Blank 05:23

0.079Control Test 05:23

0.000Air Blank 05:24

# 1 0.168Subject Sample 05:27

1.710Breath Volume 05:27

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.168Subject Sample 05:30

1.503Breath Volume 05:30

0.000Air Blank 05:31

0.078Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 04/19/2022 10:58

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3404/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:10

Hillsborough Co SO

DOBSON,B

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

MATEO

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:06

# 1 0.176Subject Sample 23:09

1.468Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.175Subject Sample 23:13

1.828Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:2004/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:18

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

FLAMMIA

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 2 0.174Subject Sample 23:59

3.695Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.177Subject Sample 00:02

3.503Breath Volume 00:02

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4404/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:39

Hillsborough Co SO

RODRIGUEZ,D

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

SOLOVEI

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.298Subject Sample 02:41

2.496Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.281Subject Sample 02:45

1.792Breath Volume 02:45

0.000Air Blank 02:45

0.078Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:0204/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:14

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

TORRES

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

# 1 0.093Subject Sample 05:03 Volume Not Met

0.570Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.106Subject Sample 05:08

1.406Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:10

# 3 0.110Subject Sample 05:11

1.148Breath Volume 05:11

0.000Air Blank 05:12

0.078Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:13

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:1404/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

04:33

Hillsborough Co SO

JENKINS,A

04/05/2023

06021080A2

Hillsborough Co SO

JONES,MINDY,L

BROUILLARD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.079Control Test 05:43

0.000Air Blank 05:44

# 1 0.142Subject Sample 05:45

2.554Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:47

# 2 0.134Subject Sample 05:48

2.089Breath Volume 05:48

0.000Air Blank 05:49

0.078Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:0704/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:30

Hillsborough Co SO

HOTHEM,A

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

BOYD

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:35

# 1 0.111Subject Sample 19:39

1.902Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.109Subject Sample 19:42

1.679Breath Volume 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3204/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:47

Hillsborough Co SO

HERNANDEZ,S

04/05/2023

06021080A2

Hillsborough Co SO

PIERCEY,JANICE,F

MORELL

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

# 1 0.000Subject Sample 02:03

1.179Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.000Subject Sample 02:07

1.207Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:1604/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:05

Hillsborough Co SO

RUIZ,JONATHAN

04/05/2023

06021080A2

FHP Troop C

SIMMONS,ANGELA,V

HARDY

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:11

0.000Air Blank 17:11

0.080Control Test 17:11

0.000Air Blank 17:12

# 1 0.246Subject Sample 17:13

1.539Breath Volume 17:13

0.000Air Blank 17:14

0.000Air Blank 17:15

# 2 0.253Subject Sample 17:16

1.769Breath Volume 17:16

0.000Air Blank 17:17

0.079Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:2204/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:27

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

KELLEY

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

# 1 0.215Subject Sample 21:25

3.558Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2Subject Sample 21:29 Subject Test Refused

0.000Breath Volume 21:29

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 04/19/2022 10:59

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3904/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:23

Hillsborough Co SO

WILLIAMS,P

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

PEREZ

03/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:42

# 1 0.137Subject Sample 00:43

1.949Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.141Subject Sample 00:47

2.457Breath Volume 00:47

0.000Air Blank 00:47

0.079Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/19/2022 11:00

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:5604/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

18:58

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

FRANKLIN III

04/19/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:51

# 1 0.326Subject Sample 19:52

1.847Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:54

# 2 0.304Subject Sample 19:57

1.882Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 19:59

# 3 0.320Subject Sample 20:00

1.449Breath Volume 20:00

0.000Air Blank 20:01

0.077Control Test 20:01

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 05/17/2022 11:17

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:1604/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:16

20:16

FFWCC (West Palm)

BRUDER,ALEXANDER

10/10/2022

1217042

FFWCC (West Palm)

WHITTY,EMILY,M

VILLALBA

04/06/2022

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.082Control Test 20:51

0.000Air Blank 20:52

# 1Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:53

0.083Control Test 20:53

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 05/26/2022 12:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:2004/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:16

22:16

FFWCC (West Palm)

WHITTY,EMILY

10/10/2022

1217042

FFWCC (West Palm)

MCKINLEY,STEVEN,J

RUANO

04/06/2022

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.083Control Test 23:04

0.000Air Blank 23:04

# 1Subject Sample 23:04 Subject Test Refused

0.000Breath Volume 23:04

0.000Air Blank 23:05

0.083Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 05/26/2022 12:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:3904/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:02

Hernando County SO

WEBER,MATTHEW

04/05/2023

06021080A2

Hernando County SO

WEBER,MATTHEW,A

MOODY

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

# 1 0.069Subject Sample 19:59

1.789Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.066Subject Sample 20:03

1.195Breath Volume 20:03

0.000Air Blank 20:03

0.079Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 04/18/2022 16:02

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:0804/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:50

Hernando County SO

COURINGTON,R

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

WOLDEN

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:44

0.000Air Blank 01:44

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 04/18/2022 16:02

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0304/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:19

Hernando County SO

COURINGTON,R

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

IHASZ-JENTSCH

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.241Subject Sample 23:28

1.476Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.247Subject Sample 23:31

1.554Breath Volume 23:31

0.000Air Blank 23:32

0.077Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:33

Data Download Date/Time: 04/18/2022 16:02

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:34:3304/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:11

15:52

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

ALVAREZ

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:32

0.080Control Test 16:32

0.000Air Blank 16:32

# 1Subject Sample 16:33 Subject Test Refused

0.000Breath Volume 16:33

0.000Air Blank 16:33

0.079Control Test 16:33

0.000Air Blank 16:34

OKDiagnostics Check 16:34

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:2604/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:45

FHP Troop C

FRANKLIN,JOSEPH

04/05/2023

06021080A2

FHP Troop C

FRANKLIN,JOSEPH,B

SHERWOOD

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

# 1 0.113Subject Sample 23:41

2.125Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.118Subject Sample 23:44

1.617Breath Volume 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0304/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:32

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

GAVIN

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

# 1 0.216Subject Sample 00:37

1.894Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.224Subject Sample 00:41

1.679Breath Volume 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:43

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2504/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:36

FHP Troop C

FRANKLIN,JOSEPH

04/05/2023

06021080A2

FHP Troop C

FRANKLIN,JOSEPH,B

POWERS

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2Subject Sample 01:16 Subject Test Refused

0.000Breath Volume 01:16

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2704/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:28

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

LINER

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.111Subject Sample 02:18

1.570Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.103Subject Sample 02:21

1.542Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:2004/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

20:50

Hernando County SO

WEBER,MATTHEW

04/05/2023

06021080A2

Hernando County SO

WEBER,MATTHEW,A

FARIA

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:15

# 1 0.092Subject Sample 23:16

2.085Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.088Subject Sample 23:19

1.601Breath Volume 23:19

0.000Air Blank 23:20

0.078Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3804/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:52

Hernando County SO

COURINGTON,R

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

ALBERTINI

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

# 1 0.000Subject Sample 03:06 Volume Not Met

1.039Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.000Subject Sample 03:09

1.277Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 3 0.000Subject Sample 03:14

1.125Breath Volume 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:1104/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:53

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

SOUSA

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.331Subject Sample 22:32

1.527Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:34

# 2 0.347Subject Sample 22:35

1.312Breath Volume 22:35

0.000Air Blank 22:36

0.077Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:5004/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:25

Hernando County SO

CHAVEZ,T

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

SIGLER

03/12/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.080Control Test 00:08

0.000Air Blank 00:08

# 1 0.171Subject Sample 00:10

1.890Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:12

# 2 0.173Subject Sample 00:13

1.476Breath Volume 00:13

0.000Air Blank 00:13

0.077Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 04/18/2022 16:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:2804/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:39

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

GENTILE

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.080Control Test 22:15

0.000Air Blank 22:16

# 1Subject Sample 22:17 Subject Test Refused

0.000Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:3604/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

12:34

FHP Troop C

PETERS,JOHN

04/05/2023

06021080A2

FHP Troop C

PETERS,JOHN,B

COOPER

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

# 1 0.140Subject Sample 01:42

1.421Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.131Subject Sample 01:46

1.441Breath Volume 01:46

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0404/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:37

Hernando County SO

COURINGTON,R

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

R530-011-88-758-0

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

# 1Subject Sample 05:32 Subject Test Refused

0.000Breath Volume 05:32

0.000Air Blank 05:33

0.079Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:34

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0704/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:27

Hernando County SO

WEBER,MATTHEW

04/05/2023

06021080A2

Hernando County SO

WEBER,MATTHEW,A

ROEBUCK

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

# 1Subject Sample 00:07 Subject Test Refused

0.000Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3604/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:04

FHP Troop C

FRANKLIN,JOSEPH

04/05/2023

06021080A2

FHP Troop C

FRANKLIN,JOSEPH,B

KORYNTA

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.080Control Test 00:06

0.000Air Blank 00:06

# 1 0.183Subject Sample 00:07

3.964Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.185Subject Sample 00:10

2.039Breath Volume 00:10

0.000Air Blank 00:10

0.079Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1904/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:56

FHP Troop C

HARSANYI,WILLIAM

04/05/2023

06021080A2

Hernando County SO

PETERS',JOHN,B

STRIBA

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

Air Blank 22:10 RFI Detect

0.000Air Blank 22:11

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:3204/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:56

FHP Troop C

HARSANYI,WILLIAM

04/05/2023

06021080A2

Hernando County SO

PETERS,JOHN,B

STRIBA

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

# 1 0.215Subject Sample 22:15

1.925Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.216Subject Sample 22:17

1.949Breath Volume 22:17

0.000Air Blank 22:18

0.078Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1104/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:38

FHP Troop C

ARRIZA,DANIEL

04/05/2023

06021080A2

Hernando County SO

PETERS,JOHN,B

BURGE

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.000Subject Sample 00:52

1.957Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.000Subject Sample 00:55

3.070Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 05/21/2022 07:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:5104/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:03

Hernando County SO

WEBER,MATTHEW

04/05/2023

06021080A2

Hernando County SO

WEBER,MATTHEW,A

MYRICK

04/18/2022

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

# 1Subject Sample 00:20 Subject Test Refused

0.000Breath Volume 00:20

0.000Air Blank 00:20

0.079Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 05/21/2022 07:57

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1004/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:02

St. Petersburg PD

GODERICH,KRISTINA

05/05/2023

08121080A1

St. Petersburg PD

SISTI,JORDAN,A

LEVESQUE-SCHMITT

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1 0.188Subject Sample 01:49

2.593Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.181Subject Sample 01:52

2.531Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:09:2904/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

07:24

St. Petersburg PD

MCKENZIE,RONALD

05/05/2023

08121080A1

St. Petersburg PD

MCKENZIE,RONALD,

BECKWITH

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:00

0.000Air Blank 08:01

0.081Control Test 08:01

0.000Air Blank 08:02

# 1Subject Sample 08:05 No Sample Provided

0.000Breath Volume 08:05

0.000Air Blank 08:05

0.000Air Blank 08:07

# 2Subject Sample 08:08 Subject Test Refused

0.000Breath Volume 08:08

0.000Air Blank 08:08

0.080Control Test 08:08

0.000Air Blank 08:09

OKDiagnostics Check 08:09

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:1704/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:21

St. Petersburg PD

HINES,PAUL

05/05/2023

08121080A1

St. Petersburg PD

SMITH,EMILY,K

LAYTON

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.081Control Test 20:00

0.000Air Blank 20:01

# 1 0.312Subject Sample 20:01

2.273Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.278Subject Sample 20:04

2.105Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:07

# 3 0.314Subject Sample 20:07

2.281Breath Volume 20:07

0.000Air Blank 20:08

0.081Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4004/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:31

St. Petersburg PD

SEAY,KENNETH

05/05/2023

08121080A1

St. Petersburg PD

HALL,DUSTIN,L

NELSON

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0904/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:25

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

WILKINSON

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.082Control Test 01:03

0.000Air Blank 01:04

# 1 0.219Subject Sample 01:05

1.125Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.214Subject Sample 01:09

1.402Breath Volume 01:09

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:5604/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:47

St. Petersburg PD

HOPKINS,ANTHONY

05/05/2023

08121080A1

St. Petersburg PD

CLARK,BRENT,D

JERVIS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.083Control Test 00:25

0.000Air Blank 00:25

# 1 0.000Subject Sample 00:26

2.511Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.000Subject Sample 00:29

1.816Breath Volume 00:29

0.000Air Blank 00:30

0.082Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0104/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:03

St. Petersburg PD

HOPKINS,ANTHONY

05/05/2023

08121080A1

St. Petersburg PD

CLARK,BRENT,D

KOLBUS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:41

# 1Subject Sample 02:45 No Sample Provided

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2Subject Sample 02:50 No Sample Provided

0.000Breath Volume 02:50

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:52

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:1404/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:51

St. Petersburg PD

CLARK,BRENT

05/05/2023

08121080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

FAIRBANKS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.082Control Test 04:34

0.000Air Blank 04:35

# 1 0.000Subject Sample 04:36

2.578Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.000Subject Sample 04:38

2.433Breath Volume 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:59:1604/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:31

St. Petersburg PD

THOMAS,K

05/05/2023

08121080A1

St. Petersburg PD

BACA,E,

BOYD

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:53

0.082Control Test 06:54

0.000Air Blank 06:54

# 1 0.007Subject Sample 06:55

2.898Breath Volume 06:55

0.000Air Blank 06:55

0.000Air Blank 06:57

# 2 0.000Subject Sample 06:57

4.039Breath Volume 06:57

0.000Air Blank 06:58

0.081Control Test 06:58

0.000Air Blank 06:59

OKDiagnostics Check 06:59

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4704/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:40

St. Petersburg PD

PEREZ,SAMANTHA

05/05/2023

08121080A1

St. Petersburg PD

CLARK,BRENT,D

ARVO

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.082Control Test 00:10

0.000Air Blank 00:11

# 1 0.434Subject Sample 00:11

3.316Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.419Subject Sample 00:15

3.148Breath Volume 00:15

0.000Air Blank 00:15

0.081Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 04/27/2022 15:54

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:0304/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:08

St. Petersburg PD

CLARK,BRENT

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

STRANG

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:17 No Sample Provided

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.122Subject Sample 02:21

1.101Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 3 0.127Subject Sample 02:24

1.296Breath Volume 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:26

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:2104/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:27

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

CLARK,BRENT,D

SIZEMORE

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

# 1 0.179Subject Sample 04:07

1.714Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.170Subject Sample 04:10

2.593Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:2504/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

05:12

St. Petersburg PD

O'CONNELL,B

11/05/2022

24620080A2

St. Petersburg PD

BACA,E,

GAGE

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.081Control Test 05:44

0.000Air Blank 05:45

# 1 0.238Subject Sample 05:45

1.875Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.226Subject Sample 05:48

2.386Breath Volume 05:48

0.000Air Blank 05:49

0.079Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:17:0104/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:49

10:18

St. Petersburg PD

SAIA,MICHAEL

11/05/2022

24620080A2

St. Petersburg PD

WRIGHT,NAOMI,E

LIECHTY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:09

0.000Air Blank 11:10

0.081Control Test 11:10

0.000Air Blank 11:11

# 1 0.000Subject Sample 11:12

1.636Breath Volume 11:12

0.000Air Blank 11:12

0.000Air Blank 11:14

# 2 0.000Subject Sample 11:15

2.562Breath Volume 11:15

0.000Air Blank 11:16

0.081Control Test 11:16

0.000Air Blank 11:16

OKDiagnostics Check 11:17

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:0704/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:50

St. Petersburg PD

MIRANDA,RICHARD

11/05/2022

24620080A2

St. Petersburg PD

MIRANDA,RICHARD,

DORR

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.082Control Test 21:03

0.000Air Blank 21:04

# 1Subject Sample 21:07 No Sample Provided

0.000Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2Subject Sample 21:12 No Sample Provided

0.000Breath Volume 21:12

0.000Air Blank 21:13

0.082Control Test 21:13

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1204/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:48

St. Petersburg PD

GODERICH,K

11/05/2022

24620080A2

St. Petersburg PD

CHRISTENSEN,S,R

LEVI

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.082Control Test 01:47

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:48

2.476Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.000Subject Sample 01:51

3.664Breath Volume 01:51

0.000Air Blank 01:52

0.082Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:5704/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:12

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

ZUNIGA

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.081Control Test 02:05

0.000Air Blank 02:05

# 1 0.144Subject Sample 02:06

2.574Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:08

# 2 0.147Subject Sample 02:09

2.144Breath Volume 02:09

0.000Air Blank 02:10

0.081Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1204/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:05

St. Petersburg PD

SEAY,KEN

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

LEFEVRE

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

# 1 0.244Subject Sample 02:46

1.429Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.231Subject Sample 02:49

1.359Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4604/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:01

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

CRUZ

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:35

# 1Subject Sample 02:38 No Sample Provided

0.000Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:41

0.081Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:5404/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

16:09

St. Petersburg PD

CLARK,BRENT

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

SPOND

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:46

0.000Air Blank 16:46

0.078Control Test 16:47

0.000Air Blank 16:47

# 1 0.271Subject Sample 16:48

2.722Breath Volume 16:48

0.000Air Blank 16:49

0.000Air Blank 16:51

# 2 0.244Subject Sample 16:52

1.636Breath Volume 16:52

0.000Air Blank 16:53

0.000Air Blank 16:54

# 3 0.241Subject Sample 16:55

1.449Breath Volume 16:55

0.000Air Blank 16:55

0.078Control Test 16:56

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0304/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:16

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

KRISTMUNDSDOTTIR

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:51

# 1 0.261Subject Sample 22:51

2.042Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.245Subject Sample 22:54

2.054Breath Volume 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:56

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:5204/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:44

14:31

St. Petersburg PD

MCKENZIE,RONALD

11/05/2022

24620080A2

St. Petersburg PD

CLARK,BRENT,D

LEINHEISER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.080Control Test 15:05

0.000Air Blank 15:06

# 1 0.000Subject Sample 15:07

2.992Breath Volume 15:07

0.000Air Blank 15:07

0.000Air Blank 15:09

# 2 0.000Subject Sample 15:10

2.507Breath Volume 15:10

0.000Air Blank 15:10

0.080Control Test 15:11

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2404/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:32

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

HACKETT

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:17 No Sample Provided

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0104/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

03:06

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

VAN HOUTEN,JONATHAN,J

KELLY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:13

# 1Subject Sample 03:17 No Sample Provided

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:24

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:1104/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:29

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

JONTZ

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:22

# 1 0.218Subject Sample 05:23

1.335Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:25

# 2 0.228Subject Sample 05:26

1.511Breath Volume 05:26

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:38:1004/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:00

08:43

St. Petersburg PD

MCKENZIE,RONALD

11/05/2022

24620080A2

St. Petersburg PD

MCKENZIE,RONALD,W

ALEXANDER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:31

0.000Air Blank 09:31

0.081Control Test 09:32

0.000Air Blank 09:32

# 1 0.000Subject Sample 09:33

2.843Breath Volume 09:33

0.000Air Blank 09:34

0.000Air Blank 09:36

# 2 0.000Subject Sample 09:36

2.410Breath Volume 09:36

0.000Air Blank 09:37

0.079Control Test 09:37

0.000Air Blank 09:38

OKDiagnostics Check 09:38

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4904/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:19

St. Petersburg PD

LESPERANCE,DANIEL

11/05/2022

24620080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

WILLIAMS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.081Control Test 20:41

0.000Air Blank 20:42

# 1 0.044Subject Sample 20:42

1.777Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.040Subject Sample 20:46

1.652Breath Volume 20:46

0.000Air Blank 20:46

0.079Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:20:0504/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:14

St. Petersburg PD

CLARK,BRENT

11/05/2022

24620080A2

St. Petersburg PD

CLARK,BRENT,D

RODRIGUEZ

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:13

0.000Air Blank 11:14

0.082Control Test 11:14

0.000Air Blank 11:15

# 1 0.000Subject Sample 11:15

2.300Breath Volume 11:15

0.000Air Blank 11:16

0.000Air Blank 11:18

# 2 0.000Subject Sample 11:18

1.738Breath Volume 11:18

0.000Air Blank 11:19

0.081Control Test 11:19

0.000Air Blank 11:20

OKDiagnostics Check 11:20

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:5104/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:43

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

FRAZIER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1 0.139Subject Sample 21:52

1.359Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.127Subject Sample 21:58

1.207Breath Volume 21:58

0.000Air Blank 21:58

0.081Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:4304/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:00

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

TRNKA

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

# 1 0.000Subject Sample 00:41

2.765Breath Volume 00:41

0.000Air Blank 00:41

0.000Air Blank 00:44

# 2 0.000Subject Sample 00:44

3.386Breath Volume 00:44

0.000Air Blank 00:44

0.081Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 04/27/2022 15:55

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5604/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:04

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

CLELAND

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:47 No Sample Provided

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:1804/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:29

St. Petersburg PD

SEAY,KENNETH

11/05/2022

24620080A2

St. Petersburg PD

HALL,DUSTIN,L

HELLER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5804/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

02:16

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

SMITH

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1 0.038Subject Sample 02:25

1.187Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.038Subject Sample 02:28

1.441Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1304/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:13

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

LULO

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

# 1Subject Sample 02:07 No Sample Provided

0.000Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1604/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:32

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

FOSTER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:06

# 1 0.094Subject Sample 03:06

1.132Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.098Subject Sample 03:09

1.121Breath Volume 03:09

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2804/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:57

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

RUSSELL

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:31

# 1Subject Sample 04:34 No Sample Provided

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2Subject Sample 04:40 No Sample Provided

0.000Breath Volume 04:40

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:4804/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:56

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

PINKNEY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.080Control Test 05:45

0.000Air Blank 05:46

# 1 0.193Subject Sample 05:49 Volume Not Met

0.550Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.170Subject Sample 05:55 Volume Not Met

0.914Breath Volume 05:55

0.000Air Blank 05:55

0.079Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:3204/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

18:37

St. Petersburg PD

RAMSEY,DAVID

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

MILLER

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.080Control Test 20:20

0.000Air Blank 20:21

# 1Subject Sample 20:24 No Sample Provided

0.000Breath Volume 20:24

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2Subject Sample 20:28 Subject Test Refused

0.000Breath Volume 20:28

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:5404/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:33

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

HOWARD

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

# 1 0.215Subject Sample 22:24

2.527Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.189Subject Sample 22:28

1.500Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:30

# 3 0.196Subject Sample 22:31

1.511Breath Volume 22:31

0.000Air Blank 22:31

0.080Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3504/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:21

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

DENNIS III

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:02

1.378Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.000Subject Sample 00:05

1.234Breath Volume 00:05

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1604/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:49

St. Petersburg PD

GODERICH,CHRISTINA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

DOCHERTY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

# 1 0.099Subject Sample 03:45

1.898Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.098Subject Sample 03:48

1.718Breath Volume 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:2404/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:22

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

POSEY

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.151Subject Sample 04:57

3.042Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.143Subject Sample 04:59

2.460Breath Volume 04:59

0.000Air Blank 05:00

0.081Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:1204/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:37

06:56

St. Petersburg PD

THOMAS,KRISTEN

11/05/2022

24620080A2

St. Petersburg PD

MCKENZIE,RONALD,

WOLFE

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:57

0.000Air Blank 07:57

0.081Control Test 07:57

0.000Air Blank 07:58

# 1 0.000Subject Sample 07:59

3.511Breath Volume 07:59

0.000Air Blank 07:59

0.000Air Blank 08:01

# 2 0.000Subject Sample 08:01

1.734Breath Volume 08:01

0.000Air Blank 08:02

0.079Control Test 08:02

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:48:5804/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:25

11:14

St. Petersburg PD

MCKENZIE,RONALD

11/05/2022

24620080A2

St. Petersburg PD

MCKENZIE,RONALD,W

BRADFORD

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:46

0.000Air Blank 11:46

0.081Control Test 11:46

0.000Air Blank 11:47

# 1Subject Sample 11:47 Subject Test Refused

0.000Breath Volume 11:47

0.000Air Blank 11:48

0.080Control Test 11:48

0.000Air Blank 11:48

OKDiagnostics Check 11:48

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1004/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:11

St. Petersburg PD

THOMAS,K

11/05/2022

24620080A2

St. Petersburg PD

CHRISTENSEN,S,R

CONRAD

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:52

# 1 0.155Subject Sample 02:53

4.488Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.153Subject Sample 02:56

4.558Breath Volume 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:4804/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:08

St. Petersburg PD

O'CONNELL,B

11/05/2022

24620080A2

St. Petersburg PD

BACA,E,

SEBASTIANI

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

# 1Subject Sample 04:47 Subject Test Refused

0.000Breath Volume 04:47

0.000Air Blank 04:47

0.080Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:2704/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:30

St. Petersburg PD

THOMAS,K

11/05/2022

24620080A2

St. Petersburg PD

BACA,E,

CONYERS

03/08/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.081Control Test 05:04

0.000Air Blank 05:04

# 1 0.144Subject Sample 05:06

2.109Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.151Subject Sample 05:09

2.031Breath Volume 05:09

0.000Air Blank 05:10

0.076Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:07:5004/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

11:18

St. Petersburg PD

CLARK,BRENT

11/05/2022

24620080A2

St. Petersburg PD

CLARK,BRENT,D

BLOCKSON

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:01

0.000Air Blank 12:01

0.080Control Test 12:02

0.000Air Blank 12:02

# 1 0.045Subject Sample 12:03

2.156Breath Volume 12:03

0.000Air Blank 12:04

0.000Air Blank 12:05

# 2 0.050Subject Sample 12:06

1.164Breath Volume 12:06

0.000Air Blank 12:06

0.080Control Test 12:07

0.000Air Blank 12:07

OKDiagnostics Check 12:07

Data Download Date/Time: 04/27/2022 15:56

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:1104/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:38

St. Petersburg PD

GODERICH,KRISTINA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

WALKER

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2Subject Sample 01:16 Subject Test Refused

0.000Breath Volume 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 05/31/2022 15:39

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0404/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:17

St. Petersburg PD

THOMAS,KRISTEN

11/05/2022

24620080A2

St. Petersburg PD

HALL,DUSTIN,L

DOSCH

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:22

# 1 0.000Subject Sample 01:23

3.890Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.000Subject Sample 01:26

4.000Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 05/31/2022 15:39

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:32:4004/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:01

10:41

St. Petersburg PD

CLARK,BRENT

11/05/2022

24620080A2

St. Petersburg PD

CLARK,BRENT,D

FOSTER

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:26

0.000Air Blank 11:26

0.080Control Test 11:27

0.000Air Blank 11:27

# 1 0.000Subject Sample 11:28

1.406Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.000Subject Sample 11:31

1.160Breath Volume 11:31

0.000Air Blank 11:31

0.080Control Test 11:32

0.000Air Blank 11:32

OKDiagnostics Check 11:32

Data Download Date/Time: 05/31/2022 15:39

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:3504/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:09

St. Petersburg PD

LENAHAN,RYAN

11/05/2022

24620080A2

St. Petersburg PD

LENAHAN,RYAN,P

NEWMAN

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:50

0.080Control Test 16:51

0.000Air Blank 16:51

# 1 0.310Subject Sample 16:52

1.410Breath Volume 16:52

0.000Air Blank 16:52

0.000Air Blank 16:54

# 2 0.314Subject Sample 16:54

1.109Breath Volume 16:54

0.000Air Blank 16:55

0.077Control Test 16:55

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 05/31/2022 15:39

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:5704/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:47

St. Petersburg PD

GODERICH,KRISTINA

11/05/2022

24620080A2

St. Petersburg PD

HINES,PAUL,M

WHITE

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.080Control Test 18:54

0.000Air Blank 18:54

# 1Subject Sample 18:57 No Sample Provided

0.000Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2Subject Sample 19:03 No Sample Provided

0.000Breath Volume 19:03

0.000Air Blank 19:04

0.081Control Test 19:04

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 05/31/2022 15:39

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:0904/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:08

St. Petersburg PD

GODERICH,KRISTINA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

MCVEY

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.081Control Test 01:39

0.000Air Blank 01:39

# 1 0.170Subject Sample 01:40

2.308Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 2 0.165Subject Sample 01:43

2.179Breath Volume 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 05/31/2022 15:40

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1804/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:30

St. Petersburg PD

GODERICH,KRISTINA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

JOHNSON

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1 0.190Subject Sample 04:11

1.250Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.198Subject Sample 04:14

1.660Breath Volume 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 05/31/2022 15:40

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:4604/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:41

St. Petersburg PD

HALL,DUSTIN

11/05/2022

24620080A2

St. Petersburg PD

SEAY, III,KENNETH,M

WOELLER

04/27/2022

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.081Control Test 05:36

0.000Air Blank 05:37

# 1Subject Sample 05:40 No Sample Provided

0.000Breath Volume 05:40

0.000Air Blank 05:40

0.000Air Blank 05:43

# 2Subject Sample 05:43 Subject Test Refused

0.000Breath Volume 05:43

0.000Air Blank 05:43

0.080Control Test 05:44

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 05/31/2022 15:40

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3204/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

00:03

Fort Myers PD

PINEDA,CHRISTIAN

11/05/2022

24620080A2

FL Gulf Coast UPD

WITT,KELLY,

STEFANSKI

03/23/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.082Control Test 02:34

0.000Air Blank 02:34

# 1 0.179Subject Sample 02:35

2.007Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.183Subject Sample 02:38

2.863Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 04/26/2022 09:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:2404/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

21:46

FHP Troop F

ROSADO-PEREZ,JUAN

01/05/2024

24620080A3

FHP Troop F

ROSADO-PEREZ,JUAN,M

BOLTE

03/23/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

# 1 0.158Subject Sample 23:28

3.070Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.156Subject Sample 23:31

2.890Breath Volume 23:31

0.000Air Blank 23:32

0.081Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 04/26/2022 09:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:0404/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:59

Lee County SO

SOTO,M

11/05/2022

24620080A2

Lee County SO

SOTO,M,

HERNANDEZ RAMIREZ

03/23/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.082Control Test 20:25

Air Blank 20:25 RFI Detect

0.000Air Blank 20:26

Data Download Date/Time: 04/26/2022 09:05

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:2404/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:50

Fort Myers PD

SCHAEFER,ALLISON

11/05/2022

24620080A2

Fort Myers PD

MORGAN,ROHAN,G

GONZALEZ SEBASTIAN

04/26/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:51

# 1 0.167Subject Sample 01:52

1.730Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.164Subject Sample 01:55

1.714Breath Volume 01:55

0.000Air Blank 01:56

01:56 RFI Detect

0.000Air Blank 01:57

Data Download Date/Time: 05/31/2022 13:32

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:53:0804/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:17

12:01

Fort Myers PD

WAY,JOSEPH

11/05/2022

24620080A2

Fort Myers PD

WAY,JOSEPH,T

LOZEAU

04/26/2022

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:46

0.000Air Blank 13:46

0.080Control Test 13:47

0.000Air Blank 13:47

# 1 0.000Subject Sample 13:48

2.964Breath Volume 13:48

0.000Air Blank 13:49

0.000Air Blank 13:51

# 2 0.000Subject Sample 13:51

1.769Breath Volume 13:51

0.000Air Blank 13:52

0.082Control Test 13:52

0.000Air Blank 13:53

OKDiagnostics Check 13:53

Data Download Date/Time: 05/31/2022 13:32

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5004/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:39

Dade City PD

WATSON,WILLIAM

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

SARGENT

04/20/2022

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.276Subject Sample 02:17

2.500Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.277Subject Sample 02:20

3.031Breath Volume 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 05/17/2022 12:03

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0804/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:52

Fernandina Beach PD

PAETSCH,J

11/05/2022

24620080A3

Fernandina Beach PD

SEARS,C,D

BOLER

03/17/2022

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.188Subject Sample 02:32

1.449Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.188Subject Sample 02:35

1.187Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 04/07/2022 19:30

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5904/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:55

MIAMI-DADE PD

LEANDRE,GERALD

04/05/2022

05620080A1

MIAMI-DADE PD

LEANDRE,GERALD,L

DELAOLIVA

03/04/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

# 1 0.000Subject Sample 03:53 Volume Not Met

0.015Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.214Subject Sample 03:59 Volume Not Met

0.054Breath Volume 03:59

0.000Air Blank 04:00

0.078Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 04/06/2022 07:34

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:0404/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:58

MIAMI-DADE PD

QUINTANA,SILVIO

01/05/2024

33321080A2

MIAMI-DADE PD

QUINTANA,SILVIO,A

GONZALEZ

04/06/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.078Control Test 19:40

0.000Air Blank 19:41

# 1 0.193Subject Sample 19:44 Volume Not Met

0.000Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:47

# 2Subject Sample 19:48 Subject Test Refused

0.632Breath Volume 19:48

0.000Air Blank 19:49

0.077Control Test 19:49

0.000Air Blank 19:49

OKDiagnostics Check 19:50

Data Download Date/Time: 05/05/2022 03:31

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:05:3504/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

09:00

MIAMI-DADE PD

GATTORNO,ALEXANDER

01/05/2024

33321080A2

MIAMI-DADE PD

ORTEGA,WILFREDO,

GARZON JARQUIN

04/06/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:50

0.000Air Blank 09:51

0.078Control Test 09:51

0.000Air Blank 09:52

# 1Subject Sample 09:55 No Sample Provided

0.000Breath Volume 09:55

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.255Subject Sample 10:00

2.601Breath Volume 10:00

0.000Air Blank 10:01

0.000Air Blank 10:02

# 3 0.246Subject Sample 10:03

2.386Breath Volume 10:03

0.000Air Blank 10:04

0.072Control Test 10:04 Control Outside Tolerance

0.000Air Blank 10:05

Data Download Date/Time: 05/05/2022 03:31

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1804/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:44

MIAMI-DADE PD

QUINTANA,SILVIO

01/05/2024

33321080A2

MIAMI-DADE PD

QUINTANA,SILVIO,A

AGUILON PEREZ

04/06/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.078Control Test 22:50

0.000Air Blank 22:51

# 1 0.168Subject Sample 22:51

2.277Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.172Subject Sample 22:54

3.128Breath Volume 22:54

0.000Air Blank 22:55

0.078Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 05/05/2022 03:31

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:0004/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:03

MIAMI-DADE PD

QUINTANA,SILVIO

01/05/2024

33321080A2

MIAMI-DADE PD

QUINTANA,SILVIO,A

MENDEZ DIAZ

04/06/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:01

0.078Control Test 17:01

0.000Air Blank 17:02

# 1 0.285Subject Sample 17:02

1.667Breath Volume 17:02

0.000Air Blank 17:03

0.000Air Blank 17:05

# 2 0.274Subject Sample 17:05

2.214Breath Volume 17:05

0.000Air Blank 17:06

0.077Control Test 17:06

0.000Air Blank 17:06

OKDiagnostics Check 17:07

Data Download Date/Time: 05/05/2022 03:31

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1404/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:06

MIAMI-DADE PD

AZRAK,JOSEPH

01/05/2024

33321080A2

MIAMI-DADE PD

AZRAK,JOSEPH,

MORAGA

04/06/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:43

# 1 0.113Subject Sample 00:44

1.339Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 2 0.119Subject Sample 00:47

1.605Breath Volume 00:47

0.000Air Blank 00:48

0.078Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 05/05/2022 03:22

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0404/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:40

MIAMI-DADE PD

AZRAK,JOSEPH

01/05/2024

33321080A2

MIAMI-DADE PD

QUINTANA,JORGE,F

HERNANDEZ

04/06/2022

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

# 1 0.166Subject Sample 22:50

2.417Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:52

# 2 0.159Subject Sample 22:53

2.113Breath Volume 22:53

0.000Air Blank 22:54

0.077Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:55

Data Download Date/Time: 05/05/2022 03:22

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:2104/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:41

17:31

Palm Beach County SO

MORGAN,DAVID

09/05/2023

19021080A2

FFWCC (West Palm)

POUND,PARIS,D

SAMI

03/18/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:18

0.000Air Blank 18:18

0.079Control Test 18:19

0.000Air Blank 18:19

# 1 0.213Subject Sample 18:20

1.894Breath Volume 18:20

0.000Air Blank 18:20

0.000Air Blank 18:22

# 2 0.221Subject Sample 18:23

1.847Breath Volume 18:23

0.000Air Blank 18:24

0.079Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 04/08/2022 13:27

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5404/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:28

Palm Beach County SO

SOUTHER,AUSTIN

09/05/2023

19021080A2

North Palm Beach

O'NEAL,SHARI,L

BLAKE

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

# 1 0.122Subject Sample 03:05

1.167Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.125Subject Sample 03:08

1.324Breath Volume 03:08

0.000Air Blank 03:08

0.081Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1704/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

19:06

Palm Beach County SO

GOLDEN,LISA

09/05/2023

19021080A2

Boca Raton PD

LEAHEY,THOMAS,H

HENDRI

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.082Control Test 22:20

0.000Air Blank 22:21

# 1 0.000Subject Sample 22:21

1.906Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.000Subject Sample 22:24

2.531Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:2104/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:55

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

TORRES JR

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.064Subject Sample 23:02

1.871Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.069Subject Sample 23:05

2.363Breath Volume 23:05

0.000Air Blank 23:06

0.084Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:26:0804/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:51

06:30

Palm Beach County SO

BRUST,RYAN

09/05/2023

19021080A2

West Palm Beach PD

O'NEAL,SHARI,L

GARCIA

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:19

0.000Air Blank 07:19

0.080Control Test 07:20

0.000Air Blank 07:20

# 1 0.254Subject Sample 07:21

1.152Breath Volume 07:21

0.000Air Blank 07:22

0.000Air Blank 07:23

# 2 0.255Subject Sample 07:24

2.265Breath Volume 07:24

0.000Air Blank 07:25

0.080Control Test 07:25

0.000Air Blank 07:26

OKDiagnostics Check 07:26

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:4004/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:07

16:32

Palm Beach County SO

GONZALEZ,MARQUIS

09/05/2023

19021080A2

FHP Troop L

BELL,JOSHUA,J

RUBIO MAR

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:53

0.081Control Test 17:54

0.000Air Blank 17:54

# 1 0.244Subject Sample 17:55

1.542Breath Volume 17:55

0.000Air Blank 17:55

0.000Air Blank 17:57

# 2 0.233Subject Sample 17:58

2.554Breath Volume 17:58

0.000Air Blank 17:58

0.080Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2704/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:18

Palm Beach County SO

ROSAS,DESIREE

09/05/2023

19021080A2

Boynton Beach PD

BELL,JOSHUA,J

WILKES

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1 0.207Subject Sample 22:33 Volume Not Met

0.089Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:35

# 2 0.218Subject Sample 22:36

1.542Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 3 0.227Subject Sample 22:39

1.839Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4104/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:41

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

JOAQUIN JUAN

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:29

# 1 0.287Subject Sample 02:30

1.792Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.278Subject Sample 02:33

2.371Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:1004/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:19

16:28

Palm Beach County SO

PEREZ,CHRISTOPHER

09/05/2023

19021080A2

North Palm Beach

BELL,JOSHUA,J

MITIL

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.081Control Test 17:50

0.000Air Blank 17:50

# 1 0.295Subject Sample 17:51

1.210Breath Volume 17:51

0.000Air Blank 17:52

0.000Air Blank 17:53

# 2 0.299Subject Sample 17:54

2.230Breath Volume 17:54

0.000Air Blank 17:55

0.081Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:2204/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:23

Palm Beach County SO

POINTU,PATRICK

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

CHUM VASQUEZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:16

# 1 0.263Subject Sample 21:16

1.265Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.260Subject Sample 21:19

1.464Breath Volume 21:19

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:4804/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

20:49

Palm Beach County SO

MCCOLLIN DAVIS,DEVON

09/05/2023

19021080A2

FFWCC (West Palm)

LEAHEY,THOMAS,H

AMARO ALVAREZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.081Control Test 22:52

0.000Air Blank 22:52

# 1 0.135Subject Sample 22:53

2.164Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.133Subject Sample 22:56

1.933Breath Volume 22:56

0.000Air Blank 22:56

0.080Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:0204/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

04:33

Palm Beach County SO

MASTERSON,MONIQUE

09/05/2023

19021080A2

FHP Troop L

LEAHEY,THOMAS,H

HORVATH JR

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.082Control Test 05:52

0.000Air Blank 05:53

# 1 0.000Subject Sample 05:53

3.082Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.000Subject Sample 05:56

3.023Breath Volume 05:56

0.000Air Blank 05:57

0.080Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:58

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:3104/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

22:54

Palm Beach County SO

MANNING,WESLEY

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

FRANCOIS

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.082Control Test 00:21

0.000Air Blank 00:22

# 1 0.162Subject Sample 00:22

2.437Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.167Subject Sample 00:26

3.214Breath Volume 00:26

0.000Air Blank 00:27

0.082Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:0004/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:02

Palm Beach County SO

HOWARD,EDWARD

09/05/2023

19021080A2

West Palm Beach PD

LEAHEY,THOMAS,H

JIMENEZ RAMIREZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.082Control Test 23:00

0.000Air Blank 23:01

# 1 0.219Subject Sample 23:02

3.128Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:04

# 2 0.225Subject Sample 23:05

2.691Breath Volume 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:07

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:2304/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:13

Palm Beach County SO

CHARLES,JAMESLOO

09/05/2023

19021080A2

West Palm Beach PD

LEAHEY,THOMAS,H

LOPEZ VELASQUEZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.295Subject Sample 03:56

1.464Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.296Subject Sample 03:59

1.277Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2504/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:27

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

LOPEZ MATEO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:49

# 1 0.162Subject Sample 22:49

1.519Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.163Subject Sample 22:52

1.359Breath Volume 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:37:1104/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:11

Palm Beach County SO

TEJEDA,ANTHONY

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

CODY

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:31

0.000Air Blank 16:31

0.081Control Test 16:31

0.000Air Blank 16:32

# 1 0.000Subject Sample 16:32

1.589Breath Volume 16:32

0.000Air Blank 16:33

0.000Air Blank 16:35

# 2 0.000Subject Sample 16:35

3.140Breath Volume 16:35

0.000Air Blank 16:36

0.080Control Test 16:36

0.000Air Blank 16:37

OKDiagnostics Check 16:37

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:50:5504/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:14

14:40

Palm Beach County SO

WEHRLE,ERIC

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

JEANNITON

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.082Control Test 17:42

0.000Air Blank 17:42

# 1 0.110Subject Sample 17:45

1.109Breath Volume 17:45

0.000Air Blank 17:46

0.000Air Blank 17:47

# 2 0.114Subject Sample 17:49

1.851Breath Volume 17:49

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:50

OKDiagnostics Check 17:50

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1904/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:30

Palm Beach County SO

IV,ANDREW

09/05/2023

19021080A2

FHP Troop L

LEAHEY,THOMAS,H

COOPER

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.082Control Test 20:25

0.000Air Blank 20:25

# 1 0.000Subject Sample 20:28 Volume Not Met

0.136Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.000Subject Sample 20:34

1.921Breath Volume 20:34

0.000Air Blank 20:34

0.000Air Blank 20:36

# 3 0.000Subject Sample 20:37

1.484Breath Volume 20:37

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3604/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:24

Palm Beach County SO

CASTRO,LUIS

09/05/2023

19021080A2

Boynton Beach PD

LEAHEY,THOMAS,H

VON HARDENBERGH

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.082Control Test 22:15

0.000Air Blank 22:15

# 1 0.000Subject Sample 22:16

2.742Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.000Subject Sample 22:19

1.343Breath Volume 22:19

0.000Air Blank 22:19

0.090Control Test 22:19 Control Outside Tolerance

0.000Air Blank 22:20

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2704/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:24

Palm Beach County SO

CASTRO,LUIS

09/05/2023

19021080A2

Boynton Beach PD

LEAHEY,THOMAS,H

VON HARDENBERGH

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.083Control Test 22:42

0.000Air Blank 22:43

# 1 0.000Subject Sample 22:44

2.593Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.000Subject Sample 22:47

2.640Breath Volume 22:47

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0704/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:37

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

LUZARDO QUERO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

# 1 0.192Subject Sample 00:28

3.355Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:30

# 2 0.190Subject Sample 00:31

3.742Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:4004/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:15

Palm Beach County SO

FARDELLA,BLAKE

09/05/2023

19021080A2

Palm Springs PD

LEAHEY,THOMAS,H

SCALES

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.082Control Test 02:52

0.000Air Blank 02:53

# 1 0.215Subject Sample 02:54

2.164Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.211Subject Sample 02:57

1.531Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:5104/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:05

Palm Beach County SO

PADGETT,COVELLE

09/05/2023

19021080A2

West Palm Beach PD

LEAHEY,THOMAS,H

BASINGER

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.082Control Test 04:21

0.000Air Blank 04:21

# 1 0.061Subject Sample 04:22

1.917Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.061Subject Sample 04:25

2.476Breath Volume 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:2304/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:26

21:10

Palm Beach County SO

SPIRITO,GEORGE

09/05/2023

19021080A2

FFWCC (West Palm)

BELL,JOSHUA,J

SUSICH

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:56

# 1 0.095Subject Sample 22:56

1.371Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.110Subject Sample 22:59

1.363Breath Volume 22:59

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1404/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:25

Palm Beach County SO

PADGETT,COVELLE

09/05/2023

19021080A2

West Palm Beach PD

BELL,JOSHUA,J

LEVY

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:37

# 1 0.103Subject Sample 04:38

2.152Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.103Subject Sample 04:41

2.085Breath Volume 04:41

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:0504/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:23

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

RICHARDSON

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

# 1 0.159Subject Sample 02:54

1.828Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.164Subject Sample 02:57

1.746Breath Volume 02:57

0.000Air Blank 02:58

0.081Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2004/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:54

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

BELL,JOSHUA,J

COE

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.082Control Test 22:57

0.000Air Blank 22:57

# 1 0.077Subject Sample 22:58

1.203Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.077Subject Sample 23:01

1.902Breath Volume 23:01

0.000Air Blank 23:02

0.082Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4804/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:31

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

BELL,JOSHUA,J

VAZQUEZ ZUNIGA

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

# 1 0.117Subject Sample 01:42

1.707Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.119Subject Sample 01:45

2.324Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3804/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:04

Palm Beach County SO

SPANGLER,JOSHUA

09/05/2023

19021080A2

Palm Beach PD

LEAHEY,THOMAS,H

NEARY

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:07

# 1 0.186Subject Sample 01:07

1.718Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.193Subject Sample 01:10

1.945Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:0004/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

21:24

Palm Beach County SO

NOBLE,RILEY

09/05/2023

19021080A2

Jupiter PD

LEAHEY,THOMAS,H

SCHUTZMAN

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.154Subject Sample 23:01

1.238Breath Volume 23:01

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.147Subject Sample 23:04

1.289Breath Volume 23:04

0.000Air Blank 23:05

0.081Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:06

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:4404/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:37

Palm Beach County SO

TEJEDA,ANTHONY

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

LOPEZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.081Control Test 23:33

0.000Air Blank 23:33

# 1 0.000Subject Sample 23:34

3.085Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.000Subject Sample 23:37

3.480Breath Volume 23:37

0.000Air Blank 23:37

0.081Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0704/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:05

Palm Beach County SO

MILORD,JHAMIL

09/05/2023

19021080A2

North Palm Beach

BELL,JOSHUA,J

ROBLERO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.081Control Test 00:33

0.000Air Blank 00:33

# 1 0.178Subject Sample 00:34

1.300Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.174Subject Sample 00:37

1.324Breath Volume 00:37

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1104/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:04

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

LEAHEY,THOMAS,H

DUNN

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.145Subject Sample 01:52

3.316Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.141Subject Sample 01:55

3.535Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:1904/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:20

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

BLAISE

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.081Control Test 23:14

0.000Air Blank 23:15

# 1 0.000Subject Sample 23:15

2.171Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.000Subject Sample 23:18

2.687Breath Volume 23:18

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:2504/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:26

Palm Beach County SO

CARVER,CAMERON

09/05/2023

19021080A2

Palm Beach Gardens

LEAHEY,THOMAS,H

SMITH

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:07

# 1 0.000Subject Sample 00:08

1.144Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.000Subject Sample 00:12

1.363Breath Volume 00:12

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5904/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:40

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

REMY

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.186Subject Sample 03:25

1.312Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.175Subject Sample 03:29

1.132Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:24:3804/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:50

07:59

Palm Beach County SO

GUERRIER,JEFFERSON

09/05/2023

19021080A2

FHP Troop L

LEAHEY,THOMAS,H

BAEZ CAMACHO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:16

0.000Air Blank 09:17

0.081Control Test 09:17

0.000Air Blank 09:18

# 1 0.147Subject Sample 09:19

1.785Breath Volume 09:19

0.000Air Blank 09:20

0.000Air Blank 09:21

# 2 0.146Subject Sample 09:22

1.902Breath Volume 09:22

0.000Air Blank 09:23

0.078Control Test 09:24

0.000Air Blank 09:24

OKDiagnostics Check 09:24

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0304/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:35

Palm Beach County SO

SOLOWAY,ALAN

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

WRING

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.082Control Test 01:20

0.000Air Blank 01:20

# 1 0.156Subject Sample 01:21

1.140Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.156Subject Sample 01:24

1.156Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:26

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1104/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

01:34

Palm Beach County SO

BLACKMAN,VICTOR

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

PABLO-SANCHEZ

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.175Subject Sample 03:23

1.531Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.178Subject Sample 03:26

1.972Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0404/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:38

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

CAMPOS PACHECO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.267Subject Sample 04:27

2.429Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.269Subject Sample 04:30

2.707Breath Volume 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:32

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:1804/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:07

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

PINTER

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.082Control Test 22:15

0.000Air Blank 22:16

# 1 0.235Subject Sample 22:16

2.980Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.220Subject Sample 22:19

2.613Breath Volume 22:19

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1804/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:05

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

BELL,JOSHUA,J

MERENDINO

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

# 1 0.122Subject Sample 01:12

2.992Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.122Subject Sample 01:15

2.648Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:3904/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

16:47

Palm Beach County SO

MCGILLICUDDY,STEVEN

09/05/2023

19021080A2

Jupiter PD

BELL,JOSHUA,J

OBLACZYNSKI

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.082Control Test 18:52

0.000Air Blank 18:53

# 1 0.265Subject Sample 18:53

3.351Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.264Subject Sample 18:56

2.542Breath Volume 18:56

0.000Air Blank 18:57

0.080Control Test 18:58

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:4504/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:11

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

BELL,JOSHUA,J

GOODMAN JR

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.082Control Test 00:24

0.000Air Blank 00:24

# 1 0.054Subject Sample 00:25

1.398Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.055Subject Sample 00:28

1.687Breath Volume 00:28

0.000Air Blank 00:28

0.082Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0404/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:20

Palm Beach County SO

MARTINEZ,JACOB

09/05/2023

19021080A2

West Palm Beach PD

BELL,JOSHUA,J

HAZELWOOD

03/25/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

# 1 0.000Subject Sample 02:14

2.613Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.000Subject Sample 02:17

2.328Breath Volume 02:17

0.000Air Blank 02:18

0.082Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:19

Data Download Date/Time: 04/22/2022 13:09

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:0904/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:46

20:02

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

PRATT

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:11

Air Blank 20:12 Ambient Fail

0.000Air Blank 20:13

Data Download Date/Time: 04/25/2022 16:28

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:3204/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:46

20:02

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

PRATT

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.079Control Test 20:15

0.000Air Blank 20:16

# 1 0.324Subject Sample 20:16

2.144Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.325Subject Sample 20:19

2.480Breath Volume 20:19

0.000Air Blank 20:20

0.080Control Test 20:20

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 04/25/2022 16:28

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:0304/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:28

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

NICOLL

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.079Control Test 22:41

0.000Air Blank 22:41

# 1 0.180Subject Sample 22:43

3.042Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.178Subject Sample 22:46

1.609Breath Volume 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:48

Data Download Date/Time: 04/25/2022 16:28

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5804/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

03:08

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

GITLIN,CORY,J

ROJAS

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:21

# 1 0.177Subject Sample 03:22

2.562Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.174Subject Sample 03:26

3.160Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 04/25/2022 16:28

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:0504/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:25

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

SULLIVAN

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:36

# 1 0.289Subject Sample 04:37

2.328Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:39

# 2 0.244Subject Sample 04:40

1.667Breath Volume 04:40

Air Blank 04:41 Purge Fail

Air Blank 04:42 Purge Fail

Data Download Date/Time: 04/25/2022 16:28

15 June 2022

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4404/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:25

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

SULLIVAN

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.058Control Test 04:44 Control Outside Tolerance

0.000Air Blank 04:44

Data Download Date/Time: 04/25/2022 16:28

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:06:5504/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:25

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

SULLIVAN

03/06/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:59

0.000Air Blank 07:00

0.076Control Test 07:00

0.000Air Blank 07:00

# 1 0.221Subject Sample 07:01

3.000Breath Volume 07:01

0.000Air Blank 07:02

0.000Air Blank 07:04

# 2 0.208Subject Sample 07:05

2.183Breath Volume 07:05

0.000Air Blank 07:05

0.077Control Test 07:06

0.000Air Blank 07:06

OKDiagnostics Check 07:06

Data Download Date/Time: 04/25/2022 16:28

15 June 2022Printed:

COBRA ©1997-2014 CMI, Inc.


