
80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0408/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:39

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

SYLVESTER

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1 0.150Subject Sample 01:21

2.195Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.153Subject Sample 01:24

2.539Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:26

Data Download Date/Time: 08/30/2022 21:37

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:21:5708/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:55

14:46

Volusia County SO

PATSCH,JOSHUA

09/20/2022

1206004

Volusia County SO

PATSCH,JOSHUA,K

BAHLEN

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:15

0.000Air Blank 15:15

0.078Control Test 15:16

0.000Air Blank 15:16

# 1 0.301Subject Sample 15:17

3.839Breath Volume 15:17

0.000Air Blank 15:18

0.000Air Blank 15:19

# 2 0.294Subject Sample 15:20

3.468Breath Volume 15:20

0.000Air Blank 15:21

0.078Control Test 15:21

0.000Air Blank 15:21

OKDiagnostics Check 15:21

Data Download Date/Time: 08/30/2022 21:38

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5008/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:19

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

MONTGOMOERY

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

# 1 0.000Subject Sample 01:30

2.253Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.000Subject Sample 01:33

2.753Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 08/30/2022 21:38

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:51:3708/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:18

07:54

Volusia County SO

GODENZI,CAMERON

09/20/2022

1206004

Volusia County SO

HANSARD,JOSHUA,D

BLANKENSHIP

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:45

0.000Air Blank 08:45

0.079Control Test 08:46

0.000Air Blank 08:46

# 1 0.087Subject Sample 08:47

3.597Breath Volume 08:47

0.000Air Blank 08:47

0.000Air Blank 08:49

# 2 0.087Subject Sample 08:50

4.046Breath Volume 08:50

0.000Air Blank 08:50

0.079Control Test 08:51

0.000Air Blank 08:51

OKDiagnostics Check 08:51

Data Download Date/Time: 08/30/2022 22:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5808/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:09

Volusia County SO

WOODIN,STEPHEN

09/20/2022

1206004

Volusia County SO

JONES,CALEB,D

SANTOS

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

# 1 0.119Subject Sample 01:56

1.250Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2Subject Sample 02:01 Sequence Aborted

0.207Breath Volume 02:01

0.000Air Blank 02:01

Data Download Date/Time: 08/30/2022 22:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:1108/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:09

Volusia County SO

WOODIN,STEPHEN

09/20/2022

1206004

Volusia County SO

JONES,CALEB,D

SANTOS

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.078Control Test 02:07

0.000Air Blank 02:07

# 1Subject Sample 02:09 Sequence Aborted

0.468Breath Volume 02:09

0.000Air Blank 02:10

Data Download Date/Time: 08/30/2022 22:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:5808/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:45

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

LUISE

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:33

0.000Air Blank 15:34

0.078Control Test 15:34

0.000Air Blank 15:34

# 1Subject Sample 15:37 No Sample Provided

0.000Breath Volume 15:37

0.000Air Blank 15:38

0.000Air Blank 15:40

# 2Subject Sample 15:40 Subject Test Refused

0.000Breath Volume 15:40

0.000Air Blank 15:41

0.078Control Test 15:41

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 08/30/2022 22:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:47:2308/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:15

09:05

Volusia County SO

ELEVER,JONATHAN

12/07/2024

402290677

Volusia County SO

WERFEL,JEFFREY,R

CARTAGENA

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:38

0.000Air Blank 09:38

0.078Control Test 09:38

0.000Air Blank 09:39

# 1 0.154Subject Sample 09:41

2.136Breath Volume 09:41

0.000Air Blank 09:42

0.000Air Blank 09:44

# 2 0.141Subject Sample 09:45

1.843Breath Volume 09:45

0.000Air Blank 09:46

0.078Control Test 09:46

0.000Air Blank 09:47

OKDiagnostics Check 09:47

Data Download Date/Time: 08/30/2022 22:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:30:1508/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:01

06:15

Volusia County SO

BORBELY,JOSEPH

12/07/2024

402290677

Volusia County SO

WERFEL,JEFFREY,R

LUMBRA

07/14/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:22

0.000Air Blank 07:22

0.078Control Test 07:22

0.000Air Blank 07:23

# 1 0.098Subject Sample 07:24

2.550Breath Volume 07:24

0.000Air Blank 07:25

0.000Air Blank 07:27

# 2 0.091Subject Sample 07:28

1.644Breath Volume 07:28

0.000Air Blank 07:29

0.078Control Test 07:29

0.000Air Blank 07:30

OKDiagnostics Check 07:30

Data Download Date/Time: 08/30/2022 22:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:1808/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:02

Daytona Beach PD

SPELLER,BENJAMIN

03/17/2024

1475154

Volusia County SO

SMITH,KARL,C

MOORE

07/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.081Control Test 03:59

0.000Air Blank 03:59

# 1 0.095Subject Sample 04:03 Volume Not Met

0.535Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.111Subject Sample 04:07

2.289Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:09

# 3 0.104Subject Sample 04:10

1.425Breath Volume 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 08/31/2022 08:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3608/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:34

Daytona Beach PD

GRABILL,JAMES

03/17/2024

1475154

Daytona Beach PD

GRABILL,JAMES,H

BONILLA RUIZ

07/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

# 1 0.091Subject Sample 02:04

2.460Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.092Subject Sample 02:07

2.441Breath Volume 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 08/31/2022 08:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0008/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:17

Daytona Beach PD

LONGVAL,P

03/17/2024

1475154

Daytona Beach PD

FORREST,R,A

MARINO

07/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

# 1 0.000Subject Sample 00:33

1.898Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.000Subject Sample 00:38

1.753Breath Volume 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:40

Data Download Date/Time: 08/31/2022 08:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4908/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:29

Daytona Beach PD

JORDAN,HOWELL

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

AZGER

07/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

# 1 0.113Subject Sample 03:34

1.234Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:36

# 2 0.114Subject Sample 03:37

1.167Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 08/31/2022 08:06

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:3908/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

04:57

Daytona Beach PD

QUELIZ,CARLOS

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

HAWKINS

07/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.081Control Test 05:48

0.000Air Blank 05:48

# 1 0.107Subject Sample 05:50

1.769Breath Volume 05:50

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.106Subject Sample 05:53

1.292Breath Volume 05:53

0.000Air Blank 05:53

0.079Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 08/31/2022 08:06

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:0508/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:17

Daytona Beach PD

KNOX,KATELYN

03/17/2024

1475154

Daytona Beach PD

SMITH,KARL,C

CVETKO

07/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:16

# 1 0.250Subject Sample 23:17

2.992Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:19

# 2 0.254Subject Sample 23:20

3.054Breath Volume 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:22

Data Download Date/Time: 08/31/2022 08:06

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:4408/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:36

Deland PD

COOPER,WILLIAM

01/06/2024

1433248

Deland PD

COOPER,WILLIAM,J

PRICE

08/31/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

# 1 0.000Subject Sample 22:22

2.468Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.000Subject Sample 22:25

2.496Breath Volume 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 09/30/2022 20:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:40:4908/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

15:25

Flagler County SO

PATEL,J

04/05/2024

06022080A3

Flagler County SO

FAIRCLOTH,EDWARD,W

KELLEY

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:37

0.000Air Blank 16:37

0.079Control Test 16:38

0.000Air Blank 16:38

# 1Subject Sample 16:39 Subject Test Refused

0.000Breath Volume 16:39

0.000Air Blank 16:39

0.080Control Test 16:40

0.000Air Blank 16:40

OKDiagnostics Check 16:40

Data Download Date/Time: 08/16/2022 12:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2908/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:55

Flagler County SO

FOWLER,J

04/05/2024

06022080A3

Flagler County SO

ANDERSON,CALEB,M

FORERO

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.081Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:51 RFI Detect

0.000Breath Volume 00:51

Air Blank 00:52 RFI Detect

0.000Air Blank 00:52

Data Download Date/Time: 08/16/2022 12:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5808/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:55

Flagler County SO

FOWLER,J

04/05/2024

06022080A3

Flagler County SO

ANDERSON,CALEB,M

FORERO

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1 0.124Subject Sample 00:58

2.265Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.126Subject Sample 01:01

1.816Breath Volume 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 08/16/2022 12:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2008/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

13:27

Flagler Beach PD

SCHERR,EVAN

04/05/2024

06022080A3

Flagler Beach PD

SCHERR,EVAN,M

KNOWLES

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.145Subject Sample 02:23

1.988Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.145Subject Sample 02:26

2.488Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 08/16/2022 12:07

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2808/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

19:38

Flagler County SO

HARRISON,CHRISTIAN

04/05/2024

06022080A3

Flagler County SO

CRAUN,ROBERT,A

CAMPA

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

# 1 0.172Subject Sample 00:10 Volume Not Met

0.308Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:12

# 2 0.179Subject Sample 00:14

1.835Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 3 0.168Subject Sample 00:19 Slope Not Level

1.382Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0708/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:07

Flagler Beach PD

SCHERR,EVAN

04/05/2024

06022080A3

Flagler Beach PD

SCHERR,EVAN,M

RICCARDI

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

# 1 0.193Subject Sample 02:57

3.941Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.190Subject Sample 03:00

2.570Breath Volume 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3708/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:07

FHP Troop G

CAPELA,JORDAN

04/05/2024

06022080A3

FHP Troop G

CAPELA,JORDAN,A

ASTUTO

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:53

# 3Subject Sample 23:56 No Sample Provided

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.135Subject Sample 00:00

1.726Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.135Subject Sample 00:03

1.609Breath Volume 00:03

0.000Air Blank 00:03

0.079Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4908/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:08

FHP Troop G

LIMA,MICHAEL

04/05/2024

06022080A3

FHP Troop G

CAPELA,JORDAN,A

LOPEZ

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

# 1 0.170Subject Sample 04:09

2.253Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.166Subject Sample 04:12

2.636Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:3208/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:42

16:56

Flagler County SO

JOHNSON,DAVID

04/05/2024

06022080A3

Flagler County SO

STAMPS,BENJAMIN,J

BUSEY

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:03

0.000Air Blank 18:04

0.080Control Test 18:04

0.000Air Blank 18:05

# 1 0.265Subject Sample 18:05

1.703Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.259Subject Sample 18:08

1.542Breath Volume 18:08

0.000Air Blank 18:09

0.079Control Test 18:09

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:1608/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:51

Flagler Beach PD

SCHERR,EVAN

04/05/2024

06022080A3

Flagler Beach PD

SCHERR,EVAN,M

HANEY

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.129Subject Sample 00:51

1.132Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.146Subject Sample 00:54

1.441Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:5608/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:05

Flagler County SO

HARRISON,CHRISTIAN

04/05/2024

06022080A3

Flagler County SO

PARKER,CARL,L

ALMENDPIEZ

07/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:07

# 1Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 08/16/2022 12:08

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3608/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:47

Flagler County SO

DORSEY,J

04/05/2024

06022080A3

Flagler County SO

ANDERSON,CALEB,M

JOHAL

08/16/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:46

# 1 0.071Subject Sample 03:47

3.734Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.057Subject Sample 03:50

1.937Breath Volume 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 09/27/2022 10:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:1908/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:39

Flagler County SO

GREEN,S

04/05/2024

06022080A3

Flagler County SO

ANDERSON,CALEB,M

BROWNING

08/16/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

# 1 0.000Subject Sample 05:01

1.914Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.000Subject Sample 05:03

2.296Breath Volume 05:03

0.000Air Blank 05:04

0.081Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 09/27/2022 10:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:1408/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:56

Flagler County SO

ZALAK,JONATHAN

04/05/2024

06022080A3

Flagler County SO

CRAUN,ROBERT,A

ZACCARIA

08/16/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:22

# 1 0.244Subject Sample 22:23

1.804Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.254Subject Sample 22:26

1.875Breath Volume 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 09/27/2022 10:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:28:4708/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:02

11:18

Flagler County SO

QUIROGA-JOYA,ANJELICA

04/05/2024

06022080A3

Flagler County SO

KOTOWSKI,PHILIP,P

PAUCEK

08/16/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:22

0.000Air Blank 13:22

0.081Control Test 13:23

0.000Air Blank 13:23

# 1 0.000Subject Sample 13:24

1.859Breath Volume 13:24

0.000Air Blank 13:24

0.000Air Blank 13:26

# 2 0.000Subject Sample 13:27

2.066Breath Volume 13:27

0.000Air Blank 13:27

0.081Control Test 13:28

0.000Air Blank 13:28

OKDiagnostics Check 13:28

Data Download Date/Time: 09/27/2022 10:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5108/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

10:53

FHP Troop D

RICKERSON,KENTON

04/05/2024

06022080A2

FHP Troop D

BROWN,ZECHARIAH,C

MITCHELL

07/27/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

Air Blank 01:23 Ambient Fail

0.000Air Blank 01:23

Data Download Date/Time: 08/31/2022 12:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:0608/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

10:53

FHP Troop D

RICKERSON,KENTON

04/05/2024

06022080A2

FHP Troop D

BROWN,ZECHARIAH,C

MITCHELL

07/27/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

Air Blank 01:30 Ambient Fail

0.000Air Blank 01:31

Data Download Date/Time: 08/31/2022 12:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:4108/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

10:53

OTHER Local

RICKERSON,KENTON

04/05/2024

06022080A2

FHP Troop D

RUSHWORTH,JOSEPH,D

MITCHELL

07/27/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

# 1 0.090Subject Sample 01:38

2.316Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.087Subject Sample 01:41

1.917Breath Volume 01:41

0.000Air Blank 01:41

0.079Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 08/31/2022 12:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:5008/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

18:33

New Smyrna Beach PD

SMITH,DESTINY

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

GENTRY

07/30/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 20:00

# 1 0.231Subject Sample 20:00

1.667Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.227Subject Sample 20:04

2.386Breath Volume 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 08/14/2022 10:12

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:5808/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

17:57

New Smyrna Beach PD

MATTERN,KRISTIAN

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

ARANGO

07/30/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.080Control Test 20:30

0.000Air Blank 20:31

# 1 0.086Subject Sample 20:32

2.398Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.085Subject Sample 20:35

2.203Breath Volume 20:35

0.000Air Blank 20:36

0.079Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 08/14/2022 10:12

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4508/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:43

New Smyrna Beach PD

JENKINS,ANDRE

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

WILEY

07/30/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:32 No Sample Provided

0.000Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2Subject Sample 00:38 No Sample Provided

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.081Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 08/14/2022 10:12

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:3208/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:20

New Smyrna Beach PD

RAHN,MAXWELL

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

HARMAN

08/14/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 19:35 Voltage/Current Test

0.000Air Blank 19:35

Data Download Date/Time: 09/10/2022 09:28

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:0308/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:20

New Smyrna Beach PD

RAHN,MAXWELL

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

HARMAN

08/14/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.081Control Test 19:39

0.000Air Blank 19:40

# 1 0.211Subject Sample 19:40

2.843Breath Volume 19:40

0.000Air Blank 19:41

0.000Air Blank 19:43

# 2 0.218Subject Sample 19:43

2.773Breath Volume 19:43

0.000Air Blank 19:44

0.080Control Test 19:44

0.000Air Blank 19:44

OKDiagnostics Check 19:45

Data Download Date/Time: 09/10/2022 09:28

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:5408/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:11

New Smyrna Beach PD

WOODIN,STEPHEN

01/05/2024

33321080A2

Volusia County SO

JENKINS,ANDRE,

GAY

08/14/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.266Subject Sample 22:31

2.761Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:33

# 2 0.255Subject Sample 22:34

2.816Breath Volume 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 09/10/2022 09:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:0108/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:34

Volusia County SO

MYERS,MATTHEW

01/05/2024

33321080A2

Volusia County SO

BRYAN,STEVEN,A

WILSON

08/14/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:22

# 1 0.238Subject Sample 22:23

1.480Breath Volume 22:23

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.239Subject Sample 22:26

1.765Breath Volume 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:28

Data Download Date/Time: 09/10/2022 09:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4308/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

22:52

Tallahassee PD

CAMPBELL,EDWARD

01/05/2024

33321080A4

Tallahassee PD

CAMPBELL,EDWARD,P

WHITE

07/19/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:01

# 1 0.108Subject Sample 00:02

1.253Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.108Subject Sample 00:05

1.589Breath Volume 00:05

0.000Air Blank 00:05

0.080Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 08/04/2022 11:57

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:3308/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:37

FHP Troop H

BARTON,JEREMY

01/05/2024

33321080A4

FHP Troop H

MAXEY,JORDAN,J

STONE

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:07

# 1 0.238Subject Sample 04:08

1.144Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.270Subject Sample 04:11

3.449Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 3 0.258Subject Sample 04:14

3.050Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5008/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

00:43

Tallahassee PD

KUTCHERA,D

01/05/2024

33321080A4

Tallahassee PD

PHELPS,WILLIAM,D

YOUNG

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

Air Blank 04:06 RFI Detect

Air Blank 04:06 RFI Detect

Data Download Date/Time: 09/06/2022 15:24

02 November 2022

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:1108/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:20

Tallahassee PD

DIAZ,DIANA

01/05/2024

33321080A4

Tallahassee PD

CAMPBELL,EDWARD,P

SATI

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.082Control Test 23:42

0.000Air Blank 23:43

# 1 0.189Subject Sample 23:43 No .020 agreement

1.503Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.162Subject Sample 23:47 No .020 agreement

1.609Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 3 0.145Subject Sample 23:53 Volume Not Met

0.058Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4308/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:06

Tallahassee PD

HARRISON,GERALD

01/05/2024

33321080A4

Tallahassee PD

HARRISON,GERALD,N

KENNEDY

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:53

# 1 0.319Subject Sample 22:56

1.531Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:58

# 2 0.316Subject Sample 23:00

1.953Breath Volume 23:00

0.000Air Blank 23:00

0.079Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4108/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:15

Leon County SO

ROSMINI,GABRIEL

01/05/2024

33321080A4

Leon County SO

MATLOCK,LOGAN,R

FERGUSON

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.081Control Test 22:14

0.000Air Blank 22:15

# 1Subject Sample 22:15 RFI Detect

0.000Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:2808/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:15

Leon County SO

ROSMINI,GABRIEL

01/05/2024

33321080A4

Leon County SO

MATLOCK,LOGAN,R

FERGUSON

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

# 1 0.212Subject Sample 22:20

2.148Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.203Subject Sample 22:23

2.281Breath Volume 22:23

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5408/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:52

Tallahassee PD

HARRISON,GERALD

01/05/2024

33321080A4

Tallahassee PD

HARRISON,GERALD,N

COPELAND

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

# 1Subject Sample 00:32 Sequence Aborted

0.542Breath Volume 00:32

0.000Air Blank 00:32

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0408/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

12:00

FHP Troop H

FORAN,ETHAN

01/05/2024

33321080A4

FHP Troop H

FORAN,ETHAN,L

OVIEDO CARRANZA

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

# 1 0.221Subject Sample 01:42

1.664Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.221Subject Sample 01:45

2.542Breath Volume 01:45

0.000Air Blank 01:46

0.077Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:47

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1508/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

01:39

Tallahassee PD

BRYANT,DEMARRIO

01/05/2024

33321080A4

Tallahassee PD

BUSH,TYLER,C

LINK

08/04/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

# 1 0.252Subject Sample 05:43

2.316Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.258Subject Sample 05:46

2.261Breath Volume 05:46

0.000Air Blank 05:47

0.081Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 09/06/2022 15:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:4308/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:29

17:08

Volusia County SO

ASBY,MICHAEL

09/20/2022

1206004

Volusia County SO

BARTZER,ETHAN,E

BARKER

07/14/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.079Control Test 17:59

0.000Air Blank 17:59

# 1 0.000Subject Sample 18:00

2.953Breath Volume 18:00

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.000Subject Sample 18:04

3.539Breath Volume 18:04

0.000Air Blank 18:04

0.078Control Test 18:05

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 08/30/2022 21:32

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2308/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:24

Clermont PD

LOUISSAINT,ROBERT

02/05/2024

02422080A1

Clermont PD

LOUISSAINT,ROBERT,P

RODRIGUEZ

07/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:02

# 1Subject Sample 05:04 Sequence Aborted

0.000Breath Volume 05:04

0.000Air Blank 05:05

Data Download Date/Time: 08/23/2022 11:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1408/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:43

Clermont PD

PABON,G

02/05/2024

02422080A1

Clermont PD

PABON,G,

SANTIAGO

07/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

# 1 0.189Subject Sample 02:06

1.167Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:08

# 2 0.208Subject Sample 02:09

1.738Breath Volume 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 08/23/2022 11:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:2108/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

21:00

Groveland PD

PENA,R

12/05/2023

28021080A2

Groveland PD

PENA,R,S

JAMES

07/22/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

# 1 0.124Subject Sample 21:33

2.722Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.115Subject Sample 21:36

1.589Breath Volume 21:36

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 08/19/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:5108/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:12

Groveland PD

ROLLINS,S

12/05/2023

28021080A2

Mascotte PD

PENA,R,S

CRUZ

07/22/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

# 1Subject Sample 21:04 No Sample Provided

0.000Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2Subject Sample 21:10 No Sample Provided

0.000Breath Volume 21:10

0.000Air Blank 21:10

0.080Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 08/19/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3608/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

20:51

Groveland PD

APONTE,J

12/05/2023

28021080A2

Groveland PD

APONTE,J,

SIOKIS

07/22/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

# 1Subject Sample 00:46 Subject Test Refused

0.000Breath Volume 00:46

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 08/19/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2308/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:24

Groveland PD

ROLLINS,SEAN

12/05/2023

28021080A2

Mascotte PD

MAVES,JEFFREY,M

SCHMIDT

07/22/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:48

# 1 0.191Subject Sample 03:49

2.476Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.203Subject Sample 03:52

2.359Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 08/19/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:4008/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

21:02

Groveland PD

SILVERIO,ALVIN

12/05/2023

28021080A2

Groveland PD

BAUDERS,SEAN,A

BEIER

07/22/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.080Control Test 21:43

0.000Air Blank 21:43

# 1 0.000Subject Sample 21:44

1.949Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.000Subject Sample 21:47

2.457Breath Volume 21:47

0.000Air Blank 21:47

0.080Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 08/19/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:2208/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:30

Groveland PD

TEST,T

12/05/2023

28021080A2

Groveland PD

LAWSON,TARA,E

TEST

07/22/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

# 1 0.000Subject Sample 00:30

1.542Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.000Subject Sample 00:33

2.835Breath Volume 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 08/19/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5708/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:34

Groveland PD

ROLLINS,S

12/05/2023

28021080A2

Mascotte PD

CASIMIRO,B,

BROTHERS

08/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:04

# 1 0.060Subject Sample 03:05

2.285Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.060Subject Sample 03:08

2.179Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 09/21/2022 13:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:4508/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:32

11:19

Groveland PD

ORAMAS,JANPAUL

12/05/2023

28021080A2

Groveland PD

BROWN,AVERY,L

BROWN

08/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 11:53

0.000Air Blank 11:53

0.080Control Test 11:54

0.000Air Blank 11:54

# 1Subject Sample 11:57 No Sample Provided

0.000Breath Volume 11:57

0.000Air Blank 11:58

0.000Air Blank 12:00

# 2Subject Sample 12:02 Subject Test Refused

0.000Breath Volume 12:02

0.000Air Blank 12:02

0.080Control Test 12:03

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 09/21/2022 13:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2408/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:15

Groveland PD

SILVERIO,ALVIN

12/05/2023

28021080A2

Groveland PD

BAUDERS,SEAN,A

SMREKAR

08/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

# 1 0.193Subject Sample 00:53

1.785Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.193Subject Sample 00:57

1.890Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 09/21/2022 13:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4208/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:59

Groveland PD

SOTO,ADRIAN

12/05/2023

28021080A2

Mascotte PD

BAUDERS,SEAN,A

VARELA GARCIA

08/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

# 1 0.230Subject Sample 01:46

1.187Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.203Subject Sample 01:50

1.609Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 3 0.228Subject Sample 01:53

1.726Breath Volume 01:53

0.000Air Blank 01:53

0.079Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/21/2022 13:50

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3608/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:29

Groveland PD

SOTO,A

12/05/2023

28021080A2

Mascotte PD

BAUDERS,SEAN,A

VILLALONGO DIAZ

08/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.081Control Test 03:07

0.000Air Blank 03:07

# 1 0.000Subject Sample 03:08

2.222Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.000Subject Sample 03:11

2.089Breath Volume 03:11

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 09/21/2022 13:50

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:10:3608/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:42

13:30

Groveland PD

PENA,R

12/05/2023

28021080A2

Groveland PD

PENA,R,S

BARNES

08/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:02

0.000Air Blank 14:03

0.080Control Test 14:03

0.000Air Blank 14:03

# 1 0.000Subject Sample 14:06

1.511Breath Volume 14:06

0.000Air Blank 14:06

0.000Air Blank 14:08

# 2 0.000Subject Sample 14:09

1.234Breath Volume 14:09

0.000Air Blank 14:09

0.079Control Test 14:09

0.000Air Blank 14:10

OKDiagnostics Check 14:10

Data Download Date/Time: 09/21/2022 13:51

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5208/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:58

Martin County SO

HILL,DANIEL

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

BOZIK

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.082Control Test 22:32

0.000Air Blank 22:32

# 1 0.211Subject Sample 22:33

3.652Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:35

# 2 0.215Subject Sample 22:36

2.351Breath Volume 22:36

0.000Air Blank 22:36

0.082Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 08/25/2022 12:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:22:3008/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:54

15:11

Martin County SO

PETERS,DARIN

10/05/2022

22620080A3

Martin County SO

PETERS,DARIN,J

LIPACK

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:15

0.000Air Blank 16:16

0.082Control Test 16:16

0.000Air Blank 16:17

# 1 0.000Subject Sample 16:18

1.253Breath Volume 16:18

0.000Air Blank 16:18

0.000Air Blank 16:20

# 2 0.000Subject Sample 16:21

1.437Breath Volume 16:21

0.000Air Blank 16:21

0.082Control Test 16:21

0.000Air Blank 16:22

OKDiagnostics Check 16:22

Data Download Date/Time: 08/25/2022 12:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1108/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

21:32

Martin County SO

SHAW,NICHOLAS

10/05/2022

22620080A3

Martin County SO

VITELLO,MICHAEL,K

LOPEZ GOMEZ

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:38

# 1 0.191Subject Sample 00:39

3.152Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.193Subject Sample 00:43

3.660Breath Volume 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 08/25/2022 12:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1408/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:08

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

GITLIN,CORY,J

CAREY

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.082Control Test 03:55

0.000Air Blank 03:56

# 1 0.174Subject Sample 03:57

1.226Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.159Subject Sample 04:02

2.382Breath Volume 04:02

0.000Air Blank 04:03

0.082Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 08/25/2022 12:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:1208/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

21:00

Martin County SO

HILL,DANIEL

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

SANCHEZ GODINEZ

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.082Control Test 21:38

0.000Air Blank 21:38

# 1 0.200Subject Sample 21:42 Volume Not Met

0.132Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.234Subject Sample 21:45

2.109Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 3 0.231Subject Sample 21:48

1.132Breath Volume 21:48

0.000Air Blank 21:49

0.081Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 08/25/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0208/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:32

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

GITLIN,CORY,J

ZAVALA

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.082Control Test 03:08

0.000Air Blank 03:08

# 1 0.124Subject Sample 03:09

2.832Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.125Subject Sample 03:12

3.382Breath Volume 03:12

0.000Air Blank 03:13

0.082Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:14

Data Download Date/Time: 08/25/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2608/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:31

Martin County SO

HILL,DANIEL

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

DUNCAN

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.082Control Test 03:06

0.000Air Blank 03:07

# 1 0.177Subject Sample 03:07

2.562Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.173Subject Sample 03:10

3.167Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 08/25/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4408/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:05

FHP Troop L

FREDERIC,JEAN

10/05/2022

22620080A3

FHP Troop L

FREDERIC,JEAN,E

GALINDEZ FONTANEZ

07/19/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.082Control Test 23:14

0.000Air Blank 23:15

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:16

0.082Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 08/25/2022 12:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:38:0308/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:55

06:17

Martin County SO

WILKES,JOHN

10/05/2022

22620080A3

Martin County SO

WILKES,JOHN,D

OSCEOLA

08/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:34

0.000Air Blank 07:34

0.082Control Test 07:35

0.000Air Blank 07:35

# 1Subject Sample 07:36 Subject Test Refused

0.000Breath Volume 07:36

0.000Air Blank 07:37

0.082Control Test 07:37

0.000Air Blank 07:37

OKDiagnostics Check 07:38

Data Download Date/Time: 09/13/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:4808/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

18:41

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

GONZALEZ-HERNANDEZ

08/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.082Control Test 22:31

0.000Air Blank 22:32

# 1 0.229Subject Sample 22:33

3.011Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.219Subject Sample 22:37

2.062Breath Volume 22:37

0.000Air Blank 22:37

0.081Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 09/13/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:2308/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:22

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

GITLIN,CORY,J

ROMERO

08/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.082Control Test 23:15

0.000Air Blank 23:16

# 1 0.137Subject Sample 23:16

3.375Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.148Subject Sample 23:19

3.566Breath Volume 23:19

0.000Air Blank 23:20

0.082Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 09/13/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1708/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:41

Martin County SO

HILL,DANIEL

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

PADOVA

08/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.082Control Test 01:32

0.000Air Blank 01:33

# 1 0.178Subject Sample 01:34

4.484Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.182Subject Sample 01:37

4.617Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 09/13/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1908/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

21:06

Panama City Beach PD

MARSHALL,LEWIS

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

WALKER

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.082Control Test 21:37

0.000Air Blank 21:38

# 1 0.000Subject Sample 21:39

1.105Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.000Subject Sample 21:41

1.171Breath Volume 21:41

0.000Air Blank 21:42

0.082Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 08/23/2022 11:02

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:1608/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:37

Panama City Beach PD

MCKEEBY,WADE

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

LORENZANA-HART

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:25

0.082Control Test 05:25

0.000Air Blank 05:26

# 1 0.130Subject Sample 05:26

1.281Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.108Subject Sample 05:30

1.542Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:32

# 3 0.122Subject Sample 05:33

2.414Breath Volume 05:33

0.000Air Blank 05:34

0.082Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 08/23/2022 11:02

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:0708/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:25

Panama City Beach PD

KIGHT,BRANDON

02/10/2025

402357111

Panama City Beach PD

KIGHT,BRANDON,T

CHAVEZ

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

# 1 0.226Subject Sample 22:35

4.359Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.202Subject Sample 22:38

1.722Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:40

# 3 0.219Subject Sample 22:41

3.812Breath Volume 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:2508/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:39

18:18

Panama City Beach PD

MARSHALL,LEWIS

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

BRYSON

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:48

0.000Air Blank 18:48

0.082Control Test 18:48

0.000Air Blank 18:49

# 1Subject Sample 18:49 Sequence Aborted

0.000Breath Volume 18:49

0.000Air Blank 18:50

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:3108/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

18:18

Panama City Beach PD

MARSHALL,LEWIS

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

BRYSON

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.082Control Test 19:00

0.000Air Blank 19:00

# 1 0.214Subject Sample 19:01

3.320Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.216Subject Sample 19:04

3.144Breath Volume 19:04

0.000Air Blank 19:04

0.081Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0608/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:30

Panama City Beach PD

MCDOWELL,MICHAEL

02/10/2025

402357111

Panama City Beach PD

MCDOWELL,MICHAEL,J

KING

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:12

# 1 0.179Subject Sample 03:13

1.207Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.199Subject Sample 03:16

2.210Breath Volume 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0008/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:23

Panama City Beach PD

MCKEEBY,WADE

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

HATHCOCK

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

# 1 0.111Subject Sample 04:01

1.378Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.104Subject Sample 04:04

2.164Breath Volume 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:06

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4208/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:01

Panama City Beach PD

MCDOWELL,MICHAEL

02/10/2025

402357111

Panama City Beach PD

MCDOWELL,MICHAEL,J

DOOLIN

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:13

# 1 0.148Subject Sample 00:14

1.121Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.147Subject Sample 00:18

1.152Breath Volume 00:18

0.000Air Blank 00:18

0.081Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:2608/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:15

Panama City Beach PD

YOUNG,JOHNATHAN

02/10/2025

402357111

Panama City Beach PD

YOUNG,JOHNATHAN,F

PETITGOUE

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.082Control Test 21:06

0.000Air Blank 21:06

# 1Subject Sample 21:07 Subject Test Refused

0.000Breath Volume 21:07

0.000Air Blank 21:07

0.081Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:5008/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:54

Panama City Beach PD

MARSHALL,LEWIS

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

MERRIFIELD

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.081Control Test 22:39

0.000Air Blank 22:39

# 1 0.065Subject Sample 22:40

1.957Breath Volume 22:40

0.000Air Blank 22:41

0.000Air Blank 22:42

# 2 0.063Subject Sample 22:43

2.699Breath Volume 22:43

0.000Air Blank 22:43

0.082Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5108/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:12

Panama City Beach PD

HATLEY,KENDALL

02/10/2025

402357111

Panama City Beach PD

YOUNG,JOHNATHAN,F

COLVIN

07/22/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

# 1 0.243Subject Sample 01:47

2.910Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:49

# 2 0.215Subject Sample 01:50

1.453Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 3 0.234Subject Sample 01:53

1.375Breath Volume 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 08/23/2022 11:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:0508/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:14

Panama City PD

BLAND,CURTIS

06/10/2024

1506449

Panama City PD

BLAND,CURTIS,L

WILLIAMS

07/24/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.077Control Test 04:45

0.000Air Blank 04:46

# 1 0.241Subject Sample 04:46

3.046Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.240Subject Sample 04:49

2.886Breath Volume 04:49

0.000Air Blank 04:50

0.076Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:51

Data Download Date/Time: 08/22/2022 17:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:39:5908/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:02

10:00

Panama City PD

ZIPF,RICHARD

06/10/2024

1506449

Panama City PD

SMITH,CALE,V

THOMAS

07/24/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:33

0.000Air Blank 10:33

0.078Control Test 10:33

0.000Air Blank 10:34

# 1 0.214Subject Sample 10:35

1.464Breath Volume 10:35

0.000Air Blank 10:35

0.000Air Blank 10:37

# 2 0.208Subject Sample 10:38

2.136Breath Volume 10:38

0.000Air Blank 10:39

0.078Control Test 10:39

0.000Air Blank 10:39

OKDiagnostics Check 10:39

Data Download Date/Time: 08/22/2022 17:32

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5508/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:36

Panama City PD

BLAND,CURTIS

06/10/2024

1506449

Panama City PD

BLAND,CURTIS,L

DAWSON

07/24/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

# 1 0.051Subject Sample 02:13

2.343Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.049Subject Sample 02:16

2.406Breath Volume 02:16

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 08/22/2022 17:32

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:1208/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

20:19

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

MARTINEZ

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.081Control Test 21:27

0.000Air Blank 21:28

# 1 0.178Subject Sample 21:29

1.382Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.176Subject Sample 21:33

1.140Breath Volume 21:33

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:3608/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:55

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

BLEVINS

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.081Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4708/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:09

West Palm Beach PD

CHARLES,JAMESLOO

08/03/2023

1356262

West Palm Beach PD

MARTINEZ,JACOB,A

ZOOK

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:12

0.000Air Blank 03:12

# 1 0.058Subject Sample 03:13

2.417Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.054Subject Sample 03:16

2.292Breath Volume 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:0308/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:03

West Palm Beach PD

HOWARD,EDWARD

08/03/2023

1356262

West Palm Beach PD

CHARLES,JAMESLOO,

CHAVEZ

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.081Control Test 22:00

0.000Air Blank 22:01

# 1 0.153Subject Sample 22:04 Volume Not Met

0.085Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:06

# 2 0.146Subject Sample 22:08

2.300Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 3 0.149Subject Sample 22:11

2.164Breath Volume 22:11

0.000Air Blank 22:12

0.079Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:13

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:0008/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:45

West Palm Beach PD

CHARLES,JAMESLOO

08/03/2023

1356262

West Palm Beach PD

CHARLES,JAMESLOO,

CASTRO GARCIA

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:24

# 1 0.000Subject Sample 01:26

2.152Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:29

2.835Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:31

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:4508/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

16:58

West Palm Beach PD

MARTINEZ,JACOB

08/03/2023

1356262

West Palm Beach PD

CHARLES,JAMESLOO,

JIMINEZ DE ARA

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:43

0.081Control Test 17:43

0.000Air Blank 17:43

# 1 0.216Subject Sample 17:45

2.917Breath Volume 17:45

0.000Air Blank 17:46

0.000Air Blank 17:47

# 2 0.214Subject Sample 17:48

3.277Breath Volume 17:48

0.000Air Blank 17:48

0.080Control Test 17:49

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:1508/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

03:04

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

HERNANDEZ LOPEZ

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.136Subject Sample 03:35

1.968Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.123Subject Sample 03:38

1.121Breath Volume 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 08/09/2022 07:44

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2208/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:30

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

HERNANDEZ MEJIA

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.082Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:13 Subject Test Refused

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 08/12/2022 19:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0508/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:03

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

SAWYER

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.082Control Test 03:49

0.000Air Blank 03:49

# 1 0.157Subject Sample 03:50

1.554Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.157Subject Sample 03:53

2.281Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 08/19/2022 12:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:4108/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:27

West Palm Beach PD

STREIGOLD,DAVID

08/03/2023

1356262

West Palm Beach PD

STREIGOLD,DAVID,M

MCCAMBRIDGE

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.081Control Test 15:05

0.000Air Blank 15:06

# 1 0.161Subject Sample 15:07

1.332Breath Volume 15:07

0.000Air Blank 15:07

0.000Air Blank 15:09

# 2 0.151Subject Sample 15:10

1.988Breath Volume 15:10

0.000Air Blank 15:10

0.081Control Test 15:11

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 08/19/2022 12:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3808/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:53

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

MATUL GONZALEZ

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.082Control Test 00:53

0.000Air Blank 00:54

# 1 0.329Subject Sample 00:56

1.265Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.357Subject Sample 00:59

1.250Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 3 0.347Subject Sample 01:03

2.078Breath Volume 01:03

0.000Air Blank 01:03

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 08/19/2022 12:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:0508/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:08

West Palm Beach PD

MARTINEZ,JACOB

08/03/2023

1356262

West Palm Beach PD

MARTINEZ,JACOB,A

MARROQUIN

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

# 1 0.222Subject Sample 22:55

2.199Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.232Subject Sample 22:58

1.695Breath Volume 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 08/26/2022 14:32

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:5408/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:35

15:24

West Palm Beach PD

DILLARD,DANIEL

08/03/2023

1356262

West Palm Beach PD

DILLARD,DANIEL,C

HERNANDEZ HERNANDEZ

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:05

0.000Air Blank 16:06

0.080Control Test 16:06

0.000Air Blank 16:07

# 1 0.216Subject Sample 16:07

2.433Breath Volume 16:07

0.000Air Blank 16:08

0.000Air Blank 16:10

# 2 0.214Subject Sample 16:11

3.523Breath Volume 16:11

0.000Air Blank 16:11

0.080Control Test 16:12

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 08/26/2022 14:33

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3608/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:42

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

FUENTES

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.082Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:16 Subject Test Refused

0.000Breath Volume 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 08/26/2022 14:33

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:2408/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

20:11

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

BERMUDEZ

07/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.082Control Test 20:44

0.000Air Blank 20:45

# 1 0.238Subject Sample 20:45

1.859Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.235Subject Sample 20:48

2.378Breath Volume 20:48

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 08/26/2022 14:33

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4808/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

21:26

Groveland PD

ROLLINS,S

07/05/2023

13921080A2

Mascotte PD

PENA,R,S

DIAZ

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

# 1 0.000Subject Sample 00:00

2.625Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.000Subject Sample 00:04

2.390Breath Volume 00:04

0.000Air Blank 00:04

0.081Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 08/29/2022 15:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:2308/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:22

Eustis PD

LEONARD,PRESTON

07/05/2023

13921080A2

Lake County SO

PEREZ,DAVID,A

WRIGHT

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

# 1 0.096Subject Sample 03:36

1.957Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.104Subject Sample 03:39

1.667Breath Volume 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 08/29/2022 15:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:4308/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

22:00

Lady Lake PD

MANDERS,MARC

07/05/2023

13921080A2

Lady Lake PD

MANDERS,MARC,G

RUSSELL

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1Subject Sample 23:11 Subject Test Refused

0.000Breath Volume 23:11

0.000Air Blank 23:11

0.080Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 08/29/2022 15:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3808/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:21

Mount Dora PD

WHEELER,BROOKE

07/05/2023

13921080A2

Mount Dora PD

WHEELER,BROOKE,M

CORTEZ DELA ROSA

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1 0.177Subject Sample 00:05

1.445Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.182Subject Sample 00:08

2.007Breath Volume 00:08

0.000Air Blank 00:08

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 08/29/2022 15:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:1208/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:44

Lake County SO

MORGAN,JOSEPH

07/05/2023

13921080A2

Lake County SO

MORGAN,JOSEPH,M

WILLIAMS

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1 0.166Subject Sample 00:58

3.011Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.170Subject Sample 01:01

3.453Breath Volume 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 08/29/2022 15:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:17:5008/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

11:29

Tavares PD

BROWN,JOE

07/05/2023

13921080A2

Lake County SO

ROBERTS,DOUG,J

TEETER

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:11

0.000Air Blank 12:11

0.081Control Test 12:11

0.000Air Blank 12:12

# 1 0.000Subject Sample 12:12

1.292Breath Volume 12:12

0.000Air Blank 12:13

0.000Air Blank 12:15

# 2 0.000Subject Sample 12:16

2.421Breath Volume 12:16

0.000Air Blank 12:16

0.080Control Test 12:17

0.000Air Blank 12:17

OKDiagnostics Check 12:17

Data Download Date/Time: 08/29/2022 15:53

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4108/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

21:33

Groveland PD

PENA,R

07/05/2023

13921080A2

Groveland PD

PENA,R,S

BROWN

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

# 1 0.000Subject Sample 00:32

2.234Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.000Subject Sample 00:35

1.988Breath Volume 00:35

0.000Air Blank 00:35

0.081Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 08/29/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:1008/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

20:19

Tavares PD

RATLIFF,JOSEPH

07/05/2023

13921080A2

FHP Troop D

BLEDSOE,JACOB,B

WHITTON

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.081Control Test 21:09

0.000Air Blank 21:09

# 1Subject Sample 21:09 Subject Test Refused

0.000Breath Volume 21:09

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 08/29/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1508/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:17

Eustis PD

COE,BARRY

07/05/2023

13921080A2

Eustis PD

RAPP\,ERIC,G

DOLAN

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

# 1 0.064Subject Sample 04:02

1.667Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.063Subject Sample 04:05

1.921Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 08/29/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:5008/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:30

Eustis PD

BIANCHI,JAMIE

07/05/2023

13921080A2

Eustis PD

BURTZLAFF,SYDNEE,M

OLIVER

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

# 2 0.092Subject Sample 23:58 Volume Not Met

0.410Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:00

# 1 0.107Subject Sample 00:04 Volume Not Met

0.652Breath Volume 00:04

0.000Air Blank 00:04

0.078Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 08/29/2022 15:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1808/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:31

Eustis PD

BIANCHI,JAMIE

07/05/2023

13921080A2

Eustis PD

BURTZLAFF,SYDNEE,M

OLIVER

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.078Control Test 00:08

0.000Air Blank 00:08

# 1 0.097Subject Sample 00:12 Volume Not Met

0.476Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.103Subject Sample 00:17 Volume Not Met

0.316Breath Volume 00:17

0.000Air Blank 00:18

0.077Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0708/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

20:25

Tavares PD

BANNICK,COURTNEY

07/05/2023

13921080A2

Tavares PD

BLEDSOE,JACOB,B

SCHMITT

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

Air Blank 00:32 RFI Detect

0.000Air Blank 00:33

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:5608/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:25

Tavares PD

BANNICK,COURTNEY

07/05/2023

13921080A2

Tavares PD

BLEDSOE,JACOB,B

SCHMITT

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

# 1 0.133Subject Sample 00:37

1.593Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.107Subject Sample 00:42 Volume Not Met

0.988Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 3Subject Sample 00:48 No Sample Provided

0.000Breath Volume 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:1708/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:25

Tavares PD

BANNICK,COURTNEY

07/05/2023

13921080A2

Tavares PD

BLEDSOE,JACOB,B

SCHMITT

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

# 1 0.127Subject Sample 00:54

1.515Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:56

# 2 0.124Subject Sample 00:57

2.011Breath Volume 00:57

0.000Air Blank 00:58

0.075Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0208/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:56

Eustis PD

KRONDAHL,CARL

07/05/2023

13921080A2

Eustis PD

KRONDAHL,CARL,J

UNDERWOOD

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:41 Subject Test Refused

0.000Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:43

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2108/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

22:40

Lady Lake PD

MANDERS,MARC

07/05/2023

13921080A2

Lady Lake PD

MARKLUND,KARL,H

CHISM

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.082Control Test 04:35 RFI Detect

0.000Air Blank 04:36

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:1108/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

22:40

Lady Lake PD

MANDERS,MARC

07/05/2023

13921080A2

Lady Lake PD

MARKLUND,KARL,H

CHISM

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.081Control Test 04:40

0.000Air Blank 04:40

# 1Subject Sample 04:40 Subject Test Refused

0.000Breath Volume 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:58:5308/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:10

12:00

Lady Lake PD

DANIELS,DEVIN

07/05/2023

13921080A2

Lady Lake PD

DANIELS,DEVIN,D

SHUFORD

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:53

0.000Air Blank 12:53

0.080Control Test 12:53

0.000Air Blank 12:54

# 1 0.000Subject Sample 12:54

1.496Breath Volume 12:54

0.000Air Blank 12:55

0.000Air Blank 12:57

# 2 0.000Subject Sample 12:57

1.738Breath Volume 12:57

0.000Air Blank 12:57

0.079Control Test 12:58

0.000Air Blank 12:58

OKDiagnostics Check 12:58

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0408/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:24

Lady Lake PD

SILVERIO,ALVIN

07/05/2023

13921080A2

Groveland PD

MARKLUND,KARL,H

HERNANDEZ

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.081Control Test 22:44

0.000Air Blank 22:45

# 1 0.217Subject Sample 22:46

1.988Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.222Subject Sample 22:49

2.121Breath Volume 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:51

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3308/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:44

Tavares PD

KELLAN,JOSEPH

07/05/2023

13921080A2

Tavares PD

BLEDSOE,JACOB,B

STEVENS

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

# 1Subject Sample 00:10 Subject Test Refused

0.000Breath Volume 00:10

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1108/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:47

Tavares PD

ELLIS,CHELSEA

07/05/2023

13921080A2

Mount Dora PD

BLEDSOE,JACOB,B

BESWICK

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.081Control Test 01:54

0.000Air Blank 01:54

# 1 0.153Subject Sample 01:55

3.960Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:57

# 2 0.155Subject Sample 01:58

1.968Breath Volume 01:58

0.000Air Blank 01:59

0.081Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0908/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:01

Leesburg PD

VADI-PEREZ,GIOVANNI

07/05/2023

13921080A2

Clermont PD

COFFEY-SHADE,WILLIAM,T

CRANE

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.082Control Test 22:55

0.000Air Blank 22:55

# 1 0.192Subject Sample 22:56

1.210Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.192Subject Sample 22:59

1.675Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:4508/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

17:12

Lake County SO

BOWDEN,MATTHEW

07/05/2023

13921080A2

Lake County SO

BOWDEN,MATTHEW,C

SCOTT

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.081Control Test 17:55

0.000Air Blank 17:56

# 1 0.000Subject Sample 17:58

3.566Breath Volume 17:58

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2 0.000Subject Sample 18:01

2.640Breath Volume 18:01

0.000Air Blank 18:01

0.081Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:0808/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

21:15

Eustis PD

BURTZLAFF,SYDNEE

07/05/2023

13921080A2

Eustis PD

BURTZLAFF,SYDNEE,M

MEACHAM

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.081Control Test 21:05

0.000Air Blank 21:06

# 1 0.169Subject Sample 21:07

1.726Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:09

# 2 0.158Subject Sample 21:10

1.460Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:2208/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:40

Eustis PD

BURTZLAFF,SYDNEE

07/05/2023

13921080A2

Eustis PD

BURTZLAFF,SYDNEE,M

BRANDON

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

# 1Subject Sample 03:17 Subject Test Refused

0.433Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4308/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:45

Eustis PD

BURTZLAFF,SYDNEE

07/05/2023

13921080A2

Eustis PD

BURTZLAFF,SYDNEE,M

BRANDON

07/24/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 08/29/2022 15:55

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0408/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:43

Tavares PD

WISDOM,CHRISTOPHER

08/05/2024

15922080A3

Mount Dora PD

BANNICK,COURTNEY,L

FORTUNA

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.082Control Test 00:25

0.000Air Blank 00:25

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:29

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5408/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:09

Lake County SO

MCKINNEY,J

08/05/2024

15922080A3

Lake County SO

BROWNSBERGER,B,T

KING

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4308/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:11

Lake County SO

MARTINEZ,E

08/05/2024

15922080A3

Mount Dora PD

BROWNSBERGER,B,T

OJEDA LOPEZ

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.082Control Test 04:05

0.000Air Blank 04:05

# 1 0.159Subject Sample 04:06

2.750Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.165Subject Sample 04:09

2.832Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0008/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:17

Lady Lake PD

SULLIVAN,Z

08/05/2024

15922080A3

Lake County SO

MANDERS,M,G

CHAMAN-SUARES

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:39

# 1 0.174Subject Sample 02:41

1.820Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.173Subject Sample 02:46

3.332Breath Volume 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:48

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:35:1008/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

15:25

Tavares PD

MORALES,KAYLA

08/05/2024

15922080A3

Clermont PD

BANNICK,COURTNEY,L

JOSEPH

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.082Control Test 16:22

0.000Air Blank 16:23

# 1 0.150Subject Sample 16:26 Volume Not Met

0.195Breath Volume 16:26

0.000Air Blank 16:27

0.000Air Blank 16:28

# 2 0.170Subject Sample 16:30

2.488Breath Volume 16:30

0.000Air Blank 16:31

0.000Air Blank 16:32

# 3 0.157Subject Sample 16:33

2.179Breath Volume 16:33

0.000Air Blank 16:34

0.080Control Test 16:34

0.000Air Blank 16:35

OKDiagnostics Check 16:35

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0208/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

16:56

Mount Dora PD

PITTMAN,TRAVIS

08/05/2024

15922080A3

Mount Dora PD

HUGHES,JAMES,E

GIL LANZO

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:02

# 1 0.000Subject Sample 22:03

3.652Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.000Subject Sample 22:06

3.957Breath Volume 22:06

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:08

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0208/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

03:00

Eustis PD

BURTZLAFF,SYDNEE

08/05/2024

15922080A3

Eustis PD

BURTZLAFF,SYDNEE,M

STIGLIANESE

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

# 1 0.199Subject Sample 03:32

1.933Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.201Subject Sample 03:35

2.019Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:37

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:1408/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:36

Tavares PD

KEIM,WARREN

08/05/2024

15922080A3

Tavares PD

BANNICK,COURTNEY,L

SANCHEZ ARNAU

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1 0.116Subject Sample 04:22

2.199Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.112Subject Sample 04:25

2.789Breath Volume 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 08/29/2022 15:56

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:4608/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:42

Groveland PD

APONTE,JOSH

08/05/2024

15922080A3

Groveland PD

MAVES,JEFFREY,M

LORAH

08/25/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.081Control Test 00:41

0.000Air Blank 00:41

# 1 0.186Subject Sample 00:42

3.691Breath Volume 00:42

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.185Subject Sample 00:45

3.847Breath Volume 00:45

0.000Air Blank 00:45

0.080Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 09/23/2022 23:46

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5508/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:04

Daytona Beach Shores

BILLUE,MOLLY

04/01/2023

1305520

Daytona Beach Shores

BILLUE,MOLLY,S

OHARA

08/14/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.137Subject Sample 03:39

3.187Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.143Subject Sample 03:42

2.703Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 09/22/2022 12:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:5008/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:06

Edgewater PD

LAWLER,MYLES

01/15/2025

402310313

Edgewater PD

INGRAM,TRISTAN,N

CURTIS

07/31/2022

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.077Control Test 00:39

0.000Air Blank 00:40

# 1 0.251Subject Sample 00:40

1.414Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.249Subject Sample 00:43

2.421Breath Volume 00:43

0.000Air Blank 00:44

0.077Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 08/31/2022 10:28

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2808/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

01:46

Putnam County SO

PLEIMAN,ERIC

12/05/2023

28021080A2

Putnam County SO

ROBERTS,KENNETH,L

ARRANTS

07/27/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1 0.198Subject Sample 03:06

2.164Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.188Subject Sample 03:09

2.714Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 08/24/2022 10:11

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1908/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:48

Port Orange PD

PAULL,JAYDON

02/05/2024

24220808A1

Port Orange PD

SCHNIBBEN,BRIAN,K

CZUPRAK

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.283Subject Sample 23:50

1.570Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 08/31/2022 14:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2208/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:17

Port Orange PD

ALEVISATOS,JARRAD

02/05/2024

24220808A1

Port Orange PD

SCHNIBBEN,BRIAN,K

TANNENBAUM

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.082Control Test 23:48

0.000Air Blank 23:49

# 1 0.147Subject Sample 23:49

2.109Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.143Subject Sample 23:52

2.539Breath Volume 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 08/31/2022 14:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5208/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:44

Port Orange PD

MANDESE,ANGELO

02/05/2024

24220808A1

Port Orange PD

MANDESE,ANGELO,

HICKS

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:42

# 1 0.191Subject Sample 01:43

2.308Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.177Subject Sample 01:46

1.113Breath Volume 01:46

0.000Air Blank 01:46

0.081Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 08/31/2022 14:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2808/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:07

Port Orange PD

BROWN,ZECHARIAH

02/05/2024

24220808A1

FHP Troop D

SCHNIBBEN,BRIAN,K

MONTESDEOCA

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:30

# 1 0.215Subject Sample 01:31

1.542Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.214Subject Sample 01:34

2.511Breath Volume 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 08/31/2022 14:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:3508/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:12

Port Orange PD

RETTE,CODY

02/05/2024

24220808A1

Port Orange PD

DAVIS,JASON,A

CHAMBERLAIN

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:15

0.080Control Test 17:15

0.000Air Blank 17:16

# 1 0.267Subject Sample 17:17

2.625Breath Volume 17:17

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.273Subject Sample 17:20

3.324Breath Volume 17:20

0.000Air Blank 17:20

0.078Control Test 17:20

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 08/31/2022 14:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2408/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:58

Port Orange PD

MCDOWELL,ADRIAN

02/05/2024

24220808A1

Port Orange PD

SCHNIBBEN,BRIAN,K

BOLLES

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

# 1 0.149Subject Sample 03:05

2.808Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.141Subject Sample 03:08

1.277Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 08/31/2022 14:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0008/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:26

Port Orange PD

MCDOWELL,ADRIAN

02/05/2024

24220808A1

Port Orange PD

SCHNIBBEN,BRIAN,K

ALLEN

07/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:14

# 1 0.135Subject Sample 03:15

2.343Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.136Subject Sample 03:19

3.171Breath Volume 03:19

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:21

Data Download Date/Time: 08/31/2022 14:40

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:3708/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:29

Orange County SO

APGAR,JACK

01/05/2024

33321080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

FLOREZ

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1 0.179Subject Sample 01:09

1.398Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.179Subject Sample 01:12

1.402Breath Volume 01:12

0.000Air Blank 01:12

0.078Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 09/14/2022 13:22

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2708/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:15

Orange County SO

DIDOMENICO,GINO

01/05/2024

33321080A3

Orange County SO

KOSH,TOBI,J

HARRY

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.168Subject Sample 00:54

1.363Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.166Subject Sample 00:57

1.109Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1808/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:20

Orange County SO

GARRISON,ELIJAH

01/05/2024

33321080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

COLLINGWOOD

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

# 1 0.093Subject Sample 04:15 Volume Not Met

0.117Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.109Subject Sample 04:18

1.304Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 3 0.105Subject Sample 04:22

1.503Breath Volume 04:22

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:2408/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:26

Orange County SO

ANDREWS,GARY

01/05/2024

33321080A3

Maitland PD

SKOWRONSKI,JEFFREY,J

HOLLEY

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

# 1 0.140Subject Sample 04:46

1.617Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.142Subject Sample 04:48

1.281Breath Volume 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:3908/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:02

Orange County SO

ANDREWS,GARY

01/05/2024

33321080A3

Maitland PD

SKOWRONSKI,JEFFREY,J

VILCNIK

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.106Subject Sample 01:12

1.945Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.106Subject Sample 01:15

1.972Breath Volume 01:15

0.000Air Blank 01:15

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:1208/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:46

Orange County SO

BUCK,BRIAN

01/05/2024

33321080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

STERLING

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:38

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:39

# 1 0.184Subject Sample 05:40

1.664Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.184Subject Sample 05:43

1.242Breath Volume 05:43

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:5808/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

04:57

Orange County SO

LUTFI,RAED

01/05/2024

33321080A3

Apopka PD

SKOWRONSKI,JEFFREY,J

PUENTES JR

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:09

0.080Control Test 06:09

0.000Air Blank 06:10

# 1 0.128Subject Sample 06:10

1.234Breath Volume 06:10

0.000Air Blank 06:11

0.000Air Blank 06:13

# 2 0.128Subject Sample 06:13

1.246Breath Volume 06:13

0.000Air Blank 06:14

0.079Control Test 06:14

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3408/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:05

Orange County SO

MANCUSO,ANTHONY

01/05/2024

33321080A3

Central FL Univ PD

SKOWRONSKI,JEFFREY,J

ATASSI

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

# 1 0.142Subject Sample 03:18

1.750Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.140Subject Sample 03:21

1.492Breath Volume 03:21

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0508/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:29

Orange County SO

BRICKEY,ALEX

01/05/2024

33321080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

CONTRERAS JR

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1 0.234Subject Sample 04:25

1.121Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.233Subject Sample 04:28

1.675Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 09/14/2022 13:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0208/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:13

Orange County SO

RIOS,JOSHUA

01/05/2024

33321080A3

Winter Garden PD

SKOWRONSKI,JEFFREY,J

ADAMS

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.080Control Test 00:08

0.000Air Blank 00:08

# 1Subject Sample 00:12 No Sample Provided

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2Subject Sample 00:17 No Sample Provided

0.000Breath Volume 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:19

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5908/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:22

Orange County SO

MEDINA,JAVIER

01/05/2024

33321080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

SANCHEZ LOPEZ

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

# 1 0.190Subject Sample 03:14

3.648Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.191Subject Sample 03:17

3.382Breath Volume 03:17

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0808/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:40

Orange County SO

ANDREWS,GARY

01/05/2024

33321080A3

Maitland PD

SKOWRONSKI,JEFFREY,J

PAUL

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

# 1 0.040Subject Sample 03:37

1.347Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.041Subject Sample 03:40

1.125Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2608/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:06

Orange County SO

HUNT,FRANCIS

01/05/2024

33321080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

CARTER

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.138Subject Sample 01:50

1.789Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.140Subject Sample 01:52

1.859Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0108/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

23:29

Orange County SO

AMARAL,MARCELO

01/05/2024

33321080A3

Ocoee PD

SKOWRONSKI,JEFFREY,J

RAMIREZ VASQUEZ

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.137Subject Sample 01:23

2.957Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.138Subject Sample 01:26

2.039Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:5808/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:17

Orange County SO

DURAN,RONAULDY

01/05/2024

33321080A3

Ocoee PD

SKOWRONSKI,JEFFREY,J

BURNS

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.080Control Test 21:07

0.000Air Blank 21:08

# 1 0.173Subject Sample 21:10 No .020 agreement

1.312Breath Volume 21:10

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.164Subject Sample 21:15 Volume Not Met

1.191Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 3 0.152Subject Sample 21:18 No .020 agreement

1.250Breath Volume 21:18

0.000Air Blank 21:19

0.078Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:2108/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:17

Orange County SO

DURAN,RONAULDY

01/05/2024

33321080A3

Ocoee PD

SKOWRONSKI,JEFFREY,J

BURNS

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.077Control Test 21:22

0.000Air Blank 21:23

# 1 0.161Subject Sample 21:24

1.296Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.160Subject Sample 21:26

1.394Breath Volume 21:26

0.000Air Blank 21:27

0.078Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4908/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:00

Orange County SO

LEONARD,WAKENS

01/05/2024

33321080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

BUCKLEY

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:51 No Sample Provided

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2Subject Sample 03:57 No Sample Provided

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5008/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:50

Orange County SO

CAMPBELL,ROBERT

01/05/2024

33321080A3

Apopka PD

SKOWRONSKI,JEFFREY,J

SMALL

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

# 1 0.151Subject Sample 01:06

1.835Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.147Subject Sample 01:10

1.339Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5708/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:34

Orange County SO

URBANSKI,ZACHERY

01/05/2024

33321080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

VAHABA

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

# 1 0.242Subject Sample 04:22 Slope Not Level

1.109Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:24

# 2 0.252Subject Sample 04:25

1.343Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 3 0.202Subject Sample 04:31 Volume Not Met

0.640Breath Volume 04:31

0.000Air Blank 04:32

0.077Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2008/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:15

Orange County SO

PUSHOR,DANIEL

01/05/2024

33321080A3

Winter Park PD

SKOWRONSKI,JEFFREY,J

WRIGHT  JR

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.078Control Test 05:10

0.000Air Blank 05:10

# 1 0.168Subject Sample 05:13

1.652Breath Volume 05:13

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.161Subject Sample 05:16

1.546Breath Volume 05:16

0.000Air Blank 05:17

0.078Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5408/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:27

Orange County SO

ESPINOSA,ANGEL

01/05/2024

33321080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

BENNETT

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:30

# 1 0.139Subject Sample 23:33

1.371Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.138Subject Sample 23:36

1.175Breath Volume 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5808/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:32

Orange County SO

MANNS,HUNTER

01/05/2024

33321080A3

Apopka PD

SKOWRONSKI,JEFFREY,J

GRANADOS

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1 0.165Subject Sample 01:51

1.546Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.173Subject Sample 01:54

2.066Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4708/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:48

Orange County SO

JACQUES,JOSHUA

01/05/2024

33321080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

FACEY

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:43

# 1 0.177Subject Sample 03:45

1.753Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.165Subject Sample 03:49

1.269Breath Volume 03:49

0.000Air Blank 03:49

0.077Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4908/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:18

Orange County SO

LUGO,OSCAR

01/05/2024

33321080A3

OTHER Local

SKOWRONSKI,JEFFREY,J

COLEMAN   JR

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1 0.192Subject Sample 01:40 Volume Not Met

0.828Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.226Subject Sample 01:46 Volume Not Met

0.101Breath Volume 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4408/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:18

Orange County SO

LUGO,OSCAR

01/05/2024

33321080A3

OTHER Local

SKOWRONSKI,JEFFREY,J

COLEMAN  JR

08/11/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.077Control Test 01:50

0.000Air Blank 01:51

# 1 0.180Subject Sample 01:54 Volume Not Met

0.824Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.187Subject Sample 01:58

3.410Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 3 0.190Subject Sample 02:02

1.605Breath Volume 02:02

0.000Air Blank 02:02

0.076Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 09/14/2022 13:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:2008/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:40

Melbourne PD

SUDMAN,B

02/10/2025

402357111

Melbourne PD

SUDMAN,B,

DYKES

07/28/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.082Control Test 23:18

0.000Air Blank 23:19

# 1 0.000Subject Sample 23:22 Volume Not Met

0.218Breath Volume 23:22

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2Subject Sample 23:25 Subject Test Refused

0.015Breath Volume 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 08/12/2022 10:21

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3108/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:07

Satellite Beach PD

MOFFATT,DANIEL

02/10/2025

402357111

Melbourne PD

ANDERSON,ERIC,G

O'LEARY

07/28/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:35

# 1 0.171Subject Sample 02:38 Volume Not Met

1.031Breath Volume 02:38

Air Blank 02:39 Purge Fail

0.000Air Blank 02:39

Data Download Date/Time: 08/12/2022 10:21

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0208/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:07

Satellite Beach PD

MOFFATT,DANIEL

02/10/2025

402357111

Melbourne PD

ANDERSON,ERIC,G

O'LEARY

07/28/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.078Control Test 02:42

0.000Air Blank 02:42

# 1 0.160Subject Sample 02:45 Volume Not Met

0.082Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:50

Data Download Date/Time: 08/12/2022 10:21

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4508/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

23:13

Melbourne PD

SMITH,JAQUAVIOUS

02/10/2025

402357111

Melbourne PD

SUDMAN,BAYLEE,

LOPEZ

08/18/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.081Control Test 23:49

0.000Air Blank 23:49

# 1 0.234Subject Sample 23:50

1.988Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:52

# 2 0.243Subject Sample 23:53

1.667Breath Volume 23:53

0.000Air Blank 23:53

0.077Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 09/27/2022 13:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:0008/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

21:12

Melbourne PD

MORENO-PEARSON,KEANDRE

02/10/2025

402357111

Melbourne PD

SUDMAN,BAYLEE,

MILLER

08/18/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.081Control Test 21:39

0.000Air Blank 21:40

# 1 0.000Subject Sample 21:40

1.460Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.000Subject Sample 21:43

1.453Breath Volume 21:43

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:45

Data Download Date/Time: 09/27/2022 13:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:2908/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:07

Melbourne PD

SUDMAN,BAYLEE

02/10/2025

402357111

Melbourne PD

SUDMAN,BAYLEE,

DILLARD

08/18/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.081Control Test 23:31

0.000Air Blank 23:31

# 1 0.140Subject Sample 23:32

3.234Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.137Subject Sample 23:35

1.167Breath Volume 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 09/27/2022 13:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2208/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:28

Melbourne PD

GOULD,WILLIAM

02/10/2025

402357111

Melbourne PD

SUDMAN,BAYLEE,

ROSENBERG

08/18/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

# 1 0.000Subject Sample 01:58

2.617Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.000Subject Sample 02:02

2.695Breath Volume 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 09/27/2022 13:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:4908/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:02

Melbourne PD

VAZQUEZ,ANDREW

02/10/2025

402357111

Melbourne PD

VAZQUEZ,ANDREW,

DOE

08/18/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1 0.088Subject Sample 23:48 Volume Not Met

1.007Breath Volume 23:48

Air Blank 23:49 Purge Fail

Air Blank 23:49 Purge Fail

Data Download Date/Time: 09/27/2022 13:41

02 November 2022

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:2308/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:02

Melbourne PD

VAZQUEZ,ANDREW

02/10/2025

402357111

Melbourne PD

VAZQUEZ,ANDREW,

DOE

08/18/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.078Control Test 23:51

0.000Air Blank 23:52

# 1 0.074Subject Sample 23:55 Volume Not Met

0.218Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 09/27/2022 13:41

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:5208/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:29

Satellite Beach PD

MCCRANN,SEAN

12/05/2023

211583

Satellite Beach PD

MCCRANN,SEAN,M

MOLINA

08/21/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

# 1 0.277Subject Sample 22:22

2.136Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.289Subject Sample 22:27

2.410Breath Volume 22:27

0.000Air Blank 22:27

0.077Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 09/22/2022 08:51

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:0108/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:46

Brevard County SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

YOSHIDA

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.091Subject Sample 23:26

1.875Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:28

# 2 0.087Subject Sample 23:29

1.128Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:31

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:1508/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

02:32

Brevard County SO

MICK,WILLIAM

11/05/2023

25721080A2

Titusville PD

FARRAGHER,THOMAS,J

NEME

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.080Control Test 05:23

0.000Air Blank 05:23

# 1 0.104Subject Sample 05:24

1.421Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.100Subject Sample 05:27

2.945Breath Volume 05:27

0.000Air Blank 05:28

0.081Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:3008/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:16

Brevard County SO

SCHOENER,ANDREW

11/05/2023

25721080A2

Brevard County SO

VILLACRES,NICHOLAS,J

DAVIS

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.081Control Test 05:10

0.000Air Blank 05:11

# 1 0.187Subject Sample 05:12

1.453Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:14

# 2 0.186Subject Sample 05:16

1.261Breath Volume 05:16

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:3908/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

06:37

Brevard County SO

ABROE,NICHOLAS

11/05/2023

25721080A2

Brevard County SO

WAGNER,ROBERT,F

SAINT CHARLES V

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:10

0.000Air Blank 08:11

0.080Control Test 08:11

0.000Air Blank 08:12

# 1 0.148Subject Sample 08:15 Volume Not Met

0.953Breath Volume 08:15

0.000Air Blank 08:15

0.000Air Blank 08:17

# 2 0.172Subject Sample 08:18

1.539Breath Volume 08:18

0.000Air Blank 08:19

0.000Air Blank 08:21

# 3 0.157Subject Sample 08:23

1.433Breath Volume 08:23

0.000Air Blank 08:23

0.077Control Test 08:24

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3008/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:06

Brevard County SO

GOLDSTEIN,SHELLI

11/05/2023

25721080A2

Brevard County SO

VILLACRES,NICHOLAS,J

LEMONS

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1Subject Sample 02:58 Sequence Aborted

0.000Breath Volume 02:58

0.000Air Blank 02:58

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:3108/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:06

Brevard County SO

GOLDSTEIN,SHELLI

11/05/2023

25721080A2

Brevard County SO

VILLACRES,NICHOLAS,J

LEMONS

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.086Subject Sample 03:24 Volume Not Met

0.054Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.089Subject Sample 03:28

1.769Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 3 0.088Subject Sample 03:34

1.406Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3808/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:16

Brevard County SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

MURRAY

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.143Subject Sample 02:59

2.339Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.140Subject Sample 03:02

2.203Breath Volume 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:0608/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:50

Brevard County SO

SCHOENER,ANDREW

11/05/2023

25721080A2

Brevard County SO

VILLACRES,NICHOLAS,J

BROWNING

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.081Control Test 05:19

0.000Air Blank 05:19

# 1 0.215Subject Sample 05:21

1.531Breath Volume 05:21

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2 0.204Subject Sample 05:24

1.585Breath Volume 05:24

0.000Air Blank 05:25

0.079Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0508/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:17

Brevard County SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

PHILLIPS

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.080Control Test 03:08

0.000Air Blank 03:08

# 1 0.090Subject Sample 03:11

1.371Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.088Subject Sample 03:17 Volume Not Met

0.367Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 3 0.082Subject Sample 03:21

1.281Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4608/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:55

Brevard County SO

BURKETT,RICHARD

11/05/2023

25721080A2

Titusville PD

WEIDNER,CODY,M

HARRIS

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1 0.201Subject Sample 01:50

2.339Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 2 0.188Subject Sample 01:53

2.062Breath Volume 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 08/25/2022 11:23

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:4908/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:23

Palm Bay PD

OCONNELL,WILLIAM

11/05/2022

24620080A2

West Melbourne PD

LUTZ,EDWIN,J

TUCKER

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.078Control Test 23:01

0.000Air Blank 23:02

# 1 0.153Subject Sample 23:03

1.652Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.144Subject Sample 23:06

1.371Breath Volume 23:06

0.000Air Blank 23:06

0.079Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 08/31/2022 22:10

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0908/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:57

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

VARGAS

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1 0.257Subject Sample 00:06

2.375Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.264Subject Sample 00:09

2.484Breath Volume 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 08/31/2022 22:10

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5608/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:25

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

COVINGTON

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.079Control Test 02:33

0.000Air Blank 02:33

# 1 0.091Subject Sample 02:34

3.781Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.083Subject Sample 02:37

2.835Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 08/31/2022 22:10

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0108/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:35

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

MEJIA ULLOA

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

# 1 0.135Subject Sample 03:44

1.910Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.141Subject Sample 03:47

2.230Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:49

Data Download Date/Time: 08/31/2022 22:14

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5308/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:55

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

LEMIEUX

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

# 1 0.258Subject Sample 01:05

1.402Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.275Subject Sample 01:08

2.406Breath Volume 01:08

0.000Air Blank 01:08

0.079Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 08/31/2022 22:14

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5808/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:34

Brevard County SO

NEILL,MICHAEL

11/05/2022

24620080A2

Brevard County SO

NEILL,MICHAEL,A

HARGROVE

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1 0.156Subject Sample 03:48

1.785Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.162Subject Sample 03:52

2.632Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 08/31/2022 22:14

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3408/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:30

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

CORONA

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

# 1 0.110Subject Sample 01:45

1.753Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.110Subject Sample 01:48

2.027Breath Volume 01:48

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 08/31/2022 22:14

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:2108/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:38

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

GRAY

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.080Control Test 05:49

0.000Air Blank 05:49

# 1 0.195Subject Sample 05:50

1.820Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.210Subject Sample 05:53

1.519Breath Volume 05:53

0.000Air Blank 05:54

0.079Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 08/31/2022 22:14

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4308/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

22:18

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

GRIFFIN

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.079Control Test 22:28

0.000Air Blank 22:28

# 1 0.294Subject Sample 22:29

2.066Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.301Subject Sample 22:32

1.179Breath Volume 22:32

0.000Air Blank 22:32

0.079Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 08/31/2022 22:15

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0608/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:38

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

SHERMAN

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

00:51 RFI Detect

0.000Air Blank 00:52

Data Download Date/Time: 08/31/2022 22:15

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:5108/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:38

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

SHERMAN

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

# 1 0.212Subject Sample 00:56

1.835Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 3Subject Sample 01:07 No Sample Provided

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.080Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 08/31/2022 22:16

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:1708/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:25

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

MARDNER

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:35

# 1 0.087Subject Sample 01:36

1.128Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.082Subject Sample 01:42 Volume Not Met

0.878Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 3 0.084Subject Sample 01:46

1.328Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 08/31/2022 22:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3608/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:33

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

BIRTCH

07/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.079Control Test 02:38

0.000Air Blank 02:38

# 1 0.139Subject Sample 02:39

1.941Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.138Subject Sample 02:43

2.082Breath Volume 02:43

0.000Air Blank 02:43

0.079Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 08/31/2022 22:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:3508/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

21:12

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

DOWELL

08/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.079Control Test 21:21

0.000Air Blank 21:21

# 1 0.045Subject Sample 21:22

2.082Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.043Subject Sample 21:25

1.714Breath Volume 21:25

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 08/31/2022 22:24

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:44:3108/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:12

11:39

Winter Springs PD

BELT,WILLIAM

10/31/2022

1224982

Altamonte Springs PD

WOODARD,DALLESSANDRO,D

BEAULIEU

07/15/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:38

0.000Air Blank 14:38

0.080Control Test 14:38

0.000Air Blank 14:39

# 1 0.287Subject Sample 14:39

1.789Breath Volume 14:39

0.000Air Blank 14:40

0.000Air Blank 14:42

# 2 0.287Subject Sample 14:42

1.894Breath Volume 14:42

0.000Air Blank 14:43

0.080Control Test 14:43

0.000Air Blank 14:44

OKDiagnostics Check 14:44

Data Download Date/Time: 08/29/2022 11:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4608/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:57

Seminole County SO

GANT,JARRET

10/31/2022

1224982

Seminole County SO

BETHAM,KEITH,D

RANDAL

08/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.082Control Test 21:49

0.000Air Blank 21:50

# 1 0.246Subject Sample 21:50

1.582Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.230Subject Sample 21:54

1.867Breath Volume 21:54

0.000Air Blank 21:54

0.081Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 09/27/2022 23:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4908/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:51

Seminole County SO

BANOS,FRANK

10/31/2022

1224982

Maitland PD

BETHAM,KEITH,D

PERKINS

08/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.082Control Test 02:44

0.000Air Blank 02:44

# 1 0.076Subject Sample 02:45

2.894Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.076Subject Sample 02:48

2.628Breath Volume 02:48

0.000Air Blank 02:48

0.082Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 09/27/2022 23:52

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:4808/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

04:02

Seminole County SO

SANCHEZ,JUBILEE

10/31/2022

1224982

Casselberry PD

BETHAM,KEITH,D

MONTANA

08/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:09

0.000Air Blank 06:09

0.080Control Test 06:09

0.000Air Blank 06:10

# 1 0.093Subject Sample 06:13 Volume Not Met

0.039Breath Volume 06:13

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.091Subject Sample 06:19 Volume Not Met

0.250Breath Volume 06:19

0.000Air Blank 06:19

0.079Control Test 06:20

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 09/20/2022 08:27

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:5108/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:30

Pinellas County SO

COYLE,T

02/28/2024

AG205902

Pinellas County SO

DEANE,M,

NGUYEN

08/10/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

# 1 0.159Subject Sample 04:29

1.597Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.169Subject Sample 04:32

2.093Breath Volume 04:32

0.000Air Blank 04:33

0.077Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 09/22/2022 18:45

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3308/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:50

Pinellas County SO

NEWTON,T

02/28/2024

AG205902

Pinellas County SO

DEANE,M,

BUCKLEY

08/10/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

# 1 0.207Subject Sample 00:43

2.406Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:45

# 2 0.208Subject Sample 00:46

2.160Breath Volume 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 09/22/2022 22:27

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.


