
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:1503/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:46

19:45

Palm Bay PD

HODGDON,TODD

12/05/2026

32324080A2

Palm Bay PD

HODGDON,TODD,S

DESROSIERS

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.081Control Test 20:21

0.000Air Blank 20:21

# 1 0.216Subject Sample 20:22

1.417Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.207Subject Sample 20:25

1.453Breath Volume 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5403/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:50

Palm Bay PD

MITCHELL,MARIANNE

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

BEADLE

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:31

# 1 0.141Subject Sample 22:33

1.250Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.136Subject Sample 22:36

1.757Breath Volume 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:1903/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:26

Palm Bay PD

BARNETT,JAMES

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

KIELLEY

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.081Control Test 21:09

0.000Air Blank 21:10

# 1 0.017Subject Sample 21:10

3.195Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.016Subject Sample 21:13

2.820Breath Volume 21:13

0.000Air Blank 21:14

0.082Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2203/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:38

Palm Bay PD

KISH,LANA

12/05/2026

32324080A2

Palm Bay PD

TORRES,CORINNE,

ACEVEDO RODRIGUEZ

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.082Control Test 01:30

0.000Air Blank 01:31

# 1 0.089Subject Sample 01:31

4.093Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.088Subject Sample 01:34

4.097Breath Volume 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2003/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:29

Palm Bay PD

STANTON,TROY

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

DOOKHARAN

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.082Control Test 03:04

0.000Air Blank 03:05

# 1 0.138Subject Sample 03:05

1.972Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.134Subject Sample 03:08

1.859Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:1503/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

21:10

Palm Bay PD

IMEL,JOSHUA

12/05/2026

32324080A2

West Melbourne PD

TORRES,CORINNE,

MUNSON

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.083Control Test 21:59

0.000Air Blank 22:00

# 1 0.000Subject Sample 22:00

3.796Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.000Subject Sample 22:03

3.792Breath Volume 22:03

0.000Air Blank 22:04

0.082Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:2203/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:30

Palm Bay PD

BARNETT,JAMES

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

CASTILLO

02/26/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.082Control Test 20:59

0.000Air Blank 20:59

# 1 0.000Subject Sample 21:00

1.945Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.000Subject Sample 21:04

2.148Breath Volume 21:04

0.000Air Blank 21:04

0.082Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 03/28/2026 19:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:3903/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:26

Palm Bay PD

STANTON,TROY

12/05/2027

29425080A3

Palm Bay PD

BARNETT,JAMES,C

CROSON

03/28/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

# 1Subject Sample 03:10 No Sample Provided

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2Subject Sample 03:13 Subject Test Refused

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.082Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 04/27/2026 00:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2403/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:12

Charlotte County SO

ANDERSON,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

KOLOMICK

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

# 1 0.000Subject Sample 00:18

1.519Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.000Subject Sample 00:22

1.613Breath Volume 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0403/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:35

Charlotte County SO

DUNHAM,J

07/05/2027

15025080A1

Punta Gorda PD

STEINMETZ,J,L

WESTERFIELD

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:38

# 1 0.166Subject Sample 01:39

3.906Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.165Subject Sample 01:42

3.812Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:44

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:5503/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:12

Charlotte County SO

MAYFIELD,MATTHEW

07/05/2027

15025080A1

Charlotte County SO

SCOTT,BRADLEY,W

GOUVEIA

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.080Control Test 17:32

0.000Air Blank 17:32

# 1 0.191Subject Sample 17:33

2.109Breath Volume 17:33

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.188Subject Sample 17:36

2.566Breath Volume 17:36

0.000Air Blank 17:37

0.079Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1703/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:26

Charlotte County SO

MAYFIELD,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

MALVEZZI

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.186Subject Sample 02:44

3.050Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.193Subject Sample 02:47

3.753Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1203/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:30

FHP Troop F

COLWELL,CHASE

07/05/2027

15025080A1

FHP Troop F

COLWELL,CHASE,U

CALZADA

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1 0.192Subject Sample 03:28

1.359Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.221Subject Sample 03:31

2.828Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 3 0.205Subject Sample 03:34

2.171Breath Volume 03:34

0.000Air Blank 03:35

0.077Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:5003/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:39

FHP Troop F

COLWELL,CHASE

07/05/2027

15025080A1

FHP Troop F

COLWELL,CHASE,U

MAJORS

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

# 1 0.227Subject Sample 00:16

3.328Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.231Subject Sample 00:19

3.019Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1703/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:39

Charlotte County SO

BELCHER,J

07/05/2027

15025080A1

Punta Gorda PD

STEINMETZ,J,L

COSTER

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:28

0.000Air Blank 00:28

# 1 0.114Subject Sample 00:28

1.214Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.113Subject Sample 00:31

1.746Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:47:4603/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:21

11:37

Charlotte County SO

ESCARRA,E

07/05/2027

15025080A1

Charlotte County SO

MANO,MARDEE,G

SHAW

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:41

0.000Air Blank 12:42

0.080Control Test 12:42

0.000Air Blank 12:43

# 1 0.000Subject Sample 12:43

2.441Breath Volume 12:43

0.000Air Blank 12:43

0.000Air Blank 12:46

# 2 0.000Subject Sample 12:46

2.710Breath Volume 12:46

0.000Air Blank 12:46

0.080Control Test 12:47

0.000Air Blank 12:47

OKDiagnostics Check 12:47

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:17:2803/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

10:49

Charlotte County SO

MILLER,N

07/05/2027

15025080A1

Charlotte County SO

RUSSO,CHARLES,A

SCHEUERELL

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:11

0.000Air Blank 12:11

0.081Control Test 12:12

0.000Air Blank 12:12

# 1 0.000Subject Sample 12:13

2.070Breath Volume 12:13

0.000Air Blank 12:13

0.000Air Blank 12:15

# 2 0.000Subject Sample 12:16

2.257Breath Volume 12:16

0.000Air Blank 12:16

0.081Control Test 12:16

0.000Air Blank 12:17

OKDiagnostics Check 12:17

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3503/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:10

FHP Troop F

COLWELL,CHASE

07/05/2027

15025080A1

FHP Troop F

COLWELL,CHASE,

MOULTON

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.148Subject Sample 03:10

3.808Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.155Subject Sample 03:14

3.226Breath Volume 03:14

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:38:4003/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

13:54

Charlotte County SO

KEITER,DEP

07/05/2027

15025080A1

Charlotte County SO

COURTNEY,PATRICK,

OTTENBERG

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:31

0.000Air Blank 15:32

0.081Control Test 15:32

0.000Air Blank 15:33

# 1 0.010Subject Sample 15:33

1.628Breath Volume 15:33

0.000Air Blank 15:34

0.000Air Blank 15:36

# 2 0.009Subject Sample 15:37

1.117Breath Volume 15:37

0.000Air Blank 15:37

0.080Control Test 15:38

0.000Air Blank 15:38

OKDiagnostics Check 15:38

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:2103/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:12

Charlotte County SO

DENT,N

07/05/2027

15025080A1

Charlotte County SO

WILSON,MARISSA,A

BONNANE

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.080Control Test 21:14

0.000Air Blank 21:14

# 1 0.300Subject Sample 21:15

2.527Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.306Subject Sample 21:18

2.804Breath Volume 21:18

0.000Air Blank 21:19

0.078Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:2403/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:39

Charlotte County SO

KIRMELEWICZ,OFFICER

07/05/2027

15025080A1

Punta Gorda PD

MONN,CLARENCE,

POWER

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.080Control Test 18:26

0.000Air Blank 18:27

# 1 0.176Subject Sample 18:30 Volume Not Met

0.101Breath Volume 18:30

0.000Air Blank 18:30

0.000Air Blank 18:32

# 2 0.184Subject Sample 18:35 Volume Not Met

0.347Breath Volume 18:35

0.000Air Blank 18:36

0.079Control Test 18:36

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3803/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:23

Charlotte County SO

GRADY,J

07/05/2027

15025080A1

Punta Gorda PD

HAWTHORNE,OLIVIA,J

MONGELLI

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.080Control Test 00:06

0.000Air Blank 00:06

# 1 0.000Subject Sample 00:07

1.425Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.000Subject Sample 00:10

1.417Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:5803/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:59

14:14

Charlotte County SO

JOHNSTON,C

07/05/2027

15025080A1

Charlotte County SO

WYNNE,BRITTANY,A

ZIEGLER

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:25

0.000Air Blank 17:26

0.081Control Test 17:26

0.000Air Blank 17:27

# 1 0.087Subject Sample 17:28

1.199Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2 0.077Subject Sample 17:32

1.617Breath Volume 17:32

0.000Air Blank 17:33

0.080Control Test 17:33

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:14:4303/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:47

11:58

Charlotte County SO

HEPNER,BENJAMIN

07/05/2027

15025080A1

Charlotte County SO

MANCILLA,RICHARD,P

LOVE

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 14:08

0.000Air Blank 14:09

0.080Control Test 14:09

0.000Air Blank 14:10

# 1 0.053Subject Sample 14:10

2.945Breath Volume 14:10

0.000Air Blank 14:10

0.000Air Blank 14:12

# 2 0.053Subject Sample 14:13

2.710Breath Volume 14:13

0.000Air Blank 14:13

0.080Control Test 14:14

0.000Air Blank 14:14

OKDiagnostics Check 14:14

Data Download Date/Time: 03/29/2026 19:13

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2503/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:16

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

KONTOS

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.079Control Test 03:58

0.000Air Blank 03:58

# 1 0.128Subject Sample 03:59

2.074Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.122Subject Sample 04:01

1.816Breath Volume 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:0503/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:31

Clearwater PD

GILES,OFFICER

12/05/2026

31124080A2

Clearwater PD

GILES,OFFICER,G

DANDOY

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.082Control Test 23:20

0.000Air Blank 23:20

# 1 0.197Subject Sample 23:21

1.777Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:23

# 2 0.188Subject Sample 23:24

1.601Breath Volume 23:24

0.000Air Blank 23:25

0.076Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3703/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:51

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

COLIN

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

# 1 0.201Subject Sample 23:26

1.777Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.205Subject Sample 23:30

2.011Breath Volume 23:30

0.000Air Blank 23:30

0.075Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:5803/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:32

Clearwater PD

YEATES,SCOTT

12/05/2026

31124080A2

Clearwater PD

YEATES,SCOTT,W

SCHULER

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.084Control Test 21:55

0.000Air Blank 21:56

# 1 0.184Subject Sample 21:57

1.156Breath Volume 21:57

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.203Subject Sample 22:00

1.699Breath Volume 22:00

0.000Air Blank 22:01

0.082Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:4403/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:29

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

STEINER

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.079Control Test 22:59

0.000Air Blank 23:00

# 1 0.076Subject Sample 23:01

1.496Breath Volume 23:01

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.077Subject Sample 23:04

1.609Breath Volume 23:04

0.000Air Blank 23:04

0.081Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2203/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:56

Clearwater PD

GILES,HENRY

12/05/2026

31124080A2

Clearwater PD

GILES,HENRY,G

SAYRE

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 00:20 Internal Printer Test

0.000Air Blank 00:21

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:0703/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:56

Clearwater PD

GILES,HENRY

12/05/2026

31124080A2

Clearwater PD

GILES,HENRY,G

SAYRE

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

# 1 0.064Subject Sample 00:26

2.980Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.064Subject Sample 00:29

2.917Breath Volume 00:29

0.000Air Blank 00:30

0.084Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 04/17/2026 19:27

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:2003/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:23

Clearwater PD

KIDD,DAVID

12/05/2026

31124080A2

Clearwater PD

KIDD,DAVID,J

WEHRLI

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

# 1 0.103Subject Sample 04:00

1.738Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.103Subject Sample 04:03

1.566Breath Volume 04:03

0.000Air Blank 04:04

0.084Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:5303/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:35

Clearwater PD

KIDD,DAVID

12/05/2026

31124080A2

Clearwater PD

KIDD,DAVID,J

DAVILA

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

# 1 0.164Subject Sample 02:09

3.769Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.165Subject Sample 02:12

4.183Breath Volume 02:12

0.000Air Blank 02:12

0.076Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:2403/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:46

Clearwater PD

YEATES,SCOTT

12/05/2026

31124080A2

Clearwater PD

YEATES,SCOTT,W

BENSON

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

# 1 0.155Subject Sample 19:28 Volume Not Met

0.085Breath Volume 19:28

0.000Air Blank 19:28

0.000Air Blank 19:30

# 2 0.143Subject Sample 19:33 Volume Not Met

0.039Breath Volume 19:33

0.000Air Blank 19:34

0.080Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:1203/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:39

Clearwater PD

GILES,OFFICER

12/05/2026

31124080A2

Clearwater PD

GILES,OFFICER,G

JONES

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:24

# 1 0.149Subject Sample 00:25

2.015Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:27

# 2 0.159Subject Sample 00:28

2.292Breath Volume 00:28

0.000Air Blank 00:29

0.087Control Test 00:29 Control Outside Tolerance

0.000Air Blank 00:30

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2803/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:39

Clearwater PD

GILES,OFFICER

12/05/2026

31124080A2

Clearwater PD

GILES,OFFICER,G

JONES

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.151Subject Sample 00:34

1.851Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.155Subject Sample 00:37

2.007Breath Volume 00:37

0.000Air Blank 00:38

0.083Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1903/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:54

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

VANN

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.083Control Test 03:35

0.000Air Blank 03:36

# 1 0.123Subject Sample 03:36

2.503Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.129Subject Sample 03:39

2.144Breath Volume 03:39

0.000Air Blank 03:40

0.085Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:5703/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:20

Clearwater PD

GILES,OFFICER

12/05/2026

31124080A2

Clearwater PD

GILES,OFFICER,G

VALJEVCIC

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.083Control Test 00:06

0.000Air Blank 00:06

# 1Subject Sample 00:09 No Sample Provided

0.000Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2Subject Sample 00:15 No Sample Provided

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:4603/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

19:05

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

REPH

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.084Control Test 19:42

0.000Air Blank 19:42

# 1 0.000Subject Sample 19:43

1.750Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.000Subject Sample 19:46

1.582Breath Volume 19:46

0.000Air Blank 19:46

0.085Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:0103/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

19:01

Clearwater PD

KIDD,DAVID

12/05/2026

31124080A2

Clearwater PD

KIDD,DAVID,J

BEHLING

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:44

0.000Air Blank 19:45

0.081Control Test 19:45

0.000Air Blank 19:46

# 1 0.205Subject Sample 19:46

1.941Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:48

# 2 0.202Subject Sample 19:49

2.074Breath Volume 19:49

0.000Air Blank 19:50

0.081Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:51

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:0703/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:41

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

MENAUL

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

# 1 0.146Subject Sample 21:32

1.253Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:34

# 2 0.145Subject Sample 21:35

1.253Breath Volume 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 04/17/2026 19:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:1903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

19:24

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

RIDLEY

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:05

# 1 0.000Subject Sample 20:06

3.179Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.000Subject Sample 20:08

3.156Breath Volume 20:08

0.000Air Blank 20:09

0.080Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 04/17/2026 19:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4903/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:25

Clearwater PD

CURCIO,ANTHONY

12/05/2026

31124080A2

Clearwater PD

CURCIO,ANTHONY,P

THOMAS

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

# 2 0.076Subject Sample 23:59

1.972Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:01

# 1 0.075Subject Sample 00:02

1.652Breath Volume 00:02

0.000Air Blank 00:02

0.077Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 04/17/2026 19:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4303/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:49

Clearwater PD

KIDD,DAVID

12/05/2026

31124080A2

Clearwater PD

KIDD,DAVID,J

MARTINEZ DURANGO

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

# 1 0.000Subject Sample 02:32

3.062Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.000Subject Sample 02:35

2.472Breath Volume 02:35

0.000Air Blank 02:35

0.082Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 04/17/2026 19:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:5903/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:21

Clearwater PD

COUPLAND,JARED

12/05/2026

31124080A2

Clearwater PD

COUPLAND,JARED,A

KELLY

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.080Control Test 05:11

0.000Air Blank 05:11

# 1 0.210Subject Sample 05:12

2.414Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.207Subject Sample 05:16

3.718Breath Volume 05:16

0.000Air Blank 05:17

0.077Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 04/17/2026 19:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:5103/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:46

Clearwater PD

COUPLAND,JARED

12/05/2026

31124080A2

Clearwater PD

COUPLAND,JARED,A

LORENZO

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.079Control Test 23:39

0.000Air Blank 23:40

# 1 0.127Subject Sample 23:41

3.664Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2Subject Sample 23:44 RFI Detect

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.080Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 04/17/2026 19:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5003/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:46

Clearwater PD

COUPLAND,JARED

12/05/2026

31124080A2

Clearwater PD

COUPLAND,JARED,A

LORENZO

03/05/2026

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.085Control Test 23:49

0.000Air Blank 23:49

# 1 0.122Subject Sample 23:50

1.347Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.130Subject Sample 23:54

3.398Breath Volume 23:54

0.000Air Blank 23:54

0.079Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 04/17/2026 19:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4003/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:15

Palm Beach County SO

ORTEGA,JUAN

09/05/2027

19825080A2

Boynton Beach PD

STEPHENS,TIA,L

JOHNSON]

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:02

# 1 0.153Subject Sample 03:02

2.445Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.160Subject Sample 03:06

4.121Breath Volume 03:06

0.000Air Blank 03:06

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5603/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:10

Palm Beach County SO

GUTIERREZ,DAVID

09/05/2027

19825080A2

Juno Beach PD

LEAHEY,THOAMS,H

STALEY

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

# 1 0.126Subject Sample 03:28

2.250Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.130Subject Sample 03:31

2.457Breath Volume 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:5803/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:25

Palm Beach County SO

SMIGELSKI,TREVOR

09/05/2027

19825080A2

Palm Beach Gardens

BELL,JOSHUA,J

AGKATZANIAN

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.081Control Test 04:29

0.000Air Blank 04:29

# 1 0.144Subject Sample 04:30

2.980Breath Volume 04:30

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.144Subject Sample 04:33

3.304Breath Volume 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:2603/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

05:13

Palm Beach County SO

BLACKMAN,VICTOR

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

CHAY MACHIC

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:29

0.000Air Blank 06:30

0.080Control Test 06:30

0.000Air Blank 06:30

# 1 0.167Subject Sample 06:31

2.109Breath Volume 06:31

0.000Air Blank 06:32

0.000Air Blank 06:34

# 2 0.167Subject Sample 06:34

1.386Breath Volume 06:34

0.000Air Blank 06:35

0.080Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1103/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

20:16

Palm Beach County SO

ORTEGA,JUAN

09/05/2027

19825080A2

Boynton Beach PD

LEAHEY,THOMAS,H

DUBANEWICZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

# 1 0.177Subject Sample 22:02

4.445Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.181Subject Sample 22:05

3.804Breath Volume 22:05

0.000Air Blank 22:06

0.081Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:2703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:14

Palm Beach County SO

NOEL,KENNETH

09/05/2027

19825080A2

Palm Beach County SO

O'NEAL,SHARI,L

ANTTILA

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

# 1 0.000Subject Sample 23:16

2.367Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.000Subject Sample 23:19

2.171Breath Volume 23:19

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2803/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:36

Palm Beach County SO

MILORD,JHAMIL

09/05/2027

19825080A2

North Palm Beach

BELL,JOSHUA,J

BROWN

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.000Subject Sample 03:39

2.425Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.000Subject Sample 03:42

2.820Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4303/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:45

Palm Beach County SO

ALSTON,DEVIN

09/05/2027

19825080A2

FHP Troop L

O'NEAL,SHARI,L

PEREZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.080Control Test 04:38

0.000Air Blank 04:38

# 1 0.192Subject Sample 04:39

2.699Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.188Subject Sample 04:42

2.218Breath Volume 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:2403/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

06:29

Palm Beach County SO

DALRYMPLE,KIMONNE

09/05/2027

19825080A2

Riviera Beach PD

BELL,JOSHUA,J

OCHOA AGUILAR

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:38

0.000Air Blank 07:38

0.080Control Test 07:38

0.000Air Blank 07:39

# 1 0.125Subject Sample 07:40

3.015Breath Volume 07:40

0.000Air Blank 07:40

0.000Air Blank 07:42

# 2 0.126Subject Sample 07:43

3.519Breath Volume 07:43

0.000Air Blank 07:44

0.079Control Test 07:44

0.000Air Blank 07:45

OKDiagnostics Check 07:45

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0703/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:38

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

KAUFMAN

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

# 1 0.217Subject Sample 23:04

1.242Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.225Subject Sample 23:07

1.113Breath Volume 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:5903/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:36

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

GRIECO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

# 1Subject Sample 22:40 Subject Test Refused

0.015Breath Volume 22:40

0.000Air Blank 22:41

0.081Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:5503/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:41

Palm Beach County SO

CARTEE,JESSICA

09/05/2027

19825080A2

Delray Beach PD

RAGIN,RENEE,M

CAZIUS

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.081Control Test 19:51

0.000Air Blank 19:52

# 1 0.016Subject Sample 19:52

1.945Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.015Subject Sample 19:55

2.015Breath Volume 19:55

0.000Air Blank 19:56

0.080Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5903/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:09

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

FRIEDMAN

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

# 1 0.000Subject Sample 00:08

2.281Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.000Subject Sample 00:11

2.496Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:0303/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:41

Palm Beach County SO

WHITE,EDWARD

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

LAINEZ PEREZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.207Subject Sample 00:37

1.628Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:39

# 2 0.207Subject Sample 00:40

1.777Breath Volume 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:42

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5703/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

21:50

Palm Beach County SO

THOMAS,MARK

09/05/2027

19825080A2

FHP Troop L

BELL,JOSHUA,J

GALVEZ ARREAGA

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.035Subject Sample 00:56

1.343Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.033Subject Sample 00:59

2.187Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5503/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:39

Palm Beach County SO

ALEXIS,VLAGIMIR

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

LOPEZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1 0.155Subject Sample 02:28

1.796Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.155Subject Sample 02:31

1.316Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:1303/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:56

05:41

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

LAWRENCE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:22

0.000Air Blank 06:23

0.080Control Test 06:23

0.000Air Blank 06:23

# 1 0.061Subject Sample 06:24

2.511Breath Volume 06:24

0.000Air Blank 06:25

0.000Air Blank 06:27

# 2 0.060Subject Sample 06:27

1.726Breath Volume 06:27

0.000Air Blank 06:28

0.080Control Test 06:28

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:1503/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

16:12

Palm Beach County SO

MORRIS,ARIANNA

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

HERRICK

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:17

0.000Air Blank 17:17

0.080Control Test 17:18

0.000Air Blank 17:18

# 1 0.000Subject Sample 17:19

2.179Breath Volume 17:19

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.000Subject Sample 17:21

1.476Breath Volume 17:21

0.000Air Blank 17:22

0.080Control Test 17:22

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:0003/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

17:08

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

BRUCE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:50

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:51

# 1 0.203Subject Sample 17:52

2.191Breath Volume 17:52

0.000Air Blank 17:53

0.000Air Blank 17:54

# 2 0.196Subject Sample 17:55

2.304Breath Volume 17:55

0.000Air Blank 17:56

0.080Control Test 17:56

0.000Air Blank 17:56

OKDiagnostics Check 17:57

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:2403/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

16:47

Palm Beach County SO

NALDONADO,CANDRA

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

RAMIREZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.079Control Test 18:15

0.000Air Blank 18:15

# 1 0.187Subject Sample 18:16

1.363Breath Volume 18:16

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.192Subject Sample 18:18

1.316Breath Volume 18:18

0.000Air Blank 18:19

0.079Control Test 18:19

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:2603/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:45

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

JACK LOUIS

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.081Control Test 21:55

0.000Air Blank 21:55

# 1Subject Sample 21:56 Subject Test Refused

0.000Breath Volume 21:56

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:0203/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

21:05

Palm Beach County SO

ALEXIS,VLADIMIR

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

PASCUAL SIMON

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:05

# 1 0.221Subject Sample 22:06

1.937Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.222Subject Sample 22:09

2.210Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:11

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2203/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:34

Palm Beach County SO

AGAOGLU,YASEMIN

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

LOFFREDO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.174Subject Sample 00:22

4.261Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.181Subject Sample 00:25

4.726Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:3603/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:30

Palm Beach County SO

HECTOR,BRADY

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

DUNN

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

# 1 0.142Subject Sample 00:44

1.242Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.135Subject Sample 00:49 Volume Not Met

0.199Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 3Subject Sample 00:55 Subject Test Refused

0.464Breath Volume 00:55

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1303/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

01:50

Palm Beach County SO

ANDRE,G

09/05/2027

19825080A2

FHP Headquarters

O'NEAL,SHARI,L

SANDS JR.

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

# 1 0.124Subject Sample 03:57

3.894Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.119Subject Sample 04:00

2.972Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:0803/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:11

Palm Beach County SO

ALSTON,DEVIN

09/05/2027

19825080A2

FHP Troop L

O'NEAL,SHARI,L

BRAVO SANCHEZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.080Control Test 05:15

0.000Air Blank 05:15

# 1 0.126Subject Sample 05:16

2.363Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.135Subject Sample 05:19

2.089Breath Volume 05:19

0.000Air Blank 05:20

0.079Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:05:4003/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

08:58

Palm Beach County SO

LEGGETT,DENEISHA

09/05/2027

19825080A2

Palm Beach County SO

O'NEAL,SHARI,L

LOCKWOOD II

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:59

0.000Air Blank 10:00

0.080Control Test 10:00

0.000Air Blank 10:00

# 1 0.000Subject Sample 10:01

2.175Breath Volume 10:01

0.000Air Blank 10:01

0.000Air Blank 10:03

# 2 0.000Subject Sample 10:04

1.542Breath Volume 10:04

0.000Air Blank 10:04

0.080Control Test 10:05

0.000Air Blank 10:05

OKDiagnostics Check 10:05

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3803/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:54

Palm Beach County SO

MIRELES,JONATHAN

09/05/2027

19825080A2

Boynton Beach PD

LEAHEY,THOMAS,H

KING

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.081Control Test 21:47

0.000Air Blank 21:48

# 1 0.176Subject Sample 21:48

1.246Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.167Subject Sample 21:52

1.257Breath Volume 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2603/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:37

Palm Beach County SO

FLINK,ANDREW

09/05/2027

19825080A2

Palm Beach Gardens

O'NEAL,SHARI,L

TOWELL

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1 0.000Subject Sample 23:44

2.421Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.000Subject Sample 23:48

1.597Breath Volume 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0403/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:08

Palm Beach County SO

QUIMBY,JEFFREY

09/05/2027

19825080A2

Boynton Beach PD

LEAHEY,THOMAS,H

PRESSLEY

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.080Control Test 01:02

0.000Air Blank 01:02

# 1 0.000Subject Sample 01:03

2.464Breath Volume 01:03

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.000Subject Sample 01:06

1.441Breath Volume 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:08

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3103/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:06

Palm Beach County SO

NOEL,KENNETH

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

PORTILLO CRUZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.241Subject Sample 02:01

2.230Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.231Subject Sample 02:04

1.882Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0203/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:04

Palm Beach County SO

LONDONO,JULIAN

09/05/2027

19825080A2

Boynton Beach PD

O'NEAL,SHARI,L

LOZANO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1 0.143Subject Sample 04:03

2.683Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.142Subject Sample 04:06

1.867Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5203/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:55

Palm Beach County SO

SELZER,JUSTIN

09/05/2027

19825080A2

North Palm Beach

LEAHEY,THOMAS,H

STAUDER

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1 0.000Subject Sample 21:51

2.171Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.000Subject Sample 21:54

2.253Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1203/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:55

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2027

19825080A2

Palm Beach County SO

GONZALEZ,MADELIN,

RODRIGUES

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

# 1 0.219Subject Sample 00:14

1.457Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.205Subject Sample 00:17

1.933Breath Volume 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:16:0403/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

09:57

Palm Beach County SO

HALL,HAROLD

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

URICH

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:07

0.000Air Blank 11:07

0.081Control Test 11:08

0.000Air Blank 11:08

# 1 0.000Subject Sample 11:09

1.269Breath Volume 11:09

0.000Air Blank 11:10

0.000Air Blank 11:12

# 2 0.000Subject Sample 11:14

2.183Breath Volume 11:14

0.000Air Blank 11:15

0.082Control Test 11:15

0.000Air Blank 11:15

OKDiagnostics Check 11:16

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:2403/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:19

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

BONDONESE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.000Subject Sample 00:58

2.015Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.000Subject Sample 01:01

2.324Breath Volume 01:01

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 03/13/2026 16:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:5003/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:10

New Smyrna Beach PD

RIERA,SCOTT

10/05/2027

23725080A1

New Smyrna Beach PD

RIERA,SCOTT,A

SHAHADY

02/11/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.079Control Test 18:52

0.000Air Blank 18:52

# 1 0.247Subject Sample 18:53

2.656Breath Volume 18:53

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.255Subject Sample 18:56

2.292Breath Volume 18:56

0.000Air Blank 18:56

0.077Control Test 18:57

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 03/29/2026 09:45

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:1303/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:30

Daytona Beach Shores

RAHN,MAXWELL

10/05/2027

23725080A1

New Smyrna Beach PD

GEURTSEN,ANTHONY,P

CORBETT

02/11/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 19:55

0.000Air Blank 19:56

0.080Control Test 19:56

0.000Air Blank 19:57

# 1Subject Sample 19:57 RFI Detect

0.000Breath Volume 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 03/29/2026 09:45

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:4303/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:30

Daytona Beach Shores

RAHN,MAXWELL

10/05/2027

23725080A1

New Smyrna Beach PD

GEURTSEN,ANTHONY,P

CORBETT

02/11/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:02

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:03

# 1Subject Sample 20:06 No Sample Provided

0.000Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2Subject Sample 20:09 Subject Test Refused

0.000Breath Volume 20:09

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 03/29/2026 09:45

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:4203/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

03:13

New Smyrna Beach PD

CASTELLANO,VINCENT

10/05/2027

23725080A1

Edgewater PD

PHILLIPS,JAMES,E

MIAVEZ

02/11/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1 0.113Subject Sample 05:15

3.675Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.111Subject Sample 05:19

3.281Breath Volume 05:19

0.000Air Blank 05:19

0.079Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 03/29/2026 09:45

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:3103/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:58

New Smyrna Beach PD

JONES,LANDON

10/05/2027

23725080A1

New Smyrna Beach PD

JONES,LANDON,A

ODVARKA

02/11/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.079Control Test 19:04

0.000Air Blank 19:05

# 1 0.303Subject Sample 19:05

2.246Breath Volume 19:05

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.309Subject Sample 19:08

2.585Breath Volume 19:08

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 03/29/2026 09:45

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:5003/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:45

Miami Beach PD

HERRERA TERRY,MELANIE

10/12/2026

402872586

Miami Beach PD

HERRER TERRY,MELANIE,M

BURGOS AVILES

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.077Control Test 19:54

0.000Air Blank 19:55

# 1 0.208Subject Sample 19:56 No .020 agreement

1.203Breath Volume 19:56

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.199Subject Sample 20:01 Volume Not Met

0.421Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:04

# 3 0.229Subject Sample 20:06 No .020 agreement

2.394Breath Volume 20:06

0.000Air Blank 20:06

0.075Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:1303/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:45

Miami Beach PD

HERRERA TERRY,MELANIE

10/12/2026

402872586

Miami Beach PD

HERRERA TERRY,MELANIE,M

BURGOS AVILES

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.075Control Test 20:25

0.000Air Blank 20:26

# 1 0.218Subject Sample 20:28

1.171Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:30

# 2 0.194Subject Sample 20:33 Volume Not Met

0.015Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 3 0.182Subject Sample 20:39 Volume Not Met

0.054Breath Volume 20:39

0.000Air Blank 20:40

0.075Control Test 20:40

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3803/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:14

18:44

Miami Beach PD

RIVAS-LARIOSA,LILIAM

10/12/2026

402872586

Miami Beach PD

WOODSTOCK,KENDRA,

HADLEY

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:05

0.077Control Test 20:05

0.000Air Blank 20:06

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:06

0.077Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:2203/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:51

Miami Beach PD

KAZARYAN,LILIT

10/12/2026

402872586

Miami Beach PD

KAZARYAN,LILIT,

LEYVAABRADELO

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.077Control Test 00:32

0.000Air Blank 00:32

# 1 0.156Subject Sample 00:33

2.824Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.159Subject Sample 00:36

2.847Breath Volume 00:36

0.000Air Blank 00:37

0.076Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:3303/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

05:05

Miami Beach PD

DUFAU,STEPHANY

10/12/2026

402872586

Miami Beach PD

BROWN-
ROSQUETE,STEPHANNE,J

BENTLEY

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.077Control Test 05:43

0.000Air Blank 05:44

# 1 0.157Subject Sample 05:45

1.621Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.146Subject Sample 05:49

1.550Breath Volume 05:49

0.000Air Blank 05:49

0.077Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:4203/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

05:26

Miami Beach PD

MENDIZABAL,ASHLEY

10/12/2026

402872586

Miami Beach PD

LOZA,JESSE,

VACA

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:31

0.000Air Blank 06:32

0.077Control Test 06:32

0.000Air Blank 06:33

# 1Subject Sample 06:33 Subject Test Refused

0.000Breath Volume 06:33

0.000Air Blank 06:33

0.076Control Test 06:34

0.000Air Blank 06:34

OKDiagnostics Check 06:34

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5203/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:11

Miami Beach PD

ZARRELLO,JAKOB

10/12/2026

402872586

Miami Beach PD

KAZARYAN,LILIT,

CALDERON-AGUIRRE

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.077Control Test 03:18

0.000Air Blank 03:19

# 1 0.028Subject Sample 03:19

1.917Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.024Subject Sample 03:22

1.300Breath Volume 03:22

0.000Air Blank 03:22

0.075Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:5403/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:36

Miami Beach PD

JOSEPH,HERMAN

10/12/2026

402872586

Miami Beach PD

GARRIDO,JEYNY,S

DE LA CRUZ-MUNOZ

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:14

0.000Air Blank 19:14

0.077Control Test 19:14

0.000Air Blank 19:15

# 1 0.218Subject Sample 19:16

1.921Breath Volume 19:16

0.000Air Blank 19:16

0.000Air Blank 19:18

# 2 0.204Subject Sample 19:20

1.183Breath Volume 19:20

0.000Air Blank 19:20

0.071Control Test 19:21 Control Outside Tolerance

0.000Air Blank 19:21

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:0303/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:36

Miami Beach PD

JOSEPH,HERMAN

10/12/2026

402872586

Miami Beach PD

GARRIDO,JEYNY,S

DE LA CRUZ-MUNOZ

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.076Control Test 19:33

0.000Air Blank 19:33

# 1 0.205Subject Sample 19:35

1.312Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:37

# 2 0.213Subject Sample 19:38

1.539Breath Volume 19:38

0.000Air Blank 19:39

0.076Control Test 19:39

0.000Air Blank 19:39

OKDiagnostics Check 19:40

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0703/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:11

Miami Beach PD

REYES,JONATHAN

10/12/2026

402872586

Miami Beach PD

CUAREZMA,MICHAEL,J

GAVIER OLMEDO

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.076Control Test 20:47

0.000Air Blank 20:47

# 1 0.136Subject Sample 20:49

1.531Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.139Subject Sample 20:53

2.011Breath Volume 20:53

0.000Air Blank 20:54

0.074Control Test 20:54 Control Outside Tolerance

0.000Air Blank 20:55

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4603/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:30

Miami Beach PD

RODRIGUEZ,ADELINA

10/12/2026

402872586

Miami Beach PD

CREWS,CURTIS,L

FOSTER

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.077Control Test 03:17

0.000Air Blank 03:18

# 1 0.151Subject Sample 03:20

1.492Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.163Subject Sample 03:23

2.074Breath Volume 03:23

0.000Air Blank 03:23

0.076Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/26/2026 14:19

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:0703/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:37

OTHER Local

LAUREANO,LUZ

03/25/2027

403005538

OTHER Local

LAUREANO,LUZ,E

DORSETT

02/28/2026

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.081Control Test 20:21

0.000Air Blank 20:21

# 1Subject Sample 20:24 Subject Test Refused

0.000Breath Volume 20:24

0.000Air Blank 20:25

0.081Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 03/30/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:0103/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:05

OTHER Local

HALL,RASHAUN

03/25/2027

403005538

OTHER Local

LAUREANO,LUZ,E

MC FARLANE

02/28/2026

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.081Control Test 21:46

0.000Air Blank 21:46

# 1 0.165Subject Sample 21:49 Volume Not Met

0.808Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:55

0.079Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:56

Data Download Date/Time: 03/30/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:32

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

BURNEY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:23

# 1 0.209Subject Sample 01:24

2.746Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.207Subject Sample 01:27

2.484Breath Volume 01:27

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:06

Hillsborough Co SO

KRUG,Z

03/05/2027

04125080A6

Temple Terrace PD

KLEIN,ETHAN,H

LINARES-SILVA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

# 1 0.145Subject Sample 01:58

1.796Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.140Subject Sample 02:01

1.640Breath Volume 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3803/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:43

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

PUNNETT

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

# 1 0.178Subject Sample 03:23

1.503Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.183Subject Sample 03:26

1.972Breath Volume 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:06

Hillsborough Co SO

GIBBINS,M

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

MARCHMAN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

# 1 0.152Subject Sample 03:50

2.238Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.147Subject Sample 03:53

1.613Breath Volume 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:5503/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

04:03

03:29

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

RODRIGUEZ DIAZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:27

# 1 0.196Subject Sample 04:27

1.617Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.179Subject Sample 04:33 Volume Not Met

0.113Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 3 0.179Subject Sample 04:38

1.695Breath Volume 04:38

0.000Air Blank 04:39

0.077Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:1703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:42

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

VALLE OROZCO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.078Control Test 04:47

0.000Air Blank 04:48

# 1 0.087Subject Sample 04:48

2.125Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.085Subject Sample 04:51

1.183Breath Volume 04:51

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:3003/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:54

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

LEDESMA PEREZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.079Control Test 05:26

0.000Air Blank 05:26

# 1 0.141Subject Sample 05:27

1.828Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.142Subject Sample 05:30

1.742Breath Volume 05:30

0.000Air Blank 05:31

0.078Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:06:3703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:36

07:20

Hillsborough Co SO

SULLIVAN,T

03/05/2027

04125080A6

FHP Troop C

ORTEGA,JESSICA,M

BEER BUSHEY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:58

0.000Air Blank 08:58

0.079Control Test 08:58

0.000Air Blank 08:59

# 1 0.195Subject Sample 09:01

1.820Breath Volume 09:01

0.000Air Blank 09:02

0.000Air Blank 09:04

# 2 0.196Subject Sample 09:05

1.554Breath Volume 09:05

0.000Air Blank 09:05

0.079Control Test 09:06

0.000Air Blank 09:06

OKDiagnostics Check 09:06

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5603/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:35

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

GANT,TIFFANY,

HUMPHREY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:04

# 1 0.092Subject Sample 22:07

1.492Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.101Subject Sample 22:10

1.671Breath Volume 22:10

0.000Air Blank 22:11

0.078Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1003/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:04

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

PINA-SANTANA JR

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

# 1 0.164Subject Sample 23:53

1.511Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.165Subject Sample 23:56

1.968Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4203/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:51

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

GALLEGO ASTUDILLO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.129Subject Sample 01:28

2.386Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.125Subject Sample 01:31

1.976Breath Volume 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:4303/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:56

15:22

Hillsborough Co SO

VAZQUEZ,V

03/05/2027

04125080A6

Tampa PD

IRRIZARY,KATTIE,D

MADERA SOTO JR

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:18

0.000Air Blank 16:18

0.080Control Test 16:18

0.000Air Blank 16:19

# 1 0.189Subject Sample 16:20

3.210Breath Volume 16:20

0.000Air Blank 16:20

0.000Air Blank 16:22

# 2 0.196Subject Sample 16:23

2.984Breath Volume 16:23

0.000Air Blank 16:23

0.079Control Test 16:24

0.000Air Blank 16:24

OKDiagnostics Check 16:24

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:5703/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:17

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

SHORT

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1 0.136Subject Sample 01:54

1.765Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:56

# 2 0.134Subject Sample 01:57

1.500Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4503/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:53

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

WILSON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:39

# 1 0.152Subject Sample 02:40

2.937Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.145Subject Sample 02:43

2.503Breath Volume 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3603/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:30

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

FOX

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.132Subject Sample 02:18

2.675Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.129Subject Sample 02:21

2.707Breath Volume 02:21

0.000Air Blank 02:21

0.079Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:3403/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:29

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

CARTAGENA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.080Control Test 05:14

0.000Air Blank 05:14

# 1 0.159Subject Sample 05:16

2.035Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.145Subject Sample 05:19

1.359Breath Volume 05:19

0.000Air Blank 05:19

0.078Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:0403/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:05

Hillsborough Co SO

MAROCOLA,D

03/05/2027

04125080A6

FHP Troop C

MONTGOMERY,ALECIA,L

HELDERMAN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.100Subject Sample 22:05 Volume Not Met

0.718Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2Subject Sample 22:10 Subject Test Refused

0.167Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:12

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2603/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:44

Hillsborough Co SO

ACEVEDO,J

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

CASH

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

# 1 0.183Subject Sample 22:31

2.726Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.186Subject Sample 22:33

3.039Breath Volume 22:33

0.000Air Blank 22:34

0.078Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:23:4103/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:56

12:07

Hillsborough Co SO

DEVORE,J

03/05/2027

04125080A6

Hillsborough Co SO

ORTEGA,JESSICA,M

EVANS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:17

0.000Air Blank 13:17

0.079Control Test 13:18

0.000Air Blank 13:18

# 1 0.047Subject Sample 13:19

2.277Breath Volume 13:19

0.000Air Blank 13:19

0.000Air Blank 13:21

# 2 0.044Subject Sample 13:22

1.839Breath Volume 13:22

0.000Air Blank 13:22

0.080Control Test 13:23

0.000Air Blank 13:23

OKDiagnostics Check 13:23

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:5503/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:09

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

LABRADOR GARCIA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

# 1 0.155Subject Sample 22:55

2.957Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 2 0.152Subject Sample 22:58

1.464Breath Volume 22:58

0.000Air Blank 22:59

0.079Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4003/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

22:40

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

HERNANDEZ HERNANDEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:07

0.000Air Blank 00:07

# 1 0.206Subject Sample 00:10

1.917Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.209Subject Sample 00:14

1.812Breath Volume 00:14

0.000Air Blank 00:14

0.077Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:1003/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:09

Hillsborough Co SO

SARRASIN,R

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

ARLASKY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

# 1 0.191Subject Sample 02:56

1.617Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:58

# 2 0.188Subject Sample 02:59

2.109Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1003/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:22

Hillsborough Co SO

GIBBINS,M

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

VAZQUEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

# 1 0.045Subject Sample 03:05

1.332Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.048Subject Sample 03:08

1.281Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:2303/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:21

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

HAMILTON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.080Control Test 20:39

0.000Air Blank 20:39

# 1 0.215Subject Sample 20:40

1.835Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.208Subject Sample 20:42

2.156Breath Volume 20:42

0.000Air Blank 20:43

0.078Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:4703/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:28

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

LONGINO MOSSO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

# 1 0.249Subject Sample 21:24

1.636Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.263Subject Sample 21:27

2.097Breath Volume 21:27

0.000Air Blank 21:27

0.079Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:1403/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:27

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

GARCIA DE RAMONA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:44

# 1 0.159Subject Sample 21:45

1.246Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.174Subject Sample 21:48

1.812Breath Volume 21:48

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1103/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:40

Hillsborough Co SO

BLANCHARD,J

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

CACERES MONCADA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.215Subject Sample 01:34

1.761Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.214Subject Sample 01:37

2.722Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1703/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:46

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

GANT,TIFFANY,

JIMENEZ CASTANEDA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.150Subject Sample 03:03

1.683Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.152Subject Sample 03:06

1.414Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2403/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:34

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

LONGORIA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.097Subject Sample 03:29

1.859Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.102Subject Sample 03:31

1.562Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4203/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

03:00

Hillsborough Co SO

PETERS,M

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

MONTI

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

# 1 0.131Subject Sample 03:52

1.640Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.122Subject Sample 03:55

1.609Breath Volume 03:55

0.000Air Blank 03:55

0.079Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:5403/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:31

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

KELLY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1 0.137Subject Sample 04:18 Volume Not Met

0.054Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2Subject Sample 04:24 No Sample Provided

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.077Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:0503/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:14

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

RODRIGUEZ ESPITIA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.080Control Test 05:09

0.000Air Blank 05:09

# 1 0.091Subject Sample 05:10

2.210Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:12

# 2 0.085Subject Sample 05:13

3.222Breath Volume 05:13

0.000Air Blank 05:14

0.078Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:2603/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:58

05:23

Hillsborough Co SO

CORNELIO,L

03/05/2027

04125080A6

U of So FL Campus PD

GANT,TIFFANY,

JENKINSON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.079Control Test 06:21

0.000Air Blank 06:21

# 1 0.126Subject Sample 06:22

1.917Breath Volume 06:22

0.000Air Blank 06:23

0.000Air Blank 06:24

# 2 0.121Subject Sample 06:25

1.757Breath Volume 06:25

0.000Air Blank 06:26

0.079Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:0703/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:40

Hillsborough Co SO

TELLEZ-ALFARO,D

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

GUANCHE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:31

0.000Air Blank 06:31

0.079Control Test 06:32

0.000Air Blank 06:32

# 1 0.129Subject Sample 06:33

2.640Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.131Subject Sample 06:36

2.468Breath Volume 06:36

0.000Air Blank 06:37

0.080Control Test 06:37

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:5903/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:23

16:42

Hillsborough Co SO

HERRERA,A

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

REED

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.080Control Test 17:46

0.000Air Blank 17:46

# 1 0.227Subject Sample 17:47

1.648Breath Volume 17:47

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.240Subject Sample 17:51

1.492Breath Volume 17:51

0.000Air Blank 17:52

0.079Control Test 17:52

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:1003/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:24

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SANCHEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

# 1 0.156Subject Sample 19:34

2.359Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.156Subject Sample 19:38

2.203Breath Volume 19:38

0.000Air Blank 19:39

0.078Control Test 19:39

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:4803/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:29

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

HARROD

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.079Control Test 20:40

0.000Air Blank 20:40

# 1 0.000Subject Sample 20:41

2.816Breath Volume 20:41

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.000Subject Sample 20:44

2.410Breath Volume 20:44

0.000Air Blank 20:44

0.079Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:4003/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:39

Hillsborough Co SO

TELLEZ-ALFARO,D

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

CLEMSON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.200Subject Sample 21:38

1.121Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.205Subject Sample 21:42

1.820Breath Volume 21:42

0.000Air Blank 21:42

0.078Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:4903/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:08

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

QUIALA GARCIA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

# 2 0.204Subject Sample 23:57

1.804Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.215Subject Sample 00:00

1.996Breath Volume 00:00

0.000Air Blank 00:00

0.077Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3203/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:03

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

SCREEN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.078Control Test 01:49

0.000Air Blank 01:49

# 1 0.179Subject Sample 01:50

1.578Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.179Subject Sample 01:53

1.621Breath Volume 01:53

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:3103/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:00

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

WHITE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

# 1 0.100Subject Sample 04:53

1.371Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.106Subject Sample 04:56

1.824Breath Volume 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5403/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:36

Hillsborough Co SO

CUEVAS,L

03/05/2027

04125080A6

Plant City PD

YUMAN ROMERO,ANGIE,A

DE LA CRUZ DOTHE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:32

0.000Air Blank 22:32

# 1 0.154Subject Sample 22:33

3.542Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:35

# 2 0.162Subject Sample 22:36

3.507Breath Volume 22:36

0.000Air Blank 22:36

0.079Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0203/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:03

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BELLANO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

# 1 0.092Subject Sample 23:48

2.941Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.080Subject Sample 23:51

1.660Breath Volume 23:51

0.000Air Blank 23:52

0.078Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:53

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:4003/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:05

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

HOWARD

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:06

# 1 0.000Subject Sample 00:07

1.375Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.000Subject Sample 00:10

2.203Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 03/12/2026 11:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:3703/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:10

Hillsborough Co SO

ST. WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

SANTIAGO RAMIREZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

# 1 0.169Subject Sample 01:01 Volume Not Met

0.359Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2Subject Sample 01:06 Subject Test Refused

0.289Breath Volume 01:06

0.000Air Blank 01:06

0.078Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5303/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

03:01

Hillsborough Co SO

TELLEZ-ALFARO,D

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

KORPICS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2603/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:38

Hillsborough Co SO

ALMASUER,A

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

CAMINERO DE LOS SANT

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

# 1 0.090Subject Sample 01:24

1.214Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.083Subject Sample 01:27

1.933Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:4203/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

22:02

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

GALVEZ-TOMAS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.080Control Test 22:38

0.000Air Blank 22:38

# 1 0.148Subject Sample 22:39

2.242Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.143Subject Sample 22:42

2.093Breath Volume 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2403/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:36

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

ARGADONA CARTAGENA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:19

# 1 0.133Subject Sample 01:20

1.757Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.139Subject Sample 01:23

1.910Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:4403/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:51

Hillsborough Co SO

PACHECO MARTINEZ,J

03/05/2027

04125080A6

FHP Troop C

WALKINS,KEYANNA,A

HEATH

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

# 1 0.010Subject Sample 05:03

1.632Breath Volume 05:03

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.010Subject Sample 05:06

3.343Breath Volume 05:06

0.000Air Blank 05:06

0.080Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:4803/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:24

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

PEREZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.192Subject Sample 03:35

1.347Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.185Subject Sample 03:38

1.648Breath Volume 03:38

0.000Air Blank 03:38

0.078Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 03/12/2026 11:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:3203/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:22

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

MCDANIEL

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

# 1 0.151Subject Sample 23:08

4.285Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.148Subject Sample 23:11

3.386Breath Volume 23:11

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1203/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:10

Hillsborough Co SO

HALL,K

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

QUEEN

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

0.000Air Blank 01:52

# 1 0.119Subject Sample 01:53

2.433Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.114Subject Sample 01:56

1.714Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:1503/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:29

Hillsborough Co SO

ST. WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

ONDARZA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.079Control Test 02:10

0.000Air Blank 02:10

# 1 0.153Subject Sample 02:12

1.386Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:14

# 2 0.164Subject Sample 02:15

1.875Breath Volume 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5903/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:11

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HOFFMAN

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:5003/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:35

Hillsborough Co SO

HALL,K

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

GAYTAN

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

# 1 0.149Subject Sample 04:20

1.605Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.146Subject Sample 04:23

1.710Breath Volume 04:23

0.000Air Blank 04:23

0.078Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:4003/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

04:57

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

MCINTYRE

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:54

0.000Air Blank 05:55

0.079Control Test 05:55

0.000Air Blank 05:56

# 1 0.172Subject Sample 05:57

2.007Breath Volume 05:57

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.171Subject Sample 06:00

1.617Breath Volume 06:00

0.000Air Blank 06:00

0.080Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:3703/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:33

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

BERRY

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:59

0.079Control Test 19:59

0.000Air Blank 19:59

# 1 0.063Subject Sample 20:00

1.390Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.065Subject Sample 20:04

1.472Breath Volume 20:04

0.000Air Blank 20:04

0.079Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:3803/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:46

Hillsborough Co SO

FRUCH,D

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

NAVARRO

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

# 1 0.110Subject Sample 04:32

2.359Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.111Subject Sample 04:35

2.289Breath Volume 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:4303/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:48

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

BYSE JR

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.080Control Test 22:33

0.000Air Blank 22:33

# 1 0.198Subject Sample 22:34

2.234Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.197Subject Sample 22:38

1.933Breath Volume 22:38

0.000Air Blank 22:38

0.078Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2003/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:23

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

MCLEOD

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:09

# 1 0.073Subject Sample 02:10

1.207Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.073Subject Sample 02:13

2.265Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1403/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:44

Hillsborough Co SO

ACEVEDO,J

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

JACKSON III

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

# 1 0.114Subject Sample 02:24

2.058Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.127Subject Sample 02:27

2.484Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5603/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:41

Hillsborough Co SO

SARRASIN,R

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

TRULOCK

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

# 1 0.013Subject Sample 04:18

1.257Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.012Subject Sample 04:21

1.636Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:0803/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:16

Hillsborough Co SO

BLANCHARD,J

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

CALAF

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:04

# 1 0.121Subject Sample 05:05

1.710Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.118Subject Sample 05:09

1.488Breath Volume 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4403/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:40

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

GAULEY

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:39

0.000Air Blank 00:39

# 1 0.000Subject Sample 00:40

3.777Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.000Subject Sample 00:43

2.535Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1303/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:35

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

BLAKE

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

# 1 0.162Subject Sample 03:13

1.375Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.165Subject Sample 03:16

1.171Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0503/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:22

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

TRAPNELL

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1 0.169Subject Sample 03:18

2.968Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.163Subject Sample 03:21

2.394Breath Volume 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:3903/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:04

Hillsborough Co SO

ST. WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

SMITH

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.168Subject Sample 03:57

1.792Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.163Subject Sample 04:00

1.816Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1303/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:43

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

MALDONADO CANALES

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.082Control Test 01:20

0.000Air Blank 01:21

# 1 0.117Subject Sample 01:21

2.066Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.107Subject Sample 01:24

1.968Breath Volume 01:24

0.000Air Blank 01:25

0.082Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0303/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:44

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

TURNER

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:33

0.000Air Blank 01:33

# 1 0.194Subject Sample 01:34

1.707Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.196Subject Sample 01:37

1.609Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:4303/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:33

Hillsborough Co SO

GUEVARA,C

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

QUINONES ROSADO

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.082Control Test 19:33

0.000Air Blank 19:34

# 1 0.175Subject Sample 19:35

2.253Breath Volume 19:35

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.184Subject Sample 19:38

2.726Breath Volume 19:38

0.000Air Blank 19:38

0.080Control Test 19:39

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1803/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:57

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

DIAZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.082Control Test 01:09

0.000Air Blank 01:10

# 1 0.138Subject Sample 01:13 Volume Not Met

0.277Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.160Subject Sample 01:18

1.390Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 3 0.163Subject Sample 01:22

2.183Breath Volume 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4103/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

Hillsborough Co SO

TELLEZ-ALFARO,D

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

FUENTES GUTIERREZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.081Control Test 02:41

0.000Air Blank 02:41

# 1 0.149Subject Sample 02:42

3.046Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.151Subject Sample 02:45

2.433Breath Volume 02:45

0.000Air Blank 02:45

0.082Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:52:2703/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:51

Hillsborough Co SO

BAKER,J

12/05/2027

29425080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

PLANTE JR

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:45

0.000Air Blank 06:46

0.080Control Test 06:46

0.000Air Blank 06:47

# 1 0.087Subject Sample 06:48

1.710Breath Volume 06:48

0.000Air Blank 06:48

0.000Air Blank 06:50

# 2 0.087Subject Sample 06:50

1.484Breath Volume 06:50

0.000Air Blank 06:51

0.080Control Test 06:51

0.000Air Blank 06:52

OKDiagnostics Check 06:52

Data Download Date/Time: 04/09/2026 12:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:0003/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:24

Hillsborough Co SO

PEPEN,J

12/05/2027

29425080A2

Hillsborough Co SO

KLEIN,ETHAN,H

JIMENEZ LOPEZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.080Control Test 00:18

0.000Air Blank 00:18

# 1 0.196Subject Sample 00:19

2.183Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.196Subject Sample 00:22

1.835Breath Volume 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:24

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:2203/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:35

Hillsborough Co SO

LIGGINS,A

12/05/2027

29425080A2

Hillsborough Co SO

WALKINS,KEYANNA,A

GARCIA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.127Subject Sample 00:30

2.921Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.122Subject Sample 00:33

1.949Breath Volume 00:33

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2703/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:43

Hillsborough Co SO

RODRIGUEZ,C

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

RODRIGUEZ REYES

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1Subject Sample 03:29 Subject Test Refused

0.156Breath Volume 03:29

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4803/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:48

Hillsborough Co SO

PLATT,D

12/05/2027

29425080A2

FHP Troop C

KLEIN,ETHAN,H

BIGELOW

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.148Subject Sample 04:37 Volume Not Met

0.089Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.124Subject Sample 04:43 Volume Not Met

0.378Breath Volume 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0903/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:48

Hillsborough Co SO

PLATT,D

12/05/2027

29425080A2

FHP Troop C

KLEIN,ETHAN,H

BIGELOW

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:50

# 1 0.168Subject Sample 04:51

1.300Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.171Subject Sample 04:55

1.687Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:0303/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:22

Hillsborough Co SO

JENKINS,A

12/05/2027

29425080A2

Hillsborough Co SO

GANT,TIFFANY,

MCADAM

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.110Subject Sample 22:07

1.777Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.115Subject Sample 22:10

1.578Breath Volume 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:12

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3503/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:48

Hillsborough Co SO

KRUG,Z

12/05/2027

29425080A2

Temple Terrace PD

WALKINS,KEYANNA,A

SMITH

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.230Subject Sample 00:30

1.328Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.233Subject Sample 00:34

1.312Breath Volume 00:34

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:5303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:48

Hillsborough Co SO

ST WILLIAMS,P

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

ARTEAGA RESENDIZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

# 1 0.111Subject Sample 00:46

1.625Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.114Subject Sample 00:49

1.457Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1403/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:26

Hillsborough Co SO

SARRASIN,R

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

BOEHM

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.182Subject Sample 01:17

1.656Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.189Subject Sample 01:20

1.554Breath Volume 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:25

Hillsborough Co SO

FRUEH,D

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

HARTLEY

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

# 1 0.063Subject Sample 03:02

1.316Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.064Subject Sample 03:05

1.632Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:40

Hillsborough Co SO

VAN-TREESE,S

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

MCGUINNESS

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1 0.200Subject Sample 03:31

1.640Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.192Subject Sample 03:34

1.531Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:12

Hillsborough Co SO

ENCRNCON,J

12/05/2027

29425080A2

Temple Terrace PD

KROME,BRITTNEY,M

CLARK

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:57

# 1 0.166Subject Sample 03:58

2.535Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.171Subject Sample 04:02

1.640Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3603/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:41

Hillsborough Co SO

GUEVARA,C

12/05/2027

29425080A2

Tampa PD

GANT,TIFFANY,

TISCARENO GOMEZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1 0.188Subject Sample 04:43

1.953Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.189Subject Sample 04:46

1.785Breath Volume 04:46

0.000Air Blank 04:46

0.078Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

05:05

Hillsborough Co SO

SARRASIN,R

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

SMITH

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

# 1 0.139Subject Sample 05:43

1.441Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.135Subject Sample 05:46

2.597Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 04/09/2026 12:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:15:1503/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

07:26

Hillsborough Co SO

WELLHOFF,C

12/05/2027

29425080A2

Hillsborough Co SO

DAVIS,SERENA,J

RODRIGUEZ AREVALO

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:08

0.000Air Blank 08:08

0.080Control Test 08:09

0.000Air Blank 08:09

# 1 0.146Subject Sample 08:10

1.796Breath Volume 08:10

0.000Air Blank 08:10

0.000Air Blank 08:12

# 2 0.148Subject Sample 08:13

2.609Breath Volume 08:13

0.000Air Blank 08:14

0.079Control Test 08:14

0.000Air Blank 08:15

OKDiagnostics Check 08:15

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:5503/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:17

Hillsborough Co SO

JENKINS,A

12/05/2027

29425080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

CHERRY

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:06

# 1 0.062Subject Sample 23:07

2.140Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.061Subject Sample 23:10

2.035Breath Volume 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:2303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:46

Hillsborough Co SO

RODRIGUEZ,C

12/05/2027

29425080A2

Tampa PD

JONES,MINDY,L

MILES

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

# 1 0.160Subject Sample 23:35

2.906Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.158Subject Sample 23:38

2.480Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:1403/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:32

Hillsborough Co SO

TOUIRBI,B

12/05/2027

29425080A2

Tampa PD

MARRERO,PRISCILLA,

CAHILL IV

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.091Subject Sample 02:07 Volume Not Met

0.195Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.108Subject Sample 02:11

1.597Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 3 0.122Subject Sample 02:14

1.621Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1003/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:44

Hillsborough Co SO

ST.WILLIAMS,P

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

BAUGH

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

# 1 0.212Subject Sample 02:53

1.707Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:55

# 2 0.206Subject Sample 02:56

1.347Breath Volume 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:4103/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:53

Hillsborough Co SO

LANDRY,G

12/05/2027

29425080A2

Tampa PD

MARRERO,PRISCILLA,

JOHNSON

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

# 1 0.160Subject Sample 03:30

1.750Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.149Subject Sample 03:33

1.304Breath Volume 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4303/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

04:13

03:48

Hillsborough Co SO

VAN-TREESE,S

12/05/2027

29425080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

PARNELL

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

# 1 0.095Subject Sample 04:37

1.433Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.092Subject Sample 04:41

1.199Breath Volume 04:41

0.000Air Blank 04:41

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:0003/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:20

Hillsborough Co SO

LIGGINS,A

12/05/2027

29425080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

CARRILLO RAMIREZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.080Control Test 05:56

0.000Air Blank 05:56

# 1Subject Sample 05:57 Subject Test Refused

0.000Breath Volume 05:57

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:59

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3603/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:23

Hillsborough Co SO

PETERS,M

12/05/2027

29425080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

HERRERA TORRES

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.151Subject Sample 23:18

1.507Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.160Subject Sample 23:22

1.703Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:5903/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:39

Hillsborough Co SO

SUAREZ,D

12/05/2027

29425080A2

Hillsborough Co SO

MARRERO,PRISCILLA,

MENDES SILVA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

# 1 0.117Subject Sample 23:53

2.082Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:55

# 2 0.122Subject Sample 23:56

2.445Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3603/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:51

Hillsborough Co SO

HERNANDEZ,S

12/05/2027

29425080A2

Hillsborough Co SO

MARRERO,PRISCILLA,

PADILLA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:56

# 1 0.201Subject Sample 03:57

2.507Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.198Subject Sample 04:01

2.046Breath Volume 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:2703/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:40

Hillsborough Co SO

ST.WILLIAMS,P

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

HERNANDEZ MEJIA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1 0.143Subject Sample 04:43

2.164Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:45

# 2 0.139Subject Sample 04:46

2.808Breath Volume 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:0103/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:34

Hillsborough Co SO

SUAREZ,O

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

JACKSON

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

# 1 0.116Subject Sample 00:21

1.273Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 2 0.107Subject Sample 00:24

1.640Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:26

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0203/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:07

Hillsborough Co SO

TELLEZ-ALFARO,D

12/05/2027

29425080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

WATHAN

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

# 1 0.110Subject Sample 04:07

1.914Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:09

# 2 0.113Subject Sample 04:10

1.890Breath Volume 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:12

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:3803/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:40

Hillsborough Co SO

RODRIGUEZ,M

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

PATEL

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:11

# 1 0.143Subject Sample 23:12

1.847Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.139Subject Sample 23:16

1.203Breath Volume 23:16

0.000Air Blank 23:16

0.079Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 04/09/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3403/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:38

Hillsborough Co SO

GARNER,W

12/05/2027

29425080A2

Hillsborough Co SO

GANT,TIFFANY,

HERNANDEZ DOMINGUEZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1 0.122Subject Sample 01:07

3.503Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.123Subject Sample 01:10

3.312Breath Volume 01:10

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0303/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:25

Hillsborough Co SO

STEPHENS,T

12/05/2027

29425080A2

Hillsborough Co SO

GANT,TIFFANY,

NAPIER

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:18

# 1 0.199Subject Sample 04:19

1.703Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.198Subject Sample 04:22

1.402Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:24

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0003/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

04:36

Hillsborough Co SO

SARRASIN,R

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

CRAIN JR

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.079Control Test 05:31

0.000Air Blank 05:31

# 1 0.231Subject Sample 05:32

2.859Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:34

# 2 0.244Subject Sample 05:35

2.902Breath Volume 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:37

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:4503/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:04

Hillsborough Co SO

FLINT,J

12/05/2027

29425080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

IXPATA XITUMUL

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

# 1Subject Sample 23:56 Subject Test Refused

0.472Breath Volume 23:56

0.000Air Blank 23:56

0.080Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:1103/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:13

Hillsborough Co SO

ALVA-ARIAS,K

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

DOMPKE

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.079Control Test 00:50

0.000Air Blank 00:50

# 1 0.143Subject Sample 00:51

1.175Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.147Subject Sample 00:54

1.207Breath Volume 00:54

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1503/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:19

Hillsborough Co SO

FRUEH,D

12/05/2027

29425080A2

Tampa PD

JONES,MINDY,L

CURRIE

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

# 1 0.137Subject Sample 03:59

1.898Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.135Subject Sample 04:02

1.421Breath Volume 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0403/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:48

Hillsborough Co SO

BAILEY,D

12/05/2027

29425080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

OLEARY

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:40

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:44

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2203/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:01

Hillsborough Co SO

SARRASIN,R

12/05/2027

29425080A2

Tampa PD

MARRERO,PRISCILLA,

BELOT

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

# 1 0.261Subject Sample 01:50

2.835Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.247Subject Sample 01:53

3.113Breath Volume 01:53

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1303/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:37

Hillsborough Co SO

RODRIGUEZ,C

12/05/2027

29425080A2

Tampa PD

MONTGOMERY,ALECIA,L

SARDEGNA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:36

# 1 0.165Subject Sample 02:37

3.519Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.162Subject Sample 02:40

3.085Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5303/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:08

Hillsborough Co SO

AMBROMAVICIUS,A

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

JOHNSON

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

# 1 0.096Subject Sample 03:01

1.960Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.097Subject Sample 03:04

2.003Breath Volume 03:04

0.000Air Blank 03:04

0.078Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:0903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:43

Hillsborough Co SO

SUAREZ,O

12/05/2027

29425080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

THOMAS

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.066Subject Sample 04:26

2.484Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.065Subject Sample 04:29

2.070Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5803/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:54

Hillsborough Co SO

RODRIGUEZ,C

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

HERNANDEZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.172Subject Sample 00:54

1.757Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:56

# 2 0.172Subject Sample 00:57

2.539Breath Volume 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 04/09/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2603/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:35

Hillsborough Co SO

SARRASIN,R

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

ORTEGA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

# 1 0.139Subject Sample 02:23

1.289Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.124Subject Sample 02:26

1.351Breath Volume 02:26

0.000Air Blank 02:27

0.078Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 04/09/2026 12:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0103/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:58

Hillsborough Co SO

PLATT,D

12/05/2027

29425080A2

FHP Troop C

KLEIN,ETHAN,H

GEORGE

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.129Subject Sample 02:58

2.320Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 2 0.126Subject Sample 03:01

2.175Breath Volume 03:01

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:03

Data Download Date/Time: 04/09/2026 12:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3703/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:21

Hillsborough Co SO

TELLEZ-ALFARO,D

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

LOPEZ DE LEON

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

# 1 0.180Subject Sample 03:09

1.289Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.194Subject Sample 03:12

1.218Breath Volume 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 04/09/2026 12:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:5903/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:34

Hillsborough Co SO

SNAGGS,S

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

BROWN

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

# 1 0.239Subject Sample 03:25

2.828Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.195Subject Sample 03:30 Volume Not Met

0.242Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 3Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.077Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 04/09/2026 12:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2903/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:44

Hillsborough Co SO

BURKE,B

12/05/2027

29425080A2

Hillsborough Co SO

KLEIN,ETHAN,H

GAGNON

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.078Control Test 03:42

0.000Air Blank 03:42

# 1 0.189Subject Sample 03:43

1.894Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.190Subject Sample 03:45

1.480Breath Volume 03:45

0.000Air Blank 03:46

0.078Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 04/09/2026 12:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1203/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:34

Hillsborough Co SO

BAILEY,D

12/05/2027

29425080A2

Tampa PD

GANT,TIFFANY,

MEJIA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.079Control Test 04:19

0.000Air Blank 04:19

# 1 0.165Subject Sample 04:20

2.378Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.154Subject Sample 04:23

2.078Breath Volume 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:5803/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:19

10:37

Hillsborough Co SO

SIMPKINS,D

12/05/2027

29425080A2

Hillsborough Co SO

IRRIZARY,KATTIE,D

ARISTIDE

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:40

0.000Air Blank 11:40

0.079Control Test 11:41

0.000Air Blank 11:41

# 1 0.092Subject Sample 11:42

2.035Breath Volume 11:42

0.000Air Blank 11:43

0.000Air Blank 11:44

# 2 0.091Subject Sample 11:45

1.945Breath Volume 11:45

0.000Air Blank 11:46

0.078Control Test 11:46

0.000Air Blank 11:46

OKDiagnostics Check 11:46

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:4003/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:16

Hillsborough Co SO

SUAREZ,O

12/05/2027

29425080A2

Hillsborough Co SO

KLEIN,ETHAN,H

GOMEZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

# 1 0.172Subject Sample 23:15

2.695Breath Volume 23:15

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.169Subject Sample 23:18

2.515Breath Volume 23:18

0.000Air Blank 23:18

0.079Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3803/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:27

Hillsborough Co SO

ABROMOVICUS,A

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

YORK

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:15

# 1 0.193Subject Sample 00:16

2.582Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.193Subject Sample 00:19

2.312Breath Volume 00:19

0.000Air Blank 00:19

0.078Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1703/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:24

Hillsborough Co SO

SARRASIN,R

12/05/2027

29425080A2

Tampa PD

WALKINS,KEYANNA,A

SOLARTE ZAMORA

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

# 1 0.167Subject Sample 01:09

2.132Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.167Subject Sample 01:12

2.050Breath Volume 01:12

0.000Air Blank 01:13

0.078Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5203/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:32

Hillsborough Co SO

BURKE,B

12/05/2027

29425080A2

Hillsborough Co SO

KLEIN,ETHAN,H

BERRIEN

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.147Subject Sample 03:28

1.996Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.143Subject Sample 03:32

1.855Breath Volume 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1303/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:08

Hillsborough Co SO

STEPHENS,T

12/05/2027

29425080A2

Hillsborough Co SO

WALKINS,KEYANNA,A

SALVATO

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

# 1 0.150Subject Sample 04:45

2.453Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.153Subject Sample 04:48

1.664Breath Volume 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:0103/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:17

Hillsborough Co SO

BAILEY,D

12/05/2027

29425080A2

Tampa PD

WALKINS,KEYANNA,A

VOLCY

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

# 1 0.017Subject Sample 03:03

1.351Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.016Subject Sample 03:06

1.527Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:08

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1903/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:05

Hillsborough Co SO

ST WILLIAMS,P

12/05/2027

29425080A2

Hillsborough Co SO

KLEIN,ETHAN,H

LOPEZ VASQUEZ

03/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

# 1 0.157Subject Sample 05:06

2.445Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.155Subject Sample 05:09

3.320Breath Volume 05:09

0.000Air Blank 05:10

0.078Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 04/09/2026 12:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1303/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:57

Osceola County SO

RAMOS,STEVEN

11/26/2027

403207507

Osceola County SO

BILLITTIER,JOSEPH,C

GADEA

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

# 1 0.206Subject Sample 03:41

2.117Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.191Subject Sample 03:44

1.335Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5303/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:34

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

LIGHTFOOT

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

# 1 0.059Subject Sample 03:31

1.636Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.063Subject Sample 03:34

1.785Breath Volume 03:34

0.000Air Blank 03:34

0.078Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:5503/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:16

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

ROSARIO BORRERO

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:08

# 1 0.164Subject Sample 05:09

1.113Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:11

# 2 0.168Subject Sample 05:12

1.789Breath Volume 05:12

0.000Air Blank 05:13

0.077Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:2203/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:53

Osceola County SO

SUAREZ MONTALVO,JAVIER

11/26/2027

403207507

Kissimmee PD

BILLITTIER,JOSEPH,C

RIVERA

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:38

# 1 0.166Subject Sample 04:39

1.320Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.156Subject Sample 04:43

1.718Breath Volume 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2903/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:55

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

BILLITTIER,JOSEPH,C

HARVEY

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.000Subject Sample 01:38

2.226Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.000Subject Sample 01:41

2.945Breath Volume 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:4903/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:40

Osceola County SO

RAMOS,STEVEN

11/26/2027

403207507

Kissimmee PD

LOPEZ,DERICK,J

AJIATAZ-HERRERA

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.079Control Test 21:33

0.000Air Blank 21:33

# 1 0.158Subject Sample 21:34

1.199Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.141Subject Sample 21:37

1.933Breath Volume 21:37

0.000Air Blank 21:37

0.079Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3203/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:39

Osceola County SO

SMITH,TREVOYE

11/26/2027

403207507

Kissimmee PD

LOPEZ,DERICK,J

RIVERA-ALVAREZ

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

# 1 0.067Subject Sample 03:34

2.171Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.066Subject Sample 03:38

2.171Breath Volume 03:38

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0103/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:23

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

VELASQUEZ

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:18

# 1 0.200Subject Sample 03:19

1.839Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:21

# 2 0.194Subject Sample 03:22

1.734Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:24

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:31:2503/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:50

Osceola County SO

MCDONALD,AVERY

11/26/2027

403207507

Osceola County SO

MCDONALD,AVERY,L

CIRINO

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.080Control Test 06:15

0.000Air Blank 06:16

# 1 0.196Subject Sample 06:18

1.187Breath Volume 06:18

0.000Air Blank 06:19

0.000Air Blank 06:21

# 2 0.173Subject Sample 06:24 Volume Not Met

0.160Breath Volume 06:24

0.000Air Blank 06:24

0.000Air Blank 06:26

# 3 0.140Subject Sample 06:29 Volume Not Met

0.000Breath Volume 06:29

0.000Air Blank 06:30

0.079Control Test 06:30

0.000Air Blank 06:31

OKDiagnostics Check 06:31

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:3303/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:50

Osceola County SO

MCDONALD,AVERY

11/26/2027

403207507

Osceola County SO

MCDONALD,AVERY,L

CIRINO

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:34

0.079Control Test 06:34

0.000Air Blank 06:35

# 1 0.197Subject Sample 06:36

2.250Breath Volume 06:36

0.000Air Blank 06:36

0.000Air Blank 06:38

# 2 0.193Subject Sample 06:39

2.343Breath Volume 06:39

0.000Air Blank 06:39

0.079Control Test 06:39

0.000Air Blank 06:40

OKDiagnostics Check 06:40

Data Download Date/Time: 03/23/2026 10:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:09:5203/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:42

10:24

Osceola County SO

CRAWFORD,DAVID

11/26/2027

403207507

Osceola County SO

CRAWFORD,DAVID,T

BRADLEY

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:02

0.000Air Blank 12:03

0.080Control Test 12:03

0.000Air Blank 12:03

# 1 0.295Subject Sample 12:04

2.066Breath Volume 12:04

0.000Air Blank 12:05

0.000Air Blank 12:07

# 2 0.291Subject Sample 12:08

2.242Breath Volume 12:08

0.000Air Blank 12:08

0.080Control Test 12:09

0.000Air Blank 12:09

OKDiagnostics Check 12:09

Data Download Date/Time: 03/23/2026 10:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0203/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:32

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

CASTRO

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1 0.058Subject Sample 02:31

1.984Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.056Subject Sample 02:35

1.988Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:37

Data Download Date/Time: 03/23/2026 10:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:0003/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:38

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

ZAPATEIROBONILLA

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:20

# 1 0.155Subject Sample 05:21

2.898Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:23

# 2 0.140Subject Sample 05:24

2.164Breath Volume 05:24

0.000Air Blank 05:25

0.077Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:26

Data Download Date/Time: 03/23/2026 10:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2203/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:21

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

ALLADEEN

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

# 1 0.186Subject Sample 01:39 Volume Not Met

0.062Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:41

# 2 0.172Subject Sample 01:43

1.550Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 3 0.171Subject Sample 01:47

1.476Breath Volume 01:47

0.000Air Blank 01:48

0.076Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 03/23/2026 10:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:44:4203/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:15

Kissimmee PD

MONTALVO,JAVIER

11/26/2027

403207507

Kissimmee PD

RENDEROS,BRIAN,A

BURNEY

03/23/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:28

0.000Air Blank 07:29

0.080Control Test 07:29

0.000Air Blank 07:30

# 1 0.151Subject Sample 07:33 Volume Not Met

0.542Breath Volume 07:33

0.000Air Blank 07:34

0.000Air Blank 07:35

# 2 0.163Subject Sample 07:37

1.140Breath Volume 07:37

0.000Air Blank 07:38

0.000Air Blank 07:39

# 3 0.133Subject Sample 07:42 Volume Not Met

0.582Breath Volume 07:42

0.000Air Blank 07:43

0.076Control Test 07:44

0.000Air Blank 07:44

OKDiagnostics Check 07:44

Data Download Date/Time: 04/20/2026 11:29

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:5803/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:36

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

LOPESDASILVA

03/23/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.149Subject Sample 04:47 Volume Not Met

0.585Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.167Subject Sample 04:51

2.160Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:53

# 3 0.166Subject Sample 04:55

1.953Breath Volume 04:55

0.000Air Blank 04:56

0.076Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 04/20/2026 11:29

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0303/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:40

Osceola County SO

MCDONALD,AVERY

11/26/2027

403207507

Osceola County SO

MCDONALD,AVERY,L

LOAIZA ACERO

03/23/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

# 1 0.064Subject Sample 04:30

1.542Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.043Subject Sample 04:33

1.515Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 3 0.057Subject Sample 04:37

1.519Breath Volume 04:37

0.000Air Blank 04:38

0.078Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:39

Data Download Date/Time: 04/20/2026 11:29

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:2903/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:18

Lakeland PD

RIGGALL,NICHOLAS

09/05/2027

19825080A1

Lakeland PD

RIGGALL,NICHOLAS,S

PASSANTINO

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.155Subject Sample 00:08

1.859Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.164Subject Sample 00:11

2.085Breath Volume 00:11

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 03/25/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3403/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:16

Lakeland PD

RIGGALL,NICHOLAS

09/05/2027

19825080A1

Lakeland PD

RIGGALL,NICHOLAS,S

AHORRIO TIRADO

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.081Control Test 22:57

0.000Air Blank 22:57

# 1 0.094Subject Sample 22:58

2.015Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.092Subject Sample 23:01

1.492Breath Volume 23:01

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 03/25/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1903/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:38

Lakeland PD

PAYNE,ABIGAIL

09/05/2027

19825080A1

Lakeland PD

PAYNE,ABIGAIL,D

COBBS

03/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:17 No Sample Provided

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2Subject Sample 02:22 No Sample Provided

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 04/28/2026 10:23

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2503/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:41

Ft. Walton Beach PD

ARMSTEAD,DEVIN

07/05/2027

250284

Ft. Walton Beach PD

LAMP,JONATHAN,R

COURSON

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

# 1 0.197Subject Sample 02:18

3.437Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.200Subject Sample 02:21

3.488Breath Volume 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:40:4603/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:14

15:44

Ft. Walton Beach PD

WILLIAMS,TYLER

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,TYLER,J

FELICIANO

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

0.000Air Blank 16:35

0.080Control Test 16:35

0.000Air Blank 16:36

# 1 0.162Subject Sample 16:36

1.691Breath Volume 16:36

0.000Air Blank 16:37

0.000Air Blank 16:38

# 2 0.161Subject Sample 16:39

2.148Breath Volume 16:39

0.000Air Blank 16:39

0.079Control Test 16:40

0.000Air Blank 16:40

OKDiagnostics Check 16:40

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:0203/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:23

Ft. Walton Beach PD

ROSENBURG,DUSTIN

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

MORRIS

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.078Control Test 05:06

0.000Air Blank 05:06

# 1Subject Sample 05:09 No Sample Provided

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2Subject Sample 05:12 Subject Test Refused

0.000Breath Volume 05:12

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:14

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1903/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:53

Ft. Walton Beach PD

COOK,MICHAEL

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

WATSON

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

# 1 0.100Subject Sample 03:32

4.351Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.099Subject Sample 03:35

3.644Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:0703/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:26

Ft. Walton Beach PD

OROURKE,ROCKY

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,TYLER,J

CORNETT

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:23

0.000Air Blank 17:23

0.080Control Test 17:23

0.000Air Blank 17:24

# 1Subject Sample 17:24 Subject Test Refused

0.000Breath Volume 17:24

0.000Air Blank 17:25

0.080Control Test 17:25

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5203/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:24

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

LAMBERT

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.080Control Test 23:41

0.000Air Blank 23:41

# 1 0.020Subject Sample 23:42

4.035Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.020Subject Sample 23:45

4.070Breath Volume 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1803/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:29

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

FAULKNER

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.106Subject Sample 04:26

2.558Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.105Subject Sample 04:29

1.164Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:4203/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:54

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

VOGT

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.079Control Test 20:34

0.000Air Blank 20:35

# 1Subject Sample 20:35 Subject Test Refused

0.000Breath Volume 20:35

0.000Air Blank 20:35

0.079Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:0203/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:59

15:19

Ft. Walton Beach PD

BURGER,WILLIAM

07/05/2027

250284

Ft. Walton Beach PD

BURGER,WILLIAM,T

NEWTON

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.079Control Test 16:21

0.000Air Blank 16:21

# 1 0.180Subject Sample 16:22

4.898Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:24

# 2 0.181Subject Sample 16:25

4.542Breath Volume 16:25

0.000Air Blank 16:26

0.078Control Test 16:26

0.000Air Blank 16:26

OKDiagnostics Check 16:27

Data Download Date/Time: 03/31/2026 19:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4203/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:56

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

PICKENS

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

# 1 0.124Subject Sample 02:45

4.441Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.124Subject Sample 02:48

3.976Breath Volume 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 03/31/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:17:5603/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:51

14:25

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

TOLBERT

02/28/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:11

0.000Air Blank 15:11

0.079Control Test 15:12

0.000Air Blank 15:12

# 1 0.000Subject Sample 15:13

1.417Breath Volume 15:13

0.000Air Blank 15:13

0.000Air Blank 15:15

# 2 0.000Subject Sample 15:16

1.421Breath Volume 15:16

0.000Air Blank 15:17

0.080Control Test 15:17

0.000Air Blank 15:17

OKDiagnostics Check 15:17

Data Download Date/Time: 03/31/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4603/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:00

Gulf Breeze PD

ALEXANDER,RICHARD

08/30/2027

403135737

Gulf Breeze PD

BONNIN,BRICESON,G

SIERRA

02/24/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.080Control Test 23:34

0.000Air Blank 23:34

# 1 0.072Subject Sample 23:35

2.667Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.062Subject Sample 23:38

1.367Breath Volume 23:38

0.000Air Blank 23:38

0.078Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 03/10/2026 16:40

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:4403/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:21

OTHER Fed

HUNTER,JOHN

08/30/2027

403135737

OTHER Fed

SABATINE,MATTHEW,J

ESTES

03/10/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

# 1Subject Sample 21:23 Subject Test Refused

0.000Breath Volume 21:23

0.000Air Blank 21:23

0.078Control Test 21:24

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 04/17/2026 18:00

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:3203/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:23

Gulf Breeze PD

BONNIN,BRICESON

08/30/2027

403135737

Gulf Breeze PD

BONNIN,BRICESON,G

MORRELL MORRIS

03/10/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 01:59

# 1 0.172Subject Sample 02:00

1.183Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2 0.174Subject Sample 02:03

1.847Breath Volume 02:03

0.000Air Blank 02:04

0.077Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 04/17/2026 18:00

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:5003/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:25

Gulf Breeze PD

ALEXANDER,RICHARD

08/30/2027

403135737

Gulf Breeze PD

ALEXANDER,RICHARD,D

RIDDLE

03/10/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

# 1 0.195Subject Sample 22:03

2.074Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.194Subject Sample 22:07

2.464Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 04/17/2026 18:00

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0703/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:44

Gulf Breeze PD

SELLERS,DONALD

08/30/2027

403135737

Gulf Breeze PD

BONNIN,BRICESON,G

HILL

03/10/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

# 1 0.087Subject Sample 04:27

1.593Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.085Subject Sample 04:30

3.191Breath Volume 04:30

0.000Air Blank 04:31

0.077Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 04/17/2026 18:00

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4203/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:08

Crestview PD

LEADMON,KAMRYN

05/09/2028

403342588

Crestview PD

PHILLIPS,MATHEW,D

NOLAN

03/02/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:21

# 1 0.000Subject Sample 03:22

3.328Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.000Subject Sample 03:25

2.832Breath Volume 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 04/24/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:0703/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:45

Crestview PD

SPRY,NICHOLAS

05/09/2028

403342588

Crestview PD

SPRY,NICHOLAS,A

BLAIR JR

03/02/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:23

0.082Control Test 17:23

0.000Air Blank 17:24

# 1 0.148Subject Sample 17:24

2.722Breath Volume 17:24

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.144Subject Sample 17:27

2.265Breath Volume 17:27

0.000Air Blank 17:28

0.082Control Test 17:28

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 04/24/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1003/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

11:04

Crestview PD

MINNIFIELD,SAM

05/09/2028

403342588

Crestview PD

MINNIFIELD,SAM,M

DEBORD

03/02/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.082Control Test 23:53

0.000Air Blank 23:53

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.082Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 04/24/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5603/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:11

Hernando County SO

LEWIS,S

10/05/2026

23324080A2

Hernando County SO

STASIO,J,J

VAZQUEZ

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1 0.188Subject Sample 02:28

1.746Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.181Subject Sample 02:31

1.132Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:2203/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:56

Hernando County SO

KELLY,J

10/05/2026

23324080A2

Hernando County SO

WEST,CHRISTOPHER,S

NAUGHTON

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.080Control Test 17:46

0.000Air Blank 17:47

# 1 0.190Subject Sample 17:47

3.625Breath Volume 17:47

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.193Subject Sample 17:50

3.816Breath Volume 17:50

0.000Air Blank 17:51

0.079Control Test 17:51

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:5103/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:07

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

ZELIE

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.078Control Test 22:51

0.000Air Blank 22:52

# 1 0.141Subject Sample 22:52

1.105Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.149Subject Sample 22:56

2.796Breath Volume 22:56

0.000Air Blank 22:56

0.078Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:3703/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:19

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

FIGUEROA TORRES

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:30

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:1903/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:52

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

BAKER

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

# 1 0.139Subject Sample 22:44

1.761Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.139Subject Sample 22:47

1.906Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0603/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:09

Hernando County SO

LOCKE,J

10/05/2026

23324080A2

Hernando County SO

GOREY,P,W

KURTHAUSEN

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.078Control Test 00:01

0.000Air Blank 00:01

# 1 0.180Subject Sample 00:04 Volume Not Met

0.812Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.181Subject Sample 00:08

2.085Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 3 0.174Subject Sample 00:12

1.597Breath Volume 00:12

0.000Air Blank 00:13

0.076Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:4203/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:08

17:39

Hernando County SO

SIUZDAK,C

10/05/2026

23324080A2

Hernando County SO

MACCHIONE,V,S

STRICKLAND

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:29

0.080Control Test 18:29

0.000Air Blank 18:30

# 1Subject Sample 18:30 Subject Test Refused

0.000Breath Volume 18:30

0.000Air Blank 18:30

0.080Control Test 18:31

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:1903/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:48

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

GARAFALO SAYRES

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:46

# 1 0.144Subject Sample 20:47

1.152Breath Volume 20:47

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.137Subject Sample 20:51

1.257Breath Volume 20:51

0.000Air Blank 20:52

0.079Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:5603/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:12

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

SHELTON

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.080Control Test 23:33

0.000Air Blank 23:33

# 1 0.141Subject Sample 23:35

1.480Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:37

# 2 0.138Subject Sample 23:38

1.574Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 03/24/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3903/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:02

Hernando County SO

MORALES,OSIEL

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

MITCHELL

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.094Subject Sample 02:52

1.917Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.089Subject Sample 02:55

1.878Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 03/24/2026 12:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:0803/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:26

Hernando County SO

GREER,J

10/05/2026

23324080A2

Hernando County SO

STASIO,J,J

LARKIN

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:21

# 1 0.132Subject Sample 19:22

4.070Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.136Subject Sample 19:25

3.652Breath Volume 19:25

0.000Air Blank 19:26

0.080Control Test 19:26

0.000Air Blank 19:27

OKDiagnostics Check 19:27

Data Download Date/Time: 03/25/2026 05:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:4503/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:09

Hernando County SO

ORTIZ,B

10/05/2026

23324080A2

FHP Troop C

GOREY,P,W

JOHNSON

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:39

# 1 0.117Subject Sample 00:43 Volume Not Met

0.480Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.129Subject Sample 00:46

1.402Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 3 0.122Subject Sample 00:50

1.253Breath Volume 00:50

0.000Air Blank 00:50

0.079Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 03/25/2026 05:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:2703/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

16:07

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

JOHNSON

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:38

Air Blank 16:38 RFI Detect

0.000Air Blank 16:39

Data Download Date/Time: 03/25/2026 05:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:44:4603/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

16:07

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

JOHNSON

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:41

0.000Air Blank 16:42

0.080Control Test 16:42

0.000Air Blank 16:42

# 1Subject Sample 16:43 Interferent Detect

1.796Breath Volume 16:43

0.000Air Blank 16:43

0.081Control Test 16:44

0.000Air Blank 16:44

OKDiagnostics Check 16:44

Data Download Date/Time: 03/25/2026 05:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:4103/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

16:07

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

JOHNSON

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:48

0.000Air Blank 16:48

0.081Control Test 16:49

0.000Air Blank 16:49

# 1Subject Sample 16:50 Interferent Detect

2.050Breath Volume 16:50

0.000Air Blank 16:50

0.080Control Test 16:51

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 03/25/2026 05:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:2103/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

18:22

Hernando County SO

BELMONTE,STEFANO

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

MURRAY

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:52

0.000Air Blank 19:53

0.081Control Test 19:53

0.000Air Blank 19:53

# 1 0.116Subject Sample 19:54

1.695Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.110Subject Sample 19:57

1.871Breath Volume 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 03/25/2026 05:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:59:0303/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

13:21

Pinellas County SO

DOUGHERTY,ROBERT

01/09/2027

AG500903

Pinellas County SO

SMITH,WILLIAM,T

LOWRY

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:56

0.082Control Test 14:56

0.000Air Blank 14:57

# 1Subject Sample 14:57 RFI Detect

0.000Breath Volume 14:57

0.000Air Blank 14:58

0.082Control Test 14:58

0.000Air Blank 14:58

OKDiagnostics Check 14:59

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:17:4203/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:50

11:59

Pinellas County SO

YANCEY,OFFICER

01/09/2027

AG500903

Gulfport PD

PALAZZOLO,DEP,C

HAMBY

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:11

0.000Air Blank 13:11

0.082Control Test 13:11

0.000Air Blank 13:12

# 1 0.245Subject Sample 13:13

1.527Breath Volume 13:13

0.000Air Blank 13:13

0.000Air Blank 13:15

# 2 0.239Subject Sample 13:16

1.457Breath Volume 13:16

0.000Air Blank 13:16

0.081Control Test 13:17

0.000Air Blank 13:17

OKDiagnostics Check 13:17

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:3503/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:23

Pinellas County SO

YANICK,MICHAEL

01/09/2027

AG500903

Pinellas County SO

YANICK,MICHAEL,A

POWERS

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:36

0.082Control Test 19:36

0.000Air Blank 19:37

# 1Subject Sample 19:37 Subject Test Refused

0.000Breath Volume 19:37

0.000Air Blank 19:37

0.081Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:4503/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:10

Pinellas County SO

MCMURRY,B

01/09/2027

AG500903

Pinellas County SO

PHILLIPS,DEPUTY,R

HENRY

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.082Control Test 04:55

0.000Air Blank 04:56

# 1Subject Sample 04:56 Subject Test Refused

0.000Breath Volume 04:56

0.000Air Blank 04:56

0.081Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:2403/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:14

FHP Troop C

FARRINGTON,CODY

01/09/2027

AG500903

FHP Troop C

FARRINGTON,CODY,S

APPELL

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.082Control Test 04:23

0.000Air Blank 04:24

# 1 0.153Subject Sample 04:24

2.226Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.161Subject Sample 04:27

2.406Breath Volume 04:27

0.000Air Blank 04:28

0.081Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:1303/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:08

Pinellas County SO

AREOSTATICO,N

01/09/2027

AG500903

Pinellas County SO

BEELER,B,C

CAMMACK

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:10

0.000Air Blank 17:11

0.082Control Test 17:11

0.000Air Blank 17:12

# 1 0.196Subject Sample 17:14

1.132Breath Volume 17:14

0.000Air Blank 17:15

0.000Air Blank 17:17

# 2 0.210Subject Sample 17:19

1.636Breath Volume 17:19

0.000Air Blank 17:20

0.080Control Test 17:20

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1103/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:55

Pinellas County SO

SPICER,NICHOLAS

01/09/2027

AG500903

Pinellas County SO

MILLER,CRISTIAN,D

JOHNSON

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.081Control Test 20:57

0.000Air Blank 20:58

# 1 0.207Subject Sample 20:58

2.039Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.201Subject Sample 21:01

2.015Breath Volume 21:01

0.000Air Blank 21:02

0.081Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0703/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:57

Pinellas County SO

NEW,TYLER

01/09/2027

AG500903

Pinellas County SO

YANICK,MICHAEL,A

TURNAU

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:48

# 1 0.000Subject Sample 02:49

1.453Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.000Subject Sample 02:52

1.425Breath Volume 02:52

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2503/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:07

FHP Troop C

WRIGHT,WILLIAM

01/09/2027

AG500903

FHP Troop C

WRIGHT,WILLIAM,D

DIMKE

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:13 Subject Test Refused

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.082Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:1903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:43

16:51

Pinellas County SO

BUIS,JUSTIN

01/09/2027

AG500903

Pinellas County SO

BUIS,JUSTIN,

ZIMMERMAN

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:04

0.000Air Blank 18:04

0.082Control Test 18:04

0.000Air Blank 18:05

# 1 0.029Subject Sample 18:05

1.585Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.026Subject Sample 18:08

1.226Breath Volume 18:08

0.000Air Blank 18:09

0.081Control Test 18:09

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:1903/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:49

Pinellas County SO

WHEELER,ZACHARY

01/09/2027

AG500903

Pinellas County SO

MILLER,CRISTIAN,D

INZINGA

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.081Control Test 18:44

0.000Air Blank 18:44

# 1 0.094Subject Sample 18:45

1.265Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:47

# 2Subject Sample 18:51 No Sample Provided

0.000Breath Volume 18:51

0.000Air Blank 18:51

0.000Air Blank 18:53

# 3 0.097Subject Sample 18:56 Volume Not Met

0.039Breath Volume 18:56

0.000Air Blank 18:57

0.081Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 04/01/2026 16:28

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:0503/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:49

Pinellas County SO

WHEELER,ZACHARY

01/09/2027

AG500903

Pinellas County SO

MILLER,CRISTIAN,D

INZINGA

03/04/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:02

0.080Control Test 19:03

0.000Air Blank 19:03

# 1 0.094Subject Sample 19:05

2.265Breath Volume 19:05

0.000Air Blank 19:06

0.000Air Blank 19:07

# 2 0.092Subject Sample 19:08

1.808Breath Volume 19:08

0.000Air Blank 19:09

0.080Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 04/01/2026 16:29

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2603/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:21

Perry PD

WINDHAM,AUSTIN

06/05/2026

10124080A3

Perry PD

MURPHY,TIMOTHY,L

LOPEZ ARAGON

02/02/2026

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.148Subject Sample 02:48

1.582Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.154Subject Sample 02:51

2.574Breath Volume 02:51

0.000Air Blank 02:52

0.078Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 03/06/2026 06:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:03:2503/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:00

08:00

Port Orange PD

HARRISON,WILLIAM

03/28/2027

403008479

Port Orange PD

HARRISON,WILLIAM,C

TEST

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:56

0.000Air Blank 08:57

0.079Control Test 08:57

0.000Air Blank 08:58

# 1 0.000Subject Sample 08:59

2.449Breath Volume 08:59

0.000Air Blank 08:59

0.000Air Blank 09:01

# 2 0.000Subject Sample 09:02

2.781Breath Volume 09:02

0.000Air Blank 09:02

0.078Control Test 09:02

0.000Air Blank 09:03

OKDiagnostics Check 09:03

Data Download Date/Time: 03/31/2026 16:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:1003/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

18:04

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

STEWART

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:59

# 1 0.000Subject Sample 19:00

1.230Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:03

1.289Breath Volume 19:03

0.000Air Blank 19:04

0.077Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 03/31/2026 16:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1803/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:50

Port Orange PD

FESSENDEN,JAKE

03/28/2027

403008479

South Daytona PD

LIGHTFOOT,BRITTANY,K

SUMMERS

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

# 1 0.154Subject Sample 23:53

2.332Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:55

# 2 0.158Subject Sample 23:56

2.191Breath Volume 23:56

0.000Air Blank 23:57

0.075Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 03/31/2026 16:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:4303/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:23

Port Orange PD

FERNANDEZ,ROBERTO

03/28/2027

403008479

Port Orange PD

LIGHTFOOT,BRITTANY,K

WILKINSON

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:19

0.078Control Test 05:20

0.000Air Blank 05:20

# 1 0.219Subject Sample 05:21

1.773Breath Volume 05:21

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2 0.216Subject Sample 05:24

1.707Breath Volume 05:24

0.000Air Blank 05:24

0.077Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 03/31/2026 16:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0703/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

SWITZER

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.078Control Test 00:17

0.000Air Blank 00:18

# 1 0.204Subject Sample 00:21 Volume Not Met

0.140Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.166Subject Sample 00:27 Volume Not Met

0.167Breath Volume 00:27

0.000Air Blank 00:28

0.075Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0503/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

SWITZER

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.074Control Test 00:32 Control Outside Tolerance

0.000Air Blank 00:33

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:5003/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

SWITZER

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.076Control Test 00:35

0.000Air Blank 00:36

# 1 0.172Subject Sample 00:39 Volume Not Met

0.128Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.155Subject Sample 00:45 Volume Not Met

0.230Breath Volume 00:45

0.000Air Blank 00:45

0.074Control Test 00:46 Control Outside Tolerance

0.000Air Blank 00:46

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2203/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

SWITZER

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.076Control Test 00:53

0.000Air Blank 00:53

# 1 0.145Subject Sample 00:56 Volume Not Met

0.144Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2Subject Sample 01:02 No Sample Provided

0.000Breath Volume 01:02

0.000Air Blank 01:03

0.074Control Test 01:03 Control Outside Tolerance

0.000Air Blank 01:04

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:5603/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:43

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

SOSA ALVARADO

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

# 1 0.165Subject Sample 02:38

1.523Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.167Subject Sample 02:41

2.566Breath Volume 02:41

0.000Air Blank 02:42

0.077Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:1503/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:58

Port Orange PD

VELEZ,E

03/28/2027

403008479

Port Orange PD

ROOFE,D,T

MILLER

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.078Control Test 21:34

0.000Air Blank 21:35

# 1 0.095Subject Sample 21:35

1.726Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.090Subject Sample 21:38

1.753Breath Volume 21:38

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0403/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:47

Port Orange PD

RAMIREZ,KEVIN

03/28/2027

403008479

Port Orange PD

PAULL,JAYDON,E

TEWES

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

# 1 0.111Subject Sample 04:02

1.296Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:04

# 2 0.113Subject Sample 04:05

1.386Breath Volume 04:05

0.000Air Blank 04:06

0.077Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:07

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:0303/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:14

Port Orange PD

PAULL,JAYDON

03/28/2027

403008479

Port Orange PD

PAULL,JAYDON,E

TRAVIS

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

# 1 0.123Subject Sample 04:35

1.937Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.121Subject Sample 04:38

1.359Breath Volume 04:38

0.000Air Blank 04:39

0.077Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:40

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0403/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:41

Daytona Beach Shores

CARMIN,PEYTON

03/28/2027

403008479

Daytona Beach Shores

CARMIN,PEYTON,C

LANGLOIS

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.077Control Test 22:38 RFI Detect

0.000Air Blank 22:39

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1503/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:04

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

REED

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

# 1 0.000Subject Sample 04:02

2.492Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.000Subject Sample 04:05

2.414Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:4803/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:49

Port Orange PD

BIGELOW,P

03/28/2027

403008479

Port Orange PD

ROOFE,D,T

COZZOLI

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.075Control Test 21:37

0.000Air Blank 21:37

# 1 0.206Subject Sample 21:38

1.167Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.207Subject Sample 21:42

2.078Breath Volume 21:42

0.000Air Blank 21:42

0.078Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:3103/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:33

Port Orange PD

PIERCE,N

03/28/2027

403008479

Port Orange PD

ROOFE,DEREK,T

CEBULSKE

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.078Control Test 01:04

0.000Air Blank 01:04

# 1 0.204Subject Sample 01:05

1.535Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.209Subject Sample 01:08

2.234Breath Volume 01:08

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:14

Port Orange PD

LULU,D

03/28/2027

403008479

Port Orange PD

PAULL,JAYDON,E

BARBER

02/26/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

# 1 0.167Subject Sample 04:11

3.652Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:13

# 2 0.165Subject Sample 04:14

3.921Breath Volume 04:14

0.000Air Blank 04:15

0.078Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 03/31/2026 16:04

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5303/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:15

Ocala PD

JOEDICKE,WILLIAM

12/05/2026

31124080A1

Ocala PD

JOEDICKE,WILLIAM,R

EVANS

03/03/2026

8100.27

OCALA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:32

# 1 0.171Subject Sample 22:32

4.535Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.157Subject Sample 22:36

3.167Breath Volume 22:36

0.000Air Blank 22:36

0.077Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 04/23/2026 17:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:5303/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

00:02

Ocala PD

JOEDICKE,WILLIAM

12/05/2026

31124080A1

Ocala PD

JOEDICKE,WILLIAM,R

MCDONNELL

03/03/2026

8100.27

OCALA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.200Subject Sample 00:08

2.835Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.194Subject Sample 00:12

2.859Breath Volume 00:12

0.000Air Blank 00:12

0.078Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 04/23/2026 17:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:2803/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:50

Ocala PD

SIMONSEN,E

12/05/2026

31124080A1

Ocala PD

JOEDICKE,WILLIAM,R

STRICKLAND

03/03/2026

8100.27

OCALA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.078Control Test 02:24

0.000Air Blank 02:24

# 1 0.057Subject Sample 02:25

3.167Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.053Subject Sample 02:28

1.773Breath Volume 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 04/23/2026 17:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2803/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:33

Ocala PD

JOEDICKE,WILLIAM

12/05/2026

31124080A1

Ocala PD

JOEDICKE,WILLIAM,R

SAMPSON

03/03/2026

8100.27

OCALA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:41

# 1 0.195Subject Sample 23:42

3.285Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.184Subject Sample 23:45

1.656Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 04/23/2026 17:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1603/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:26

Daytona Beach PD

QUELIZ,CARLOS

12/02/2027

403207508

Daytona Beach PD

QUELIZ,CARLOS,A

WILKINSON

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.083Control Test 03:20

0.000Air Blank 03:20

# 1 0.091Subject Sample 03:21

2.355Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.109Subject Sample 03:24

2.824Breath Volume 03:24

0.000Air Blank 03:25

0.083Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:3103/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:09

Daytona Beach PD

SCHMIDINGER,HUNTER

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

RUSSO

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.082Control Test 02:16

0.000Air Blank 02:17

# 1 0.195Subject Sample 02:18

2.183Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.189Subject Sample 02:21

1.820Breath Volume 02:21

0.000Air Blank 02:22

0.082Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:3003/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:18

Daytona Beach PD

VARNER,E

12/02/2027

403207508

Port Orange PD

SANTOS,KEELAN,D

SPOONER

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.083Control Test 22:37

0.000Air Blank 22:37

# 1 0.150Subject Sample 22:38

2.320Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.151Subject Sample 22:41

2.589Breath Volume 22:41

0.000Air Blank 22:42

0.082Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:5403/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:07

Daytona Beach PD

VARNER,ETHAN

12/02/2027

403207508

Port Orange PD

PITTMAN,VALERIE,C

TAGLIAFERRI

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.082Control Test 05:14

0.000Air Blank 05:14

# 1 0.122Subject Sample 05:15

1.230Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.139Subject Sample 05:18

1.242Breath Volume 05:18

0.000Air Blank 05:19

0.080Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:0703/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:47

Daytona Beach PD

JONAS,JASON

12/02/2027

403207508

Daytona Beach PD

HULL,AARON,J

STURGIS

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.082Control Test 23:54

0.000Air Blank 23:54

# 1 0.269Subject Sample 23:56

2.148Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:58

# 2 0.267Subject Sample 23:59

1.335Breath Volume 23:59

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1903/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

01:56

Daytona Beach PD

SCHMIDINGER,H

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

SUBER

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.082Control Test 04:25

0.000Air Blank 04:26

# 1 0.068Subject Sample 04:27

1.867Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.067Subject Sample 04:31

1.332Breath Volume 04:31

0.000Air Blank 04:32

0.082Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1003/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

18:57

Daytona Beach PD

PATTERSON,ASHLEY

12/02/2027

403207508

Daytona Beach PD

PATTERSON,ASHLEY,N

BALL

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.082Control Test 20:02

0.000Air Blank 20:03

# 1 0.227Subject Sample 20:03

2.281Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.228Subject Sample 20:06

2.507Breath Volume 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3803/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:57

Daytona Beach PD

PATTERSON,ASHLEY

12/02/2027

403207508

Daytona Beach PD

PATTERSON,ASHLEY,N

DAVENPORT

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.083Control Test 03:43

0.000Air Blank 03:43

# 1 0.183Subject Sample 03:43

2.593Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.180Subject Sample 03:46

2.054Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3803/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:55

Daytona Beach PD

ROMAN,OSCAR

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

ROSE

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.083Control Test 04:50

0.000Air Blank 04:51

# 1 0.141Subject Sample 04:52

1.726Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.144Subject Sample 04:56

1.597Breath Volume 04:56

0.000Air Blank 04:56

0.082Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:5503/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:09

Daytona Beach PD

PATTERSON,ASHLEY

12/02/2027

403207508

Daytona Beach PD

PATTERSON,ASHLEY,N

HOLLEY

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.083Control Test 20:49

0.000Air Blank 20:49

# 1 0.190Subject Sample 20:50

2.925Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:52

# 2 0.185Subject Sample 20:53

1.871Breath Volume 20:53

0.000Air Blank 20:54

0.080Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:3003/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:28

Daytona Beach PD

MACINTYRE,N

12/02/2027

403207508

Daytona Beach PD

SANTOS,KEELAN,D

GARCIA

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.083Control Test 22:31

0.000Air Blank 22:32

# 1 0.023Subject Sample 22:32

2.054Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.022Subject Sample 22:35

1.812Breath Volume 22:35

0.000Air Blank 22:36

0.082Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4103/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:38

Daytona Beach PD

SCHMIDINGER,HUNTER

12/02/2027

403207508

Daytona Beach PD

HULL,AARON,J

TILBOR

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.083Control Test 01:31

0.000Air Blank 01:32

# 1 0.000Subject Sample 01:33

4.429Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.000Subject Sample 01:36

3.093Breath Volume 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:5903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:53

Daytona Beach PD

SENECAL,J

12/02/2027

403207508

Daytona Beach PD

HULL,AARON,J

MILLER

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.083Control Test 03:43

0.000Air Blank 03:43

# 1 0.132Subject Sample 03:44

2.144Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.134Subject Sample 03:47

3.003Breath Volume 03:47

0.000Air Blank 03:48

0.082Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:1003/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:05

Fernandina Beach PD

KENYON,KYLE

10/05/2026

25024080A3

Fernandina Beach PD

KENYON,KYLE,A

BUNCH

03/05/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.082Control Test 01:05

0.000Air Blank 01:05

# 1 0.117Subject Sample 01:06

2.375Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 2 0.118Subject Sample 01:09

2.027Breath Volume 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 04/13/2026 15:32

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:2003/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:24

Miami-Dade PD

OROL,M

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

MONTENEGRO

03/05/2026

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:14

Air Blank 22:14 RFI Detect

0.000Air Blank 22:15

Data Download Date/Time: 04/16/2026 01:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:5403/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:24

Miami-Dade PD

OROL,M

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

MONTENEGRO

03/05/2026

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.077Control Test 22:17

0.000Air Blank 22:18

# 1 0.235Subject Sample 22:21

2.296Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:23

# 2 0.237Subject Sample 22:24

1.714Breath Volume 22:24

0.000Air Blank 22:24

0.077Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 04/16/2026 01:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:5603/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:47

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

BOADA

03/05/2026

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.077Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:23

0.077Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 04/16/2026 01:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:2103/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:38

07:22

Miami-Dade PD

PACHECO,GEORGE

11/05/2026

28424080A4

Miami-Dade PD

PACHECO,GEORGE,

REYES PEREZ

03/04/2026

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:05

Air Blank 08:05 Ambient Fail

0.000Air Blank 08:06

Data Download Date/Time: 04/16/2026 04:05

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:3003/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:12

Miami-Dade PD

LAPE,RYAN

11/05/2026

28424080A4

Miami-Dade PD

LAPE,RYAN,F

NAHUINCCOPA SOTO

03/04/2026

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

# 1 0.134Subject Sample 04:31

1.207Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.135Subject Sample 04:34

3.441Breath Volume 04:34

0.000Air Blank 04:35

0.074Control Test 04:35 Control Outside Tolerance

0.000Air Blank 04:36

Data Download Date/Time: 04/16/2026 02:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2903/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:22

Fort Myers PD

SMITH,TRAEVONNE

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

CORTES MESA

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:20

# 1 0.103Subject Sample 01:20

1.492Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.116Subject Sample 01:23

1.277Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1003/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:57

Fort Myers PD

WHITUS,O

01/02/2029

403525131

Lee County SO

SMITH,TRAEVONNE,M

HERNANDEZ

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

# 1 0.149Subject Sample 02:00

2.507Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2 0.145Subject Sample 02:03

1.925Breath Volume 02:03

0.000Air Blank 02:04

0.074Control Test 02:04 Control Outside Tolerance

0.000Air Blank 02:05

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:5203/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:43

Fort Myers PD

IMBODY,M

01/02/2029

403525131

Fort Myers PD

FERRARO,PAUL,

VICTORES COPELLO

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

# 1 0.052Subject Sample 00:17

2.562Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.049Subject Sample 00:20

2.203Breath Volume 00:20

0.000Air Blank 00:20

0.077Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:5603/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:18

Fort Myers PD

SMITH,TRAEVONNE

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

WRIGHT

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.081Control Test 20:20

0.000Air Blank 20:21

# 1 0.240Subject Sample 20:22

2.867Breath Volume 20:22

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.223Subject Sample 20:25

2.343Breath Volume 20:25

0.000Air Blank 20:25

0.075Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:4903/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:20

FHP Troop F

MENDEZ,VIOLET

01/02/2029

403525131

Lee County SO

OGDON,QUINLAN,M

SANDERS

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.220Subject Sample 04:27 No .020 agreement

2.261Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.194Subject Sample 04:30 No .020 agreement

1.402Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 3Subject Sample 04:36 No Sample Provided

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.075Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1003/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:29

FHP Troop F

LEE,BRYCE

01/02/2029

403525131

Lee County SO

OGDON,QUINLAN,M

YOUNG

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.080Control Test 04:43

0.000Air Blank 04:43

# 1 0.162Subject Sample 04:44

1.914Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.161Subject Sample 04:48

2.398Breath Volume 04:48

0.000Air Blank 04:49

0.077Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1803/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:59

FHP Troop F

OGDON,QUINLAN

01/02/2029

403525131

FHP Troop F

OGDON,QUINLAN,M

JONES

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.081Control Test 00:46

0.000Air Blank 00:46

# 1 0.162Subject Sample 00:48

3.195Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.163Subject Sample 00:51

2.437Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:2903/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:50

Fort Myers PD

SMITH,TRAEVONNE

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

SHAFFER

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:26

# 1 0.220Subject Sample 04:27

3.710Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.224Subject Sample 04:30

3.410Breath Volume 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4603/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

03:55

Fort Myers PD

DRESSEL,GREGORY

01/02/2029

403525131

Lee County SO

SMITH,TRAEVONNE,M

CUBELLS

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.078Control Test 04:49

0.000Air Blank 04:49

# 1 0.159Subject Sample 04:50

1.683Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:52

# 2 0.161Subject Sample 04:53

2.554Breath Volume 04:53

0.000Air Blank 04:53

0.079Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2603/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:41

Fort Myers PD

MOONEY,S

01/02/2029

403525131

Lee County SO

SMITH,TRAEVONNE,M

FIGUEROA-LOPEZ

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

# 1 0.165Subject Sample 04:58

2.585Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.168Subject Sample 05:01

1.734Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 03/10/2026 14:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:03:4003/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:27

07:32

FHP Troop F

JORGE,ADRIAN

01/02/2029

403525131

FHP Troop F

JORGE,ADRIAN,

MIRANDA

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:57

0.000Air Blank 10:57

0.081Control Test 10:58

0.000Air Blank 10:58

# 1 0.000Subject Sample 10:59

3.382Breath Volume 10:59

0.000Air Blank 10:59

0.000Air Blank 11:01

# 2 0.000Subject Sample 11:02

3.734Breath Volume 11:02

0.000Air Blank 11:02

0.080Control Test 11:03

0.000Air Blank 11:03

OKDiagnostics Check 11:03

Data Download Date/Time: 03/10/2026 14:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2603/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:49

Fort Myers PD

SMITH,TRAEVONNE

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

HANSHAW

03/10/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

# 1 0.161Subject Sample 22:59

3.878Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.165Subject Sample 23:02

3.671Breath Volume 23:02

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/22/2026 05:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:1503/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:23

Fort Myers PD

SMITH,TRAEVONNE

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

BOWHOLTZ

03/10/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.081Control Test 19:37

0.000Air Blank 19:38

# 1 0.000Subject Sample 19:38

1.992Breath Volume 19:38

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.000Subject Sample 19:41

2.066Breath Volume 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 04/22/2026 05:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4103/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:29

Lee County SO

FALCON,J

01/02/2029

403525131

Lee County SO

FALCON,J,

FRITSCH

03/10/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

# 1Subject Sample 23:15 RFI Detect

0.988Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 04/22/2026 05:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0803/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:04

Fort Myers PD

OBSTEIN,CARTER

01/02/2029

403525131

Fort Myers PD

FERRARO,PAUL,

ACEVEDO SOTO

03/10/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.082Control Test 02:00

0.000Air Blank 02:01

# 1 0.164Subject Sample 02:01

3.339Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:03

# 2 0.153Subject Sample 02:04

3.835Breath Volume 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 04/22/2026 05:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2603/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:58

Fort Myers PD

HOWE,T

01/02/2029

403525131

Lee County SO

LEON,BRIAN,

SALINAS QUEZADA

03/10/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.164Subject Sample 22:50

2.628Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.175Subject Sample 22:53

2.820Breath Volume 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 04/22/2026 05:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:44:2303/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:03

13:41

Lee County SO

ACOSTA,CARLOS

01/02/2029

403525131

Fort Myers PD

KELLY,LINDSAY,R

GARCIA GARCIA

03/10/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:38

0.000Air Blank 14:38

0.081Control Test 14:39

0.000Air Blank 14:39

# 1 0.211Subject Sample 14:42 Volume Not Met

0.972Breath Volume 14:42

Air Blank 14:43 Purge Fail

0.000Air Blank 14:44

Data Download Date/Time: 04/22/2026 05:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1403/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:20

Lakeland PD

PAYNE,ABIGAIL

09/05/2025

14323080A2

Lakeland PD

PAYNE,ABIGAIL,D

RAMAZZOTTI

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1Subject Sample 02:21 No Sample Provided

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2Subject Sample 02:26 No Sample Provided

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4503/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:25

Polk County SO

GIROUX,ANDREW

09/05/2025

14323080A2

Polk County SO

GIROUX,ANDREW,R

ANZALUDA JR

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1 0.227Subject Sample 03:08

1.503Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.216Subject Sample 03:11

2.398Breath Volume 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:5503/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

05:11

Lakeland PD

ANDERSON,MATTHEW

09/05/2025

14323080A2

Lakeland PD

ANDERSON,MATTHEW,

MANGHRAM

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:32

0.080Control Test 05:32

0.000Air Blank 05:33

# 1 0.000Subject Sample 05:33

2.683Breath Volume 05:33

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.000Subject Sample 05:36

2.050Breath Volume 05:36

0.000Air Blank 05:36

0.079Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3803/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:47

Lakeland PD

WEST,ALISHA

09/05/2025

14323080A2

Lakeland PD

WEST,ALISHA,A

CHAPMAN

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.081Control Test 04:02

0.000Air Blank 04:02

# 1 0.080Subject Sample 04:03

2.273Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.083Subject Sample 04:05

2.089Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:4703/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

01:51

Lakeland PD

WEST,ALISHA

09/05/2025

14323080A2

Lakeland PD

WEST,ALISHA,A

KINDER

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.167Subject Sample 03:39

1.468Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.150Subject Sample 03:42

1.437Breath Volume 03:42

0.000Air Blank 03:42

0.077Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0003/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:46

Lakeland PD

PAYNE,ABIGAIL

09/05/2025

14323080A2

Lakeland PD

PAYNE,ABIGAIL,D

FOXWORTH

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.284Subject Sample 03:31

1.320Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.270Subject Sample 03:35

1.492Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:37

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:5103/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:08

Lakeland PD

PAYNE,ABIGAIL

09/05/2025

14323080A2

Lakeland PD

PAYNE,ABIGAIL,D

BARBER

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.081Control Test 04:57

0.000Air Blank 04:57

# 1Subject Sample 05:00 No Sample Provided

0.000Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2Subject Sample 05:06 No Sample Provided

0.000Breath Volume 05:06

0.000Air Blank 05:06

0.081Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1903/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:15

Lakeland PD

PAYNE,ABIGAIL

09/05/2025

14323080A2

Lakeland PD

PAYNE,ABIGAIL,D

LAWSON

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

# 1Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2Subject Sample 03:42 No Sample Provided

0.000Breath Volume 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:1103/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

05:03

Lakeland PD

SHAWGER,JACOB

09/05/2025

14323080A2

Lakeland PD

SHAWGER,JACOB,L

BOYD

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.080Control Test 05:29

0.000Air Blank 05:29

# 1 0.201Subject Sample 05:30

1.625Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:32

# 2 0.211Subject Sample 05:33

1.855Breath Volume 05:33

0.000Air Blank 05:34

0.078Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:42:3003/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

12:24

Lakeland PD

SPOTO,MATTHEW

09/05/2025

14323080A2

Lakeland PD

SPOTO,MATTHEW,R

TIDWELL

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:35

0.000Air Blank 13:35

0.081Control Test 13:36

0.000Air Blank 13:36

# 1 0.000Subject Sample 13:37

1.390Breath Volume 13:37

0.000Air Blank 13:38

0.000Air Blank 13:40

# 2 0.000Subject Sample 13:41

1.324Breath Volume 13:41

0.000Air Blank 13:41

0.081Control Test 13:41

0.000Air Blank 13:42

OKDiagnostics Check 13:42

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0603/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:09

Lakeland PD

PAYNE,ABIGAIL

09/05/2025

14323080A2

Lakeland PD

PAYNE,ABIGAIL,D

SMITH

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:28

# 1Subject Sample 02:32 No Sample Provided

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2Subject Sample 02:37 No Sample Provided

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:13

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

REYES DEL CARMEN

03/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:46

# 1 0.156Subject Sample 03:47

1.839Breath Volume 03:47

Air Blank 03:48 Purge Fail

Air Blank 03:48 Purge Fail

Data Download Date/Time: 04/14/2026 14:23

30 April 2026

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0603/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:13

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

REYES DEL CARMEN

03/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.083Control Test 03:51 Interferent Detect

Air Blank 03:52 Purge Fail

Data Download Date/Time: 04/14/2026 14:23

30 April 2026

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1903/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:13

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

REYES DEL CARMEN

03/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.149Subject Sample 03:55

1.273Breath Volume 03:55

Air Blank 03:56 Purge Fail

Air Blank 03:57 Purge Fail

Data Download Date/Time: 04/14/2026 14:23

30 April 2026

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1703/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:15

Osceola County SO

CHAPMAN,COURTNEY

11/26/2027

403207507

Osceola County SO

BILLITTIER,JOSEPH,C

KULIK

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.158Subject Sample 02:50

1.894Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.163Subject Sample 02:53

1.355Breath Volume 02:53

0.000Air Blank 02:54

0.077Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 03/23/2026 10:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5303/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:35

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

BARNES

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

# 1 0.111Subject Sample 03:46

3.031Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.110Subject Sample 03:49

2.566Breath Volume 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:0903/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

23:11

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

BILLITTIER,JOSEPH,C

SERRANO

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

# 1 0.000Subject Sample 23:22

1.261Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.000Subject Sample 23:25

1.605Breath Volume 23:25

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:3603/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

22:02

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

PAUGAM

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

# 1 0.115Subject Sample 22:06

1.871Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.102Subject Sample 22:10

2.671Breath Volume 22:10

0.000Air Blank 22:10

0.078Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4603/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:51

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

MONGE-FUENTES

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

# 1Subject Sample 01:06 RFI Detect

0.000Breath Volume 01:06

Air Blank 01:06 RFI Detect

0.000Air Blank 01:06

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:2303/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:50

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

MONGE-FUENTES

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.079Control Test 01:09

0.000Air Blank 01:09

# 1 0.235Subject Sample 01:11

1.343Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:13

# 2 0.226Subject Sample 01:17 Volume Not Met

0.492Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 3 0.223Subject Sample 01:22 Volume Not Met

0.597Breath Volume 01:22

0.000Air Blank 01:23

0.077Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1803/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:50

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

MONGE-FUENTES

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.078Control Test 01:27

0.000Air Blank 01:27

# 1 0.219Subject Sample 01:29

1.519Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.181Subject Sample 01:34 Volume Not Met

0.445Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 3 0.204Subject Sample 01:40 Volume Not Met

0.679Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:3603/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

02:23

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

VELASQUEZ

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.078Control Test 02:30

Air Blank 02:31 RFI Detect

0.000Air Blank 02:31

Data Download Date/Time: 03/23/2026 10:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5303/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

02:23

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

VELASQUEZ

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

# 1Subject Sample 02:36 RFI Detect

0.628Breath Volume 02:36

Air Blank 02:36 RFI Detect

Air Blank 02:36 RFI Detect

Data Download Date/Time: 03/23/2026 10:47

30 April 2026

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0003/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:49

Martin County SO

BRADY,REBECCA

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

MOHAJANA

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:19

# 1 0.191Subject Sample 03:22 Volume Not Met

0.128Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.196Subject Sample 03:25

1.113Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 3 0.194Subject Sample 03:29

1.285Breath Volume 03:29

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:31

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:3403/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:16

Martin County SO

DONOHUE,MARTIN

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

STEINACKER-ROBERTS

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:53

# 1 0.190Subject Sample 01:54

2.492Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.186Subject Sample 01:58

1.542Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:07:4803/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:41

15:22

Martin County SO

THOMAS,NICHOLAS

12/05/2026

31124080A2

Martin County SO

THOMAS,NICHOLAS,A

LIOY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:01

0.000Air Blank 16:01

0.079Control Test 16:02

0.000Air Blank 16:02

# 1 0.193Subject Sample 16:02

3.964Breath Volume 16:02

0.000Air Blank 16:03

0.000Air Blank 16:05

# 2 0.190Subject Sample 16:06

3.410Breath Volume 16:06

0.000Air Blank 16:06

0.080Control Test 16:06

Air Blank 16:07 RFI Detect

0.000Air Blank 16:07

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:19:5403/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

15:22

Martin County SO

THOMAS,NICHOLAS

12/05/2026

31124080A2

Martin County SO

THOMAS,NICHOLAS,A

LIOY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:13

0.000Air Blank 18:13

0.080Control Test 18:13

0.000Air Blank 18:14

# 1 0.137Subject Sample 18:14

3.324Breath Volume 18:14

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.132Subject Sample 18:18

4.199Breath Volume 18:18

0.000Air Blank 18:18

0.079Control Test 18:19

0.000Air Blank 18:19

OKDiagnostics Check 18:19

Data Download Date/Time: 03/05/2026 19:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:4803/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

16:46

FHP Troop L

PERKINS,CHRISTOPHER

12/05/2026

31124080A2

FHP Troop L

PERKINS,CHRISTOPHER,R

CROSBY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:29

Air Blank 18:29 RFI Detect

0.000Air Blank 18:29

Data Download Date/Time: 03/05/2026 19:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:5703/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

16:46

FHP Troop L

PERKINS,CHRISTOPHER

12/05/2026

31124080A2

FHP Troop L

PERKINS,CHRISTOPHER,R

CROSBY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:33

0.000Air Blank 18:33

0.080Control Test 18:34

0.000Air Blank 18:34

# 1 0.132Subject Sample 18:37 Volume Not Met

0.289Breath Volume 18:37

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.137Subject Sample 18:42

2.023Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:44

# 3 0.140Subject Sample 18:45

1.804Breath Volume 18:45

0.000Air Blank 18:46

0.073Control Test 18:46 Control Outside Tolerance

0.000Air Blank 18:46

Data Download Date/Time: 03/05/2026 19:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:5803/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

16:46

FHP Troop L

PERKINS,CHRISTOPHER

12/05/2026

31124080A2

FHP Troop L

PERKINS,CHRISTOPHER,R

CROSBY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:52

0.000Air Blank 18:53

0.079Control Test 18:53

0.000Air Blank 18:53

# 1 0.136Subject Sample 18:57 Volume Not Met

0.812Breath Volume 18:57

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.129Subject Sample 19:01

1.253Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 3 0.134Subject Sample 19:04

1.585Breath Volume 19:04

0.000Air Blank 19:05

0.076Control Test 19:05

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 03/05/2026 19:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.
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