
80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:3409/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:09

Miami PD

HEREDIA RUBIO,ROBERTO

04/28/2026

402732434

Miami PD

HEREDIA RUBIO,ROBERTO,A

SCHULTZ

08/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:45

# 1 0.000Subject Sample 04:49 Volume Not Met

0.195Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.000Subject Sample 04:52

1.414Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 3 0.000Subject Sample 04:55

1.289Breath Volume 04:55

0.000Air Blank 04:55

0.078Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 09/12/2025 12:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:2809/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:16

15:41

Miami PD

LUY,E

04/28/2026

402732434

Miami PD

LUY,E,

VEGA

08/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:37

0.000Air Blank 16:38

0.078Control Test 16:38

0.000Air Blank 16:39

# 1Subject Sample 16:40 Subject Test Refused

0.000Breath Volume 16:40

0.000Air Blank 16:40

0.078Control Test 16:40

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 09/12/2025 12:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3809/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:02

Miami PD

SALIEN,JACOBY

04/28/2026

402732434

Miami PD

SALIEN,JACOBY,

GONGORA ALEMAN

08/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

# 1 0.133Subject Sample 02:40

1.898Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.138Subject Sample 02:43

2.515Breath Volume 02:43

0.000Air Blank 02:43

0.078Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 09/12/2025 12:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:1109/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:14

Miami PD

HEREDIA RUBIO,ROBERTO

04/28/2026

402732434

Miami PD

HEREDIA RUBIO,ROBERTO,A

ZULUAGA

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:52

# 1 0.230Subject Sample 22:53

3.511Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 2 0.230Subject Sample 22:56

3.218Breath Volume 22:56

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 10/30/2025 15:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:38:3109/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:27

Miami PD

GONZALEZ,MERCEDES

04/28/2026

402732434

Miami PD

MILHOMME,GENITA,

GONZALEZ

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:28

0.000Air Blank 12:28

0.077Control Test 12:28

0.000Air Blank 12:29

# 1Subject Sample 12:32 No Sample Provided

0.000Breath Volume 12:32

0.000Air Blank 12:33

0.000Air Blank 12:35

# 2Subject Sample 12:37 Subject Test Refused

0.000Breath Volume 12:37

0.000Air Blank 12:37

0.077Control Test 12:37

0.000Air Blank 12:38

OKDiagnostics Check 12:38

Data Download Date/Time: 10/30/2025 15:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:41:0709/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:27

Miami PD

GONZALEZ,MERCEDEZ

04/28/2026

402732434

Miami PD

FERNANDEZ,ANGEL,

GONZALEZ

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:33

0.000Air Blank 13:33

0.078Control Test 13:33

0.000Air Blank 13:34

# 1 0.184Subject Sample 13:35

1.582Breath Volume 13:35

0.000Air Blank 13:36

0.000Air Blank 13:38

# 2 0.179Subject Sample 13:39

1.355Breath Volume 13:39

0.000Air Blank 13:40

0.076Control Test 13:40

0.000Air Blank 13:41

OKDiagnostics Check 13:41

Data Download Date/Time: 10/30/2025 15:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:0709/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:34

Miami PD

COLON-FRANCO,ERICK

04/28/2026

402732434

Miami PD

COLON-FRANCO,ERICK,T

SOTELO ARGUELLO

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.078Control Test 01:45

0.000Air Blank 01:45

# 1 0.220Subject Sample 01:46

2.441Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:48

# 2 0.213Subject Sample 01:49

1.628Breath Volume 01:49

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 10/30/2025 15:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:3309/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

21:56

Miami PD

MEDINA,MIGUEL

04/28/2026

402732434

Miami PD

ZAMBRANA,JOSUE,

TORRES

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.078Control Test 23:04

0.000Air Blank 23:05

# 1 0.157Subject Sample 23:05

3.109Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.161Subject Sample 23:09

1.773Breath Volume 23:09

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 10/30/2025 15:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4209/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:58

Miami PD

DIAZ,ROBERTO

04/28/2026

402732434

Miami PD

BARCELO GUERRA,IOSMANY,

BARCELO GUERRA

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:32

# 1 0.165Subject Sample 22:33

2.605Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:35

# 2 0.170Subject Sample 22:36

1.312Breath Volume 22:36

0.000Air Blank 22:36

0.079Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 10/30/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:5109/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

15:40

Miami PD

GARDNER,ALVIN

04/28/2026

402732434

Miami PD

FLORES DIAZ,EDITH,

FLORES DIAZ

09/12/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:57

0.000Air Blank 17:58

0.078Control Test 17:58

0.000Air Blank 17:59

# 1Subject Sample 17:59 Subject Test Refused

0.000Breath Volume 17:59

0.000Air Blank 17:59

0.078Control Test 18:00

0.000Air Blank 18:00

OKDiagnostics Check 18:00

Data Download Date/Time: 10/30/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000876CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:4609/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

08:30

Hialeah PD

DIAZ,DAVID

01/29/2028

403255643

Hialeah PD

DIAZ,DAVID,

RIVERA RODRIGUEZ

09/04/2025

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:51

0.000Air Blank 09:51

0.082Control Test 09:52

0.000Air Blank 09:52

# 1 0.204Subject Sample 09:53

1.265Breath Volume 09:53

0.000Air Blank 09:53

0.000Air Blank 09:55

# 2 0.211Subject Sample 09:56

1.707Breath Volume 09:56

0.000Air Blank 09:56

0.080Control Test 09:57

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 10/09/2025 10:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000876CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:55:4309/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

07:54

Hialeah PD

PEREZ,JOSE

01/29/2028

403255643

Hialeah PD

PEREZ,JOSE,C

ZAEZ

09/04/2025

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:41

0.000Air Blank 07:41

0.081Control Test 07:42

0.000Air Blank 07:42

# 1 0.177Subject Sample 07:45 Volume Not Met

0.648Breath Volume 07:45

0.000Air Blank 07:46

0.000Air Blank 07:48

# 2 0.194Subject Sample 07:49

1.183Breath Volume 07:49

0.000Air Blank 07:50

0.000Air Blank 07:52

# 3 0.209Subject Sample 07:53

1.882Breath Volume 07:53

0.000Air Blank 07:54

0.079Control Test 07:55

0.000Air Blank 07:55

OKDiagnostics Check 07:55

Data Download Date/Time: 10/09/2025 10:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000876CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:06:2809/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:39

09:15

Hialeah PD

FERNANDEZ,HIRAN

01/29/2028

403255643

Hialeah PD

DIAZ,DAVID,

REYES ALMAGUER

09/04/2025

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:59

0.000Air Blank 10:00

0.082Control Test 10:00

0.000Air Blank 10:01

# 1 0.370Subject Sample 10:01

2.882Breath Volume 10:01

0.000Air Blank 10:02

0.000Air Blank 10:04

# 2 0.381Subject Sample 10:04

2.562Breath Volume 10:04

0.000Air Blank 10:05

0.078Control Test 10:05

0.000Air Blank 10:06

OKDiagnostics Check 10:06

Data Download Date/Time: 10/09/2025 10:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000876CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:56:3509/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:30

10:00

Hialeah PD

SANTOS,ALFREDO

01/29/2028

403255643

Hialeah PD

DIAZ,DAVID,

TRUJILLO

09/04/2025

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:50

0.000Air Blank 10:51

0.082Control Test 10:51

0.000Air Blank 10:52

# 1 0.000Subject Sample 10:52

1.648Breath Volume 10:52

0.000Air Blank 10:52

0.000Air Blank 10:54

# 2 0.000Subject Sample 10:55

2.312Breath Volume 10:55

0.000Air Blank 10:55

0.081Control Test 10:55

0.000Air Blank 10:56

OKDiagnostics Check 10:56

Data Download Date/Time: 10/09/2025 10:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5009/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:14

Miami Beach PD

REYES,JONATHAN

01/27/2026

402648278

Miami Beach PD

PENA,KELVIN,

VENCES LAZO

08/14/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

# 1 0.153Subject Sample 03:10

2.285Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.166Subject Sample 03:13

2.136Breath Volume 03:13

0.000Air Blank 03:13

0.078Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 09/18/2025 13:50

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:35:1409/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:51

Miami Beach PD

CASTRO,CRYSTAL

01/27/2026

402648278

Miami Beach PD

SANCHEZ,MARGARTTA,

CASTILLO MENDEZ

08/14/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:28

0.000Air Blank 08:29

0.078Control Test 08:29

0.000Air Blank 08:30

# 1 0.240Subject Sample 08:30

2.070Breath Volume 08:30

0.000Air Blank 08:31

0.000Air Blank 08:33

# 2 0.254Subject Sample 08:33

2.332Breath Volume 08:33

0.000Air Blank 08:34

0.078Control Test 08:34

0.000Air Blank 08:35

OKDiagnostics Check 08:35

Data Download Date/Time: 09/18/2025 13:50

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1109/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:54

Miami Beach PD

MILLER,BRANDON

01/27/2026

402648278

Miami Beach PD

HERRERA TERRY,MELANIE,M

CYPRESS

08/14/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.078Control Test 03:29

0.000Air Blank 03:29

# 1 0.212Subject Sample 03:30

2.589Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.194Subject Sample 03:33

1.597Breath Volume 03:33

0.000Air Blank 03:34

0.077Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 09/18/2025 13:50

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3309/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:20

Miami Beach PD

PENA,KELVIN

01/27/2026

402648278

Miami Beach PD

MILLER,BRANDON,L

RODRIGUEZ

09/18/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.077Control Test 00:43

0.000Air Blank 00:44

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 10/16/2025 13:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:5209/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:46

13:07

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

ZARATE,JONATHAN,

GUILLEN

08/07/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:07

0.000Air Blank 14:08

0.079Control Test 14:08

0.000Air Blank 14:08

# 1 0.350Subject Sample 14:09

2.226Breath Volume 14:09

0.000Air Blank 14:10

0.000Air Blank 14:11

# 2 0.342Subject Sample 14:12

2.167Breath Volume 14:12

0.000Air Blank 14:12

0.079Control Test 14:13

0.000Air Blank 14:13

OKDiagnostics Check 14:13

Data Download Date/Time: 09/04/2025 03:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2709/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:30

Miami-Dade PD

LUNGI,DANIEL

11/05/2026

28424080A4

OTHER County

MOYER,ALYSSA,J

JIMENEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.079Control Test 02:14

Air Blank 02:14 Improper Sample

Air Blank 02:14 Improper Sample

Data Download Date/Time: 10/02/2025 03:22

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5709/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:30

Miami-Dade PD

LUNGI,DANIEL

11/05/2026

28424080A4

OTHER County

MOYER,ALYSSA,J

JIMENEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

Air Blank 02:17 Improper Sample

Air Blank 02:17 Improper Sample

Data Download Date/Time: 10/02/2025 03:22

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:0009/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:30

Miami-Dade PD

LUNGI,DANIEL

11/05/2026

28424080A4

OTHER County

MOYER,ALYSSA,J

JIMENEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

Air Blank 02:34 Improper Sample

Air Blank 02:35 Improper Sample

Data Download Date/Time: 10/02/2025 03:22

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3609/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:30

Miami-Dade PD

LUNGI,DANIEL

11/05/2026

28424080A4

OTHER County

MOYER,ALYSSA,J

JIMENEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

Air Blank 02:38 Ambient Fail

0.000Air Blank 02:38

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:0709/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:18

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

ZARATE,JONATHAN,

CAPOTE VILLALONGA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:05

# 1 0.157Subject Sample 21:05

2.617Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.157Subject Sample 21:08

2.058Breath Volume 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:4409/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:54

Miami-Dade PD

SERAPHIN,RANDY

11/05/2026

28424080A4

Miami-Dade PD

ZARATE,JONATHAN,

MELLOW

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.080Control Test 22:00 Interferent Detect

0.000Air Blank 22:00

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:2309/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:54

Miami-Dade PD

SERAPHIN,RANDY

11/05/2026

28424080A4

Miami-Dade PD

ZARATE,JONATHAN,

MELLOW

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:04

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:4809/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:36

Miami-Dade PD

GUTIERREZ,JORGE

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA,L

GASTON JR

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:36

# 1 0.132Subject Sample 05:37

1.492Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:39

# 2 0.127Subject Sample 05:40

1.468Breath Volume 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3209/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:55

Miami-Dade PD

MELO,J

11/05/2026

28424080A4

North Miami Beach PD

DELGADO,MIGUEL,R

HENRI

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:30 Interferent Detect

0.000Air Blank 03:30

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4009/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:55

Miami-Dade PD

MELO,J

11/05/2026

28424080A4

North Miami Beach PD

DELGADO,MIGUEL,R

HENRI

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:33 Interferent Detect

0.000Air Blank 03:33

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:0209/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:55

Miami-Dade PD

MELO,J

11/05/2026

28424080A4

North Miami Beach PD

DELGADO,MIGUEL,R

HENRI

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

# 1Subject Sample 03:36 Subject Test Refused

0.000Breath Volume 03:36

0.000Air Blank 03:37

0.082Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:38

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4309/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:43

Miami-Dade PD

ZARATE,JONATHAN

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

PERALTA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.079Control Test 02:33

0.000Air Blank 02:33

# 1Subject Sample 02:35 Subject Test Refused

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.080Control Test 02:36 Interferent Detect

0.000Air Blank 02:36

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4909/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:43

Miami-Dade PD

ZARATE,JONATHAN

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

PERALTA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

Air Blank 02:39 Ambient Fail

Air Blank 02:39 Ambient Fail

Data Download Date/Time: 10/02/2025 03:22

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0609/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:43

Miami-Dade PD

ZARATE,JONATHAN

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

PERALTA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.078Control Test 02:42 Interferent Detect

0.000Air Blank 02:43

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:5709/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:43

Miami-Dade PD

ZARATE,JONATHAN

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

PERALTA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:3309/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:02

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA,L

CASTRO NASCIMENTO

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1Subject Sample 23:39 RFI Detect

0.000Breath Volume 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:40

FailDiagnostics Check 23:41 Analytical Stability Test

0.000Air Blank 23:41

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4009/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:02

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA,L

CASTRO NASCIMENTO

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

# 1 0.127Subject Sample 23:44

1.507Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

FailDiagnostics Check 23:50 Analytical Stability Test

0.000Air Blank 23:50

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3609/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:00

Miami-Dade PD

DELGADO,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

DUDAYEV

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:46

# 1 0.156Subject Sample 00:49

1.269Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2Subject Sample 00:54 Interferent Detect

1.496Breath Volume 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2909/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:00

Miami-Dade PD

DELGADO,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

DUDAYEV

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.078Control Test 00:58

0.000Air Blank 00:58

# 1 0.165Subject Sample 00:59

1.652Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.164Subject Sample 01:02

1.761Breath Volume 01:02

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:03

FailDiagnostics Check 01:04 Analytical Stability Test

0.000Air Blank 01:04

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4309/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:00

Miami-Dade PD

DELGADO,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

DUDAYEV

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:10

# 1 0.164Subject Sample 01:11

2.179Breath Volume 01:11

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.159Subject Sample 01:15

1.671Breath Volume 01:15

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2209/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:15

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA',L

CASTRO NASCIMENTO

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:32 Interferent Detect

1.226Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3209/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

22:02

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA,L

CASTRO NASCIMENTO

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

# 1 0.093Subject Sample 01:37

1.132Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.093Subject Sample 01:41

2.679Breath Volume 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/02/2025 03:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:4609/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:26

Miami-Dade PD

OROL,OROL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

CITA GONZALEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:57

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.078Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 10/02/2025 03:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3209/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

04:07

Miami-Dade PD

OROL,M

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

GONZALEZ TORRES

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

# 1 0.215Subject Sample 04:46

1.722Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.196Subject Sample 04:48

1.488Breath Volume 04:48

0.000Air Blank 04:49

0.077Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 10/02/2025 03:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5409/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:52

Miami-Dade PD

DONOHUE,T

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

MILAN NUNEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

# 1 0.160Subject Sample 04:30

1.902Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.173Subject Sample 04:34

2.808Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 10/02/2025 03:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:3609/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:10

Miami-Dade PD

BRAVO,GEORGE

11/05/2026

28424080A4

South Miami PD

OROL,MANUEL,J

DE LEON DE LEON

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.079Control Test 23:53

0.000Air Blank 23:53

# 1 0.246Subject Sample 23:55

1.285Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.244Subject Sample 23:58

2.785Breath Volume 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 10/02/2025 03:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:3209/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:39

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA,L

ST HILAIRE

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.078Control Test 21:37

0.000Air Blank 21:37

# 1Subject Sample 21:38 Subject Test Refused

0.000Breath Volume 21:38

0.000Air Blank 21:38

0.078Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 10/02/2025 03:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1609/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:40

Sunny Isles Beach PD

B.NATARENO,BRIANNE

11/05/2026

28424080A4

Sunny Isles Beach PD

NATARENO,B,S

POTAPOVA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.078Control Test 20:59

0.000Air Blank 20:59

# 1Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:02

0.073Control Test 21:02 Control Outside Tolerance

0.000Air Blank 21:03

Data Download Date/Time: 10/02/2025 03:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0109/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

04:00

Miami-Dade PD

DELGADO,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

LEVIA SANTAMARIA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:30

# 1 0.243Subject Sample 04:31

1.257Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.235Subject Sample 04:35

1.589Breath Volume 04:35

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 10/02/2025 04:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1609/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:37

Miami-Dade PD

DELGADO,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

DELATOUR

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.213Subject Sample 04:11

1.656Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:13

# 2 0.210Subject Sample 04:14

1.441Breath Volume 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 10/02/2025 04:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:1609/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:23

Miami-Dade PD

AGUIAR,LAZARO

11/05/2026

28424080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

ZALDIVAR

08/21/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:31

# 1Subject Sample 21:34 No Sample Provided

0.000Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2Subject Sample 21:39 No Sample Provided

0.000Breath Volume 21:39

0.000Air Blank 21:40

0.081Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 09/04/2025 03:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:1609/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

15:00

Miami-Dade PD

SANTOS,CRISTIAN

11/05/2026

28424080A4

Miami-Dade PD

SANTOS,CRISTIAN,X

FIGUEREDO

09/04/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:04

0.000Air Blank 18:04

0.079Control Test 18:05

0.000Air Blank 18:05

# 1 0.268Subject Sample 18:06

2.796Breath Volume 18:06

0.000Air Blank 18:07

0.000Air Blank 18:08

# 2 0.280Subject Sample 18:10

2.777Breath Volume 18:10

0.000Air Blank 18:11

0.080Control Test 18:11

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 10/02/2025 02:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:37:2109/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:14

07:36

Miami-Dade PD

RIOS,JOEL

11/05/2026

28424080A4

Miami-Dade PD

RIOS,JOEL,

GARCIA

09/04/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:34

0.000Air Blank 08:34

0.080Control Test 08:35

0.000Air Blank 08:35

# 1Subject Sample 08:35 Subject Test Refused

0.000Breath Volume 08:35

0.000Air Blank 08:36

0.079Control Test 08:36

0.000Air Blank 08:37

OKDiagnostics Check 08:37

Data Download Date/Time: 10/02/2025 02:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:31:4209/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:04

08:05

Miami-Dade PD

ORTEGA,WILFREDO

11/05/2026

28424080A4

Miami-Dade PD

ORTEGA,WILFREDO,

CHARLEMANGNE

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:28

0.000Air Blank 10:28

0.078Control Test 10:28

0.000Air Blank 10:29

# 1 0.261Subject Sample 10:30

1.214Breath Volume 10:30

Air Blank 10:31 Purge Fail

0.000Air Blank 10:31

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4409/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:42

Medley PD

GODINEZ,RANDY

11/05/2026

28424080A4

Medley PD

OVIEDO,ANDRES,J

HABER

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.078Control Test 02:22

0.000Air Blank 02:22

# 1Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:1109/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:02

Miami-Dade PD

LEANDRE,GERALD

11/05/2026

28424080A4

Miami-Dade PD

LEANDRE,GERALD,

REMON CARDENAS

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:06

0.078Control Test 06:07

0.000Air Blank 06:07

# 1 0.221Subject Sample 06:08

3.539Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:10

# 2 0.214Subject Sample 06:11

2.894Breath Volume 06:11

0.000Air Blank 06:12

0.074Control Test 06:12 Control Outside Tolerance

0.000Air Blank 06:13

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:5809/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:02

Miami-Dade PD

LEANDRE,GERALD

11/05/2026

28424080A4

Miami-Dade PD

LEANDRE,GERALD,

REMON CARDENAS

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:24

0.077Control Test 06:25

0.000Air Blank 06:25

# 1 0.208Subject Sample 06:26

1.976Breath Volume 06:26

0.000Air Blank 06:27

0.000Air Blank 06:28

# 2 0.210Subject Sample 06:29

2.441Breath Volume 06:29

0.000Air Blank 06:30

0.077Control Test 06:30

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:3409/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:00

Miami-Dade PD

VAZQUEZ,RANDY

11/05/2026

28424080A4

Miami-Dade PD

VAZQUEZ,RANDY,R

PAZ SANCHEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.079Control Test 21:47

0.000Air Blank 21:48

# 1 0.223Subject Sample 21:49

1.550Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.222Subject Sample 21:52

1.769Breath Volume 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:5209/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

00:25

Sweetwater PD

VILLAVERDE,O

11/05/2026

28424080A4

Sweetwater PD

FERNANDEZ,ORLANDO,

HELMICK

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

# 1 0.137Subject Sample 04:02

2.167Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.126Subject Sample 04:06

1.679Breath Volume 04:06

0.000Air Blank 04:06

0.078Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:2509/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:11

Miami-Dade PD

ALTUNAY,MUHAMMET

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

LOPEZ ORELLANA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:1409/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

20:01

Medley PD

OVIEDO,ANDRES

11/05/2026

28424080A4

Medley PD

OVIEDO,ANDRES,J

MESA MESA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.078Control Test 20:47

0.000Air Blank 20:47

# 1Subject Sample 20:47 Subject Test Refused

0.000Breath Volume 20:47

0.000Air Blank 20:48

0.079Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:5009/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:30

Miami-Dade PD

GONZALEZ,MICHAEL

11/05/2026

28424080A4

Miami-Dade PD

SUAREZ,CARLOS,A

BARRIOS HERNANDEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:5209/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:02

Miami-Dade PD

ALTUNAY,MUHAMMET

11/05/2026

28424080A4

Miami-Dade PD

ZARATE,JONATHAN,

TYLER

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:01

# 1 0.150Subject Sample 05:02

2.316Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.159Subject Sample 05:05

2.511Breath Volume 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:1109/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:15

Miami-Dade PD

LAPE,RYAN

11/05/2026

28424080A4

Miami-Dade PD

LAPE,RYAN,F

FERNANDEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

# 1Subject Sample 19:54 Subject Test Refused

0.000Breath Volume 19:54

0.000Air Blank 19:55

0.079Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3309/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:51

Miami-Dade PD

VAZQUEZ,RANDY

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

REYES GONZALEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

# 1 0.000Subject Sample 22:45

4.042Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.000Subject Sample 22:48

3.527Breath Volume 22:48

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1009/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:19

Miami-Dade PD

ALTUNAY,MUHAMMET

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

HERNANDEZ MARTINEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0809/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:10

Miami-Dade PD

QUINTANA,SILVIO

11/05/2026

28424080A4

Miami-Dade PD

QUINTANA,SILVIO,A

LOPEZ-MORA

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.078Control Test 05:28

0.000Air Blank 05:28

# 1 0.199Subject Sample 05:29

1.585Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:31

# 2 0.212Subject Sample 05:32

1.988Breath Volume 05:32

0.000Air Blank 05:33

0.077Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3209/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:47

Miami-Dade PD

LOPEZ,CELINA

11/05/2026

28424080A4

Miami-Dade PD

LOPEZ,CELINA,L

MARTINEZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

# 1 0.183Subject Sample 20:59

1.335Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:01

# 2 0.180Subject Sample 21:04

1.710Breath Volume 21:04

0.000Air Blank 21:05

0.077Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2809/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:33

Miami-Dade PD

GONZALEZ,MICHAEL

11/05/2026

28424080A4

Miami-Dade PD

GONZALEZ,MICHAEL,A

URBANO-TAYLOR

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:32

Air Blank 01:32 RFI Detect

Air Blank 01:32 RFI Detect

Data Download Date/Time: 10/02/2025 04:49

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3809/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:33

Miami-Dade PD

GONZALEZ,MICHAEL

11/05/2026

28424080A4

Miami-Dade PD

GONZALEZ,MICHAEL,A

URBANO-TAYLOR

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

Air Blank 01:35 RFI Detect

Air Blank 01:35 RFI Detect

Data Download Date/Time: 10/02/2025 04:49

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:5009/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:33

Miami-Dade PD

GONZALEZ,MICHAEL

11/05/2026

28424080A4

Miami-Dade PD

GONZALEZ,MICHAEL,A

URBANO-TAYLOR

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3109/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:49

Medley PD

CHAVARRIA,DEGLYS

11/05/2026

28424080A4

Medley PD

OVIEDO,ANDRES,J

LINARTE

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

# 1 0.210Subject Sample 04:28

3.179Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.201Subject Sample 04:31

3.945Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:3909/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:44

Medley PD

FEBO,KEVIN

11/05/2026

28424080A4

Medley PD

FEBO,KEVIN,

SANDOVAL CISNEROS

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.079Control Test 05:41

0.000Air Blank 05:41

# 1 0.175Subject Sample 05:42

2.503Breath Volume 05:42

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.173Subject Sample 05:44

1.414Breath Volume 05:44

0.000Air Blank 05:45

0.077Control Test 05:46

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:00:2109/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:24

06:54

Miami-Dade PD

DAVIS,SHATORY

11/05/2026

28424080A4

Miami-Dade PD

PACHECO,GEORGE,

JIRON PAZ

09/04/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:52

0.000Air Blank 07:53

0.079Control Test 07:53

0.000Air Blank 07:54

# 1 0.215Subject Sample 07:55

2.554Breath Volume 07:55

0.000Air Blank 07:56

0.000Air Blank 07:58

# 2 0.206Subject Sample 07:58

1.550Breath Volume 07:58

0.000Air Blank 07:59

0.079Control Test 07:59

0.000Air Blank 08:00

OKDiagnostics Check 08:00

Data Download Date/Time: 10/02/2025 04:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000889CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:1409/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:22

05:36

Pinellas County SO

ORTIZ,MICHAEL

10/18/2025

AG329101

Pinellas County SO

MITCHELL,ALEXANDRA,

DAVIS

08/13/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:42

0.000Air Blank 06:43

0.077Control Test 06:43

0.000Air Blank 06:43

# 1 0.000Subject Sample 06:44

1.460Breath Volume 06:44

0.000Air Blank 06:45

0.000Air Blank 06:47

# 2 0.000Subject Sample 06:47

2.570Breath Volume 06:47

0.000Air Blank 06:48

0.077Control Test 06:48

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 09/17/2025 11:16

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000889CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:1809/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

19:31

Pinellas County SO

MITCHELL,ALEXANDRA

10/18/2025

AG329101

Pinellas County SO

MITCHELL,ALEXANDRA,

TAPP

09/17/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.077Control Test 19:42

0.000Air Blank 19:42

# 1 0.049Subject Sample 19:43

2.023Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:45

# 2 0.049Subject Sample 19:46

1.863Breath Volume 19:46

0.000Air Blank 19:47

0.076Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 10/15/2025 10:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000889CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0109/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:51

Pinellas County SO

YEARGIN,GENESIS

10/18/2025

AG329101

Pinellas County SO

YEARGIN,GENESIS,

RIGBY

09/17/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.077Control Test 00:12

0.000Air Blank 00:13

# 1Subject Sample 00:13 Subject Test Refused

0.000Breath Volume 00:13

0.000Air Blank 00:14

0.077Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:15

Data Download Date/Time: 10/15/2025 10:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2009/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:33

Cape Coral PD

ALLEN,TASHA

11/05/2026

26824080A1

Cape Coral PD

ALLEN,TASHA,L

BOURNE

08/14/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

# 1 0.203Subject Sample 02:07

2.574Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2Subject Sample 02:12 No Sample Provided

0.000Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 3 0.203Subject Sample 02:15

2.402Breath Volume 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 09/12/2025 20:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:3709/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:07

Cape Coral PD

GREENUP,RONNY

11/05/2026

26824080A1

Cape Coral PD

GREENUP,RONNY,

OLLER ALDEA

08/14/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

# 1Subject Sample 22:49 Subject Test Refused

0.000Breath Volume 22:49

0.000Air Blank 22:49

0.080Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 09/12/2025 20:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0509/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:21

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

MPANZA

09/04/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 09/12/2025 20:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0909/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:55

Cape Coral PD

ALLEN,TASHA

11/05/2026

26824080A1

Cape Coral PD

ALLEN,TASHA,L

BACKMAN

09/04/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.081Control Test 03:31

0.000Air Blank 03:31

# 1 0.176Subject Sample 03:32

2.277Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.161Subject Sample 03:35

1.757Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 09/12/2025 20:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000940CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:5309/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:15

Brevard County SO

DUSTMAN,CAYLA

10/05/2025

24923080A3

Brevard County SO

DUSTMAN,CAYLA,J

SHAMBOR

08/13/2025

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.082Control Test 19:41

0.000Air Blank 19:42

# 1Subject Sample 19:45 No Sample Provided

0.000Breath Volume 19:45

Air Blank 19:46 Purge Fail

Air Blank 19:46 Purge Fail

Data Download Date/Time: 09/30/2025 08:41

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000940CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:4409/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:15

Brevard County SO

DUSTMAN,CAYLA

10/05/2025

24923080A3

Brevard County SO

DUSTMAN,CAYLA,J

SHAMBOR

08/13/2025

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

# 1 0.243Subject Sample 19:53 Volume Not Met

0.187Breath Volume 19:53

Air Blank 19:54 Purge Fail

0.000Air Blank 19:54

Data Download Date/Time: 09/30/2025 08:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1309/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:35

Collier County SO

WENNLEUND,F

09/05/2026

20524080A2

Collier County SO

POSSO,D,

RAMOSHERNANDEZ

09/27/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

# 1 0.176Subject Sample 02:57

2.750Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 02:59

# 2 0.175Subject Sample 03:00

2.285Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 10/25/2025 13:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5709/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:18

Collier County SO

CAIL,M

09/05/2026

20524080A2

Collier County SO

POSSO,D,

RUIZMORALES

09/27/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

# 1 0.045Subject Sample 03:38

1.757Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.043Subject Sample 03:41

1.394Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 10/25/2025 13:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:1909/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:43

Collier County SO

GUTIERREZ,I

09/05/2026

20524080A2

Collier County SO

POSSO,D,

MULETSUAREZ

09/27/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1 0.192Subject Sample 04:00

1.558Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 2 0.171Subject Sample 04:05

1.828Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 3 0.186Subject Sample 04:08

1.816Breath Volume 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 10/25/2025 13:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2809/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:46

Collier County SO

HILL,G

09/05/2026

20524080A2

Collier County SO

POSSO,D,

RODRIGUEZ

09/27/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.179Subject Sample 03:44

3.074Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.179Subject Sample 03:47

3.082Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/25/2025 13:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4909/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:35

Glades County SO

PILZ,ALEXANDER

03/05/2026

1524080A1

Glades County SO

CESAR,CADAPHY,

LANDRIAN

09/06/2025

8100.27

GLADES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:35

# 1Subject Sample 23:35 Subject Test Refused

0.000Breath Volume 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 10/31/2025 10:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:06:1009/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

07:17

Glades County SO

BARTON,LORA

03/05/2026

1524080A1

Glades County SO

ARNOLD,TRAVIS,J

EXANTUS

09/06/2025

8100.27

GLADES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:59

0.000Air Blank 09:00

0.079Control Test 09:00

0.000Air Blank 09:01

# 1 0.000Subject Sample 09:01

1.882Breath Volume 09:01

0.000Air Blank 09:02

0.000Air Blank 09:04

# 2 0.000Subject Sample 09:04

1.714Breath Volume 09:04

0.000Air Blank 09:05

0.077Control Test 09:05

0.000Air Blank 09:06

OKDiagnostics Check 09:06

Data Download Date/Time: 10/31/2025 10:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:2409/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:38

Glades County SO

PONCE,JOHN

03/05/2026

1524080A1

Glades County SO

ESCALERA,MARIANA,Y

COATES

09/06/2025

8100.27

GLADES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:19

# 1Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 10/31/2025 10:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1109/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:55

Glades County SO

PILZ,ALEXANDER

03/05/2026

1524080A1

Glades County SO

ESCALERA,MARIANA,Y

BECK

09/06/2025

8100.27

GLADES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.078Control Test 21:37

0.000Air Blank 21:37

# 1 0.054Subject Sample 21:38

2.789Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.049Subject Sample 21:41

2.070Breath Volume 21:41

0.000Air Blank 21:42

0.078Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 10/31/2025 10:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000950CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:1409/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:21

15:22

Franklin County SO

GORDON,ROLF

06/05/2026

10124080A3

Franklin County SO

GORDON,ROLF,E

NOBLE

09/10/2025

8100.27

HAVANA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.079Control Test 20:21

0.000Air Blank 20:21

# 1Subject Sample 20:21 Subject Test Refused

0.000Breath Volume 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 10/27/2025 11:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000950CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:1209/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:26

17:23

Franklin County SO

GORDON,ROLF

06/05/2026

10124080A3

Franklin County SO

GORDON,ROLF,E

KESLER

09/10/2025

8100.27

HAVANA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:06

0.078Control Test 18:06

0.000Air Blank 18:07

# 1Subject Sample 18:10 No Sample Provided

0.000Breath Volume 18:10

Air Blank 18:10 RFI Detect

0.000Air Blank 18:11

0.079Control Test 18:11

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 10/27/2025 11:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:5009/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:17

Franklin County SO

GORDON,ROLF

06/05/2026

10124080A3

Franklin County SO

GORDON,ROLF,E

LAW

08/11/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:51

# 1Subject Sample 20:51 Subject Test Refused

0.000Breath Volume 20:51

0.000Air Blank 20:51

0.080Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 09/16/2025 12:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000956CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1709/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:16

FHP Troop H

PYLE,PETER

06/05/2026

10124080A3

Jefferson County SO

BETHEA,COLBY,R

BILLINGSLEY

08/11/2025

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.081Control Test 21:55

0.000Air Blank 21:55

# 1Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 09/30/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000956CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:5509/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

17:29

FHP Troop H

LONG,KATHY

06/05/2026

10124080A3

Jefferson County SO

SMITH,SHAWN,A

BANKS

08/11/2025

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:41

0.079Control Test 18:42

0.000Air Blank 18:42

# 1 0.068Subject Sample 18:45 Volume Not Met

0.132Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:48

# 2 0.069Subject Sample 18:51 Volume Not Met

0.863Breath Volume 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 09/30/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:4109/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:08

Tallahassee PD

OWENS,JONATHAN

06/05/2026

10124080A3

Tallahassee PD

BIDDLE,MICAH,J

OLIBRICE

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.075Control Test 00:05

0.000Air Blank 00:06

# 1 0.273Subject Sample 00:07

2.988Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.246Subject Sample 00:10

2.648Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 3 0.270Subject Sample 00:13

3.417Breath Volume 00:13

0.000Air Blank 00:13

0.080Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2009/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:07

Tallahassee PD

HALL,NOAH

06/05/2026

10124080A3

Tallahassee PD

HALL,NOAH,C

RAY

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.082Control Test 00:14

0.000Air Blank 00:14

# 1 0.115Subject Sample 00:16

1.300Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.126Subject Sample 00:19

1.363Breath Volume 00:19

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:35:2409/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:09

14:20

Leon County SO

GONZALEZ,JOSHUA

06/05/2026

10124080A3

Leon County SO

LAWLER,ADDISON,W

HEEG SR.

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:29

0.000Air Blank 15:29

0.081Control Test 15:30

0.000Air Blank 15:30

# 1 0.310Subject Sample 15:30

2.488Breath Volume 15:30

0.000Air Blank 15:31

0.000Air Blank 15:33

# 2 0.309Subject Sample 15:33

2.605Breath Volume 15:33

0.000Air Blank 15:34

0.080Control Test 15:34

0.000Air Blank 15:35

OKDiagnostics Check 15:35

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0509/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:56

Tallahassee PD

GODWIN,BOBBY

06/05/2026

10124080A3

Tallahassee PD

HARRISON,GERALD,

PETERS

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

# 1 0.136Subject Sample 00:02

1.554Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.125Subject Sample 00:05

1.261Breath Volume 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4909/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:44

Tallahassee PD

CAMPBELL,EDWARD

06/05/2026

10124080A3

Tallahassee PD

CAMPBELL,EDWARD,

DAWSON

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.082Control Test 03:30

0.000Air Blank 03:30

# 1 0.158Subject Sample 03:31

1.226Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.167Subject Sample 03:34

1.472Breath Volume 03:34

0.000Air Blank 03:34

0.082Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:2209/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:09

Tallahassee PD

CAMPBELL,EDWARD

06/05/2026

10124080A3

Tallahassee PD

CAMPBELL,EDWARD,

MANUEL

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:06

0.083Control Test 05:06

0.000Air Blank 05:07

# 1 0.189Subject Sample 05:07

3.328Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.185Subject Sample 05:10

2.722Breath Volume 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2509/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:29

Tallahassee PD

HALL,NOAH

06/05/2026

10124080A3

Tallahassee PD

HALL,NOAH,C

BRIMM

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

# 1 0.157Subject Sample 02:29

1.785Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.151Subject Sample 02:31

1.527Breath Volume 02:31

0.000Air Blank 02:32

0.082Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2009/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:04

Tallahassee PD

CAMPBELL,EDWARD

06/05/2026

10124080A3

Tallahassee PD

CAMPBELL,EDWARD,

BRYANT

08/11/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.082Control Test 04:16

0.000Air Blank 04:16

# 1 0.023Subject Sample 04:17

2.820Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.021Subject Sample 04:19

2.269Breath Volume 04:19

0.000Air Blank 04:20

0.082Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 09/15/2025 11:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:0609/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

01:25

FHP Troop H

ROGERSON,CAMERON

06/05/2026

10124080A3

FHP Troop H

ROGERSON,CAMERON,D

ADAMS

09/15/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.082Control Test 05:53

0.000Air Blank 05:53

# 1Subject Sample 05:53 Subject Test Refused

0.000Breath Volume 05:53

0.000Air Blank 05:54

0.082Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 10/22/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:17:5909/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:47

14:06

Leon County SO

SHAZER,MARKITA

06/05/2026

10124080A3

Leon County SO

LAWLER,ADDISON,W

CLARK

09/15/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:11

0.000Air Blank 15:11

0.081Control Test 15:12

0.000Air Blank 15:12

# 1 0.290Subject Sample 15:13

3.437Breath Volume 15:13

0.000Air Blank 15:13

0.000Air Blank 15:15

# 2 0.288Subject Sample 15:16

3.437Breath Volume 15:16

0.000Air Blank 15:17

0.080Control Test 15:17

0.000Air Blank 15:17

OKDiagnostics Check 15:17

Data Download Date/Time: 10/22/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:5109/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:47

Tallahassee PD

MOULTON,MAURICE

06/05/2026

10124080A3

Tallahassee PD

MOULTON,MAURICE,W

DODD

09/15/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.081Control Test 03:44

0.000Air Blank 03:44

# 1 0.294Subject Sample 03:45

2.152Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.299Subject Sample 03:48

2.816Breath Volume 03:48

0.000Air Blank 03:48

0.080Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/22/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3209/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

22:41

Tallahassee PD

HALL,NOAH

06/05/2026

10124080A3

Tallahassee PD

HALL,NOAH,C

FOLSOM

09/15/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.081Control Test 03:59

0.000Air Blank 03:59

# 1 0.036Subject Sample 04:00

1.570Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.033Subject Sample 04:04

1.218Breath Volume 04:04

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 10/22/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2609/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

20:35

Quincy PD

FERNANDEZ,LEONARDO

06/05/2026

10124080A3

Quincy PD

COPELAND,MICHAEL,C

SILVA

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:59

# 1 0.136Subject Sample 00:59

1.843Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.134Subject Sample 01:02

1.542Breath Volume 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 09/30/2025 13:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5209/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:20

Chattahoochee PD

ALDAY,SETH

06/05/2026

10124080A3

Chattahoochee PD

ALDAY,SETH,A

BROWN

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:54

# 1 0.101Subject Sample 03:55

1.636Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.100Subject Sample 03:58

1.687Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 09/30/2025 13:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4709/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:22

Quincy PD

ALONSO,ALEJANDRO

06/05/2026

10124080A3

Quincy PD

GARY,CATERA,S

MOLINA FERNANDEZ

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

Air Blank 23:01 Improper Sample

Air Blank 23:01 Improper Sample

Data Download Date/Time: 09/30/2025 13:37

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:1809/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:22

Quincy PD

ALONSO,ALEJANDRO

06/05/2026

10124080A3

Quincy PD

GARY,CATERA,S

MOLINA FERNANDEZ

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

Air Blank 23:05 Improper Sample

Air Blank 23:05 Improper Sample

Data Download Date/Time: 09/30/2025 13:37

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:5809/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:22

Quincy PD

ALONSO,ALEJANDRO

06/05/2026

10124080A3

Quincy PD

GARY,CATERA,S

MOLINA FERNANDEZ

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

Air Blank 23:11 Ambient Fail

0.000Air Blank 23:11

Data Download Date/Time: 09/30/2025 13:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:1509/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:22

Quincy PD

ALONSO,ALEJANDRO

06/05/2026

10124080A3

Quincy PD

GARY,CATERA,S

MOLINA FERNANDEZ

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

# 1 0.130Subject Sample 23:28 Volume Not Met

0.394Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.127Subject Sample 23:32 No .020 agreement

2.269Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 3 0.148Subject Sample 23:35 No .020 agreement

1.878Breath Volume 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 09/30/2025 13:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000959CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:3009/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:22

Quincy PD

ALONSO,ALEJANDRO

06/05/2026

10124080A3

Quincy PD

GARY,CATERA,S

MOLINA FERNANDEZ

08/11/2025

8100.27

GADSDEN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:44

# 1 0.152Subject Sample 23:46

1.316Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.149Subject Sample 23:49

1.171Breath Volume 23:49

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 09/30/2025 13:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4309/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:27

FHP Troop H

WHITE,MICAIAH

06/05/2026

10124080A3

FHP Troop H

WHITE,MICAIAH,J

FRANKLIN

08/25/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.241Subject Sample 01:40

2.531Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.235Subject Sample 01:43

3.097Breath Volume 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 09/25/2025 12:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:3409/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:00

Wakulla County SO

MARSHALL,LEWIS

06/05/2026

10124080A3

Wakulla County SO

GEDDIE,MATTHEW,R

GEDDIE

08/25/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

# 1Subject Sample 19:25 Subject Test Refused

0.000Breath Volume 19:25

0.000Air Blank 19:25

0.078Control Test 19:25

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 09/25/2025 12:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:2709/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

18:00

Wakulla County SO

MARSHALL,LEWIS

06/05/2026

10124080A3

Wakulla County SO

MARSHALL,LEWIS,T

GEDDIE

08/25/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:03

0.079Control Test 19:03

0.000Air Blank 19:03

# 1Subject Sample 19:04 Subject Test Refused

0.000Breath Volume 19:04

0.000Air Blank 19:04

0.080Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 09/25/2025 12:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:2609/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

18:00

Wakulla County SO

MARSHALL,LEWIS

06/05/2026

10124080A3

Wakulla County SO

MARSHALL,LEWIS,T

GEDDIE

08/25/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:30

0.079Control Test 19:30

0.000Air Blank 19:30

# 1Subject Sample 19:31 Subject Test Refused

0.000Breath Volume 19:31

0.000Air Blank 19:31

0.079Control Test 19:31

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 09/25/2025 12:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:4209/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:10

Orange County SO

BRULE,JASON

07/05/2026

15924080A2

FHP Troop D

DENSON,TRAVIS,W

MORALES CHAVEZ

08/13/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.082Control Test 01:59

0.000Air Blank 01:59

# 1 0.200Subject Sample 02:00

2.902Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.197Subject Sample 02:03

2.402Breath Volume 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 09/01/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:3709/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:25

Orange County SO

BISPO,STEPHANIE

07/05/2026

15924080A2

Orange County SO

GONZALEZ,MIA,R

WILLIAMS

08/13/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1 0.168Subject Sample 04:22

1.644Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.172Subject Sample 04:26

1.640Breath Volume 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 09/01/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5509/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:47

Orange County SO

NOEL,KENSON

07/05/2026

15924080A2

Orange County SO

DENSON,TRAVIS,W

FRANCOIS

08/13/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

# 1 0.099Subject Sample 04:38

1.507Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:40

# 2 0.106Subject Sample 04:41

1.773Breath Volume 04:41

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 09/01/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2609/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:49

Orange County SO

SANCHEZ,JUAN

07/05/2026

15924080A2

Apopka PD

KOSH,KATIE,J

REESE

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.083Control Test 22:07

0.000Air Blank 22:07

# 1 0.154Subject Sample 22:09

1.183Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:11

# 2 0.139Subject Sample 22:14 Volume Not Met

0.394Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 3 0.140Subject Sample 22:18

1.609Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 10/16/2025 11:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3509/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:02

Orange County SO

SAAVEDRA,GUILLERMO

02/05/2027

00925080A3

Orange County SO

KOSH,KATIE,J

BENITEZ BENITEZ

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.083Control Test 03:02

0.000Air Blank 03:03

# 1 0.288Subject Sample 03:04

2.332Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.286Subject Sample 03:07

1.675Breath Volume 03:07

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 10/16/2025 11:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3709/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:40

Orange County SO

COLON,ALBERT

02/05/2027

00925080A3

Orange County SO

KOSH,KATIE,J

WHITNEY

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.083Control Test 02:38

0.000Air Blank 02:38

# 1 0.251Subject Sample 02:41 Volume Not Met

0.398Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.250Subject Sample 02:44

1.605Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 3 0.246Subject Sample 02:49

1.175Breath Volume 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 10/16/2025 11:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5209/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:26

Orange County SO

RIOS,JOSHUA

02/05/2027

00925080A3

Orlando PD

DEMPSEY,COURTNEY,J

GRONIGAN

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.083Control Test 03:08

0.000Air Blank 03:08

# 1 0.170Subject Sample 03:09

3.394Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.174Subject Sample 03:12

3.109Breath Volume 03:12

0.000Air Blank 03:12

0.082Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/16/2025 11:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:5609/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:25

Orange County SO

HARDY,BRIAN

02/05/2027

00925080A3

Orange County SO

DEMPSEY,COURTNEY,J

LEE

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.083Control Test 01:31

0.000Air Blank 01:31

# 1 0.106Subject Sample 01:32

2.468Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.113Subject Sample 01:35

2.328Breath Volume 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2709/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:11

Orange County SO

TRENDAFILOV,NICHOLAS

02/05/2027

00925080A3

OTHER Local

GONZALEZ,MIA,R

AMADORCRUZ

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

# 1 0.182Subject Sample 04:02

1.332Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.181Subject Sample 04:05

3.132Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:5409/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:22

Orange County SO

JOHANNESSEN,ETHAN

02/05/2027

00925080A3

Orange County SO

KOSH,KATIE,J

AMEDIO CARRION

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.083Control Test 05:29

0.000Air Blank 05:30

# 1 0.131Subject Sample 05:30

1.992Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.123Subject Sample 05:33

1.199Breath Volume 05:33

0.000Air Blank 05:33

0.082Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:2809/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:19

Orange County SO

MATHEW,TIJO

02/05/2027

00925080A3

Orlando PD

DEMPSEY,COURTNEY,J

SENTOWSKI

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.083Control Test 04:07

0.000Air Blank 04:07

# 1 0.225Subject Sample 04:08

2.808Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.227Subject Sample 04:10

2.847Breath Volume 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:5509/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:15

Orange County SO

ROSE,JESUS

02/05/2027

00925080A3

Ocoee PD

EVANS,AUSTIN,T

DELACRUZJIMENEZ

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.083Control Test 02:08

0.000Air Blank 02:08

# 1 0.236Subject Sample 02:11 Volume Not Met

0.136Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.191Subject Sample 02:17 Volume Not Met

0.238Breath Volume 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2509/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:00

Orange County SO

CANTU,ARACELY

02/05/2027

00925080A3

Orlando PD

DEMPSEY,COURTNEY,J

KRAWIEC

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.083Control Test 01:58

0.000Air Blank 01:58

# 1 0.176Subject Sample 01:59

3.343Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.173Subject Sample 02:01

3.390Breath Volume 02:01

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0209/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:44

Orange County SO

SHEIMAN,RICHARD

02/05/2027

00925080A3

Orange County SO

DEMPSEY,COURTNEY,J

MOISE

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.082Control Test 00:41

0.000Air Blank 00:42

# 1 0.238Subject Sample 00:43

1.875Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:45

# 2 0.234Subject Sample 00:47

2.207Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:49

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2309/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:56

Orange County SO

MARRERO ROSADO,GABRIEL

02/05/2027

00925080A3

Orange County SO

DEMPSEY,COURTNEY,J

LIEBZEIT

09/01/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.083Control Test 23:44

0.000Air Blank 23:44

# 1 0.111Subject Sample 23:45

2.875Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.110Subject Sample 23:47

2.847Breath Volume 23:47

0.000Air Blank 23:48

0.082Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 10/16/2025 11:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:0909/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:29

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

BRINSON

09/16/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.083Control Test 03:33

0.000Air Blank 03:33

# 1 0.218Subject Sample 03:36 Volume Not Met

0.000Breath Volume 03:36

Air Blank 03:37 Purge Fail

0.000Air Blank 03:38

Data Download Date/Time: 10/29/2025 12:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:0309/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:29

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

BRINSON

09/16/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.079Control Test 03:40

0.000Air Blank 03:40

# 1Subject Sample 03:42 Subject Test Refused

0.039Breath Volume 03:42

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:44

Data Download Date/Time: 10/29/2025 12:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4609/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:29

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

BRINSON

09/16/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.217Subject Sample 03:49 Volume Not Met

0.000Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2Subject Sample 03:52 Subject Test Refused

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.079Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/29/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:32:5609/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

11:08

Osceola County SO

REYES,ISAAC

11/26/2027

403207507

FHP Troop D

SWEENEY,MICHAEL,W

DIAZ-DIAZ

09/16/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:25

0.000Air Blank 12:26

0.082Control Test 12:26

0.000Air Blank 12:27

# 1 0.166Subject Sample 12:28

3.570Breath Volume 12:28

0.000Air Blank 12:28

0.000Air Blank 12:30

# 2 0.167Subject Sample 12:31

3.210Breath Volume 12:31

0.000Air Blank 12:32

0.080Control Test 12:32

0.000Air Blank 12:32

OKDiagnostics Check 12:32

Data Download Date/Time: 10/29/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1709/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:21

Pasco County SO

DEPUTY,SYMONS

07/16/2027

403096064

Pasco County SO

SYMONS,DEPUTY,E

ADCOCK

09/25/2025

8100.27

PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 10/31/2025 13:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:5809/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:36

Pasco County SO

FIVECOAT,JUSTIN

07/16/2027

403096064

Pasco County SO

FIVECOAT,JUSTIN,E

LAWSON

09/25/2025

8100.27

PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

# 1 0.000Subject Sample 20:51

2.160Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.000Subject Sample 20:54

1.863Breath Volume 20:54

0.000Air Blank 20:55

0.079Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 10/31/2025 13:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1409/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:04

Osceola County SO

MONTALVO,JAVIER

11/26/2027

403207507

Kissimmee PD

ORTIZ,GABRIEL,E

DONNELLY

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1 0.052Subject Sample 01:54

2.000Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.052Subject Sample 01:57

2.257Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/16/2025 12:16

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:0109/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:11

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

GARCIA RIVERA

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.214Subject Sample 02:11

1.515Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.234Subject Sample 02:15

2.488Breath Volume 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:17

Data Download Date/Time: 09/16/2025 12:16

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:33:4809/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

05:42

Osceola County SO

MCDONALD,A

11/26/2027

403207507

Osceola County SO

SWEENEY,MICHAEL,W

ORTIZ

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:27

0.000Air Blank 08:27

0.080Control Test 08:28

0.000Air Blank 08:28

# 1 0.136Subject Sample 08:29

1.921Breath Volume 08:29

0.000Air Blank 08:30

0.000Air Blank 08:31

# 2 0.130Subject Sample 08:32

2.285Breath Volume 08:32

0.000Air Blank 08:32

0.078Control Test 08:33

0.000Air Blank 08:33

OKDiagnostics Check 08:33

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:2309/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:24

Osceola County SO

CULPEPPER,DARIUS

11/26/2027

403207507

Kissimmee PD

ORTIZ,GABRIEL,E

GUARECUCO ACOSTA

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

# 1 0.160Subject Sample 04:28

1.664Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.151Subject Sample 04:31

1.207Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:1409/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:05

Osceola County SO

ROMERO-PEREZ,MICHAEL

11/26/2027

403207507

Osceola County SO

ROMERO-PEREZ,MICHAEL,

TANIS

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:47

# 1 0.087Subject Sample 04:51 Volume Not Met

0.281Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.087Subject Sample 04:56 Volume Not Met

0.046Breath Volume 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:2909/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:21

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

RAMOS-SOTO

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.079Control Test 21:19

0.000Air Blank 21:19

# 1 0.102Subject Sample 21:19

2.523Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.098Subject Sample 21:22

2.472Breath Volume 21:22

0.000Air Blank 21:23

0.077Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1109/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:19

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

BOURNE RAMOS

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

# 1 0.083Subject Sample 02:02

1.902Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.080Subject Sample 02:06

2.093Breath Volume 02:06

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:3509/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:21

05:46

Osceola County SO

MCCARLEY,CHRISTOPHER

11/26/2027

403207507

Osceola County SO

PARZYGNAT,DESTINY,P

OBRIAN SILGADO

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:47

0.000Air Blank 06:48

0.080Control Test 06:48

0.000Air Blank 06:49

# 1 0.146Subject Sample 06:52

1.257Breath Volume 06:52

0.000Air Blank 06:52

0.000Air Blank 06:54

# 2 0.153Subject Sample 06:54

2.265Breath Volume 06:54

0.000Air Blank 06:55

0.077Control Test 06:55

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:4309/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:07

Osceola County SO

RODRIGUEZ,L

11/26/2027

403207507

St. Cloud PD

HOWARD,WILLIAM,

DENNARD

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.079Control Test 21:51

0.000Air Blank 21:51

# 1 0.145Subject Sample 21:53

1.468Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.149Subject Sample 21:56

1.136Breath Volume 21:56

0.000Air Blank 21:56

0.079Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:1609/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:31

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

DELAROSA LANTIGUA

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.079Control Test 22:20

0.000Air Blank 22:21

# 1Subject Sample 22:23 Subject Test Refused

0.031Breath Volume 22:23

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:2409/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:31

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

DELAROSA LANTIGUA

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.078Control Test 22:28

0.000Air Blank 22:28

# 1Subject Sample 22:30 Subject Test Refused

0.097Breath Volume 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3009/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:42

Osceola County SO

LOPEZ,FRANCISCO

11/26/2027

403207507

Kissimmee PD

ORTIZ,GABREIL,E

RUSSO

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.124Subject Sample 01:38

2.152Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.122Subject Sample 01:40

2.519Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2309/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:37

Osceola County SO

HELLER,MICHAEL

11/26/2027

403207507

Osceola County SO

HELLER,MICHAEL,J

OVIEDO

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.062Subject Sample 01:43

4.421Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.060Subject Sample 01:45

3.601Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4809/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:17

Osceola County SO

MACDONALD,AVERY

11/26/2027

403207507

Osceola County SO

ORTIZ,GABRIEL,E

ORTEGABRACHO

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.050Subject Sample 02:42

1.332Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.048Subject Sample 02:45

1.613Breath Volume 02:45

0.000Air Blank 02:45

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:1709/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:29

Kissimmee PD

SUAREZ,JAVIER

11/26/2027

403207507

Kissimmee PD

MESTRE,EZEQUIEL,A

ARIZA ALARCON

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1 0.240Subject Sample 04:31 Volume Not Met

0.222Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.201Subject Sample 04:37 Volume Not Met

0.015Breath Volume 04:37

Air Blank 04:37 Purge Fail

0.000Air Blank 04:38

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0509/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:29

Kissimmee PD

SUAREZ,JAVIER

11/26/2027

403207507

Kissimmee PD

MESTRE,EZEQUIEL,A

ARIZA ALARCON

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.075Control Test 04:42

0.000Air Blank 04:42

# 1 0.227Subject Sample 04:46 Volume Not Met

0.136Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:48

# 2Subject Sample 04:48 Subject Test Refused

0.000Breath Volume 04:48

0.000Air Blank 04:49

0.075Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:0509/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:32

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

GOUDE

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

# 1 0.228Subject Sample 19:22

3.031Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2Subject Sample 19:25 Subject Test Refused

0.000Breath Volume 19:25

0.000Air Blank 19:26

0.078Control Test 19:26

0.000Air Blank 19:27

OKDiagnostics Check 19:27

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0909/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:32

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

GOUDE

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:33

0.079Control Test 19:34

0.000Air Blank 19:34

# 1 0.236Subject Sample 19:35

2.171Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:37

# 2Subject Sample 19:38 Subject Test Refused

0.000Breath Volume 19:38

Air Blank 19:38 RFI Detect

0.000Air Blank 19:39

Data Download Date/Time: 09/16/2025 12:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:3109/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:37

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

PYLE

08/21/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

# 1 0.166Subject Sample 00:41

1.277Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.166Subject Sample 00:44

1.960Breath Volume 00:44

0.000Air Blank 00:45

0.078Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 09/16/2025 12:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4009/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

00:00

Cocoa Beach PD

DINSE,JASPER

07/05/2027

15025080A2

Cocoa Beach PD

ZARIV,ALI,R

WEINRICH

09/11/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.077Control Test 00:27

0.000Air Blank 00:27

# 1 0.074Subject Sample 00:28

1.953Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.073Subject Sample 00:31

2.707Breath Volume 00:31

0.000Air Blank 00:31

0.078Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 10/22/2025 17:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1009/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:52

Cocoa Beach PD

SWATCHICK,T

07/05/2027

15025080A2

Cocoa Beach PD

ZARIV,ALI,R

MCDANIEL

09/11/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:29

# 1 0.170Subject Sample 03:29

1.464Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.169Subject Sample 03:35 Volume Not Met

0.113Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 3 0.182Subject Sample 03:39

2.371Breath Volume 03:39

0.000Air Blank 03:40

0.076Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 10/22/2025 17:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


