
80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4409/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:39

FHP Troop A

TAPORCO,DAVID

06/27/2026

402783527

FHP Troop A

TAPORCO,DAVID,A

MYERS

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.076Control Test 03:56

0.000Air Blank 03:56

# 1 0.073Subject Sample 03:57

1.433Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.079Subject Sample 04:00

1.335Breath Volume 04:00

0.000Air Blank 04:00

0.077Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 09/25/2025 15:16

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:4609/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:56

FHP Troop A

TAPORCO,DAVID

06/27/2026

402783527

FHP Troop A

TAPORCO,DAVID,A

PROVIDENT

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.077Control Test 04:31

0.000Air Blank 04:31

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.077Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 09/25/2025 15:16

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:5009/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:21

FHP Troop A

COOK,RUSSELL

12/22/2025

402623828

FHP Troop A

COOK,RUSSELL,L

SAPORETTI FOLEY

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.077Control Test 03:52

0.000Air Blank 03:52

# 1 0.126Subject Sample 03:53

1.964Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.134Subject Sample 03:56

1.390Breath Volume 03:56

0.000Air Blank 03:56

0.076Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 09/25/2025 15:16

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0909/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:01

FHP Troop A

TAPORCO,DAVID

06/27/2026

402783527

FHP Troop A

TAPORCO,DAVID,A

LUCKEY

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.077Control Test 04:36

0.000Air Blank 04:37

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:38

0.077Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 09/25/2025 15:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5609/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

03:06

FHP Troop A

LIVINGSTON,RON

06/27/2026

402783527

FHP Troop A

TAPORCO,DAVID,A

FONTENOT

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:08

# 1Subject Sample 03:09 Subject Test Refused

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 09/25/2025 15:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:4109/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:34

18:11

Okaloosa County SO

REEDER,GRACEY

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

DUARTE

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.077Control Test 19:08

0.000Air Blank 19:09

# 1Subject Sample 19:09 Subject Test Refused

0.000Breath Volume 19:09

0.000Air Blank 19:09

0.077Control Test 19:10

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 09/25/2025 15:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:2909/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:55

FHP Troop A

COOK,RUSSELL

12/22/2025

402623828

FHP Troop A

COOK,RUSSELL,L

PYLE

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.077Control Test 04:51

0.000Air Blank 04:51

# 1 0.106Subject Sample 04:51

3.562Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.092Subject Sample 04:54

2.417Breath Volume 04:54

0.000Air Blank 04:55

0.077Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 09/25/2025 15:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3209/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

11:44

FHP Troop A

COOK,RUSSELL

12/22/2025

402623828

FHP Troop A

COOK,RUSSELL,L

JONES

08/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:21

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:22

0.077Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 09/25/2025 15:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2609/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:31

Crestview PD

SLICK,LOREN

06/27/2026

402783527

FHP Troop A

GROSS,BENJAMIN,E

KANE

09/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.076Control Test 22:29

0.000Air Blank 22:29

# 1 0.126Subject Sample 22:29

1.207Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.129Subject Sample 22:32

1.625Breath Volume 22:32

0.000Air Blank 22:33

0.075Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 10/31/2025 16:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4909/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:16

Niceville PD

JACKSON-GARCIA,TRISTAN

05/09/2028

403342588

Niceville PD

JACKSON-GARCIA,TRISTAN,A

DOWNING

09/10/2025

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

# 1 0.147Subject Sample 03:09

4.523Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.142Subject Sample 03:12

4.902Breath Volume 03:12

0.000Air Blank 03:12

0.077Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/10/2025 22:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4009/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:02

Niceville PD

JACKSON-GARCIA,TRISTAN

05/09/2028

403342588

Niceville PD

JACKSON-GARCIA,TRISTAN,A

CURRY

09/10/2025

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.078Control Test 02:02

0.000Air Blank 02:02

# 1 0.254Subject Sample 02:03

1.203Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.243Subject Sample 02:07

1.644Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 10/10/2025 22:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:2209/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:04

FHP Troop A

BABEL,NICHOLAS

03/06/2027

402987895

FHP Troop A

BABEL,NICHOLAS,S

URQUHART

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:44

# 1 0.165Subject Sample 21:44

1.738Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.168Subject Sample 21:47

2.656Breath Volume 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0209/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:41

FHP Troop A

BABEL,NICHOLAS

03/06/2027

402987895

FHP Troop A

BABEL,NICHOLAS,S

CALLEJAS CALLEJAS

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.081Control Test 23:10

0.000Air Blank 23:10

# 1 0.163Subject Sample 23:13

2.191Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 2 0.155Subject Sample 23:16

1.867Breath Volume 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:18

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0209/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:29

Suwannee County SO

ALLEN,WYATT

12/05/2026

31124080A1

Suwannee County SO

BARRS,RUSSELL,B

CASHMORE

09/22/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

# 1 0.160Subject Sample 23:27

3.679Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:29

# 2 0.160Subject Sample 23:30

3.136Breath Volume 23:30

0.000Air Blank 23:31

0.077Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:32

Data Download Date/Time: 10/14/2025 13:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:0209/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

16:35

FHP Troop B

SUMNER,NATHAN

06/05/2026

10124080A2

FHP Troop B

SUMNER,NATHAN,J

TOLEDO

08/27/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

# 1 0.000Subject Sample 18:48

1.160Breath Volume 18:48

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.000Subject Sample 18:51

2.289Breath Volume 18:51

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:53

Data Download Date/Time: 09/29/2025 01:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:4309/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:32

08:52

FHP Troop B

SUMNER,NATHAN

06/05/2026

10124080A2

FHP Troop B

SUMNER,NATHAN,J

PEREZ

08/27/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:54

0.000Air Blank 09:55

0.080Control Test 09:55

0.000Air Blank 09:55

# 1Subject Sample 09:56 Subject Test Refused

0.000Breath Volume 09:56

0.000Air Blank 09:56

0.079Control Test 09:57

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 09/29/2025 01:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000773CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1909/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:52

Lafayette County SO

HERRON,AUSTIN

06/05/2026

10124080A3

Lafayette County SO

MOSER,KENDRICK,L

MILTON

08/11/2025

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.051Subject Sample 01:27

1.488Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.052Subject Sample 01:30

3.042Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 09/30/2025 13:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:2509/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:05

FHP Troop B

WILLIAMS,RICHARD

03/05/2027

04125080A5

Columbia County SO

KOSKO,KRISTOPHER,R

XALAMIHUA SOTO

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.079Control Test 21:40

0.000Air Blank 21:40

# 1 0.330Subject Sample 21:42

2.625Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.306Subject Sample 21:45

1.328Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 3 0.312Subject Sample 21:49

1.511Breath Volume 21:49

0.000Air Blank 21:50

0.076Control Test 21:50

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 10/01/2025 10:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:2709/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:30

FHP Troop B

MARTIN,DANIEL

03/05/2027

04125080A5

FHP Troop B

MARTIN,DANIEL,M

MORIN

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.078Control Test 23:58

0.000Air Blank 23:59

# 2 0.205Subject Sample 23:59

2.156Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.202Subject Sample 00:03

1.871Breath Volume 00:03

0.000Air Blank 00:04

0.077Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:4509/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:24

FHP Troop B

FISHER,RYAN

03/05/2027

04125080A5

FHP Troop B

FISHER,RYAN,A

ORTEGA MONTALVO

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.079Control Test 20:46

0.000Air Blank 20:46

# 1 0.105Subject Sample 20:47

1.625Breath Volume 20:47

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.106Subject Sample 20:50

1.761Breath Volume 20:50

0.000Air Blank 20:50

0.078Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:2609/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:37

Lake City PD

HANSEN,ERIC

03/05/2027

04125080A5

Lake City PD

HANSEN,ERIC,M

BAKER

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 21:59

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:2109/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:34

Lake City PD

HANSEN,ERIC

03/05/2027

04125080A5

Lake City PD

HANSEN,ERIC,M

WESTON

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.078Control Test 21:56

0.000Air Blank 21:56

# 1 0.068Subject Sample 21:57

1.816Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.072Subject Sample 22:00

2.945Breath Volume 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:14:5209/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:25

10:25

Columbia County SO

HUMES,HEIDI

03/05/2027

04125080A5

Columbia County SO

HUMES,HEIDI,N

TRAN

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:06

0.000Air Blank 11:07

0.079Control Test 11:07

0.000Air Blank 11:08

# 1 0.189Subject Sample 11:10

2.070Breath Volume 11:10

0.000Air Blank 11:11

0.000Air Blank 11:12

# 2 0.186Subject Sample 11:13

2.171Breath Volume 11:13

0.000Air Blank 11:13

0.074Control Test 11:14 Control Outside Tolerance

0.000Air Blank 11:14

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0709/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:08

FHP Troop B

SINGLETRY,MATHEW

03/05/2027

04125080A5

FHP Troop B

SINGLETARY,MATHEW,C

GREENE

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:24

# 1 0.124Subject Sample 21:24

3.316Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.124Subject Sample 21:27

2.925Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:1109/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:40

Lake City PD

HANSEN,ERIC

03/05/2027

04125080A5

Lake City PD

HANSEN,ERIC,M

MANCUSO

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.079Control Test 19:07

0.000Air Blank 19:07

# 1Subject Sample 19:08 Subject Test Refused

0.000Breath Volume 19:08

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0609/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:41

Lake City PD

DANNUNZIO,MICHAEL

03/05/2027

04125080A5

Lake City PD

HANSEN,ERIC,M

LOPEZ MARTIN

08/27/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.077Control Test 23:26

0.000Air Blank 23:26

# 1 0.100Subject Sample 23:27

2.558Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.103Subject Sample 23:30

2.906Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 10/01/2025 10:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:5709/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:22

FHP Troop B

MARTIN,DANIEL

12/05/2026

31124080A1

FHP Troop B

MARTIN,DANIEL,M

MARTINEZ PEREZ

08/16/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.082Control Test 00:06

0.000Air Blank 00:06

# 1 0.056Subject Sample 00:07

1.320Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:09

# 2 0.055Subject Sample 00:10

1.667Breath Volume 00:10

0.000Air Blank 00:11

0.084Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 09/22/2025 20:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5109/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:15

Live Oak PD

PIERCE,MARK

12/05/2026

31124080A1

Live Oak PD

PIERCE,MARK,A

RODRIGUEZ HERNANDEZ

08/16/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:47

# 1 0.200Subject Sample 00:47

2.234Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.208Subject Sample 00:50

1.757Breath Volume 00:50

0.000Air Blank 00:51

0.079Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 09/22/2025 20:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:2009/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:59

FHP Troop A

HILL,ALONZO

04/01/2028

403308953

Chipley PD

SOLOMON,JR,

LOPEZ HERNANDEZ

08/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.081Control Test 22:20

0.000Air Blank 22:20

# 1 0.146Subject Sample 22:23 Volume Not Met

0.410Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.196Subject Sample 22:29 Volume Not Met

0.613Breath Volume 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 09/23/2025 14:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:1509/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:59

FHP Troop A

HILL,ALONZO

04/01/2028

403308953

Chipley PD

SOLOMON,JR,

LOPEZ HERNANDEZ

08/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

# 1 0.210Subject Sample 22:37

1.468Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:39

# 2 0.182Subject Sample 22:42 Volume Not Met

0.664Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 3 0.199Subject Sample 22:48 Volume Not Met

0.140Breath Volume 22:48

0.000Air Blank 22:49

0.077Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 09/23/2025 14:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5809/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:31

Washington County SO

TATE,AYDEN

04/01/2028

403308953

Washington County SO

THOMPSON,JOSEPH,M

MUNN

09/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.082Control Test 02:25

0.000Air Blank 02:26

# 1Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 10/30/2025 11:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:1009/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:24

14:24

FHP Troop A

ELMORE,TYLER

09/08/2026

402843437

FHP Troop A

BIGGS,JOSHUA,A

FRANKLIN

08/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:56

0.079Control Test 14:56

0.000Air Blank 14:56

# 1 0.153Subject Sample 14:57

2.734Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 14:59

# 2 0.140Subject Sample 15:00

3.316Breath Volume 15:00

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:02

OKDiagnostics Check 15:02

Data Download Date/Time: 09/23/2025 14:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:4409/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:26

Holmes County SO

FRENCH,CURTIS

09/08/2026

402843437

Holmes County SO

HERINGTON,STEPHEN,L

TINGLE

08/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:50

# 1 0.297Subject Sample 20:52

3.511Breath Volume 20:52

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.292Subject Sample 20:55

3.042Breath Volume 20:55

0.000Air Blank 20:55

0.079Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 09/23/2025 14:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:2109/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:45

FHP Troop A

SHIRAH,MIKAELA

09/08/2026

402843437

Bonifay PD

MALONEY,CHRISTOPHER,R

HOLMAN

09/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:27

# 1 0.147Subject Sample 01:28

1.386Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.147Subject Sample 01:31

2.441Breath Volume 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 10/15/2025 10:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1709/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:50

St. Lucie County SO

ALBA,CHRISTOPHER

02/05/2027

00925080A3

St. Lucie County SO

ALBA,CHRISTOPHER,

FOWLER

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.081Control Test 22:35

0.000Air Blank 22:35

# 1 0.170Subject Sample 22:35

2.460Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.171Subject Sample 22:38

2.558Breath Volume 22:38

0.000Air Blank 22:39

0.081Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 09/26/2025 11:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:2909/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:10

FHP Troop L

ACOSTA,ADAEL

02/05/2027

00925080A3

FHP Troop L

ACOSTA,ADAEL,

BOND

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.081Control Test 23:43

0.000Air Blank 23:43

# 1 0.285Subject Sample 23:44

1.839Breath Volume 23:44

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.278Subject Sample 23:46

1.648Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 09/26/2025 11:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:46:5509/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:37

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER

02/05/2027

00925080A3

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER,J

SPRUITENBURG

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:40

0.000Air Blank 08:41

0.082Control Test 08:41

0.000Air Blank 08:42

# 1 0.000Subject Sample 08:42

4.312Breath Volume 08:42

0.000Air Blank 08:42

0.000Air Blank 08:44

# 2 0.000Subject Sample 08:45

3.449Breath Volume 08:45

0.000Air Blank 08:46

0.080Control Test 08:46

0.000Air Blank 08:46

OKDiagnostics Check 08:46

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:2609/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:03

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN

02/05/2027

00925080A3

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

ANDRES

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

# 1 0.095Subject Sample 02:55 Volume Not Met

0.152Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2Subject Sample 03:00 Subject Test Refused

0.070Breath Volume 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:4809/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

00:36

St. Lucie County SO

QUAGLIA,ERIC

02/05/2027

00925080A3

Port St. Lucie PD

BYRD,TERANCE,A

CORDERO MELLA

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1 0.157Subject Sample 02:26

1.527Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.155Subject Sample 02:29

2.132Breath Volume 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:5409/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:55

St. Lucie County SO

NORUS,JEFFREY

02/05/2027

00925080A3

Fort Pierce PD

BYRD,TERANCE,A

WILSON

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:44

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

# 1 0.317Subject Sample 18:46

1.531Breath Volume 18:46

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.316Subject Sample 18:50

1.707Breath Volume 18:50

0.000Air Blank 18:50

0.080Control Test 18:51

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:1409/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:16

FHP Troop K

PIGG,JACOB

02/05/2027

00925080A3

FHP Troop K

DEMAGGIO,MATTHEW,R

MARTE-COSTELLO

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1 0.158Subject Sample 01:04

1.492Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.160Subject Sample 01:07

2.710Breath Volume 01:07

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4309/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:47

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

JONES

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

# 1 0.206Subject Sample 01:32

1.242Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.212Subject Sample 01:37

1.187Breath Volume 01:37

0.000Air Blank 01:37

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5809/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:13

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

THOMAS

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.116Subject Sample 00:54

1.906Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.119Subject Sample 00:57

1.714Breath Volume 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:0309/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:52

FHP Troop L

BEGANY,JOSHUA

02/05/2027

00925080A3

FHP Troop L

BEGANY,JOSHUA,M

GAO

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.081Control Test 21:34

0.000Air Blank 21:35

# 1 0.000Subject Sample 21:36

2.132Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2Subject Sample 21:38 RFI Detect

0.109Breath Volume 21:38

0.000Air Blank 21:39

0.081Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:40

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:1909/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:52

FHP Troop L

BEGANY,JOSHUA

02/05/2027

00925080A3

FHP Troop L

BEGANY,JOSHUA,M

GAO

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.081Control Test 21:44

0.000Air Blank 21:44

# 1 0.000Subject Sample 21:45

1.621Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.000Subject Sample 21:47

2.558Breath Volume 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:2409/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:29

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

GILLYARD

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1 0.046Subject Sample 01:14

3.406Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.045Subject Sample 01:16

3.722Breath Volume 01:16

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 09/26/2025 11:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1309/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:49

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

HENDERSON

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:39

0.000Air Blank 00:39

# 1 0.177Subject Sample 00:40

1.746Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.180Subject Sample 00:44

3.359Breath Volume 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 09/26/2025 11:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:5109/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:48

St. Lucie County SO

FISHEL,ROBERT

02/05/2027

00925080A3

St. Lucie County SO

WAITES,DEJAS,A

KLIPPSTEIN

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.081Control Test 21:41

0.000Air Blank 21:42

# 1 0.137Subject Sample 21:42

1.585Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:44

# 2 0.134Subject Sample 21:45

1.863Breath Volume 21:45

0.000Air Blank 21:45

0.080Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 09/26/2025 11:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:2009/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

07:35

FHP Troop K

RESTO,LUIS

02/05/2027

00925080A3

FHP Troop K

RESTO,LUIS,A

MIRANDA GUTIERREZ

08/07/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.081Control Test 20:03

0.000Air Blank 20:04

# 1 0.195Subject Sample 20:04

2.828Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.185Subject Sample 20:07

2.949Breath Volume 20:07

0.000Air Blank 20:08

0.079Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 09/26/2025 11:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:45:1809/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:30

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER

02/05/2027

00925080A3

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER,J

BENAVIDEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:32

0.081Control Test 17:32

0.000Air Blank 17:33

# 1 0.266Subject Sample 17:36 Volume Not Met

1.070Breath Volume 17:36

0.000Air Blank 17:37

0.000Air Blank 17:38

# 2 0.306Subject Sample 17:40

1.984Breath Volume 17:40

0.000Air Blank 17:41

0.000Air Blank 17:43

# 3 0.309Subject Sample 17:43

2.363Breath Volume 17:43

0.000Air Blank 17:44

0.078Control Test 17:44

0.000Air Blank 17:45

OKDiagnostics Check 17:45

Data Download Date/Time: 10/29/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1309/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:31

FHP Troop L

CAPUTO,TAYLOR

02/05/2027

00925080A3

FHP Troop L

ACOSTA,ADAEL,

JOSEPH

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

# 1 0.203Subject Sample 02:57

1.371Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.190Subject Sample 03:00

1.433Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 10/29/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0909/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:34

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

SUAREZ RODRIGUEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

Air Blank 03:20 RFI Detect

Air Blank 03:21 RFI Detect

Data Download Date/Time: 10/29/2025 12:58

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0909/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:34

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

SUAREZ RODRIGUEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.027Control Test 03:23 RFI Detect

Air Blank 03:24 RFI Detect

Data Download Date/Time: 10/29/2025 12:58

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3709/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:34

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

SUAREZ RODRIGUEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

Air Blank 03:26 RFI Detect

0.000Air Blank 03:26

Data Download Date/Time: 10/29/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3509/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:34

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

SUAREZ RODRIGUEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.082Control Test 03:29

0.000Air Blank 03:29

# 1 0.099Subject Sample 03:30

2.187Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.094Subject Sample 03:33

2.058Breath Volume 03:33

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 10/29/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:1409/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:56

Haines City PD

BRUNER,SEAN

05/28/2027

403056709

Haines City PD

BRUNER,SEAN,R

CONSTRANT

08/06/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

# 1Subject Sample 03:46 No Sample Provided

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2Subject Sample 03:51 No Sample Provided

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 09/12/2025 17:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:45:5109/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

13:59

Haines City PD

TURNER,LATORIAN

05/28/2027

403056709

Haines City PD

TURNER,LATORIAN,T

COYT COYT

08/06/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:39

0.000Air Blank 14:39

0.081Control Test 14:40

0.000Air Blank 14:40

# 1 0.383Subject Sample 14:41

2.101Breath Volume 14:41

0.000Air Blank 14:41

0.000Air Blank 14:43

# 2 0.393Subject Sample 14:44

1.878Breath Volume 14:44

0.000Air Blank 14:44

0.081Control Test 14:45

0.000Air Blank 14:45

OKDiagnostics Check 14:45

Data Download Date/Time: 09/12/2025 17:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:32:3409/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

11:00

Haines City PD

RODRIGUEZ,RICHARD

05/28/2027

403056709

Haines City PD

RODRIGUEZ,RICHARD,

ROSARIO

08/06/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:26

0.000Air Blank 11:27

0.082Control Test 11:27

0.000Air Blank 11:27

# 1 0.000Subject Sample 11:28

1.621Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.000Subject Sample 11:31

1.578Breath Volume 11:31

0.000Air Blank 11:31

0.080Control Test 11:31

0.000Air Blank 11:32

OKDiagnostics Check 11:32

Data Download Date/Time: 09/12/2025 17:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1909/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:46

Haines City PD

BRUNER,SEAN

05/28/2027

403056709

Haines City PD

BRUNER,SEAN,R

AYALA DELGADO

08/06/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

Air Blank 00:38 RFI Detect

0.000Air Blank 00:39

Data Download Date/Time: 09/12/2025 17:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4509/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:46

Haines City PD

BRUNER,SEAN

05/28/2027

403056709

Haines City PD

BRUNER,SEAN,R

AYALA DELGADO

08/06/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.308Subject Sample 00:51

1.714Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.307Subject Sample 00:55

1.945Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 09/12/2025 17:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:05:3309/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:36

11:36

Haines City PD

RODRIGUEZ,RICHARD

05/28/2027

403056709

Haines City PD

RODRIGUEZ,RICHARD,

LOZANO QUINTERO

08/06/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:59

0.000Air Blank 12:00

0.081Control Test 12:00

0.000Air Blank 12:01

# 1 0.000Subject Sample 12:01

1.625Breath Volume 12:01

0.000Air Blank 12:01

0.000Air Blank 12:03

# 2 0.000Subject Sample 12:04

1.433Breath Volume 12:04

0.000Air Blank 12:04

0.079Control Test 12:04

0.000Air Blank 12:05

OKDiagnostics Check 12:05

Data Download Date/Time: 09/12/2025 17:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2209/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

01:29

Haines City PD

TURNER,LATORIAN

05/28/2027

403056709

Haines City PD

TURNER,LATORIAN,T

ALVAREZ ROQUE

09/12/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.082Control Test 03:25

0.000Air Blank 03:25

# 1Subject Sample 03:29 No Sample Provided

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 09/15/2025 04:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:3509/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

19:16

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

THOMPSON

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:43

0.000Air Blank 19:43

0.079Control Test 19:44

0.000Air Blank 19:44

# 1 0.120Subject Sample 19:46

1.558Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.128Subject Sample 19:49

2.082Breath Volume 19:49

0.000Air Blank 19:49

0.078Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1009/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:59

Citrus County SO

DAVIS,J

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

JONES

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.078Control Test 00:51

0.000Air Blank 00:51

# 1 0.182Subject Sample 00:53

1.167Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2Subject Sample 00:58 Subject Test Refused

0.000Breath Volume 00:58

0.000Air Blank 00:59

0.078Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:4109/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

19:18

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

GEIST

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:02

# 1 0.000Subject Sample 20:02

1.687Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.000Subject Sample 20:06

1.750Breath Volume 20:06

0.000Air Blank 20:06

0.077Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:5909/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:44

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

SMITH

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

Air Blank 22:31 RFI Detect

0.000Air Blank 22:31

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:2209/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:44

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

SMITH

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

# 1 0.095Subject Sample 22:35

2.910Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.093Subject Sample 22:38

2.816Breath Volume 22:38

0.000Air Blank 22:39

0.077Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1509/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:50

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

BALISZEWSKI

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.079Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5809/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:40

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

DONAHOE

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:08

# 1 0.249Subject Sample 04:08

3.859Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.248Subject Sample 04:11

2.238Breath Volume 04:11

0.000Air Blank 04:12

0.070Control Test 04:12 Control Outside Tolerance

0.000Air Blank 04:12

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5209/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:37

Citrus County SO

FERRER,FRANCISCO

10/05/2026

232492

Citrus County SO

FERRER,FRANCISCO,A

BLYTHE

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

# 1 0.184Subject Sample 22:38

2.605Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.180Subject Sample 22:41

2.292Breath Volume 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0609/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:05

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

ROBBINS

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:01

# 1Subject Sample 23:01 Subject Test Refused

0.000Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1509/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

22:30

FHP Troop C

MELANSON,B

10/05/2026

232492

FHP Troop C

LANE,STEVEN,M

LANE

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:29

# 1 0.140Subject Sample 00:30

3.949Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.126Subject Sample 00:33

2.406Breath Volume 00:33

0.000Air Blank 00:34

0.077Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5709/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:55

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

CALLAWAY

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.078Control Test 01:41

0.000Air Blank 01:41

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:57:5309/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:09

10:09

CCA Citrus

CERNICH,JAMES

10/05/2026

232492

Citrus County SO

POSTLETHWAITE,ROLANDA,C

AKONWAH

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:49

0.000Air Blank 10:50

0.078Control Test 10:50

0.000Air Blank 10:51

# 1 0.342Subject Sample 10:52

2.074Breath Volume 10:52

0.000Air Blank 10:53

0.000Air Blank 10:55

# 2 0.323Subject Sample 10:56

1.351Breath Volume 10:56

0.000Air Blank 10:56

0.078Control Test 10:57

0.000Air Blank 10:57

OKDiagnostics Check 10:57

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:1309/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:13

Citrus County SO

HUNTER,D

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

CANDELARIO

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

Air Blank 23:15 RFI Detect

0.000Air Blank 23:16

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:1009/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:30

CCA Citrus

ARMONI,J

10/05/2026

232492

Citrus County SO

BROWN,JEFFERY,P

ALANIS

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:32

# 1 0.135Subject Sample 02:35

1.566Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.126Subject Sample 02:39

1.843Breath Volume 02:39

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 09/26/2025 03:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4509/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:44

FHP Troop C

REDWAN,ALFREDO

10/05/2026

232492

FHP Troop C

PAGE,MICHAEL,T

PAGE

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

# 1 0.125Subject Sample 20:40

2.796Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.127Subject Sample 20:43

2.246Breath Volume 20:43

0.000Air Blank 20:43

0.078Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 09/26/2025 03:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2609/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

11:53

FFWCC (Lake City)

JOVANOV,MICHAEL

10/05/2026

232492

FFWCC (Lake City)

JOVANOV,MICHAEL,N

COTE

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.078Control Test 01:06

0.000Air Blank 01:06

# 1 0.108Subject Sample 01:09 Volume Not Met

0.925Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.133Subject Sample 01:12

1.546Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 3 0.139Subject Sample 01:15

2.335Breath Volume 01:15

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 09/26/2025 03:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:1609/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:40

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

VENTIMIGLIA

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.079Control Test 20:25

0.000Air Blank 20:25

# 1 0.190Subject Sample 20:26

1.171Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.196Subject Sample 20:30

1.664Breath Volume 20:30

0.000Air Blank 20:31

0.077Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 09/26/2025 03:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2209/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:00

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

AFFOLTER

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 09/26/2025 03:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2709/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:50

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

PATRICK

08/29/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.210Subject Sample 02:41

3.011Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.197Subject Sample 02:44

3.183Breath Volume 02:44

0.000Air Blank 02:45

0.071Control Test 02:45 Control Outside Tolerance

0.000Air Blank 02:46

Data Download Date/Time: 09/26/2025 03:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5509/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:21

CCA Citrus

YAMANI,EL

10/05/2026

25024080A3

Citrus County SO

RUSS,TIMOTHY,B

SPRAGUE

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.079Control Test 00:38

0.000Air Blank 00:38

# 1 0.125Subject Sample 00:39

1.734Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.123Subject Sample 00:42

1.484Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0009/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:47

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

INGERSOLL

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.078Control Test 23:39

0.000Air Blank 23:39

# 1 0.261Subject Sample 23:40

1.281Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 2 0.248Subject Sample 23:43

1.777Breath Volume 23:43

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:45

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:5509/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:09

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

WICKER

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

# 1 0.223Subject Sample 01:53

2.003Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:55

# 2 0.220Subject Sample 01:56

1.683Breath Volume 01:56

0.000Air Blank 01:57

0.077Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:1609/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:45

CCA Citrus

MARTIN,A

10/05/2026

232492

Citrus County SO

BROWN,JEFFERY,P

DEHESA

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:3209/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:30

FFWCC (Lake City)

JOVANOV,MICHAEL

10/05/2026

232492

FFWCC (Lake City)

JOVANOV,MICHAEL,N

BOND

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.112Subject Sample 01:40

2.386Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.105Subject Sample 01:45

1.460Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:00:3709/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:35

11:47

Citrus County SO

BLOTZ,G

10/05/2026

232492

Citrus County SO

TETER,ETHAN,D

TETER

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:55

0.000Air Blank 12:56

0.079Control Test 12:56

0.000Air Blank 12:57

# 1Subject Sample 13:00 Sequence Aborted

0.000Breath Volume 13:00

0.000Air Blank 13:00

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:4609/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:35

11:47

Citrus County SO

BLOTZ,G

10/05/2026

25024080A3

Citrus County SO

TETER,ETHAN,D

TETER

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:03

0.000Air Blank 13:04

0.078Control Test 13:04

0.000Air Blank 13:05

# 1 0.139Subject Sample 13:08

1.972Breath Volume 13:08

0.000Air Blank 13:08

0.000Air Blank 13:10

# 2 0.133Subject Sample 13:12

1.535Breath Volume 13:12

0.000Air Blank 13:12

0.079Control Test 13:13

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:1709/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:45

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

FERGUSON

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:24

0.000Air Blank 19:25

0.079Control Test 19:25

Air Blank 19:25 RFI Detect

0.000Air Blank 19:26

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:3009/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:45

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

FERGUSON

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:28

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:29

# 1Subject Sample 19:30 Subject Test Refused

0.000Breath Volume 19:30

0.000Air Blank 19:30

0.079Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3509/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:25

Mascotte PD

SOTO,A

12/05/2026

32324080A2

Mascotte PD

SOTO,A,

BAMACA CINTO

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:33

# 1 0.126Subject Sample 03:34

1.835Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.130Subject Sample 03:37

2.914Breath Volume 03:37

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 09/23/2025 12:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5909/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:40

Mount Dora PD

EDMUNDSON,A

11/05/2025

28423080A4

Clermont PD

RIVERA,J,

FLYNN

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.082Control Test 22:34

0.000Air Blank 22:35

# 1 0.209Subject Sample 22:36

1.250Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.231Subject Sample 22:39

1.679Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:41

# 3 0.217Subject Sample 22:42

2.906Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2209/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:41

Eustis PD

DOUGLAS,JORDAN

11/05/2025

28423080A4

Groveland PD

PARKER,STEPHEN,V

CARRIO COSS

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:50

# 1 0.146Subject Sample 03:50

2.175Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.143Subject Sample 03:53

2.433Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0909/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:40

FHP Troop D

RILEY,BRANDON

12/05/2026

32324080A2

FHP Troop D

RILEY,BRANDON,J

WILLARD

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.082Control Test 23:11

0.000Air Blank 23:12

# 1 0.044Subject Sample 23:12

1.636Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.045Subject Sample 23:15

1.375Breath Volume 23:15

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5309/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:25

Fruitland Park PD

ALLEN SWEET,B

12/05/2026

32324080A2

Fruitland Park PD

ALLEN SWEET,B,

SNYDER

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:05

# 1 0.026Subject Sample 04:06

2.132Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2Subject Sample 04:09 RFI Detect

2.175Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:4009/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

03:25

Fruitland Park PD

ALLEN SWEET,B

12/05/2026

32324080A2

Fruitland Park PD

ALLEN SWEET,B,

SNYDER

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.081Control Test 05:27

0.000Air Blank 05:27

# 1 0.000Subject Sample 05:28

2.226Breath Volume 05:28

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.000Subject Sample 05:31

2.152Breath Volume 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0709/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:20

Mount Dora PD

RIVERA,J

11/05/2025

28423080A4

Mount Dora PD

RIVERA,J,

PEREZ ESCALANTE

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.082Control Test 03:36

0.000Air Blank 03:37

# 1 0.216Subject Sample 03:37

2.730Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.211Subject Sample 03:40

2.351Breath Volume 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3509/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:52

Fruitland Park PD

GARCIA,K

12/05/2026

32324080A2

Mount Dora PD

ALLEN SWEET,B,

COLON

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.082Control Test 01:27

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:28

2.582Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.000Subject Sample 01:31

2.429Breath Volume 01:31

0.000Air Blank 01:31

0.081Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3409/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:09

Fruitland Park PD

BUZZARD,B

12/05/2026

32324080A2

Mount Dora PD

ALLEN SWEET,B,

ROTARIUS

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1 0.245Subject Sample 01:01

2.531Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.224Subject Sample 01:04

1.406Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 3 0.231Subject Sample 01:08

1.597Breath Volume 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4209/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

01:58

Clermont PD

DION,BRIANNA

12/05/2026

32324080A2

Clermont PD

DION,BRIANNA,M

GONZALEZ

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

# 1 0.078Subject Sample 04:53 Volume Not Met

0.640Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 2 0.089Subject Sample 04:58

1.644Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 3 0.098Subject Sample 05:01

1.496Breath Volume 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:0609/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

07:04

Lady Lake PD

MURPHY,JEREMIAH

11/05/2025

28423080A4

Mount Dora PD

HAYES,AMANDA,L

WALKER

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:53

0.000Air Blank 07:54

0.082Control Test 07:54

0.000Air Blank 07:54

# 1Subject Sample 07:56 Subject Test Refused

0.000Breath Volume 07:56

0.000Air Blank 07:57

0.082Control Test 07:57

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:1309/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:30

Eustis PD

SAMMUT,WILLIAM

12/05/2026

32324080A2

Lake County SO

PERRY,WAYNE,G

DUMAY

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.082Control Test 01:44

0.000Air Blank 01:45

# 1 0.000Subject Sample 01:46

2.207Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.000Subject Sample 01:49

2.523Breath Volume 01:49

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:5109/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:49

Eustis PD

HIEROA,FROY

11/05/2025

28423080A4

Eustis PD

PARKER,STEPHEN,V

BENNETT

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.082Control Test 03:22

0.000Air Blank 03:22

# 1 0.232Subject Sample 03:24

1.644Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.235Subject Sample 03:28

2.312Breath Volume 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:3509/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:21

Clermont PD

BARAJAS,B

12/05/2026

32324080A2

Mascotte PD

LOUISSAINT,ROBERT,P

JOLICOEUR

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:39

# 1Subject Sample 21:39 Subject Test Refused

0.000Breath Volume 21:39

0.000Air Blank 21:39

0.081Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:2709/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:15

Lake County SO

HANSROTH,JON

11/05/2025

28423080A4

Lake County SO

KALISZEWSKI,RONALD,J

BETLER

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.081Control Test 23:57

Air Blank 23:57 RFI Detect

0.000Air Blank 23:58

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3209/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:15

Lake County SO

HANSROTH,JON

11/05/2025

28423080A4

Lake County SO

KALISZEWKSI,RONALD,J

BETLER

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:02

# 1 0.144Subject Sample 00:02

1.859Breath Volume 00:02

Air Blank 00:03 RFI Detect

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:0909/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:15

Lake County SO

HANSROTH,JON

11/05/2025

28423080A4

Lake County SO

KALISZEWSKI,RONALD,J

BETLER

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.145Subject Sample 00:08

1.914Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.142Subject Sample 00:11

2.304Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 09/23/2025 12:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2209/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:32

Clermont PD

INOA,A

12/05/2026

32324080A2

Clermont PD

BUSHONG,NICOLE,R

RUGGIERO

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.176Subject Sample 23:47

1.523Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.180Subject Sample 23:50

1.156Breath Volume 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 09/23/2025 12:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:5809/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

03:17

Eustis PD

EDWARDS,NATASHA

11/05/2025

28423080A4

Lake County SO

PARKER,STEPHEN,V

WEINGARTEN

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.222Subject Sample 05:18

5.285Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:20

# 2 0.219Subject Sample 05:21

4.714Breath Volume 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 09/23/2025 12:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3809/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:40

Eustis PD

DOUGLAS,ASHLEY

11/05/2025

28423080A4

Lake County SO

PARKER,STEPHEN,V

BARREZUETA REYES

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

# 1 0.193Subject Sample 01:35

2.550Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.179Subject Sample 01:38

1.648Breath Volume 01:38

0.000Air Blank 01:38

0.080Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 09/23/2025 12:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:4309/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:01

Eustis PD

EICHENLAUB,KEVIN

12/05/2026

32324080A2

Eustis PD

RAPP,ERIC,G

CRUZ VILLELA

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:00

# 1Subject Sample 02:03 No Sample Provided

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.281Subject Sample 02:07

3.316Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 3 0.262Subject Sample 02:12

2.277Breath Volume 02:12

0.000Air Blank 02:12

0.081Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 09/23/2025 12:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3209/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:33

Fruitland Park PD

MEYER,PHILIP

12/05/2026

32324080A2

Fruitland Park PD

MEYER,PHILIP,J

WHITEHEAD

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:22

0.082Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2609/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:32

Eustis PD

MURRAY,CHANTAL

12/05/2026

32324080A2

Eustis PD

RAPP,ERIC,G

RIVERA

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

Air Blank 03:23 RFI Detect

0.000Air Blank 03:24

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:4309/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:32

Eustis PD

MURRAY,CHANTAL

12/05/2026

32324080A2

Eustis PD

RAPP,ERIC,G

RIVERA

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:26

# 1 0.127Subject Sample 03:28

1.628Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.133Subject Sample 03:31

2.492Breath Volume 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:0109/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:05

Lady Lake PD

BURNS,J

12/05/2026

32324080A2

Lady Lake PD

BURNS,J,J

MATHIEU

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:11

0.081Control Test 16:11

0.000Air Blank 16:12

# 1 0.121Subject Sample 16:13

1.214Breath Volume 16:13

0.000Air Blank 16:13

0.000Air Blank 16:15

# 2 0.116Subject Sample 16:16

1.496Breath Volume 16:16

0.000Air Blank 16:17

0.080Control Test 16:17

0.000Air Blank 16:17

OKDiagnostics Check 16:18

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1209/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:21

Fruitland Park PD

ALLEN SWEET,B

12/05/2026

32324080A2

Fruitland Park PD

ALLEN SWEET,B,

FARLOW

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.082Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:45:1409/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:35

Eustis PD

SELEY,BRAD

11/05/2025

28423080A4

Fruitland Park PD

PARKER,STEPHEN,V

MITCHELL

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:41

0.000Air Blank 12:42

0.081Control Test 12:42

0.000Air Blank 12:43

# 1Subject Sample 12:43 Interferent Detect

2.726Breath Volume 12:43

0.000Air Blank 12:44

0.081Control Test 12:44

0.000Air Blank 12:45

OKDiagnostics Check 12:45

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:51:4809/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:35

Eustis PD

SELEY,BRAD

11/05/2025

28423080A4

Fruitland Park PD

PARKER,STEPHEN,V

MITCHELL

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:48

0.000Air Blank 12:48

0.081Control Test 12:49

0.000Air Blank 12:49

# 1Subject Sample 12:50 Interferent Detect

1.621Breath Volume 12:50

0.000Air Blank 12:50

0.082Control Test 12:51

0.000Air Blank 12:51

OKDiagnostics Check 12:51

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:16:5509/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:12

11:51

Lake County SO

SELEY,BRAD

12/05/2026

32324080A2

Fruitland Park PD

CHESSHER,SANDRA,W

MITCHELL

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:13

0.000Air Blank 14:14

0.082Control Test 14:14

0.000Air Blank 14:15

# 1Subject Sample 14:15 Interferent Detect

2.062Breath Volume 14:15

0.000Air Blank 14:16

0.082Control Test 14:16

0.000Air Blank 14:16

OKDiagnostics Check 14:16

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4009/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:26

Lady Lake PD

TISDELL,M

12/05/2026

32324080A2

Lady Lake PD

TISDELL,M,S

ATKINSON

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.082Control Test 03:19

0.000Air Blank 03:19

# 1 0.007Subject Sample 03:20

2.476Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.000Subject Sample 03:23

1.316Breath Volume 03:23

0.000Air Blank 03:23

0.082Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:2709/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:55

FHP Troop D

RILEY,BRANDON

11/05/2025

28423080A4

FHP Troop D

RILEY,BRANDON,J

CISNEROS

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:32

# 1 0.132Subject Sample 21:33

1.523Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.121Subject Sample 21:35

1.988Breath Volume 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 09/23/2025 12:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3809/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:55

Mount Dora PD

RIVERA,J

11/05/2025

28423080A4

Mount Dora PD

RIVERA,J,

HAGEN

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

# 1 0.097Subject Sample 00:44 Volume Not Met

0.722Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2Subject Sample 00:49 Subject Test Refused

0.437Breath Volume 00:49

0.000Air Blank 00:49

0.078Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 09/23/2025 12:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2209/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:24

Mount Dora PD

EDWARDS,N

11/05/2025

28423080A4

Lake County SO

RIVERA,J,

SEGOVIA

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.191Subject Sample 01:10

1.906Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.206Subject Sample 01:14

2.726Breath Volume 01:14

0.000Air Blank 01:15

0.078Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 09/23/2025 12:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:4009/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:10

Mount Dora PD

RIVERA,J

11/05/2025

28423080A4

Mount Dora PD

RIVERA,J,

RANDAZZO

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1 0.000Subject Sample 03:10

1.613Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.000Subject Sample 03:13

2.992Breath Volume 03:13

0.000Air Blank 03:13

0.081Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 09/23/2025 12:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2709/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:44

Leesburg PD

PASCUAL,DYLIN

11/05/2025

28423080A4

Leesburg PD

CROWE,SCOTT,M

LOCKHART

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:04

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 09/23/2025 12:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:5109/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

02:17

Mount Dora PD

RIVERA,J

11/05/2025

28423080A4

Mount Dora PD

RIVERA,J,

RINGQUIST

08/25/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:58

0.000Air Blank 05:59

0.080Control Test 05:59

0.000Air Blank 06:00

# 1 0.101Subject Sample 06:00

3.347Breath Volume 06:00

0.000Air Blank 06:01

0.000Air Blank 06:03

# 2 0.093Subject Sample 06:04

2.011Breath Volume 06:04

0.000Air Blank 06:04

0.079Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 09/23/2025 12:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1709/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:42

Mount Dora PD

SCHELL,A.

11/05/2025

28423080A4

Mount Dora PD

RIVERA,J.,

HAMLIN

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.079Control Test 01:23

0.000Air Blank 01:23

# 1 0.151Subject Sample 01:24

1.949Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.153Subject Sample 01:27

2.617Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 10/27/2025 11:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3309/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:13

Leesburg PD

PASCUAL,DYLIN

11/05/2025

28423080A4

Leesburg PD

CROWE,SCOTT,M

RIOS TORRES

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.081Subject Sample 03:33

2.023Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.078Subject Sample 03:36

2.082Breath Volume 03:36

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4509/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:49

Fruitland Park PD

BUEHLER,ANTHONY

11/05/2025

28423080A4

Fruitland Park PD

MEYER,PHILIP,J

CAMPBELL

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

# 1 0.179Subject Sample 03:46

3.667Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.177Subject Sample 03:49

3.828Breath Volume 03:49

0.000Air Blank 03:49

0.080Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:5609/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:30

Marion County SO

YOUNG,ROBERT

04/10/2028

403318190

Marion County SO

YOUNG,ROBERT,A

MIKOLAJ

08/27/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

# 1 0.150Subject Sample 18:48

1.492Breath Volume 18:48

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.159Subject Sample 18:51

1.562Breath Volume 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 09/19/2025 16:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:1509/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:35

Marion County SO

SANTANA,D

04/10/2028

403318190

Marion County SO

YOUNG,ROBERT,A

ROBBINS

08/27/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.079Control Test 19:39

0.000Air Blank 19:40

# 1Subject Sample 19:40 RFI Detect

0.000Breath Volume 19:40

Air Blank 19:40 RFI Detect

0.000Air Blank 19:41

Data Download Date/Time: 09/19/2025 16:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:0809/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:32

Marion County SO

SANTANA,D

04/10/2028

403318190

Marion County SO

YOUNG,ROBERT,A

ROBBINS

08/27/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.080Control Test 19:44

Air Blank 19:44 RFI Detect

Air Blank 19:45 RFI Detect

Data Download Date/Time: 09/19/2025 16:40

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4809/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:15

Martin County SO

CERNUTO,MATTHEW

12/05/2026

31124080A2

FHP Troop L

DUNLOP,MATTHEW,J

VICTORIN

08/21/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.078Control Test 00:36

0.000Air Blank 00:37

# 1 0.111Subject Sample 00:37

1.957Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.106Subject Sample 00:41

1.929Breath Volume 00:41

0.000Air Blank 00:41

0.078Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 09/17/2025 22:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5609/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:27

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

MIJARES MARTINEZ

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.078Control Test 04:34

0.000Air Blank 04:34

# 1 0.155Subject Sample 04:37

1.687Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:39

# 2 0.164Subject Sample 04:41

1.230Breath Volume 04:41

0.000Air Blank 04:41

0.076Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 10/15/2025 19:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4309/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:15

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

JOHNSON

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

# 1 0.156Subject Sample 01:22

2.523Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.153Subject Sample 01:25

2.101Breath Volume 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4509/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:53

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

LUCAS LOPEZ

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.223Subject Sample 02:04

1.726Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.221Subject Sample 02:07

2.691Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:3609/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:46

16:46

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

KASPROWICZ

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:07

0.080Control Test 17:07

0.000Air Blank 17:08

# 1 0.258Subject Sample 17:08

1.351Breath Volume 17:08

0.000Air Blank 17:09

0.000Air Blank 17:11

# 2 0.244Subject Sample 17:13

1.558Breath Volume 17:13

0.000Air Blank 17:13

0.080Control Test 17:13

0.000Air Blank 17:14

OKDiagnostics Check 17:14

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:0609/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:21

Panama City Beach PD

DAVIS,LEANDRA

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BARBER

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1 0.148Subject Sample 01:47

1.199Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.156Subject Sample 01:51

1.515Breath Volume 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4809/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:09

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

SURRATT

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.079Control Test 02:30

0.000Air Blank 02:30

# 1 0.296Subject Sample 02:30

1.371Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.293Subject Sample 02:34

1.921Breath Volume 02:34

0.000Air Blank 02:34

0.079Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:3509/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

19:41

Panama City Beach PD

DAVIS,LEANDRA

03/25/2027

403005538

Panama City Beach PD

OSS,ROBERT,R

ARMSTRONG

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:03

0.080Control Test 20:03

0.000Air Blank 20:04

# 1 0.172Subject Sample 20:04

1.906Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.178Subject Sample 20:08

1.789Breath Volume 20:08

0.000Air Blank 20:08

0.079Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:2209/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:08

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

JONES

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.080Control Test 23:29

0.000Air Blank 23:29

# 1 0.197Subject Sample 23:30

2.488Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.203Subject Sample 23:34

2.265Breath Volume 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:21:5509/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:55

15:50

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

PRICE

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:15

0.000Air Blank 16:16

0.080Control Test 16:16

0.000Air Blank 16:16

# 1 0.059Subject Sample 16:17

2.625Breath Volume 16:17

0.000Air Blank 16:18

0.000Air Blank 16:19

# 2 0.055Subject Sample 16:20

1.746Breath Volume 16:20

0.000Air Blank 16:21

0.080Control Test 16:21

0.000Air Blank 16:21

OKDiagnostics Check 16:21

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3809/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:44

Panama City Beach PD

HOLMES,KYLE

03/25/2027

403005538

Panama City PD

MOSS,ROBERT,R

LAUDERDALE

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1 0.278Subject Sample 21:43

2.171Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.268Subject Sample 21:46

2.316Breath Volume 21:46

0.000Air Blank 21:46

0.081Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 09/19/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3809/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

21:21

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

CASTLEBERRY TYSON

08/20/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:42

0.000Air Blank 21:42

# 1 0.224Subject Sample 21:43

2.636Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.220Subject Sample 21:46

2.386Breath Volume 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 09/19/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1909/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:58

FHP Troop A

BROWN,RYAN

03/25/2027

403005538

FHP Troop A

BROWN,RYAN,W

BREWER

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

# 1 0.195Subject Sample 23:22

1.519Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3209/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:58

FHP Troop A

BROWN,RYAN

03/25/2027

403005538

FHP Troop A

BROWN,RYAN,W

BREWER

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

# 1 0.159Subject Sample 23:49 Volume Not Met

0.433Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:51

# 2 0.180Subject Sample 23:53

1.187Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 3 0.158Subject Sample 23:58 Volume Not Met

0.136Breath Volume 23:58

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:4209/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:58

FHP Troop A

BROWN,RYAN

03/25/2027

403005538

FHP Troop A

BROWN,RYAN,W

BREWER

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:04

# 1 0.177Subject Sample 00:07

1.593Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.187Subject Sample 00:11

1.140Breath Volume 00:11

0.000Air Blank 00:11

0.078Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2709/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:20

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

EZELL

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:41

0.000Air Blank 02:41

# 1 0.000Subject Sample 02:42

1.777Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.000Subject Sample 02:45

1.527Breath Volume 02:45

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:0009/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:31

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

TURNAGE

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.080Control Test 21:05

0.000Air Blank 21:05

# 1 0.151Subject Sample 21:07

1.285Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:09

# 2 0.160Subject Sample 21:12

1.839Breath Volume 21:12

0.000Air Blank 21:13

0.080Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:14

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5809/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

21:04

Panama City Beach PD

MCKEEBY,WADE

03/25/2027

403005538

Panama City Beach PD

MCKEEBY,WADE,S

JIMMERSON

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

# 1 0.125Subject Sample 21:49

1.679Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.123Subject Sample 21:52

1.582Breath Volume 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:2209/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:52

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BROWNLOW

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

# 1 0.219Subject Sample 03:14

1.207Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.211Subject Sample 03:17

1.632Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:4909/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

18:00

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

PAGE

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.080Control Test 18:21

0.000Air Blank 18:22

# 1 0.000Subject Sample 18:22

1.640Breath Volume 18:22

0.000Air Blank 18:22

0.000Air Blank 18:25

# 2 0.000Subject Sample 18:25

1.808Breath Volume 18:25

0.000Air Blank 18:25

0.079Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3509/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:22

Panama City PD

STALNAKER,TEDDY

02/24/2028

2403278599

Panama City PD

STALNAKER,TEDDY,L

HOUSTON

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.097Subject Sample 01:57

1.507Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.102Subject Sample 02:00

1.324Breath Volume 02:00

0.000Air Blank 02:00

0.079Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:4209/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:12

Panama City PD

CUMBIE,JAMES

02/24/2028

2403278599

Panama City PD

HOLMES,KYLE,F

PHILLIPS

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

# 1 0.205Subject Sample 23:41

1.921Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.221Subject Sample 23:45

1.675Breath Volume 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:3209/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:09

Panama City PD

NELSON,JADEN

02/24/2028

2403278599

Panama City PD

COSME,MATTHEW,A

MOODY

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.080Control Test 03:45

0.000Air Blank 03:45

# 1 0.000Subject Sample 03:46

1.613Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.000Subject Sample 03:49

1.250Breath Volume 03:49

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:2809/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:11

Panama City PD

NELSON,JADEN

02/24/2028

2403278599

Panama City PD

STALNAKER,DILLON,L

COOK

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:44

0.000Air Blank 01:44

# 1 0.096Subject Sample 01:47 Volume Not Met

0.015Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.097Subject Sample 01:51

2.039Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 3 0.092Subject Sample 01:55

1.148Breath Volume 01:55

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5009/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:01

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

WILSON

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.080Control Test 22:59

0.000Air Blank 22:59

# 1Subject Sample 23:00 Subject Test Refused

0.000Breath Volume 23:00

0.000Air Blank 23:00

0.080Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:48:5809/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:47

Cape Coral PD

MARQUEZ,UDUANYS

11/05/2026

26824080A1

Cape Coral PD

LOPEZ,FRANKIE,R

HOBBIC

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:42

0.000Air Blank 15:42

0.081Control Test 15:42

0.000Air Blank 15:43

# 1 0.000Subject Sample 15:44

1.484Breath Volume 15:44

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.000Subject Sample 15:47

1.925Breath Volume 15:47

0.000Air Blank 15:48

0.081Control Test 15:48

0.000Air Blank 15:48

OKDiagnostics Check 15:48

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:0009/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:23

Cape Coral PD

WALLACE,NICHOLAS

11/05/2026

26824080A1

Cape Coral PD

GINTER,ERIC,M

CABRERA GUILLEN

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.239Subject Sample 23:10

2.355Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.241Subject Sample 23:13

2.433Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:15

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:1609/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:18

Cape Coral PD

CRUZ,W

11/05/2026

26824080A1

Cape Coral PD

STANKOSKY,D,

PEREZ CARDENAS

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.081Control Test 03:01

0.000Air Blank 03:01

# 1 0.122Subject Sample 03:04 Volume Not Met

0.945Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.128Subject Sample 03:08

2.953Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 3 0.129Subject Sample 03:11

2.484Breath Volume 03:11

0.000Air Blank 03:12

0.078Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4009/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:21

Cape Coral PD

ALLEN,TASHA

11/05/2026

26824080A1

Cape Coral PD

ALLEN,TASHA,L

DUNWODY

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

# 1 0.000Subject Sample 00:09

4.082Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2Subject Sample 00:12 RFI Detect

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2009/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:21

Cape Coral PD

ALLEN,TASHA

11/05/2026

26824080A1

Cape Coral PD

ALLEN,TASHA,L

DUNWODY

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

# 1 0.000Subject Sample 00:36

3.968Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.000Subject Sample 00:39

4.273Breath Volume 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:3509/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:35

Cape Coral PD

GREENUP,RONNY

11/05/2026

26824080A1

Cape Coral PD

GREENUP,RONNY,

BARRAN

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:26

# 1 0.138Subject Sample 00:27

2.609Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.135Subject Sample 00:30

2.472Breath Volume 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5309/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:23

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

SUTHERLAND

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.000Subject Sample 01:07

3.050Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.000Subject Sample 01:10

3.035Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0209/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:40

Cape Coral PD

CAMPOS,ABRIL

11/05/2026

26824080A1

Cape Coral PD

HOULIHAN,RILEY,C

RUIZ NOLASCO

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.130Subject Sample 00:24

2.554Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.122Subject Sample 00:28

2.113Breath Volume 00:28

0.000Air Blank 00:29

0.081Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:30

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5109/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:08

Cape Coral PD

GREENUP,RONNY

11/05/2026

26824080A1

Cape Coral PD

GREENUP,RONNY,

RAMOS NAVARRO

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1 0.106Subject Sample 01:48

1.722Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.109Subject Sample 01:52

1.382Breath Volume 01:52

0.000Air Blank 01:52

0.081Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0409/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:03

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

OSPINA

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:47

# 1 0.097Subject Sample 02:49

1.250Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.100Subject Sample 02:53

1.187Breath Volume 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:55

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1209/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:33

Cape Coral PD

DELIGNY,JONATHAN

11/05/2026

26824080A1

Cape Coral PD

DENNIS,JONATHAN,R

ARANA

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.052Subject Sample 03:20

2.988Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.053Subject Sample 03:23

3.421Breath Volume 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:0509/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:47

Cape Coral PD

HOULIHAN,RILEY

11/05/2026

26824080A1

Cape Coral PD

HOULIHAN,RILEY,C

CRUZ MENDEZ

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:25

0.081Control Test 05:25

0.000Air Blank 05:26

# 1 0.187Subject Sample 05:27

2.765Breath Volume 05:27

Air Blank 05:27 RFI Detect

0.000Air Blank 05:28

0.081Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:5809/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:47

Cape Coral PD

HOULIAN,RILEY

11/05/2026

26824080A1

Cape Coral PD

HOULIHAN,RILEY,C

CRUZ MENDEZ

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.081Control Test 05:32

0.000Air Blank 05:32

# 1 0.182Subject Sample 05:33

2.117Breath Volume 05:33

Air Blank 05:33 RFI Detect

0.000Air Blank 05:34

0.081Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:0409/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:47

Cape Coral PD

HOULIHAN,RILEY

11/05/2026

26824080A1

Cape Coral PD

HOULIHAN,RILEY,C

CRUZ MENDEZ

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:37

0.081Control Test 05:37

0.000Air Blank 05:38

# 1 0.178Subject Sample 05:38

2.269Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2 0.181Subject Sample 05:41

2.968Breath Volume 05:41

0.000Air Blank 05:42

0.081Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:43

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:15:3409/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:19

Cape Coral PD

MARTINI,RYAN

11/05/2026

26824080A1

Cape Coral PD

MARTINI,RYAN,H

BEYERLEIN

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:08

0.000Air Blank 18:08

0.080Control Test 18:08

0.000Air Blank 18:09

# 1 0.124Subject Sample 18:10

1.136Breath Volume 18:10

0.000Air Blank 18:11

0.000Air Blank 18:13

# 2 0.111Subject Sample 18:14

1.121Breath Volume 18:14

0.000Air Blank 18:14

0.080Control Test 18:14

0.000Air Blank 18:15

OKDiagnostics Check 18:15

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:1709/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:06

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

LAIRD

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.081Control Test 18:44

0.000Air Blank 18:44

# 1 0.000Subject Sample 18:45

2.832Breath Volume 18:45

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.000Subject Sample 18:47

2.890Breath Volume 18:47

0.000Air Blank 18:48

0.081Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:5009/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:51

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

CORRIERE

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.082Control Test 00:41

0.000Air Blank 00:41

# 1 0.199Subject Sample 00:41

1.972Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.187Subject Sample 00:45

1.597Breath Volume 00:45

0.000Air Blank 00:45

0.081Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5109/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:56

Cape Coral PD

LINDEMANN,ANTHONY

11/05/2026

26824080A1

Cape Coral PD

ENGH,WILLIAM,C

BARKLEY

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.082Control Test 03:38

0.000Air Blank 03:38

# 1 0.136Subject Sample 03:39

3.460Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.130Subject Sample 03:42

2.699Breath Volume 03:42

0.000Air Blank 03:42

0.081Control Test 03:43

Air Blank 03:43 RFI Detect

0.000Air Blank 03:43

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1209/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:15

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

ANDERSON

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

# 1 0.186Subject Sample 02:13

3.531Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.181Subject Sample 02:16

3.746Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5709/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:54

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

PEREIRA

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:5909/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

00:23

Sarasota County SO

BERRY,DEVIN

06/05/2026

10124080A2

Sarasota County SO

BERRY,DEVIN,

SUAREZ

08/28/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:36

# 1 0.215Subject Sample 00:36

2.187Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.207Subject Sample 00:39

2.945Breath Volume 00:39

0.000Air Blank 00:40

0.078Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 09/29/2025 16:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5809/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

01:03

Sarasota County SO

BERRY,DEVIN

06/05/2026

10124080A2

Sarasota County SO

BERRY,DEVIN,

LINTON

08/28/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

# 1 0.236Subject Sample 01:15

2.593Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.234Subject Sample 01:18

2.457Breath Volume 01:18

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 09/29/2025 16:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:56:4509/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:29

15:29

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:50

0.000Air Blank 15:51

0.082Control Test 15:51

0.000Air Blank 15:52

# 1 0.000Subject Sample 15:52

3.066Breath Volume 15:52

0.000Air Blank 15:53

0.000Air Blank 15:55

# 2 0.000Subject Sample 15:55

2.812Breath Volume 15:55

0.000Air Blank 15:55

0.082Control Test 15:56

0.000Air Blank 15:56

OKDiagnostics Check 15:56

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:4509/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:11

15:11

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:31

0.000Air Blank 15:32

0.082Control Test 15:32

0.000Air Blank 15:33

# 1 0.000Subject Sample 15:33

3.117Breath Volume 15:33

0.000Air Blank 15:33

0.000Air Blank 15:35

# 2 0.000Subject Sample 15:36

3.128Breath Volume 15:36

0.000Air Blank 15:36

0.082Control Test 15:37

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:5209/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:00

16:00

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

DABNEY,RICHIE,

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.083Control Test 16:21

0.000Air Blank 16:22

# 1 0.000Subject Sample 16:22

2.671Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:25

# 2 0.000Subject Sample 16:25

2.761Breath Volume 16:25

0.000Air Blank 16:25

0.085Control Test 16:26

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:23:0709/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:59

15:59

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:22

0.087Control Test 16:22 Control Outside Tolerance

0.000Air Blank 16:23

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:0209/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:59

15:59

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:25

0.000Air Blank 16:25

0.083Control Test 16:25

0.000Air Blank 16:26

# 1 0.000Subject Sample 16:26

3.343Breath Volume 16:26

0.000Air Blank 16:27

0.000Air Blank 16:29

# 2 0.000Subject Sample 16:29

3.304Breath Volume 16:29

0.000Air Blank 16:30

0.082Control Test 16:30

0.000Air Blank 16:30

OKDiagnostics Check 16:31

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:2509/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:40

FHP Troop A

DEW,REECE

01/29/2027

402956578

FHP Troop A

DEW,REECE,K

SWITCER

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:06

0.000Air Blank 14:07

0.083Control Test 14:07

0.000Air Blank 14:08

# 1 0.000Subject Sample 14:08

2.156Breath Volume 14:08

0.000Air Blank 14:09

0.000Air Blank 14:11

# 2 0.000Subject Sample 14:12

1.113Breath Volume 14:12

0.000Air Blank 14:12

0.083Control Test 14:12

0.000Air Blank 14:13

OKDiagnostics Check 14:13

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:4609/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

06:09

06:09

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:31

0.082Control Test 06:31

0.000Air Blank 06:32

# 1 0.000Subject Sample 06:32

3.550Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.000Subject Sample 06:35

3.101Breath Volume 06:35

0.000Air Blank 06:35

0.082Control Test 06:36

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:27:4709/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

06:01

06:01

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

08/23/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:21

0.000Air Blank 08:22

0.083Control Test 08:22

0.000Air Blank 08:23

# 1 0.000Subject Sample 08:23

3.160Breath Volume 08:23

0.000Air Blank 08:24

0.000Air Blank 08:26

# 2 0.000Subject Sample 08:26

3.539Breath Volume 08:26

0.000Air Blank 08:26

0.084Control Test 08:27

0.000Air Blank 08:27

OKDiagnostics Check 08:27

Data Download Date/Time: 09/29/2025 19:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


