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I INTOILYZER 8000 |
Instrument Initialization
“ 11:23 13/06/2024

#

SUMTER COUNTY SO

Intoxilyzer - Ricohol Analyzer

lfodel 8000 SN 80-00147!
0371972024

Sof tware: 8100.27

Flow Rate Calibrationxsksxssk

|: Rate (Liters/min) = 5
SORT(DifF) ) = 7,809

2: Rate (Liters/min) = 15
SORT(DIfFY 3 = 11.957

3. Rate (Liters/min) = 30
SORT(Diff) J = 21.723

Dependent Data Scale Factor = 100000 L/min

Independent Data Scale Factor = 256

Rounded Slope = 684

Rounded Intercept = -753521

Correlation = 0.99351

FlOW  CALIBRHETION  BOTUSTAEATS

SUNTER COUNTY 50
Intoxiliyzer - Rlcohol Analyzer

Hode! 8000 SN 80-001471
1319204
Softuare: 8100.27 ¥ A

Flow Rate Calibrationskxkerex
|: Rate (Litersnin) = 5

SORT(DIfFf) ) = 7.14]
2: Rate (Liters/min) = 15

SORTCDIfFfY ) = 12,248
3: Rate (Literssnind = 30

SORT(Diff) ) = 21,793
Dependent Data Sczle Factor = 100000 L/min
Independent Datz Scale Factor = 256
Rounded Slope = 660
Rounded Intercept = -651698
Correlation = 0,99830

o
SUMTER COUNTY SO 3

Intoxilyzer - Rlcohol Analyzer

Hode!l 8000 SN 80-001471
0371972024

Software: 8100,27

Flow Rate Calibrationssxissxk

I: Rate (Liters/min) = 5
SORTCDifF) 1 = 7.414

2: Rate (Liters/min) = 15
SORTCDIfF) 1 = 11.531

3: Rate (Liters/nin} = 30
SORTCDIfF) ) = 21164

Bependent Data Scale Factor = 100000 L/min

Independent Data Scale Factor = 2%

Rounded Slope = 632

Rounded Intercept = -702155

Correlation = 0.99366



FUOLE

Agency Sumter County SO

INSTRUMENT PROCESSING SHEET

$/N.80-001471

Florida Department of

Date In 04/29/2024 DI Completion Date 5/16/2024 Qship Qp/u OH/D WCMI QEE
Law Enforcement
Intake By ALL Date 04292024 |Quality Checks By DA Date 4/30/24 Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
@ Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
Visual Inspection: & R-Value 199 U4 30L/min — 103mm
P ' @ Flow Verification (L/s) O R-Value
@ Case @ Handle I -
Flow Column # ATP105 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf 142
B Feet B Breath Tube 32 mm 0. (.139-.169) | Flow Column #
- ; 36 mm 0.160 (.156-.190) | 32mm (.139-.169)
Ports @ Screws Tight
_ _ 53 mm 0.234 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.488 (447 - .547) | 53 mm (.228 - .278)
® Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28427
Notes: First attempt of 0.08g/210L | W Stability Checks
stabillitylchecks fCerI1I oits(;de' of | Simulator | Serial # Lot #/Exp Maintenance By Date
nominal range. ecKked simul- Q Batterv Repl t
0.050 202303K y Replacemen
ator'f<.)r leaks and repeated MP5088 03/29/2025 U Dry Gas Regulator Replacement
stability checks. DA 4/30/24 Q Breath
— : 0.080 202303L reath Tube Replacement
DGS stability check outside MP5089 Q Other
nominal range - recommend 03/29/2025
T ; 0.200 202304C
calibration adjustment DA MP5090
04/05/2025
0.080 DGS N/A AG310901
04/19/2025
Calibration Adjustment By PN Department Inspection By PN
Barometric Pressure Gauge 1009 ID # 28421 Barometric Pressure ID# 28427
Simulator | Serial # Lot # Expiration Gauge 1007 Instrument 1008
0.000 MP6294 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 MP6295 23400 10/24/2025 | | Acetone Stock Solution Lot # 2023-B
0.100 MP6296 23450 12/5/2025 Simulator Serial Number
0.000 MP5086
0.200 MP6297 24080 2/13/2026 e — MP5087
0.300 MP6298 23410 11/1/2025 0.050 MP5088
0.080 DGS N/A 06723080A5 | 04/05/2025 | | 2980 mgggg
@ Post Calibration Adjustment Stability Checks :
Simulator | Serial # Lot # Expiration Attachments
0.050 MP5088 202303K 03/29/2025 @ Form 41 @ Post-Stability Checks
0.080 MP5089 202303L 03/29/2025 W Stability Checks , 5 /51 500 U Flow Calibration
0.200 MP5090 202304C 04/05/2025 & Calibration Certificate  Form 40
0.080 DGS N/A AG310901 | 04/19/2025 @ Calibration Adjustment @ Other Form 51 + Note

Notes/Suggested Service:
Calibration adjustment was performed due to

O Instrument Complies with Chapter 11D-8, FAC
@ Instrument Does Not Comply with Chapter 11D-8, FAC

measurements outside of acceptable range. During the
0.05 g/210L test, simulator powered off momentarily;
all values obtained were nominal and test not repeated.
Addtional stabilities were planned post-inspection,

O Return to/Place into Evidentiary Use
@ Remain Out of Evidentiary Use

O Conduct an Agency Inspection Before Evidentiary Use

el | 1 Digitally signed by
however during the 0.08 g/210L DGS test, Taylor ity sone Ty =Sl Shayla Platt
Gutschow S Date: 2024.06.03

measurements were outside acceptable range. Test
repeated and measurement was outside acceptable

Tech Review / Date Admin Review / Date

range. Returning instrument 1o repair facility. PN
5/17/2024

Technical Review: Placed a line through the 'Calibration Certificate’ check box,

and removed the calibration certificate from the packet. PN 5/31/2024

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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&m\mmj Checks  80-00147] 4/30/24 DA

SUMTER COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001471
04/30/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 13:34
Control Test 0.048 13:35
Air Blank 0.000 13:35
Control Test 0.047 13:36
Air Blank 0.000 13:36
Control Test 0.048 13:37
Air Blank 0.000 13:38
Control Test Stats

Average 0.0477

Std Dev 0.0006

Rel Std Dev (%) 1.2112

Operator's Signature



o,ogg/zm et

SUMTER COUNTY SO
Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001471

04/30/2024
Software: 8100.27

Test g/210L Time
Air Blank 0.000 13:42
Control Test 0.078 13:43
Air Blank 0.000 13:44
Control Test 0.076 13:44
Air Blank 0.000 13:45
Control Test 0.076 13:45
Air Blank 0.000 13:46
Control Test Stats

Average 0.0767

Std Dev 0.0012

Rel Std Dev (%) 1.5061

"
Operator's Signature

Two of
Checked sinvlator

21001 Sh}b\’\\“ﬂj Checks. DA ’-(/50/24

fhree Control fests outs ide of nomina
fo, leaks and will repeat

| rahge.

0. 089/



o‘ogj/zroL wWet Second Affempt DA ¥hof29

SUMTER COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001471
04/30/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 13:52
Control Test 0.078 13:52
Air Blank 0.000 13:53
Control Test 0.077 13:54
Air Blank 0.000 13:54
Control Test 0.078 13:55
Air Blank 0.000 13:55
Control Test Stats

Average 0.0777

Std Dev 0.0006

Rel Std Dev (%) 0.7434

Operator's Signature



SUMTER COUNTY SO

Intoxilyzer - Alcchol Analyzer

Model 8000 SN 80-001471
04/30/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 13:58
Control Test 0.195 13:59
Air Blank 0.000 14:00
Control Test 0.195 14:00
Air Blank 0.000 14:01
Control Test 0.195 14:01
Air Blank 0.000 14:02
Control Test Stats

Average 0.1950

Std Dev 0.0000

Rel Std Dev (%) 0.0000

™
) g
/ \ i

Operator's Signature




DGS ﬁab;‘li'ﬂj Check  80-001471 4[20]2u DA

Drﬁ
SUMTER-CBUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001471
0473072024

Software: 8100.27

Test g/2liL Tine
Rir Blank 0.000 14:05
Control Test 0.077 14:06
Rir Blank 0.000 14:06
tontrol Test 0.077 14:07
Air Blank 0.000 14:07
Control Test 0.076 14:07
Air Blank 0.000 14:08
Control Test Stats

Auerage 0.0767

Std Dev 0.0008

Rel Std Deu(%)  0.753]

P

Operator‘s Signature




SUMTER COUNTY SO
Intoxilyzer - Alcohol Analyzer
Model 8000

05/16/2024 08:27:27

Auto Calibration
<<<<< 3um >>>>>

Solution = 0.000 g/210L or 0.0000 mg/1,

Sample % Abs (% Abs Ref)
Sample #1 0.1650 (-0.0090)
Sample #2 0.1410 (0.0310)
Sample #3 0.1450 (0.0430)
Sample #4 0.1540 (0.0650)
Avg % Abs 0.1467 (0.0463)
STD DEV 0.0067 (0.0172)
REL STD DEV 4.540 (37.2186)

Solution = 0.040 g/210L or 0.1905 mg/1,
Sample % RDbs (% Abs Ref)

Sample #1 0.8670 (-0.0170)

Sample #2 0.8860 (-0.0020)

Sample #3 0.8760 (0.0040)

Sample #4 0.8760 (0.0270)

Avg % Abs 0.8793 (0.0097)

STD DEV 0.0058 {(0.0153)

REL STD DEV 0.657 (158.358)

Solution = 0. lOO g/210L, or 0.47862 mg/l,

Sample % Abg (% Abg Ref)

Sample #1 1.9770 (-0.0420)
Sample #2 1.9400 (0.0010)
Sample #3 1.9600 (0.0130)
Sample #4 1.9190 (0.0300)
Avg % Abs 1.9397 (0.0147)
STD DEV 0.0205 (0.0146)
REL STD DRV 1.057 (99.352)

Scolution = 0.200 g/210L cr 0.9524 mg/1,
Sample % Abs (% Abs Ref)
Sample {1 3.6970 (-0.0280)
Sample #2 3.6600 (-0.0020)
Sample #3 3.6650 (0.0230)
Sample #4 3.6460 (0.0180)

Avg % Abs 3.6570 {(0.0130)

STD DEV 0.00388 (0.0132)

REL STD DEV 0.269 (101.760)
Solution = 0,300 g/210L or 1.4286 wmg/1,
Sample % Abs (% Abs Ref)
Sample #1 5.3780 (-0.0150)
Sample #2 5.3520 (0.0270)
Sample #3 5.3180 (0.0530)
Sample #4 5.3230 (0.0560)

Avg % Abs 5.3310 (0.0453)

STD DEV 0.0184 (0.0159)

REL STD DEV 0.344 (35.179)

SN 80-001471

CHACIBR b0

Aprusr ENT

<< << Sum >>>>>
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
0.3100 (~0.0110)
0.2780 (0.0260)
0.2510 {0.0300)
0.2720 (0.0320)
0.2670 (0.0293)
0.0142 (0.0031)
5.310 (10.415)
Samples = 4, Digcarded = 1
% Absg (% Absg Ref)
1.6750 (0.0110)
1.6590 (0.0240)
1.6670 (0.0270)
1.6370 (0.0440)
1.6543 (0.0317)
0.0155 (0.0108)
0.939 (34.060)
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
3.7240 {(-0.0150)
3.6980 (0.0090)
3.6750 (0.0400)
3.6670 (0.0400)
3.6800 (0.0297)
0.0161 (0.0179)
0.437 (60.330)
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
6.2090 (-0.0150)
6£.8480 (0.0360)
6.8410 (0.0530)
6.8470 (0.0420)
6.8453 (0.0437)
0.0038 (0.0086)
0.055 (19.744)
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
9.9610 (-0.0080)
9.8990 {0.0610)

. 9.8910 (0.0640)
9.8710 (0.0860)
8.8870 (0,0703)
0.0144 {0.0137)
0.146 (19.408)

pg 1 of 2



CAHTIGIATIN  ADTUSTMENT

SUMTER COUNTY SO
Intoxilyzer - Alcohol Analyzer
Model 8000 SN 80-001471

05/16/2024 08:27:27
Auto Calibration pg 2 of 2
<<<<<L 3um >S>>>> <<<L< oum >>>>>
Zero QOrder Coef -394 .68 ~-366.60
First Order Coef 2607.51 1349.71
Second Order Coef 27.62 13.45
Act Fit Regidual Act Fit Residual
(g/210L) (g/210L) (g/210L) (g/210L) (g/210L) (g/210L)
0.000 -0.000 0.0002 0.000 -0.000 0.0001
0.040 0.040 -0.0003 0.040 0.040 0.0000
0.100 0.100 -0.0001 0.100 0.100 -0.0004
0.200 0.200 0.0003 0.200 0.200 0.0004
0.300 0.300 ~-0.0001 0.300 0.300 -0.0001L
cL<gL<L 3um >>>»> LKL Sum >>>>>

Solution = 0.080 g/210L or 0.3810 mg/l, Samples = 4, Discarded = 1
Sample

Sample #1 2963.00 3012.00
Sample #2 2940.00 3039.00
Sample #3 2956.00 3001.00
Sampie #H4 2905.00 3009.00
Avg 2933.6667 3016.3333
STD DEV 26,0832 20.0333
REL STD DEV 0.889 0.664
H20 adjust (mg/l*10k) 876 793
Barometric Pressure = 1009

khkkkkkk ik x kXA ACATITRRATION SUCCESSFUL********'k‘k"k‘k'k-k
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT — INTOXILYZER 8000

Agency: SUMTER COUNTY SO Serial Number: 80-001471
Time of Inspection: 14:45 Date of Inspection: 05/16/2024 Software: 8100.27

' Check or Test ' YES | NO Check or Test YES NO ]
Diagnostic Check [ Date and/or Time Adjusted

(Pre-Inspection): OK Yes No |
Minimum Sample Volume Barometric Pressure Sensor

| Check: OK - Yes | Check: OK Yes '
Alcohol Free Subjec | Mouth Alcohol Test:

| Test: 0.000 | Yes Slope Not Met ) Yes

| Interferent Detect Test: Diagnostic Check

‘Interferent Detect Yes (Post-Inspection): OK No
Alcohol Free [[0.05g/210L Test " 0.08g/210L Test 0.20g/210L Test 0.08 g/210L |

| Test | {g/210L) | (g/210L) (g/210L) Dry Gas Std Test

! (g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)

i Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:AG310901

| B Exp: 04/19/2025 |

| 0.000 0.050 0.079 0.199 0.074 / 0.075 |

‘0.000 0.049 0.078 0.199 0.074 / 0.079F

| 0.000 0.049 0.079 0.199 0.074 / 0.079 |
0.000 0.048 0.079 0.199 ! 0.073 / 0.074
0.000 ! 0.048 0.080 0.199 0.074 / 0.079
0.000 1 0.047 0.079 0.200 0.074 / 0.079
0.000 | 0.047 0.079 0.199 0.073 / 0.079 |
0.000 0.047 [0.079 0.199 | 0.074 / 0.079

| 0.000 0.046 0.078 0.200 0.074 / 0.079

|0.000 0.045 0.079 0.199 0.074 / 0.07¢9

| standard peviations | 0.0015 | 0.0004 0.0004 | 0.0004 / 0.0019

Average Standard Deviation of 0.05,

Remarks:

0.08 and 0.20 g/210L Tests: 0

.0010 Number of Simulators Used: 5

08: Control Outside Tolerance, Control Qutside Tolerance. Non-compliance:MEASUREMENTS OUTSIDE ACCEPT

ABLE RANGE.

The above instrument complies ( )

does not comply (

X ) with Chapter 11D-8, FAC.

ion in accordance with the provisions of Chapter 11D-8, FAC.

PHIL. NICODEMO

I certify tm

Signature and Printed Name

FDLE/ATP Form 41 =Revised Augusi 2005

05/16/2024
Date



Return Material Authorization

Ship to: CMI, Inc.

|:| Enforcement Electronics

Shipment to repair facility authorized by: T erence Hollis on ©/28/2024
Items Returned: Instrument Supplies L1 Other [ Describe:
Instrument Model; -8000 Serial Number; 80-001471
Bill To Address: Ship to Address:
Sumter County Sheriff's Office FDLE Off-Site Mail Facility
c/o FDLE

Alcohol Testing Program
813 B Lake Bradford Road
Tallahassee, FL 32304

Reason for Return:

Instrument was returned from CMI repair on 4/29. Upon initial checks, instrument required

calibration adjustment. After adjustment was performed, instrument was inspected
and failed the 0.08 DGS test. The values obtained differed between DGS test attempts (i.e.,
see Form 41). Sending back to repair.

Please choose one of the following options:

HER , authorize all repairs.

(2.1 , authorize repairs up to $

3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: I erence Hollis

Phone # 352-569-1710 Email: thollis@sumtercountysheriff.org
ATP Contact Name: Phil Nicodemo ATP Email: PhilipNicodemo@fdle state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




Note:

Upon additional review of all documentation, it was noticed that the final measurement on the post-
stability 0.08 g/210L DGS check was just outside of acceptable range. Based on the DGS
measurements obtained during the inspection attempt on 5/16, it was decided to not repeat the
calibration adjustment, post-stability checks, and inspection but rather return to repair facility for
evaluation.

PN 5/29/2024



