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FDLE

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000229
02/12/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 14:30
Control Test 0.049 14:31
Air Blank 0.000 14:31
Control Test 0.048 14:32
Air Blank 0.000 14:33
Control Test 0.048 14:33
Air Blank 0.000 14:34
Control Test Stats

Average 0.0483

Std Dev 0.0006

Rel Std Dev (%) 1.1945
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Oﬁerator's Signature



FDLE
Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000229
02/12/2024 H@

Software: 8100.27

Test g/210L Time
Air Blank 0.000 14:37
Control Test 0.078 14:38
Air Blank 0.000 14:39
Control Test 0.078 14:39
Air Blank 0.000 14:40
Control Test 0.078 14:40
Air Blank 0.000 14:41
Control Test Stats

Average 0.0780

Std Dev 0.0000

Rel Std Dev (%) 0.0000

MW~

Operator's Signature




FDLE

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000229
02/12/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 14:44
Control Test 0.195 14:44
Air Blank 0.000 14:45
Control Test 0.196 14:46
Air Blank 0.000 14:46
Control Test 0.196 14:47
Air Blank 0.000 14:48
Control Test Stats

Average 0.1957

Std Dev 0.0006

Rel Std Dev (%) 0.2951

M-

Oﬁerator's Signature




FDLE

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000229
02/12/2024

Software: 8100.27

Test g/210L Ti
Air Blank 0.000 14
Control Test 0.080 14
Air Blank 0.000 14
Control Test 0.080 14:
Air Blank 0.000 14
Control Test 0.080 14
Air Blank 0.000 14
Control Test Stats

Average 0.0800

S5td Dev 0.0000

Rel Std Dev (%) 0.0000
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Opérator‘s Signature
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Florid‘a' Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: FDLE Serial Number: 80-000229
Time of Inspection: 12:48 Date of Inspection: 02/13/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check - Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcochol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L -
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K * | Lot#:202303L -Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:01923080A3
Exp: 02/05/2025
0.000 0.048 0.078 0k 195 0.079
0.000 0.048 0.077 0.196 0.079
0.000 0.048 0= 077 4 0.196 0.079
0.000 0.048 0.078. 0.195 0.079
0.000 0.078 0.196 0.080
0.000 0.048 0.078 0.196 0.080
0.000 0.048 0.078 0 195 0.080
0.000 0.048 0.078 0.195 0.080
0.000 0.048 0.078 0.195 0.079
0.000 0.048 0.078 0. 185 0078
Standard Deviations | 0.0000 ‘ I 0.0004 0.0005 0.0005

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I perforped this inspection in accordance with the provisions of Chapter 11D-8, FAC.
M M—‘ TAYLOR D GUTSCHOW

Signature and Printed Name

02/13/2024
Date

FDLE/ATP Form 41 —Revised August 20035



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT

= INTOXILYZER 8000

Agency: FDLE Serial Number: 80-000229
Time of Inspection:12:48 Date of Inspection:02/13/2024 Software: 8100.27
Check or Test YES NO [Check or Test YES NO
Diagnostic Check (Pre- Date and/or Time Adjusted

Inspection): OK Yes No
Minimum Sample Volume Check: Barometric Pressure Sensor

OK Yes Check: OK Yes
Alcohol Free Subject Test: 0.000 Mouth Alcohol Test: Slope Not

Yes Met Yes

Interferent Detect Test: Interferent Diagnostic Check (Post-

Detect Yes Inspection): OK Yes |
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (a/210L) Dry Gas Std Test
(a/210L) Lot#:202303K Lot#:202303L Lot#: 202304C (g/210L)

' Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#: 01923080A3
Exp: 02/05/2025
y

0.000 0.048 0.078 0.195 0.079

0.000 0.048 0.077 0.196 0.079

0.000 0.048 p.OTT 0.196 0.079

0.000 0.048 0.078 S 0.195 0.079

0.000 0.048 0.078 0.196 0.080

0.000 0.048 0.078.7 0.196 0.080

0.000 0.048 0.078 0.195 0.080

0.000 0.048 0.078 0.185 0.080

0.000 0.048 0.078 0.195 0.079

0.000 0.048 0.078 0.195 0.079
standard Deviations [ 0.0000 | 0.0004 0.0005 | 0.0005

5

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests:

Remarks:

The above instrument complies { X

) does not comply (

0.0003

TAYLOR D GUTSCHOW

Number of Simulators Used:

) with Chapter 11D-8, FAC.

I certify that I ?aZ:ormed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 41 -- Revised August 2005

Signature and Printed Name

02/13/2024

Date

Reprinted From Database
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Return Material Authorization

Shipto: LvJ CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Shayla Platt on 2/13/2024
ltems Returned: Instrumerit []  Supplies [0  Other O Describe:

Instrument Model: Intoxilyzer 8000 Serial Number; 80-000229

Bill To Address: Ship to Address:

Florida Department of Law Enforcement Florida Department of Law Enforcement
Attn: Shayla Platt Fort Myers Regional Operations Center

Attn: Taylbr Gutschow
4700 Terminal Drive, Suite 1
Fort Myers, FL 33907

Reason for Return:

When the instrument prints to the internal prfnter', a white line obscures a portion of the results.

While the instrument printed stability checks to the external printer without issue, printed Form

41s were missing a data point. See attached paperwork for above examples. Copies reprinted

from COBRA contained the missing-data point.

Please choose one of the following options:

HER , authorize all repairs.

(]2 1 , authorize repairs up to $

3.1 require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Shayla Platt

Phone #: 850-728-4200 Email: ShaylaPlatt@fdle.state.fl.us
ATP Contact Name: Taylor Gutschow ATP Email: TaYlorGutschow@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




