FUOLE

Agency Daytona Beach PD

INSTRUMENT PROCESSING SHEET

s/N 80-005537

Florida Department of

Date In 2/14/2024 DI Completion Date 3/19/2024 ®@ship Qp/u 0OH/D OcmlI QEE
Law Enforcement
Intake By PN Date 2142024 |Quality Checks By PN Date 2/152024 | Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 188 O 30L/min —103mm
Visual Inspection: —
@ Flow Verification (L/s) U R-Value
@ Case @ Handle ] ; -
Flow Column # ATP 103 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf 156
B Feot B Breath Tube 32 mm .156 (.139-.169) | Flow Column #
. 36 mm .167 (.156-.190) | 32mm (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm .234 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 500 (.447 - 547) 53 mm (.228 - .278)
O Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28421
Notes: @ Stability Checks
Instrument grriyed at FDLE Simulator | Serial # Lot #/Exp Maintenance By Date
because Al indicated a breath 0.050 202303K O Battery Replacement
test could not be performed. MP6291 03/29/2025 U Dry Gas Regulator Replacement
Instrument Set Up revealed Qs
- : 0.080 202303L reath Tube Replacement
two improper settings on the MP6292
: 03/29/2025 || U Other
instrument that would prevent
: 0.200 202304C
conducting a breath test. MP6293
PN 04/05/2025
0.080 DGS N/A 06723080A5
04/05/2025
Calibration Adjustment By PN Department Inspection By PN
Barometric Pressure Gauge 1009 ID # 28427 Barometric Pressure ID# 28421
Simulator | Serial # Lot # Expiration Gauge 1021 Instrument 1018
0.000 MP6294 N/A N/A Mouth Alcohol Solution Lot # 2023-A
0.040 MP6295 23400 10/24/2025 | | Acetone Stock Solution Lot # 2023-B
0.100 MP6296 23390 10/17/2025 Simulator Serial Number
0.000 MP6289
0.200 MP6297 23340 09/18/2025 ev— MP6290
0.300 MP6298 23070 03/06/2025 0.050 MP6291
0.080 DGS N/A AG310901 [ 04/19/2025 | | | 0080 MP6292
@ Post Calibration Adjustment Stability Checks : MP6293
Simulator | Serial # Lot # Expiration Attachments
0.050 MP6291 202303K 03/29/2025 @ Form 41 @ Post-Stability Checks
0.080 MP6292 202303L 03/29/2025 @ Stability Checks U Flow Calibration
0.200 MP6292 3* 202304C 04/05/2025 @ Calibration Certificate @ Form 40
0.080 DGS N/A 06723080A5 | 04/05/2025 @ Calibration Adjustment d Other
Notes/Suggested Service: @ Instrument Complies with Chapter 11D-8, FAC
Calibration Adjustment Required, barometer pressure U Instrument Does Not Comply with Chapter 11D-8, FAC
check >1% between gauge and instrument. PN 2/15/24 @ Return to/Place into Evidentiary Use
_ _ _ U Remain Out of Evidentiary Use
Technical Review: 0.200 g/210L simulator was @l Conduct an Agency Inspection Before Evidentiary Use
corrected to MP6293. PN 3/28/2024. C |l oy 2l o Digitally signed
Taylor T YTA by shayla Platt
GUtSChOW 3%;3%024.03.2911:46:53 -Ete:—2024.04‘02
Tech Review / Date I Iﬂm‘}n RevIERPPDHE0

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: DAYTONA BEACH PD Serial Number: 80-005537
Time of Inspection: 11:21 Date of Inspection: 02/15/2024 Software: 8100.27
Check or Test YES | NO
Date and/or Time Adjusted
- NO -

Diagnostic Check (Pre-Inspection): OK T

No |
"Alcohol Free Subject Test: 0.000 '

No
"Mouth Alcochol Test: Slope Not Met

No
Interferent Detect Test: Interferent Detect

No
hDiagnostic Check (Post-Inspection): OK

o No
| Alcohol Free 0.05g/210L Test 0.08g/210L Test | 0.20g/216L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) | Lot#: Lot#: Lot#: (g/210L)
EXp: Exp: | Exp: Lot#:
| Exp:

Number of Simulators Used:

Remarks:
BYPASSED AI TO OPERATE INSTRUMENT .COMPLIANCE NOT DETERMINED

T P ETERAMING [ﬁ?/\’ Y5 yalt 7}
comple

The above instrument complies ( X not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

PEIfOWthe provisions of Chapter 11D-8, FAC.
- — PHIL N NICODEMO

Signature and Printed Name

02/15/2024
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: DAYTONA BEACH PD Serial Number: 80-005537
Time of Inspection: 14:38 Date of Inspection: 03/19/2024 Software: 8100.27
"Check or Test YES | NO Check or Test ' YES NO
- - —) mmmm—— : = —
Diagnostic Check |Date and/or Time Adjusted
(Pre-Inspection): OK Yes - | No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes | Check: OK Yes | -
Alcohol Free Subject |Mouth Alcohol Test:
Test: 0.000 | Yes | Slope Not Met B Yes |
Interferent Detect Test: | |Diagnostic Check i
Interferent Detect | Yes ' | (Post-Inspection): OK | Yes |
" Alcohol Free “ [ 0.05g/210L Test [ 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) | (g/210L) Dry Gas Std Test
(g/210L) | Lot#:202303K | Lot#:202303L Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 | Lot#:06723080A5
- - | | Exp: 04/05/2025
0.000 0.051 0.081 0.200 0.083
0.000 0.051 0.080 0.200 0.083 t
0.000 | 0.051 0.081 —[o.zoo 0.082 '
1 0.000 | 0.052 0.081 | 0.200 0.083
I 0.000 0.052 0.081 0.200 |1 0.083
0.000 0.051 0.081 0.200 , 0.082
| 0.000 0.052 0.081 0.200 0.083
0.000 0.051 0.080 | 0.200 0.083
0.000 0.052 0.081 l0.200 0.083
| 0.000 | 0.052 | 0.081 0.200 0.083
| Standard Deviations | 0.0005 0.0004 0.0000 | 0.0004

Average Standard Deviation of 0.05,

Remarks:

0.08 and 0.20 g/210L Tests:

0

A F / M A: Range Exceeded TOO MUCH MOUTH ALCOHOL.

The above instrument complies ( X

) does not comply (

.0003  Number of Simulators Used:

u

) with Chapter 11D-8, FAC,

I certif performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
7 PHIL NICODEMO
—m—— T~ N

FDLE/ATP Form 41 —Revised August 2005

Signature and Printed Name
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DAYTONA BEACH PD

Intoxilyzer - Alcohol Analyzer
Model 8000
03/08/2024

Auto Calibration

Solution = 0.000 g/210L or 0.0000 mg/1,

Sample % Abs (% Abs Ref)
Sample #1 0.0400 (-0.0010)
Sample #2 0.0620 (-0.0070)
Sample #3 0.0270 (0.0040)
Sample #4 0.0570 (-0.0020)
Avg % Abs 0.0487 (-0.0017)
STD DEV 0.0189 (0.0055)
REL STD DEV 38.897 (330.454)

Solution = 0.040 g/210L or 0.1905 mg/1,

Sample % Abs (% Abs Ref)
Sample #1 0.7710 (-0.0250)
Sample #2 0.7190 (0.0000)
Sample #3 0.7750 (-0.0190)
Sample #4 0.7350 (0.0060)
Avg % Abs 0.7430 (-0.0043)
STD DEV 0.0288 (0.0131)
REL STD DEV 3.882 (301.181)

Solution = 0.100 g/210L or 0.4762 mg/l,

Sample % Abs (% Abs Ref)
Sample #1 1.7620 (-0.0040)
Sample #2 1.8120 (-0.0140)
Sample #3 1.7500 (0.0240)
Sample #4 1.7540 (0.0280)
Avg % Abs 1.7720 (0.0127)
STD DEV 0.0347 (0.0232)
REL STD DEV 1.958 (183.004)

Solution = 0.200 g/210L or 0.9524 mg/1l,

Sample % Abs (% Abs Ref)
Sample #1 3.4250 (0.0000)
Sample #2 3.4570 (-0.0020)
Sample #3 3.4370 (0.0200)
Sample #4 3.4250 (0.0220)
Avg % Abs 3.4397 (0.0133)
STD DEV 0.0162 (0.0133)
REL STD DEV 0.470 (99.875)

Solution = 0.300 g/210L or .1.4286 mg/1l,

Sample % Abs (% Abs Ref)
Sample #1 5.1150 (-0.0190)
Sample #2 5.0650 (0.0280)
Sample #3 5.0760 (0.0120)
Sample #4 5.1020 (0.0100)
Avg % Abs 5.0810 (0.0167)
STD DEV 0.0190 (0.0099)
REL STD DEV 0.374 (59.195)

SN 80-005537
13:52:41

Coltbeatron  Rdyuistment”

<K< < Sum >>>>>
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
0.1180 (-0.0180)
0.1380 (-0.0170)
0.1020 (~0.0040)
0.1370 (~0.0190)
0.1257 (-0.0133)
0.0205 (0.0081)
16.315 (61.084)

Samples = 4, Discarded = 1

% Abs (% Abs Ref)

1.5180 (-0.0070)
1.4940 (0.0010)
1.5040 (-0.0010)
1.5100 (0.0130)
1.5027 (0.0043)
0.0081 (0.0076)
0.538 (174.736)

Samples = 4, Discarded = 1
)

% Abs (% Abs Ref
3.5100 (0.0070)
3.5260 (0.0000)
3.5090 (0.0150)
3.5260 (0.0060)
3.5203 (0.0070)
0.0098 (0.0075)
0.278% (107.855)
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
6.6940 (-0.0010)
6.6900 (0.0120)
6.6850 (0.0320)
6.6730 (0.0340)
6.6827 (0.0260)
0.0087 (0.0122)
0.131 (46.790)
Samples = 4, Discarded = 1
% Abs (% Abs Ref)
9.,7910 (0.0030)
9.7440 (0.0530)
9.7600 (0.0340)
9.7940 (0.0360)
9.7660 {0.0410)
0.0255 {(0.0104)
0.261 (25.464)



(f;ﬂénhﬁun A%ﬁ?aw/%w“ﬂL
DAYTONA BEACH PD

Intoxilyzer - Alcohol Analyzer C:]zfga————aﬁ
Model 8000 SN 80-005537

03/08/2024 13:52:41
Auto Calibration pg 2 of
<L <L 3um >>>>> << LL L 9um >>>>>
Zero Oxrder Coef -137.20 -182.33
First Order Coef 2734.08 1372.92
Second Ordexr Coef 20.72 11.22
Act Fit Residual Act Fit Residual
(g/210L) (g/210L) (g/210L) (g/210L) (g/210L) (g/210L)
0.000 -0.000 0.0001 0.000 -0.000 0.0002
0.040 0.040 -0.0000 0.040 0.040 -0.0000
0.100 0.100 -0.0002 0.100 0.101 -0.0006
0.200 0.200 0.0002 0.200 0.199 0.0006
0.300 0.300 -0.0001 0.300 0.300 ~0.0002
<< 3um S>>>> cLLL< Sum >>>>>

Solution = 0.080 g/210L or 0.3810 mg/l, Samples = 4, Discarded = 1
Sample

Sample #1 3423.00 3328.00
Sample #2 3323.00 3295.00
Sample #3 3434 .00 3300.00
Sample #4 3326.00 3285.00
Avg 3361.0000 3293.3333
STD DEV £3.2376 7.6376
REL STD DEV 1.882 0.232
H20 adjust (mg/l*10k) 448 516
Barometric Pressure = 1008

kkkhkxkxd*kxxhkxx*CAT TBRATION SUCCESSFUL**** %%k x %, % k%% *
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DAYTONA BEACH PD

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-005537
07/01/2024

Software 8100.27

N




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: DAYTONA BEACH PD Serial Number: 80-005537
Time of Inspection: 10:25 Date of Inspection: 07/02/2024 Software: 8100.27

Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted

(Pre-Inspection): OK Yes No

Minimum Sample Volume Barometric Pressure Sensor
| Check: OK Yes Check: OK Yes
| Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes

Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/2101L) Dry Gas Std Test

(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L) 025

Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:AG310901 4[]‘!!2
EXp: 8342542025 6?

0.000 0.050 0.080 0.197 0.081 ZA
0.000 0.050 0.080 0.197 0.080 "lq(
0.000 0.050 0.080 0.197 0.080

0.000 0.050 0.080 0.198 0.080

0.000 0.050 0.080 0.197 0.080

0.000 0.050 0.080 0.197 0.080

0.000 0.051 0.080 0.197 0.080

0.000 0.050 0.080 0.197 0.079

0.000 0.050 0.080 0.197 0.080

0.000 0.050 0.081 0.197 0.079

Standard Deviations | 0.0003 0.0003 0.0003 0.0005 J

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I performedmlo in accordapnce w:Lth the provisions of Chapter 11D-8, FaAC.
SHAYLA D PLATT

Slgnature and Printed Name

07/02/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: DAYTONA BEACH PD Serial Number: 80-005537
Time of Inspection: 13:35 Date of Imspection: 07/01/2024 Software: 8100.27
| Check or Test | YES NO
| Date and/or Time Adjusted
| No
Diagnostic Check (Pre-Inspection): OK
| No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met =
No
Interferent Detect Test: Interferent Detect o
No
Diagnostic Check (Post-Inspection): OK o
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: ] (g/210L)
ExXp: Exp: Exp: Lot#:
L | Exp:

Number of Simulators Used:

Remarks:
BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

NA- Did not defertaine compliance DA ) fou

The above instrument complies ( oes not comply { } with Chapter 11D-8, FAC

I certify tha
performed this in

hold afvalid Florida Department of Law Enforcement Agency Inspector Permit and that T
in accordance with the provisions of Chapter 11D-8, FAC.

DESTINEE N ARMSTRONG

___ signature and Printed Name

07/01/2024
Date

FDLE/ATP Form 40 — March 2004



