
80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2007/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:02

MONROE COUNTY SO

MARINO,JUAN

11/01/2026

402886996

MONROE COUNTY SO

QUICK,LEANN,E

HERNANDEZ

06/09/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/17/2025 13:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:5507/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:02

MONROE COUNTY SO

MARINO,JUAN CARLOS

11/01/2026

402886996

MONROE COUNTY SO

QUICK,LEANN,

HERNANDEZ

06/09/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 07/17/2025 13:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3907/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:51

MONROE COUNTY SO

LEON,KEVIN

11/01/2026

402886996

MONROE COUNTY SO

MARINO,JUAN CARLOS,

MORERA CABRERA

06/09/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 07/17/2025 13:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:2407/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:02

MONROE COUNTY SO

GONZALEZ,KEVIN

11/01/2026

402886996

MONROE COUNTY SO

QUICK,LEANN,E

BADIA

06/09/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

# 1 0.107Subject Sample 00:58

1.277Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.115Subject Sample 01:01

1.441Breath Volume 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 07/17/2025 13:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:0907/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

18:02

MONROE COUNTY SO

CHLEBANOWSKI,RYAN

11/01/2026

402886996

MONROE COUNTY SO

CHLEBANOWSKI,RYAN,P

SMARSH

07/14/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.079Control Test 18:42

0.000Air Blank 18:42

# 1 0.203Subject Sample 18:43

2.785Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.208Subject Sample 18:46

3.070Breath Volume 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 07/17/2025 13:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3507/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:26

Miami PD

HEREDIA RUBIO,ROBERTO

04/28/2026

402732434

Miami PD

HEREDIA RUBIO,ROBERTO,A

CASTRO

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1 0.105Subject Sample 01:51

2.125Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.096Subject Sample 01:55

1.324Breath Volume 01:55

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 08/05/2025 16:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3407/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:58

Miami PD

HEREDIA RUBIO,ROBERTO

04/28/2026

402732434

Miami PD

HEREDIA RUBIO,ROBERTO,A

MENDEZ CASTANEDA

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:23

# 1 0.197Subject Sample 03:24

1.660Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.189Subject Sample 03:29

1.710Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 08/05/2025 16:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:2307/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:50

Miami PD

HEREDIA RUBIO,ROBERTO

04/28/2026

402732434

Miami PD

HEREDIA RUBIO,ROBERTO,A

LOPEZ

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.080Control Test 20:19

0.000Air Blank 20:19

# 1Subject Sample 20:21 Subject Test Refused

0.000Breath Volume 20:21

0.000Air Blank 20:21

0.080Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 08/05/2025 16:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1807/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:54

Coral Gables PD

GARCIA,B

04/28/2026

402732434

Coral Gables PD

GARCIA,B,

RODRIGUEZ LEON

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:16

# 1 0.146Subject Sample 03:20 Volume Not Met

0.078Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.140Subject Sample 03:25 Volume Not Met

0.058Breath Volume 03:25

0.000Air Blank 03:26

0.073Control Test 03:26 Control Outside Tolerance

0.000Air Blank 03:27

Data Download Date/Time: 08/05/2025 01:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5007/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:54

Coral Gables PD

GARCIA,B

04/28/2026

402732434

Coral Gables PD

GARCIA,B,

RODRIGUEZ LEON

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 08/05/2025 01:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:5507/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:17

Miami PD

MARRERO,A

04/28/2026

402732434

Miami PD

MARRERO,A,

AGUERO ARIAS

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.079Control Test 06:00

0.000Air Blank 06:01

# 1Subject Sample 06:01 Subject Test Refused

0.000Breath Volume 06:01

0.000Air Blank 06:02

0.079Control Test 06:02

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 08/05/2025 01:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:3407/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:47

Miami PD

RAMOS,YIRIEL

04/28/2026

402732434

Miami PD

RAMOS,YIRIEL,E

CASCO

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.079Control Test 22:11

Air Blank 22:12 RFI Detect

0.000Air Blank 22:12

Data Download Date/Time: 08/05/2025 01:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:0107/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:47

Miami PD

RAMOS,YIRIEL

04/28/2026

402732434

Miami PD

RAMOS,YIRIEL,E

CASCO

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

Air Blank 22:15 RFI Detect

0.000Air Blank 22:16

Data Download Date/Time: 08/05/2025 01:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0707/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:47

Miami PD

RAMOS,YIRIEL

04/28/2026

402732434

Miami PD

RAMOS,YIRIEL,E

CASCO

06/27/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

# 1Subject Sample 22:20 Subject Test Refused

0.000Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 08/05/2025 01:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2607/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:26

Miami Beach PD

MCCOY,AUSTIN

01/27/2026

402648278

Miami Beach PD

PENA,KELVIN,

WAX

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.077Control Test 04:19

0.000Air Blank 04:19

# 1Subject Sample 04:20 Subject Test Refused

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 07/17/2025 10:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:3007/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:33

Miami Beach PD

CRUZ,JASON

01/27/2026

402648278

Miami Beach PD

CARDOSO,MARCOS,

PETRULEVIC

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.078Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.078Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 07/17/2025 10:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5407/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:12

Miami Beach PD

OLLOQUI,CHRISTHOPHER

01/27/2026

402648278

Miami Beach PD

GARRIDO,JEYNY,S

ZAMBRANO

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.078Control Test 01:57

0.000Air Blank 01:57

# 1 0.263Subject Sample 01:58

3.226Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:00

# 2 0.260Subject Sample 02:01

1.839Breath Volume 02:01

0.000Air Blank 02:02

0.076Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 07/17/2025 10:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:1307/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:54

Miami Beach PD

ZAPATA,J

01/27/2026

402648278

Miami Beach PD

WOOLFOLK,DAX,A

WOOLFOLK

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:48

0.078Control Test 17:48

0.000Air Blank 17:49

# 1Subject Sample 17:50 Subject Test Refused

0.000Breath Volume 17:50

0.000Air Blank 17:51

0.077Control Test 17:51

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 07/17/2025 10:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:3807/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:54

Miami Beach PD

ZAPATA,J

01/27/2026

402648278

Miami Beach PD

FERNANDEZ,MANUEL,

WOOLFOLK

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.079Control Test 18:11

0.000Air Blank 18:11

# 1Subject Sample 18:12 Subject Test Refused

0.000Breath Volume 18:12

0.000Air Blank 18:12

0.078Control Test 18:13

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 07/17/2025 10:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:31:5607/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:57

16:31

Miami Beach PD

NUNEZ,SEBASTIAN

01/27/2026

402648278

Miami Beach PD

FERNANDEZ,MANUEL,

DIETTERICH

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:29

0.000Air Blank 17:29

0.078Control Test 17:29

0.000Air Blank 17:30

# 1Subject Sample 17:30 Subject Test Refused

0.000Breath Volume 17:30

0.000Air Blank 17:31

0.078Control Test 17:31

0.000Air Blank 17:31

OKDiagnostics Check 17:31

Data Download Date/Time: 07/17/2025 10:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3107/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:34

Miami Beach PD

MILLER,BRANDON

01/27/2026

402648278

Miami Beach PD

MILLER,BRANDON,L

SANCHEZ

06/12/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 07/17/2025 10:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5407/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:17

Miami Beach PD

SONY,ROBINSON

01/27/2026

402648278

Miami Beach PD

JOSEPH,HERMANN,

GARCIA GARCIA

07/17/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:45 No Sample Provided

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 08/14/2025 14:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:4907/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:58

07:28

Miami Beach PD

NUNEZ,M

01/27/2026

402648278

Miami Beach PD

POMARES,M,

BROWN

07/17/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:25

0.000Air Blank 08:26

0.079Control Test 08:26

0.000Air Blank 08:27

# 1 0.130Subject Sample 08:28

3.261Breath Volume 08:28

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.136Subject Sample 08:31

2.335Breath Volume 08:31

0.000Air Blank 08:31

0.078Control Test 08:32

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 08/14/2025 14:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:5507/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:15

Miami Beach PD

ALVAREZ,DANNY

01/27/2026

402648278

Miami Beach PD

GARRIDO,JEYNY,S

TENNEKOON

07/17/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.077Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.077Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 08/14/2025 14:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:2307/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:28

Miami Beach PD

PEREZ,ERIC

01/27/2026

402648278

Miami Beach PD

KAZARYAN,LILIT,

CHA

07/17/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.078Control Test 20:32

0.000Air Blank 20:32

# 1Subject Sample 20:33 Subject Test Refused

0.000Breath Volume 20:33

0.000Air Blank 20:33

0.078Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 08/14/2025 14:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:20:2907/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:36

06:21

Miami Beach PD

DUFAU,STEPHANY

01/27/2026

402648278

Miami Beach PD

HERRERA TERRY,MELANIE,M

GONZALEZ PUEBLA

07/17/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:12

0.000Air Blank 07:13

0.078Control Test 07:13

0.000Air Blank 07:14

# 1 0.140Subject Sample 07:15

2.960Breath Volume 07:15

0.000Air Blank 07:16

0.000Air Blank 07:17

# 2 0.135Subject Sample 07:18

2.515Breath Volume 07:18

0.000Air Blank 07:19

0.077Control Test 07:19

0.000Air Blank 07:20

OKDiagnostics Check 07:20

Data Download Date/Time: 08/14/2025 14:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0207/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:17

Miami-Dade PD

DUVAL,ARMANDO

11/05/2026

28424080A4

Miami-Dade PD

HUGGINS,MICHAEL,

MESA

07/10/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.081Control Test 20:56

0.000Air Blank 20:56

# 1 0.170Subject Sample 20:57

2.277Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.170Subject Sample 21:01

2.359Breath Volume 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:03

Data Download Date/Time: 08/21/2025 02:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3707/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:23

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

VALDES

07/10/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

# 1 0.044Subject Sample 01:22

1.914Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.042Subject Sample 01:25

2.101Breath Volume 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 08/21/2025 02:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:2307/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:22

Miami-Dade PD

ALTUNAY,MUHAMMET

11/05/2026

28424080A4

Miami-Dade PD

ALTUNAY,MUHAMMET,

BELTON

07/10/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.082Control Test 00:07

0.000Air Blank 00:08

# 1 0.221Subject Sample 00:11 Volume Not Met

0.101Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:13

# 2Subject Sample 00:15 Subject Test Refused

0.242Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 08/07/2025 05:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3807/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:42

Miami-Dade PD

VAZQUEZ,RANDY

11/05/2026

28424080A4

Miami-Dade PD

VAZQUEZ,RANDY,R

DENSON

07/10/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

# 1 0.207Subject Sample 02:14

1.656Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.197Subject Sample 02:17

1.253Breath Volume 02:17

0.000Air Blank 02:17

0.082Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 08/07/2025 05:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0307/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

18:51

Miami-Dade PD

TAHIR,N

11/05/2026

28424080A4

North Miami Beach PD

ZARATE,J,

PRICE

07/10/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.081Control Test 21:49

0.000Air Blank 21:50

# 1Subject Sample 21:50 Subject Test Refused

0.000Breath Volume 21:50

0.000Air Blank 21:51

0.081Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:52

Data Download Date/Time: 08/07/2025 05:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3807/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:43

Miami-Dade PD

VAZQUEZ,RANDY

11/05/2026

28424080A4

Miami-Dade PD

VAZQUEZ,RANDY,R

MENDOZA JARQUIN

07/10/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.081Control Test 03:33

0.000Air Blank 03:33

# 1 0.132Subject Sample 03:34

2.003Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.126Subject Sample 03:37

2.199Breath Volume 03:37

0.000Air Blank 03:37

0.081Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 08/07/2025 05:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000890CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5607/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:05

Pinellas County SO

CHURCHILL,CAMERON

01/09/2027

AG500903

Pinellas County SO

CHURCHILL,CAMERON,P

THOMAS

06/18/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

# 1 0.183Subject Sample 01:27

1.632Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.187Subject Sample 01:30

1.734Breath Volume 01:30

0.000Air Blank 01:31

0.077Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 07/09/2025 14:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000890CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4007/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

04:12

Pinellas County SO

HAEDKE,DEPUTY

01/09/2027

AG500903

Pinellas County SO

CHURCHILL,CAMERON,P

SOLIS-HERNANDEZ

06/18/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:30

# 1 0.128Subject Sample 04:31

2.375Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.129Subject Sample 04:34

2.273Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 07/09/2025 14:56

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:2907/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:31

19:31

FFWCC (Panama City)

SENST,CASEY

06/27/2026

403207508

FFWCC (Panama City)

BROOKS,JOSEPH,P

HAYES

06/25/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.083Control Test 19:52

0.000Air Blank 19:52

# 1Subject Sample 19:55 No Sample Provided

0.000Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2Subject Sample 19:59 Subject Test Refused

0.000Breath Volume 19:59

0.000Air Blank 19:59

0.082Control Test 19:59

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 07/09/2025 14:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:29:1007/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:02

15:54

Okaloosa County SO

GRUNDIN,GABREAN

06/27/2026

403207508

Okaloosa County SO

BAZYLAK,DAVID,C

PEMBERTON

06/25/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:23

0.083Control Test 16:23

0.000Air Blank 16:23

# 1 0.180Subject Sample 16:24

1.355Breath Volume 16:24

0.000Air Blank 16:25

0.000Air Blank 16:27

# 2 0.180Subject Sample 16:27

1.890Breath Volume 16:27

0.000Air Blank 16:28

0.081Control Test 16:28

0.000Air Blank 16:29

OKDiagnostics Check 16:29

Data Download Date/Time: 07/09/2025 14:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:34:2307/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:07

17:06

FFWCC (Panama City)

PIFER,JUSTIN

06/27/2026

403207508

FFWCC (Panama City)

MOLNAR,JARROD,T

WILSON

06/25/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:28

0.000Air Blank 17:28

0.082Control Test 17:29

0.000Air Blank 17:29

# 1 0.116Subject Sample 17:29

1.574Breath Volume 17:29

0.000Air Blank 17:30

0.000Air Blank 17:32

# 2 0.110Subject Sample 17:32

1.730Breath Volume 17:32

0.000Air Blank 17:33

0.081Control Test 17:33

0.000Air Blank 17:34

OKDiagnostics Check 17:34

Data Download Date/Time: 07/09/2025 14:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2907/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:08

Okaloosa County SO

WILLIAMS,DANIEL

12/02/2027

403207508

Okaloosa County SO

WILLIAMS,DANIEL,S

MATYAC

06/25/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:44 No Sample Provided

0.000Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.138Subject Sample 03:47

1.515Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 3 0.129Subject Sample 03:50

2.476Breath Volume 03:50

0.000Air Blank 03:51

0.082Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 07/09/2025 14:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:1507/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:00

17:55

FFWCC (Panama City)

PRITCHARD,THOMAS

06/27/2026

403207508

FFWCC (Panama City)

PRITCHARD,THOMAS,D

KARPIUK

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.082Control Test 18:27

0.000Air Blank 18:27

# 1Subject Sample 18:27 Subject Test Refused

0.000Breath Volume 18:27

0.000Air Blank 18:28

0.082Control Test 18:28

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:5607/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:41

Okaloosa County SO

WILLIAMS,DANIEL

12/02/2027

403207508

Okaloosa County SO

WILLIAMS,DANIEL,S

GONZALEZ

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.083Control Test 05:10

0.000Air Blank 05:10

# 1Subject Sample 05:13 No Sample Provided

0.000Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:17

0.082Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:3907/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:35

Okaloosa County SO

WILLIAMS,DANIEL

12/02/2027

403207508

Okaloosa County SO

WILLIAMS,DANIEL,S

HILL

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.083Control Test 05:07

0.000Air Blank 05:08

# 1 0.040Subject Sample 05:09

2.687Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.037Subject Sample 05:12

2.753Breath Volume 05:12

0.000Air Blank 05:12

0.081Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0307/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:39

Okaloosa County SO

WILLIAMS,DANIEL

12/02/2027

403207508

Okaloosa County SO

WILLIAMS,DANIEL,S

BEALE

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.083Control Test 02:42

0.000Air Blank 02:42

# 1 0.136Subject Sample 02:44

1.207Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.125Subject Sample 02:48

1.679Breath Volume 02:48

0.000Air Blank 02:49

0.082Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:50

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:06:3707/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:43

16:17

Okaloosa County SO

BAZYLAK,DAVID

06/27/2026

403207508

Okaloosa County SO

BAZYLAK,DAVID,C

WOODCOCK

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.082Control Test 17:05

0.000Air Blank 17:05

# 1Subject Sample 17:06 RFI Detect

0.000Breath Volume 17:06

Air Blank 17:06 RFI Detect

0.000Air Blank 17:06

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:5007/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

14:46

16:17

Okaloosa County SO

BAZYLAK,DAVID

06/27/2026

403207508

Okaloosa County SO

BAZYLAK,DAVID,C

WOODCOCK

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:09

0.000Air Blank 17:09

0.082Control Test 17:10

0.000Air Blank 17:10

# 1Subject Sample 17:13 No Sample Provided

0.000Breath Volume 17:13

0.000Air Blank 17:14

0.000Air Blank 17:16

# 2Subject Sample 17:16 Subject Test Refused

0.000Breath Volume 17:16

0.000Air Blank 17:16

0.082Control Test 17:17

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:5907/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:17

16:03

Okaloosa County SO

REEVES,JAMES

06/27/2026

403207508

Okaloosa County SO

REEVES,JAMES,F

HILL

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:37

0.000Air Blank 16:38

0.081Control Test 16:38

0.000Air Blank 16:38

# 1Subject Sample 16:40 Subject Test Refused

0.000Breath Volume 16:40

0.000Air Blank 16:41

0.082Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:1507/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:40

17:31

Okaloosa County SO

SPRAGUE,CHARLES

06/27/2026

403207508

Okaloosa County SO

STINSON,ERIC,S

AZARZAR

07/09/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:01

0.081Control Test 18:01

0.000Air Blank 18:02

# 1 0.073Subject Sample 18:02

2.273Breath Volume 18:02

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.071Subject Sample 18:05

2.183Breath Volume 18:05

0.000Air Blank 18:06

0.081Control Test 18:06

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 08/19/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:4607/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:26

PORT ST. JOE PD

NICHOLS,RICHARD

04/01/2028

403308953

PORT ST. JOE PD

BRAMMER,DALTON,J

JAMES

06/23/2025

8100.27

PORT ST JOE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.080Control Test 19:55

0.000Air Blank 19:55

# 1Subject Sample 19:58 No Sample Provided

0.000Breath Volume 19:58

0.000Air Blank 19:59

0.000Air Blank 20:01

# 2Subject Sample 20:04 No Sample Provided

0.000Breath Volume 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 07/31/2025 18:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:1507/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:02

Fort Myers PD

PEREZ,ROBERTO

10/05/2026

25024080A3

Fort Myers PD

PEREZ,ROBERTO,J

PAZ FUENTES

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.084Control Test 01:02

0.000Air Blank 01:02

# 1 0.244Subject Sample 01:03

2.929Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.203Subject Sample 01:06

2.464Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 3 0.217Subject Sample 01:09

3.078Breath Volume 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:3507/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:23

Fort Myers PD

LAZARCZYK,CHAD

10/05/2026

25024080A3

Fort Myers PD

PEREZ,ROBERTO,J

MUNSON

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.084Control Test 01:18

0.000Air Blank 01:19

# 1 0.177Subject Sample 01:20

2.785Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.217Subject Sample 01:23

2.066Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 3 0.219Subject Sample 01:26

2.769Breath Volume 01:26

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5207/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:34

Fort Myers PD

MASSEY,ANTHONY

10/05/2026

25024080A3

Fort Myers PD

DELGADO,CHRISTINA,

TREJO URBINA

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.084Control Test 22:55

0.000Air Blank 22:55

# 1 0.267Subject Sample 22:57

3.234Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.247Subject Sample 23:00

1.421Breath Volume 23:00

0.000Air Blank 23:00

0.080Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:2807/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:17

Fort Myers PD

SMITH,GAVIN

10/05/2026

25024080A3

Fort Myers PD

KING,JONATHAN,L

HEMMINGWAY

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.084Control Test 22:56

0.000Air Blank 22:56

# 1 0.381Subject Sample 22:57

1.562Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.382Subject Sample 23:00

2.031Breath Volume 23:00

0.000Air Blank 23:01

0.084Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0407/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:41

FHP Troop F

NORRIS,JOSHUA

10/05/2026

25024080A3

FHP Troop F

NORRIS,JOSHUA,E

DE OLIVEIRA SANTOS

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.084Control Test 02:42

0.000Air Blank 02:42

# 1 0.144Subject Sample 02:46 Volume Not Met

0.277Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:50

0.082Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:51

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:5907/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:23

16:57

Fort Myers PD

REPPERT,HUNTER

10/05/2026

25024080A3

Fort Myers PD

BRADFORD,HARLEE,M

STEINER

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.083Control Test 17:46

0.000Air Blank 17:47

# 1 0.120Subject Sample 17:48

3.371Breath Volume 17:48

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.122Subject Sample 17:51

3.144Breath Volume 17:51

0.000Air Blank 17:52

0.083Control Test 17:52

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5407/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:05

Fort Myers PD

KING,JONATHAN

10/05/2026

25024080A3

Fort Myers PD

KING,JONATHAN,L

ETHERTON

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.085Control Test 01:51

0.000Air Blank 01:52

# 1 0.089Subject Sample 01:52

1.953Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.093Subject Sample 01:55

1.265Breath Volume 01:55

0.000Air Blank 01:55

0.083Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:3407/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:54

FHP Troop F

NORRIS,JOSHUA

10/05/2026

25024080A3

FHP Troop F

NORRIS,JOSHUA,E

CHIRILLO

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.085Control Test 21:05

0.000Air Blank 21:06

# 1 0.147Subject Sample 21:07

3.527Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.148Subject Sample 21:10

2.628Breath Volume 21:10

0.000Air Blank 21:10

0.082Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4507/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:29

Fort Myers PD

STONE,K

10/05/2026

25024080A3

Lee County SO

ZUNIGA,S,

NAPLES

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.085Control Test 20:39

0.000Air Blank 20:39

# 1 0.000Subject Sample 20:40

1.886Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.000Subject Sample 20:43

2.246Breath Volume 20:43

0.000Air Blank 20:43

0.084Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3007/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

21:50

Fort Myers PD

FERRARO,PAUL

10/05/2026

25024080A3

Fort Myers PD

FERRARO,PAUL,

BRANCH

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.085Control Test 01:17

0.000Air Blank 01:18

# 1 0.264Subject Sample 01:18

1.597Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.248Subject Sample 01:21

1.941Breath Volume 01:21

0.000Air Blank 01:22

0.084Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:19:4107/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

09:07

FHP Troop F

MANIOS,ALEXANDER

10/05/2026

25024080A3

FHP Troop F

MANIOS,ALEXANDER,W

TATE

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:13

0.000Air Blank 10:13

0.084Control Test 10:14

0.000Air Blank 10:14

# 1 0.046Subject Sample 10:15

3.253Breath Volume 10:15

0.000Air Blank 10:15

0.000Air Blank 10:17

# 2 0.046Subject Sample 10:18

3.578Breath Volume 10:18

0.000Air Blank 10:18

0.085Control Test 10:19

0.000Air Blank 10:19

OKDiagnostics Check 10:19

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0507/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:20

FHP Troop F

FANEGO,DAVID

10/05/2026

25024080A3

FHP Troop F

FANEGO,DAVID,

PEREZ CASTRO

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.084Control Test 02:40

0.000Air Blank 02:41

# 1 0.156Subject Sample 02:44 Slope Not Level

1.636Breath Volume 02:44

Air Blank 02:44 RFI Detect

0.000Air Blank 02:45

0.084Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1207/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:20

FHP Troop F

FANEGO,DAVID

10/05/2026

25024080A3

FHP Troop F

FANEGO,DAVID,

PEREZ CASTRO

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.083Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:49 RFI Detect

0.000Breath Volume 02:49

Air Blank 02:49 RFI Detect

0.000Air Blank 02:50

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0407/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:20

FHP Troop F

FANEGO,DAVID

10/05/2026

25024080A3

FHP Troop F

FANEGO,DAVID,

PEREZ CASTRO

06/17/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.083Control Test 02:59

0.000Air Blank 02:59

# 1 0.167Subject Sample 03:00

1.671Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.160Subject Sample 03:03

1.800Breath Volume 03:03

0.000Air Blank 03:04

0.083Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:05

Data Download Date/Time: 07/22/2025 14:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:5007/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:36

FHP Troop E

ESTEVEZ,JOSE

05/28/2027

40305679

FHP Troop E

ESTEVEZ,JOSE,M

ARAI

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:31

0.000Air Blank 06:32

0.081Control Test 06:32

0.000Air Blank 06:32

# 1 0.083Subject Sample 06:33

1.312Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:35

# 2 0.080Subject Sample 06:36

2.980Breath Volume 06:36

0.000Air Blank 06:36

0.079Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 07/22/2025 17:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2007/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:48

FHP Troop E

CRUZ,ISRAEL

05/28/2027

40305679

FHP Troop E

CRUZ,ISRAEL,I

JEANBAPTISTE

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1 0.130Subject Sample 02:31

2.921Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.127Subject Sample 02:34

2.929Breath Volume 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 07/22/2025 17:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0707/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:54

FHP Troop E

RIVERA,ANTHONY

05/28/2027

40305679

FHP Troop E

RIVERA,ANTHONY,'

SANCHEZ

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

# 1 0.097Subject Sample 03:51

1.898Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.094Subject Sample 03:54

1.941Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 07/22/2025 17:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1507/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:58

FHP Troop E

ARTHUR,MELVIN

05/28/2027

40305679

FHP Troop E

ARTHUR,MELVIN,J

FERNANDEZ

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.236Subject Sample 21:38

3.277Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.231Subject Sample 21:41

1.527Breath Volume 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 07/22/2025 17:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0407/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:42

FHP Troop E

CRUZ,ISRAEL

05/28/2027

40305679

FHP Troop E

CRUZ,ISRAEL,I

CASSEUS

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:30

# 1 0.129Subject Sample 00:31

2.601Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.128Subject Sample 00:34

2.335Breath Volume 00:34

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:36

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1207/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:27

FHP Troop E

ARTHUR,MELVIN

05/28/2027

40305679

FHP Troop E

ARTHUR,MELVIN,J

CALIXTE

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.081Control Test 02:24

0.000Air Blank 02:24

# 1 0.111Subject Sample 02:26

2.585Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.112Subject Sample 02:29

1.253Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2307/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:22

Village of Pinecrest

REDWAN,NADER

05/28/2027

40305679

Village of Pinecrest

REDWAN,NADER,

LUCAS

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1 0.154Subject Sample 03:45

2.804Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.155Subject Sample 03:48

3.023Breath Volume 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:2507/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:58

08:25

FHP Troop E

GARCIA,NATHALY

05/28/2027

403056709

Miami Springs PD

FRANCESCHI,VANESSA,R

CARVAJAL

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:19

0.000Air Blank 09:20

0.080Control Test 09:20

0.000Air Blank 09:20

# 1Subject Sample 09:21 Subject Test Refused

0.000Breath Volume 09:21

0.000Air Blank 09:21

0.080Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:2307/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:24

FHP Troop E

ARTHUR,MELVIN

05/28/2027

40305679

FHP Troop E

ARTHUR,MELVIN,J

JAUMA GRANADO

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

# 1Subject Sample 03:14 No Sample Provided

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:2507/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:54

Village of Pinecrest

WADDELL,NATHANIEL

05/28/2027

40305679

Village of Pinecrest

WADDELL,NATHANIEL,J

TOBIE

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

# 1Subject Sample 04:45 Subject Test Refused

0.000Breath Volume 04:45

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:1107/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

13:41

Village of Pinecrest

VEGA,OBEL

05/28/2027

40305679

Village of Pinecrest

VEGA,OBEL,

QUINTERO

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:04

0.000Air Blank 15:05

0.081Control Test 15:05

0.000Air Blank 15:06

# 1 0.000Subject Sample 15:06

3.453Breath Volume 15:06

0.000Air Blank 15:07

0.000Air Blank 15:09

# 2 0.000Subject Sample 15:09

3.734Breath Volume 15:09

0.000Air Blank 15:10

0.080Control Test 15:10

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0307/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:13

FHP Troop E

ARTHUR,MELVIN

05/28/2027

40305679

FHP Troop E

ARTHUR,MELVIN,J

ZAPATA

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.081Control Test 21:58

0.000Air Blank 21:58

# 1 0.258Subject Sample 21:59

2.613Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:01

# 2 0.240Subject Sample 22:02

1.578Breath Volume 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:04

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3207/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:20

FHP Troop E

ARTHUR,MELVIN

05/28/2027

40305679

FHP Troop E

ARTHUR,MELVIN,J

MICHEL

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1 0.098Subject Sample 02:11

2.492Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.098Subject Sample 02:15

2.417Breath Volume 02:15

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3707/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:36

Village of Pinecrest

WADDELL,NATHANIEL

05/28/2027

40305679

Village of Pinecrest

WADDELL,NATHANIEL,J

HUNT

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:32

# 1 0.151Subject Sample 04:33

2.105Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.153Subject Sample 04:37

1.812Breath Volume 04:37

0.000Air Blank 04:37

0.080Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2007/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:22

FHP Troop E

ARTHUR,MELVIN

05/28/2027

40305679

FHP Troop E

ARTHUR,MELVIN,J

MENDOZA PIRELA

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1 0.185Subject Sample 02:14

2.187Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.176Subject Sample 02:17

1.734Breath Volume 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2907/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:26

FHP Troop E

HENNING,ASHLEY

05/28/2027

403056709

FHP Troop E

HENNING,ASHLEY,R

SPEAR

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1 0.272Subject Sample 02:35

1.613Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.270Subject Sample 02:38

1.449Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:0707/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:59

FHP Troop E

CRUZ,ISRAEL

05/28/2027

40305679

FHP Troop E

CRUZ,ISRAEL,I

THOMPKINS

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

# 1 0.121Subject Sample 03:51

1.445Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.116Subject Sample 03:55

2.417Breath Volume 03:55

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:4807/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:21

FHP Troop E

RIVERA,ANTHONY

05/28/2027

40305679

FHP Troop E

RIVERA,ANTHONY,

QUINTANA

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1 0.000Subject Sample 04:49

3.316Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.000Subject Sample 04:52

3.273Breath Volume 04:52

0.000Air Blank 04:52

0.079Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1907/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:27

FHP Troop E

PEREZ MORALES,JAVIER

05/28/2027

403056709

FHP Troop E

PEREZ MORALES,JAVIER,D

CHERRANFANT

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:03

# 1 0.197Subject Sample 05:05

1.472Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.212Subject Sample 05:09

1.351Breath Volume 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1907/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

22:13

FHP Troop E

SANCHEZ,JUSTIN

05/28/2027

403056709

FHP Troop E

CIDRON,JULIO,C

HOLLIMAN

06/03/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.081Control Test 22:45

0.000Air Blank 22:46

# 1 0.136Subject Sample 22:46

2.398Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.138Subject Sample 22:49

2.285Breath Volume 22:49

0.000Air Blank 22:50

0.081Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 07/22/2025 17:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4907/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

12:56

Cape Coral PD

SULZMAN,SAMUEL

11/05/2025

28423080A4

Cape Coral PD

ALLEN,TASHA,L

KOBELKSI

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.082Control Test 01:28

0.000Air Blank 01:28

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

Air Blank 01:29 RFI Detect

Air Blank 01:29 RFI Detect

Data Download Date/Time: 07/09/2025 03:52

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4307/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:17

Cape Coral PD

DELGATTI,BRADLEY

11/05/2025

28423080A4

Cape Coral PD

DELGATTI,BRADLEY,S

MARSHALL

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.082Control Test 00:55

0.000Air Blank 00:56

# 1 0.135Subject Sample 00:57

2.238Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.127Subject Sample 01:00

1.585Breath Volume 01:00

0.000Air Blank 01:00

0.081Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 07/09/2025 03:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4107/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:00

Cape Coral PD

MYERS,JUSTIN

11/05/2025

28423080A4

Cape Coral PD

MYERS,JUSTIN,L

PEREZ

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.082Control Test 03:45

0.000Air Blank 03:45

# 1 0.131Subject Sample 03:46

3.125Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.131Subject Sample 03:49

2.863Breath Volume 03:49

0.000Air Blank 03:49

0.081Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 07/09/2025 03:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3807/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:25

Cape Coral PD

HALL,AUSTIN

11/05/2025

28423080A4

Cape Coral PD

STANKOSKY,DONALD,

REMUS

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.081Control Test 02:07

Air Blank 02:07 RFI Detect

0.000Air Blank 02:07

Data Download Date/Time: 07/09/2025 03:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5007/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:25

Cape Coral PD

HALL,AUSTIN

11/05/2025

28423080A4

Cape Coral PD

STANKOSKY,DONALD,

REMUS

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1 0.270Subject Sample 02:11

2.105Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.258Subject Sample 02:14

2.082Breath Volume 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/09/2025 03:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:3907/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:46

17:30

Cape Coral PD

KING,LAWRENCE

11/05/2025

28423080A4

Cape Coral PD

KING,LAWRENCE,

MCGOVERN

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:07

0.000Air Blank 18:07

0.082Control Test 18:07

0.000Air Blank 18:08

# 1 0.286Subject Sample 18:08

2.976Breath Volume 18:08

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.286Subject Sample 18:11

3.390Breath Volume 18:11

0.000Air Blank 18:12

0.080Control Test 18:13

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 07/09/2025 03:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2107/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:19

Cape Coral PD

DELGATTI,BRADLEY

11/05/2025

28423080A4

Cape Coral PD

DELGATTI,BRADLEY,S

ABELLARD

06/06/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.082Control Test 03:55

0.000Air Blank 03:56

# 1 0.201Subject Sample 03:57

3.042Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.195Subject Sample 04:00

3.015Breath Volume 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 07/09/2025 03:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2507/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:07

Cape Coral PD

MYERS,JUSTIN

03/05/2026

01524080A2

Cape Coral PD

MYERS,JUSTIN,L

LOVE

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1 0.000Subject Sample 23:48

2.835Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.000Subject Sample 23:52

2.968Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3707/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:52

Cape Coral PD

GREENUP,RONNY

03/05/2026

01524080A2

Cape Coral PD

GREENUP,RONNY,

CHAIFETZ

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.138Subject Sample 00:37

1.785Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.140Subject Sample 00:40

1.863Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:4207/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:34

09:06

Cape Coral PD

STRYBEL,BRIAN

03/05/2026

01524080A2

Cape Coral PD

KLAUSNER,JAMIE,N

EDWARDS

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:54

0.000Air Blank 09:54

0.079Control Test 09:54

0.000Air Blank 09:55

# 1Subject Sample 09:56 Subject Test Refused

0.000Breath Volume 09:56

0.000Air Blank 09:56

0.079Control Test 09:57

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:02:4207/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:34

09:06

Cape Coral PD

STRYBEL,BRIAN

03/05/2026

01524080A2

Cape Coral PD

KLAUSNER,JAMIE,N

EDWARDS

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:59

0.000Air Blank 10:00

0.080Control Test 10:00

0.000Air Blank 10:01

# 1Subject Sample 10:01 Subject Test Refused

0.000Breath Volume 10:01

0.000Air Blank 10:01

0.079Control Test 10:02

0.000Air Blank 10:02

OKDiagnostics Check 10:02

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:55:5907/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:29

14:03

Cape Coral PD

ARNOLD,JOSH

03/05/2026

01524080A2

Cape Coral PD

KLAUSNER,JAMIE,N

PRICE

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:49

0.000Air Blank 14:50

0.080Control Test 14:50

0.000Air Blank 14:51

# 1 0.000Subject Sample 14:51

1.390Breath Volume 14:51

0.000Air Blank 14:52

0.000Air Blank 14:54

# 2 0.000Subject Sample 14:54

1.656Breath Volume 14:54

0.000Air Blank 14:55

0.079Control Test 14:55

0.000Air Blank 14:55

OKDiagnostics Check 14:55

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:04:3107/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:29

14:03

Cape Coral PD

ARNOLD,JOSH

03/05/2026

01524080A2

Cape Coral PD

KLAUSNER,JAMIE,N

PRICE

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:58

0.000Air Blank 14:58

0.079Control Test 14:59

0.000Air Blank 14:59

# 1 0.000Subject Sample 15:00

3.207Breath Volume 15:00

0.000Air Blank 15:00

0.000Air Blank 15:02

# 2 0.000Subject Sample 15:03

1.792Breath Volume 15:03

0.000Air Blank 15:03

0.079Control Test 15:03

0.000Air Blank 15:04

OKDiagnostics Check 15:04

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:1807/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:19

Cape Coral PD

MYERS,JUSTIN

11/05/2025

28423080A4

Cape Coral PD

MYERS,JUSTIN,L

GARVIN

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.080Control Test 21:06

0.000Air Blank 21:06

# 1 0.000Subject Sample 21:06

2.367Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.000Subject Sample 21:09

3.296Breath Volume 21:09

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2507/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:45

Cape Coral PD

NELSON,COLE

11/05/2025

28423080A4

Cape Coral PD

STANKOSKY,DONALD,

CAMPBELL

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

# 1 0.199Subject Sample 03:37

1.191Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.191Subject Sample 03:40

2.398Breath Volume 03:40

0.000Air Blank 03:41

0.077Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:2807/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:54

Cape Coral PD

FULLER,ZACHARY

11/05/2025

28423080A4

Cape Coral PD

GINTER,ERIC,M

CAMPILLO

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.027Subject Sample 22:31

2.968Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.026Subject Sample 22:34

3.933Breath Volume 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:2807/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:56

Cape Coral PD

DELGATTI,BRADLEY

11/05/2025

28423080A4

Cape Coral PD

DELGATTI,BRADLEY,S

MALDONADO DE LA CRUZ

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

# 1 0.116Subject Sample 20:35

1.429Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:37

# 2 0.121Subject Sample 20:38

2.351Breath Volume 20:38

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1707/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:50

Cape Coral PD

ALLEN,TASHA

11/05/2025

28423080A4

Cape Coral PD

ALLEN,TASHA,L

MORALES ACIERNO

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.104Subject Sample 02:24

2.320Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.105Subject Sample 02:28

3.023Breath Volume 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:1707/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:53

Cape Coral PD

HILL,TIN

11/05/2025

28423080A4

Cape Coral PD

LINDEMANN,ANTHONY,M

WILLIAMS

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

# 1 0.000Subject Sample 04:36

3.160Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.000Subject Sample 04:39

2.753Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1207/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:31

Cape Coral PD

GREENUP,RONNY

11/05/2025

28423080A4

Cape Coral PD

GREENUP,RONNY,

CUENCA

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.190Subject Sample 02:13

1.777Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.190Subject Sample 02:16

1.703Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:2707/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:00

Cape Coral PD

ALLEN,TASHA

11/05/2025

28423080A4

Cape Coral PD

ALLEN,TASHA,L

CLEFF

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1 0.000Subject Sample 02:38

2.375Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.000Subject Sample 02:41

2.886Breath Volume 02:41

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 08/14/2025 02:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:1907/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:42

Cape Coral PD

KNOWLTON,CHRISTIAN

11/05/2025

28423080A4

Cape Coral PD

DELGATTI,BRADLEY,S

WALKER

07/09/2025

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:23

# 1 0.000Subject Sample 19:24

3.003Breath Volume 19:24

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.000Subject Sample 19:26

4.011Breath Volume 19:26

0.000Air Blank 19:27

0.079Control Test 19:27

Air Blank 19:28 RFI Detect

Air Blank 19:28 RFI Detect

Data Download Date/Time: 08/14/2025 02:38

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000950CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2507/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:17

FHP Troop H

LANCASTER,CHRISTIAN

06/05/2026

10124080A3

Monticello PD

ROGERSON,CAMERON,D

BUTLER

06/24/2025

8100.27

HAVANA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 07/17/2025 15:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:1607/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:02

Franklin County SO

RESTER,LANNY

09/05/2025

14323080A3

Franklin County SO

RESTER,LANNY,C

CAMERON

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.077Control Test 23:58

0.000Air Blank 23:59

# 2 0.253Subject Sample 23:59

1.472Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.245Subject Sample 00:03

2.609Breath Volume 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4607/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:18

Franklin County SO

HATHCOCK,CHRISTIAN

09/05/2025

14323080A3

Franklin County SO

HEWITT,JARED,S

FLOOD

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.081Control Test 00:32

0.000Air Blank 00:32

# 1 0.109Subject Sample 00:33

2.511Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.105Subject Sample 00:36

3.234Breath Volume 00:36

0.000Air Blank 00:36

0.080Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:0907/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:03

22:26

FFWCC (Panama City)

STALLINGS,JOSHUA

09/05/2025

14323080A3

FFWCC (Panama City)

STALLINGS,JOSHUA,B

CLOUGH

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.079Control Test 23:40

0.000Air Blank 23:40

# 1Subject Sample 23:43 Sequence Aborted

0.000Breath Volume 23:43

0.000Air Blank 23:44

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2007/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:03

22:26

FFWCC (Panama City)

STALLINGS,JOSHUA

09/05/2025

14323080A3

FFWCC (Panama City)

STALLINGS,JOSHUA,B

CLOUGH

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:48

# 1Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:15:5507/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:37

Franklin County SO

WARD,JAMES

09/05/2025

14323080A3

Franklin County SO

WARD,JAMES,H

HARRIS

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:12

0.000Air Blank 17:13

0.079Control Test 17:13

0.000Air Blank 17:14

# 1 0.275Subject Sample 17:14

2.691Breath Volume 17:14

Air Blank 17:15 Purge Fail

0.000Air Blank 17:15

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:3407/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

18:15

Franklin County SO

LENDERMAN,TYLER

09/05/2025

14323080A3

Franklin County SO

DAVIS,TIMOTHY,B

JACKSON

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

# 1 0.218Subject Sample 18:57

2.085Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.199Subject Sample 19:00

2.000Breath Volume 19:00

0.000Air Blank 19:01

0.079Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:01:1107/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:11

13:12

Franklin County SO

RIEBEN,BRIANNA

09/05/2025

14323080A3

Franklin County SO

GILLIKIN,CHAD,E

SEQUEC BIXCUL

06/24/2025

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:54

0.000Air Blank 13:54

0.080Control Test 13:55

0.000Air Blank 13:55

# 1 0.204Subject Sample 13:56

2.527Breath Volume 13:56

0.000Air Blank 13:57

0.000Air Blank 13:58

# 2 0.192Subject Sample 13:59

1.902Breath Volume 13:59

0.000Air Blank 14:00

0.076Control Test 14:00

0.000Air Blank 14:01

OKDiagnostics Check 14:01

Data Download Date/Time: 07/24/2025 09:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:4507/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:50

FHP Troop H

MYERS,ADRIAN

06/05/2026

10124080A3

FHP Troop H

MYERS,ADRIAN,B

KENNY

06/10/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.082Control Test 04:10

0.000Air Blank 04:10

# 1 0.147Subject Sample 04:11

1.894Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.150Subject Sample 04:14

1.101Breath Volume 04:14

0.000Air Blank 04:14

0.081Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 07/14/2025 12:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:48:1107/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:21

09:43

Tallahassee PD

BROWN,DANIEL

06/05/2026

10124080A3

Tallahassee PD

BROWN,DANIEL,A

FOUST

06/10/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 10:41

0.000Air Blank 10:42

0.081Control Test 10:42

0.000Air Blank 10:43

# 1 0.179Subject Sample 10:43

2.757Breath Volume 10:43

0.000Air Blank 10:44

0.000Air Blank 10:46

# 2 0.173Subject Sample 10:46

2.238Breath Volume 10:46

0.000Air Blank 10:47

0.081Control Test 10:47

0.000Air Blank 10:48

OKDiagnostics Check 10:48

Data Download Date/Time: 07/14/2025 12:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:2707/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:44

Leon County SO

DIXON,JAMES

06/05/2026

10124080A3

Leon County SO

PHILCOX,DAVID,B

MOORE

06/10/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

Air Blank 18:51 RFI Detect

0.000Air Blank 18:52

Data Download Date/Time: 07/14/2025 12:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:0707/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:44

Leon County SO

DIXON,JAMES

06/05/2026

10124080A3

Leon County SO

PHILCOX,DAVID,B

MOORE

06/10/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:54

0.000Air Blank 18:54

0.081Control Test 18:55

0.000Air Blank 18:55

# 1 0.309Subject Sample 18:56

1.277Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.316Subject Sample 18:59

1.187Breath Volume 18:59

0.000Air Blank 19:00

0.081Control Test 19:00

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 07/14/2025 12:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:4207/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:51

Tallahassee PD

KING,CASEY

06/05/2026

10124080A3

Tallahassee PD

BIDDLE,MICAH,J

ZAVALA

06/10/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.082Control Test 23:39

0.000Air Blank 23:39

# 1 0.259Subject Sample 23:40

1.480Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 2 0.258Subject Sample 23:43

1.273Breath Volume 23:43

0.000Air Blank 23:43

0.081Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 07/14/2025 12:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:1907/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:40

Tallahassee PD

BABB,CALEB

06/05/2026

10124080A3

Tallahassee PD

BABB,CALEB,W

BANKS

07/14/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:52

# 1 0.000Subject Sample 02:53

1.183Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.082Subject Sample 02:56

1.843Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 3 0.085Subject Sample 02:59

1.226Breath Volume 02:59

0.000Air Blank 03:00

0.082Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 08/11/2025 11:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:5407/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:44

FL State University

GERGEN,PATRICK

06/05/2026

10124080A3

FL State University

GERGEN,PATRICK,S

SIMPKINS

07/14/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.139Subject Sample 03:35

3.023Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:37

# 2 0.135Subject Sample 03:38

2.949Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 08/11/2025 11:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3707/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

23:56

FHP Troop H

BARTON,JEREMY

06/05/2026

10124080A3

FHP Troop H

BARTON,JEREMY,R

SANDERS

07/14/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:50

# 1 0.175Subject Sample 01:50

3.925Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.179Subject Sample 01:54

3.828Breath Volume 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 08/11/2025 11:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5307/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:44

Tallahassee PD

MOULTON,MAURICE

06/05/2026

10124080A3

Tallahassee PD

HALL,NOAH,C

JACKSON

07/14/2025

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.081Control Test 01:50

0.000Air Blank 01:50

# 1 0.162Subject Sample 01:51

2.207Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 2 0.166Subject Sample 01:54

1.808Breath Volume 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 08/11/2025 11:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5607/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:15

Wakulla County SO

ALEXANDER,MICHAEL

06/05/2026

10124080A3

Wakulla County SO

ALEXANDER,MICHAEL,L

DAILEY

07/14/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 09/11/2025 11:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:22:0307/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

15:58

Wakulla County SO

PIENTA,DAVID

06/05/2026

10124080A3

Wakulla County SO

WILL,HEATHER,L

FREEMAN

06/24/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:19

0.079Control Test 17:20

0.000Air Blank 17:20

# 1Subject Sample 17:20 Subject Test Refused

0.000Breath Volume 17:20

0.000Air Blank 17:21

0.079Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:22

Data Download Date/Time: 07/17/2025 11:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:4107/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:50

FHP Troop H

GLASS,JEFFREY

06/05/2026

10124080A3

FHP Troop H

GLASS,JEFFREY,M

VAILLANCOURT

06/24/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

# 1 0.168Subject Sample 23:34 Volume Not Met

0.683Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.185Subject Sample 23:40 Volume Not Met

0.617Breath Volume 23:40

0.000Air Blank 23:40

0.079Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 07/17/2025 11:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2007/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

14:12

FHP Troop H

GLASS,JEFFREY

06/05/2026

10124080A3

FHP Troop H

GLASS,JEFFREY,M

YEAGER

06/24/2025

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.000Subject Sample 01:23

1.410Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.000Subject Sample 01:26

1.464Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/17/2025 11:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4907/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:22

Orange County SO

MARGAREJO,GIANCARLO

07/05/2026

15924080A2

Orange County SO

MEDINAPASTORIZA,ARNALDO,H

BERMUDEZMEENDEZ

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.082Control Test 01:05

0.000Air Blank 01:05

# 1 0.169Subject Sample 01:06

2.109Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 2 0.164Subject Sample 01:09

2.863Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 07/16/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:1707/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:21

Orange County SO

NOVAK,TYLER

07/05/2026

15924080A2

FHP Troop D

DEMPSEY,COURTNEY,J

SOLIVAN

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:42

# 1 0.130Subject Sample 01:45 Volume Not Met

0.281Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.161Subject Sample 01:49

2.062Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 3 0.157Subject Sample 01:54 Volume Not Met

0.359Breath Volume 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 07/16/2025 10:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0807/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:21

Orange County SO

NOVAK,TYLER

07/05/2026

15924080A2

FHP Troop D

DEMPSEY,COURTNEY,J

SOLIVAN

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:58

0.000Air Blank 01:58

# 1 0.141Subject Sample 02:01 Volume Not Met

0.824Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.162Subject Sample 02:04

1.187Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 3 0.145Subject Sample 02:10 Volume Not Met

0.156Breath Volume 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 07/16/2025 10:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2007/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:03

Orange County SO

BISPO,STEPHANIE

07/05/2026

15924080A2

Orange County SO

GONZALEZ,MIA,R

PORTER

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.082Control Test 00:45

0.000Air Blank 00:46

# 1 0.072Subject Sample 00:46

1.765Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.068Subject Sample 00:49

2.671Breath Volume 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 07/16/2025 10:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5007/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:32

Orange County SO

MCGRORY,DIARMUID

07/05/2026

15924080A2

Orange County SO

GONZALEZ,MIA,R

MCINTYRE

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.082Control Test 03:16

0.000Air Blank 03:16

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.081Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 07/16/2025 10:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5307/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:55

Orange County SO

SPENCER,JOHN

07/05/2026

15924080A2

Orange County SO

DEMPSEY,COURTNEY,J

LEBRON

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:45

# 1 0.126Subject Sample 03:46

2.066Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.130Subject Sample 03:49

3.566Breath Volume 03:49

0.000Air Blank 03:49

0.081Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 07/16/2025 10:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0507/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:12

Orange County SO

MATHEWS,ZACHARY

07/05/2026

15924080A2

OTHER Local

DEMPSEY,COURTNEY,J

TORRESFERNANDEZ

06/25/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:55

# 1 0.134Subject Sample 02:59 Volume Not Met

0.199Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2Subject Sample 03:04 No Sample Provided

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:06

Data Download Date/Time: 07/16/2025 10:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:5307/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:00

Orange County SO

ANDREWS,GARY

07/05/2026

15924080A2

Maitland PD

SKOWRONSKI,JEFFREY,J

QUINTERO BORNAS

07/16/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.082Control Test 03:52

0.000Air Blank 03:53

# 1 0.214Subject Sample 03:53

2.445Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.225Subject Sample 03:56

1.640Breath Volume 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 08/13/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3107/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:40

Orange County SO

SENA,HECTOR

07/05/2026

15924080A2

Ocoee PD

SKOWRONSKI,JEFFREY,J

CULVER

07/16/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

# 1 0.065Subject Sample 02:44

1.160Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.065Subject Sample 02:47

1.367Breath Volume 02:47

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 08/13/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0707/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

02:51

Orange County SO

NOVAK,TYLER

07/05/2026

15924080A2

FHP Troop D

GUZMAN LOPEZ,BIENVENIDO,

GUO

07/16/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.082Control Test 04:22

0.000Air Blank 04:23

# 1 0.065Subject Sample 04:23

1.546Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.064Subject Sample 04:26

1.324Breath Volume 04:26

0.000Air Blank 04:27

0.082Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 08/13/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1407/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:04

Orange County SO

WRAY,JACOB

07/05/2026

15924080A2

Orange County SO

GUZMAN LOPEZ,BIENVENIDO,

DIAZ DE LEON

07/16/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.082Control Test 03:45

0.000Air Blank 03:46

# 1 0.196Subject Sample 03:47

2.003Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.200Subject Sample 03:50

1.800Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 08/13/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:5207/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:13

Orange County SO

MATHEWS,ZACHARY

07/05/2026

15924080A2

OTHER Local

SKOWRONSKI,JEFFREY,J

ALVAREZ HENAO

07/16/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.083Control Test 22:01

0.000Air Blank 22:01

# 1 0.041Subject Sample 22:02

2.171Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:04

# 2 0.044Subject Sample 22:08 Volume Not Met

0.019Breath Volume 22:08

Air Blank 22:08 RFI Detect

0.000Air Blank 22:08

0.082Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 08/13/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:4307/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:13

Orange County SO

MATHEWS,ZACHARY

07/05/2026

15924080A2

OTHER Local

SKOWRONSKI,JEFFREY,J

ALVAREZ HENAO

07/16/2025

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

# 1 0.042Subject Sample 22:13

1.144Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2Subject Sample 22:17 RFI Detect

0.019Breath Volume 22:17

Air Blank 22:17 RFI Detect

0.000Air Blank 22:17

Data Download Date/Time: 08/13/2025 10:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:4407/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:37

FHP Troop H

BENAFIELD,RYAN

06/05/2026

10124080A3

FHP Troop H

BENAFIELD,RYAN,E

WILLIAMS

07/14/2025

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.079Control Test 23:34

0.000Air Blank 23:34

# 1 0.202Subject Sample 23:36

1.277Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.200Subject Sample 23:39

1.300Breath Volume 23:39

0.000Air Blank 23:39

0.077Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 08/25/2025 16:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:59:3207/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:41

Osceola County SO

MCCARLEY,CHRISTOPHER

11/26/2027

403207507

Osceola County SO

KAMINSKI,KELSEY,C

GARCIA-CHIRINO

07/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:51

0.000Air Blank 07:52

0.082Control Test 07:52

0.000Air Blank 07:52

# 1 0.094Subject Sample 07:54

1.359Breath Volume 07:54

0.000Air Blank 07:55

0.000Air Blank 07:57

# 2 0.096Subject Sample 07:57

1.992Breath Volume 07:57

0.000Air Blank 07:58

0.082Control Test 07:58

0.000Air Blank 07:59

OKDiagnostics Check 07:59

Data Download Date/Time: 08/21/2025 13:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:4307/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

06:41

Osceola County SO

MCCARLEY,CHRISTOPHER

11/26/2027

403207507

Osceola County SO

KAMINSKI,KELSEY,C

MORALES

07/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:03

0.000Air Blank 08:04

0.082Control Test 08:04

0.000Air Blank 08:04

# 1 0.042Subject Sample 08:07

3.082Breath Volume 08:07

0.000Air Blank 08:08

0.000Air Blank 08:10

# 2 0.039Subject Sample 08:11

2.445Breath Volume 08:11

0.000Air Blank 08:11

0.081Control Test 08:12

0.000Air Blank 08:12

OKDiagnostics Check 08:12

Data Download Date/Time: 08/21/2025 13:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0607/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:11

FHP Troop C

KISTLER,WILLIAM

07/16/2027

403096064

FHP Troop C

KISTLER,WILLIAM,E

BUSSINGER

06/29/2025

8100.27

PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

# 1 0.134Subject Sample 04:18

1.378Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.135Subject Sample 04:21

1.398Breath Volume 04:21

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 07/31/2025 15:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:3207/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:30

Osceola County SO

ROMERO-PEREZ,MICHAEL

11/26/2027

403207507

Osceola County SO

ROMERO-PEREZ,MICHAEL,

HAYES

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.079Control Test 20:33

0.000Air Blank 20:34

# 1 0.142Subject Sample 20:35

2.757Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.146Subject Sample 20:38

2.824Breath Volume 20:38

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4107/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:35

Osceola County SO

ROMERO-PEREZ,MICHAEL

11/26/2027

403207507

Osceola County SO

ROMERO-PEREZ,MICHAEL,

SANTIAGO

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

# 1 0.200Subject Sample 01:25

2.792Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.195Subject Sample 01:28

2.605Breath Volume 01:28

0.000Air Blank 01:28

0.079Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:2807/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:34

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

ROMAN SANCHEZ

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.080Control Test 22:25

0.000Air Blank 22:25

# 1 0.014Subject Sample 22:26

1.246Breath Volume 22:26

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.012Subject Sample 22:29

1.203Breath Volume 22:29

0.000Air Blank 22:29

0.078Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:5507/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:03

Osceola County SO

HOWARD,WILLIAM

11/26/2027

403207507

Osceola County SO

HOWARD,WILLIAM,

OSORIO-RODRIGUEZ

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.081Control Test 00:14

0.000Air Blank 00:14

# 1 0.103Subject Sample 00:15

2.117Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.096Subject Sample 00:18

1.480Breath Volume 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:0507/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:13

Osceola County SO

ROMERO-PEREZ,MICHAEL

11/26/2027

403207507

Osceola County SO

ROMERO-PEREZ,MICHAEL,

PEREZ-ARAGON

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

# 1 0.125Subject Sample 01:51

2.035Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 2 0.116Subject Sample 01:54

2.468Breath Volume 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:56

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:3207/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:32

Osceola County SO

VAZ,KAYO

11/26/2027

403207507

St. Cloud PD

ROMERO-PEREZ,MICHAEL,

ARIAS

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1 0.158Subject Sample 02:19 Volume Not Met

0.050Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.166Subject Sample 02:24 Volume Not Met

0.070Breath Volume 02:24

0.000Air Blank 02:25

0.078Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0907/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:04

Osceola County SO

MCDONALD,KIRK

11/26/2027

403207507

Osceola County SO

ROMERO-PEREZ,MICHAEL,

RUIZ

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

# 1 0.107Subject Sample 02:14

1.722Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.105Subject Sample 02:18

1.890Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:3607/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:18

Osceola County SO

COUCH,DILLON

11/26/2027

403207507

St. Cloud PD

ROMERO-PEREZ,MICHAEL,

BULAT

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.079Control Test 20:46

0.000Air Blank 20:47

# 1 0.379Subject Sample 20:47

2.316Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.367Subject Sample 20:50

2.000Breath Volume 20:50

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:2707/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:53

Osceola County SO

ROMERO-PEREZ,MICHAEL

11/26/2027

403207507

Osceola County SO

MCDONALD,AVERY,L

TAPIA CASIANO

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 00:00 Subject Test Refused

0.000Breath Volume 00:00

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:4307/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:44

Osceola County SO

MCDONALD,AVERY

11/26/2027

403207507

Osceola County SO

ROMERO-PEREZ,MICHAEL,

RODRIGUEZ

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:54

# 1 0.000Subject Sample 00:55

3.171Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.000Subject Sample 00:58

2.867Breath Volume 00:58

0.000Air Blank 00:58

0.080Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:16:2207/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

10:31

Osceola County SO

MCCARLEY,CHRISTOPHER

11/26/2027

403207507

Osceola County SO

PARZYGNAT,DESTINY,P

HAWKER

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:10

0.000Air Blank 12:10

0.080Control Test 12:11

0.000Air Blank 12:11

# 1 0.000Subject Sample 12:12

2.269Breath Volume 12:12

0.000Air Blank 12:12

0.000Air Blank 12:14

# 2 0.000Subject Sample 12:15

2.847Breath Volume 12:15

0.000Air Blank 12:15

0.079Control Test 12:15

0.000Air Blank 12:16

OKDiagnostics Check 12:16

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:5107/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:07

Osceola County SO

RODRIGUEZ,LUIS

11/26/2027

403207507

St. Cloud PD

CALDERON,RAFAEL,A

POUEY MORENO

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1 0.162Subject Sample 03:59

2.589Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:01

# 2 0.174Subject Sample 04:02

3.433Breath Volume 04:02

0.000Air Blank 04:02

0.078Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:2707/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

04:33

Osceola County SO

OSBORN,CARLY

11/26/2027

403207507

FFWCC (Lakeland)

SWEENEY,MICHAEL,W

RUPERTOFIGUEROA

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:23

0.000Air Blank 06:24

0.080Control Test 06:24

0.000Air Blank 06:25

# 1 0.173Subject Sample 06:25

2.863Breath Volume 06:25

0.000Air Blank 06:26

0.000Air Blank 06:28

# 2 0.165Subject Sample 06:28

2.785Breath Volume 06:28

0.000Air Blank 06:29

0.078Control Test 06:29

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 07/24/2025 12:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0207/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:09

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

VICHES

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1 0.180Subject Sample 03:16

2.621Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.184Subject Sample 03:19

2.851Breath Volume 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:21

Data Download Date/Time: 07/24/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:03:1207/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:32

03:49

Osceola County SO

SLAFER,GAGE

11/26/2027

403207507

FHP Troop D

SWEENEY,MICHAEL,W

CRIVELENTISANCHES

06/23/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.079Control Test 06:56

0.000Air Blank 06:56

# 1 0.198Subject Sample 06:58

2.296Breath Volume 06:58

0.000Air Blank 06:59

0.000Air Blank 07:00

# 2 0.198Subject Sample 07:01

2.125Breath Volume 07:01

0.000Air Blank 07:02

0.078Control Test 07:02

0.000Air Blank 07:03

OKDiagnostics Check 07:03

Data Download Date/Time: 07/24/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:33:0607/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:01

06:21

Osceola County SO

BROWN,DEMETRUIS

11/26/2027

403207507

Osceola County SO

PARZYGNAT,DESTINY,P

URBANSKI

07/24/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:26

0.000Air Blank 07:27

0.080Control Test 07:27

0.000Air Blank 07:27

# 1 0.096Subject Sample 07:28

4.062Breath Volume 07:28

0.000Air Blank 07:29

0.000Air Blank 07:30

# 2 0.089Subject Sample 07:31

4.367Breath Volume 07:31

0.000Air Blank 07:32

0.078Control Test 07:32

0.000Air Blank 07:33

OKDiagnostics Check 07:33

Data Download Date/Time: 08/21/2025 13:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5207/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:04

Osceola County SO

HOWARD,WILLIAM

11/26/2027

403207507

Osceola County SO

HOWARD,WILLIAM,

CASTANO-PEREIRA

07/24/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:49

# 1 0.053Subject Sample 00:52

1.105Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.052Subject Sample 00:56

1.722Breath Volume 00:56

0.000Air Blank 00:56

0.078Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 08/21/2025 13:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0207/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:09

Osceola County SO

CALDERON,RAFAEL

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

RAMKHALAWAN

07/24/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.078Control Test 01:06

0.000Air Blank 01:06

# 1 0.140Subject Sample 01:07

2.039Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.127Subject Sample 01:10

3.496Breath Volume 01:10

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:12

Data Download Date/Time: 08/21/2025 13:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3407/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:41

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

CALDERON,RAFAEL,A

ROTH

07/24/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

# 1 0.133Subject Sample 02:28

3.742Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.124Subject Sample 02:32

3.296Breath Volume 02:32

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 08/21/2025 13:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:2707/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:00

Osceola County SO

BLOODGOOD,J

11/26/2027

403207507

St. Cloud PD

HOWARD,WILLIAM,

NORMANDIN

07/24/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

# 1 0.155Subject Sample 23:55

1.292Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.146Subject Sample 23:58

1.414Breath Volume 23:58

0.000Air Blank 23:59

0.079Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 08/21/2025 13:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0407/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:25

FHP Troop D

LOWERY,JOHN

11/26/2027

403207507

FHP Troop D

LOWERY,JOHN,E

LOPEZ RUIZ

07/24/2025

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

# 1 0.185Subject Sample 04:22

2.187Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:24

# 2 0.175Subject Sample 04:25

2.335Breath Volume 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:27

Data Download Date/Time: 08/21/2025 13:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0907/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

03:04

Cocoa Beach PD

WERDA,JACOB

03/29/2027

403008479

Cocoa Beach PD

WERDA,JACOB,J

BARTO

06/13/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:25

# 1 0.273Subject Sample 03:26

2.550Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.250Subject Sample 03:29

2.550Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 3 0.240Subject Sample 03:32

1.367Breath Volume 03:32

0.000Air Blank 03:33

0.077Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 07/14/2025 17:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:53:5507/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:24

05:11

Cocoa Beach PD

LABOY,L

03/29/2027

403008479

Brevard County SO

WOOLBRIGHT,JOSHUA,D

TROGLIN

06/13/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:47

0.000Air Blank 06:48

0.079Control Test 06:48

0.000Air Blank 06:49

# 1 0.000Subject Sample 06:49

2.875Breath Volume 06:49

0.000Air Blank 06:50

0.000Air Blank 06:52

# 2 0.000Subject Sample 06:52

4.250Breath Volume 06:52

0.000Air Blank 06:53

0.079Control Test 06:53

0.000Air Blank 06:53

OKDiagnostics Check 06:53

Data Download Date/Time: 07/14/2025 17:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5207/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:01

Cocoa Beach PD

SWATCHICK,T

03/29/2027

403008479

Cocoa Beach PD

ZARIV,ALI,R

NELSON

06/13/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.077Control Test 02:03

0.000Air Blank 02:03

# 1 0.000Subject Sample 02:04

1.539Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:07

1.574Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 07/14/2025 17:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5407/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:13

Cocoa Beach PD

QUINONES,JOSEPH

07/05/2027

15025080A2

Cocoa Beach PD

QUINONES,JOSEPH,E

CARRIDICE

07/14/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.078Control Test 02:51

0.000Air Blank 02:51

# 1 0.218Subject Sample 02:52

1.328Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.215Subject Sample 02:55

1.238Breath Volume 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 08/14/2025 16:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:2707/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:16

Cocoa Beach PD

QUINONES,JOSEPH

07/05/2027

15025080A2

Cocoa Beach PD

QUINONES,JOSEPH,E

LONG

07/14/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.078Control Test 02:52

0.000Air Blank 02:52

# 1 0.190Subject Sample 02:54

1.128Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:56

# 2 0.186Subject Sample 02:57

1.527Breath Volume 02:57

0.000Air Blank 02:58

0.077Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 08/14/2025 16:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:3807/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:24

Cocoa Beach PD

GIVANS,GARRETH

07/05/2027

15025080A2

Cocoa Beach PD

GIVANS,GARRETH,E

BURKE

07/14/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.077Control Test 22:58

0.000Air Blank 22:59

# 1 0.270Subject Sample 22:59

1.585Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:01

# 2 0.242Subject Sample 23:03

1.714Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 3 0.244Subject Sample 23:06

2.101Breath Volume 23:06

0.000Air Blank 23:06

0.075Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 08/14/2025 16:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3507/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:08

Cocoa Beach PD

QUINONES,JOSEPH

07/05/2027

15025080A2

Cocoa Beach PD

QUINONES,JOSEPH,E

HENDERSON

07/14/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.077Control Test 04:38

0.000Air Blank 04:39

# 1 0.195Subject Sample 04:41

1.152Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.199Subject Sample 04:45

1.289Breath Volume 04:45

0.000Air Blank 04:45

0.075Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 08/14/2025 16:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:0107/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:54

Cocoa Beach PD

SWATCHICK,T

07/05/2027

15025080A2

Cocoa Beach PD

ZARIV,ALI,R

SUMNER

07/14/2025

8100.27

COCOA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.077Control Test 20:28

0.000Air Blank 20:28

# 1 0.000Subject Sample 20:32 Volume Not Met

0.015Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2Subject Sample 20:37 RFI Detect

0.015Breath Volume 20:37

Air Blank 20:37 RFI Detect

0.000Air Blank 20:38

Data Download Date/Time: 08/14/2025 16:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0707/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:04

Titusville PD

RASMUSSEN,MATTHEW

11/05/2025

231592

Titusville PD

RASMUSSEN,MATTHEW,S

SUAREZ

06/30/2025

8100.27

TITUSVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.082Control Test 01:37

0.000Air Blank 01:37

# 1 0.054Subject Sample 01:39

3.070Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.058Subject Sample 01:42

2.843Breath Volume 01:42

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 07/29/2025 20:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0007/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:18

Titusville PD

DOMINGUEZ,ANDREW

11/05/2025

231592

Titusville PD

RASMUSSEN,MATTHEW,S

CHRISTIAN

06/30/2025

8100.27

TITUSVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.082Control Test 03:47

0.000Air Blank 03:48

# 1 0.198Subject Sample 03:49

1.101Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.209Subject Sample 03:53

2.742Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:55

Data Download Date/Time: 07/29/2025 20:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:5107/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

05:23

Titusville PD

RASMUSSEN,MATTHEW

11/05/2025

231592

Titusville PD

RASMUSSEN,MATTHEW,S

HARRIS

06/30/2025

8100.27

TITUSVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.082Control Test 05:44

0.000Air Blank 05:45

# 1 0.018Subject Sample 05:46

2.710Breath Volume 05:46

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.018Subject Sample 05:49

2.480Breath Volume 05:49

0.000Air Blank 05:49

0.082Control Test 05:50

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 07/29/2025 20:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:3407/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

20:09

Titusville PD

RASMUSSEN,MATTHEW

11/05/2025

231592

Titusville PD

RASMUSSEN,MATTHEW,S

GREENE

06/30/2025

8100.27

TITUSVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:54

0.000Air Blank 20:55

0.081Control Test 20:55

0.000Air Blank 20:55

# 1 0.068Subject Sample 20:57

1.562Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.066Subject Sample 21:01

1.453Breath Volume 21:01

0.000Air Blank 21:01

0.082Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 07/29/2025 20:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5007/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:09

Titusville PD

RASMUSSEN,MATTHEW

11/05/2025

231592

Titusville PD

RASMUSSEN,MATTHEW,S

MORGAN

06/30/2025

8100.27

TITUSVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

# 1 0.000Subject Sample 02:04

1.960Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.000Subject Sample 02:07

1.726Breath Volume 02:07

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:09

FailDiagnostics Check 02:09 Temperature Regulation Test

0.000Air Blank 02:09

Data Download Date/Time: 07/29/2025 20:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


